
BID EVALUATION REPORT

1. Name of Procuring Agency: Dow University of Health Sciences, Karachi.

2. Tender Reference No: No. DUHS/DP/2017/-29 Dated 29 November 2017

3. Tender Description: Procurement of Laboratory Equipment 1 Instruments

4. Method of Procurement: Single Stage - Two Envelope

5. Tender Published: a. SPPRA web sites at Sr. No. 35495 1SPPRA ID No. 2147483647;
b. Daily Dawn (English Newspaper) on 30-11-2017;
c. Daily Jang (Urdu Newspaper) on 30-11-2017; and
d. Daily Ibrat (Sindhi Newspaper) on 30-11-2017.

(PID(K) 1955/18) (Appendix 1)

6. Total Bid documents Sold: Sixteen (16) Nos.

7. Total Bids Received: Fourteen (14) Nos.....,
8. Technical Bid Opening date: zo" December 2017 at 11:30 a.m. (Appendix 2)

9. No. of Bid technically qualified: Eight (08) Nos. (Appendix 3)

10. Bid(s) Disqualified 1Rejected: Six (06) Nos. (Appendix 3)

11. Financial Bid Opening date: 03 March 2018 at 11:00 a.m. (Appendix 4)

12. Bid Evaluation Report: Attached as Appendix 5

1. Prof. Dr. Muhammad Masroor
Pro-Vice Chancellor (Chairman)
Dow University of Health Sciences, Karachi

2. Professor Amanullah
Registrar (Member 1 Coordinator)
Dow University of Health Sciences, Karachi

3. Mr. Munaf Advani
Director Finance (Member)
Benazir Bhutto Shaheed University, Lyari, Karachi.

4. Dr. Muhammad Asif Qureshi
Associate professor Pathology, DIMC &
Additional Director DDR&RL, Ojha Campus

5. Engr. Tariq Ahmed
Deputy Director Biomedical
Dow University of Health Sciences, Karachi

\

Prot Dr. Muhammad Masroorn.W'" MSSS. MCPS. 'CPS, FRCP (Giasgowl
cl'{'Ju' Pro-VJee Chanee!JDr

Dow Dn1Yerslty~ HealthSc~nces

Prof. Amanullah Abb
MI'!BS, FCPS. MRCP, FRCP

Professor of Medicine
Re!!istrar

Dow University of Health SClen es
, I



APPENDIX-1

PROCUREMENT OF HOSPITAL EQUIPMENT /
INSTRUMENTS

No. DUHS/DP /2017/29 Dated 29November 2017

HOISTING ON SPPRAWEBSITES
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APPENDIX-l

DAILY DAWN ON 30NOVEMBER 2017

Bidding occurnent may be purchased by interested bidders
on ttlesubmissicn of a vJTittenapplication.NTN.GSTCertificates
and Pay Order i Demand Draft of tender fee during office
hours Bid(jin9 Documents are also available at DUHS and
SPPRA websites. Interested Bidders may obtain further
information personally from '11:00 A.rvl. to 02:00 P.M.
Conditional Bids, Telegrapi ,0;0s. Bids not accompanied by
Bid Security of required amount and form. bids received after
specific date and time and bids of Blacklisted firms will be
rejected.
The Om", UIIiV'2rSlty ':Jf Health Sciences, Karachi (DUHS)

the ri9ht to reject any or all the bids subject to the
provis.ons of SPP Rules 2Dl0 (Amended 2013).

fiot. Dr. MUIl''''~''';;;;';r::lll;'~'':lrProcurement
tfJss.I,\et's Fe iversity of Heatth Sciences (OjO,:1Carnpus)

pro·Vlce lDirectorate at L'brary Block,
, '<1 ot
Oow tlnl.crs.q hi SUPARCO Road, off Main University Road,Karac Gulzar-e-Hijn Scheme No. 33. Karachi.

Phone No. + 92-21-9926'1497
Email;clfec:or.procurernent@tiuhs.edu.pk

No. DUHS/DP/20Hl 29 Dated 29 November 2017

NOTICE INVITING TENDER (NIT)
Bids are invited under sealed cover for the Procurement
of Laboratory EquipmentJlnstruments on DDPiC&F basis
from authorized Dealers/Distributors.Manutacturers. having
registration with Federal Board of Revenue (FBR) for Income
Tax and Sales Tax.

Tender Fee

. Rs. 2,000/" (Rupeestwo thousand 0llly)
Non-Refundable In s!1ape of Pay Order I
Demand Draft in favor of Dow University
of Health - _:.;:.;;ces,Karachi .

Bidding .
Procedure Single Stage - Two Envelope.-- r:-----..--. .._._-.-_.__.:....._-...:..---'l
se~~jty 12% of the total bid value.

Bids Deliveryl .
Date & Time 20 December 2017 at 11:00 a.rn.

Bids Opening
Date & TIme 20 December 2017 at 11:30 a.m.

In case (J(any unforeseen situation or JOV81l'lnmn! hofiday resulting
In closure or G!Yi{x:'.::nIhn dato of cp~nlr9,bids shaHbe suom.ttec I
cpenec en next ~l;l)r,(!ngday at Ui!~given time.



APPENDIX-l

DAILY JANG ON 30NOVEMBER 2017
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DAILY JANG ON 30 NOVEMBER 2017
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APPENDIX-l

AMMAD ASIF QURESHI
MBBS, PhD, M.A, Postdoc(Germany)

Associate Professor
Oepartment of Pathology

Dow International Medical Cellege



APPENDIX - 2

DOW UNIVERSITY OF HEALTH SCIENCES, KARACHI.
ATTENDANCE SHEET

Procurement of Labortory Equipment / Instruments
Ref. No. DUHSIDP/2017/- 29 Dated 29 November, 2017

OPENING OF TECHNICAL BIDS I PROPOSALS ON 20 DECEMBER 2017 AT 11:30 A.M.

S# BIDDER
(Company / Firm / Contractor)

REPRESENTATIVE
(Name)

DESIGNATION CONTACT
NUMBER

SIGNATURE

r 0\ '-e,'VI. \ c,

1-I

FAOVAN\ CV
lANCE, J. \

".......,.nr, SHAHEEO \
RI KARACHI '

" Prof. Amanullah bbasi "" _. /.

~

/I~ x : MBBS, FCPS, MRC , , RCP '~,5;:~'-/
V ',\_ RIQ AUlAC'O,ofessorofMe ne Prof Dr MuhammadMnsroor_ ,\. . -(\ nfl'" Registrar • • ,

/' ~,,-~}'i,G" ~~~i'OR University of Health ScienM6JIS MG,PS. FCPS, FRCP (Glasgow)
->: -;,Qj-p.!J{~ .' GDEPT I<arachl Pro-Vice Chancellor

L- BIONiEOIC)'l'E1 IN IN CIENCES QI..w tlntvers ,v of Health Sc~nc~"I
nOW \lNIIJE.RSm Ot HE~LTHS Karachi



APPENDIX - 2

DOW UNIVERSITY OF HEALTH SCIENCES, KARACHI.
ATTENDANCE SHEET

Procurement of Labortory Equipment / Instruments
Ref. No. DUHSIDP/2017/- 29 Dated 29 November, 2017

OPENING OF TECHNICAL BIDS / PROPOSALS ON 20 DECEMBER 2017 AT 11:30 A.M.

S# BIDDER REPRESENT ATIVE DESIGNATION CONTACT
(Company / Firm / Contractor) (Name) NUMBER

[0 14f-t(_~,~ {j;d 6'!dLV-Y fuit~ fl.)1~ .>t/

'J ~~ {\.~~

12 "'-A-Y- ~

13 MlAir-AvAOO' .
ly ~tJI(lel!L

SIGNATURE



a') DOW UNIVERSITY OF HEALTH SCIENCES
.~ ATTENDANCE SHEET (Procurement Committee)

Procurement of Labortory Equipment / Instruments
N.I.T. No. DUHSIDP/2017/- 29 Dated 29 November, 2017

OPENING OF TECHNICAL BIDS / PROPOSALS ON 20 DECEMBER 2017 AT 11:30 A.M.
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APPENDIX-3

TECHNICAL EVALUATION I BIDDER'S QUALIFICATION REPORT
Procurement of Laboratory Equipment !Instruments '
N.I.T No. DUHSIDP/2017/29 Dated 29 November 2017
TECHNICAL BIDS OPENED ON 20·12·2017
MIs. Global Marketing Services

.-:-:!'.~NO. 3 17
NAME OF ITE,M Microscope Embedding Centre

i
I Leica DM750 + 11541544+ Leica HistoconeMODEL / CAT,# 11541543 + 11541510 Arcadia H +C

MAKE Leica Microsystems Leica Microsystems
COUNTRY OF ORIG!N Germany Germany

S# PARAMETERS / SUB-PARAMETERS Marks
A. PRODUCT EVALUATION ,. , i

I,
Largeparaffintank (4L).

1 Conformity to the Purchaser's Specifications 25 largecold plate,built in
heatedwaxtrimmer

Fully compliant with the required specifications 25 0 25
Compliant with minor deviation (up to 10% subject to main function 20 20 0
is not effected)

2 Product Certification 15
Food and Drug Administration (FDA) and European Community
(CE) MODor Japan Industrial Standard (JIS) / Japan Quality 15 0 0
Assurance Organization (JQAO)
European Community (CE) MOD and Japan Industrial Standard 12 0 0
(JIS) I Japan Quality Assurance Organization (JQAO)
Food and DrugAdministration (FDA) 510K 10 0 0
European Community (CE) MOD 8 8 8
Japan Industrial Standard (JIS)/Japan Quality Assurance 8 0 0
Organization (JQAO)

B. BIDDER EVALUATION
3 Legal Requirement 18

Manufacturer Authorization 10 10 10
Bid Form (without prices) 4 4 4
Tender Purchase Receipt 2 2 2
Taxation Certificate (NTN and GST) 2 2 2

4 Technical Staff 12
Diploma Engineers (minimum two) 4 4 4
Graduate Engineers (For High Tech / Critical equipment Graduate
Engineer of relevant field is mandatory for each product) (minimum 6 6 6
two)
MSc / PhD qualification/Foreign training 2 2 2

5 Networking and Training 8
Networking setup across Pakistan (1 mark for each setup upto 6 6 6
maximum 6)
Certificate to the affect that the firm will provide training in the use of
equipment to the relevant technical staff. Training plan must be 2 2 2
attached with certificate

6 Delivery 6
4 to 6Weeks or earlier 0 0 0
7 to 12Weeks or earlier 2 0 0

7 Past Experience I Performance 4
Satisfactory performance certificate for the quoted equipment from
the medical institutions within Pakistan (1 mark for each certificate 4 0 0
upto maximum 4)

8 Financial Status 6
Bank Certificate 2 2 2 \
Last year verified Balance Sheet /Income Tax Return Forms 2 2 2 I"

Yearly turn-over of over 50 Million 2 2 2
9 Bonus points 4 i.

Warranty period extension free of cost (the firm offered greater 2 0 0 " \: ,\Cl~ ".I period will get the marks) .n \~"-( ,,'i)t.~' ,
Comparative Running Cost (consumables / reagents / replacement

~
'{\l ~~\) "'C

2 0 0 '0\ '0' '" ",1_\'\
[parts) r-~c,~\.t.'\!I\:'\;~?-\..\'~,S\~
Post warranty maintenance contract, including service and parts, ~\C0\1\'iJ~ ~\" C0~
rates (companies to offer percentage (%) of the contract value in 2 2 2 1J\)'t\ VJ'

~'t.~S
the technical bid. The lowest will get the full marks)

TOTAL MARKS / POINT SC~E (A + B) 100 74 79
Minimum 70 marks are required to Technically qualify Qualified Qualified

: r JC t}~, ~\~',! :'~.1
~',~'}S,M':~S "= 0 j 1"-

;;r ,J.-,-' l,; .:.. J ~.~-J Wo': "

": r
.... ,\\ _I
I \ .~~

_ ~ 0,

.~ ,
~ [. (

,vl4l1A,MMAD-AStf QURESHI
MBBS,"Phb.M.A,Postd.C\GerTmny)

Associate Professor
Departmentof Pathology
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APPENDIX-3

TECHNICAL EVALUATION I BIDDER'S QUALIFICATION REF
Procurement of Laboratory Equipment I Instruments
N.I.T No. DUHSIDP/2017/29 Dated 29 November 2017
TECHNICAL BIDS OPENED ON 20-12-2017
MIs. Global Marketing Services

ITEM NO, 18 19
NAM'" "'" ITEM Cryostate Tissue Processor

MODEL / CAT# Leica CM 1860 UV Leica ASP 300 S

MAKE Leica Microsystems Leica Microsystems
COUNTRY OF ORIGIN Germany Germany

S# PARAMETERS / SUB-PARAMETERS Marks
A. PRODUCT EVALUATION

."
1
J Trimthicknes=1-100um,numberof~ freezingstations=B,-maximum

1 Conformity to the Purchaser's Specifications 25 specimensize=55x55or 55xBOmm,
weight=135kg,highstabilityknife
holder,13largeand5 smallspot

holders
Fully compliant with the required specifications 25 0 25
Compliant with minor deviation (up to 10% subject to main function 20· 20 0
is not effected)

2 Product Certification 15
Food and Drug Administration (FDA) and European Community
(CE) MOOor Japan Industrial Standard (JIS) / Japan Quality 15 0 0
Assurance Oroanization (JQAO)
European Community (CE) MOD and Japan Industrial Standard 12 0 0
(JIS) / Japan Quality Assurance Organization (JQAO)
Food and Drug Administration (FDA) 510K 10: 0 0
European Community (CE) MOD 8: 8 8
Japan Industrial Standard (JIS)/Japan Quality Assurance 8 0 0
Organization (JQAO)

B. ; BIDDER EVALUATION I
3 Legal Requirement 18;

Manufacturer Authorization 10· 10 10
Bid Form (without prices) 4, 4 4
Tender Purchase Receipt 2, 2 2
Taxation Certificate (NTN and GST) 2 2 2

4 Technical Staff 12 !

Diploma Engineers (minimum two) 4· 4 4
Graduate Engineers (For High Tech / Critical equipment Graduate
Engineer of relevant field is mandatory for each product) (minimum 6 6 6
two)
MSc / PhO qualification/Foreign training 2 2 2

5 Networking and Training 8
Networking setup across Pakistan (1 mark for each setup upto 6 6 6
maximum 6)
Certificate to the affect that the firm will provide training in the use of
equipment to the relevant technical staff. Training plan must be 2 2 2
attached with certificate

6 Delivery 6
4 to 6 Weeks or earlier 6 0 0
7 to 12Weeks or earlier 2 0 0

7 Past Experience / Performance 4

~

Satisfactory performance certificate for the quoted equipment from
the medical institutions within Pakistan (1 mark for each certificate 4 1 0 ~(upto maximum 4)

8 Financial Status 6 ./'\
Bank Certificate 2 2 27

\)

Last year verified Balance Sheet /Income Tax Return Forms 2 2 2 <..
~ t_c, \l ~Yearly turn-over of over 50 Million 2 2 2 _0

"'\)\'\ ~~~'f..'f..~\~~<§.f..9 Bonus points 4 ~~\)\

Warranty period extension free of cost (the firm offered greater 2 0 o "~ ~C;'¥\., "'2 \J~'r.'f..'-r-\.
Iperiod will get the marks) S~S{:..'\
Comparative Running Cost (consumables / reagents / replacement ~\J~'\Iparts) 2 0 0 (\(j

Post warranty maintenance contract, including service and parts,
rates (companies to offer percentage (%) of the contract value in 2 2 2
the technical bid. The lowest will get the full marks) \ \

TOTAL MARKS / POINT SCORE (A + B) ~,\t>-\' 100 75 79
'\.Minimum 70 marks are required to ;Technically qtlatiOV ,..i;:. Qualified Qualified,~ I~ ~~\ ~~v ~V

~ ~,~ 't.~y..~Cy..· /~! \ O~ -<,O~ ~,?-\>-~,tJ \.- "
/-\ I, ."\ ,'t- -, , 4 \ :t y-: '"' l_ :; HIt' .! ~ -, i..,.~J'I; <,$I\",.

}~J:;.:

,,:'\.1 ... ( c~aR.~B~~~~~!.~(!~~o~t~?r~~ny)
Associate Professor-

s: ;-,;"Department of Pathology
DowInternationalMedicalCollege
'Jow University of Health Sciences

,
• 0 -



APPENDIX-3

TECHNICAL EVALUATION I BIDDER'S QUALIFICATION REPORT
Procurement of Laboratory Equipment I Instruments
N.I.T No. DUHS/DP/2017/29 Dated 29 November 2017
TECHNICAL BIDS OPENED ON 20-12-2017
MIs. Scientific Supplies (Pvt.) Ltd.

ITEM NO. 2 4

NAME OF ITEM UVVisible Muffle Furnace,: Spectrophotometer
MODEL / CATi# LUS-B20 LMF-F10

MAKE Labtron Equipment Ltd. Labtron Equipment Ltd.
COUNTRY OF ORIGIN UK UK

S# PARAMETERS / SUB-PARAMETERS Marks
A. PRODUCT EVALUATION .~

I .,
1 Rejected.Wave length

range 190-900nm.our
requirementis 190-

1 Conformity to the Purchaser's Specifications 25 1100nm,scanning
speed,spectralbandwidth

not mentioned.pair of

i cuvettesnot mentioned

Fully compliant with the required specifications 25' 0 25
Compliant with minor deviation (up to 10% subject to main function 20' 0 0is not effected)

2 Product Certification 15':
Food and Drug Administration (FDA) and European Community (CE)
MOD or Japan Industrial Standard (JIS) / Japan Quality Assurance 15 0 0
Organization (JQAO)

European Community (CE) MOD and Japan Industrial Standard
12, 0 0(JIS) / Japan Quality Assurance Organization (JQAO)

Food and Drug Administration (FDA) 510K 10 0 0
European Community (CE) MOD 8 0 0
Japan Industrial Standard (JIS)/Japan Quality Assurance 8 0 0Organization (JQAO)

B. BIDDER EVALUATION
3 Legal Requirement 18

Manufacturer Authorization 10' 10 10
Bid Form (without prices) 4 2 2
Tender Purchase Receipt 2 2 2
Taxation Certificate (NTN and GST) 2 2 2

4 Technical Staff 12:
Diploma Engineers (minimum two) 4 0 0
Graduate Engineers (For High Tech / Critical equipment Graduate :

Engineer of relevant field is mandatory for each product) (minimum 6 6 6
two)
MSc / PhD qualification/Foreign training 2 2 2

5 Networking and Training 8
Networking setup across Pakistan (1 mark for each setup upto

6 3 3maximum 6)
Certificate to the affect that the firm will provide training in the use of
equipment to the relevant technical staff. Training plan must be 2 0 0
attached with certificate

6 Delivery 6
4 to 6 Weeks or earlier 6 0 0
7 to 12Weeks or earlier 2 0 0

7 Past Experience I Performance 4
Satisfactory performance certificate for the quoted equipment from
the medical institutions within Pakistan (1 mark for each certificate 4 0 0

~.
upto maximum 4)

8 Financial Status 6 \
Bank Certificate 2 2 2 \
Last year verified Balance Sheet /Income Tax Return Forms 2 2 2 /

,
.

Yearly turn-over of over 50 Million 2 2 2 ,._
9 Bonus points 4 "\ ~ ~~t.: ,.\) ,

Warranty period extension free of cost (the firm offered greater 2 0 0 ~~G~• \)\'\ \) ~'1:.'1:.~\':c:
[period will get the marks) 13 "'-'1:.'f:.,\:'\\'1:.~\\\\.
Comparative Running Cost (consumables I reagents I replacement 2 0 0 r.o\'iJ~

\:J\\.~(\'\\J~
iparts) '~~'i;.~S\
Post warranty maintenance contract, including service and parts, 1)'iJ~"
rates (companies to offer percentage (%) of the contract value in~\e 2 0 0
technical bid. The lowest will get the full marks) I\.i'I\j p..

TOTAL MARKS / POINT SeORI; (~~~'\ 1'""'" ,r<; 100 33
:>·'DliJ.lsM~8LIK:L\.I\I)M), D A~F QURESH'" Minimum 70 marks are requir~ tQITjllthnlc,a,IIr:;111_ ,,",,0;::\ , _, Ois.Qtia.tilted')C 0M ""JA,\Jl'td""~:c.' - ., MSSS, PhD, M.A, P'ost'do(;(Gerrnan'.. -- :-.tI -' ''': ~- A ).,(,"_

, - Asso~~e Professor.._,/ " .. ~ . ,~t...r" .~' ~.. . '~I
'."1- , • , ,'"" ( ,fA De ctr;ne t ~f Pa. !.9J4gyfrot U\-.tT~:},1 "o.l.;r(ii.H3"\'I~ SII ~ :'1 -:: \;1" j.) - "... - .. ~..~ '" .'. '" ... , - Dow In~r'nat(onarMe~j.Lc..ouege

Oow University of Health Sciences



APPENDIX-3

TECHNICAL EVALUATION I BIDDER'S QUALIFICATION F
Procurement of Laboratory Equipment I Instruments
N.I.T No. DUHS/DP/2017/29 Dated 29 November 2017
TECHNICAL BIDS OPENED ON 20-12-2017
MIs. Scientific Supplies (Pvt.) Ltd.

ITEM NO. S 7

NAME OF ITEM Rotary Unit Kjeldhal Unit

MODEL /CAT# LRE-A10 LKA-A10
MAKE Labtron Equipment Ltd. Labtron Equipment Ltd.

COUNTRY OF ORIGIN UK UK
S# PARAMETERS / SUB-PARAMETERS Marks
A•. PRODUCT EVALUATION .i',

Rejected.Heatingbath Rejected.Measuring
1 Conformity to the Purchaser's Specifications 25 temperaturerange,over range,Resolutiontime is

protectionbath temperature ok,restof the informationis
not mention. not clear in brochure.

-.

Fully compliant with the required specifications 25: 0 0
Compliant with minor deviation (up to 10% subject to main function

20 0 0is not effected)
2 Product Certification 15

Food and Drug Administration (FDA) and European Community (l .J
MOD or Japan Industrial Standard (JIS) / Japan Quality Assurance 15 0 0
Organization (JQAO)

European Community (CE) MOD and Japan Industrial Standard
12 0 0(JIS) / Japan Quality Assurance Organization (JQAO)

Food and Drug Administration (FDA) 510K 10 0 0
European Community (CE) MOD 8 0 0
Japan Industrial Standard (JIS)/Japan Quality Assurance

8 0 0Organization (JQAO)
a. BIDDER EVALUATION :~

3 Legal Requirement 18'
Manufacturer Authorization 10 10 10
Bid Form (without prices) 4 2 2
Tender Purchase Receipt 2 2 2
Taxation Certificate (NTN and GST) 2 2 2

4 Technical Staff 12
Diploma Engineers (minimum two) 4 0 0
Graduate Engineers (For High Tech / Critical equipment Graduate
Engineer of relevant field is mandatory for each product) (minimum 6 6 6
two)
MSc / PhD qualification/Foreign training 2 2 2

5 Networking and Training 8
Networking setup across Pakistan (1 mark for each setup upto

6 3 3maximum 6)
Certificate to the affect that the firm will provide training in the use of
equipment to the relevant technical staff. Training plan must be 2 0 0
attached with certificate

6 Delivery 6

~~

4 to 6 Weeks or earlier 6 0 0
7 to 12Weeks or earlier 2 0 0 \

7 Past Experience / Performance 4
Satisfactory performance certificate for the quoted equipment from Sthe medical institutions within Pakistan (1 mark for each certificate 4 0 0

~~~ ~\"\J,
uoto maximum 4) , ~'\" 0~~r:,<"s Financial Status 6 ~~v e ~~~~\\'
Bank Certificate 2 2 2 .... I'-,)~~\'~~'\ \j
Last year verified Balance Sheet /Income Tax Return Forms 2 2 2 ~ ~~~~S
Yearly turn-over of over 50 Million 2 2 2 __.., ~~

9 Bonus points 4 ~\l
Warranty period ex1ension free of cost (the firm offered greater

2 0 0Iperiod will get the marks)
Comparative Running Cost (consumables / reagents / replacement

2 0 0Iparts)
Post warranty maintenance contract, including service and parts,
rates (companies to offer percentage (%) of the contract value in 1"" 2 0 0
technical bid. The lowest will get the full marks) ~ l>,l\

:~ TOTAL MARKS / POINT SCORE (A + 1;11 ... :; ~D\Ir . 100 33 33
~ Minimum 70 marks are required to :re.c~I~qa1tljfY, NC'C . , D~.QlIlIllfI.edl ::<il ~':' ':"'_ IAMlilAD AStF QURES

\~# ~ '~\J '''';!, ...I~ C r \,' , '..l ~ C. 'J ......... -' ':l 3 -~L MBBS, PhD, M,A, rostd4c(G~rm~."-~": =~C \ ,', ','_ ,,'_ ';-~'~~-...r: .~ .. _ ~ j'": .~, -7 _.- As~o~IM~P ofessor 'IJ\I~-r: ':l'\_;\ _~ ,:.\;~-\'.' :;J? ~ ~~_ - ' ~-:

r

,.=:~3 !_,,;~'-~2.J
'r<ai -3Ci-'



TECHNICAL EVALUATION I BIDDER'S QUALIFICATION F
Procurement of Laboratory Equipment I Instruments
NJ.T No. DUHSIDP/2017/29 Dated 29 November 2017
TECHNICAL BIDS OPENED ON 20-12-2017
MIs. Scientific Supplies (Pvt.) Ltd.

APPENDIX-3

o

9

NAME OF ITEM Polarimeter

ITEM NO. 8

Drying Oven

MODEL / CAT# LPMR-A10 LDO-A17
MAKE Labtron Equipment Ltd. Labtron Equipment Ltd.

A. PRODUCT EVALUATION

COUNTRY OF ORIGIN UK
Marks

UK
S# PARAMETERS / SUB-PARAMETERS

1 Conformity to the Purchaser'S Specifications 25

Rejected.Measuringrange
-180 C to +180C,our

requirementis -225 C to
+225C,Ught sourceis
sodiumbuilt in lampour

requirementis
LED/Interface

filter,Resolution,Accuracy
rangenot mention

Rejected.Temperature
Range is ok,capacitynot
mention,notclearfrom

brochure

Fully compliant with the required specificaticns 25' o o
Compliant with minor deviation (up to 10% subject to main function
is not effected) 20 o o

2 Product Certification 15
Food and Drug Administration (FDA) and European Community (CE)
MOD or Japan Industrial Standard (JIS) / Japan Quality Assurance
Organization (JQAO)

15 o o

European Community (CE) MOD and Japan Industrial Standard
(JIS) / Japan Quality Assurance Organization (JQAO) o o
Food and Drug Administration (FDA) 510K 10: o o
European Community (CE) MOD o o
Japan Industrial Standard (JIS)/Japan Quality Assurance
Organization (JQAO) 8, o o

a. BIDDEREVALUA T10N
3 Legal Requirement 18:

Manufacturer Authorization 10 10 10
Bid Form (without prices)
Tender Purchase Receipt

4 2 2
2

Taxation Certificate (NTN and GST)
2 2

2
4 Technical Staff

2 2

Diploma Engineers (minimum two)
12,
4 o o

Graduate Engineers (For High Tech / Critical equipment Graduate
Engineer of relevant field is mandatory for each product) (minimum
two)

6 6 6

MSc / PhD qualification/Foreign training 2 2 2
5 Networking and Training 8

Networking setup across Pakistan (1 mark for each setup upto
maximum 6) 6 3 3

Certificate to the affect that the firm will provide training in the use of
equipment to the relevant technical staff. Training plan must be 2
attached with certificate ;

o

6 Delivery 6 ~~4 to 6Weeks or earlier 6 0 0" ~<:::j
~~7~ro~1~2~W~e~e~k=s~0~r7ea~rl~ie~r +-~2 __ r- ~O r- ~O \~\~~(\~~ ~
~7-+P~a~s~t~E~x~Ple~r~ie~n~c~e/~Pe~rt~o~rm~a~n~c~e~~~ __ ~--~~~--~4--r----------------r ,\~~~ ~_~ ~ ~~

Satisfactory performance certificate for the quoted equipment from ( '\ ~ ~~ ~~
the medical institutions within Pakistan (1 mark for each certificate 4 0 0.E' ~""~'~
~~~~ .~ ~~

~8~F~in~a~n~ci~al~S~ta~t~us~----------------------------+--6~+---------------t-----------,(~:~~~ ..,~.~, ~~~~
~~~~~~--------------------------+_~~----~~----4_----~~~~ ~~~

Bank Certificate 2 2 2 (;~ ~ ~'r~'
Last year verified Balance Sheet I Income Tax Return Forms 2 2 2 ~ r.,~1f
Yearly turn-over of over 50 Million 2 2 2 <f;-.....~

9 Bonus points 4 ~r:::f.
Warranty period extension free of cost (the firm offered greater
period will get the marks) 2 o o
Comparative Running Cost (consumables I reagents / replacement 2
Iparts) L\\ o o
Post warranty maintenance contract, including service and p~~\l ~ \~
rates (companies to offer percentage (%) of the contra~..,.~ul?-,1(~.c. 2
technical bid. The lowest will get the full marks) "f,.\J\'\1"', \N~~ ":' -;;'"D

o o



APPENDIX-3

TECHNICAL EVALUATION I BIDDER'S QUALIFICATION F
Procurement of Laboratory Equipment I Instruments
N.I.T No. DUHS/DP/2017/29 Dated 29 November 2017
TECHNICAL BIDS OPENED ON 20-12-2017
Mis. Scientific Supplies (Pvt.) Ltd.

ITEM NO. 12 13

NAME OF ITEM HPLC System Autoclave

MODEL / CAT.# LHLC-B10 LVA-B11
MAKE Labtron Equipment Ltd. Labtron Equipment Ltd.

COUNTRY OF ORIGIN UK UK
Marks

~:

.. Rejected.Gaugepressure
Rejected.Wave length 190- not mention.Noof heaters

25 680nm,Temperaturerange not mention,warming
not mention,incomplete temperaturerangenot

details provided mention.Incompletedetails
provided

5# PARAMETERS / SUB-PARAMETERS
A. PRODUCT-EVALUATION

1 Conformity to the Purchaser's Specifications

Fully compliant with the required specifications 0 0

0 0

0 0

0 0

0 0
0 0

0 0

10 10
2 2
2 2
2 2

0 0

6 6

2 2

3 3

0 0

.<::)
0 0 VI .;:_:;
0 0

~~

\W
0 0

~
<l. ~~

2 2 #!!}~~
2 2 -c ~~
2 2 ~#~

~
0 0

0 0

0 0

Compliant with minor deviation (up to 10% subject to main function
is not effected)

2 Product Certification 15
Food and Drug Administration (FDA) and European Community (CE)
MDD or Japan Industrial Standard (JIS) / Japan Quality Assurance
Organization (JQAO)

15

European Community (CE) MDD and Japan Industrial Standard
(JIS) / Japan Quality Assurance Organization (JQAO)

Food and Drug Administration (FDA) 510K 10
European Community (CE) MDD 8
Japan Industrial Standard (JIS)/Japan Quality Assurance
Orqanization (JQAO) 8

B. BIDDER EVALUATION r:
3 Legal Requirement 18"

Manufacturer Authorization 10

2
Bid Form (without prices) 4
Tender Purchase Receipt

12
Taxation Certificate (NTN and GST) 2

4 Technical Staff
Diploma Engineers (minimum two) 4

6
Graduate Engineers (For High Tech' Critical equipment Graduate
Engineer of relevant field is mandatory for each product) (minimum
two)

8
MSc / PhD qualification/Foreign training

5 Networking and Training
2

Networking setup across Pakistan (1 mark for each setup upto
maximum 6) 6

2

-

Certificate to the affect that the firm will provide training in the use of
equipment to the relevant technical staff. Training plan must be
attached with certificate

6 Delivery 6
4 to 6 Weeks or earlier

4
7 to 12 Weeks or earlier

7 Past Experience I Performance
2.

Satisfactory performance certificate for the quoted equipment from
the medical institutions within Pakistan (1 mark for each certificate
upto maximum 4)

4

8 Financial Status 6
Bank Certificate 2

2
Last year verified Balance Sheet / Income Tax Return Forms 2
Yearly turn-over of over 50 Million

9 Bonus points 4
Warranty period extension free of cost (the firm offered greater
[£_eriodwill get the marks) 2

Comparative Running Cost (consumables / reagents / replacement
[£§Irts) 2

Post warranty maintenance contract, including service and parts,
rates (companies to offer percentage (%) of the contract value in tt'te.w.. ~
technical bid. The lowest will get the full marks) , ,,\ 1-.;: P.0\J,... \



APPENDIX-3

TECHNICAL EVALUATION! BIDDER'S QUALIFICATION F
Procurement of Laboratory Equipment !Instruments
N.I.T No. DUHS/DP/2017/ 29 Dated 29 November 2017
TECHNICAL BIDS OPENED ON 20-12-2017
MIs. Scientific Supplies (Pvt.) Ltd.

ITEM NO. 14

NAME OF ITEM Analytical Balance

MODEL /CAT# LAAB-A11
MAKE Labtron Equipment Ltd.

COUNTRY OF ORIGIN UK
S# PARAMETERS / SUB·PARAMETERS Marks
A. PRODUCT EVALUATION " " ~.

l;

1 Conformity to the Purchaser's Specifications 25

,
Fully compliant with the required speCifications 25: 25
Compliant with minor deviation (up to 10% subject to main function

20 0is not effected)
2 Product Certification 15

Food and Drug Administration (FDA) and European Community (CE)
MOD or Japan Industrial Standard (JIS) / Japan Quality Assurance 15 0
Organization (JQAO)

European Community (CE) MOD and Japan Industrial Standard
121 0(JIS) ! Japan Quality Assurance Organization (JQAO)

Food and Drug Administration (FDA) 510K 10, 0
European Community (CE) MOD 8 0
Japan Industrial Standard (JIS)/Japan Quality Assurance 8 0Organization (JQAO) I

B. BIDDER EVALUATION ~
3 Legal Requirement 18

Manufacturer Authorization 10 10
Bid Form (without prices) 4 2
Tender Purchase Receipt 2 2
Taxation Certificate (NTN and GST) 2 2

4 Technical Staff 12
Diploma Engineers (minimum two) 4 0
Graduate Engineers (For High Tech / Critical equipment Graduate
Engineer of relevant field is mandatory for each product) (minimum 6 6
two)
MSc / PhD qualification/Foreign training 2 2

5 Networking and Training 8
Networking setup across Pakistan (1 mark for each setup upto 6 Jmaximum 6)
Certificate to the affect that the firm will provide training in the use of
equipment to the relevant technical staff. Training plan must be 2 0 I~~attached with certificate

6 Delivery 6 ~
~<@~4 to 6 Weeks or earlier 6 0

~7 to 12 Weeks or earlier 2 0
7 Past Experience! Performance 4 ~~~~&:~~

Satisfactory performance certificate for the quoted equipment from ,

~ . .§ ~ ~~
the medical institutions within Pakistan (1 mark for each certificate. 4 0 \:> ~ ~~~
upto maximum 4) ~ ~~~

8 Financial Status 6 #~0'
Bank Certificate 2 2 ~~
Last year verified Balance Sheet !Income Tax Return Forms 2 2 &-
Yearly turn-over of over 50 Million

"l
2 2

9 Bonus points 4,
Warranty period extension free of cost (the firm offered greater 2 0

I period will get the marks)
Comparative Running Cost (consumables / reagents! replacement 2 0[parts) '. ,viUHAMMAD ASI
Post warranty maintenance contract. including service and parts. MSSS.PhD, M.A,Post
rates (companies to offer percentage (%) of the contract :\!~~the 2 0 Associate Profe

\
technical bid. The lowest will get the full marks) ., t::..'0' ,G . -::c 5" Department of Pat

TOTAL MARKS! POINT SCOR,!;.~~) ~~'v"'-:.U 100 ..M' \ 'C\ n ,AU :J: )OW International Medi
",. Minimum 70 marks are raqulradto ~nfi;aU~~alif!.(~'to'" .;..\ ?i" f, j.\ ru~-QtJalifted~ - 0W Un ivfJntty of tieat

\,"" , ':)\)::."1~,O::- ....-:C)~, ';..<f..?-'"' " ;:_;:: - _,.'
\

F QURESH
doc(Germany
ssor
hology
cal College
th Science:
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APPENDIX-3

TECHNICAL EVALUATION! BIDDER'S QUALIFICATION REPORT
Procurement of Laboratory Equipment !Instruments
N.I.T No. DUHS/DP/2017/29 Dated 29 November 2017
TECHNICAL BIDS OPENED ON 20-12-2017
Mis. Pen icon

ITEM NO. 1 2 4

NAME OF ITEM Hand UVVisible Muffle Furnace
Refractometer Spectrophotometer

MODEL /CAT# BK·RZT CE7400S MCS-12

MAKE Biobase Cecil Biobase
COUNTRYOF ORIGIN China UK China

Marks

o

S# PARAMETERS/ SUB-PARAMETERS

2

A. PRODUCTEVALUATION
Rejected.Scanning
speed4000 nmVIS
12000 nm.information
aboutphotometric
reproducibilitynot
clear,cuvettesnot

mention

Rejected.Max
temperature1200
·CVIS1400 °C

Conformity to the Purchaser's Specifications 25

Fullycompliantwith the required specifications

20

25 0

0 0

0 0

0 0

0 0
0 0

0 0

0 0
0 0
2 2
2 2

0 0

0 0

0 0

0 0

0 0

0 0
0 0

0 0

0 0
0 0

0 0

0 0

0 0

0 0

Compliantwith minordeviation (up to 10% subject to main function
is not effected)

2 Product Certification 15
Foodand DrugAdministration (FDA) and EuropeanCommunity
(CE)MODor Japan IndustrialStandard (JIS) / Japan Quality
AssuranceOroanization(JQAO)

15

EuropeanCommunity(CE) MODand Japan Industrial Standard
(JIS) / JapanQualityAssuranceOrganization (JQAO)

12

Foodand DrugAdministration (FDA) 510K 10
EuropeanCommunity(CE) MOD 8
Japan IndustrialStandard (JIS)/JapanQualityAssurance
Organization(JQAO) 8

B. BIDDEREVALUATION
3 Legal Requirement 18

ManufacturerAuthorization 10
Bid Form(without prices) 4
Tender PurchaseReceiot 2
TaxationCertificate (NTNand GSn 2

4 Technical Staff 12
DiplomaEngineers (minimumtwo) 4
(.;raauatet::nglneers(ror High Iecn I Critical equipmentGraduate
Engineerof relevant field is mandatory for each product) (minimum
twn\

6

MSc / PhD qualification/Foreigntrainina 2
5 Networking and Training 8

Networkingsetup across Pakistan (1 mark for each setup upto
maximum6)

6

Certificateto the affect that the firmwill provide training in the use of
equipmentto the relevant technical staff. Training plan must be
attachedwith certificate

6 Deliverv 6

o

o

o
o
o
o

o
o
2
2

o
o
o

o

o

o
Postwarrantymaintenancecontract, including service and parts,
rates (companiesto offer percentage (%) of the contract value in the .\\ 2
technicalbid. The lowestwill get the full marks) _,\ ~ ~\

,\ TOTAL MARKS / POINTSCORE (A + B) ,.. t;:..,.V,. 100 29 4 4
\\ Minimum 70 marks are required to Technica~fy !'o.~ V -:.Q Dis-QualifiQQ ~ ~ '0 i1:JP.;'-Qualified Dis-Qualified



APPENDIX-3

TECHNICAL EVALUATION! BIDDER'S QUALIFICATION RE
Procurement of Laboratory Equipment !Instruments
N.LTNo. DUHS/DP/2017/29 Dated 29 November 2017
TECHNICALBIDSOPENEDON 20-12-2017
Mis. Penicon

ITEM NO. 5 7 9 13

NAME OF ITEM Water Distillation Unit Kjeldhal Unit Drying Oven Autoclave

MODEL U-AT# WD·5 BKD-20N BOV-V640F BKQ-B50 (II)

MAKE Biobase Biobase Biobase Biobase

COUNTRY OF ORIGIN China China China China

5# PARAMETERS / SUB-PARAMETERS Marks

A. PRODUCT EVALUATION " '.

Rejected. No of heaters
Rejected. Measuring Rejected. Gauge

not mentioned, Maximum,
range, detection time, Rejected. pressure not

1 Conformity to the Purchaser's Specifications 25 Minimum temperature not
Distillation time, Capacity 640 mentioned, timer

mentioned,TOC flow not
reproducibility not HtresVIS 749 stabilization not

mentioned mentioned. Incomplete litres. mentioned, incomplete
details provided. details provided

Fullv compliant with the required soecifications

2 Product Certification

Compliant with minor deviation (up to 10% subject to main function
is not effected)

Food and Drug Administration (FDA) and European Community
(CE) MOD or Japan Industrial Standard (JIS) / Japan Quality
Assurance Organization (JQAO)

European Community (CE) MOD and Japan Industrial Standard
(JIS) / Japan Quality Assurance Organization (JQAO)

Food and Drug Administration (FDA) 510K
Eurooean Community (CE) MOD
Japan Industrial Standard (JIS)/Japan Quality Assurance
Organization (JQAO)

B.' BIDDER EVALUATION
3 Leaal Requirement

Manufacturer Authorization
Bid Form (without prices)
Tender Purchase Receipt
Taxation Certificate (NTN and GST)

4 Technical Staff
Dioloma Engineers (minimum two)

IGraduate Engineers (For High Tech / Critical equipment Graauate
Engineer of relevant field is mandatory for each product) (minimum
Itw~'
MSc / PhD qualification/Foreign training

5 Networking and Training

6 Delivery

Networking setup across Pakistan (1 mark for each setup upto
maximum 6)
Certificate to the affect that the firm will provide training in the use of
equipment to the relevant technical staff. Training plan must be
attached with certificate

4 to 6 Weeks or earlier

7 PastExperience I Performance
7 to 12 Weeks or earlier

Satisfactory performance certificate for the quoted equipment from
the medical institutions within Pakistan (1 mark for each certificate
uoto maximum 4)

8 Financial Status

Comparative Running Cost (consumables / reagents / replacement
ioarts) 2 ~

Post warranty maintenance contract, including service and parts, ~"Y,

rates (companies to offer percentage (%) of the contract value in the 2 :>.: o, ~,c.:.-s» ,1't..~
technical bid. The lowest will get the full marks) C"\"( r"-..'V ~) c,.0'

9

Bank Certificate
Last year verified Balance Sheet I Income Tax Return Forms

Yearly turn-over of over 50 Million

Bonus points ."

0 0 0

0 0 0

0 0 0

0 0 0

0 0 0
0 0 0

0 0 0

0 0 0
0 0 0
2 2 2
2 2 2

0 0 0

0 0 0

0 0 0

0 0 0

0 0 0

0 0 0
0 0 0

0 0 0

0 0 0
0 0 0

0 0 0

0 0 0

0 0 0

0 0 0

25 0

20 0

15

15 0

12 0

10 0
8 0

8 0

18
10 0
4 0
2 2
2 2
12
4 0

6 0

2 0
8

6 0

2 0

6
6 0
2 0
4

4 0

6
2 0
2 0

2 0

4
2 0

4 c..' 4 4TOTAL MARKS / POINT SCORE (A + B) 100 r._......-n._<v-.4+. ~
Minimum 70 marks are required to Technically qualify ,II !'i<f'\I9ljl~~]fied Dis-Q~llfled Dis-Qualified Dis-Qualified

--_ ,

~"''7"':~;iVl\)A~AMM;ADASIFQURESHI
':0"::- " MSBS, PhD, M.A, );.ost~rma~y)
..') _ Assoclate Proffjssor
. ; -. Department of r"holo~y .. ~

c"QOw Internatic)9l- ~edtcaf-eottege
,,,·:'.~"}owUniversity of Health ScienceS

; 1f



TECHNICAL EVALUATION I BIDDER'S QUALIFICATION RE
Procurement of Laboratory Equipment I Instruments
N.I.TNo. DUHSIDP/2017/29 Dated 29 November 2017
TECHNICALBIDSOPENEDON 20-12-2017
Mis. Penicon

APPENDIX-3

ITEM NO. 17 18 19

NAME OF ITEM Embedding Centre Cryostate Tissue Processor

MODEL /CAT# BK·TEI BKCM·295
BK·TS3A +

BK·TFI
MAKE Biobase Biobase Biobase

COUNTRY OF ORIGIN China China China

S# PARAMETERS / SUB-PARAMETERS Marks
A. PRODUCTEVALUATION

Rejected. Smaller Rejected .. Number of
freezing stations=not Rejected. Not as per

1 Conformity to the Purchaser's Specifications 25 paraffin tank (3L), mentioned, maximum requiredsmaller cold plate
320·300mm specimen size=35x35, specifications

weight=158kg,

Fully compliant with the required specifications 25 0 0 0
Compliant with minor deviation (up to 10% subject to main function 20 0 0 0
is not effected)

2 Product Certification 15
Food and Drug Administration (FDA) and European Community
(CE) MDD or Japan Industrial Standard (JIS) / Japan Quality 15 0 0 0
Assurance Organization (JQAO)

European Community (CE) MOD and Japan Industrial Standard 12 0 0 0
(JIS) / Japan Quality Assurance Organization (JQAO)

Food and Drug Administration (FDA) 510K 10 0 0 0
European Community (CE) MDD 8 0 0 0
Japan Industrial Standard (JIS)/Japan Quality Assurance 8 0 0 0
Organization (JQAO)

B. BIDDER EVALUATION
3 Legal Requirement 18

Manufacturer Authorization 10 0 0 0
Bid Form (without prices) 4 0 0 0
Tender Purchase Receipt 2 2 2 2
Taxation Certificate (NTN and GSn 2 2 2 2

4 Technical Staff 12
Diploma Engineers (minimum two) 4 0 0 0
Graduate engineers (FOr High Tech / Cntlcal equipment Graduate
Engineer of relevant field is mandatory for each product) (minimum " 0 0 0
twol
MSc / PhD qualification/Foreign training 2 0 0 0

5 Networking and Training 8
Networking setup across Pakistan (1 mark for each setup upto 6 0 0 0
maximum 6)
Certificate to the affect that the firm will provide training in the use of
equipment to the relevant technical staff. Training plan must be 2 0 0 0
attached with certificate

6 Delivery 6
4 to 6 Weeks or earlier 6 0 0 0
7 to 12 Weeks or earlier 2 0 0 0

7 Past Experience / Performance 4
Satisfactory performance certificate for the quoted equipment from
the medical institutions within Pakistan (1 mark for each certificate 4 0 0 0
upto maximum 4)

8 Financial Status 6
Bank Certificate 2 0 0 0
Last year verified Balance Sheet /Income Tax Return Forms 2 0 0 0

Yearly turn-over of over 50 Million 2 0 0 0

9 Bonus points 4
.a."~",~t'c,,v,:,"M""~'U' '''cov, w~,\'"'' "'" v"",,,u 10'''''''' 2 0 0 0

Comparative Running Cost (consumables / reagents / replacement 2 0 0 0
loarts)

Post warranty maintenance contract, including service and parts,
rates (companies to offer percentage (%) of the contract value in the 2 0 0 0
technical bid. The lowest will get the full marks)

~ TOTAL MARKS / POINT SCORE (A + B) "~~ /14 ">, 4 ",,' 4
\.\ Minimum 70 marks are required to Technically qualify,- ~ \)' ~ i" 1/Dis-®ai.ified Dis-Qualifi~,q Dis,Qualified

\' / v \ ~~~~':~01~l~r-")¥'~~'<- G ~MAnASIF"':v'~\tll" H_~ /.- ,,) - . ~~. ~ . "
('v. ~~--.~sS:Ph~ M.A, pOlt• \' ... -r,- . ..:.,Q q ?- <:,~ '..'P --;;P_ ,".\) /W . -. " .. ,

--:,.~' ',-4,):"0 J •.• ./ .Rr;. \\..... ": ~~~ "'" "'..~\\.-\'.... -::: \. ',. -:. ;~, '--','."--:, ~'r\ ' -" -=...._' t,· ~....\ - ',' " ... ')" elate p e
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APPENDIX-3

TECHNICAL EVALUATION I BIDDER'S QUALlFIf"'I\."!"!ON REPORT
Procurement of Laboratory Equipment I Instruments
N.I.T No. DUHS/DP/2017/29 Dated 29 November 2017
TECHNICAL BIDS OPENED ON 20-12-2017
MIs. Paktech Instruments Company

ITEM NO. 17 19
NAME OF ITEM Embedding Centre Tissue Processor

MODEL /iCAT # AGS + AGS20 KP+
TP14

AGS20WP
,MAKE Weinkauf Weinkauf

COUNTRY OF QRIGIN Germany Germany
Marks.,;,

S# PARAMETERS / SUB-PARAMETERS
A. PRODUCT EVALUATION

1 Conformity to the Purchaser's Specifications

Fully compliant with the required specifications
Compliant with minor deviation (up to 10% subject to main function
is not effectedl

2 Product Certification
Food and Drug Administration (FDA) and European Community
(CE) MOD or Japan Industrial Standard (JIS) / Japan Quality
Assurance Organization (JQAO)
European Community (CE) MOD and Japan Industrial Standard
(JIS) / Japan Quality Assurance Organization (JQAO)
Food and Drug Administration (FDA) 51OK
European Community (CE) MOD
Japan Industrial Standard (JIS)/Japan Quality Assurance
Organization (JQAO)

B. BIDDER EVALUATION
3 Legal Requirement

Manufacturer Authorization
Bid Form (without prices)
Tender Purchase Receipt
Taxation Certificate (NTN and GST)

4 Technical Staff
Diploma Engineers (minimum two)
Graduate Engineers (For High Tech / Critical equipment Graduate
Engineer of relevant field is mandatory for each product) (minimum
two)
MSc / PhD qualification/Foreign training

5 Networking and Training

Networking setup across Pakistan (1 mark for each setup upto
maximum 6)

Certificate to the affect that the firm will provide training in the use of
equipment to the relevant technical staff. Training plan must be
attached with certificate

6 Delivery
4 to 6 Weeks or earlier
7 to 12 Weeks or earlier

7 Past Experience / Performance
Satisfactory performance certificate for the quoted equipment from
the medical institutions within Pakistan (1 mark for each certificate
uoto maximum 4)

8 Financial Status
Bank Certificate
Last year verified Balance Sheet /Income Tax Return Forms
Yearly turn-over of over 50 Million

9 Bonus points
Warranty period extension free of cost (the firm offered greater
period will cet the marks)
Comparative Running Cost (consumables f reagents I replace: ,,"
parts)

Rejected. Max. Temp. 70

. 25 DCVIS 75 DC.Smaller
cooling unit (W300 X 0540

x H400mm)

25 0 25

.20 0 0

i: 15

15 0 0

12 0 0

.' 10 0 0
; 8 0 8

8 0 0

,
: 18
I 10 10 10
4 4 4

. 2 2 2
2 2 2
12
4 4 4

6 6 6

2 2 2
8

6 5 5

2 0 0

6
6 6 6
2 0 0

I 4

4 0 0

6
2 2 2
2 2 2
2 0 0
4

2 0 0

2 0 0

Post warranty maintenance contract, including service and parts, • "I~8". ...t')'?t:
rates (companies to offer percentage (%) of the contract value in 2 ,\Q .r~,iJ,',.a .::?<; '" 0
the technical bid. The lowest will get the full marks) "'\ ~~' .~+-\.-~.",?'<'~< -, t (,' ~- ;~-



TECHNICAL EVALUATION I BIDDER'S QUALIFICATION REPORT
Procurement of Laboratory Equipment' Instruments
N.I.T No. DUHS/DP/2017/29 Dated 29 November 2017
TECHNICAL BIDS OPENED ON 20·12·2017
MIs. Kamstec International

ITEM NO. i 12
NAME OF ITEM HPLC Svslem

e2695 XE

MODEL ICAT# (176269503) + 76002998 +667003974 +
Sys Qual + 176002203 + PSS831915 +

WAT046910 +
MAKE Waters Corporation USA

COUNTRY OF ORIGIN Singapore
S# PARAMETERS I SUB·PARAMETERS Marks
A. PRODUCT EVALUATION

RejeclEid.Maximum operating pressure is 5000 psi
1 Conformity to the Purchase(s Specifications 25 VIS 6000 psi. Column temperature not mentioned.

incomplete details provided.
Fully compliant with the reauired specifications 25 0
Complianl with minor devialion (up to 10% subject to main function is 20 0
not effected)

2 Product Certification 15
Food and Drug Administration (FDA) and European Communily (CE)
MOD or Japan Industrial Standard (JIS) I Japan Qualily Assurance 15 0
Organization (JQAO)

European Communily (CE) MOD and Japan Industrial Standard (JIS) 12 0
I Japan Qualily Assurance Organization (JQAO)

Food and Drug Administration (FDA) 510K 10 0
European Communily (CE) MOD 8 0
Japan Industrial Siandard (JIS)/Japan Quality Assurance 8 0
Oraanization (JQAOl

B. BIDDER EVALUATION
3 Legal Reaulrement 18

Manufacturer Authorization 10 10
Bid Form (without prices) 4 4
Tender Purchase Receipt 2 2
Taxation Certificate (NTN and GSn 2 2

4 Technical Staff 12
Diploma Enaineers (minimum two) 4 0
Graduate Engineers (For High Tech I Critical equipment Graduate
Engineer of relevant field is mandalory for each product) (minimum 6 0
two)
MSc I PhD qualificalion/Foreign Irainina 2 0

5 Networking and Training 8
Networking setup across Pakistan (1 mark for each setup upto 6 0
maximum 6)
Certificate 10the affect that the firm will provide training in the use of
equipment to the relevant technical staff. Training plan must be 2 2
attached with certificate

6 Deliverv 6
4 to 6 Weeks or earlier S 0
7 to 12 Weeks or earlier 2 2

7 Past Experience I Performance 4
Satisfactory performance certificate for the quoted equipment from
the medical institutions within Pakistan (1 mark for each certificate 4 0
upto maximum 4)

8 Financial Status 6
Bank Certificate 2 2
Last year verified Balance Sheet I Income Tax Return Forms 2 2
Yearly turn-over of over 50 Million 2 0

9 Bonus points 4
Warranty period extension free of cost (the firm offered greater 2 0
eriod will aet the marks)

Comparative Running Cost (consumables I reagents I replacement 2 0
parts)

Post warranty maintenance contract. including service and parts.
rates (companies to offer percentage (%) of the contract value in the 2 0 totechnical bid. The lowest will get the full marks) ~,.. TOTAL MARKS I POINT SCORE (A + B) 100 26 _X' ~ ~

~ Minimum 70 marks are required to TGchnically qualify __".. Dis..Qualified '\\-:~V c

V ~, <,V¥~'~ c.,." "'~ ,e.(}.~~°,'>'00'"Y''<$ 0) ...~. c,. c -.).,'" 0" r~

r
' r.... _ ._. ,.;

~~ .."",;~ _~S\,_<7).
r,t'~h:lm:nad~tlisr0~~ "'"' '/'N '~"~")\) '. \" -

,... ~ -,!"'t -,.\ ,
\,i',<
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APPENDIX-3

TECHNICAL EVALUATION I BIDDER'S QUALIFICATION REPORT
Procurement of Laboratory Equipment I Instruments
N.I.TNo. DUHS/DP/2017/29 Dated 29 November2017
TECHNICALBIDSOPENEDON20-12-2017
MIs. Lucky Lab. International

ITEI .. NO. 3 5
NAME OF ITEM Microscope Water Distillation Unit

MODEL ICAT# Lucky Lab. Internationa I Lucky Lab. International

MAKE LB-S71 ND-12
COUNTRY OF ORIGIN Labomed Inc NUVE

S# PARAMETERS I SUB-PARAMETERS Marks USA Turkey
A. PRODUCT EVALUATION

Rejected. Heaters not
mentioned. our

1 Confonmity to the Purchaser'S Specifications 25
requirement is one
phase and 3 phase

mentioned in
soecification

Fully compiiant with the required specifications 25 25 0
Compliant with minor deviation (up to 10% subject to main function 20 0 0
is not effected)

2 Product Certification 15
Food and Drug Administration (FDA) and European Community
(CE) MOD or Japan Industrial Standard (JIS) I Japan Quality 15 0 0
Assurance Organization (JQAO)

European Community (CE) MOD and Japan Industrial Standard 12 0 0
(JIS) I Japan Quality Assurance Organization (JQAO)

Food and Drug Administration (FDA) 510K 10 0 0
European Community (CE) MOD

- 8d 8
Japan Industrial Standard (JIS)/Japan Quality Assurance 8 0 0
Organization (JQAO)

B. BIDDER EVALUATION
3 Legal Requirement 18

Manufacturer Authorization 10 10 10
Bid Form (without prices) 4 0 0
Tender Purchase Receipt 2 2 2
Taxation Certificate (NTN and GST) 2 2 2

4 Technical Staff 12
Diploma Engineers (minimum two) 4 4 4
Graduate Engineers (For High Tech I Critical equipment Graduate
Engineer of relevant field is mandatory for each product) (minimum 6 0 0
two)
MSc I PhD qualitication/Foreiqn traininq 2 0 0

5 Networking and Training 8
Networking setup across Pakistan (1 mark for each setup upto 6 0 0
maximum 6)
Certificate to the affect that the firm will provide training in the use
of equipment to the relevant technicai staff. Training pian must be 2 0 0
attached with certificate

6 Delivery 6
4 to 6 Weeks or earlier 6 0 0
7 to 12 Weeks or earlier 2 0 0

7 Past Experience I Performance
Satisfactory performance certificate for the quoted equipment from
the medical institutions within Pakistan (1 mark for each certificate 4 0 0
upto maximum 4)

8 Financial Status 6
Bank Certificate 2 2 2
Last year verified Balance Sheet I Income Tax Return Forms 2 2 2
Yearly turn-over of over 50 Million 2 0 0

9 Bonus points 4
Warranty period extension free of cost (the firm offered greater 2 0 0Iperiod will get the marks)
Comparative Running Cost (consumables I reagents I replacement 2 0 0Iparts)
Post warranty maintenance contract, including service and parts,
rates (companies to offer percentage (%) of the contract value in 2 0 0
the technical bid. The lowest will get the full marks) ,\

~ TOTAL MARKS I POINT SCORE (A + B) 100 55 ~
'\- Minimum 70 marks are required to Technically qualify Dis-Qualified Di~aiffied

~ /'
Y\' V _,:-9

~'\\~~
,,-:-\,.;;. '_

- _ -,0,-;-":':: '''-,- ,.
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Dow International Medical College

~."1W University of Health Science



APPENDIX-3

TECHNICAL EVALUATION I BIDDER'S QUALIFICATION REPORT
Procurement of Laboratory Equipment {Instruments
N.I.T No. DUHS/DP/2017/29 Dated 29 November 2017
TECHNICAL BIDS OPENED ON 20·12·2017
MIs. Hospicare Systems

ITEM NO. 1 2 3

NAME OF ITEM Hand Refractometer
UVVisible Microscope

Spectrophotometer

MODEL fCAT# RFM 970 Specord 200 Plus BA310

MAKE Bellingham & Stanley Analytik Jena Motic, Germany

COUNTRY OF ORIGIN UK Germany China

s# PARAMETERS ( SUB·PARAMETERS Marks
A. 'PRODUCT EVALUATION ;,' . .... .-
1 Conformity to the Purchaser's Specifications 2&

Fullv compliant with the reauired specifications 25 25 25 25
Compliant with minor deviation (up to 10% subject to main function 20 0 0 0
is not effected)

2 Product Certification 15
Food and Drug Administration (FDA) and European Community
(CE) MOD or Japan Industrial Standard (JIS) , Japan Quality 15 0 0 0
Assurance Organization lJQAOl

European Community (CE) MOD and Japan Industrial Standard 12 0 0 0
(JIS) , Japan Quality Assurance Organization (JQAO)

Food and Drug Administration (FDA) 510K 10 0 0 0
European Community (CE) MOD 8 0 0 0
Japan Industrial Standard (JIS)'Japan Quality Assurance 8 0 0 0
Organization (JQAO)

B. BIDDER EVALUATION
3 Legal Requirement 18

Manufacturer Authorization 10 10 10 10
Bid Form (without prices) 4 4 4 4
Tender Purchase Receipt 2 2 2 2
Taxation Certificate (NTN and GSn 2 2 2 2

4 Technical Staff 12
Diploma Engineers (minimum two) 4 4 4 4
Graduate Engineers (For High Tech' Critical equipment Graduate
Engineer of relevant field is mandatory for each product) (minimum 6 6 6 6
two)
MSc' PhD qualificationiForeiqn trainina 2 2 2 2

5 Networking and Training 8
Networking setup across Pakistan (1 mark for each setup upto 6 3 3 3
maximum 6)
Certificate to the affect that the firm will provide training in the use of
equipment to the relevant technical staff. Training plan must be 2 2 2 2
attached with certificate

6 Delivery 6
4 to 6 Weeks or earlier 6 6 6 6
7 to 12 Weeks or earlier 2 0 0 0

7 Past Experience' Performance 4
Satisfactory performance certificate for the quoted equipment from
the medical institutions within Pakistan (1 mark for each certificate 4 0 0 0
upto maximum 4)

~8 Financial Status 6 ~t\:
Bank Certificate 2 2 2 2 -.:

Last vear verified Balance Sheet "ncome Tax Return Forms 2 2 2 2
~~Yearly tum-over of over 50 Million 2 2 2 2 '(~\"" ~ \jy_,i\ ~.~

9 Bonus points 4 ,.~. ..-.I. ~~'I;.\.~\~\)'i."'\S\\\':'
Warranty period extension free of cost (the firm offered greater 2 2 2 ~~'; \)'I;.~~~I~\)\~\~0~SIperiod will get the marks) ~<:r'?\
Comparative Running Cost (consumables z reagents ( replacement 2 0 0 ~\l~~~S~S\

,
Iparts)
Post warranty maintenance contract. including service and parts, \\()'1f\J'
rates (companies to offer percentage (%) of the contract value in the 2 2 2 2
technical bid. The lowest will get the full marks) I

TOTAL MARKS' POINT SCORE (A + B) 100 I 76 76 76

'\. Minimum 70 marks are required to Technically qualify I Qualified Qualified Qualified

~~

'"!::c,'
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APPENDIX-3

TECHNICALEVALUATION I BIDDER'S QUALIFICATIONRE
Procurement of Laboratory Equipment I Instruments
N.I.T No. DUHS/DP/2017/29 Dated 29 November 2017
TECHNICAL BIDS OPENED ON 20-12-2017
Mis. Hospicare Systems

ITEM NO. G 7 8

NAME OF ITEM Rotary Unit Kjeldhal Unit Polarimeter

Hei-VAP HL, Value G3- DK-20 (Scrubber - ii

MODEL /CAT# (Pump - MZ1C) -
Scrubber) (iii. Kjeldahl's ADP430

(Chiller - Minichiller) Distillation Appratus -
UDK 129)

MAKE Heidolph + VELP Bellingham & Stanley
Vacuubrand

COUNTRY OF ORIGIN Germany Germany UK
S# PARAMETERS / SUB-PARAMETERS Marks
A, PRODUCT EVALUATION c.

1 Conformity to the Purchaser's Specifications 25
Fully compliant with the required specifications 25 25 25 25
Compliant with minor deviation (up to 10% subject to main function 20 0 0 0is not effected)

2 Product Certification 15
Food and Drug Administration (FDA) and European Community
(CE) MDD or Japan Industrial Standard (JIS) / Japan Quality 15 0 0 0
Assurance Organization (JQAO)

European Community (CE) MDD and Japan Industrial Standard 12 0 0 0(JIS) / Japan Quality Assurance Organization (JQAO)

Food and Drug Administration (FDA) 51OK 1, 0 0 0
European Community (CE) MDD 8 8 8 0
Japan Industrial Standard (JIS)/Japan Quality Assurance 8 0 0 0Organization (JQAO)

B. . BIDDER EVALUATION
3 Legal Requirement 18

Manufacturer Authorization 10 10 10
Bid Form (without prices) 4 4 4 4
Tender Purchase Receipt 2 2 2 2
Taxation Certificate (NTN and GST) 2 2 2 2

4 Technical Staff 12
Diploma Engineers (minimum two) 4 4 4 4
Graduate Engineers (For High Tech / Critical equipment Graduate
Engineer of relevant field is mandatory for each product) (minimum 6 G G G
two)
MSc / PhD qualification/Foreign training 2 2 2 2

5 Networking and Training 8
Networking setup across Pakistan (1 mark for each setup upto 6 3 3 3maximum 6)
Certificate to the affect that the firm will provide training in the use of
equipment to the relevant technical staff. Training plan must be 2 2 2 2
attached with certificate

6 Dellvel)' 6
4 to 6 Weeks or earlier 6 6 6 6
7 to 12 Weeks or earlier 2 0 0 0

7 Past EXj:)erlence / Performance .4

Satisfactory performance certificate for the quoted equipment from
-.--

the medical institutions within Pakistan (1 mark for each certificate 4 0 0 0
upto maximum 4)

8 Financial Status 6

~

Bank Certificate 2 2 2 2
Last year verified Balance Sheet /Income Tax Retum Forms 2 2 2 2 '''''Yearly turn-over of over 50 Million 2 2 2 2 \:

II Bonus points 4 L'

Warranty period extension free of cost (the firm offered greater 2 2 2 2 t"period will get the marks)
Comparative Running Cost (consumables / reagents / replacement 2 0 0 _nO ,~~\' f'~()\ r"'(~\ •

tJart~ x.'-.1' .r ._/..' ........
<;l_'.\\) ~\,\,."

Post warranty maintenance contract, including service and parts, ~~\)'I' 'r'\J\".. v ~,,'C.,.' ':J..;\~'
~\~ ",:\'0

rates (companies to offer percentage (%) of the contract value in the 2 2 2 ~S ~\.'C.~~nt: \.
technical bid. The lowest will get the full marks) ,r-.*S\'l\\·:<:..\\,\ (

TOTAL MARKS / POINT SCORE (A + B) 100 74 84 'O'-:Z~~'\:
'- Minimum 70 marks are required to Technically qualify Qualified QualifieS:- "Q(ia1ified

~

~tr;.
..

~rP q,"
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APPENDIX-3

TECHNICAL EVALUATION I BIDDER'S QUALIFICATION RE
Procurement of Laboratory Equipment I Instruments
N.I.T No. DUHS/DP/2017/29 Dated 29 November 2017
TECHNICAL BIDS OPENED ON 20-12-2017
Mis. Hospicare Systems

ITEM NO. s 10 12

NAME OF ITEM Drying Oven Gerber Test UniUMilk HPLC System
Analyzer

(HPLC Pump- S1125g) +
(hplc uv.vlS Detector· S 3345

MODEL /CAT# ED720 Lactostar Dad) + (Autosarnpler- S 5250) +
(High Pressure Sample injector

valve· S 6020)

MAKE BINDER Funke Gerber Sykam

COUNTRY OF ORIGIN Germany Germany Germany
S# PARAMETERS / SUB·PARAMETERS Ma;. "
A. PRODUCT EVALUATION ." .

1 Conformity to the Purchaser's Specifications 25
Fully compliant with the required specifications 25 25 25 25
Compliant with minor deviation (up to 10% subject to main function 20 0 0 0
is not effected)

2 Product Certification 15
Food and Drug Administration (FDA) and European Community
(CE) MOD or Japan Industrial Standard (JIS) / Japan Quality 15 0 0 0
Assurance Oraanization (JQAO)

European Community (CE) MOD and Japan Industrial Standard 12 0 0 0
(JIS) / Japan Quality Assurance Organization (JQAO)

Food and Drug Administration (FDA) 51OK 10 0 o· 0
European Community (CE) MOD 8 8 0 8
Japan Industrial Standard (JIS)/Japan Quality Assurance 8 0 0 0
Organization (JQAO)

B. BIDDER EVALUATION
3 Legal Requirement 18

Manufacturer Authorization 10 10 10 10
Bid Form (without prices) 4 4 4 4
Tender Purchase Receipt 2 2 2 2
Taxation Certificate (NTN and GST) 2 2 2 2

4 Technical Staff 12
Diploma Engineers (minimum two) 4 4 4 4
Graduate Engineers (For High Tech / Critical equipment Graduate
Engineer of relevant field is mandatory for each product) (minimum (> 6 6 6
two)
MSc / PhD Qualification/Foreian trainina 2 2 2 2

5 Networking and Training 8
Networking setup across Pakistan (1 mark for each setup upto 6 3 3 3maximum 6)
Certificate to the affect that the firm will provide training in the use of
equipment to the relevant technical staff. Training plan must be 2 2 2 2
attached with certificate

6 Delivery 6
4 to 6 Weeks or eariier 6 6 6 6
7 to 12 Weeks or eariier 2 0 0 0

7 Past Experience / Performance 4
Satisfactory performance certificate for the quoted equipment from
the medical institutions within Pakistan (1 mark for each ceriificate 4 0 0 0
upto maximum 4)

8 Financial Status 6
Bank Certificate 2 2 2 2
Last year verified Balance Sheet /Income Tax Return Forms 2 2 2 2
Yeariy tum-over of over 50 Million 2 2 2 2

9 Bonus points 4
Warranty period extension free of cost (the firm offered greater 2 2 2 2
Iperiod will get the marks)
Comparative Running Cost (consumables / reagents / replacement 2 0 0 0Iparis)
Post warranty maintenance contract, including service and parts,
rates (companies to offer percentage ('!o) of the contract value in the 2 2 2 2
technical bid. The lowest will get the full marks)

TOTAL MARKS / POINT SCORE (A + B) 100 84 76 84

\ Minimum 70 marks are required to Technically qualify ,,~I~\ Qualified Qualifiit Qualified

\, ad MaST'"
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TECHNICAL EVALUATION I BIDDER'S QUALIFICATION RE
Procurement of Laboratory Equipment I Instruments
N.I.T No. DUHS/DP/2017/29 Dated 29 November 2017
TECHNICAL BIDS OPENED ON 20-12-2017
MIs. Hospicare Systems

APPENDIX-3

ITEM NO.

Marks

25

14 15

NAME OF ITEM

13

Autoclave Analytical Balance Top Loading Balance

MODEL /CAT# HVE-50 ATY-224 UX-6200H

MAKE Hiryama Shimadzu Shimadzu

COUNTRY OF ORIGIN Japan Japan Japan
s# PARAMETERS / SUB·PARAMETERS
A. PRODUCT EVAlUATION .'. .

1 Conformity to the Purchaser's Specifications 25
Fully compliant with the required specifications
Compliant with minor deviation (up to 10% subject to main function
is not effected)

25

20

15

15

12

1,
8

8

18
10
4
2
2
12
4

6

2
8

6

2

6
6
2
4

. -

4

6
2
2
2
4

2

2

o
25

o
25

o
2 Product Certification

Food and Drug Administration (FDA) and European Community
(CE) MOD or Japan Industrial Standard (JIS) / Japan Quality
Assurance Organization (JQAO)

o o o

European Community (CE) MOD and Japan Industrial Standard
(JIS) / Japan Quality Assurance Organization (JQAO) o o o

Food and Drug Administration (FDA) 510K
European Community (CE) MOD

o o
8

o
8

Japan Industrial Standard (JIS)/Japan Quality Assurance
Organization (JQAO)

8 o o
B. BIDDER EVALUATION
3 Legal Requirement

Manufacturer AuthOrization 10 10 10

2

Bid Form (without prices)
Tender Purchase Receipt

4
2

4
2

4
2

Taxation Certificate (NTN and GST) 2 2
4 Technical Staff

Diploma Engineers (minimum two) 4 4 4
Graduate Engineers (For High Tech / Critical equipment Graduate
Engineer of relevant field is mandatory for each product) (minimum
two)

6 6 6

MSc / PhD qualification/Foreign training 22 2
5 Networking and Training

Networking setup across Pakistan (1 mark for each setup upto
maximum 6) 3 3 3

2
Certificate to the affect that the firm will provide training in the use of
equipment to the relevant technical staff. Training plan must be
attached with certificate

2 2

6 Delivery
4 to 6 Weeks or earlier 6 6 6
7 to 12 Weeks or eartier o o o

T Past Experience / Performance
Satisfactory performance certificate for the quoted equipment from
the medical institutions within Pakistan (1 mark for each certificate
uoto maximum 4)

TOTAL MARKS I POINT SCORE (A + B) 100 I ,~\ 84

2

o o o

8 Financial Status
Bank Certificate 2 2 2
Last year verified Balance Sheet I Income Tax Retum Forms
Yearly tern-over of over 50 Million

2
2

2
2

2
2

9 Bonus pOints
Warranty period extension free of cost (the firm offered greater
Iperiod will get the marks) 2 2 2

oComparative Running Cost (consumables I reagents I replacement
Iparts) o o

2
Post warranty maintenance contract. including service and parts.
rates (companies to offer percentage (%) of the contract value in the
technical bid. The lowest will get the full marks)

2 2

84 " 84
~ Minimum 70 marks are required to Technically qualify "D'I Qualified Qualifie~- Qualified

r:
,i . (

Mu~~~~\i~~~SHI
MBBS. PhD, M.A, Postd.c(Germany)

Associate Professor
Department of Pathology

lOW InternationalMedicalCollege
'Jnillersity of Health Sciences



APPENDIX-3

TECHNICALEVALUATION I BIDDER'S QUALIFICATIONRE
Procurement of Laboratory Equipment I Instruments
N.I.T No. DUHS/DP/2017/29 Dated 29 November 2017
TECHNICAL BIDS OPENED ON 20-12-2017
Mis. Hospicare Systems

ITEM NO. 16 17

NAME OF ITEM , Soxhlet Unit Embedding Centre

MODEL /CAT# R 104 S EC350

MAKE Behr Myr

COUNTRY OF ORIGIN Germany Spain
5# PARAMETERS/SUB~ARAMETERS Marks
A.' PRODUCT EVALUA nON
1 Conformity to the Purchaser's Specifications 25

Fully compliant with the required specifications 25 25 25
Compliant with minor deviation (up to 10% subject to main function 20 0 0is not effected)

2 Product Certification 15
Food and Drug Administration (FDA) and European Community
(CE) MOD or Japan Industrial Standard (JIS) / Japan Quality 15 0 0
Assurance Organization (JQAO)

European Community (CE) MOD and Japan Industrial Standard 12 0 0(JIS) / Japan Quality Assurance Organization (JQAO)

Food and Drug Administration (FDA) 510K 10 0 0
European Community (CE) MOD 8 8 8
Japan Industrial Standard (JIS)/Japan Quality Assurance 8 0 0Organization (JQAO)

B. BIDDER EVALUATION
3 Legal Requirement 18

Manufacturer Authorization 10 10 10
Bid Form (without prices) 4 4 4
Tender Purchase Receipt 2 2 2
Taxation Certificate (NTN and GST) 2 2 2

" Technical Staff 12
Diploma Engineers (minimum two) 4 4 4
Graduate Engineers (For High Tech / Critical equipment Graduate
Engineer of relevant field is mandatory for each product) (minimum f 6 6
two)
MSc / PhD qualification/Foreign training 2 2 2

5 Networking and Training 8
Networking setup across Pakistan (1 mark for each setup upto 6 3 3maximum 6)
Certificate to the affect that the firm will provide training in the use of
equipment to the relevant technical staff. Training plan must be 2 2 2
attached with certificate

8 Delivery 6
4 to 6 Weeks or earlier 6 6 6
7 to 12 Weeks or earlier 2 0 0

7 Past Experience / Performance 4
Satisfactory performance certificate for the quoted equipment from
the medical institutions within Pakistan (1 mark for each certificate 4 0 0
upto maximum 4)

8 Financial Status 6
Bank Certificate 2 2 2
Last year verified Balance Sheet /Income Tax Return Forms 2 2 2
Yearly turn-over of over 50 Million 2 2 2

9 Bonus points 4
Warranty period extension free of cost (the firm offered greater 2 2 2Iperiod will get the marks)
Comparative Running Cost (consumables / reagents / replacement 2 0 0Iparts)
Post warranty maintenance contract. including service and parts.
rates (companies to offer percentage (%) of the contract value in the ~ 2 0
technical bid. The lowest will get the full marks) ~\

TOTAL MARKS / POINT SCORE (A + B) ~'I" 84 82
'\. Minimum 70 marks are required to Technically qualify ....t;. ~v ,..c Qualified Qualified

'J'iOf~,ao~ ~ll"~~;
~\I\V \~~~v ~~'O ",'rl
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APPENDIX-3

TECHNICAL EVALUATION I BIDDER'S QUALIFICATION REPORT
Procurement of Laboratory Equipment I Instruments
N.I.T No. DUHSIDP/2017/29 Dated 29 November 2017
TECHNICAL BIDS OPENED ON 20-12-2017
MIs. Diagnostic Systems

NAME OF ITEM

UK

ITEM NO. 3 4

Hand Refractometer Microscope Muffle Furnace

RD.545 IS.l053-PLPOL 1 RHF 14/15MODEL / CA1!#
Euromex Euromex CarboliteMAKE
Netherland Netherland

A. PRODUCT EVALUATION . ....

COUNTRY OF ORIGIN
S# PARAMETERS/SUB-PARAMETERS

. .
Marks

Rejected.Refractiveindex
rangeandresolutionnot
mentioned.Information

providedin brochureis not
clear

\\ TOTAL MARKS / POINT SCORE (A + B) 100 50';\) 73 .~~
" Minimum 70 marks are required to Technically qualify . ,1:.\\ Dis-Qua.[~~ Qualified. '0 ~S .Qualified

Post warranty maintenance contract, including service and parts,
rates (companies to offer percentage (%) of the contract value in
the technical bid. The lowest will get the full marks) .~

Conformity to the Purchaser's Specifications

Fullv compliant with the recuired specifications
Compliant with minor deviation (up to 10% subject to main function
is not effected)

2 Product Certification
Food and DrugAdministration (FDA) and European Community
(CE) MODor Japan Industrial Standard (JIS) / Japan Quality
Assurance Oraanization (JQAO)

European Community (CE) MOD and Japan Industrial Standard
(JIS) / Japan Quality Assurance Organization (JQAO)

Food and DrugAdministration (FDA) 510K
European Community (CE) MOD
Japan Industrial Standard (JIS)/Japan Quality Assurance
Organization (JQAO)

B. BIDDER EVALUATION
3 Legal ReQuirement

Manufacturer Authorization
Bid Form (without prices)
Tender Purchase Receipt
Taxation Certificate (NTN and GST)

4 Technical Staff
Diploma Engineers (minimum two)
Graduate Engineers (For High Tech / Critical equipment Graduate
Engineer of relevant field is mandatory for each product) (minimum
two)
MSc / PhD qualification/Foreign training

5 Networking and Training
Networking setup across Pakistan (1 mark for each setup upto
maximum 6)
Certificate to the affect that the firm will provide training in the use
of equipment to the relevant technical staff. Training plan must be
attached with certificate

6 Deliverv
4 to 6 Weeks or earlier
7 to 12Weeks or earlier

7 Past Experience / Performance
Satisfactory performance certificate for the quoted equipment from
the medical institutions within Pakistan (1 mark for each certificate
uoto maximum4)

8 Financial Status
Bank Certificate
Last year verified Balance Sheet /Income Tax Return Forms
Yearly turn-over of over 50 Million

9 Bonus points
Warranty period extension free of cost (the firm offered greater
ioeriod will cet the marks)
Comparative Running Cost (consumables / reagents / replacement
loarts)

25 0 25 25

20 0 0 0

151,

15 0 0 0

12 0 0 0

10, 0 0 0
8 0 0 8

8. 0 0 0

il
18i
10 ' 10 10 10
4 4 4 4
2 2 2 2
2 2 2 2
12
4 4 4 4

6 6 6 6

2 2 2 2
8

6 4 4 4

2 2 2 2

6
6 6 6 6
2 0 0 0
4

4 0 0 0

6
2 2 2 2
2 2 2 2
2 2 2 2
4

2 0 0 2

2 0 0 0

2 2 0 2

85

----- -- . ----------------------------------------------------------------------------



APPENDIX-3

TECHNICAL EVALUATION I BIDDER'S QUALIFICATION REI
Procurement of Laboratory Equipment I Instruments
N.I.T No. DUHSIDP/2017129 Dated 29 November 2017
TECHNICAL BIDS OPENED ON 20-12-2017
MIs. Diagnostic Systems

ITEM NO. 4 4 4

NAME OF ITEM Muffle Furnace Muffle Furnace Muffle Furnace

MODEL ICAT# RHF 14/8 RHF 15/8 RHF 15/15
MAKE Carbolite Carbolite Carbolite

COUNTRY OF ORIGIN UK UK UK
5# PARAMETERS I SUB-PARAMETERS Marks
A. PRODUCT EVALUATION ....... I >.t·

i

Rejected.InformationRejected.Information Rejected.Information
1 Conformity to the Purchaser's Specifications 25 ' providedin brochure providedin brochure providedin brochure

is notclear is notclear is notclear

Fully compliant with the required specifications
Compliant with minor deviation (up to 10% subject to main function
is not effected)

25 0 0

20 0 0

15 :

15 0 0

12 0 0

10 0 0
8 8 8

8 0 0

18
10 10 10
4 4 4
2 2 2
2 2 2
12 :
4 4 4

6 6 6

2 2 2
8

6 4 4

2 2 2

6
6 6 6
2 0 0
4

4 0 0

6
2 : 2 2
2 2 2
2 2 2
4

2 2 2

2 0 0

2 2 2

o
o

2 Product Certification
Food and Drug Administration (FDA) and European Community
(CE) MODor Japan Industrial Standard (JIS) I Japan Quality
Assurance Organization (JQAO)

o

European Community (CE) MOD and Japan Industrial Standard
(JIS) I Japan Quality Assurance Organization (JQAO)

Food and Drug Administration (FDA) 510K
European Community (CE) MOD
Japan Industrial Standard (JIS)/Japan Quality Assurance
Organization (JQAO)

B.' BIDDER EVALUATION
3 Legal Requirement

Manufacturer Authorization
Bid Form (without prices)
Tender Purchase Receipt
Taxation Certificate (NTN and GST)

4 Technical Staff
Diploma Engineers (minimum two)
Graduate Engineers (For High Tech I Critical equipment Graduate
Engineer of relevant field is mandatory for each product) (minimum
two)

o
o
8

o

10
4
2
2

4

6

MSc I PhD qualification/Foreign training 2
5 Networking and Training

Networking setup across Pakistan (1 mark for each setup upto
maximum 6)
Certificate to the affect that the firm will provide training in the use
of equipment to the relevant technical staff. Training plan must be
attached with certificate

4

2

6 Delivery
4 to 6 Weeks or earlier
7 to 12Weeks or earlier

7 Past Experience I Performance
Satisfactory performance certificate for the quoted equipment from
the medical institutions within Pakistan (1 mark for each certificate
upto maximum 4)

8 Financial Status
Bank Certificate
Last year verified Balance Sheet I Income Tax Return Forms
Yearly turn-over of over 50 Million

9 Bonus points
Warranty period extension free of cost (the firm offered greater
Iperiod will get the marks)
Comparative Running Cost (consumables I reagents I replacement

I parts)
Post warranty maintenance contract. including service and parts,
rates (companies to offer percentage (%) of the contract value in
the technical bid. The lowest will get the full marks)

6
o

o

2
2

TOTAL MARKS I POINT SCORE (A + B)
Minimum 70 marks are required to Technicall qualify •r\' IP.\" Dis-Qualified

\

2

2

o

2

60 60
Dis~ified Dis-Qualified
~~(j .'?}

_ 'f (~Q" ,-,\J

,~'J~<~f~:_2 --- r>
_~"~~b~~-MUHA~~A_D A8IF QU~ESHI
» ,:.j'.: '. M8SS, Ph4M.A,,~stdC)C)GIH'Q:y'ny)

Asso~;a~, P'rdfeSS"or ~
Department of Pathology

Dow InternationalMedicalCollege
~!nwUniversity of Health Sciences



TECHNICAL EVALUATION I BIDDER'S QUALIFICATION REI
Procurement of Laboratory Equipment !Instruments
N.I.T No. DUHSIDP/2017/29 Dated 29 November 2017
TECHNICAL BIDS OPENED ON 20-12-2017
MIs. Diagnostic Systems

APPENDIX-3

ITEM NO. 8 14

NAME OF ITEM Polarimeter Analytical Balance

MODEL / CAT # 99.4700 ABS 220-4N
MAKE Euromex Kern

A. PRODUCT EVALUATION .. '.

COUNTRY OF ORIGIN
Marks

Netherland Germany
S# PARAMETERS / SUB-PARAMETERS

1 Conformity to the Purchaser's Specifications 25

Rejected.Resolutionnot
mention,accuracy,beam
lengthnotmentioned.

informationin brochureis
notclear

Fully compliant with the required specifications 25 o 25
Compliant with minor deviation (up to 10% subject to main function
is not effected)

20 o o
2 Product Certification 15 :

Food and Drug Administration (FDA) and European Community
(CE) MOD or Japan Industrial Standard (JIS) / Japan Quality
Assurance Organization (JQAO)

European Community (CE) MDD and Japan Industrial Standard
(JIS) / Japan Quality Assurance Organization (JQAO)

15 o o

12 o o

Food and Drug Administration (FDA) 510K 10 o o
European Community (CE) MDD 8 8
Japan Industrial Standard (JIS)/Japan Quality Assurance
Organization (JQAO)

8 o o
B. BIDDER EVALUATION
3 Legal Requirement 18i

Manufacturer Authorization 10 10 10
Bid Form (without prices)
Tender Purchase Receipt
Taxation Certificate (NTN and GST)

4
2
2

4
2
2

4
2
2

4 Technical Staff 12
Diploma Engineers (minimum two) 4 4 4
Graduate Engineers (For High Tech / Critical equipment Graduate
Engineer of relevant field is mandatory for each product) (minimum
two)

6 6 6

MSc / PhD qualification/Foreign training 2 2 2
5 Networking and Training 8

Networking setup across Pakistan (1 mark for each setup upto
maximum 6) 6 4 4

Certificate to the affect that the firm will provide training in the use
of equipment to the relevant technical staff. Training plan must be
attached with certificate

2 2 2

6 Delivery 6
4 to 6 Weeks or earlier 6 6 6
7 to 12Weeks or earlier

7 Past Experience / Performance 4
2 o o

Satisfactory performance certificate for the quoted equipment from
the medical institutions within Pakistan (1 mark for each certificate 4
upto maximum 4)

o o

8 Financial Status 6

Yearly turn-over of over 50 Million 2 2 2--z::: p" ~
j--..:9::'_f.=B:.::o.::.n:::us:.Jpt:.:0:.:.in~t::=.s -+_ _:4C__-+- -l ---------l <\_\\l.~'r'\(j~ ~,x:y.\( ':,

Warranty period extension free of cost (the firm offered greater 2 2 2 _.~" ('\\?<i:..\9'~~~d'S~'
Iperiod will get the marks) _ 'U '\ 0'" ~.:\.'"c)'-'
~C~o~m~p~a'::'ffi~ti~v~e~R~u~nn~i~ng~C~os~t~(-co-n-s-um--ab~l-es~/r-e-a-ge-n~ts~/r-e-p~la-ce-m-e-n~t~----~----------------~------~~~~'-~~~~~~~~~~~~
Iparts) 2 0 ~ \)1. ~\."'r-\.:\ CJ~'(\
Post warranty maintenance contract, including service and parts. " oro\\:j~~~~S~
rates (companies to offer percentage (%) of the contract value in 2 2 'rt~ 0 ~~'
the technical bid. The lowest will get the full marks) -0"<>(} " '\)\$

I \ TOTAL MARKS / POINT SCORE (A + B) 100 52.~ "'1"« q, ~r:.J 83

DR.MUHA~AS)fQURESHi
MBBS, PhD~M,A, P95tdoc{G~fmaIJY)

Associate PfQfessor i
Departmentqrpatho-t(5gy"

Dow InternatiOrllll Medical ColJ.ege
Dow University of Health Sciences



APPENDIX-3

TECHNICAL EVALUATION I BIDDER'S QUALIFICATION REPORT
Procurement of Laboratory Equipment {Instruments
N.I.TNo. DUHS/DP/2017/29 Dated 29 November 2017
TECHNICAL BIDS OPENED ON 20-12-2017
MIs. Technology Links (Pvt) Ltd.

ITEM NO. 2 11

NAME OF ITEM UV Visible Gas Chromatography
Soectronhotometer

M(...Jt:.L i CAT # UV-1BOO GC-2010 Plus

MAKE Shimadzu Shimadzu

COUNTRY OF ORIGIN Malaysia Japan
S# PARAMETERS I SUB-PARAMETERS Marks
A.. PRODUCT EVALUATION .: '." 1

,

1 Conformity to the Purchaser's Specifications :25

Fully compliant with the required specifications 25 25 25
Compliant with minor deviation (up to 10% subject to main function 20 0 0
is not effected)

"

2 Product Certification 15
Food and Drug Administration (FDA) and European Community
(CE) MDD or Japan Industrial Standard (JIS) / Japan Quality 15 0 0
Assurance Oraanization (JQAO)

European Community (CE) MDD and Japan Industrial Standard 12 12 12
(JIS) / Japan Quality Assurance Organization (JQAO)

Food and Drua Administration (FDA) 510K 10 0 0
European Community (CE) MDD B 0 0
Japan Industrial Standard (JIS)/Japan Quality Assurance 'B 0 0
Oraanization (JQAO)

B. BIDDER EVALUATION
3 Legal Requirement [18

Manufacturer Authorization .10 10 10
Bid Form (without prices) 4 2 2
Tender Purchase Receipt 2 2 2
Taxation Certificate (NTN and GST) 2 2 2

4 Technical Staff 12
Diploma Enaineers (minimum two) 4 4 4
Graduate Engineers (For High Tech / Critical equipment Graduate
Engineer of relevant field is mandatory for each product) (minimum 6 6 6
two)
MSc / PhD qualification/Foreign training 2 2 2

5 Networking and Training 8
Networking setup across Pakistan (1 mark for each setup upto 6 6 6
maximum 6)
Certificate to the affect that the firm will provide training in the use
of equipment to the relevant technical staff. Training plan must be 2 2 2
attached with certificate

6 Delivery 6
4 to 6 Weeks or earlier 6 0 0

~

7 to 12 Weeks or earlier 2 2 2 \
7 Past Experience I Performance 4 \\l

Satisfactory performance certificate for the quoted equipment 7)from the medical institutions within Pakistan (1 mark for each 4 2
certificate upto maximum 4)

~~~ ~~\ (8 Financial Status 6 .~ x,\'" ~\i ,~
Bank Certificate 2 2 2 ~o. \ \;)\~~~~~ c§)~\'
Last year verified Balance Sheet /Income Tax Return Forms 2 2 G~\)':G(('\J \ ~~\:'~~~0~
Yearly turn-over of over 50 Million 2 2 ~ \)':,,\V (J~'(\

9 Bonus points 4 o..\(J~~~(,.~f:''\
Warranty period extension free of cost (the firm offered greater 2 0 O\';(J~~~\'

I period will get the marks)
Comparative Running Cost (consumables / reagents I replacement 2 0 0

I parts)

Post warranty maintenance contract, including service and parts,
~.

p'::
rates (companies to offer percentage (%) of the contract value in 2 0 b-0' .z~O
the technical bid. The lowest will get the full marks)

t"'I ,~\,\\ ,..,..... :) .. .,1:., 0~, , '.~- .,...:co.. .
OASIF OUR" TOTAL M,ARKS I POINT SCORE (A + EI) ",,\c,r fl.\.- ,..1:00 83 v-,"'.·.:·,;( ....._'? ,81(lM ItVII-

\~ Minimum 70 marks are required to Tec~ical!Y.'~nfy .. \ ~l}\' r"''"' -~r, Qualified' _' .... i;...· l'Juatff!'elL.,r1D. N A,.-Postdoc:(Ger
\ '.// \ t , ~ ~ "

\, _,.,.,J ___1"1')Cr-, 'i ",-,~,~'i""~-: " -: ~ssoejate!Professor

ESH
many

'.' Departmen~f Pathow,gy
Dow I~e~a.t~· ~a!MedICal(c~ ....ege

Dow Unl S otFtaatttTSclences
'-_/- _,.--



APPENDIX-3

TECHNICAL EVALUATION I BIDDER'S QUALlFI(..ATION RE
Procurement of Laboratory Equipment I Instruments
N.I.T No. DUHS/DP/2017/29 Dated 29 November 2017
TECHNICAL BIDS OPENED ON 20-12-2017
MIs. Technology Links (Pvt) Ltd.

ITEM NO. 12 17

NAME OF ITEM HPLC System Embedding Centre

MODEL /CAT# LC-20AT Histo Star

MAKE Shimadzu
Thermo Shandon

Limited
COUNTRY OF ORIGIN Japan UK

S# PARAMETERS / SUB-PARAMETERS Marks
A. PRODUCT EVALUATION .. T

1 Conformity to the Purchaser's Specifications 25

Fully compliant with the required specifications 25 25 25
Compliant with minor deviation (up to 10% subject to main function 20 0 0
is not effected)

2 Product Certification 15
Food and Drug Administration (FDA) and European Community
(CE) MOD or Japan Industrial Standard (JIS) / Japan Quality 15 0 0
Assurance Oraanization (JQAO)

European Community (CE) MOD and Japan Industrial Standard 12 12 12
(JIS) / Japan Quality Assurance Organization (JQAO)

Food and Druq Administration (FDA) 510K 10 0 0
European Community (CE) MOD 8 0 0
Japan Industrial Standard (JIS)/Japan Quality Assurance 8 0 0
Oraanization (JQAOl

B. BIDDER EVALUATION .:

3 Legal Requirement 18
Manufacturer Authorization 10 10 10
Bid Form (without prices) 4 2 2
Tender Purchase Receipt 2 2 2
Taxation Certificate (NTN and GST) 2 2 2

" Technical Staff 12
Diploma EnaineersCminimum two) 4 4 4
Graduate Engineers (For High Tech / Critical equipment Gradl'~+o
Engineer of relevant field is mandatory for each product) (minimum 6 6 6
two)
MSc / PhD Qualification/Foreign training 2 2 2

5 Networking and Trainina 8
Networking setup across Pakistan (1 mark for each setup upto 6 6 6
maximum 6)
Certificate to the affect that the firm will provide training in the use
of equipment to the relevant technical staff. Training plan must be 2 2 2
attached with certificate

6 DellYerv 6

~

4 to 6 Weeks or earlier 6 0 0 1;:\
7 to 12 Weeks or earlier 2 2 2 ~

7 Past Experience / Performance 4 ~
Satisfactory performance certificate for the quoted equipment .: ~ ~<rS
from the medical institutions within Pakistan (1 mark for each 4 1 s- '\'\l" ~Y...~~ S(
certificate uoto maximum 4) .r 'f<-~'0'\y"'~0\y"''y..0-~

8 Financial Status 6 0/
Bank Certificate 2 2 2

\) x ..:if'..,:\ \)~

Last year verified Balance Sheet /Income Tax Return Forms 2 2 2
~\)\l-Y__\):~~'\

.'i."""
Yearly turn-over of over 50 Million 2 2 2 ... , "~

\J

9 Bonus polnts 4
Warranty period extension free of cost (the firm offered greater 2 0 0
period will qet the marks)
Comparative Running Cost (consumables I reagents I replacement 2 0 0
parts) Ie:.'
Post warranty maintenance contract, including service and parts, '<J-<:)~
rates (companies to offer percentage (%) of the contract value in 2 0 Y-,,'<- z-'" 0
the technical bid. The lowest will get the full marks) 1f'-: '" ~, ~G

" I " ~\\ '" "","::...1 ..._,V r(~ •• , A'.K. o ASIF QURESH\, TOTAI<:1MARKS/ POINT SCORE (A + B) ~\ "t,: po ,V'10Q. !d"~.,:.-,>-, <<;.~ '\. '''lrI'IXIYllYIJii
'y Minimutn. 7o'marks are required to Techni.c_allll q\i\~" _ . ,\ ~~lvt. QCalifiedc 0: ' [l.L .." A, P~oc(Germany

\ " W' I..) ~. _, ,J-r () K ,< _...\~:~~cv .(...._ - "'-':--0
_._, Professor,

\,"
1'rol. Dr. :tl~~':l;7'~;n.!~ .l:..: ~. ";\J r
M5SS.Met'S, Fe;;). i;-;.:_~, _." ~:.,

Pfo-V1CC ;:~'':~:-:\. ,.....,
w dr:i\o'ersi~vCT'r\::'J~~nS;:1"::1:G~

Depa~ent gf-Pathology
Dow Int~r ,a.tlo.nflitw1ed~1 qollige

Dow Univ ity ,f~~~I}!=e~
\ '



APPENDIX-3

TECHNICAL EVALUATION I BIDDER'S QUALIFICATION RE
Procurement of Laboratory Equipment I Instruments
N.I.T No. DUHS/DP/2017/29 Dated 29 November 2017
TECHNICAL BIDS OPENED ON 20-12-2017
Mis. Technology Links (Pvt) Ltd.

ITEM NO. 18 19

NAME OF ITEM Cryostate Tissue Processor

M(,"c, .. 'CAT# HM525 NX Excelsior AS

MAKE Thermo Shandon Thermo Shandon
Limited Limited

COUNTRY OF ORIGIN China UK
Marks
-n"

S# PARAMETERS / SUB-PARAMETERS
A. PRODUCT EVALUATION

1 Conformity to the Purchaser's Specifications 25

Rejected.trim thicknes= 5-
50um, number of freezing
stations=notmentioned,-

maximum specimen
size=notmentioned,

weight=143kg,

Fullv comeliant with the required specifications 25 o 25
Compliant with minor deviation (up to 10% subject to main function
is not effected)

20 o o
2 Product Certification 15

Food and Drug Administration (FDA) and European Community
(CE) MOD or Japan Industrial Standard (JIS) / Japan Quality
Assurance Oraanization (JQAO)

15 o o

European Community (CE) MOD and Japan Industrial Standard
(JIS) / Japan Quality Assurance Organization (JQAO)

12 12 12

Food and Drug Administration (FDA) 510K 10 o o
European Communitv(CE) MOD
Japan Industrial Standard (JIS)/Japan Quality Assurance
Oraanization (JQAOl

8 o o

B. BIDDER EVALUATION

8 o o

3 Legal Requirement 18
Manufacturer Authorization 10 10 10
Bid Form (without prices)
Tender Purchase Receiot

4 2 2

Taxation Certificate (NTN and GST)
2 2 2

4 Technical Staff
2 2 2

Diploma Engineers (minimum two)
12
4 4 4

Graduate Engineers (For High Tech / Critical equipment Graduate
Engineer of relevant field is mandatory for each product) (minimum
two)

6 6 6

MSc / PhD qualification/Foreign training 2 2 2
6 Networking and Training 8

Networking setup across Pakistan (1 mark for each setup upto
maximum 6)

6 6 6

Certificate to the affect that the firm will provide training in the use
of equipment to the relevant technical staff. Training plan must be
attached with certificate

2 2 2

6 Delivery 6
4 to 6 Weeks or earlier 6 0 0 ~G
7 to 12 Weeks or earlier 2 2 2 I' r-; /' "'\

7 Past Experience I Performance 4 \\ \.)(' ~"""..A~'''-L?i..-:;'''~
Satisfactory performance certificate for the quoted equipment /"\ \ ~ Lk"'~ ~....
from the medical institutions within Pakistan (1 mark for each 4 /' ~ :'- ,,'\)~ \J~'t.\

~~~ce~rt~ifi~lc~at~e~u~ett~0~m~a~xi~m~u~m~4~) +- +- ~--------~~~'·~~~~\~~~~~SS~f)i
~8~~Fi~na~n~c~ia~IS~t~at=u~s----------------------------+-~6--+-----~~-----+------~~·~~~'~~~·~~~\~~S~~~~0~

Bank Certificate 2 2 2V ~~r:.,'Y-\.\. \.)~ ~'\.
Last year verified Balance Sheet I Income Tax Return Forms 2 2 2 ,,,,*,~S~S'0.'\
Yearly turn-over of over 50 Million 2 2 2 '6\~\\~

9 Bonus points 4 \'~

Comparative Running Cost (consumables I reagents / replacement
parts)

Warranty period extension free of cost (the firm offered greater 2
period will aet the marks)

2

o o

Post warranty maintenance contract, including service and parts,
rates (companies to offer percentage (%) of the contract value in 2

... the technical bid. The lowest will get the full marks) ,... ,," \ ~ ~ \

o ;:;-. o

o

m~MI3HAMMAD ASIF QURESt
G~iljed.,n M.A . .p~stdoc(German

Associate Professor
Departm8~of Pathology

Dow ~rnatlpl 81M~catColiegE
Dow Unl ~~ trrilttf's¢fencE/ ~

,,-Is,:-' ~":i", ".
D~Q(ialifierl: '

:;.



APPENDIX-3

TECHNICAL EVALUATION I BIDDER'S QUALIFICATION~REPORT
Procurement of Laboratory Equipment / tnstruments
N.I.T No. DUHS/DP/2017/29 Dated 29 November 2017
TECHNICAL BIDS OPENED ON 20-12-2017
MIs. FY Diagnostic & Surgicals

ITEMI"jO. 3 17
NAME OF ITfi'M Microscope Embeddina Centre
MODEL /CAT# PW-RX50 TEC-2900

M~E Proway Histoline
COUNTRY OF ORIGIN China Italy

S# PARAMETERS / SUB-PARAMETERS I Mar!<s
A. PRODUCT EVALUATION > " I '.1

2~
Rejected.Tap paraffin

1 Conformity to the Purchaser's Specifications dispensingnot as perour
~ reauirement

Fully compliant with the required specifications 25 25 0
Compliantwith minor deviation (up to 10% subject to main function is 20 0 0
not effectedl

2 Product Certification 15
Food and Drug Administration (FDA) and European Community (CE)
MDD or Japan Industrial Standard (JIS) / Japan Quality Assurance 15 0 0
Organization (JQAOl

European Community (CE) MOD and Japan Industrial Standard (JIS)
1~ 0 0

/ Japan Quality Assurance Organization (JQAO)

Food and Drug Administration (FDA) 510K 10 0 0
European Community (CEl MOD 8 0 0
Japan Industrial Standard (JIS)/Japan Quality Assurance 8 0 0
Oraanization (JQAOl

B., BIDDER EVALUATION ;
3 Legal Requirement 10;

ManufacturerAuthorization 10; 10 10
Bid Form (without prices) 4: 0 0
Tender Purchase Receipt 2: 2 2
Taxation Certificate (NTN and GSTl 2, 0 0

4 Technical Staff 12'
Diploma Enaineers (minimum two) 4 0 0
Graduate Engineers (For High Tech / Critical equipment Graduate I

Engineer of relevant field is mandatory for each product) (minimum 6' 0 0
two)

,
MSc / PhD qualification/Foreign trainina 2' 0 0

5 Networking and Training 8;
Networking setup across Pakistan (1 mark for each setup upto 6 0 0
maximum 6)
Certificate to the affect that the firm will provide training in the use of
equipment to the relevant technical staff. Training plan must be 2 0 0
attachedwith certificate ,

6 Delivery 6
4 to 6 Weeks or earlier 6! 0 0
7 to 12Weeks or earlier 2 0 0

7 Past Experience / Performance 4
Satisfactory performance certificate for the quoted equipment from
the medical institutions within Pakistan (1 mark for each certificate 4 0 0
uoto maximum 41 i

8 Financial Status 6;

~

Bank Certificate 2' 2 2 1\
Last year verified Balance Sheet /Income Tax Return Forms 2' 2 2 \\
Yearly turn-over of over 50 Million 2: 0 0 /"\I

9 Bonus points 4, /'
Warranty period extension free of cost (the firm offered greater 2, 0 0 ~~"'c,,\(J~ \jrJ\ (·s
Iperiod will get the marks) \)~y;~~~...~ ).}~\\\.;,~
Comparative Running Cost (consumables/ reagents/ replacement 2 0 0 ~~()~ ~\J'\-l..~~\::'~~~"r0~S

I parts) \j\C,~\,\\)~~
Post warranty maintenance contract, including service and parts, ~\\)~ ~~S\
rates (companies to offer percentage (%) of the contract value in the 2 0 0

'CJ\)~'\;
~

technical bid. The lowest will get the full marks)

'\. TOTAL MARKS / POINT SCORE (A + B) 100 41 16
~ Minimum 70 marks are required to Technically qualify Dis-Qualified "'.... Dis-Qualified

,~~~ .,' '13""" 1_~"O\j":\
":¢'7J'q_

"'¢~(J ,0
'?'v" z- or;:.v

, 111\";2.;:\).""'" ',' .. ," , ~i..(}.~;~~.'t .., "'-:;"3;:? "":? i''';''c.:. >:' ,' . ,,;::'-

.,~- MCPS. r,,· . __.,.-, - ~ ':",<:",?- :.:::'. ' DR. MUHAMMAD ASIF QURESHI
MBBS. PhD, M.A, Postdoc(Germany)

As soetate Pr6feSsor
Department offathoJogy

Dow Interna~oc~ ¥edicaJ College
Dow uni',/e'r~ Qt ~~es

, i)l __.___-

"

"



ITEM NO. 1 2 4

NAME OF ITEM Hand Refractometer UVVisible Muffle Furnace
i Spectrophotometer

MODEL /CAT# DR 201-95 AE-S90-20 SNOL 8.2-1100 LHM01(HH60.1)
MAl<E Roth A&E Lab. SNOL

COUNTRY OF ORIGIN Germany UK Lithuania
S# PARAMETERS / SUB-PARAMETERS Marks
A. PRODUCT EVALUATION .~

!l Rejected.Temperature Rejected.Scanning
:1 sensoraccuracynot speednot mentioned,2 Rejected.Temperature
:1

1 Conformity to the Purchaser's Specifications 25' mentioned,Refractive pairsof quartzcelland rangeup to 1400"C,
indexrange is 1.3330- cuvettes Maximumtemperature

1.5320 VIS required,informationnot rangeis 1100"c
1.30001.70000 clearfrom brochure

Fully compliant with the required specifications 25 0 0 0
Compliant with minor deviation (up to 10% subject to main function is 20 0 0 0not effected)

2 Product Certification 15
Food and DnugAdministration (FDA) and European Community (CE)
MODor Japan Industrial Standard (JIS) / Japan Quality Assurance 15 0 0 0
Omanization (JQAO)

European Community (CE) MOD and Japan Industrial Standard (JIS) 12 0 0 0/ Japan Quality Assurance Organization (JQAO)

Food and DrugAdministration (FDA) 510K 10 0 0 0
European Community (CE) MOD 8 0 0 0
Japan Industrial Standard (JIS)/Japan Quality Assurance 8 0 0 0Organization (JQAO)

B. BIDDER EVALUATION
3 Legal Requirement 18

ManufacturerAuthorization 10 Expired Expired 0
Bid Form (without prices) 4, 0 0 0
Tender Purchase Receipt 2 2 2 2
Taxation Certificate (NTN and GST) 2 2 2 2

4 Technical Staff 12
Diploma Engineers (minimum two) 4 0 0 0
Graduate Engineers (For High Tech / Critical equipment Graduate
Engineerof relevant field is mandatory for each product) (minimum 6 0 0 0
two)
MSc / PhD qualification/Foreign training 2 0 0 0

5 Networking and Training 8;
Networking setup across Pakistan (1 mark for each setup upto 6 0 0 0maximum 6)
Certificate to the affect that the firm will provide training in the use of
equipment to the relevant technical staff. Training plan must be 2 0 0 0
attached with certificate

6 Delivery 6,
4 to 6 Weeks or earlier 61 0 0 0
7 to 12Weeks or earlier 2, 2 2 2

7 Past Experience / Performance 4
Satisfactory performance certificate for the quoted equipment from
the medical institutions within Pakistan (1 mark for each certificate 4 0 0 0
upto maximum 4) :

8 Financial Status 61
Bank Certificate 2 0 0 0
Last year verified Balance Sheet /Income Tax Return Forms 2 0 0 0

Yearly turn-over of over 50 Million i 0 0 0

9 Bonus points 4
Warranty period extension free of cost (the firm offered greater 2 0 0 0
Iperiod will get the marks) :

Comparative Running Cost (consumables / reagents / replacement 2; 0 0 0
Iparts)

Post warranty maintenance contract, including service and parts,
,,0

:O~-
rates (companies to offer percentage (%) of the contract value in the

~\j~N\
0 ",,~ '<0 ,0 0

\ technical bid. The lowest will get the full marks) r ~ ..;,·v· ~/>;;-~ ..
, ~- 1"\ ~\."'" 'j

\. TOTAL MARKS / POINT SCORE (A....'" IiII N\ \.) \" ,~\ ,~"IocY "'~~ .,\0,\' - :(:':::;-'~_r;)~ 'Mlll-llIMM.lH"I1C::1I: (\110
\ Minimum 71}marks are required to Techhieat(y_qu~~71 r n ' ~A'=-'_ \.) ..rtI!.~, ~ ,;,~\)-~~'~DiS-Quali(i~M<' ,~ Ojs-Q'\litTif(ep ", ~. .. ,.:, '_, 'f~ .. ' ( ~"~'-' <~' , ,,' -'--." ,),_..-;<:~V~\~ r

\.. '~\ ; \ ' ,. JI:.-,A"':"7',l\J,~,,,;..t'<"-~~ '~~~~' ~,;. _,' AssociateProfesso~,...~\._, ~.:"",~,.'Jt. !.,:* •• :.,'" •..••. ,.-. . " ,'" ;.\",g, .?I [<; ~: V :"f De artm~~f Pa1"°'egy'l353. \:C?2. ,::::;;;.; ",:: ~.... "", .,'1 ~, ~<, _f' {\ .,',' Dow In. matl n~~l
?r,>'( -. ," .-~ ', ;~<Cf-' ~ W'\~" 'J (:~~ "'!)W U 51 0 ealt S~i'-- r- ~,.'";)
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N.I.T No. DUHSIDP/20171 29 Dated 29 November 2017
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ITEM NO. 5 5 9

NAME OF ITEM Water Distillation Unit Water Distillation Unit Drying Oven

MODEL /CAJ# B30-B10 710 SLN 750

MA.KE Adrona Pobel Poleko-Aaparura
COUNTRY OF ORIGIN Latvia Spain Poland

S# PARAMETERS / SUB-PARAMETERS Marks

A. PRODUCT EVALUATION -!'
c Rejected.Maximum Rejected.Incomplete

Minimumtemperaturenot detailsprovided,

1 Conformity to the Purchaser's Specifications 2a mentioned,heatersnot temperaturerangenot
mentioned,inletwater

temperaturenot
mentioned,heatersnot

menianed
mentioned

Fully compliant with the required specifications 25 0 0 25

Compliant with minor deviation (up to 10% subject to main function is 20 0 0 0
not effected)

, ..

2 Product Certification 15
Food and Drug Administration (FDA) and European Community (CE)
MOD or Japan Industrial Standard (JIS) / Japan Quality Assurance 15 0 0 0

Organization (JQAO)

European Community (CE) MOD and Japan Industrial Standard (JIS) 12 0 0 0
/ Japan Quality Assurance Organization (JQAO)

Food and DrugAdministration (FDA) 510K 10 0 0 0

European Community (CE) MOD 8 0 0 0

Japan Industrial Standard (JIS)/Japan Quality Assurance 8 0 0 0
Oraanization (JQAO)

B. BIDDER EVALUATION ,
3 Legal Requirement 18

Manufacturer Authorization 10 Expired 0 Expired

Bid Form (without prices) 4 0 0 0

Tender Purchase Receipt 2 2 2 2

Taxation Certificate (NTN and GST) 2 2 2 2

4 Technical Staff 12
Diploma Engineers (minimum two) 4 0 0 0

Graduate Engineers (For High Tech / Critical equipment Graduate
Engineer of relevant field is mandatory for each product) (minimum 6 0 0 0

two)
MSc / PhD qualification/Foreign training 2 0 0 0

5 Networking and Trainina 8
Networking setup across Pakistan (1 mark for each setup upto 6 0 0 0
maximum 6)
Certificate to the affect that the firm will provide training in the use of
equipment to the relevant technical staff. Training plan must be 2 0 0 0

attached with certificate
6 Delivery 6

4 to 6 Weeks or earlier 6 0 0 0

7 to 12Weeks or earlier 2 2 2 2

7 Past Experience / Performance 4
Satisfactory performance certificate for the quoted equipment from
the medical institutions within Pakistan (1 mark for each certificate 4 0 0 0

upto maximum 4)
8 Financial Status 6

Bank Certificate 2 0 0 0

Last year verified Balance Sheet /Income Tax Return Forms 2 0 0 0

Yearly turn-over of over 50 Million 2 0 0 0

9 Bonus points 4
Warranty period extension free of cost (the firm offered greater 2 0 0 0

I period will get the marks)
Comparative Running Cost (consumables / reagents / replacement 2 0 0 0

I parts)

Post warranty maintenance contract, including service and parts,
,-,,'

i)\I~~ ~~~
,,'

rates (companies to offer percentage (%) of the contract value in the~ 0 0:" 0
'-

, technical bid. The lowest will get the full marks) . \N~~ ,,\r'2. ~~ _Q. (., " yc.., ,- r
,'J

,..f_;"., . s-.

\ TOTAL MARKS / POINT SCORE lM 13)\ \i"'" "" ~\~ 11'" 'ltiil~ \) ""~ .r:-'" ."V y\~'V,-I\P~"IIU:I\ '•• "r"I J.~'''' "" ,........
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TECHNICAL EVALUATION I BIDDER'S QUALIFICATION REPORT
Procurement of Laboratory Equipment I Instruments
N.I.TNo. DUHS/DP/2017/29 Dated 29 November 2017
TECHNICALBIDSOPENEDON 20-12-2017
Mis. Scientific Technical Corporation (Pvt) Ltd.

APPENDIX-3

ITEM NO. i2 3 5 6

NAME OF ITEM UViVisible Microscope Water Distillation Unit Rotary Unit
Soectroohotometer

MODEL ICAT# C-7200S
Lx POL Labomed + Micromatic 01 WEV1001V/L, iVu5100, Daihan Scientific Co.

MAKE Peak Instruments Inc. Labo America Inc. Wassenab Ltd.
COUNTRY OF ORIGIN USA USA Spain Korea

S# PARAMETERS I SUB-PARAMETERS Marks

A. PRODUCT EVALUATION -. ,;

Rejected.~canningspeed Rejected. Maximum
Rejected.Rotaryspeed

not mentioned, spectral pressure, inlet water
10-180rpm.VIS20-280

1 Conformity to the Purchaser's Specifications 25 .: ·:.~:lth:not mentioned, temperature.TOCnot rpm, over heat protection
bath temperature not

wave ,lengthnot mentioned, Heaters not mentioned, temperature
mentioned mentioned range not mentioned

Fullv compliant with the reauired specifications 25 0 25 0 0
Compliant with minor deviation (up to 10% subject to main function is 20 0 0 0 0
not effected)

2 Product Certlfication 15
Food and DrugAdministration (FDA) and European Community (CE)
MODor Japan Industrial Standard (JIS) I Japan Quality Assurance 15 0 0 0 0

Oroanization (JQAO)

European Community (CE) MOD and Japan Industrial Standard (JIS) 12 0 0 0 0
I Japan Quality Assurance Organization (JQAO)

Food and Druo Administration (FDA) 510K 10 0 0 0 0

EuropeanCommunity tCE) MOD e 0 0 0 0

Japan Industrial Standard (JIS)/Japan Quality Assurance e 0 0 0 0
Oraanization (JQAO)

B. BtDDER EVALUATION
3 Leaal Requirement 18

ManufactunerAuthorization 10 10 10 10 10

Bid Form (without prices) 4 '4 4 4 4

Tender Purchase Receipt 2 '2 2 2 2

Taxation Certificate (NTN and GST 2 2 2 2 2

4 Technical Staff 12
Diploma Encineers (minimum two) 4 4 4 4 4

Graduate Engineers (For High Tech I Critical equipment Graduate
: 6Engineer of relevant field is mandatory for each product) (minimum 6 6 6 6

~l
MSc I PhDQualification/Foreigntrainina 2 ,0 2 0 2

5 Networking and Training 8
Networking setup across Pakistan (1 mark for each setup upto 6 6 6 6 6
maximum 6)
Certificate to the affect that the firm will provide training in the use of
equipment to the relevant technical staff. Training plan must be 2 2 2 2 2

attached with certificate
6 Delivery 6

4 to 6 Weeks or earlier 6 6 6 6 6

7 to 12Weeks or earner 2 0 0 0 0

7 Past EXDertence I Performance 4
Satisfactory performance certificate for the quoted equipment from
the medical institutions within Pakistan (1 mark for each certificate 4
uoto maximum 4)

8 Financial Status 6
Bank Certificate 2 0 0 0 0

Last year verified Balance Sheet I Income Tax Retum Forms 2 2 2 2 2

Yeany tum-over of over 50 Million 2 2 2 2 2

9 Bonus pomts 4
Warranty period extension free of cost (the firm offered greater 2 0 0 0 0
loeriod will aet the marks)
Comparative Running Cost (consumables I reagents I replacement 2 0 0 0 0
Iparts)
Post warranty maintenance contract. including service and parts.
rates (companies to offer percentage (%) of the contract value in the 2 0 0 0 0

technical bid. The lowestwill get the full marks)

, TOTAL MARKS I POINT SCORE (A + B) 100 46 73 46 48

\'tv!inimum 70 marks are required to Technically qualify Dis-Qualified Qualified Dis-Qualified 6- Dis-Qualified

'~~,,,, .. ao,
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TECHNICAL EVALUATION I BIDDER'S QUALIFICATION RE
Procurement of Laboratory Equipment I Instruments
N.I.TNo. DUHS/DP/2017/29 Dated 29 November 2017
TECHNICALBIDS OPENEDON 20-12-2017
MIs. Scientific Technical Corporation (Pvt) Ltd.

ITEM NO.

APPENDIX-3

---~7-----'----~----'-----~----~----~---'

Kjeldhal UnitNAME OF ITEM

13 14 15

Autoclave Analytical Balance Top Loading Balance

MaXterile-60 NBL 254i NBL 823e

Daihan Scientific Co. Adam Equipment Co. Adam Equipment Co.
Ltd. Ltd. Ltd.
Korea UK UK

MODEL ICAT# MBC-6/N

COUNTRY OF ORtGtN
S# PARAMETERS I SUB-PARAMETERS
A. PRODUCT EVALUATION

1 Conformity to the Purchaser's Specifications

Fully compliantwith the required specifications

MAKE

Marks

25

25

Raypa

Spain

Rejected. Incomplete
details provided

Rejected.Temperature
warming range not
mentioned, timer

sterilization not mentioned

20

15

15

12

10
8

8

18

8

6

6
6

4

0 0 25 25

0 0 0 0

0 0 0 0

0 0 0 0

0 0 0 0
0 0 0 0

0 0 0 0

0 10 10 10
4 4 4 4
2 2 2 2
2 2 2 2

4 4 4 4

6 6 6 6

0 2 0 0

6 6 6 6

2 2 2 2

6 6 6 6
0 0 0 0

Comptiantwith minor deviation (up to 10% subject to main function is
not effected)

2 Product Certification
Food and DnugAdministration (FDA) and European Community (CE)
MODor Japan Industrial Standard (JIS) I Japan Quality Assurance
Orcanizaflon(JQAO)

EuropeanCommunity (CE) MOD and Japan Industrial Standard (JIS)
I Japan Quality Assurance Organization (JQAO)

Food and DnugAdministration (FDA) 510K
EuropeanCommunity (CE) MOD
Japan Industrial Standard (JIS)/Japan Quality Assurance
Organization (JQAO)

B. BIDDER EVALUATION
3 Legal Requirement

ManufacturerAuthorization 10
Bid Fonm(without prices) 4
Tender PunchaseReceipt 2
Taxation Certificate (NTN and GST) 2

4 Technical Staff 12
Diploma Engineers (minimum two) 4
Graduate Engineers (For High Tech I Critical equipment Graduate
Engineer of relevant field is mandatory for each product) (minimum 6
two)
MSc I PhD qualification/Foreign training

5 Networking and Training
Networking setup across Pakistan (1 mark for each setup upto
maximum 6)
Certificate 10 the affect that the firm will provide training in the use of
equipment to the relevant technical staff. Training plan must be
attachedwith certificate

6 Deliverv
4 to 6 Weeks or earlier
7 to 12Weeks or earlier

7 Past Experience I Perfonmance
Satisfactoryperformance certificate for the quoted equipment from
the medical institutions within Pakistan (1 mark for each certificate 4
uoto maximum 4)

8 Financial Status 6
Bank Certificate 0 0 0 0

2 2 2 2

2 2 2 2

0 0 0 0

0 0 0 0

0 0 0 0

36 48 71 71
Dis-Qualified Dis-Qualified Qualified Qualified

Last year verified Balance Sheet I Income Tax Return Forms

Yearly tum-over of over 50 Million

9 Bonus points
Warranty period extension free of cost (the firm offered greater
Ioeriodwill oet the marks)
Comparative Running Cost (consumables I reagents I replacement
Iparts)
Post warranty maintenance contract. induding service and parts,
rates (companies to offer percentage (%) of the contract value in the
technical bid. The lowest will get the full marks)

TOTAL MARKS I POINT SCORE (A + B)
M(qimum 70 marks are required to Technically qualify

2

4

2

2

100



TECHNICAL EVALUATION I BIDDER'S QUALIFICATION RE
Procurement of Laboratory Equipment I Instruments
N.!.TNo. DUHS/DP/2017/29 Dated 29 November 2017
TECHNICALBIDSOPENEDON 20-12-2017
MIs. Scientific Technical Corporation (Pvt) Ltd.

APPENDIX-3

ITEM NO. 16 17 18 19

NAME OF ITEM Soxhlet Unit Embedding Centre Cryostate Tissue Processor

MODEL /CATi! DH. WHM12291 MPS/P2 + MPSIW + MEV mtmii
MPS/C

MAKE Daihan Scientific Co. Slee Medical GmbH Slee Medical GmbH Slee Medical GmbH
Ltd. Mainz Mainz Mainz

COUNTRY OF ORIGIN Korea Germany Germany Germany

5# PARAMETERS / SUB·PARAMETERS Marks
A. PRODUCT EVALUATION

"ejected. Heaters \\ith six
places ~mentioned, Rejected.Size/ Capacity Rejected.Notas per

1 Conformity to the Purchaser's Specifications 25 temperature control unit of coldplatenot required specificationsand water circulation unit mentioned
not mentioned

Fully comeliant with the reouired seecifications 25 0 0 0 25
Compliant with minor devialion (up to 10% subject to main function is 20 0 0 0 0
not effected)

2 Product Certification 15
Food and Drug Administralion (FDA) and European Community (CE)
MDD or Japan Industrial Standard (JIS) / Japan Quality Assurance 15 0 0 0 0
Organization (JQAo\

European Community (CE) MDD and Japan Industrial Standard (JIS) 12 0 0 0 0
/ Japan Quality Assurance Organization (JQAO)

Food and Drug Administration (FDA) 510K 10 0 0 0 0
European Communilv CE MDD 8 0 8 8 8
Japan Industrial Standard (JIS)/Japan Quality Assurance 8 0 0 0 0
Organization (JQAo\

B. BIDDER EVALUATION
3 Legal Requirement 18

Manufacturer Authorization 10 : 10 10 10 10
Bid Form (without prices) 4 4 4 4 4
Tender Purchase Receiet 2 :2 2 2 2
Taxation Certificate (NTN and GST) 2 2 2 2 2

4 Technical Staff 12
Diploma Engineers (minimum two) 4 4 4 4 4
Graduate Engineers (For High Tech / Critical equipment Graduate

..

Engineer of relevant field is mandatory for each product) (minimum 6 6 6 6 6
two)
MSc / PhD Qualification/Foreigntraining 2 2 0 0 0

5 Networking and Trainina 8
Networking setup across Pakistan (1 mark for each setup upto 6 6 6 6 6
maximum 6)
Certificate to the affect that the firm will provide training in the use 01
equipment to the relevant technical staff. Training plan must be 2 2 2 2 2
attached with certificate

6 Delivery 6
4 to 6 Weeks or earlier 6 6 6 6 6
7 to 12Weeks or earlier 2 0 0 0 0

7 Past Experience / Performance 4
Satisfactory performance certificate lor the quoted equipment Irom
the medical institutions within Pakistan (1 mark for each certificate 4
uoto maximum 4)

8 Financial Status 6
Bank Certificate 2 0 0 0 0
Last year verified Balance Sheet/Income Tax Return Forms 2 2 2 2 2

Yearly tum-over of over 50 Million 2 2 2 2 2

9 Bonus points 4
Warranty period extension Iree of cost (the firm offered greater 2 0 0 0 0
periodwill cet the marks)
Comparative Running Cost (consumables / reagents / replacement 2 0 0 0 0
'parts)

Post warranty maintenance contract. including service and parts.
rates (companies to offer percentage (%) of the contract value in the 2 0 0 0 0
technical bid. The lowest will get the lull marks)

TOTAL MARKS / POINT SCORE (A + B) 100 48 54 54 79
Mit.1imum70 marks are required to Technically qualify Dis·Qualified Dis·Qualified Dis·Qualified Qualified
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APPENDIX-3

TECHNICAL EVALUATION I BIDDER'S QUALIFICATION REPORT
Procurement of Laboratory Equipment I Instruments
N.I.TNo. DUHS/DP/2017/29 Dated 29 November 2017
TECHNICALBIDS OPENEDON 20-12-2017
MIs. H.A. Shah & Sons ,

IT~M NO. 2 11

NAME d,F ITEM
UVVisible Gas Chromatography

Spectrophotometer
MODEL l CAT # G6860AA G3440B

c. Agilent Technologies,
USA

Agilent Technologies
MAKE

Shipment from
Shipment from

: Singapore
Singapore

COUNTRY OF ORIGIN Malaysia USA

S# PARAMETERS / SUB-PARAMETERS Marks

A. PRODUCT EVALUATION
,
;.1:

1 Conformity to the Purchaser's Specifications . 25
Fully compliant with the required specifications 25 25 25
Compliant with minor deviation (up to 10% subject to main fur.ction 20 0 0
is not effected)

2 Product Certification , 15
Food and Drug Administration (FDA) and European Community
(CE) MOD or Japan Industrial Standard (JIS) / Japan Quality 15 0 0
Assurance Orqanization (JQAO)

European Community (CE) MOD and Japan Industrial Standard 12 0 0
(JIS) / Japan Quality Assurance Organization (JQAO)

Food and Drug Administration (FDA) 51OK 10 0 0
European Community (CE) MOD 8 8 8
Japan Industrial Standard (JIS)/Japan Quality Assurance 8 0 0
Orqanization (JQAO)

B. BIDDER EVALUATION ,
3 Leaal Requirement 18

Manufacturer Authorization 10 10 10
Bid Form (without prices) 4 4 4

Tender Purchase Receipt 2 2 2
Taxation Certificate (NTN and GST) 2 2 2

4 Technical Staff ;; 12
Diploma Engineers (minimum two) .' 4 0 0
Graduate Engineers (For High Tech / Critical equipment Grac'''~'~
Engineer of relevant field is mandatory for each product) (minimum 6 6 6
two)
MSc / PhD qualification/Foreign training 2 2 2

5 Networking and Training 8
Networking setup across Pakistan (1 mark for each setup upto 6 4 4
maximum 6)
Certificate to the affect that the firm will provide training in the use
of equipment to the relevant technical staff. Training plan must be 2 2 2

attached with certificate
6 Deliverv 6

4 to 6 Weeks or earlier 6 6 6
7 to 12 Weeks or earlier 2 0 0

7 Past Experience / Performance . 4
Satisfactory performance certificate for the quoted equipment from
the medical institutions within Pakistan (1 mark for each certificate 4 0 0

~

uoto maximum 4)
8 Financial Status 6

Bank Certificate 2 2 2 /
Last year verified Balance Sheet !Income Tax Return Forms 2 2 2 Ic\ 'D,\R:?;. ''i.r, ,
Yearly turn-over of over 50 Million 2 2 2 .(tI..~ c.. '\J'<,,; ~\_;

(f-Y:. ~~""\:) Sc..~
9 Bonus points 4 ,..<t. ':-<-.1. ~~\\y_; ;;"V:-

Warranty period extension free of cost (the firm offered qreats 2 0 -s: «:
~~/Iperiod will qet the marks) \)<,,\c..'r-~:\ Ci .

Comparative Running Cost (consumables ! reagents! replacement 2 0
o ~{!}'V,,,\.~ '0<,""

Iparts) ,'ii.' ('0. ')

\\'~> "'~,.-'?-~:Post warranty maintenance contract, including service and parts, ~\~ ".e: r.>

rates (companies to offer percentage (%) of the contract value in 2 0 .;~c~~,{~":~, i'~\-::::. ~
-

the technical bid. The lowest will get the full marks)

\, TOTAL MARKS! POINT SCORE (A + B) ~ 100\\]~~' 77 77 .c'" L)\3~:

\ Minimum 7Qmarks are required to Technically qualify J" \ \~, "_' ~\ 'F Qualified us. Mlnh!.l\~""A[y'~-SlF QURES
.' J~ ~x~~,..._, - MBSS, PhD, M,A, Postdoc(Germa'_,_-'::::::', ",t" \\" :.:. -'

; ,". J'1 <J ,.e_,. _.. ,-, :)'~\ :- .,..:..,

H
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TECHNICAL EVALUATION! BIDDER'S QUALIFICATION RE
Procurement of Laboratory Equipment !Instruments
N.I.T No. DUHS/DP/2017/29 Dated 29 November 2017
TECHNICALBIDS OPENEDON 20-12-2017
MIs. H. A. Shah & Sons

ITEM NO. 12

.,...,v,c OF ITEM HPLC System

MODEL I CAT # G7111A

Agilent Technologies
MAKE Shipment from

Singapore

COUNTRY OF ORIGIN Germany

S# PARAMETERS I SUB-PARAMETERS Marks

A. PRODUCT EVALUATION
"

\

1 Conformity to the Purchaser's Specifications 25
Fully compliant with the required specifications 25 25
Compliant with minor deviation (up to 10% subject to main function 20 0
is not effected) ,

2 Product Certification 15
Food and Drug Administration (FDA) and European Community
(CE) MOD or Japan Industrial Standard (JIS) / Japan Quality 15 0
Assurance Organization (JQAO)

European Community (CE) MOD and Japan Industrial Standard 12 0
(JIS) / Japan Quality Assurance Organization (JQAO)

Food and Drug Administration (FDA) 510K 10 0
European Community (CE) MOD 8 8
Japan Industrial Standard (JIS)/Japan Quality Assurance

i 8 0
Orqanization (JQAO)

6. BIDDER EVALUATION :

3 Legal Requirement , 18
Manufacturer Authorization 10 10
Bid Form (without prices) 4 4
Tender Purchase Receipt : 2 2
Taxation Certificate (NTN and GST) 2 2

4 Technical Staff 12
Diploma Engineers (minimum two) 4 0
Graduate Engineers (For High Tech / Critical equipment Graduate
Engineer of relevant field is mandatory for each product) (minimum 6 6
two)
MSc / PhD qualification/Foreign traininq 2 2

5 Networkina and Training 8
Networking setup across Pakistan (1 mark for each setup upto 6 4
maximum 6)
Certificate to the affect that the firm will provide training in the use
of equipment to the relevant technical staff. Training plan must be 2 2
attached with certificate

6 Deliverv - 6
4 to 6 Weeks or earlier 6 6
7 to 12 Weeks or earlier 2 0

7 Past EXDerience I Performance 4
Satisfactory performance certificate for the quoted equipment from
the medical institutions within Pakistan (1 mark for each certificate 4 0
uoto maximum 4)

8 Financial Status 6
Bank Certificate 2 2
Last year verified Balance Sheet /Income Tax Return Forms 2 2
Yearly turn-over of over 50 Million 2 2

9 Bonus points 4
Warranty period extension free of cost (the firm offered greater 2 0

I period will cet the marks)
Comparative Running Cost (consumables I reagents / replacement 2 0
Iparts)

Post warranty maintenance contract, including service and parts,
rates (companies to offer percentage (%) of the contract value in 2 0

the technical bid. The lowest will get the full marks) ,,\\

~ TOTAL MARKS / POINT SCORE (A + B) "c ~\D\Jtbb 77

\. Minimum 7!fmarks are required to Technj,cally ~~' \ ~Il\lC'f::. Qualified
\ ,, "-:;-_): ~.-.~"~,~'A. ';--\ \ _: ,... ~\' UK.... '.~:._ ....

APPENDIX-3
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APPENDIX- 3

TECHNICAL EVALUATION I SIDDER'S QUALIFICATION REPORT
Procurement of Laboratory Equipment I Instruments .
N.LT No. DUHSIDP/2017/29 Dated 29 November 2017
TECHNICAL BIDS OPENED ON 20-12-2017
MIs. Sure Sio-Diagnostics & Pharmaceuticals

ITEM NO. 4 9
NAME OF ITEM Muffle Furnace Drying Oven

MODEL /CAT# BF5133C + 51029342/
CC58125C-1 OGS750-39

MAKE Thermo Scientific Thermo Fisher Scientific
COUNTRY OF ORIGIN Germany Germany

S# PARAMETERS / SUB-PARAMETERS Marks

A. PRODUCT EVALUATION {

1 Conformity to the Purchaser's Specifications 25 '
Fully compliant with the required specifications 25 0 25

Compliant with minor deviation (up to 10% subject to main function 20 20 0
is not effected)

2 Product Certification 15
Food and Drug Administration (FDA) and European Community
(CE) MOD or Japan Industrial Standard (JIS) / Japan Quality 15 0 0

Assurance Organization (JQAOl

European Community (CE) MOD and Japan Industrial Standard 12 0 0
(JIS) / Japan Quality Assurance Organization (JQAO)

Food and Drug Administration (FDA) 510K 10 0 0

European Community(CE) MOD 8 8 8

Japan Industrial Standard (JIS)/Japan Quality Assurance 8 0 0
Organization (JQAo\

B. BIDDER EVALUATION
3 Legal Requirement 18

Manufacturer Authorization 10 10 10

Bid Form (without prices) 4 4 4

Tender Purchase Receipt 2 2 2

Taxation Certificate-(NTN and GST) 2 2 2

4 Technical Staff 12,

Diploma Engineers (minimum two) 4 0 0

Graduate Engineers (For High Tech / Critical equipment Graduate
Engineer of relevant field is mandatory for each product) (minimum 6 6 6

two)
MSc / PhD qualification/Foreign training 2 2 2

5 Networking and Training 8
Networking setup across Pakistan (1 mark for each setup upto 6 6 6
maximum 6)
Certificate to the affect that the firm will provide training in the use
of equipment to the relevant technical staff. Training plan must be 2 2 2

attached with certificate
6 Deliverv 6

4 to 6 Weeks or earlier 6 0 0

7 to 12Weeks or earlier 2 2 2

7 Past Experience / Performance 4
Satisfactory performance certificate for the quoted equipment from
the medical institutions within Pakistan (1 mark for each certificate 4 0 0

upto maximum 4)
8 Financial Status 6

Bank Certificate 2 2 2

Last year verified Balance Sheet /Income Tax Return Forms 2 2 2

Yearly turn-over of over 50 Million 2 2 2

\~

9 Bonus points 4
Warranty period extension free of cost (the firm offered greater 2 0 0
period will cet the marks)
Comparative Running Cost (consumables / reagents / replacement 2 0 0
parts) ~:"- ~ \,.,,\\3;' _
Post warranty maintenance contract, including service and parts,
rates (companies to offer percentage (%) of the contract value in 2 0 o "\ ~ ~~ '(.,~:$)
the technical bid. The lowest will get the full marks)

.-N..G~· :\'\~ .~\\_~,Yo~\J ~\j\" I'o\.
\. TOTAL MARKS / POINT SCORE (A + B) 100 70 75 ~' ~~ ~\,~\.~ CJ~~~
\. Minimum 70 marks are required to Technically qualify Qualified Qualified ~ ~(:S~~S:::;...J....

\s~v h~ ~ ~~;, ~ ~\O\,_c.

" ~1 ~....~.- . "II ~ i • - ,- .. ' _'I I'. '~~p.,'r ~D\}~~\
\\'). _,

ref, Dc._~~':_~:'~~~"~_.' '\ 'v <,0,:::-'
l ,.,.0- -

.: .~. '•.J.) - c\N~NCE.~_
. " ,BSCIOR_I,:) ~~p._'rIE.cU,
:""""vI{ a~~_;i\~·R'~'f.,~K;"Cr<

-

~Gt;~,}~~~?>~:·-
OR.Mu,~A~¥Io'xSJr~~'RESHi

MBEfs\P~1 M.~ostd.c(~rl1]any)
AS"soclate Professor

Department of Pathology
Dow In~erna~ional Medical College

Dr:>wUnlverSltv of Health Sr.i..n,.,,,,.,



DOW UNIVERSITY OF HEALTH SCIENCES, KARACHI.
ATTENDANCE SHEET

Procurement of Labortory Equipment I Instruments
Ref. No. DUHS/DP/2017/- 29 Dated 29 November, 2017

APPENDIX- 4

OPENING OF FINANCIAL BIDS / PROPOSALS ON 03rd March, 2018 AT 11:00 A.M.

S# BIDDER REPRESENTATIVE
(Company / Firm / Contractor) (Name)

DESIGNATION CONTACT
NUMBER

Of

l
0,:) uc>.. _:-;oS' < Ii «>.

SIGNATURE

Prof AmanullahAbbasi
MB(lS.FCPS. MRCP, FRCP

Professor of Medicine
Registrar

Dow Univf)rsity ·of He<11ths"icnr,c5



DOW UNIVERSITY OF HEALTH SCIENCES
ATTENDANCE SHEET (Procurement Committee)
Procurement of Labortory Equipment / Instruments
N.I.T. No. DUHS/DP/2017/- 29 Dated 29 November, 2017

OPENING OF FINANCIAL BIDS / PROPOSALS ON 03rd March, 2018 AT 11:00 A.M.

•



.) ~
COMPARATIVE STATEMENT AND PURCHASE RECOMMENDATION I PROPOSAL

PROCUREMENTOF LABORATORY EQUIPMENT I INSTRUMENTS
NITNo. DUHS/DP/2017/29 Dated 29 November 2017

TECHNICAL BIDS I PROPOSALSOPENEDON 20 DECEMBER 2017 -- FINANCIAL BIDS I PROPOSALSOPENEDON 03 MARCH 2018

APPENDIX 5

3 Microscope

IS.l053-PLP0L1 +
3 Microscope Diagnostic Systems IS.6210-eM + Euromex Netherland USD 3,137 3,137 344,756 344,756

IS.6299 + IS.7960-T

Leica DM75

3 Microscope Global Marketing Services 11541544 + Leica Microsystems Germany Euro 3,200 3,200 413,440 413,440 311541543 +
11541510

Leica DM75

3 Microscope 11541544 + Leica Microsystems Germany PKR 480,000 480,000 411541543 +
11541510

3 Microscope Labo America Inc. USA PKR 690,300 690,300

A NAFADVANI
FINANCE

aENAZIR BH TOSHAHEED
UNIVERSITY LYARJKARACHI

~JW'
DR. MUH~MMAD ASIF QURESHI

MBBS, PhD, M.A, Postdoc(Germany)
Associate Professor

Department of Pathology
Dow International Medical College
Dow University of Health Sciences

Prof. Dr. Muhammad Masfoor
MBBS,MCPS, FCPS.fRCF (GlilSgCWj

Pfo-VJceChancellor
Dow tlnlversity t1f Health Sciences

Karaehl
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.) ~
COMPARATIVE STATEMENT AND PURCHASE RECOMMENDATION I PROPOSAL

PROCUREMENT OF LABORATORY EQUIPMENT I INSTRUMENTS
NIT No. DUHS/DP/2017/29 Dated 29 November 2017

TECHNICALBIDS I PROPOSALSOPENEDON 20 DECEMBER2017 -- FINANCIAL BIDS I PROPOSALSOPENEDON 03 MARCH2018

APPENDIX 5

Prof. Dr. Muhammad MaSTO
MBSS, MCPS,FCIlS, FRCP(Glas\jGwl ~

Pro-Vlcl:cnanceno- /'
Dow University 01Heailn Sciences

Karachi

(HPLC Pump-
S11259) +

(HPLC UV I viS
Detector - S 3345

Hospicare Systems DAD) + Sykam Germany Euro 36,500 36,500 4,715,800 4,715,800 2(Autosampler- S
5250) +

(High Pressure
Sample injector
valve - S 6020)

LC-20AT Shimadzu Japan USD 43,500 43,500 4,780,650 4,780,650

HVE-SO 690,000

NBL 254i Adam Equipment Co. Ltd. UK PKR 113,490 113,490

Second Lowest Bid
ATY-224 Shimadzu Japan PKR 116,000 116,000 2

Third Lowest Bid
ABS 220-4N Kern Germany Euro 1,370 1,370 177,004 177,004 3

Prof. Amanullah Abbasi
MBSS, FCPS, MRCP. FRCP

Professor of Medicine
Registrar

Dow University of Health Sciences
Karachi.

NAFADVANI
DIRE T RFINANCE

BENAZIR BHUTTOSHAHEED
UNIVERSITY LYARIKARACHI

~~w_:_
DR.MU"j1-~Ab ASIFQURESHI

MBBS, PhD, M.A, Postdoc(Germany)
AssociateProfessor

Departmentof Pathology
Dow InternationalMedicalCollege
Dow University of HealthSciences

R. TARIQ AHMED
DEPUTY DIRECTOR

BIOMEDICAL ENGINEERING DEPT
DOW UNIVERSITY OF HEALTH SCIENCES
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COMPARATIVE STATEMENT AND PURCHASE RECOMMENDATION I PROPOSAL

PROCUREMENTOF LABORATORY EQUIPMENT I INSTRUMENTS
NIT No. DUHS/DP/2017/29 Dated 29 November 2017

TECHNICALBIDS I PROPOSALSOPENEDON 20 DECEMBER2017 -- FINANCIAL BIDS I PROPOSALSOPENEDON 03 MARCH 2018

APPENDIX 5

Prof. Dr. Muhamm:;.d Masrocr
Mass, Mel's. FCPS. FRC~ tGlas~"~'N) ()/~

Pro.Vlc l' CnJ -rccI,c' /
DoIlYtlnlvlr~,:¥ 01 rh,alth Sciences

l\araChi

Prof. Amanullah Abba~BD UNAFADVANI
MBSS. FCPS, MRCP, FRCP' DIRECTOR FINANCE

Professor ot MediCine BENAZIR BHUTTO
Registrar SHAHEED

Dow University of Health sClendJMVERSITY LYARI KARACHI
Karaci11

~ru_
OR. MUHAMMAD ASIF QURESHI

MBBS, PhD, M.A, Postdoc(Germany)
Associate Professor

Department of Pathology
Dow International Medical College
Dow University of Health Sciences

ENGR. TARIQ AHMED
DEPUTY DIRECTOR

BIOMEDICAL ENGINEERING OEPT
DOW UNIVERSITY OF HEALTH SCIENCES

Page3 of 3



MINUTES OF THE TECHNICAL BID OPENING MEETING
HELD AT PROCUREMENT DIRECTORATE

DOW UNIVERSITY OF HEALTH SCIENCES (OJHA CAMPUS), KARACHI
ON 20 DECEMBER 2017 AT 11:30 A.M.

A meeting was held under the chairmanship of Prof. Dr. Muhammad Masroor, Pro-Vice

Chancellor, DUHS / Chairman Procurement Committee on 20 December 2017 at 11:30 a.m.

to open and evaluate the bids for the "Procurement of Laboratory Equipment / Instruments".

The participants include:

PROCUREMENT COMMITTEE

1. Professor Dr. Muhammad Masroor
Pro- Vice Chancellor,
Dow University of Health Sciences, Karachi.

(Chairman)

2. Professor Amanullah
Registrar
Dow University of Health Sciences, Karachi

(Member / Coordinator)

3. Mr. Munaf Advani
Director Finance
Benazir Bhutto Shaheed University, Lyari, Karachi.

(Member)

4. Mr. Nadeem Shakoor Javeri
Director Finance
Dow University of Health Sciences, Karachi

(Co-opted Member)

5. Dr. Nilofer Fatimi Safdar
Assistant Professor & Program Director
Nutritional Sciences School of Public Health

(Co-opted Member)

6. Dr. Muhammad Asif Qureshi
Associate professor Pathology, DIMC &
Additional Director DDR&RL, Ojha Campus

(Co-opted Member)

7. Engr. Tariq Ahmed
Deputy Director Biomedical
Dow University of Health Sciences, Karachi

(Co-opted Member)

BIDDERS WITH NAME OF REPRESENTATIVE

1. Mr. Goher Mis. Diagnostic Systems

2. Mr. Kashif Mazhar Mis. Global Marketing Services

,..,
.). Mr. Tariq Ahmed Khan Mis. H. A. Shah & Sons



4. Mr. Shahnawaz Mis. Hospicare Systems

5. Mr. Sheraz Maqsood Mis. Paktech Instruments Company

6. Mr. Kashif Mis. Scientific Technical Corporation (Pvt.) Ltd.

7. Mr. Mirza Aurangzaib Baig Mis. Sure Bio-Diagnostics & Pharmaceuticals

8. Mr. S. Rehan Ahmed Mis. Technology Links (Pvt) Ltd.

9. Mr. Shahid Ali Quraishi "tvl/s.Scientific Supplies (Pvt.) Ltd.

10. Mr. Malik Asim Mis. Penicon

11. Mr. S. Niaz Ahmed Mis. Kamste International

12. Mr. M. Samiullah Mis. Lucky Lab. International

13. Engr. Kashif Mis. FY Diagnostic & Surgicals

14. Mr. M. Faizan Mis. The Worldwide Scientific

Meeting started with recitation from the Holy QURAN. Chair welcomed the participants and

then commenced the proceedings. Forum was apprise that the Notice Inviting Tender (NIT)

No. DUHS/DP/2017/-29 Dated 29 November 2017 was hoisted on the DUBS and SPPRA

websites at Sr. No. 35495 I SPPRA ID No. 2147483647 and the same was published in 3 widely

circulated leading dailies of English, Urdu and Sindhi languages viz. Daily Dawn, Daily Jang

and Daily Ibrat on November 30,2017.

The participants were informed that:

Following 39 bidders purchased the bidding documents:

1. Mis. Diagnostic Systems
2. Mis. Global Marketing Services
3. Mis. H. A. Shah & Sons
4. Mis. Hospicare Systems
5. Mis. Paktech Instruments Company
6. Mis. Scientific Technical Corporation (Pvt.) Ltd.
7. Mis. Sure Bio-Diagnostics & Pharmaceuticals
8. Mis. Technology Links CPvt)Ltd.
9. Mis. Scientific Supplies (Pvt.) Ltd.
10. Mis. Penicon
11. Mis. Kamste International
12. Mis. Lucky Lab. International
13. Mis. FY Diagnostic & Surgicals
14. Mis. The Worldwide Scientific
15. Mis. Analytical Measuring Systems (Pvt.) Ltd.
16. Mis. PCM Electrical Systems



The receipt of bids was closed at 11:00 a.m. local time on 20 December 2017 as scheduled.

Out of sixteen (16) firms which purchased the bidding documents, fourteen (14) bidders

submitted their bids.

It was briefed to the participants that initially, only the Technical Bids / Proposals will be

opened and evaluated in a manner prescribed in advance, without reference to the price and

reject any proposal which does not conform to the specified requirements. Financial Bids /

Proposals of technically qualified bids shall be opened publicly at a time, date and venue /

announced and communicated to the bidders in advance. Financial Bids / Proposals found

technically disqualified / non-responsive shall be returned un-opened to the respective

bidder(s). Accordingly, prior to evaluate bid in depth, preliminary examination of the bids

was made by the procurement committee.

Bidders were informed that the detailed technical evaluation will be carried-out and

communicate to all the bidders, and thereafter Financial Bids will be opened in presence of

the bidder's representatives.

Meeting ended with the vote of thanks to and from the chair.

lIan ,\bbasi
of. Am~:sU MRCP.FRO'

/
Mass. F ~f Medicine

pr')fesSor . tr ar
Regis \th Sciences
it of Hea

1. Prof. Dr. MuhammadMasroor
Pro-Vice Chancellor (Chairman)
DowUniversity of Health Sciences, Karachi \

Prol. Dr. Mubammad Masro r
~ ~/ MBSS. MCPS. FCPS. FRCP IG:asgc V;

~{\fir Pro.vICC Chanc()llcr
Dow t.ln:~ers.:v 01 "'c'Jlth SCience

KaraChi

2. Professor Amanullah
Registrar (Member / Coordinator)
DowUniversity of Health Sciences, Karachi

5. Engr. Tariq Ahmed
Deputy Director Biomedical
DowUniversity of Health Sciences, Karachi

3. Mr. Munaf Advani
Director Finance (Member) .
Benazir Bhutto ShaheedUniversity, Lyari, Karachi.

RESHI
4. Dr. MuhammadAsif Qureshi

Associate professor Pathology, DIMC &
Additional Director DDR&RL, Ojha Campus



MINUTES OF THE FINANCIAL BID OPENING MEETING
HELD AT PROCUREMENT DIRECTORATE

DOW UNIVERSITY OF HEALTH SCIENCES (OJHA CAMPUS), KARACHI
ON 03 MARCIl ..wi8 AT 11:00 A.M.

A meeting was held under the chairmanship of Prof Dr. Muhammad Masroor, Pro-Vice

Chancellor, DUHS I Chairman Procurement Committee, on 03 March 2018 at 11:00 a.m. to

open and evaluate the financial bids for the "Procurement of Laboratory Equipment I

Instruments" .

The participants include:

PROCUREMENT COMMITTEE

1. Professor Dr. Muhammad Masroor
Pro- Vice Chancellor,
Dow University of Health Sciences, Karachi.

2. Professor Amanullah
Registrar
Dow University of Health Sciences, Karachi

3. Mr. Munaf Advani
Director Finance
Benazir Bhutto Shaheed University, Lyari, Karachi.

4. Dr. Muhammad AsifQureshi
Associate professor Pathology, DIMC &
Additional Director DDR&RL, Ojha Campus

5. Engr. Tariq Ahmed
Deputy Director Biomedical
Dow University of Health Sciences, .~arachi

6. Mr. Mansoor Ahmed
Manager Finance - Ojha Campus
Dow University of Health Sciences, Karachi

BIDDERS WITH NAME OF REPRESENTATIVE

1.
2.
3.
4.
5.
6.
7.
8.
9.

Mr. Imtiaz Parker
Mr. Mirza Aurangzaib Baig
Mr. M. Sheraz Maqsood
Mr. S. Niaz Ahmed
Mr. Iftikhar
Mr. Saad Agha

. Mr. Kashif
Mr. Tariq Ahmed Khan
Mr. S. Owais

Mis. Hospicare Systems
Mis. Sure Bio-Diagnostics & Pharmaceuticals
Mis. Paktech Instruments Company
Mis. Kamste International
Mis. Technology Links (Pvt) Ltd.
Mis. Diagnostic Systems
Mis. Scientific Technical Corporation (Pvt.) Ltd.
Mis. H. A. Shah & Sons
Mis. Lucky Lab. International



•
Meeting started with recitation from the Holy QURAN. Chair welcomed the participants and

then commenced the proceedings. It was informed to the forum that Technical Bids were

opened on zo" December 2017 for the above said tender, where out of sixteen (16) firms

which purchased the bidding documents, fourteen (14) bidders submitted their bids.

As per the agenda, eight (08) Technically Qualified offers were taken into consideration by

the committee exclusively. The rates quoted by the bidders were read aloud along with

amount of 2% bid security attached by the bidder. Each rate in the comparative statement was

confirmed from the original bid by the committee and recommendations were made, which

were documented in the Bid Evaluation Report (BER).

The meeting endedwith the vote of thanks to the chair.

1. Prof. Dr. MuhammadMasroor
Pro-Vice Chancellor (Chairman)
DowUniversity of Health Sciences, Karachi

~of, Dr. Muhammad Masr (orrtN~ MBSS. MCPS. FCPS. FRCP !C,I.1S~' .'..
Pro-vlce Chancellor

Dow \jnivet'S!:Y of Health Selene s

2. ProfessorAmanullah
Registrar (Member / Coordinator)
DowUniversity of Health Sciences, Karachi

Prof Amanull;!i ~~ ..si
,; MBSS. FCPS. MRCP FRCP

Professor of MediCine
Registrar .

D 'II University of Health SClerces
Karachi.

3. Mr. Munaf Advani
Director Finance (Member)
Benazir Bhutto ShaheedUniversity, Lyari, Karachi.

4. Dr. MuhammadAsifQureshi
Associate professor Pathology, DIMC &
Additional Director DDR&RL, Ojha Campus

M 55, phD, M»; Postd.c(Gennany)
Associate Professor

D~ent of Pathology
,w International Medical College

of Health Sciences
5. Engr. Tariq Ahmed

Deputy DirectorBiomedical
Dow University of Health Sciences,Karachi

---------



CERTIFICATE

This is to certify that the prices are comparable to the market rates in respect

of single bid received for the Procurement of Laboratory Equipment I Instruments, in

response to NIT No. DUHS/DP/20I7/- 29 Dated 29 November 2017, for which Technical

Bids were opened on 20 December 2017 and Financial Bids were opened on 03 March 2018.

~~-r~~--~----~~-----------------------r----------------------~~~~~~mL~~COS
2. ProfessorAmanullah

Registrar (Member I Coordinator)
DowUniversity of Health Sciences, Karachi

3. Mr. Munaf Advani
Director Finance (Member)
Benazir Bhutto Shaheed University, Lyari, Karachi.

1. Prof. Dr. Muhammad Masroor
Pro-Vice Chancellor (Chairman)
Dow University of Health Sciences, Karachi

URESHI
4. Dr. Muhammad Asif Qureshi

Associate professor Pathology, DIMC &
Additional Director DDR&RL, Ojha Campus

5. Engr. Tariq Ahmed
Deputy Director Biomedical
Dow University of Health Sciences, Karachi

. 1110,M.A, Postdoc(Germany)
dclate Professor
ment of Pathology

Oow Intemational Medical College
'ow University of Health Sciences


