
BID EVALUATION REPORT

1. Name of Procuring Agency: Dow University of Health Sciences, Karachi.

2. Tender Reference No: DUHS/DP/2018/-31-32 Dated 18 January 2018
(Ref No. DUHS/DP/20 18/32)

3. Tender Description: Procurement of Radiology Equipment 1 Instruments and Ancillaries
for Dow Institute of Radiology (Ref No. DUHS/DP/2018/32)

4. Method of Procurement: Single Stage - Two Envelope

5. Tender Published: a. SPPRA websites at Sr. No. 363271 SPPRA ID No. 2147483647;
b. Daily Dawn (English Newspaper) on 21-01-2018;
c. Daily Jang (Urdu Newspaper) on 21-01-2018; and
d. Daily Ibrat (Sindhi Newspaper) on 21-01-2018.

(PID(K) 2672/18) (Appendix 1)

6. Total Bid documents Sold: Nineteen (19) Nos.

f·"7. Total Bids Received: Ten (10) Nos.

8. Technical Bid Opening date: 3fO March 2018 at 11:30 a.m. (Appendix 2)

9. No. of Bid technically qualified: Eight (08) Nos. (Appendix 3)

10. Bid(s) Disqualified 1Rejected: Two (02) Nos. (Appendix 3)

11. Financial Bid Opening date: 23fO April 2018 at 10:00 a.m. (Appendix 4)

12. Bid Evaluation Report: Attached as Appendix 5
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APPENDIX-l

HOISTING ON SPPRA & DUHS WEBSITES
Procurement of Radiology Equipment / Instruments and

Ancillaries for Establishment of Trauma Center, BSL-3 Lab
and Provision of Support Services

and
Procurement of Radiology Equipment / Instruments and

Ancillaries for Dow Institute of Radiology
No.DUHSIDP/2018/-31-32 Dated 18January 2018

Cl) e.oprasinon.qov.pk
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APPENDIX-l

Daily DAWN Dated 21 January 2018

AIlDOW UNIVERSITY OFI.Wl HEALTH SCIENCES

Procurement of Radiology EquipmentI
Instrumen1s and Ancillaries for EstabIishmen!
of Trauma Center, BSL-3 Lab and Provision
of Support Services

DUHS/DPI
2018/31

No. DUHSlDPI2018/-31-32 Dated 18 January 2018

NOTICE INVITING TENDER
Dow University of Health Sciences (DUHS). Karachi invites
following bids on DDP IC&F basis from authorized Dealers!
Distributors 1Manufacturers, having registration with Faderal
Board of Revenue (FaR) for Income Tax and Sales Tax.

~NCE
NO.

Procurement of Radiology Equlpmen-'-;-
Instruments and Ancillaries for Dow InsliMe
of Radiology

Bidding document may be purchased by interested bidders
on the submission of a written application, NTN, GST
Certificates and Pay Order IDemand Draft of tender fee
during office hours. Bidding Documents are also available at
DUHS and SPPRA websites. Interested Bidders may obtain
further information personally from 11:00A.M.to 02;00 P.M.
Conditional Bids, Telegraphic Bids, Bids not accompanied by
Bid Security of required amount and form. bids received after
specific date and time and bids of Black Listed firms will be
rejected.

The Dow University of Health Sciences. Karachi (DUHS)
reserves the right to reject any or all the bids subject to the
relevant provisions of SPP Rules 2010 (Amended upto date).
Director Procurement
Dow University of Health Sciences (Ojhe Campus)
Procurement Directorate at Library BlOCk.
SUPARCO Road. off Main University Road,
Gulzar-e-Hijri. Scheme No. 33. Karachi.
Phone No. + 92-21-99261497
Email: dlrector.procuremenl@duhs.edu.pk

, www.duhs.edu.pk,/
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OFFICE OF THE DIRECTOR PROCUREMENT
DOW UNIVERSITY OF HEALTH SCIENCES

NO.DUHSIDP/20 17(Cor-I)-31-32 Dated: 03rd February,2018

CORRIGENDUM
This is in reference to Notice Inviting Tender (N.I.T) No. DUHSIDP/2017/31-32 Dated 18 January
2018 appeared in Daily Dawn, Daily Jang and Daily Ibrat on 21 January, 2018 for the

1. Procurement of Radiology Equipment I Instrument and Ancillaries for Establishment of
Trauma Center BSL-3 Lab and Provision of Support Service
(Ref. No. DUHS/DP/2018/- 31)

2. Procurement of Radiology Equipment I Instrument and Ancillaries for Dow Institute of
Radiology (Ref. No. DUHS/DP/2018/- 32)

Following change have been made in the above-referred tender:

Last Date for Tender Purchase Bids Delivery Date & Time Bids O_j)_enin__gDate & Time

21st February, 2018 22 February, 2018 at 11:00 am 22 February, 2018 at 11:30 am

NOTE: All other terms and conditions of the tender shall remain unchanged.

... )--
Director procurement
Dow University of Health Sciences

Procurement Directorate at Digital Library Building, SUPARCO Road,
off Main University Road, Gulzar-e-Hijri, Scheme No. 33, Karachi

Tele:PABX 021-99261472-9 Email:director.procurement@duhs.edu.pk



•
OFFICE OF THE DIRECTOR PROCUREMENT
DOW UNIVERSITY OF HEALTH SCIENCES
Procurement Directorate at Library Block,SUPARCORoad, off Main University Road, Gulzar-e-Hijri, Scheme No. 33, Karachi.
Direct No. Tel: 99261497Website: www.duhs.edu.pk, E-mail: director.procurement@duhs.edu.pk

No. DUHS/DP/20 171 (Cor-2)/31-32 Dated 21 February 2018

CORRIGENDUM

Reference to the Notice Inviting Tender (N.I.T) No. OUHS/OP/2017/31-32 Dated 18 January
2018 appeared in Daily Dawn, Daily Jang and Daily Ibrat on 21 January, 2018 and uploaded
on Dow University of Health Sciences (DUHS) and Sindh Public Procurement Regulatory
Authority (SPPRA) website at Sr. No. 36327 for the:

1. Procurement of Radiology Equipment I Instrument and Ancillaries for Establishment
of Trauma Center BSL-3 Lab and Provision of Support Service (Ref. No.
DUHS/DP/2018/- 31)

2. Procurement of Radiology Equipment I Instrument and Ancillaries for Dow Institute
of Radiology (Ref. No. DUHS/DP/2018/- 32)

Following changes have been made in the above-referred tender:

I. In Section G: Technical Specifications have been corrected I modified, which may be
downloaded from the websites of SPPRA (http://e.pprasindh.gov.pkl) and DUHS
(www.duhs.edu.pk). All the interested eligible bidders are requested to please furnish
their bid in accordance with the corrected I modified specifications.

2. The closing date for tender purchasing and tender submission has also been extended
as per following schedule.

Last Date for Tender Purchase Bids Delivery Date & Time Bids Opening Date & Time

02 March 2018 03 March 2018 at 11:00 a.m. 03 March 2018 at 11:30 a.m.

NOTE: All other terms and conditions of the tender shall remain unchanged.

Director rocurement
Dow University of Health Sciences (Ojha Campus)
Procurement Directorate at Library Block,
SUPARCO Road, off Main University Road,
Gulzar-e-Hijri, Scheme No. 33, Karachi.
Phone No. + 92-21-99261497
Email: director.procurement@duhs.edu.pk



APPENDIX-2

a) DOW UNIVERSITY OF HEALTH SCIENCES
.~ ATTENDANCESHEET (Procurement Committee)

Procurement of Radiology Equipment Instrument and Ancillaries for
Dow Institute of Radiology (Ref. No. DUHS/DP/2018-32)
N.I.T. No. DUHS/DP/2018/-31- 32 Dated 18 January, 2018

OPENING OF TECHNICAL BIDS / PROPOSALS ON 03rd March, 2018 AT 11:30 A.M.

P~-v.c./~/ PG

2

3

4

5
}/~
~/1 ~ ...=, \
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APPENDIX - 2

DOW UNIVERSITY OF HEALTH SCIENCES, KARACHI.
- \~~~~','.:;:~~!~~ ATTENDANCE SHEET

Procurement of R~iOIOgy Equipment Instrument and Ancillaries for Dow Institute of Radiology
Ref.No. DUHSIDP/2018-32

N... No. DUHSIDP/2018/-31- 32 Dated 18 January, 2018

OPENING OF TECHNICAL BIDS / PROPOSALS ON 03rd March, 2018 AT 11:30 A.M.

S# BIDDER
(Company / Firm / Contractor)

REPRESENTATIVE
(Name)

DESIGNATION CONTACT
NUMBER

SIGNATURE

2

ABDUL MU AF ADVAN!
DIRECTOR FINANCE

BENAZIR BHUTTO SHAHEED
l}hJiVERSITY lYARI KAIHrl.l

DR. AMJAD SATT.P_F
Associate Prohssor

Interventional Radiologist
DIRECTOR

Dow Institute of Radio!o~y
Dow University of Health SCiences,
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, ~ DOW UNIVERSITY OF HEALTH SCIENCES, KARACHI.
~ ATTENDANCE SHEET

Procurement of Radiology Equipment Instrument and Ancillaries for Dow Institute of Radiology
Ref.No. DUHSIDP/2018-32

N.I.T. No. DUHSIDP/2018/-31- 32 Dated 18 January, 2018

OPENING OF TECHNICAL BIDS / PROPOSALS ON 03rd March, 2018 AT 11:30 A.M.

S# BIDDER REPRESENTATIVE DESIGNATION CONTACT SIGNATURE
(Company / Firm / Contractor) (Name) NUMBER

9 o,\'\(fAV 1f~ rq. ~~ t>s\~ ~" ~ t~re£;f ..
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APPENDIX - 3

TECHNICAL EVALUATION REPORT
Procurement of Radiology Equipment / Instruments and Ancillaries for Dow Institute of Radiology
N.I.T No. DUHSIDP/2018/-31-32 Dated 18 January 2018 (Ref No. DUHSIDP/2018/32)
TECHNICAL BIDS OPENED ON 03 March 2018
TECHNICAL BIDS OPENED ON 03 March 2018

Item Name of Item Name of Bidder Modell Cat No. Make
(,;ountryof Comments Marks Remarks

No. Orillin

I MIs. Siemens Healthcare Artis Zee Floor Siemens ~. Germany 81•2 Mis. Medequips S.M.C Infx-800V (Infinix I Series) Toshiba (Canon) Japan 87

I Single Plane Digital Angiography I Rejected:
Internventional system Exposure time 0.1 Second

3 Mis. Shirazi Trading IGS540 GE Healthcare France Flouroscopy 140 rnA
57 Rejected

3 Filters & 18 Channels .......
I Mis. Siemens Healthcare SOMATOM go.Now Siemens Healthcare

German I Rejected: Generator China Origin 5l'/ YC(i~~i~"tP'l
China

2 Mis. Medequips S.M.C An .. ilinn Lightning Toshiba (Canon) Japan 92

2 Whole Body CT Scan Machine 16 Slice 3 MIs. Shirazi Trading OpimaCT 540 GE Healthcare Japan "7'!3Previous performance of the quoted /. .,••. . />
4 Mis. Allmed Solutions Supria 16 Hitachi Ltd Japan item installed at Nazimabad is not 50

,f'.

I MIs. Siemens Healthcare ivrammumat Inspiration Siemens Healthcare Germany
Rejected: Heat storage very low Rejected
I62KHU cc/

2 Mis. BIOS Planned Clarity 20 Planned Finland Reiected: Out to low KW Generator 6t'jk; ~
Digital Mammography Unit with Stereo 3 Mis. Medequips S.M.C Helianthus DBT Metaltronica Italy 88

3 "".... ';u' ....

Biopsy 4 Mis. Shirazi Trading Senograph Pristina GE Healthcare France 77 '....
Selenia Dimension }!t, •.••· ...........

5 Mis. Shah Co .- Sysem Hologic USA 87rvrarn

(Package 3000) fi' .

Prof.D~'::d ;'I.,,"or
MbClS,I,1CPS. "CPS ;;-;e'c:· c_" .. "

Pro-VIcItC" ",,-, iic'
00,', U'"''''r~ 'v or ",,';1\:1Sc~rieo:~

I\~'.._; ~rl:

Item-wiae (NIT-32) Page 1 of5



4

Name of Item

Digital Fluoroscopy System

Item
No.

5 Dexa Scan

6
Digital High End Color Doppler with
Echocardiography

APPENDIX-3

IMarks Remarks

87

2 Mis. Technology Links Pvt Ltd HS70A Samsung Medicine Korea

Rejected:
* Fusion imaging software not
available
* Without 05 Years warranty

81" •
..:.......

82

90

92
82 . 'Ad

3 Mis. -;:"IUL.'UH' T. 'I"" Limited Vivid T8 GE IIe"IUI""''' USA

4 Mis. Mpr!p""ino S.M.C Aplio i700 JapanToshiba (Canon)

5 Mis. Medequips S.M.C (.A lternate) IAnlin_100 Platinum Toshiba (Canon) Japan

6 Mis. Shirazi Trading IVivid S60 GEH" Norway

Prol.D~d r"""OI
MBtlS. IIlCPS. ~c~c,~:~c;:(~.~"..",.

PfO·VI(t? C;-t uu.. ijOf

00", UI1l'~T<;'V 01"·,:"I~n$citnc,,~
".Haeln

Item-wiae (NIT-32)

~' .::

Page 2 of5



APPENDIX-3

I Nameof Item Name of Bidder Modell Cat No. Make of Comments IMarks Remarks
No. Oriein

Acuson S2000 Touch NI Mis. Siemens Healthcare Screen Uh","UWIJ Sys
Siemens Healthcare USA 81

IRp;p~...r1· . :~,. [,i,2 .. ..j
2 Mis. BIOS P50 Sonoscape China Fusion imaging software not

~,,~;l~hlp '( 'f" .•, Fi;C>

Reiected: ) ',Y" ,>;Jf
* Fusion imaging software not ')'I,

3 Mis. Technology Links Pvt Ltd HS70A Samsung Medicine Korea (1 ,D, ,,,......
[available • .: (J '<1"< ., . Y2

7 Digital High End Color Doppler 1*Without 05 Years warranty

r5;Jf~ ri0Y~I!:'" ,';Jf4 IMis. 1 -0 Links Pvt Ltd RS80A with Prestige Samsung Medicine Korea IR"j""t"cl Without 05 Years warranty
I(Alt e.mate) 1/ Ke~eclI;u

5 Mis. Medequips S.M.C IAplil'-300 Foshiba (Canon) Japan 92 ~':4
6 IM/s. ~ S.M.C (.A lternate) IXario 200 Platinum Toshiba(~ Japan IR"j"d"cl 128 Channels I'i~~':7 I;D,.... .. I;

IM/s. U- S.M.C (Alternate) IXario 100 Platinum Toshiba (Canon) Japan IR..ip"tPcl 128~' ~l Rp;p~tprl
If' '..,.J' .,:.:~

8 Mzs, Shirazi Trading
Logiq S8 with GE Healthcare South Korea 82

=:,

XD Clear Jl'Tr!iS·1I. ..

1 Mis. Siemens Healthcare
[Acuson NX3 Ultrasound Siemens Healthcare Korea ::.ISystem

2 Mis, BIOS S22 o China

3 Mis. BIOS (Alternate) S50 o China 93 •

IM/s, Technology Links Pvt Ltd IR"j""tecl Without 05 Years warranty
, f.x,. r. .': •.)y' ,.j;

IDigital Medium Range Color Doppler 4 HS40 Samsung Medicine Korea
8

01 I\.cJccu;u

5 IM/s. Ferozsons Laboratories Limited [Logiq F8 GE Hcalthcare USA 78 iYCiY /

6 Mis. Medequips ;.M,C IApljo-100 Toshiba (Canon) Japan 92 .
7 IMis, Medequips S.M,C (Alternate) IXario 100 Platinum Toshiba (Canon) Japan IRejected: 128 Channels 6':7 .Reject~d'

1 8 IM/s. Shirazi Trading ILogiq P7 GE Healthcare South 83 • i.·Y "'," is

V CJ--,~.) J_ \.
7J.~t.'f., ~c,'GS.')..

f ~(~ <.~ c,\'G

Prof. Dr. Muhammad Masroor
MEBS, MCPS. ,'CP'3 f'I-ICP '(,''''''1(/::;

Pro·\,.u C" ',flu'lIo'
Dov, UnlV,.';s :, Of rl,::.lItn SC,,"llces

Kilrilcnl

Item-wiae (NIT-32)

A ~/ ?
J r;) _

ABDUL MUNAF ADVANI
DIRECTOR FfNANCf .

BENAZIR BHuTTO SH~Ii.::
UNIVERSITY c y'ARI KAi,t'f

.,,' .:»

Page 3 of5



.. APPENDIX-3

9

Name of Item Name of Bidder Modell Cat No. Make LOUntry of
Oril!in IMarks RemarksComments

8S

Rejected: Without OSYears warranty I S9 Rejected

.

Toshiba (Canon) +
Konica Minolta Japan + Japan Rejected: 630mA at ISOKv

Siemens Healthcarc

Shimadzu

Toshiba (Canon) +
Konica Minolta

GE Healthcare

FujiFilm

FujiFilm

Siemens Healthcare

Stephanix

Item
No.

Static X -Ray Machine With DR System

Rejected: > .;

Pixel size (urn) 148 x 148 S6 ?;;~electNI
Matrix 23S6 x 2872 ---r----

~~------------------_+--------------,_----------,_------~1~28~0~IG~rey~S~ca=le~---------4~~ •.~>.;~ .•.•... ~.
2 Mis. BIOS IN80HF S"'PU<III1A France Minor Deviations 77 !~~ > >·y;;Z

I IM/s. Siemens Healthcare Multix Fusion Max Germany

3 Mis. BIOS (Alternate) INSOHF C'. France Rejected: 630rnA at 50KW 59 Rejected

4 Mis. Technology Links Pvt Ltd
RADspeed Pro with CXD1
70lC

Japan

S Mis. Medequips S.M.C

6 Mis. Medequips S.M.C (Alternate)

Radrex Mard A80s/G6
with Aero DR HD
Radrex Mrad ASOs/GS
with Konia Aero DR HD
FPD Pannel & One Aero
DR FPD Optional

Japan + Japan

64

.

jected

7 Mis. Shirazi Trading Optima XR646 China Reier-ted- Chinese Origin S7 Rejected

8 Mis. FujiFilm Pakistan (Pvt) Ltd.
FOR Smart FGXR-CS2S-1
+D-Evo IICsi 14 x 17

Reiected
T

Korea 640mA, Low Resolution
I\()J"eanOrigin

54 .,

9 Mis. FujiFilm Pakistan (Pvt) Ltd.
(Alternate)

FOR Smart FGXR-CS2S
I+D-EvoIICsI14x 17

IReiected:
Korea i640rnA, Low Resolution

IKorean Origin
54 Rejected

I IMis. Siemens Healthcare

2 IM/s.BIOS

Multix Fusion - Analog

N80HF

Germany

France

81

77 App.v .."':

3 Mis. BIOS (Alternate) NSOHF France IReiectecl: 630mA at 50KW

Rejected: Without 05 Years warranty

59 Rejected

10 Static X -Ray Machine With CR System
4 Mis. Technology Links Pvt Ltd RADspeed Pro with CR Shimadzu Japan 59 Rejected

S Mis. Medequips S.M.C
Radrex Mrad ASOs/GS + Toshiba (Canon) +
Regius Sigma II Konica Minolta Japan + Japan 89 >- -rr

6 Mis. Shirazi Trading Optima XR646 GE Healthcare China Rejected: Chinese Origin L &7; .....

7 Mis. FujiFilm Pakistan (Pvt) Ltd.
FOR Smart FGXR-C82S-3 • . •.•.. .Y'>

FujiFilm Korea Rejected: Korean Origin ', R..i..r-t"'1'lwith CR -J'

11 Mobile X-Ray Unit

111~HI~"~~~~~~~~~~~~Q~O~;'~~ --L~Ol~~~j~ lVU'. Siemens Healthcare Mobillet XP Hybird "pa.1I 0 1 ~

2 Mis. BIOS Movix 30 Stephanix France 82 "I1'{"'"" ""

3 Mis. Technology Links Pvt Ltd
I\Anhil .. Art Evolution (MX7 ;'. .1 ;iXC:
Version) Shimadzu Japan Rejected: Without 05 Years warranty Z/2; '•.

Primax International France



Name of Item Name of Bidder

12 Printer

13 CR System

Konica

iCRco

FujiFilm Japan

Konica Minolta Japan

FujiFilm

DOSIMETER

Comments

USA

APPENDIX-3

FujiFilm

Japan

USA
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APPENDIX-3

TECHNICAL EVALUATION I BIDDER'S QUALIFICATION REPORT
PROCUREMENTOFRADIOLOGYEQUIPMENT/ INSTRUMENTSAND ANCILLARIES
FORDOW INSTITUTEOFRADIOLOGY
N.!.T No. DUHS/DP/2018/-31-32 Dated 18 January 2018 (Ref No. DUHS/DP/2018/32)
TECHNICALBIDSOPENEDON 03 March 2018
Mis. Siemens Healthcare

"

ITEM NO, 1 2 3

DIGITAL CT SCAN MACHINE MAMMOGRAPHYNAME OF ITEM ANGIOGRAPHY I
INTERVENTIONAL 16-SLICE UNIT

Artis Zee Floor Somatom go Now Mammomat Inspiration
MODEL ICAT#

MAKE Siemens Siemens Siemens
COUNTRYOF ORIGIN Germany China Germany

S# PARAMETERS I SUB-PARAMETERS Marks
A, PRODUCT EVALUATION

1 Conformity to the Purchaser's Specifications 25 Rejected. Generator Rejected. Heat Storage
Chinese origin very low 162KHU

Fully compliantwith the required specifications 25 25 0 0
Compliantwith minor deviation (up to 10% subject to main function 20 0 0 0is not effected)

2 Product Certification 15
Foodand DrugAdministration (FDA) and European Community
(CE) MODor Japan Industrial Standard (JIS) I Japan Quality 15 15 0 15
Assurance Organization (JQAO) I Certificate issued by Ministry of
Health, Labourand Welfare Govt. of Japan

EuropeanCommunity (CE) MODand Japan Industrial Standard
(JIS) I JapanQuality Assurance Organization (JQAO) I Certificate 12 0 0 0
issued byMinistry of Health, Labour andWelfare Govt. of Japan

Foodand DrugAdministration (FDA) 510K 10 0 10 0
EuropeanCommunity (CE) MOD 8 0 0 0
Japan IndustrialStandard (JIS)/Japan Quality Assurance
Organization (JQAO)I Certificate issued by Ministry of Health, 8 0 0 0
Labourand Welfare Gov!. of Japan

B, BIDDER EVALUATION
3 Legal Requirement 18

ManufacturerAuthorization 10 10 10 10
Bid Form (without prices) 4 4 4 4
Tender PurchaseReceipt 2 2 2 2
Taxation Certificate (NTN and GST) 2 2 2 2

4 Technical Staff 12
Diploma Engineers (minimum two) 4 4 4 4
Graduate Engineers (For High Tech I Critical equipment Graduate 6 6 6 6
Engineerof relevant field) (minimum two)
MSc I PhD qualification of relevant field I Foreign training (minimum 2 2 2 2
two)

5 Networking and Training 8
Networkingsetup across Pakistan (1 mark for each setup upto 6 5 5 5
maximum6)
Certificate to the affect that the firm will provide training in the use of
equipment to the relevant technical staff. Training plan must be 2 0 0 0
attachedwith certificate

6 Delivery 6
4 to 8 Weeks or earlier 6 0 0 0
9 to 12Weeks or more 2 0 0 0

">7 Past Experience I Performance 4
til o Satisfactory performancecertificate for the quoted equipment from
~Q_

;~ the medical institutionswithin Pakistan (1 mark for each certificate 4 0 0 0
..Q;~ .!. ~J upto maximum4)r:'<- :: .dI Financial Status 6,.. ~:.._-c

,':j • Bank Certificate 2 2 2 2-~(.'
(lj X -;..1:i f Lastyear verified Balance Sheet I Income Tax Return Forms 2 2 2 2::::i :.= .-:; 'co: ;: Yearly turn-over of over 200 Million 2 2 2 2
I: ,n - , :9-" Bonus points 4~:;;

~

rf Warranty period extension free of cost (the firm offered greater 2 0 0 0
periodwill cet the marks)

- Comparative RunningCost (consumables I reagents I replacement 0 0. 2 0
Iparts)

-, Postwarrantymaintenance contract, including service and parts,~g
~~~~(; 0 0 0 .n..~"'~rates (companies to offer percentage (%) of the contract ~., ~

technical bid. The lowest will get the full mark~R. p.. ,nciate t' ·~-=\(":..\o\o-:",:, TOTAL MARKS I POINT SCORE (A + B) ,,,,eotiO rrO'ftlO, I~" 81 51 56 <-\" ,...~
Minimul!70 marks are required to Technically'4'ualify v.",.te p11<-:".h ~ ,;.",,·C.~Qualified Dis-Qualified D(S)Q~flect· ~~,.

Prof.'D~~d Murtor'
~ po"", '" fSi\Y 01 \"\"~~ AtiUUL IVIU"At- AUVANI ~.' ~,.~""\.Io,,,e ! /" DIRECTOR FINANCE ~\,,!>\'b-'"

•' "'U' _., .. "' ,;.;c~ ,C,I 5 8ENAZIR BHUnO SHAHEEDj ~ UNIVERSITV LVARI KARACHIIIt1IB~ Ie::, i yow)
Pro-VIc!' c,uncptlor

f\A\M 11"'llfnre- '., ro-t .... ('IrllthS~.n~'



APPENDIX-3

TECHNICAL EVALUATION I BIDDER'S QUALIFIC
PROCUREMENTOFRADIOLOGYEQUIPMENT/ INSTRUMENTSA
FORDOW INSTITUTEOFRADIOLOGY
N.I.T No. DUHS/DP/2018/-31-32 Dated 18 January 2018 {Ref N.
TECHNICALBIDSOPENEDON 03 March 2018
MIs. Siemens Healthcare

ITEM NO. 4 6 7

NAME OF ITEM DIGITAL ULTRASOUND CD FOR DIGITAL HIGH END
FLUOROGRAPHY ECHOCARDIOGRAPHY COLOR DOPPLER

Luminos Select Acuson NX3 Elite Acuson S2000 Touch
MODEL ICAT# Ultrasound System Screen UltrasoundSys

MAKE Siemens Siemens Siemens
COUNTRY OF ORIGIN China Korea USA

S# PARAMETERS I SUB-PARAMETERS Marks
A. PR.ODUct eVALUATION

Rejected. 36 number of
1 Conformity to the Purchaser's Specifications 25 images per exam.

Chinese origin

Fully compliantwith the required specifications 25 0 25 25
Compliantwith minor deviation (up to 10% subject to main function 20 0 0 0
is not effected)

2 Product Certification 15
Foodand DrugAdministration (FDA) and European Community
(CE) MODor Japan Industrial Standard (JIS) I Japan Quality 15 0 15 15
Assurance Organization (JQAO) / Certificate issued byMinistry of
Health. Labourand Welfare Gov!. of Japan

EuropeanCommunity (CE) MOD and Japan Industrial Standard
(JIS) / Japan QualityAssurance Organization (JQAO) / Certificate 12 0 0 0
issued by Ministryof Health, Labour and Welfare Gov!. of Japan

Foodand DrugAdministration (FDA) 510K 10 0 0 0
EuropeanCommunity (CE) MOD 8 0 0 0
Japan IndustrialStandard (JIS)/Japan QualityAssurance
Organization (JQAO)/ Certificate issued by Ministry of Health, 8 0 0 0
Labourand Welfare Govt. of Japan

B. BIDDER·EVALUATION ',i ....
3 Legal Requirement 18

ManufacturerAuthorization 10 10 10 10
Bid Form (without prices) 4 4 4 4
Tender PurchaseReceipt 2 2 2 2
Taxation Certificate (NTN and GST) 2 2 2 2

4 Technical Staff 12
Diploma Engineers (minimum two) 4 4 4 4
Graduate Engineers (For High Tech / Critical equipment Graduate 6 6 6 6
Engineerof relevant field) (minimum two)
MSc / PhD qualification of relevant field / Foreign training (minimum 2 2 2 2
two)

5 Networking and Training 8
Networkingsetup across Pakistan (1 mark for each setup upto 6 5 5 5
maximum6)
Certificate to the affect that the firm will provide training in the use of
equipment to the relevant technical staff. Training plan must be 2 0 0 0
attachedwith certificate

6 Delivery 6
4 to 8 Weeks or earlier 6 0 0 0
9 to 12Weeks or more 2 0 0 0

7 Past Experience I Performance 4
Satisfactory performancecertificate for the quoted equipment from
the medical institutionswithin Pakistan (1 mark for each certificate 4 0 0 0
upto maximum4)

8 Financial Status 6
Bank Certificate 2 2 2 2
Last year verified Balance Sheet / Income Tax Return Forms 2 2 2 2
Yearly turn-over of over 200 Million 2 2 2 2

9 Bonus points 4 A , ..s\
Warranty period extension free of cost (the firm offered greater 2 0 pn:;; . r\~!,;~;;~C\:JH'~'p 0
lperiod will get the marks)
ComparativeRunningCost (consumables / reagents / replacement l'i-1 f>.~' 0 f ~,:: ~~2;~~\I~~~!·'~·~.~n,S \ences 0
[parts)
Postwarrantymaintenance contract, including service and part~ ?GSSo~( \S'I. Db: r', ! 'J '__' ~ ~. \,\1

rates (companies to offer percentage (%) of the contract v~~. {ti:E!i (0\ ().o\O 0
';'1)( ~\~:, 0

r,_~~~ 0\
~o~.." cestechnical bid. The lowestWillget the full marks) ....,. p.:_...oc\~n(\~ '~r:\e(\

1'- TOTAL MARKS I POINT SCORE (A~) :(.Je'·r\\~ O'~\t1( 41 81 81 .~~

"- Minimum 70J1arks are required to Technically qll~l1fy _.,'I.,tV0\'" Dis-Qualified Qualified Qualifie~\\'-

Or. ~1asroor
c-- ~O-:"""'y/A GOUl MUNAF ADVANI ~. ,t.fU\~'c'~~~

~-~ ~ ,"'>.• -s:Q J DIRECTOR FINANCE /' \~S~\!. \,,;'"
I~!\... ........ c. ·-Ie,- ,C1olsgow) eENAZIR eM I\)

Prof.
"S8:,

"nv, 11""1'" -
. .:,l,f.nor

liTt' c:.r~n"'d4



APPENDIX-3
TECHNICAL EVALUATION I BIDDER'S QUALlFI(
PROCUREMENTOFRADIOLOGYEQUIPMENT/ INSTRUMENTS~
FORDOW INSTITUTEOFRADIOLOGY
N.I.T No. DUHS/DP/2018/-31-32 Dated 18 January 2018 {Ref Nt
TECHNICALBIDSOPENEDON 03 March 2018
Mis. Siemens Healthcare

ITEM NO. S 9 10

DIGITALMEDIUM STATIC X -RAY STATIC X -RAY
NAME OF ITEM RANGE COLOR MACHINEWITH DR MACHINEWITH CR

DOPPLER SYSTEM

Acuson NX3 Ultrasound Multix Fusion Max Multix Fusion - Analog
MODEL ICAT# System

MAKE Siemens Siemens Siemens
COUNTRYOF ORIGIN Korea Germany Germany

S# PARAMETERS I SUB-PARAMETERS Marks
A. PRODUCTEVALUATION

Rejected. Pixel size

1 Conformity to the Purchaser's Specifications 25 (urn) 148x 148
Matrix 2356 x 2872
1280 Grey Scale

Fullycompliant with the required specifications 25 25 0 25
Compliantwith minor deviation (up to 10% subject to main function 20 0 0 0is not effected)

2 Product Certification 15
Foodand DrugAdministration (FDA) and European Community
(CE) MDD or Japan Industrial Standard (JIS) / Japan Quality 15 15 15 15Assurance Organization (JQAO) / Certificate issued byMinistry of
Health, LabourandWelfare Govt. of Japan

EuropeanCommunity (CE) MDD and Japan Industrial Standard
(JIS) / Japan QualityAssurance Organization (JQAO) / Certificate 12 0 0 0
issued by Ministryof Health, Labour andWelfare Govt. of Japan

Foodand DrugAdministration (FDA) 510K 10 0 0 0
EuropeanCommunity (CE) MDD 8 0 0 0
Japan IndustrialStandard (JIS)/Japan Quality Assurance
Organization (JQAO)/ Certificate issued by Ministry of Health, 8 0 0 0
LabourandWelfare Govt. of Japan

B. BIDDER EVALUATION
3 Legal Requirement 18

ManufacturerAuthorization 10 10 10 10
Bid Form (without prices) 4 4 4 4
Tender PurchaseReceipt 2 2 2 2
Taxation Certificate (NTN and GST) 2 2 2 2

4 Technical Staff 12
Diploma Engineers (minimum two) 4 4 4 4
Graduate Engineers (For High Tech / Critical equipment Graduate 6 6 6 6Engineerof relevant field) (minimum two)
MSc / PhD qualification of relevant field / Foreign training (minimum 2 2 2 2two)

5 Networking and Training 8
Networkingsetup across Pakistan (1 mark for each setup upto 6 5 5 5maximum 6)
Certificate to the affect that the firm will provide training in the use of
equipment to the relevant technical staff. Training plan must be 2 0 0 0
attachedwith certificate

6 Delivery 6
4 to 8 Weeks or earlier 6 0 0 0
9 to 12Weeks or more 2 0 0 0

7 Past Experience I Performance 4
Satisfactoryperformance certificate for the quoted equipment from
the medical institutionswithin Pakistan (1 mark for each certificate 4 0 0 0
upto maximum4)

8 Financial Status 6
Bank Certificate 2 2 2 2
Last year verified Balance Sheet / Income Tax Return Forms 2 2 2 2 11\I.a
Yearly turn-over of over 200 Million 2 2 2 .' ,.,T2 p~nl (JI ,:. ';J-,f[.

9 Bonus points 4 C!l\)3~-:) '/\'

Warranty period extension free of cost (the firm offered greater 2 0 0 o··uIIY ,str:::i
Iperiodwill get the marks) ,I H
Comparative RunningCost (consumables / reagents / replacement ~p.;' ;' .~)~

-, \ i1CJi

Iparts) 2b~ 0 0 0

Postwarrantymaintenance contract, including service and parts, .1i)=:.",=,o ·~\6\.
rates (companies to offer percentage ('!o) of the contract va~i~~ ~~o%<:W)\

~c~'l('ce~ 0 0
technical bid. The lowest will get the full marks) J:!" .oi'~'"~\~o\4 '°c._c)0

"- TOTAlwMARKS / POINT SCORE (A +j!Ji"r' 1'-7 0(';::'\1 ~~ 'ijfO >~ \'\ 81 56 ) 81
f\.~ ."- Minimuml0j'harks are required to Technically qu~Of" ..:'\) 0\ 'r' Qualified Dis-Qualified I Qualified .".~

)~~~ C oo~rf· ~~",. s
ABDUL MUNAF ADVAN' J~ ..\.at "",.\~

°Rr~n,1~~6c!~~R~dp~I~~s:;~.~ DIRECTOR FINANCf / 'f\)\\~ \\'\Q\ ,i\\s (~"
PrO.VICeCtliincellDr BENAZIR BHUTTO SHAHEEL / '0i'v,'? 't-.'1>

Pr
tflS \ UNIVERSITY LYARI KARACH'



t APPENDIX-3
TECHNICAL EVALUATION I BIDDERIS QUALIFIC
PROCUREMENTOFRADiOlOGY EQUIPMENT/ INSTRUMENTS"
FORDOW INSTITUTEOFRADIOLOGY
N.J.TNo. DUHS/DP/2018/-31-32 Dated 18 January 2018 (Ref Nt
TECHNICALBIDS OPENEDON 03 March 2018
MIs. Siemens Healthcare

"

ITEM NO. 11

NAME OF ITEM MOBILE X-RAY UNIT

Mobillet XP Hybird
MODEL ICAT#

MAKE Siemens
COUNTRY OF ORIGIN Spain

S# PARAMETERS I SUB-PARAMETERS Marks
A. PRODUCT EVALUATION

1 Conformity to the Purchaser's Specifications 25

Fully compliant with the required specifications 25 25
Compliantwith minor deviation (up to 10% subject to main function 20 0is not effected)

2 Product Certification 15
Foodand DrugAdministration (FDA) and European Community
(CE) MODor Japan Industrial Standard (JIS) / Japan Quality 15 15Assurance Organization (JQAO) I Certificate issued by Ministry of
Health, LabourandWelfare Gov!. of Japan

EuropeanCommunity (CE) MOD and Japan Industrial Standard
(JIS) I JapanQualityAssurance Organization (JQAO) I Certificate 12 0
issued by Ministryof Health, Labour and Welfare Gov!. of Japan

Food and DrugAdministration (FDA) 510K 10 0
EuropeanCommunity (CE) MOD 8 0
Japan IndustrialStandard (JIS)/Japan Quality Assurance
Organization (JQAO)I Certificate issued by Ministry of Health. 8 0
Labourand Welfare Gov!. of Japan

B. BIDDER EVALUATION
3 Legal Requirement 18

ManufacturerAuthorization 10 10
Bid Form (without prices) 4 4
Tender PurchaseReceipt 2 2
Taxation Certificate (NTN and GST) 2 2

4 Technical Staff 12
Diploma Engineers (minimum two) 4 4
Graduate Engineers (For High Tech I Critical equipment Graduate 6 6Engineerof relevant field) (minimum two)
MSc / PhD qualification of relevant field I Foreign training (minimum 2 2two)

5 Networking and Training 8
Networkingsetup across Pakistan (1 mark for each setup upto 6 5maximum 6)
Certificate to the affect that the firm will provide training in the use of
equipment to the relevant technical staff. Training plan must be 2 0
attachedwith certificate

6 Delivery 6
4 to 8 Weeks or earlier 6 0
9 to 12Weeks or more 2 0

7 Past Experience I Performance 4
Satisfactoryperformancecertificate for the quoted equipment from
the medical institutionswithin Pakistan (1 mark for each certificate 4 0
upto maximum4)

8 Financial Status 6
Bank Certificate 2 2
Last year verified Balance Sheet /Income Tax Return Forms 2 2
Yearly turn-over of over 200 Million 2 2

9 Bonus points 4
Warranty period extension free of cost (the firm offered greater 2 0
periodwill get the marks)
Comparative RunningCost (consumables / reagents / repl~ent 2 0
parts) ;~~
Postwarrantymaintenance contract, includa ~iond .parts,
rates (companies to offer percentage ("ilpl!\:oT~!iloQ)~lue in the 2 0

1..1\. technical bid. The lowest will get .\t1"".' '..1>..... ~~~ o~'l"'ce."
~ TOTAL MARKS.ldlO IIll: ~ .wrJ:~~:'i'~~o.· Sc\~ 100 81
~ Minimum 70jPIarks aWrequir~lO alify Qualified

.~~ ,I'!\\'~:\\.':I0 ff/ ABDULMUNo ..je~

~ ~~",~ ,C ' ~R:/~7:::c~v~~~~ DIRECTOR
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.,8t:)
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FINANCE
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APPENDIX-3
TECHNICAL EVALUATION I BIDDER'S QUALIFICATION REPORT
PROCUREMENTOF RADIOLOGYEQUIPMENT / INSTRUMENTSAND ANCILLARIES
FORDOW INSTITUTEOF RADIOLOGY
N.!.T No. DUHS/DP/2018/-31-32 Dated 18 January 2018 (Ref No. DUHS/DP/2018/32)
TECHNICAL BIDS OPENED ON 03 March 2018
MIs. BIOS

ITEM NO. 3 4 7

NAME OF ITEM MAMMOGRAPHY DIGITAL DIGITAL HIGH END
UNIT FLUOROGRAPHY COLOR DOPPLER

MODEL! CAT# Planmed Clarity 20 Evidence P50
MAKE Planmed Stephanix Sonoscape

COUNTRY OF ORIGIN Finland France ChinaS# PARAMETERS I SUB·PARAMETERS Marks
~ PRQOl!lCT EVAI..UATION

Rejected. Generator Rejected. Fusion1 Conformity to the Purchaser's Specifications 25 3.2 KW. Storage HB. imaging software not
RAM 8GB available

Fully compliant with the required specifications 25 0 0 0
Compliant with minor deviation (up to 10% subject to main function

20 0 20 0is not effected)
2 Product Certification 15

Food and Drug Administration (FDA) and European Community
(CE) MOD or Japan Industrial Standard (JIS) ! Japan Quality

15 15 0 15Assurance Organization (JQAO) ! Certificate issued by Ministry of
Health, Labour and Welfare Govt. of Japan

European Community (CE) MOD and Japan Industrial Standard
(JIS) ! Japan Quality Assurance Organization (JQAO) ! Certificate 12 0 0 0
issued by Ministry of Health, Labour and Welfare Govt. of Japan

Food and Drug Administration (FDA) 510K 10 0 0
European Community (CE) MOD 8 0 8 0
Japan Industrial Standard (JIS)!Japan Quality Assurance
Organization (JQAO)! Certificate issued by Ministry of Health, 8 0 0 0
Labour and Welfare Govt. of Japan

B. BIDDEREVALUATION
3 Legal Requirement 18

Manufacturer Authorization 10 10 10 10
Bid Form (without prices) 4 4 4
Tender Purchase Receipt 2 2 2 2
Taxation Certificate (NTN and GST) 2 2 2 2

4 Technical Staff 12
Diploma Engineers (minimum two) 4 4 4 4
Graduate Engineers (For High Tech! Critical equipment Graduate

6 6 6 6Engineer of relevant field) (minimum two)
MSc! PhD qualification of relevant field! Foreign training (minimum

2 2 2 2twQ)_
5 Networking and Trainin_g 8

Networking setup across Pakistan (1 mark for each setup upto
6 4 3 3maximum 6)

Certificate to the affect that the firm will provide training in the use
of equipment to the relevant technical staff. Training plan must be 2 2 2 2
attached with certificate

6 Delivery 6
4 to 8 Weeks or earlier 6 6 6 6
9 to 12Weeks or more 2 0 0 0

7 Past Experience! Performance 4
Satisfactory performance certificate for the quoted equipment from
the medical institutions within Pakistan (1 mark for each certificate 4 0 0 0
upto maximum 4)

8 Financial Status 6
Bank Certificate 2 2 2 2
Last year verified Balance Sheet !Income Tax Return Forms 2 2 2 .. .~S\
Yearly turn-over of over 200 Million 2 2 2 .... 'U1_1l I'~P c:.RC~

9 Bonus points 4 prOt. o' r- "p3 ,~ 0

',nPo
Warranty period extension free of cost (the firm offered greater

2 0 V"O;:'''~ ffr'~:0 ~cfilenceSperiod will get the marks) \ ,ll ~ p,r.;;
,p?;\n o

Comparative Running Cost (consumables ! reagents! rePla~~T
2 0 'er,~qSlV' c'nL 0~rt~ b~ Do\,\{ I \<"3T

Post warranty maintenance contract, includinghr(}Ac~~~~
rates (companies to offer percentage ~t). f<9~stWtJlue in~'1 eo:.2 2 2 2
the technical bid. The lowest will ~t t ~~~~.~O~"o\')~ci\e(

"- TOTAL I14ARKS! P_~T SCY~"\"O"Ol .. 0 .a"\'<: 100 61 77 64
~Minimum 70.n}If1ks are required tb\iect\l~lr16 qbalify Dis-Qualified Qualified "Dis·Qualified ..i).

,;\~ Oo~.~e~

~

ABDUL MUNAF ADVANI ~ '(\"~,,. SO
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APPENDIX-3
TECHNICAL EVALUATION / BIDDER'S QUALIFIC
PROCUREMENTOF RADIOLOGYEQUIPMENT / INSTRUMENTSI
FORDOW INSTITUTEOF RADIOLOGY
N.!.T No. DUHS/DP/2018/-31-32 Dated 18 January 2018 (Ref N,
TECHNICAL BIDS OPENED ON 03 March 2018
Mis. BIOS

ITEM NO. 8 8 (Alternate) 9
DIGITAL MEDIUM DIGITAL MEDIUM

STATIC X -RAYNAME OF ITEM RANGE COLOR RANGE COLOR
DOPPLER DOPPLER MACHINE WITH DR

MODEL 'CAT# S22 S50 N 80HF
MAKE Sonoscape Sonoscape Stephanix

COUNTRY OF ORIGIN China China France
S# PARAMETERS , SUB-PARAMETERS Marks
A. PRODUCT EVALUATION

1 Conformity to the Purchaser's Specifications 25

Fully compliant with the required specifications 25 0 25 0
Compliant with minor deviation (up to 10% subject to main function

20 20 0 20is not effected)
2 Product Certification 15

Food and Drug Administration (FDA) and European Community
(CE) MDD or Japan Industrial Standard (JIS) , Japan Quality

15 15 15 0Assurance Organization (JQAO) , Certificate issued by Ministry of
Health, Labour and Welfare Govt. of Japan

European Community (CE) MDD and Japan Industrial Standard
(JIS) , Japan Quality Assurance Organization (JQAO) , Certificate 12 0 0 0
issued by Ministry of Health, Labour and Welfare Govt. of Japan

Food and Drug Administration (FDA) 510K 10 0 0 0
European Community (CE) MDD 8 0 0 8
Japan Industrial Standard (JIS)'Japan Quality Assurance
Organization (JQAO)' Certificate issued by Ministry of Health. 8 0 0 0
Labour and Welfare Govt. of Japan

B. BIDDER EVALUATION
3 Legal Requirement 18

Manufacturer Authorization 10 10 10 10
Bid Form (without prices) 4 4 4 4
Tender Purchase Receipt 2 2 2 2
Taxation Certificate (NTN and GST) 2 2 2 2

4 Technical Staff 12
Diploma Engineers (minimum two) 4 4 4 4
Graduate Engineers (For High Tech' Critical equipment Graduate

6 6 6 6Engineer of relevant field) (minimum two)
MSc' PhD qualification of relevant field' Foreign training (minimum

2 2 2 2two)
5 Networking and Training 8

Networking setup across Pakistan (1 mark for each setup upto
6 3 3 3maximum 6)

Certificate to the affect that the firm will provide training in the use
of equipment to the relevant technical staff. Training plan must be 2 2 2 2
attached with certificate

6 Delivery 6
4 to 8 Weeks or earlier 6 6 6 6
9 to 12Weeks or more 2 0 0 0

7 Past Experience' Performance 4
Satisfactory performance certificate for the quoted equipment from
the medical institutions within Pakistan (1 mark for each certificate 4 2 4 0
upto maximum 4)

8 Financial Status 6
Bank Certificate 2 2 2 2
Last year verified Balance Sheet 'Income Tax Return Forms 2 2 2 2
Yearly turn-over of over 200 Million 2 2 2 2

9 Bonus points 4 "..,h AbO""'"
Warranty period extension free of cost (the firm offered greater f AI113 IV. (''" I:I-'V'

2 0 c: NIP, ~'. ~Iperiod will get the marks) pr~AI~\3""'"vel ""';',,\,O)C:\C 08
Comparative Running Cost (consumables , reagents Ireplacem~1

2 0 0 PO~ ri{"~\r,,,r rl)" '\80ceSIparts) ....-< t-~':'- ;1t \-"\-2ol,t c c

Post warranty maintenance contract, including~Vi9~ifl~~' oow u: ''CI o\(~ch\
rates (companies to offer percentag~~~ Q~6\iil~1n 2 2 2 2

I,~ the technical bid. The lowest will get iJ~~~ ,n~'l s
'\. TOTAL MARKS' R~"S ~'\';"\'tllo°" Sc\" 100 86 93 77

" Minimum 70 jlfarks are required \Oo"'ech~~ :6AafttY Qualified Qualified ('Qualified

f. ~a~ Masr()Or
,:I\~" s,'I.'lv J (c\*'tJ.'0° \o,j~

~BDUL MUNAFADVAII!'\)~
~I\\ '1-,,,,t~,~ DIRECTOR FINANet '0' '

l:ib:-
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Dow Vnlvers.:y 01Health ~ctence.
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TECHNICAL EVALUATION / BIDDER'S QUALIFIC
PROCUREMENTOF RADIOLOGYEQUIPMENT / INSTRUMENTSJ
FORDOW INSTITUTEOF RADIOLOGY
N.!.T No. DUHS/DP/2018/-31-32 Dated 18 January 2018 (Ref NI
TECHNICAL BIDS OPENED ON 03 March 2018
MIs. BIOS

APPENDIX-3

ITEM NO, 9(Alternate) 10 10 (Alternate)

STATIC X -RAY STATIC X -RAY STATIC X -RAY
NAME OF ITEM MACHINE WITH CR MACHINE WITH CRMACHINE WITH DR

SYSTEM SYSTEM
MODEL' CAT # N 50HF N 80HF N 50HF

MAKE Stephanix Stephanix Stephanix
COUNTRY OF ORIGIN France France France

S# PARAMETERS , SUB-PARAMETERS Marks
A_ PRODUCT EVALUATION

1 Conformity to the Purchaser's Specifications 25 Rejected. 630mA at Rejected 630mA at
50KW 50KW

Fully compliant with the required specifications 25 0 0 0
Compliant with minor deviation (up to 10% subject to main function

20 0 20 0is not effected)
2 Product Certification 15

Food and Drug Administration (FDA) and European Community
(CE) MOD or Japan Industrial Standard (JIS) I Japan Quality

15 0 0 0Assurance Organization (JQAO) , Certificate issued by Ministry of
Health, Labour and Welfare Gov!. of Japan

European Community (CE) MOD and Japan Industrial Standard
(JIS) , Japan Quality Assurance Organization (JQAO) , Certificate 12 0 0 0
issued by Ministry of Health, Labour and Welfare Govt. of Japan

Food and Drug Administration (FDA) 510K 10 0 0 0
European Community (CE) MOD 8 8 8 8
Japan Industrial Standard (JIS)/Japan Quality Assurance
Organization (JQAO)' Certificate issued by Ministry of Health, 8 0 0 0
Labour and Welfare Govt. of Jaoan

B. BIDDER EVAL.UATION
3 Legal Requirement 18

Manufacturer Authorization 10 10 10 10
Bid Form (without prices) 4 4 4 4
Tender Purchase Receipt 2 2 2 2
Taxation Certificate (NTN and GST) 2 2 2 2

4 Technical Staff 12
Diploma Engineers (minimum two) 4 4 4 4
Graduate Engineers (For High Tech' Critical equipment Graduate

6 6 6 6Engineer of relevant field) (minimum two)
MSc' PhD qualification of relevant field' Foreign training (minimum

2 2 2 2two)
5 Networking and Training 8

Networking setup across Pakistan (1 mark for each setup upto
6 3 3 3maximum 6)

Certificate to the affect that the firm will provide training in the use
of equipment to the relevant technical staff Training plan must be 2 2 2 2
attached with certificate

6 Delivery 6
4 to 8 Weeks or earlier 6 6 6 6
9 to 12Weeks or more 2 0 0 0

7 Past Experience' Performance 4
Satisfactory performance certificate for the quoted equipment from
the medical institutions within Pakistan (1 mark for each certificate 4 2 0 2
uoto maximum 4)

8 Financial Status 6
Bank Certificate 2 2 2 2
Last year verified Balance Sheet 'Income Tax Return Forms 2 2 2 2
Yearly turn-over of over 200 Million 2 2 2 2 ,""Go'

9 Bonus points 4 ..... ll\\3tl !-,~,..~o
Warranty period extension free of cost (the firm offered greater Pf?1;,,':""' F'e' N\R~' .
period will oet the marks) , ..~~ 2 0 \ _,3.,· _cc" ~)"~,I\e(\\C\\g:~

Comparative Running Cost (consumables , reagents' ~Mnent
2 0 0 :~pf,5~., '\l ~cienc","

parts) _ 5-Ao( ,<'I. ' - Y
\_,j \-\83'\

Post warranty maintenance contract. i~~~fl\1l'~~~~~rtS':-I \)U v \'-pr,

rates (companies to offer percen~: ~:t$~~~~~e(\ e" 2 2 2 2I, the technical bid. The lowest "¬ iiJ t th~ II> 0\~~\t'"S
~ TOTAL MARKS I POINT ~C'ORE1~.'ab\ ~ 100 59 77 59
~ MinimulilR~arks are required trtIM.li6i~'1ly qualify Dis-Qualified Qualified I Dis-Qualified_'t\.v'

~: co·~V' - ABDUL MUNAF ADVANI ~ <c\~~.'"ammad tblfoor
I ~~\,u\~~~.Prof. Dr~P5 f-CP$ FRCP (C,1a~90WI CA - ~ DIRECTOR FINANCEMBSS I'll . '

BENAZIR BHUTTO SHAHEEL'
s~.." ,',¢-'". Pro-II Ice Cnilncellor ~ ~c.,

nees \'.Oov. unwcrs :'/ 01Health ScI'!
r<.arachl ~NtVERStTV LVARtKARACHI



• APPENDIX-3
TECHNICAL EVALUATION / BIDDER'S QUALIFIC
PROCUREMENTOF RADIOLOGYEQUIPMENT / INSTRUMENTSt
FORDOW INSTITUTEOF RADIOLOGY
N.LT No. DUHS/DP/2018/-31-32 Dated 18 January 2018 (Ref NI
TECHNICAL BIDS OPENED ON 03 March 2018
MIs. BIOS

"

ITEM NO. 11

NAME OF ITEM MOBILE X-RAY UNIT

MODEL / CAT # Movix 30
MAKE Stephanix

COUNTRY OF ORIGIN France
S# PARAMETERS / SUB-PARAMETERS Marks
A. PRODUCT EVALUATION

1 Conformity to the Purchaser's Specifications 25

Fully compliant with the required specifications 25 25
Compliant with minor deviation (up to 10% subject to main function

20 0is not effected)
2 Product Certification 15

Food and Drug Administration (FDA) and European Community
(CE) MDD or Japan Industrial Standard (JIS) / Japan Quality

15 0Assurance Organization (JQAO) / Certificate issued by Ministry of
Health, Labour and Welfare Govt. of Japan

European Community (CE) MOD and Japan Industrial Standard
(JIS) / Japan Quality Assurance Organization (JQAO) / Certificate 12 0
issued by Ministry of Health. Labour and Welfare Govt. of Japan

Food and Drug Administration (FDA) 510K 10 0
European Community (CE) MOD 8 8
Japan Industrial Standard (JIS)/Japan Quality Assurance
Organization (JQAO)/ Certificate issued by Ministry of Health, 8 0
Labour and Welfare Govt. of Jaoan

B. BIDDER EVALUATION
3 legal Requirement 18

Manufacturer Authorization 10 10
Bid Form (without prices) 4 4
Tender Purchase Receipt 2 2
Taxation Certificate (NTN and GST) 2 2

4 Technical Staff 12
Diploma Engineers (minimum two) 4 4
Graduate Engineers (For High Tech' Critical equipment Graduate

6 6Enqineer of relevant field) (minimum two)
MSc' PhD qualification of relevant field' Foreign training (minimum

2 2two)
5 Networkinq and Training 8

Networking setup across Pakistan (1 mark for each setup upto
6 3maximum 6)

Certificate to the affect that the firm will provide training in the use
of equipment to the relevant technical staff. Training plan must be 2 2
attached with certificate

6 Delivery 6
4 to 8 Weeks or earlier 6 6
9 to 12 Weeks or more 2 0

7 Past Experience' Performance 4
Satisfactory performance certificate for the quoted equipment from
the medical institutions within Pakistan (1 mark for each certificate 4 0
uoto maximum 4)

8 Financial Status 6
Bank Certificate 2 2
Last year verified Balance Sheet 'Income Tax Return Forms 2 2
Yearly turn-over of over 200 Million 2 2

9 Bon us poi nts 4
Warranty period extension free of cost (the firm offered greater

2 0period will cet the marks)
Comparative Running Cost (consumables , reagents , re€...lI!f~nt

2 0Iparts) _ 5' c .
~~1G"- ~IPost warranty maintenance contract, incl~~. e ~~.~"il@ s.

\ rates (companies to offer per~_(~~,~~~~IU;r,t09~, c'·' 2 2
the technical bid. The lowest the [~ Cn\ ~~~\'\SCI

TOTAL MARKS' POINT S~RE (~'t'otWn\ \,\e' 100 82
~ I\JI\iIII'l'mum 70 marks are required tOrto"tl:l:~.)~ qualify Qualified

f. ~'~'1:lmmad Muroor ~ } 0 ABDUL MUNAF ADCf'.' ~/ DIRECTOR FINANBi~,,,'. -:. ,C.~ "~c;.: IGI,jSgow) ..)
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TECHNICAL EVALUATION I BIDDER'S QUALIFICATION REPORT
PROCUREMENTOFRADIOLOGYEQUIPMENT/ INSTRUMENTSAND ANCILLARIES
FORDOW INSTITUTEOFRADIOLOGY
N.I.T No. DUHS/DP/2018/-31-32 Dated 18 January 2018 (Ref No. DUHS/DP/2018/32)
TECHNICALBIDSOPENEDON 03 March 2018
MIs. Technology Links (Pvt) Ltd

APPENDIX-3

ITEM NO. 4 6 7
ULTRASOUNDCD

NAMEOF ITEM DIGITAL FOR DIGITALHIGHEND
FLUOROGRAPHY ECHOCARDIOGRAPH COLORDOPPLER

Y
MODEL 'CAT# Flexivision HB HS70A HS70A

MAKE Shimadzu Samsung Medicine SamsungMedicine
COUNTRYOF ORIGIN Japan Korea Korea

s# PARAMETERS' SUB-PARAMETERS Marks
A. PRODUCT,EVALUATION

Rejected. Low Monitor Rejected. Fusion Rejected. FusionResolution
1 Conformity to the Purchaser's Specifications 25 Secondworkstation not imaging software not imaging software not

quoted Without 5 available. Without 5 available. Without 5
years warranty years warranty yearswarranty

Fullv compliantwith the required specifications 25 0 0 0
Compliantwith minor deviation (up to 10% subject to main function

20 0 0 0is not effected)
2 Product Certification 15

Foodand DrugAdministration (FDA) and EuropeanCommunity
(CE)MODor Japan Industrial Standard (JIS) , Japan Quality 15 0 15 15AssuranceOrganization (JQAO) , Certificate issued by Ministryof
Health, Labour andWelfare Gov!. of Japan

EuropeanCommunity (CE) MODand Japan Industrial Standard
(JIS) , Japan QualityAssurance Organization (JQAO) , Certificate 12 12 0 0
issued by Ministryof Health. Labour and Welfare Govt. of Japan

Foodand DrugAdministration (FDA) 510K 10 0 0 0
EuropeanCommunity (CE) MOD 8 0 0 0
Japan Industrial Standard (JIS)'Japan Quality Assurance
Organization (JQAO)' Certificate issued by Ministry of Health. 8 0 0 0
LabourandWelfare Govt. of Japan

B. BIDDEREVAI..UATION
3 Legal Requirement 18

ManufacturerAuthorization 10 10 10 10
Bid Form (without prices) 4 4 4 4
Tender PurchaseReceipt 2 2 2 2
TaxationCertificate (NTN and GST) 2 2 2 2

4 Technical Staff 12
DiplomaEngineers (minimum two) 4 4 4 4
Graduate Engineers (For High Tech' Critical equipment Graduate 6 6 6 6
Engineerof relevant field) (minimum twq)_
MSc' PhDqualification of relevant field' Foreign training 2 2 2 2
i{minimum two)

5 Networking and Training 8
Networkingsetup across Pakistan (1 mark for each setup upto 6 6 6 6
maximum 6)
Certificate to the affect that the firm will provide training in the use

2of equipment to the relevant technical staff. Training plan must be 2 2 2
attachedwith certificate

6 Delivery 6
4 to 8 Weeks or earlier 6 0 0 0
9 to 12Weeks or more 2 2 2 2

7 Past Experience I Performance 4
Satisfactoryperformancecertificate for the quoted equipment

0 0 0from the medical institutionswithin Pakistan (1 mark for each 4
certificate upto maximum 4)

8 Financial Status 6
2 2 2 2

~

Bank Certificate
",j_ ~r\13r1ULast year verified Balance Sheet 'Income Tax Return Forms 2 2 2 .

Yearly turn-over of over 200 Million 2 2 2 ''.\B~o, H r ". ,
. ·n,t~:;'''.(Yl

9 Bonus points 4 ..
rle,)\\1

Warranty period extension free of cost (the firm offered greater 2 0 0 Q \'i::.\,~\\'yJ (\

Iperiodwill get the marks)
,10,,1 \_),., " cr'll

ComparativeRunningCost (consumables z reagents' rePlaceme.n~"( f;!>~ 0 0 0
I~~ ~
Postwarrantymaintenance contract, including servi~<~~~ ~~\~\

0 0 0
rates (companiesto offer percentage (%) Of~~ \li\.,.1il~3i.\\ 2 :'I

'" the technical bid. The lowest will get ~flI .".~~.\O(\llo~~O~ .o\cg:"ci"~
61

~ TOTAL MARKS' POINT SCOREU\\~erO\~:~o~ l' "Sftio 58 61
1>~1!UDis-Qualified Dis-Qualified Dis ualified

\.'\. Minimum 70 !l'farks are required to Technical~~)'jlvo~ 'r'

D ABDUL MUNAF ADVANI ~\I";~ °0·(\\,,0(~· ~\ i;o.\~
Pro hammad Masroor o?9~ jlt-- DIRECTOR FINANCt ~~ :-..y..~.
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APPENDIX-3
TECHNICAL EVALUATION / BIDDER'S QUALlFI(
PROCUREMENT OF RADIOLOGY EQUIPMENT / INSTRUMENTS J
FOR DOW INSTITUTE OF RADIOLOGY
N.I.T No. DUHS/DP/2018/-31-32 Dated 18 January 2018 (Ref N,
TECHNICAL BIDS OPENED ON 03 March 2018
MIs. Technology Links (Pvt) Ltd

•

ITEM NO. 7 (Alternat~ 8 9

DIGITALHIGHEND DIGITALMEDIUM
STATICX -RAYNAMEOF ITEM RANGECOLORCOLOR DOPPLER

DOPPLER MACHINEWITH DR

MODEL 'CAT# RS80Awith Prestige HS40 RADspeedPro with
CXDI-701C

MAKE Samsung Medicine Samsung Medicine Shimadzu
COUNTRYOFORIGIN Korea Korea JapanS# PARAMETERS' SUB-PARAMETERS Marks

A. PRODUCTEVALUATION

1 Conformity to the Purchaser's Specifications 25 Rejected.Without 5 Rejected Without 5 Rejected Without 5
years warranty years warranty yearswarranty

Fully com_flliantwith the required specifications 25 0 0 0
Compliantwith minor deviation (up to 10% subject to main function

20 0 0 0is not effected)_
2 Product Certification 15

Foodand DrugAdministration (FDA) and EuropeanCommunity
(CE)MODor Japan Industrial Standard (JIS) , Japan Quality

15 15 15 0AssuranceOrganization (JQAO) , Certificate issued by Ministryof
Health. Labour andWelfare Gov!. of Japan

EuropeanCommunity (CE) MODand Japan Industrial Standard
(JIS) , Japan QualityAssurance Organization (JQAO) , Certificate 12 0 0 12
issued by Ministryof Health. Labour and Welfare Gov!. of Japan

Foodand DrLJg_AdministrationJFDAJ 51OK 10 0 0 0
EurClPeanCommunity(CE) MOD 8 0 0 0
Japan Industrial Standard (JIS)'Japan Quality Assurance
Organization (JQAO)' Certificate issued by Ministry of Health, 8 0 0 0Labourand Welfare Gov!. of Japan

B. BIDDEREVALUATION
3 Legal Requirement 18

ManufacturerAuthorization 10 10 10 10
Bid Form.Jwithoutprices) 4 4 4 4
Tender PurchaseReceipt 2 2 2 2
TaxationCertificate (NTN and GST) 2 2 2 2

4 Technical Staff 12
DijJlomaEngineers (minimum two)_ 4 4 4 4
GraduateEngineers (For High Tech' Critical equipment Graduate

6 6 6 6Engineerof relevant field) (minimum two)_
MSc' PhDqualification of relevant field' Foreign training

2 2 2 2I (minimum twQ)_
5 Networking and Training 8

Networkingsetup across Pakistan (1 mark for each setup upto
6 6 6 6maximum6l

Certificate to the affect that the firm will provide training in the use
of equipment to the relevant technical staff. Training plan must be 2 2 2 2
attachedwith certificate

6 Delivery 6
4 to 8 Weeks or earlier 6 0 0 0
9 to 12Weeks or more 2 2 2 2

7 Past Experience' Performance 4
Satisfactoryperformancecertificate for the quoted equipment
from the medical institutionswithin Pakistan (1 mark for each 4 0 0 1
certificate ~o maximum 4)

8 Financial Status 6
Bank Certificate 2 2 2 2
Last year verified Balance Sheet 'Income Tax Return Forms 2 2 2 2
Yearly turn-over of over 200 Million 2 2 2 2

9 Bonus points 4 .1"':\-1 1'"Warranty period extension free of cost (the firm offered greater 0 0 p..~,t. "'.', c: R('.' r
Iperiodwill get the marks) 2 ·q:)n,: t ':OS_:'\,~'Mi I

ComparativeRunningCost (consurnables r reagents' replacement "-,''\
~G;-:.:.fb~

~~ ~t ~ri2 0 0 . ,,~~,He;;'!
Postwarrantymaintenance contract, including service '9~~~. I):) .J,,'

iZf~I';jCni

rates (companies to offer percentage (%)~~~b~.~~\'" 2 0 0 0
the technical bid. The lowest will get the l\I! ~ ?~~&\ 11'1 ......

~ TOTAL MARKS' POI~~O~~v+~<,..dL"IU;,,,o\O '" \e"'l'OO 61 61 59
\.'\ Minimum 70 mi.rks are requ~d to J~",c""1. (Q~\\\' Dis-Qualified Dis-Qualified ...!l!l:Qualified

of.Dr~"<d ~ta5roor
\<,s~·.~\'I0

~DUL NlUNl>.f I>.DV"NI
V ~~\'\'-

o~~ /, ~....<;) Cl'y..~.
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TECHNICAL EVALUATION I BIDDER'S QUALlFI(
PROCUREMENT OF RADIOLOGY EQUIPMENT / INSTRUMENTS J
FOR DOW INSTITUTE OF RADIOLOGY
N.I.T No. DUHS/DP/2018/-31-32 Dated 18 January 2018 (Ref N,
TECHNICAL BIDS OPENED ON 03 March 2018
MIs. Technology Links (Pvt) Ltd

ITEM NO. 10 11

STATICX -RAY
NAMEOF ITEM MACHINEWITH CR MOBILE X-RAY UNIT

SYSTEM

MODEL ICAT# RADspeedProwith CR MobileArt Evolution
(MX7Version)

MAKE Shimadzu Shimadzu
COUNTRYOF ORIGIN Japan Japan

S# PARAMETERSI SUB-PARAMETERS Marks
A. PRODUCTEVALUATION

1 Conformity to the Purchaser's Specifications 25 Rejected.Without 5 Rejected.Without 5
years warranty years warranty

Fully compliantwith the required specifications 25 0 0
Compliantwith minor deviation (up to 10% subject to main function 20 0 0is not effected)

2 Product Certification 15

Foodand DrugAdministration (FDA) and EuropeanCommunity
(CE)MDDor Japan Industrial Standard (JIS) / Japan Quality 15 0 0AssuranceOrganization (JQAO) / Certificate issued by Ministry of
Health, LabourandWelfare Govt. of Japan

EuropeanCommunity (CE) MDD and Japan Industrial Standard
(JIS) I JapanQualityAssurance Organization (JQAO)/ Certificate 12 12 12
issued by Ministryof Health, Labour and Welfare Govt. of Japan

Foodand DrugAdministration (FDA) 510K 10 0 0
EuropeanCommunity (CE) MOD 8 0 0
Japan Industrial Standard (JIS)/Japan Quality Assurance
Organization (JQAO)/ Certificate issued by Ministry of Health, 8 0 0
LabourandWelfare Govt. of Japan

B. BIDDEREVALUATION
3 Legal Requirement 18

ManufacturerAuthorization 10 10 10
Bid Form (without prices) 4 4 4
Tender PurchaseReceipt 2 2 2
TaxationCertificate (NTN and GST) 2 2 2

4 Technical Staff 12
Diploma Engineers (minimum two) 4 4 4
Graduate Engineers (For High Tech / Critical equipment Graduate 6 6 6Engineerof relevant field) (minimum two)
MSc / PhD qualification of relevant field / Foreign training 2 2 2
minimum two)

5 Networking and Training 8
Networkingsetup across Pakistan (1 mark for each setup upto 6 6 6maximum6)
Certificate to the affect that the firm will provide training in the use
of equipment to the relevant technical staff. Training plan must be 2 2 2
attachedwith certificate

6 Delivery 6
4 to 8 Weeks or earlier 6 0 0
9 to 12Weeks or more 2 2 2

7 Past Experience I Performance 4
Satisfactoryperformance certificate for the quoted equipment
from the medical institutionswithin Pakistan (1 mark for each 4 1 4
certificate uoto maximum 4)

8 Financial Status 6 :- ~.)
Bank Certificate 2 2 2
Last year verified Balance Sheet / Income Tax Return Forms 2 2 2
Yearly turn-over of over 200 Million 2 2 2

9 Bonus points 4 '_';'v··

Warranty period extension free of cost (the firm offered greater 2 0 0
[periodwill qet the marks)
ComparativeRunningCost (consumables / reagents / rePlaceme:& .~2 0 0

Iparts) -<"{

'~
Postwarrantymaintenance contract, including servi~6j;r~ ~~

0 0rates (companiesto offer percentage (%) Of~~ ~@o\iQg\ 2
the technical bidAfhe lowest will get the f~~ r \~",\ \'l"',~ . g~ .r.es." TOTJ('LMARKS I POII(l)SeORf't"'Jr9r.,;,~c. \'l"''''.'s \~ 100 59 62

" Min~O marks are required to ..~t\hicallY.~liflp.e'" Dis-Qualified Dis-Qualified

r, D~:mmad Masroor
\(\ !\\~ fi.,;~DULMUNAF ADVANIco-:J.~crt!' DIRECTOR FINANCEc ..J

B~ 'J,C"o, • ('.IS I'Rep ,GI&lsg:.;W) \ . NAZIR BHUTTO SHAHEEO
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APPENDIX-3

TECHNICAL EVALUATION I BIDDER'S QUALIFICATION REPORT
PROCUREMENTOF RADIOLOGYEQUIPMENT / INSTRUMENTSAND ANCILLARIES
FORDOW INSTITUTEOF RADIOLOGY
N.LT No. DUHS/DP/2018/-31-32 Dated 18 January 2018 (Ref No. DUHS/DP/2018/32)
TECHNICAL BIDS OPENED ON 03 March 2018
MIs. Ferozsons laboratories

ITEM NO. 6 8

ULTRASOUND CD FOR
DIGITAL MEDIUM

NAME OF ITEM RANGE COLOR
ECHOCARDIOGRAPHY DOPPLER

MODEL I CAT # Vivid T8 Logiq F8
MAKE GE Healthcare GE Healthcare

COUNTRY OF ORIGIN USA USA
MarksS# PARAMETERS I SUB-PARAMETERS

A. PRODUCT EVALUATION
Conformity to the Purchaser's Specifications 25
Fully compliant with the required specifications 25 2525

15

Compliant with minor deviation (up to 10% subject to main function
is not effected)

2 Product Certification

20 o o

Food and Drug Administration (FDA) and European Community
(CE) MOD or Japan Industrial Standard (JIS) I Japan Quality
Assurance Organization (JQAO) I Certificate issued by Ministry of
Health. Labour and Welfare Govt. of Japan

15 o o

European Community (CE) MOD and Japan Industrial Standard
(JIS) I Japan Quality Assurance Organization (JQAO) I Certificate
issued by Ministry of Health, Labour and Welfare Govt. of Japan

12 o o

Food and Drug Administration (FDA) 510K 10 10 10
European Community (CE) MOD
Japan Industrial Standard (JIS)/Japan Quality Assurance
Organization (JQAO)I Certificate issued by Ministry of Health,
Labour and Welfare Govt. of Japan

8 o o

8 o o
B. BIDDER EVALUATION
3 Legal Requirement 18

Manufacturer Authorization 1010 10

2

Bid Form (without prices)
Tender Purchase Receipt

4 4 4
2 22

4 Technical Staff
Diploma Engineers (minimum two)

2 2Taxation Certificate (NTN and GST)
12

4 44
Graduate Engineers (For High Tech I Critical equipment Graduate
Engineer of relevant field) (minimum two) 6 6 6

MSc I PhD qualification of relevant field I Foreign training (minimum
two) 2 22

5 Networking and Training
Networking setup across Pakistan (1 mark for each setup upto
maximum 6)

8

6 5 5

o o
Certificate to the affect that the firm will provide training in the use
of equipment to the relevant technical staff. Training plan must be
attached with certificate

2

6 Delivery 6
4 to 8 Weeks or earlier 6 o o
9 to 12Weeks or more

4
2 2 2

Satisfactory performance certificate for the quoted equipment from
the medical institutions within Pakistan (1 mark for each certificate
upto maximum 4) . ,,;\'?n J"\bba5

8 Financial Status 6 n-.rnaflU, ",r'C> I-"~CP
B k C 'fi 2 0.. 1_('\0'" Mh,·'
Fa",nc.:..::.,:ec_:rt",1lc:.ca=;:tc:.e-:-::-:-_-::::---:-:--:--_---::---::--:----::-- +-__:2:-----t -=- -t __:2:----__ --"'-"'fcP::: .. '" '-. '. ~1\(,tICI n8
Last year verified Balance Sheet/Income Tax Return Forms 2 2 2" ,.,Ie ,,« r do,

,\;::>l ,1til scienc\
Yearly turn-over of over 200 Million 2 2 2 ," i'/' ,a '

1-::.9-fB:::o:::n~u:::s:..Jpt:.:o:::i:..:.nt=s:....,_ ___:::-__,__---__1-_4::-__1-------_--II- -'-"~",.;.,' "" ""chi
Warranty period extension free of cost (the firm offered greater
Iperiod will get the marks)

7 Past Experience I Performance

4 o4

2 o o
Comparative Running Cost (consumables I reagents I replacement 2
lpart~ .~.~~

o o
Post warranty maintenance contract, including service ~w'1rt\,
rates (companies to offer percentage (%) of the 't..o~~~91!Je~i£l"''I. 2
the technical bid. The lowest will get the fu!J..i\!~~ ~~"'<;\<,\O _'"

o o

82 78
Qualified Qualified

J .n D J<BDUL MUNAF ADI'AIII'
I~/V DIRECTOR FINANCe:

BENAllR BHUTTO SHAHEb.,
UNiVERSITY LYARI KARACN
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APPENDIX-3
TECHNICAL EVALUATION I BIDDER'S QUALIFICATION REPORT
PROCUREMENT OF RADIOLOGY EQUIPMENT / INSTRUMENTS AND ANCILLARIES
FOR DOW INSTITUTE OF RADIOLOGY
N.I.T No. DUHS/DP/2018/-31-32 Dated 18 January 2018 (Ref No. DUHS/DP/2018/32)
TECHNICAL BIDS OPENED ON 03 March 2018
MIs. Medeguips SMC

ITEM NO. 1 2 3

DIGITAL CT SCAN MACHINE MAMMOGRAPHYNAME OF ITEM ANGIOGRAPHY! 16-SLICE UNITINTERVENTIONAL
Infx-8000V (Infinix i Aquilion Lightning Helianthus DBT

MODEL ICAT# Series)

MAKE Toshiba (Canon) Toshiba (Canon) Metaltronica

COUNTRY OF ORIGIN Japan Japan Italy
S# PARAMETERS! SUB-PARAMETERS Marks
A. PRODUCT EVALUATION

1 Conformity to the Purchaser's Specifications 25

Fullycompliant with the required specifications 25 0 25 25
Compliantwith minor deviation (up to 10% subject to main function 20 20 0 0is not effected)

2 Product Certification 15

Foodand DrugAdministration (FDA) and European Community
(CE) MODor Japan Industrial Standard (JIS) ! Japan Quality 15 15 15 0Assurance Organization (JQAO) ! Certificate issued byMinistry of
Health, Labourand Welfare Govt. of Japan

EuropeanCommunity (CE) MODand Japan Industrial Standard
(JIS) ! JapanQuality Assurance Organization (JQAO) ! Certificate 12 0 0 12
issued by Ministryof Health, Labour and Welfare Govt. of Japan

Food and DrugAdministration (FDA) 51OK 10 0 0 0
EuropeanCommunity (CE) MOD 8 0 0 0
Japan IndustrialStandard (JIS)!Japan Quality Assurance
Organization (JQAO)! Certificate issued by Ministry of Health, 8 0 0 0
LabourandWelfare Govt. of Japan

B. BIDDER EVALUATION
3 Legal Requirement 18

ManufacturerAuthorization 10 10 10 10
Bid Form (without prices) 4 4 4 4
Tender Purchase Receipt 2 2 2 2
Taxation Certificate (NTN and GST) 2 2 2 2

4 Technical Staff 12
Diploma Engineers (minimum two) 4 4 4 4
Graduate Engineers (For High Tech! Critical equipment Graduate 6 6 6 6Engineerof relevant field) (minimum two)
MSc! PhD qualification of relevant field! Foreign training (minimum 2 2 2 2two)

5 Networking and Training 8
Networkingsetup across Pakistan (1 mark for each setup upto 6 6 6 6maximum 6)
Certificate to the affect that the firm will provide training in the use of
equipment to the relevant technical staff. Training plan must be 2 2 2 2
attachedwith certificate

6 Delivery 6
4 to 8 Weeks or earlier 6 0 0 0
9 to 12Weeks or more 2 2 2 2

7 Past Experience I Performance 4
Satisfactoryperformancecertificate for the quoted equipment from
the medical institutionswithin Pakistan (1 mark for each certificate 4 4 4 3
upto maximum4) .. "' r A.bb

8 Financial Status 6 .r. i\r\1,'_~"'; IR '~ f'RC
Bank Certificate 2 2 2 8'2::- 2-'

~
Lastyear verified Balance Sheet !Income Tax Return Forms 2 2 2 .1'2'" 'c.n" ;
Yearly turn-over of over 200 Million 2 2 2 2,,' ',I ril

9 Bonus points 4 1\;" <. i{arach
Warranty period extension free of cost (the firm offered greater 2 0 0 0
periodwill get the marks)
ComparativeRunning Cost (consumables! reagents I replacement

.2- 2 0 0 0
parts) ..,
Postwarrantymaintenance contract, including service ~~~
rates (companies to offer percentage ('!o) of the ~~~J¥,~!a\1j,1e 2 2 2 2

... technical bid. The lowest will get the full mt{j\'J, e~(~"'t\\<'\O I\,,~

" TOTAL M~RKS I POIli,~Crnn;4A':<f.:6\)~;"-{O\"< ,c\\o\c. ~c'foo 87 92 88 ~~ Sc,\'?'
~inimum 70 milks are requlrfld to TAA+ffitt~\Lj-'Q.1IajllY':\\\'"'. Qualified Qualified Ilualified ~\,. ~\S'
r~~~'" w- 5\\'<.'4:.0\ ,,~. j~~ ~~' "''''',,.jJ\~~ ABDUL MUNAF ADVANI\)0 \-.1 .~\ "s').'Prot. ammad IflsroOflo-.rl~ . oj ,00' *~,'-'

DIRECTOR FINANCE ~
M8~S.Mel'S. FC~S.FRCP(Glasgow) _4Pr.\ 'Or I
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APPENDIX-3

TECHNICAL EVALUATION I BIDDER'S QUALIFIC
PROCUREMENTOFRADIOLOGYEQUIPMENT/ INSTRUMENTSJ
FORDOW INSTITUTEOFRADIOLOGY
N.!.T No. DUHS/DP/2018/-31-32 Dated 18 January 2018 (Ref Nc
TECHNICALBIDS OPENEDON 03 March 2018
Mis. Medeguips SMC

ITEM NO. 4 5 6

NAME OF ITEM DIGITAL DEXA SCAN
ULTRASOUNDCD FOR

FLUOROGRAPHY ECHOCARDIOGRAPHY

Apelem Optima 90/30 Medix DR Aplio i700
MODEL 1CAT#

MAKE Apelem Medelink France Toshiba (Canon)

COUNTRY OF ORIGIN France France Japan
S# PARAMETERS 1 SUB·PARAMETERS Marks
A. PRODUCTEVALUATION ::

1 Conformity to the Purchaser's Specifications 25

Fully compliant with the required specifications 25 25 25 25
Compliantwith minor deviation (up to 10% subject to main function 20 0 0 0is not effected)

2 Product Certification 15

Foodand DrugAdministration (FDA) and European Community
(CE) MODor Japan Industrial Standard (JIS) 1 Japan Quality 15 15 0 15Assurance Organization (JQAO) 1Certificate issued byMinistry of
Health. Labourand Welfare Govt. of Japan

EuropeanCommunity (CE) MOD and Japan Industrial Standard
(JIS) 1Japan QualityAssurance Organization (JQAO) 1Certificate 12 0 0 0
issued by Ministryof Health. Labour and Welfare Govt. of Japan

Foodand DrugAdministration (FDA) 510K 10 0 0 0
EuropeanCommunity (CE) MOD 8 0 8 0
Japan Industrial Standard (JIS)/Japan QualityAssurance
Organization (JQAO)I Certificate issued by Ministry of Health. 8 0 0 0
LabourandWelfare Govt. of Japan

B. BIDDER EVALUATION
3 Legal Requirement 18

ManufacturerAuthorization 10 10 10 10
Bid Form (without prices) 4 4 4 4
Tender PurchaseReceipt 2 2 2 2
TaxationCertificate (NTN and GST) 2 2 2 2

4 Technical Staff 12
Diploma Engineers (minimum two) 4 4 4 4
Graduate Engineers (For High Tech 1Critical equipment Graduate

6 6 6 6Enqineerof relevant field) (minimum two)
MSc 1PhD qualification of relevant field 1 Foreign training (minimum 2 2 2 2two)

5 Networking and Training 8
Networkingsetup across Pakistan (1 mark for each setup upto

6 6 6 6maximum 6)
Certificate to the affect that the firm will provide training in the use of
equipment to the relevant technical staff. Training plan must be 2 2 2 2
attachedwith certificate

6 Delivery 6
4 to 8 Weeks or earlier 6 0 0 0
9 to 12Weeks or more 2 2 2 2

7 Past Experience 1Performance 4
obSatisfactoryperformancecertificate for the quoted equipment from {"iU\lt,!\1,.'~~~Cthe medical institutionswithin Pakistan (1 mark for each certificate 4 4 4 ; "?}r:::~'T~FS(t~~~::;iupto maximum4)
~8 Financial Status 6 ~-'r()"-'-"ReC'lst'v t SCI

Bank Certificate 2 2 2 -~l'! 0' '{coer
Last year verified Balance Sheet 1 Income Tax Return Forms 2 2 2 )'0'.1" 2 Kafc'C
Yearly turn-over of over 200 Million 2 2 2 2

9 Bonus points 4
Warranty period extension free of cost (the firm offered greater 2 0 0 0lperioo will get the marks)
ComparativeRunning Cost (consumables 1 reagents 1 replacement 2 0 0 0Iparts)
Post warrantymaintenance contract, Including service an~""f>·
rates (companies to offer percentage (%) of the c0a-a6 i~ t~e 2 2 2 2

1\ technical bid. The lowest will get the full m~I«~~' O(0\e:~\o9\<;

" TOT# MARKS 1 POIN.J..:lC~~"'t;{I.\ ~~R 09 eUlO 92 85 90 ~
"- MinimL\lJlJjf marks are reqO~to 1'1.'1-1 'I~ ilY':0' SC\ Qualified Qualified " Qualified ""~ s'V
"~~ \<" v.\\I.)\~\",e'3 I ~\" ~'S'\<,s· \':1 o ~/ABDUL MUNAFAD"ANProf ammad MaSToor o~e~~ ~"(I' ,,,,.~

. DIRECTOR FINANCf ~flJfU ,I) ,;;>
MBIIIS MCPS FC'>S, FRCP lC,tasgcW)00';' J I BENAZIR BHUTTO SHAHEE!.

; S s~"l~\~
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APPENDIX-3
TECHNICAL EVALUATION I BIDDER'S QUALIFIC
PROCUREMENTOFRADIOLOGYEQUIPMENT/ INSTRUMENTSf.
FORDOW INSTITUTEOFRADIOLOGY
N.I.T No. DUHS/DP/2018/-31-32 Dated 18 January 2018 (Ref Nt
TECHNICALBIDS OPENEDON 03 March 2018
MIs. Medeguips SMC

ITEM NO. 6 (Alternate) 7 7 (Alternate 1)

NAME OF ITEM ULTRASOUNDCD FOR DIGITAL HIGH END DIGITAL HIGH END
ECHOCARDIOGRAPHY COLOR DOPPLER COLOR DOPPLER

Aplio 300 Platinum Aplio 300 Xario 200 Platinum
MODEL ICAT#

MAKE Toshiba (Canon) Toshiba (Canon) Toshiba (Canon)

COUNTRY OF ORIGIN Japan Japan Japan
s# PARAMETERS I SUB·PARAMETERS Marks
A. PRODUCTEVALUATION

1 Conformity to the Purchaser's Specifications 25 Rejected. 128 Channels

Fully compliantwith the required specifications 25 25 25 0
Compliantwith minor deviation (up to 10% subject to main function

20 0 0 0is not effected)
2 Product Certification 15

Foodand DrugAdministration (FDA) and European Community
(CE) MDD or Japan Industrial Standard (JIS) I Japan Quality

15 15 15 15Assurance Organization (JQAO) I Certificate issued byMinistry of
Health, Labourand Welfare Govt. of Japan

EuropeanCommunity (CE) MDD and Japan Industrial Standard
(JIS) I Japan QualityAssurance Organization (JQAO) / Certificate 12 0 0 0
issued by Ministryof Health, Labour and Welfare Govt. of Japan

Foodand DruaAdministration (FDA) 510K 10 0 0 0
EuropeanCommunity (CE) MDD 8 0 0 0
Japan IndustrialStandard (JIS)/Japan Quality Assurance
Organization (JQAO)/ Certificate issued by Ministry of Health, 8 0 0 0
Labourand Welfare Govt of Japan

B. BIDDER EVALUATION
3 Legal Requirement 18

ManufacturerAuthorization 10 10 10 10
Bid Form (without prices) 4 4 4 4
Tender PurchaseReceipt 2 2 2 2
TaxationCertificate (NTN and GST) 2 2 2 2

4 Technical Staff 12
Diploma Engineers (minimum two) 4 4 4 4
Graduate Engineers (For High Tech / Critical equipment Graduate 6 6 6 6Engineerof relevant field) (minimum two)
MSc / PhD qualification of relevant field / Foreign training (minimum

2 2 2 2two)
5 Networking and Training 8

Networkingsetup across Pakistan (1 mark for each setup upto
6 6 6 6maximum 6)

Certificate to the affect that the firm will provide training in the use of
equipment to the relevant technical staff. Training plan must be 2 2 2 2
attachedwith certificate

6 Delivery 6
4 to 8 Weeks or earlier 6 0 0 0
9 to 12 Weeks or more 2 2 2 2 ;,\\"\ bel

7 Past Experience I Performance 4 .....u"31 'I"~ 'I"
Satisfactoryperformance certificate for the quoted equipment from prot .~~ ,_"'...SN\l,J_,_'i\

~
the medical institutionswithin Pakistan (1 mark for each certificate 4 4 4 <\j\t \3'~'. H" ',4:\ I\\e>j\l.\

upto maximum 4) 1 r :.~li(~s'~?~(\;s'~::'\:~A
L 1-(,', '_" ,~,

8 Financial Status 6 >rC\\' r- .1lr
Bank Certificate 2 2 2 \-')O'..v \('2\ ~.> v

Last year verified Balance Sheet /Income Tax Return Forms 2 2 2 2
Yearly turn-over of over 200 Million 2 2 2 2

9 Bonus points 4
Warranty period extension free of cost (the firm offered greater

2 0 0 0periodwill get the marks)
ComparativeRunning Cost (consumables / reagents / rePlaceme1Sr. 2 0 0 0parts) • -{"'(, .-

Postwarrantymaintenance contract, including~~~~~' 's"
2 2rates (companiesto offer percentage (O~o~ ~.~~he 2 2I, technical bid. The lowest will get the_!.ull G:''''~~'''\\'l~;;:. -.doc' ~c""o

~ TOTA!lMARKS I POII()1l't'ORE'.1k"'~~u;,,\ \'l"'.\'\ SC 100 92 92 67 "~ Minim\!~arks are required to ~nic<tQ¥.~it;e Qualified Qualified Dis-Qualifie.2'2\"~ S~'

!'l~I~P1ad ~laSTOOl

co..:J,\'~~sW~·
! 0 ABDUL MUNAF AOI,I,u,N'

I ~". ~'S-
,'0~\-1 ~ ~:\.\)'" '0~~tof cO'~'CJ.. . oJ I~/ DIRECTOR FtNANCf ~ "' <'~ .~\ '1>(,,'
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TECHNICAL EVALUATION I BIDDER'S QUALIFIC
PROCUREMENTOFRADIOLOGYEQUIPMENT/ INSTRUMENTSt
FORDOW INSTITUTEOFRADIOLOGY
N.I.T No. DUHS/DP/2018/-31-32 Dated 18 January 2018 (Ref N.
TECHNICALBIDSOPENEDON 03 March 2018
Mis. Medeguips SMC

APPENDIX-3

NAME OF ITEM

ITEM NO.

15

0 0

0 0
0 0

0 0

10 10
4 4
2 2
2 2

4 4

6 6

2 2

6 6

2 2

0 0
2 2

4 4

2 2
2 2
2 2

0 0

0 0

2 2

67 92

8 (Alternate)7 (Alternate 2) 8
DIGITALMEDIUM
RANGECOLOR

DOPPLER

MODEL ICAT#

DIGITAL HIGH END
COLOR DOPPLER

DIGITAL MEDIUM
RANGE COLOR

DOPPLER
Xario 100 Platinum

MAKE

Xario 100 Platinum Aplio 300 Platinum

Toshiba (Canon)

A. PRODUCTEVALUATION

COUNTRY OF ORIGIN
Marks

25 Rejected. 128Channels

25

Toshiba (Canon) Toshiba (Canon)

Japan
S# PARAMETERS I SUB-PARAMETERS

Japan Japan

1 Conformity to the Purchaser's Specifications Rejected. 128Channels

Fully compliantwith the required specifications

20

25 0

o
o

Compliantwith minor deviation (up to 10% subject to main function
is not effected) o o

2 Product Certification 15

Foodand DrugAdministration (FDA) and European Community
(CE) MODor Japan Industrial Standard (JIS) I Japan Quality
Assurance Organization (JQAO) I Certificate issued by Ministry of
Health. Labourand Welfare Govt. of Japan

15 15 15

EuropeanCommunity (CE) MODand Japan Industrial Standard
(JIS) ! Japan QualityAssurance Organization (JQAO) ! Certificate
issued byMinistry of Health. Labour andWelfare Govt. of Japan

12

Foodand DrugAdministration (FDA) 510K 10
EuropeanCommunity (CE) MOD
Japan IndustrialStandard (JIS)!Japan Quality Assurance
Organization (JQAO)! Certificate issued by Ministry of Health,
Labourand Welfare Govt. of Japan

8

8

B. BIDDER EVALUATION
3 Legal Requirement 18

ManufacturerAuthorization 10

2

Bid Form (without prices)
Tender Purchase Receipt

4
2

Taxation Certificate (NTN and GST)
4 Technical Staff 12

Diploma Engineers (minimum two) 4
Graduate Engineers (For High Tech! Critical equipment Graduate
Engineerof relevant field) (minimum two) 6

MSc! PhD qualification of relevant field! Foreign training (minimum
two) 2

5 Networking and Training
Networkingsetup across Pakistan (1 mark for each setup upto
maximum6)

8

6

2
Certificate to the affect that the firm will provide training in the use of
equipment to the relevant technical staff. Training plan must be
attachedwith certificate

6 Delivery 6
4 to 8 Weeks or earlier 6
9 to 12Weeks or more

7 Past Experience I Performance
2
4

4
Warranty period extension free of cost (the firm offered greater

Iperiodwill get the marks) 2

ComparativeRunning Cost (consumables ! reagents! replacement b, 2
Iparts) .4""( po"
Postwarrantymaintenance contract. including serv~ ~~El' .. "

\.
rates (companiesto offer percentage (%)O ..:,;~~~~~bt!lm:~~e 2
technical bid. The lowest will get the full ~~r.\",\e \"--a:~~ c' J .r.e'"

., TOTIJI! MARKS! POI "~,'I\-fr),e.C -\"-,,,0' sc. 100

o

o
o

o

10
4
2
2

4

6

2

6

2

o
2

o

o

2

p.r,f. Dr. :·h!hmw.:!' ',7a... oJ1"'~~~J:::' ~~.,J':';' .(.~~ "' ..... 'J"'~jV'_")

Dis-Qualified Qualified [j's-Qualified ,,"ve ~~(.,' C;~)

D ~~ ~S

)
. ABDUL MUNAF ADVANI ~<~~\, '0'?,~

~/ DIRECTOR FINANCE I~e~ sV-~o~~,,~~
/ BENAZIR BHUTTO SHAHEED J.~~'?,<"- *~'

·'i\IIVERSITY LYARI KARACHI <0<:::J~
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APPENDIX-3

TECHNICAL EVALUATION I BIDDER'S QUALIFIC
PROCUREMENTOFRADIOLOGYEQUIPMENT/ INSTRUMENTSt
FORDOW INSTITUTEOFRADIOLOGY
N.I.T No. DUHS/DP/2018/-31-32 Dated 18 January 2018 (Ref Nc
TECHNICALBIDS OPENEDON 03 March 2018
Mis. Medeguips SMC

ITEM NO. 9 9 (Alternate) 10

STATIC X -RAY STATIC X -RAY STATIC X -RAY
NAME OF ITEM MACHINEWITH CRMACHINEWITH DR MACHINEWITH DR SYSTEM

Radrex MradA80s/G6 RadrexMard A50s/G5 RadrexMardASOs/GS
MODEL ICAT# with Aero DR HD FPD with Aero DR HD FPD + Regius Sigma II

Pannel Pannel

MAKE Toshiba (Canon) + Toshiba (Canon) + Toshiba (Canon) +
Konica Minolta Konica Minolta Konica Minolta

COUNTRYOF ORIGIN Japan + Japan Japan + Japan Japan + Japan
S# PARAMETERS I SUB·PARAMETERS Marks
A. PRODUCTEVALUATION

1 Conformity to the Purchaser's Specifications 25 Rejected. 630mA at
150Kv

Fully compliant with the required specifications 25 25 0 25
Compliantwith minor deviation (up to 10% subject to main function 20 0 0 0
is not effected)

2 Product Certification 15

Food and DrugAdministration (FDA) and EuropeanCommunity
(CE) MDD or Japan Industrial Standard (JIS) I Japan Quality 15 0 0 0
Assurance Organization (JQAO) I Certificate issued by Ministry of
Health, LabourandWelfare Gov!. of Japan

EuropeanCommunity (CE) MDD and Japan Industrial Standard
(JIS) I JapanQualityAssurance Organization (JQAO) I Certificate 12 0 12 12
issued by Ministryof Health, Labour and Welfare Gov!. of Japan

Food and DrugAdministration (FDA) 51OK 10 0 0 0
EuropeanCommunity (CE) MDD 8 8 0 0
Japan IndustrialStandard (JIS)/Japan QualityAssurance
Organization (JQAO)ICertificate issued by Ministry of Health, 8 0 0 0
Labour andWelfare Govt. of Japan

B. :V8~UATION
3 Legal Requirement 18

ManufacturerAuthorization 10 10 10 10
Bid Form (without prices) 4 4 4 4
Tender Purchase Receipt 2 2 2 2
Taxation Certificate (NTN and GST) 2 2 2 2

4 Technical Staff 12
Diploma Engineers (minimum two) 4 4 4 4
Graduate Engineers (For High Tech I Critical equipment Graduate 6 6 6 6
Engineerof relevant field) (minimum two)
MSc I PhDqualification of relevant field I Foreign training (minimum 2 2 2 2
two)

5 Networking and Training 8
Networkingsetup across Pakistan (1 mark for each setup upto 6 6 6 6
maximum6)
Certificate to the affect that the firm will provide training in the use of
equipment to the relevant technical staff. Training plan must be 2 2 2 2
attachedwith certificate

6 Delivery 6
4 to 8 Weeks or earlier 6 0 0 0
9 to 12Weeks or more 2 2 2 2

7 Past Experience I Performance 4
Satisfactoryperformancecertificate for the quoted equipment from
the medical institutionswithin Pakistan (1 mark for each certificate 4 4 4 4

~

upto maximum 4) ,..'1,.
Financial Status 6 f.~lan'""· ,,,I:, -,

8
2 2 " 01,'.,,, \·(2":' ,41!A( .

Bank Certificate 2
Last year verified Balance Sheet I Income Tax Return Forms 2 2 2 "~\,J-~ ''o\,,:>~~() ,'c\ft;

'\' SCI
Yearly turn-over of over 200 Million 2 2 2 2' -;.,\ 'r-\8~

9 Bonus points 4 i\\\jf:\::J r'()'c,\\\

Warranty period extension free of cost (the firm offered greater c

periodwill qet the marks)
2 0 0 0

ComparativeRunning Cost (consumables I reagents I replacement.>:... 2 0 0 0
parts) ....."'{?'..

Postwarrantymaintenance contract, including s~~~::c'_
2 2 2rates (companiesto offer percentage (%),,"~, eli~.\ ~ffie 2, technical bid. The lowest will get t!).e.fulpg \"'\~,,\ ?:-~~~ _,c'1 ,::>~.

~ TOJAL MARKS I p~f"SCdI'(E~~:ttt-C:. ~",o" sc\" 100 85 64 89

"- Mini~O marks are required tif'rechni '€If' Qualified Dis-Qualified Qualified IV~ .
~~:... ~,~.\l~{S\\'; ) /ABDUL MUNAF AOVANI V «\~() c..P\){\,-J \,f:J\ ,y-''Gi:-\.~", o~:-J Ir-Y/~ DIRECTOR FINANCE8°L?1r~p'~~~~:n~R~~~'~~_~~~~'~ j /' BENAZIR suurro SIiAHfEC' ~~\~vc~\ \\~~v~\.< .F I -,

.~'?,\~ +--0:'"'o-\. .d'C "ncf'llor
Dov. I)'WI'J' S':V 01He.tlth Sc~n(o.

r.arael1l
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APPENDIX-3

TECHNICAL EVALUATION I BIDDER'S QUALIFIC
PROCUREMENTOFRADIOLOGYEQUIPMENT/ INSTRUMENTSp.
FORDOW INSTITUTEOFRADIOLOGY
N.I.T No. DUHS/DP/2018/-31-32 Dated 18 January 2018 (Ref N.
TECHNICALBIDS OPENEDON 03 March 2018
MIs.Medeguips SMC

ITEM NO. 11 12 13

NAME OF ITEM MOBILE X-RAY UNIT PRINTER CR SYSTEMS

Ceybermobile TS-30M Drypro Signa 873 Regius Sigma II
MODEL ICAT#

MAKE Primax International Konica Minolta Konica Minolta

COUNTRY OF ORIGIN France Japan Japan
S# PARAMETERS I SUB-PARAMETERS Marks
A. PRODUCT EVAL.UATION

1 Conformity to the Purchaser's Specifications 25

Fully compliant with the required specifications 25 25 25 25
Compliantwith minor deviation (up to 10% subject to main function

20 0 0 0is not effected)
2 Product Certification 15

Foodand DrugAdministration (FDA) and European Community
(CE) MDD or Japan Industrial Standard (JIS) I Japan Quality 15 0 15 15Assurance Organization (JQAO) I Certificate issued by Ministry of
Health. Labourand Welfare Gov!. of Japan

EuropeanCommunity (CE) MDD and Japan Industrial Standard
(JIS) I JapanQuality Assurance Organizalion (JQAO) / Certificate 12 0 0 0
issued by Ministry of Health. Labour and Welfare Gov!. of Japan

Food and DrugAdministration (FDA) 51OK 10 0 0 0
EuropeanCommunity (CE) MDD 8 8 0 0
Japan Industrial Standard (JIS)/Japan QualityAssurance
Organization (JQAO)/ Certificate issued by Ministry of Health. 8 0 0 0
Labourand Welfare Gov!. of Japan

B. BIDDER EVALUATION
3 Legal Requirement 18

ManufacturerAuthorization 10 10 10 10
Bid Form (without prices) 4 4 4 4
Tender Purchase Receipt 2 2 2 2
Taxation Certificate (NTN and GST) 2 2 2 2

4 Technical Staff 12
Diploma Engineers (minimum two) 4 4 4 4
Graduate Engineers (For High Tech / Critical equipment Graduate 6 6 6 6Engineerof relevant field) (minimum two)
MSc / PhD qualification of relevant field / Foreign training (minimum

2 2 2 2two)
5 Networking and Training 8

Networkingsetup across Pakistan (1 mark for each setup upto 6 6 6 6maximum6)
Certificate to the affect that the firm will provide training in the use of
equipment 10 the relevant technical staff Training plan must be 2 2 2 2
attachedwith certificate

6 Delivery 6
4 to 8 Weeks or earlier 6 0 0 0
9 10 12Weeks or more 2 2 2 2

7 Past Experience I Performance 4
Salisfactory performance certificate for the quoted equipment from
the medical institulions within Pakistan (1 mark for each certificate 4 4 4 4
upto maximum4)

8 Financial Status 6
Bank Certificate 2 2 2 2 .

bLast year verified Balance Sheet /Income Tax Return Forms 2 2 2 2 F'~ 1-'
~Yearly turn-over of over 200 Million 2 2 2 ."""F~\"!'-' ,J.cV. 8-

('.
9 Bonus points 4 ~rrl\ . " re')'" ,L~

Warranty period extension free of cost (the firm offered greater \ \._,:,. ,_c,,)'" "VV SCI
periodwill_g_etIhe marks) 2 0 0 '.") f ;_,\c J "-..o,~()c,. '\\\.

, \ ,- -,~ \--\t;'-

Comparative Running Cost (consumables / reagents / rePla.5{(I1,ent 2 0 0 U(,\\; t:\SOt._0.\ (_\(:.\\\
lparts) f'~'~rf' Ol~,
Postwarrantymaintenance contract, Includin~.i~~~{1$-.
rates (companies to offer percentag~e}l ~e:~~%~Q~ ue In the 2 2 2 2
technical bid. The lowest wilJ;l,.W _ ~(\3~.iO\.:t .o:\o\c·?J~\~,C~7 '?

"- TOTA!- MARKS / J!'OINT,§~(j\~'mo~ r.,.\t\~~· 100 85 92 92 "'~ SC;'~ Minimum 71'marks are required to T~~II,\JUalify Qualified .Qualified Qualifie(.\"

.~ "00".':' ~ AtjUU~ IYiUI~J:t"' AUVP.('l, \.~" '0~;o:

Pro ha [;- ~
j~' DIRECTOR FINANCE ~ ..~ 0' ",~ s\~\ ('0(>

/ BENAZlk BHuTTO SHAHEEO ,~~<, *:0:'
MBBS, MCPS Fe"mmad ~fasr()or ~\
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APPENDIX-3
TECHNICAL EVALUATION I BIDDER'S QUALIFICATION REPORT
PROCUREMENTOFRADIOLOGYEQUIPMENT/ INSTRUMENTSAND ANCILLARIES
FORDOW INSTITUTEOFRADIOLOGY
N.I.T No. DUHS/DP/2018/-31-32 Dated 18 January 2018 (Ref No. DUHS/DP/2018/32)
TECHNICALBIDS OPENEDON 03 March 2018
MIs. Shirazi Trading

n

ITEM NO. 1 2 3

DIGITAL
CT SCAN MACHINE MAMMOGRAPHYNAME OF ITEM ANGIOGRAPHY! 16-SLICE UNIT

INTERVENTIONAL

MODEL ICAT# IGS540 Optima CT 540 Senograph Pristina

MAKE GE Healthcare USA GE Healthcare USA GE Healthcare USA
COUNTRY OF ORIGIN France Japan France

S# PARAMETERS I SUB·PARAMETERS Marks
A. PRODUCT EVALUATION

Rejected. Exposure time

1 Conformity to the Purchaser's Specifications 25 0.1 Second
Flouroscopy 140 mA

3 Filters & 18 Channels

Fully compliant with the required specifications 25 0 25 25
Compliant with minor deviation (up to 10% subject to main function 20 0 0 0
is not effected)

2 Product Certification 15

Food and Drug Administration (FDA) and European Community
(CE) MDD or Japan Industrial Standard (JIS) ! Japan Quality 15 15 0 0
Assurance Organization (JQAO) ! Certificate issued by Ministry of
Health. Labour and Welfare Gov!. of Japan

European Community (CE) MDD and Japan Industrial Standard
(JIS) ! Japan Quality Assurance Organization (JQAO) ! Certificate 12 0 0 0
issued by Ministry of Health. Labour and Welfare Gov!. of Japan

Food and Drug Administration (FDA) 51OK 10 0 0 10
European Community (CE) MOD 8 0 8 0
Japan Industrial Standard (JIS)!Japan Quality Assurance
Organization (JQAO)! Certificate issued by Ministry of Health. 8 0 0 0
Labour and Welfare Gov!. of Japan

B. BIDDER'EVALUA TION
3 Legal Requirement 18

Manufacturer Authorization 10 10 10 10
Bid Form (without prices) 4 0 0 0
Tender Purchase Receipt 2 2 2 2
Taxation Certificate (NTN and GST). 2 2 2 2

4 Technical Staff 12
Diploma Engineers (minimum two) 4 4 4 4
Graduate Engineers (For High Tech! Critical equipment Graduate

6 6 6 6
Engineer of relevant field) (minimum two)
MSc! PhD qualification of relevant field! Foreign training (minimum

2 2 2 2
two)

5 Networking and Training 8
Networking setup across Pakistan (1 mark for each setup upto 6 6 6 6
maximum 6)
Certificate to the affect that the firm will provide training in the use of
equipment to the relevant technical staff. Training plan must be 2 2 2 2
attached with certificate

6 Delivery 6
4 to 8 Weeks or earlier 6 0 0 0
9 to 12 Weeks or more 2 2 2 2

7 Past Experience I Performance 4
Satisfactory performance certificate for the quoted equipment from
the medical institutions within Pakistan (1 mark for each certificate 4 0 0 0
upto maximum 4)

8 Financial Status 6
Bank Certificate 2 2 2 2 .v
Last year verified Balance Sheet !Income Tax Return Forms 2 2 2 .~""'"'' ·."l.e '
Yearly turn-over of over 200 Million 2 2 2 s: I" .",~.l'·: ~.'i<1~'..

9 Bonus points 4 l?O:O ,.;;. \: ~ •• '" '<' • " \,"\1(-':1.1 -' ./

Warranty period extension free of cost (the firm offered greater .",.. .\(,s.,·.. ~C.'\

1period will get the marks)
2 0 0 "::.) _' ~:"~,,,':',II S'C \ '-'

Comparative Running Cost (consumables ! reagents! rePla9{~'" 2 0 0 \),-i{J \
\\\.~t' \(4~(J

1 parts) ~~

Post warranty maintenance contract. including s~t0tK~\"'''
rates (companies to offer percentage (%~~. I_\Ie:lRl \lI0i6'e in tg~ 06 0 0 0

... technical bid. TIJf lowest will get th~ull r~&f\::"o(\":'~~()~",O\";"C:\ ~(\c.

~h.. T01AL MARKS I POf\IJ'SCO~A·\jilt~e 0 .e::"\'<; 100 57 75 77

~ Mini~O marks are required to'.,echnjca';'y<,tdlily Dis-Qualified Qualified I Qualified n..~"
~;, oo~.~e{~·~ ,n At:SUUL MUNAf:' ADV,~Nt \~~

~ ~',,~.'J(\' fU\~~:-.\>..~~p uhammad MaSrOOfvo'" . ) ~.~ DIRECTOR FINANCf.
MBSS, MCPS, FCPS. FRCP (Glasgowl (j... ~ BE:NAllRBHUTTO SHAHEEt ) ~ c,\'\:\ \.) <'O-{'_,"<\;'

o.V!ce Chancellor UNivf:RSITY LY ~v.~\ *-:1>'Pr
Dow Un1vers':v O~,,-,H:.J:elJ.a_lt_h_S_C_Ie_n_c_e_.5 _

ARt KARACH.
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APPENDIX-3

TECHNICAL EVALUATION / BIDDER'S QUAlIFI(
PROCUREMENT OF RADIOLOGY EQUIPMENT / INSTRUMENTS,.
FOR DOW INSTITUTE OF RADIOLOGY
N.I.T No. DUHS/DP/2018/-31-32 Dated 18 January 2018 (Ref NI
TECHNICAL BIDS OPENED ON 03 March 2018
Mis. Shirazi Trading

"

ITEM NO. 4 5 6
ULTRASOUNDCD

NAME OF ITEM DIGITAL DEXA SCAN FOR
FLUOROGRAPHY ECHOCARDIOGRAPH

Y

MODEL ICAT# RF-420 Prodigy Pro Vivid S60

MAKE GE Healthcare USA GE Healthcare USA GE HealthcareUSA
COUNTRY OF ORIGIN Japan USA Norway

S# PARAMETERS I SUB-PARAMETERS Marks
A. PRODUCT EVALUATION

Rejected. Past

1 Conformity to the Purchaser's Specifications 25 performance of the
quoted model is not

satisfactory
Fullycompliant with the required specifications 25 25 0 25
Compliantwith minor deviation (up to 10% subject to main function 20 0 0 0is not effected)

2 Product Certification 15

Food and DrugAdministration (FDA) and European Community
(CE) MODor Japan Industrial Standard (JIS) I Japan Quality 15 0 0 15Assurance Organization (JQAO) ! Certificate issued by Ministry of
Health, Labour andWelfare Govt of Japan

EuropeanCommunity (CE) MOD and Japan Industrial Standard
(JIS) I JapanQuality Assurance Organization (JQAO) ! Certificate 12 0 0 0
issued byMinistry of Health, Labour and Welfare Govt of Japan

Food and DrugAdministration (FDA) 510K 10 0 10 0
EuropeanCommunity (CE) MOD 8 8 0 0
Japan Industrial Standard (JIS)!Japan QualityAssurance
Organization (JQAO)! Certificate issued by Ministry of Health, 8 0 0 0
LabourandWelfare Govt of Japan

B. BIDDER EVALUATION
3 Legal Requirement 18

ManufacturerAuthorization 10 10 10 10
Bid Form (without prices) 4 0 0 0
Tender Purchase Receipt 2 2 2 2
Taxation Certificate (NTN and GST) 2 2 2 2

4 Technical Staff 12
Diploma Engineers (minimum two) 4 4 4 4
Graduate Engineers (For High Tech! Critical equipment Graduate

6 6 6 6Engineerof relevant field) (minimum two)
MSc! PhD qualification of relevant field! Foreign training (minimum

2 2 2 2two)
5 Networking and Training 8

Networkingsetup across Pakistan (1 mark for each setup upto
6 6 6 6maximum 6)

Certificate to the affect that the firm will provide training in the use of
equipment to the relevant technical staff. Training plan must be 2 2 2 2
attachedwith certificate

6 Delivery 6
4 to 8 Weeks or earlier 6 0 0 0
9 to 12Weeks or more 2 2 2 2

7 Past Experience I Performance 4
Satisfactoryperformance certificate for the quoted equipment from
the medical institutionswithin Pakistan (1 mark for each certificate 4 0 0 0
upto maximum4)

8 Financial Status 6
Bank Certificate 2 2 2 2 WLast year verified Balance Sheet !Income Tax Return Forms 2 2 2 2 ,\\.;'I.Y\
Yearly turn-over of over 200 Million 2 2 2 ."' hf. ~I'" ~~;." 1,:.,\-<'." \<'

1".BeS. \',.' ,~t:v\r"
>

9 Bonus points 4
Warranty period extension free of cost (the firm offered greater ';'{O -"if.(!",S ;~ n Sc\e
Iperiodwill get the marks) ~ 2 0 0 ,c~\" ;:' t \.

ComparativeRunning Cost (consumables ! reagents! r~1I\ement 2 0 0 D .N V o K<)IJG

Iparts) c.~ ..~
Post warrantymaintenance contract, in~l~d '~~~qla\rts~~

eS 0
~

rates (companiesto offer percentag~~~~~~'t valu(\~ 2 0 0
technical bid. Th)ilowestwill ~~Ii! ~8fK~~!0i~~~~~sc:\e

J 82 k\~'?, "~ TOT~ MARKS! ilI0lNT S_~'E fA~\..Bl':V.e~ 100 75 52
~~iniruIlllYt marks are required to Tea.bR~t'qualify Qualified Dis-Qualified Qualified .....,,~ ~ SC)'~. o~,,\-..Ie _ ~D ABDULMUNAFAUVAN' I~ ",,<. ".'"'0°.;1 0--' ~ . DIRECTOR FINANCE _ . ~ ~\~~

j,lT. Cl. .\Ll ~Ll·:llr.ji..tJt'fl:-,rrJ'J! ~\,(b .:\:'\. 'Q.C).
I3ENAllR BHUTTO SHAHE.EU \s\ '*,,;.

br)c1 ',')" .. I-J,,,\. C:,_J' ~.,~.- ".11" , 'j ./

r:JNiVERSITY L'fARt KARACHI
.~~ .

'0<:.--'r r,).\_!""j" (,111 ,\"r
r;::,....- .. ,. -

S\

")_' __. Uf)1 ,,1/ ,



ITEM NO. 7 8 9

DIGITAL HIGH END DIGITALMEDIUM STATIC X -RAYNAME OF ITEM RANGE COLORCOLOR DOPPLER DOPPLER MACHINEWITH DR

MODEL / CAT# Logiq S8 with XD Clear Logiq P7 Optima XR646

MAKE GE Healthcare GE Healthcare GE Healthcare USA
COUNTRY OF ORIGIN South Korea South Korea China

S# PARAMETERS / SUB-PARAMETERS Marks
A. PRODUCT EVALUATION

1 Conformity to the Purchaser's Specifications 25 Rejected.Chinese
origin

Fully compliant with the required specifications 25 25 25 0
Compliantwith minor deviation (up to 10% subject to main function 20 0 0 0
is not effected)

2 Product Certification 15

Foodand DrugAdministration (FDA) and European Community
(CE) MDD or Japan Industrial Standard (JIS) / Japan Quality 15 15 15 15
Assurance Organization (JQAO) / Certificate issued by Ministry of
Health, Labourand Welfare Govt. of Japan

EuropeanCommunity (CE) MDD and Japan Industrial Standard
(JIS) / Japan QualityAssurance Organization (JQAO) / Certificate 12 0 0 0
issued byMinistry of Health. Labour and Welfare Govt. of Japan

Food and DrugAdministration (FDA) 510K 10 0 0 0
EuropeanCommunity (CE) MDD 8 0 0 0
Japan IndustrialStandard (JIS)/Japan QualityAssurance
Organization(JQAO)/ Certificate issued by Ministry of Health. 8 0 0 0
LabourandWelfare Govt. of Japan

B. BIDDER EVALUATION
3 Legal Requirement 18

ManufacturerAuthorization 10 10 10 10
Bid Form (without prices) 4 0 0 0
Tender Purchase Receipt 2 2 2 2
Taxation Certificate (NTN and GST) 2 2 2 2

4 Technical Staff 12
Diploma Enqineers (minimum two) 4 4 4 4
Graduate Engineers (For High Tech / Critical equipment Graduate 6 6 6 6
Engineerof relevant field) (minimum two)
MSc I PhDqualification of relevant field / Foreign training (minimum 2 2 2 2
two)

5 Networking and Training 8
Networkingsetup across Pakistan (1 mark for each setup upto 6 6 6 6
maximum6)
Certificate to the affect that the firm will provide training in the use of
equipment to the relevant technical staff. Training plan must be 2 2 2 2
attachedwith certificate

6 Delivery 6
4 to 8 Weeks or earlier 6 0 0 0
9 to 12Weeks or more 2 2 2 2

7 Past Experience / Performance 4
Satisfactoryperformancecertificate for the quoted equipment from
the medical institutionswithin Pakistan (1 mark for each certificate 4 0 1 0
upto maximum4)

8 Financial Status 6
Bank Certificate 2 2 2 2 h. Abb
Last year verified Balance Sheet /Income Tax Return Forms 2 2 2 f\.~,,2'~'\~'':;, , i"H
Yearly turn-over of over 200 Million 2 2 2 : '", c: "it, ~ :'~\.,.,<

9 Bonus points 4 ,,\ .,,;0' 0,1:\, :r'"
Warranty period extension free of cost (the firm offered greater ,;>,.;{t1 \\1 sci

[periodwill qet the marks) t2. 2 0 0 '.\IV··,fg,I,I· -
,,), , .

Comparative RunningCost (consumables / reagents / replac~rIf' 2 0 0 0
I

I~~ ~~.
Postwarrantymaintenance contract. includ~~~~~e~\'"

:':I ciP 0 0 0rates (companiesto offer percentage (%~ ~ ~~'y"e '~J\I5', technical bid, The lowestwill get tlJ.~IL ,'6[~'5j'\\o~:c,,\O~9-0\O S' e(\

R\. TOT_l.LMARKS / POII'KSCQf«e~ +~: ,'<.e';\ ..e9- 100 82 83 If 57 ~~

"" Minirg_lJI11.J'Omarks are required to "echr:V~fl~M3Iify Qualified Qualified \ Dis-Qualified .~ '0,,'\

~~y

()0~\.Je ~ Y ABDUL MUNAt= AOV~"J' I '( ~'S-"-~\ y..'?,;~
JO'~.~

~~ ;." .• ~ .!\'l () ,,~~'·'ph l'llr.:,,l :·lasrnor !~ ,,/DIRECTOR FINANei: \)\ \':'\ *'-o<.~
- .' , ,.' . EEL .,::.'?; .

TECHNICAL EVALUATION / BIDDER'S QUALlFI(
PROCUREMENTOFRADIOLOGYEQUIPMENT/ INSTRUMENTSI
FORDOW INSTITUTEOFRADIOLOGY
N..I..TNo..DUHS/DP/2018/-31-32 Dated 18 January 2018 (Ref NI
TECHNICALBIDS OPENEDON 03 March 2018
MIs. Shirazi Trading
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APPENDIX-3

TECHNICAL EVALUATION I BIDDER'S QUAlIFI(
PROCUREMENT OF RADIOLOGY EQUIPMENT j INSTRUMENTS J'.
FOR DOW INSTITUTE OF RADIOLOGY
N.I.T No. DUHSjDPj2018j-31-32 Dated 18 January 2018 (Ref NI
TECHNICAL BIDS OPENED ON 03 March 2018
MIs. Shirazi Trading

ITEM NO, 10 11 12

STATIC X -RAY
NAME OF ITEM MACHINEWITH CR MOBILE X-RAY UNIT PRINTER

SYSTEM

MODEL ICAT# Optima XR646 XR200amx Driview 5950 Laser
Imager

MAKE GE Healthcare GE Healthcare USA Care stream
COUNTRY OF ORIGIN China USA USA

S# PARAMETERS I SUB-PARAMETERS Marks
HAli I;!VjJ\-<, rcA lI!v.rlm~mmmHll·,,·.:~i!Hl"l;:'iilll lllll', ••.•'".. iii :.'l. " •'H.

Rejected. Chinese Rejected as not
1 Conformity to the Purchaser's Specifications 25 authorized by theorigin manufacturer.

Fullycompliant with the required specifications 25 0 25 0
Compliantwith minor deviation (up to 10% subject to main function 20 0 0 0
is not effected)

2 Product Certification 15

Foodand DrugAdministration (FDA) and European Community
(CE) MDD or Japan Industrial Standard (JIS) I Japan Quality 15 15 0 0
Assurance Organization (JQAO) / Certificate issued by Ministry of
Health, Labourand Welfare Govt. of Japan

EuropeanCommunity (CE) MDD and Japan Industrial Standard
(JIS) / Japan QualityAssurance Organization (JQAO) / Certificate 12 0 0 0
issued by Ministryof Health, Labour and Welfare Govt. of Japan

Foodand DrugAdministration (FDA) 510K 10 0 10 0
EuropeanCommunity (CE) MDD 8 0 0 0
Japan IndustrialStandard (JIS)/Japan QualityAssurance
Organization (JQAO)/ Certificate issued by Ministry of Health, 8 0 0 0
LabourandWelfare Govt. of Japan

lB. I.BIPpeRi!i~)I,Ar"·6:"'('\"" 'HH, • ..i ;<

3 Legal 18
ManufacturerAuthorization 10 10 10 0
Bid Form (without prices) 4 0 0 0
Tender PurchaseReceipt 2 2 2 2
Taxation Certificate (NTN and GST) 2 2 2 2

4 Technical Staff 12
Diploma Engineers (minimum two) 4 4 4 4
Graduate Engineers (For High Tech / Critical equipment Graduate 6 6 6 6
Engineerof relevant field) (minimum two)
MSc / PhD qualification of relevant field / Foreign training (minimum 2 2 2 2
two)

5 Networking and Training 8
Networkingsetup across Pakistan (1 mark for each setup upto 6 6 6 6
maximum6)
Certificate to the affect that the firm will provide training in the use of
equipment to the relevant technical staff Training plan must be 2 2 2 2
attachedwith certificate

6 Delivery 6
4 to 8 Weeks or earlier 6 0 0 0
9 to 12Weeks or more 2 2 2 2

7 Past Experience IPerformance 4
Satisfactoryperformancecertificate for the quoted equipment from
the medical institutionswithin Pakistan (1 mark for each certificate 4 0 0 0
upto maximum4)

8 Financial Status 6

~

Bank Certificate 2 2 2 .....n1t:1\'\\.'· "
Lastyear verified Balance Sheet / Income Tax Return Forms 2 2 2 P a ~I"" ""'2 I""", ... ,

Yearly turn-over of over 200 Million 2 2 2 .\ - f "'2~..J) \ ~

9 Bonus points 4 . '.( , '4"i IIr
Warranty period extension free of cost (the firm offered greater 2 0 0 '.." ',i.!'l'\"\~!O~....~~,(.\cr.'L
Iperiodwill get the marks)
Comparative RunningCost (consumables / reagents / rep~jriSril 2 0 0 0
I~~ ~~.
Post warrantymaintenance contract, includinJ J!ii-G~~~&~~,
rates (companies to offer percentage~~E{*er!\r\ld';>£lu~ i~i (}~..:. 2 0 0 0

\. technical bid. T~e lowest will get_t8!.!u ~,o":'c-{O,:"",<).~osc,,0 ~

"'" TOTfiL MARKS I p()H!Ji SC9~\A$~~e 0\.o\o~\'- 100 57 77 (\ 32 ~'V ,
'" MinimWVO marks are required to TechRil'lis'&qQUalify Dis-Qualified Qualified pis-Qualifi~ 'i-..~':1,.-
~~: o= '-Jo e /~._} .~8DUL MUNA~ P,D\!6..!\) ~ "..' ""ii. oJ\\'

Prof. Dr, Muhammad Masrnotl°':< . ~
~, ro.'· \

oj V DIRECTOR FINANCf ~~ ,:~\- ~J'
1v.885 ,,1CP5 ~CP'3, PRCP IUI"~9l.N;1 ()\, ..I

\,";)\-ro.'.",'?, -
// 8ENAZIRBHuno SHAHEE~ \J~'Pro.Vlc,", C!1al1cf'IIOI ~, UNIVERSITY LYARI KARAC



TECHNICAL EVALUATION / BIDDER'S QUALlFI(
PROCUREMENT OF RADIOLOGY EQUIPMENT / INSTRUMENTS ~
FOR DOW INSTITUTE OF RADiOlOGY
N.I.T No. DUHS/DP/2018/-31-32 Dated 18 January 2018 (Ref Nc
TECHNICAL BIDS OPENED ON 03 March 2018
MIs. Shirazi Trading

ITEM NO. 13

NAME OF ITEM CR SYSTEMS

MODEL /CAT# iCR3600

MAKE iCRco
COUNTRYOF ORIGIN USA

S# PARAMETERS / SUB-PARAMETERS Marks
?JMi '4.;rIQNlw ...·...· Im <>

Rejected as not
1 Conformity to the Purchaser's Specifications 25 authorized by the

manufacturer.

Fullycompliant with the required specifications 25 0
Compliantwith minor deviation (up to 10% subject to main function 20 0is not effected)

2 Product Certification 15

Foodand DrugAdministration (FDA) and European Community
(CE) MODor Japan Industrial Standard (JIS) / Japan Quality 15 0Assurance Organization (JQAO) / Certificate issued byMinistry of
Health, Labourand Welfare Gov!. of Japan

EuropeanCommunity (CE) MODand Japan Industrial Standard
(JIS) / JapanQuality Assurance Organization (JQAO) / Certificate 12 0
issued byMinistry of Health, Labour and Welfare Govt. of Japan

Foodand DrugAdministration (FDA) 510K 10 10
EuropeanCommunity (CE) MDD 8 0
Japan Industrial Standard (JIS)/Japan Quality Assurance
Organization (JQAO)/ Certificate issued by Ministry of Health, 8 0
LabourandWelfare Govt. of Japan

Bi RlrOFIlE\I.A]';l.1,A'DO!lliil .... !
3 Legal ~..n";ro", ..nt 18

ManufacturerAuthorization 10 0
Bid Form (without prices) 4 0
Tender Purchase Receipt 2 2
Taxation Certificate (NTN and GST) 2 2

4 Technical Staff 12
Diploma Engineers (minimum two) 4 4
Graduate Engineers (For High Tech / Critical equipment Graduate 6 6Engineerof relevant field) (minimum two)
MSc / PhD qualification of relevant field / Foreign training (minimum 2 2
two)

5 Networking and Training 8
Networkingsetup across Pakistan (1 mark for each setup upto 6 6maximum 6)
Certificate to the affect that the firm will provide training in the use of
equipment to the relevant technical staff. Training plan must be 2 2
attachedwith certificate

6 Delivery 6
4 to 8 Weeks or earlier 6 0
9 to 12Weeks or more 2 2

7 Past Experience / Performance 4
Satisfactoryperformancecertificate for the quoted equipment from
the medical institutionswithin Pakistan (1 mark for each certificate 4 0
upto maximum4)

8 Financial Status 6
Bank Certificate 2 2
Lastyear verified Balance Sheet /Income Tax Return Forms 2 2
Yearly turn-over of over 200 Million 2 2

9 Bonus points 4
Warranty period extension free of cost (the firm offered greater 2 0
periodwill get the marks) ~..~?'-
Comparative RunningCost (consumables / reagents~acement 2 0parts) c.p.._,,~ _,

~

Postwarrantymaintenance contract, inC~~!~;;:a~lfparts,
0rates (companies to offer percent~~f;t~~ct ~i!\tlI!l:)~,~ 2

technical bid. The lowest wJ!l~"t ,<p!~ ~ G~. o".:a.'> ,,50\

" TQiI'T>.LMARKS'M>OII'\T..~Rl?r&'!I3e),~e"'· 100 42
~, _, 70 marks are required to .~a'1'ly qualify Dis-Qualified
,'N' 0' ,,\-.j~.... LMUNABDU At AD'.!AN"

'. / OIRECTOR FINANCE
8ENAZIR BHUTTO SHAH EEl.
UNIVERSITY lYARI KARACHI
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APPENDIX-3

TECHNICAL EVALUATION / BIDDER'S QUALIFICATION REPORT
PROCUREMENTOF RADIOLOGYEQUIPMENT / INSTRUMENTSAND ANCillARIES
FORDOW INSTITUTEOF RADIOLOGY
N.I.T No. DUHS/DP/2018/-31-32 Dated 18 January 2018 (Ref No. DUHS/DP/2018/32)
TECHNICAL BIDS OPENED ON 03March 2018
Mis. Allmed Solutions

ITEM NO. 2

NAME OF ITEM CT SCAN MACHINE 16-SLICE

MODEL ICAT# Supria 16
MAKE Hitachi

COUNTRY OF ORIGIN Japan
S# PARAMETERS I SUB·PARAMETERS Marks
A. PRODUCT EVALUATION

Past performance of the quoted model
1 Conformity to the Purchaser's Specifications 25 installed at Nazimabad is not

satisfactory
Fully compliant with the required specifications 25 0
Compliant with minor deviation (up to 10% subject to main function

20 0is not effected)
2 Product Certification 15

Food and Drug Administration (FDA) and European Community
(CE) MOD or Japan Industrial Standard (JIS) I Japan Quality

15 0Assurance Organization (JQAO) I Certificate issued by Ministry of
Health, Labour and Welfare Govt. of Japan

European Community (CE) MOD and Japan Industrial Standard
(JIS) I Japan Quality Assurance Organization (JQAO) I Certificate 12 0
issued by Ministry of Health, Labour and Welfare Gov!. of Japan

Food and Drug Administration (FDA) 510K 10 10
European Community (CE) MOD 8 0
Japan Industrial Standard (JIS)/Japan Quality Assurance
Organization (JQAO)I Certificate issued by Ministry of Health, 8 0
Labour and Welfare Govt. of Japan

B. BIDDER EVALUATION
3 Legal Requirement 18

Manufacturer Authorization 10 10
Bid Form (without prices) 4 0
Tender Purchase Receipt 2 2
Taxation Certificate (NTN and GST) 2 2

4 Technical Staff 12
Diploma Engineers (minimum two) 4 4
Graduate Engineers (For High Tech I Critical equipment Graduate

6 6Engineer of relevant field) (minimum two)
MSc I PhD qualification of relevant field I Foreign training (minimum

2 2two)
5 Networking and Trainlnq 8

Networking setup across Pakistan (1 mark for each setup upto
6 4maximum 6)

Certificate to the affect that the firm will provide training in the use
of equipment to the relevant technical staff. Training plan must be 2 0
attached with certificate

6 Delivery 6
4 to 8 Weeks or earlier 6 0
9 to 12Weeks or more 2 2

7 Past Experience I Performance 4
Satisfactory performance certificate for the quoted equipment from
the medical institutions within Pakistan (1 mark for each certificate 4 2
upto maximum 4)

8 Financial Status 6 .S; A
Bank Certificate 2 2 r . 'J,";p,c.; "

Last year verified Balance Sheet I Income Tax Return Forms 2 2 ::rI..1
Yearly turn-over of over 200 Million 2 2

9 Bonus points 4 oow UI',' "
Warranty period extension free of cost (the firm offered greater

2 0Iperiod Willget the marks)
Comparative Running Cost (consumables I reagents I repl~~'!lent 2 0Iparts) .. "'"('1.""
Post warranty maintenance contract, includ~~,%;ma ~s,
rates (companies to offer percenta~".(t).) it~o~~~lue ~n 2 0

I4l1o. the technical bid. The lowest__~9 ~,.;_,%cfj9l1.~~O'?- 'o\O,?J"c

" TOTAl- MARKS ""OINT~(\\,!~ "~\'_\' "'v 100 50

"- Minim4ll1N'9'marks are requir~a to T,~~)1;-~~ualify Dis-Qualified

~
C~'-Je{S

~ VADVO I .' ...)(\\ r:,I UN ,r- .'

().~~
i~

Dr. :'luhammad ~lasT(\or )~ OIH'N~NClc.
. 1.1CPS.~CPS. FRCP IGliI';~V";) A' RBHUno ~I"1Aht;;, •

tl I1C"I\.OI B N ZI ARACr,
Prof.
MIliBS

Pro.VICf'C a
Dow Unl¥ers'~V of l'4ealtn Sc.,oces",,, ..hl _

UNIVERSITY LYARI K



TECHNICAL EVALUATION / BIDDER'S QUALIFICATION REPORT
PROCUREMENTOF RADIOLOGYEQUIPMENT / INSTRUMENTSAND ANCILLARIES
FORDOW INSTITUTEOF RADIOLOGY
N.I.T No. DUHS/DP/2018/-31-32 Dated 18 January 2018 (Ref No. DUHS/DP/2018/32)
TECHNICAL BIDS OPENED ON 03 March 2018
MIs. SHAH CO.

"

ITEM NO. 3 5

NAME OF ITEM MAMMOGRAPHY DEXASCANUNIT
Selenia Dimension Horizon A

MODEL I CAT# Mammography System
(Package 3000)

MAKE Hologic Hologic
COUNTRY OF ORIGIN USA USA

S# PARAMETERS I SUB-PARAMETERS Marks
A. PRODUCT EVALUATION
1 Conformity to the Purchaser's Specifications 25

Fully compliant with the required specifications 25 25 25
Compliant with minor deviation (up to 10% subject to main function

20 0 0is not effected)
2 Product Certification 15

Food and Drug Administration (FDA) and European Community
(CE) MOD or Japan Industrial Standard (JIS) I Japan Quality 15 15 15Assurance Organization (JQAO) I Certificate issued by Ministry of
Health. Labour and Welfare Gov!. of Japan

European Community (CE) MOD and Japan Industrial Standard
(JIS) I Japan Quality Assurance Organization (JQAO) I Certificate 12 0 0
issued by Ministry of Health. Labour and Welfare Gov!. of Japan

Food and Drug Administration (FDA) 510K 10 0 0
European Community (CE) MOD 8 0 0
Japan Industrial Standard (JIS)/Japan Quality Assurance
Organization (JQAO)I Certificate issued by Ministry of Health. 8 0 0
Labour and Welfare Govt. of Japan

B. BIDDER EVALUATION
3 Legal Requirement 18

Manufacturer Authorization 10 10 10
Bid Form (without prices) 4 4 4
Tender Purchase Receipt 2 2 2
Taxation Certificate (NTN and GST) 2 2 2

4 Technical Staff 12
Diploma Engineers (minimum two) 4 4 4
Graduate Engineers (For High Tech I Critical equipment Graduate 6 6 6Engineer of relevant field) (minimum two)
MSc I PhD qualification of relevant field I Foreign training (minimum

2 0 0two)
5 Networking and Training 8

Networking setup across Pakistan (1 mark for each setup upto 6 5 5maximum 6)
Certificate to the affect that the firm will provide training in the use
of equipment to the relevant technical staff. Training plan must be 2 2 2
attached with certificate

6 Delivery 6
4 to 8 Weeks or earlier 6 6 6
9 to 12 Weeks or more 2 0 0

7 Past Experience I Performance 4
Satisfactory performance certificate for the quoted equipment from
the medical institutions within Pakistan (1 mark for each certificate 4 0 0
upto maximum 4)

8 Financial Status 6
Bank Certificate 2 2 2
Last year verified Balance Sheet I Income Tax Return Forms 2 2 2
Yearly turn-over of over 200 Million 2 2 2 I" ~

9 Bonus points 4
Warranty period extension free of cost (the firm offered greater 2 0 0Iperiod will get the marks) tlQ.
Comparative Running Cost (consumables I reagents I replacement KP.~'. 0 0I~~ .~
Post warranty maintenance contract, including service ~~;;'o .~''''
,es (companies to offer percentage (%) of the~l) .~e'\~.\o\ Q,\ 2 0 0

technical bid. The lowest will get the f~ m<Pl' oC:\'<'~~\~:-,\~ \o'2>'J re'o . ..,,(\'-'

"- TOTAL MA~KS I POINT S~ (A .£fije,,~\~"'v--'l~....~ ~OO 87 87
M~S are required to Techr\lCally .~\ 'r'~ Qualified Qualified

o.,.o,,! ,,"os'
) ~DUL MUNAF ADVANI01 0 ,-Ie

• !l'\L\C !'o\aStO "; ~
p."f f1r. ~.'1l":1'1\ _p ,GllSgOVI), ~. t-- I DIRECTOR FINANCE

,:"'.,.:, ,I ,~ •....._\..,, .J
\BENAZIR BHUTTO SHAHEED
UNIVERSITY LYARI KARACHI
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TECHNICAL EVALUATION / BIDDER'S QUALIFICATION REPORT
PROCUREMENTOFRADIOLOGYEQUIPMENT/ INSTRUMENTSAND ANCILLARIES
FORDOW INSTITUTEOFRADIOLOGY
N.!.T No. DUHS/DP/2018/-31-32 Dated 18 January 2018 (Ref No. DUHS/DP/2018/32)
TECHNICALBIDS OPENEDON 03 March 2018
Mis. FujiFilm Pakistan (Pvt) Ltd

ITEM NO. 9 9 (AlternatE!)_ 10

NAMEOF ITEM STATICX-RAY STATICX -RAY STATICX -RAYMACHINE
MACHINEWITH DR MACHINEWITH DR WITH CR SYSTEM
FORSmart FGXR- FORSmart FGXR- FDRSmartFGXR-C82S-3with

C52S-1 + D-Evo II Csi C52S-1 + D-Evo II Csi CRMODEL ICAT# 14x17 14x17 Model:Prima- T2ReaderUnit&
PrimaConsole

MAKE FlliiFilm FujiFilm FujiFilm + FujiFilm
COUNTRYOF ORIGIN X-Ray: Korea + DR: X-Ray: Korea + DR: X-Ray: Korea + CR: Japan

J~an J~an
5# PARAMETERSI SUB-PARAMETERS Marks
A. PROOUC'I'ieV.4:I!!\.lA'fIOI\l

1 Conformity to the Purchaser's Specifications 25 Rejected 640mA Rejected 640mA
Korean originKorean origin KoreanOrigin

Full)'com__EIiantwith the required SQ_ecifications 25 0 0 0
Compliantwith minor deviation (up to 10% subject to main function

20 0 0 0is not effecte<!l_
2 Product Certification 15

Foodand DrugAdministration (FDA) and European Community
(CE)MODor Japan Industrial Standard (JIS) / Japan Quality

15 0 0 0Assurance Organization (JQAO)/ Certificate issued by Ministry of
Health. Labourand Welfare Govt. of Japan

EuropeanCommunity (CE) MODand Japan Industrial Standard
(JIS) / Japan QualityAssurance Organization (JQAO) / Certificate 12 0 0 0
issued by Ministryof Health. Labour and Welfare Govt. of Japan

Foodand Drl!l1_Administration (FDA) 510K 10 0 0 0
Euro,o_eanCommunity (CE) MOD 8 8 8 8
Japan Industrial Standard (JIS)/Japan Quality Assurance
Organization(JQAO)/ Certificate issued by Ministry of Health, 8 0 0 0
Labourand Welfare Govt. of J~an

B. BIDDEREVALUATION
3 L~al Requirement 18

ManufacturerAuthorization 10 10 10 10
Bid Form_iwithout prices) 4 4 4 4
Tender PurchaseReceJf>t 2 2 2 2
TaxationCertificate (NTN and GST) 2 2 2 2

4 Technical Staff 12
Di£lomaEr:!_9ineers(minimum two) 4 4 4 4
Graduate Engineers (For High Tech / Critical equipment Graduate

6 6 6 6Engineerof relevant field) (minimum two)
MSc / PhDQualificationof relevant field / Foreign training

2 0 0 0(minimum twQ)
5 Networking and Training 8

Networkingsetup across Pakistan (1 mark for each setup upto
6 6 6 6maximum !?l

Certificate to the affect that the firm will provide training in the use
of equipment to the relevant technical staff. Training plan must be 2 2 2 2
attachedwith certificate

6 Delivery 6
4 to 8 Weeks or earlier 6 0 0 0
9 to 12Weeks or more 2 0 0 0

7 Past E~erience I Performance 4
Satisfactoryperformancecertificate for the Quotedequipment
from the medical institutionswithin Pakistan (1 mark for each 4 4 4 4
certificate upto maximum <Il_

8 Financial Status 6 "&~'Bank Certificate 2 2 2 ....d {-(\II~""';,~\'l.C,;"r
Last year verified Balance Sheet /Income Tax Return Forms 2 2 2 ...i= t'"O'~· (; r·~'''''-)·~ I'-I\ei)\ \
Yearly turn-over of over 200 Million 2 2 2 IW",,_'.'1\,",~.O"";"st'<)( I'.

9 Bonus points 4 J ,\'r}I'J-'
Warranty period extension free of cost (the firm offered greater

2 0 0 Ij\"~"\~t<fft:_.(\\.
Le_eriodwill_g_etthe marks) ;)0'1> 0
ComparativeRunningCost (consumables / reagents / replacementk,,{;fo·!F: 0 0 0lE.art~ ;;.?-

Postwarrantymaintenance contract, Including service a~,*P .',
0' , \

rates (companiesto offer percentage (%) of the contrajl (i9i!3~ ,W'2J'ff' 0 0 0
the technical bid. The lowest will get the full mar~1\ . '3"e ~'3l' \C'~.! r0~'

~ TOTAL MARKS I POINT SC~+"~ d-\o~~_G"\v- '3o:.r~\'" 54 54 54
'Minimum 70__llf;lrksare required to~chn~uaOfi: \e 0: '3\-' Dis-Qualified Dis-Qualified Dls- ~alified .....

Pro~hammad :.tas,nnl
~ \",; ,;,,,"f0
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ITEM NO. 12 13 16

NAMEOF ITEM PRINTER CR SYSTEMS CASSETTESWITH
IPSSIZE 14 X 17

Dry Pix Plus with 3- FCR Prima T2 IP-6 + ST

MODEL /CAT#
online trays

MAKE FujiFilm FujiFilm FujiFilm + FujiFilm
COUNTRYOF ORIGIN Japan Japan China + Japan

5# PARAMETERS/ SUB-PARAMETERS Marks
A. PRODUCTEVALUATION

1 Conformity to the Purchaser's Specifications 25

Fully compliant with the required specifications 25 25 25 25
Compliantwith minor deviation (up to 10% subject to main function 20 0 0 0is not effected)

2 Product Certification 15

Foodand DrugAdministration (FDA) and EuropeanCommunity
(CE)MODor Japan Industrial Standard (JIS) / Japan Quality 15 15 0 0AssuranceOrganization (JQAO) / Certificate issued by Ministry of
Health. Labourand Welfare Govt of Japan

EuropeanCommunity (CE) MODand Japan Industrial Standard
(JIS) / Japan QualityAssurance Organization (JQAO) / Certificate 12 0 0 0
issued by Ministryof Health, Labour and Welfare Govt. of Japan

Foodand DrugAdministration (FDA) 51OK 10 0 0 10
EuropeanCommunity (CE) MOD 8 0 8 0
Japan IndustrialStandard (JIS)/Japan QualityAssurance
Organization (JQAO)/Certificate issued by Ministry of Health, 8 0 0 0
Labourand Welfare Govt. of J8J)an

B. BIDDEREVALUATION
3 Legal Requirement 18

ManufacturerAuthorization 10 10 10 10
Bid Form (without prices) 4 4 4 4
Tender PurchaseReceipt 2 2 2 2
TaxationCertificate (NTN and GST) 2 2 2 2

4 Technical Staff 12
DiplomaEngineers (minimum two) 4 4 4 4
Graduate Engineers (For High Tech / Critical equipment Graduate 6 6 6 6
Engineerof relevant field) (minimum two)
MSc/ PhDqualification of relevant field / Foreign training 2 0 0 0
(minimum two)

5 Networking and Training 8
Networkingsetup across Pakistan (1 mark for each setup upto 6 6 6 6
maximum6)
Certificateto the affect that the firm will provide training in the use
of equipment to the relevant technical staff. Training plan must be 2 2 2 2
attachedwith certificate

6 Delivery 6
4 to 8 Weeks or earlier 6 0 0 0
9 to 12Weeks or more 2 0 0 0

7 Past Experience / Performance 4
Satisfactoryperformancecertificate for the quoted equipment
from the medical institutionswithin Pakistan (1 mark for each 4 4 4 4
certificate upto maximum 4)

8 Financial Status 6
Bank Certificate 2 2 2 2
Last year verified Balance Sheet /Income Tax Return Forms 2 2 2 2 ,... p..p
Yearly turn-over of over 200 Million 2 2 2 , 1'\.~3· "-';,,'

~'9 Bonus points 4 'rC :r,C: c,~ J
. "" lC ,

Warranty period extension free of cost (the firm offered greater 2 0 0 (cOc.,;~,: .
,e<l\tnperiodwill get the marks) . 'Hr 0" .\( 1,1.ComparativeRunningCost (consumables / reagents / replacement k"(:::>'S 0 0 )QlJ \_)n'O \<:ir~t

~~ ~
Postwarrantymaintenance contract. Including service a~rt~~~ f-,°"M\S\.
rates (companies to offer percentage (%) of the co~~ ~ ~(~'3<'; ,\°""2 0 0 0

~c'i>'l c"", the technical bid. The lowest will get the fu!,l.l]1arf)9j",Oc\~,",(\'3\~O'i V' 'G

"- TOTpjLMARKS / POINT SC~(J>. + l!I)~c";:..\~""· 0' ~\...\10(r 86 79 11.1
" Mini~J(l marks are required to TechniOiffly qu<!II~'-'~-n\,",' Qualified Qualified Qu IJfied • ~ 1;.<::'-
~ . co..:J·oJe(S\~~ AF ADVAN ~ «". "J"\~ DULMUN " . ) V" >.<>\ r, ",'......o·,(J.._

Prof ~I, '.llll'!'\ml~~a~,.i.'asrno.~ .' . ..; OIRECTOR FINANCt .. ~ (\'-

\ ~"tI ...~f\l~'V
... ,.'~ i'r<1..1" \GI.Jo'J"") RBHUTTO SHAHEtl... . .:".q,

..

TECHNICAL EVALUATION I BIDDER'S QUALlFI(
PROCUREMENT OF RADIOLOGY EQUIPMENT / INSTRUMENTS J
FOR DOW INSTITUTE OF RADIOLOGY
N.I.T No. DUHS/DP/2018/-31-32 Dated 18 January 2018 (Ref N,
TECHNICAL BIDS OPENED ON 03 March 2018
Mis. FujiFilm Pakistan (Pvt) Ltd
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APPENDIX-3
TECHNICAL EVALUATION I BIDDER'S QUALlFI(
PROCUREMENT OF RADiOlOGY EQUIPMENT / INSTRUMENTS J
FOR DOW INSTITUTE OF RADIOLOGY
N.I.T No. DUHS/DP/2018/-31-32 Dated 18 January 2018 (Ref No
TECHNICAL BIDS OPENED ON 03 March 2018
MIs. FujiFilm Pakistan (Pvt) Ltd

ITEM NO. 17 18 19
CASSETTESWITH CASSETTES FOR

CASSETTESWITHNAMEOF ITEM MAMMOWITH IPSIPS SIZE 10X 12 SIZE 08 X 10 IPSSIZE 10X 12
IP-6 + ST IP-6HR + Size IP-6ST

18x24cm
MODEL ICAT#

MAKE FujiFilm + FujiFilm FujiFilm + FujiFilm FujiFilm + FujiFilm
COUNTRYOF ORIGIN China + Japan China + Japan China + Japan

Marks

o

S# PARAMETERSI SUB-PARAMETERS
A. PRODUCTEVALUATION

1 Conformity to the Purchaser's SpeCifications 25

Fully compliantwith the required specifications 25 25 25 25
Compliantwith minor deviation (up to 10% subject to main function
is not effected) 20 o o o

2 Product Certification 15

Foodand DrugAdministration (FDA) and EuropeanCommunity
(CE)MODor Japan Industrial Standard (JIS) I Japan Quality
AssuranceOrganization (JQAO) I Certificate issued by Ministryof
Health, Labourand Welfare Govt. of Japan

15 o o o

EuropeanCommunity (CE) MDDand Japan Industrial Standard
(JIS) I Japan QualityAssurance Organization (JQAO) I Certificate
issued by Ministryof Health, Labour and Welfare Govt. of Japan

12 0 0

10 10 10
8 0 0

8 0 0

18
10 10 10
4 4 4
2 2 2
2 2 2
12
4 4 4

6 6 6

2 0 0

8

6 6 6

2 2 2

6
6 0 0
2 0 0
4

4 4 4

6
2 2 2

•

Foodand DrugAdministration (FDA) 510K
EuropeanCommunity (CE) MDD
Japan Industrial Standard (JIS)/JapanQuality Assurance
Organization (JQAO)I Certificate issued by Ministry of Health,
LabourandWelfare Gov!. of Japan

B. BIDDEREVALUATION
3 Legal Requirement

ManufacturerAuthorization
Bid Form (without prices)
Tender PurchaseReceipt
TaxationCertificate (NTN and GST)

4 Technical Staff
DiplomaEngineers (minimum two)
GraduateEngineers (For High Tech I Critical equipment Graduate
Engineerof relevant field) (minimum two)
MSc I PhDqualification of relevant field I Foreign training
minimum two)

5 Networking and Training
Networkingsetup across Pakistan (1 mark for each setup upto
maximum6)
Certificate to the affect that the firm will provide training in the use
of equipment to the relevant technical staff. Training plan must be
attachedwith certificate

10
o

o

10
4
2
2

4

6

o

6

2

6 Delivery
4 to 8 Weeks or earlier
9 to 12Weeks or more

7 Past Experience I Performance
Satisfactoryperformancecertificate for the quoted equipment
from the medical institutionswithin Pakistan (1 mark for each
certificate upto maximum 4)

o
o

4

8 Financial Status
22 • .~ p-\'J'aas\

~L;aEst~yl!:e~a:..rv~e:.r:r!!,ifi=-ed~B~a~la~n~ce~S~he~e~tc!_/~ln~c~o~m.!.':e:...T~a~x~R~e~t~ur",n~F~0~rm~s__ +-_2~-+ --;2;- t- ~2 -t__ -:-:~~\U~H~!f;f;"fC.t> ,,\'ICI"
Yearly turn-over of over 200 Million 2 2 2 ,...~lt.l'\:-';~~(,~. 'e

9 Bonus points 4 9 0 :",-.<"C,-· ,,f\i\.; E
J' ,.~s~ , 9~f"'~Sc\el'\C 'Warranty period extension free of cost (the firm offered greater 2 0 0 : r~·!·"0 \<,,9 . .~\\':\

periodwill get the marks)
ComparativeRunningCost (consumables I reagents I replacement ~ p.l?- 0 0 )0'" ;j0" eO' ~3<'ocn .
parts) .,

BankCertificate

Postwarrantymaintenance contract, including service an~~~';p< "f>\
•• rates (companies to offer percentage ('!o) of the.~.:'~~~.\( 0<;) 2
"IL the technical bid. The lowestWillget the full m~" W.\e~\ ~~~\,-l. • ~o'~':1 e'"

o o o



TECHNICAL EVALUATION / BIDDER'S QUALIFICATION REPORT
PROCUREMENTOF RADIOLOGYEQUIPMENT / INSTRUMENTSAND ANCILLARIES
FORDOW INSTITUTEOF RADIOLOGY
N.I.T No. DUHS/DP/2018/-31-32 Dated 18 January 2018 (Ref No. DUHS/DP/2018/32)
TECHNICAL BIDS OPENED ON 03 March 2018
MIs. Dymedix Systems

APPENDIX-3

ITEM NO. 20 20 (Alternate)

NAME OF ITEM LEAD APRON WITH LEAD APRON WITH
THYROID SHIELDING THYROID SHIELDING

MODEL /CAT# WABR WABR

MAKE Shielding International Shielding International
USA USA

COUNTRY OF ORIGIN USA USA
S# PARAMETERS / SUB·PARAMETERS Marks
A. PRODUCT EVALUATION
1 Conformity to the Purchaser's Specifications 25

Fully compliant with the required specifications 25 25 25
Compliant with minor deviation (up to 10% subject to main function is

20 0 0not effected)
2 Product Certification 15

Food and Drug Administration (FDA) and European Community (CE)
MOD or Japan Industrial Standard (JIS) / Japan Quality Assurance

15 0 0Organization (JQAO) / Certificate issued by Ministry of Health.
Labour and Welfare Govt. of Japan

European Community (CE) MOD and Japan Industrial Standard (JIS)
/ Japan Quality Assurance Organization (JQAO) / Certificate issued 12 0 0
by Ministry of Health. Labour and Welfare Govt. of Japan

Food and Drug Administration (FDA) 510K 10 10 10
European Community (CE) MOD 8 0 0
Japan Industrial Standard (JIS)/Japan Quality Assurance
Organization (JQAO)/ Certificate issued by Ministry of Health. 8 0 0
Labour and Welfare Govt. of Japan

B. BIDOER EVALUATION
3 Legal Requirement 18

Manufacturer Authorization 10 10 10
Bid Form (without prices) 4 4 4
Tender Purchase Receipt 2 2 2
Taxation Certificate (NTN and GST) 2 2 2

4 Technical Staff 12
Diploma Engineers (minimum two) 4 0 0
Graduate Engineers (For High Tech / Critical equipment Graduate 6 6 6Enqineer of relevant field) (minimum two)
MSc / PhD qualification of relevant field / Foreign training (minimum

2 2 2two)
5 Networking and Training 8

Networking setup across Pakistan (1 mark for each setup upto
6 3 3maximum 6)

Certificate to the affect that the firm will provide training in the use of
equipment to the relevant technical staff. Training plan must be 2 2 2
attached with certificate

6 Delivery 6
4 to 8 Weeks or earlier 6 6 6
9 to 12Weeks or more 2 a 0

7 Past Experience / Performance 4
Satisfactory performance certificate for the quoted equipment from
the medical institutions within Pakistan (1 mark for each certificate 4 4 4
uoto maximum 4)

8 Financial Status 6
Bank Certificate 2 2 2 _, r,
Last year verified Balance Sheet /Income Tax Return Forms 2 2 2 """:'~B'O '
Yearly turn-over of over 200 Million 2 2 2 f --

9 Bonus points 4
Warranty period extension free of cost (the firm offered greater 2 a a Qo,'J V

period will get the marks)
Comparative Running Cost (consumables / reagents / replacemelJ\:-"i , 2 a a~~ ~~
Post warranty maintenance contract, including servicl~~!~~\O

V;;;-"

rates (companies to offer percentage (%) of the ~ S\" ~!ilhe. r\C':s~(\c a a
I ~ F':' c,' -a. ,,0' 0. ~C\~technical bid. The lowest will get the full k,s ~""o~~\o:~_c..• ~-a.

"- TOT~ MARKS / POINT SCOR'E (A.(t~< O~:~",e Vy.e-a. 100 82 82
~ MinimlLftIN.1 marks are required to TechriicalJ~ ~\qI V Qualified Qualifi~q
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APPENDIX-4

~ DOW UNIVERSITY OF HEALTH SCIENCES, ~CHI .
.~ ATTENDANCE SHEET (Procurement CommIttee)

Procurement of Radiology Equipment Instrument and Ancillaries for
Dow Institute of Radiology (Ref. No. DUHS/DP/2018-32)
N.I.T. No. DUHS/DP/2018/-31- 32 Dated 18 January, 2018

OPENING OF FINANCIAL BIDS / PROPOSALS ON 23 April 2018 AT 10:00 A.M.
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Procurement of Radiology Equipment Instrument and Ancillaries for Dow Institute of Radiology

Ref.No. DUHS/DP/2018-32
N.I.T. No. DUHS/DP/2018/-31- 32 Dated 18 January, 2018

DOW UNIVERSITY OF HEALTH SCIENCES
ATTENDANCE SHEET

OPENING OF FINANCIAL BIDS / PROPOSALS ON 23 APRIL, 2018 AT 10:00 A.M.

BIDDER
(Company / Firm / Contractor)

SIGNATURES# REPRESENTATIVE
(Name)

DESIGNATION

SHAH FIrIS Itt-

/: BIOS
JFT! k IfffiL
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CONTACT
NUMBER
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MINUTES OF THE FINANCIAL BID OPENING MEETING
HELD AT PROCUREMENT DIRECTORATE

DOW UNIVERSITY OF HEALTH SCIENCES (OJHA CAMPUS), KARACHI
ON 23 APRIL 2018 AT 10:00 A.M.

A meeting was held under the chairmanship of Prof. Dr. Muhammad Masroor, Pro-Vice

Chancellor, DUHS I Chairman Procurement Committee, on 23 April 2018 at 10:00 a.m. to

open and evaluate the financial bids for the "Procurement of Radiology Equipment I

Instruments and Ancillaries for Dow Institute of Radiology (Ref No. DUHSIDP/2018/32)".

The participants include:

PROCUREMENT COMMITTEE

1. Professor Dr. Muhammad Masroor
Pro- Vice Chancellor,
Dow University of Health Sciences, Karachi.

(Chairman)

2. Professor Amanullah
Registrar
Dow University of Health Sciences, Karachi

(Member I Coordinator)

3. Mr. Munaf Advani
Director Finance
Benazir Bhutto Shaheed University, Lyari, Karachi.

(Member)

4. Mr. Nadeem Shakoor Javeri
Director Finance
Dow University of Health Sciences, Karachi

(Co-opted Member)

5. Dr. Amjad Sattar
Associate Professor of Radiology and Director
Dow Institute of Radiology, Ojha Campus
Dow University of Health Sciences, Karachi

(Co-opted Member)

BIDDERS WITH NAME OF REPRESENTATIVE

1 Mr. Amir Akhter Mis. Medequips SMC
2 Mr. Waqar Hussain Mis. FujiFilm Pakistan (Pvt.) Ltd
3 Mr. Shah Faisal Mis. Allmed Solutions
4 Mr. Faheem Ahmed Mis. Siemens Healthcare (Pvt.) Ltd.
5 Mr. WaqarAhmed Mis. Ferozsons Laboratories Limited
6 Mr. Mudassir Rafaqat Mis. Shirazi Trading
7 Mr. Ali Ahmed Mis. BIOS
8 Mr. S. Iftikhar Ali Mis. Technology Links (Pvt.) Ltd
9 Mr. Ahsan Mustafa Mis. Shah Co.



Meeting started with recitation from the Holy QURAN. Chair welcomed the participants and

then commenced the proceedings. It was informed to the forum that Technical Bids were

opened on 3rd March 2018 for the above said tender, where out of nineteen (19) firms which

purchased the bidding documents, ten (10) bidders submitted their bids. The bid submitted by

Mis. Allmed Solutions, and Mis. Technology Links were technically qualified and not

considered for further evaluation, the reasons of the rejection are recorded in the technical
evaluation report.

As per the agenda, eight (08) Technically Qualified offers were taken into consideration by

the committee exclusively. The rates quoted by the bidders were read aloud along with

amount of 2% bid security attached by the bidder. Each rate in the comparative statement was

confirmed from the original bid by the committee and recommendations were made, which

were documented in the Bid Evaluation Report (BER).

The meeting ended with the vote of thanks to the chair.

1. Prof. Dr. Muhammad Masroor
Pro-Vice Chancellor
DowUniversity of Health Sciences, Karachi

Prof. Dr. Muhammad MUToor
MBBS, fYlCPS r C, '_ ~C:C~:',(".a>'" ,':.'i

Pro-Vf(.. '., ' ;liCt 110'

Dow Unl~ers'v 0' "'~dltnScpcnc(~

2. ProfessorAmanullah
Registrar
Dow University of Health Sciences, Karachi

Prot. AI1)N1Ulh!!l1Abb",ai
BSS - ~r)S f\II,~r';' "-f~CP
r"" e·~~.()11'1! fV'If:!\JiCi[!f!

F~(~gj5tr;::1
,,' Hu[]!th ~ ,;I(!IICeS

3. Mr. Munaf Advani
Director Finance
Benazir Bhutto Shaheed University, Lyari, Karachi.

ABDUL MUNAF ADVANI
DIRECTOR FINANCe

BENAZIR BHUTTO SHAHEI!D
UNIVERSITY LYARI KARA

4. Mr. Nadeem Shakoor Javeri
Director Finance
DowUniversity of Health Sciences, Karachi

5. Dr. Amjad Sattar
Associate Professor of Radiology and Director
Dow Institute of Radiology, Ojha Campus
DowUniversity of Health Sciences, Karachi

Director Finance
ow University of Health Sciences

Karachi



MINUTES OF THE TECHNICAL BID OPENING MEETING
HELD AT PROCUREMENT DIRECTORATE

DOW UNIVERSITY OF HEALTH SCIENCES (OJHA CAMPUS), KARACHI
ON 3 MARCH 2018 AT 11:30 A.M.

A meeting was held under the chairmanship of Prof. Dr. Muhammad Masroor, Pro-Vice

Chancellor, DUHS I Chairman Procurement Committee on 3 March 2018 at 11:30 a.m. to

open and evaluate the bids for the "Procurement of Radiology Equipment I Instruments and

Ancillaries for Dow Institute of Radiology (Ref No. DUHS/DP/2018/32)".

The participants include:

PROCUREMENT COMMITTEE

1. Professor Dr. Muhammad Masroor
Pro- Vice Chancellor,
Dow University of Health Sciences, Karachi.

(Chairman)

2. Professor Amanullah
Registrar
Dow University of Health Sciences, Karachi

(Member I Coordinator)

3. Mr. Munaf Advani
Director Finance
Benazir Bhutto Shaheed University, Lyari, Karachi.

(Member)

4. Mr. Nadeem Shakoor Javeri
Director Finance
Dow University of Health Sciences, Karachi

(Co-opted Member)

5. Dr. Amjad Sattar
Associate Professor of Radiology and Director
Dow Institute of Radiology, Ojha Campus
Dow University of Health Sciences, Karachi

(Co-opted Member)

BIDDERS WITH NAME OF REPRESENTATIVE

1. Mr. Altaf Rehman Mis. Medequips SMC
2. Mr. Waqar Hussain Mis. FujiFilm Pakistan (Pvt.) Ltd
3. Mr. M. Zeeshan Mis. Allmed Solutions
4. Mr. Faisal Masood Mis. Siemens Healthcare (Pvt.) Ltd.
5. Mr. Waqar Ahmed Mis. Ferozsons Laboratories Limited
6. Mr. M Asim Ali Khan Mis. Shirazi Trading
7. Mr. Ali Ahmed Mis. BIOS
8. Mr. S. Iftikhar Ali Mis. Technology Links (Pvt.) Ltd
9. Mr. Asif Ahmed Mis. Shah Co
10. Mr. M Shahid Mis. Dymedix Systems



Meeting started with recitation from the Holy QURAN. Chair welcomed the participants and

then commenced the proceedings. Forum was apprise that the Notice Inviting Tender (NIT)

No. DUHS/DP/2018/-31-32 Dated 18 January 2018 was hoisted on the DUHS and SPPRA

websites at Sr. No. 36327 / SPPRA IDNo. 2147483647 and the same was published in 3 widely

circulated leading dailies of English, Urdu and Sindhi languages viz. Daily Dawn, Daily Jang

and Daily Ibrat on 21 January 2018.

The participants were informed that:

Following 19 bidders purchased the bidding documents:

1 Mis. Siemens Healthcare (Pvt.) Ltd.
2 Mis. Shah Co
3 Mis. Agfa Pakistan (Private) Ltd
4 Mis. Friends Traders
5 Mis. Shirazi Trading
6 Mis. FujiFilm Pakistan (Pvt.) Ltd
7 Mis. Technology Links (Pvt.) Ltd
8 Mis. Samina Pvt. Limited
9 Mis. Allmed Solutions
10 Mis. DWP Technologies (Pvt.) Ltd.
11 Mis. Medequips SMC
12 Mis. Trade Inn International
13 Mis. Medco Medical Equipment Company
14 Mis. Bio-Tech Services
15 Mis. BIOS
16 Mis. Ferozsons Laboratories Limited
17 Mis. Radiant Medical (Pvt.) Ltd.

" 18 Mis. Biological Medical Systems
19 Mis. Dymedix Systems

The receipt of bids was closed at 11:00 a.m. local time on 3 March 2018 as scheduled. Out of

nineteen (19) firms which purchased the bidding documents, ten (10) bidders submitted their

bids.

It was briefed to the participants that initially, only the Technical Bids I Proposals will be

opened and evaluated in a manner prescribed in advance, without reference to the price and

reject any proposal which does not conform to the specified requirements. Financial Bids I

Proposals of technically qualified bids shall be opened publicly at a time, date and venue

announced and communicated to the bidders in advance. Financial Bids I Proposals found

technically disqualified I non-responsive shall be returned un-opened to the respective



• bidder(s). Accordingly, prior to evaluate bid in depth, preliminary examination of the bids

was made by the procurement committee.

Bidders were informed that the detailed technical evaluation will be carried-out and

communicate to all the bidders, and thereafter Financial Bids will be opened in presence of

the bidder's representatives.

Meeting ended with the vote of thanks to and from the chair.

1. Prof. Dr. Muhammad Masroor

~
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2. Professor Amanullah
Registrar /}/',~ Dow University of Health Sciences, Karachi

3. Mr. Munaf Advani

~

ABDUL MUNAF ADVANI
Director Finance DIRECTOR FINANCE
Benazir Bhutto Shaheed University, Lyari, Karachi. BENAZIR BHUTTO SHAHEED

UNIVERSITY LYARI KARACHI

4. Mr. Nadeem Shakoor Javeri ~ Direclor Financ.
Director Finance ow University of Health Sciences
Dow University of Health Sciences, Karachi Karachi
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5. Dr. Amjad Sattar /" :,(,,(p':'l
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CERTIFICATE

This is to certify that the prices are comparable to the market rates in respect

of single bid received for the Procurement of Radiology Equipment I Instruments and

Ancillaries for Dow Institute of Radiology (Ref No. DUHSIDP/2018/32), in response to NIT

No. DUHS/DP/201 8/-3 1-32 Dated 18 January 2018, for which Technical Bids were opened

on 3rd March 2018 and Financial Bids were opened on 23rd April 2018.

"1. Prof. Dr. Muhammad Masroor V ~~;~:}J~~~:"~:t"~~a;':~~I,Pro-Vice Chancellor
Dow University of Health Sciences, Karachi Pro.vlce CII,tnCeIID'

r' ~"j).'Wtvers4J(~UfJg~\'fesP.0 . an on""'"

2. Professor Amanullah
IVlt'e., 0"\... 'v 'VIr' " .~,

~ P",."" "iM,",,""
Registrar ." f~l.~qlstr(H

w University "f Health SCiences

Dow University of Health Sciences, Karachi KalClchi

3. Mr. Munaf Advani
~
V ABDUL MUNAF ADV,[\Ni

Director Finance DIRECTOR FINANCE
Benazir Bhutto Shaheed University, Lyari, Karachi. I BENAZIR BHUTlO SHAHEED

UNIVERSITY LYARI KARACHI

4. Mr. Nadeem Shakoor Javeri
~ Director FinanceDirector Finance University of Health Sciences

Dow University of Health Sciences, Karachi Karachi.~~.A •
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> APPENDIX 5

~

DOWUNIVERSITYOF HEALTH SCIENCES
COMPARATIVE STATEMENT AND PURCHASE RECOMMENDATION / PROPOSAL

PROCUREMENT OF RADIOLOGY EQUIPMENT / INSTRUMENTS AND ANCILLARIES FOR DOW INSTITUTE OF RADIOLOGY
N.I.T NO. DUHS/DP/2018/-31-32 DATED 18 JANUARY 2018 (REF NO. DUHSIDP/2018/32)

TECHNICAL BIDS OPENED ON 03 MARCH 2018 & FINANCIAL OFFERS OPENED ON 23 APRIL, 2018

Item Name of Item Qty. Name of Bidder Modell Cat No. Make Country of Currency Unit Price Total Price Unit Price Total Price Unit Pri.e Total Price Gnding Recoinwetadations I Remarks
No. Origin C&F C&F PRS.(C&F) PRS.(C&F) PRs.(DDP) PRs.(DDP)

Single Plane DigitalAngiography/ Infx·800V(InfinixI Recommendedto purchase being
I Intemventional system I MIs.Medequips S.M.C Series) Toshiba (Canon) Japan USD 565,000.00 565,000.00 62,432,500,00 62,432,SOO.00 - 1st Lowest the lowest evaluated responsive

bid.

Single Plane Digital Angiography/ I MIs. Siemens Hea1thcare Artis Zee Floor Siemens Germany USD 630,000.00 630,000.00 69,6IS,000.00 69,6 IS,OOO.OO 2nd LowestI Intemventional system Healthcare - -

Whole Body CT ScanMachine 16 Recommended to purchase being
2 Slice I MIs. Medequips S.M.C Aquilioo Lightning Toshiba (Canon) Japan USD 448,000.00 448,000.00 49,504,000.00 49,504,000.00 1st Lowest the lowest evaluated responsive

bid.

2 Whole Body CT ScanMachine 16 I Mis. ShiraziTrading OpimaCT 540 GEHealthcare Japan USD 490,000.00 490,000.00 54,145,000.00 54,145,000.00 72,000,000.00 72,000,000.00 2nd Lowest
Slice

Digital MammographyUnit with
Selenia Dimension Recommended to purchase being

3 I MIs. Shah Co Mammography Sysem Hologic USA USD 280,786.00 280,786.00 31,026,853.00 31,026,8S3.OO Ist Lowest the lowest evaluated responsiveStereo Biopsy (Package 3000) bid.

3
Digital Manunography Unit with I MIs. ShiraziTrading Senograph Pristina GEHealthcare France USD 338,000.00 338,000.00 37,349,000.00 37,349,000.00 S2,000,000.00 52,000,000.00 2nd Lowest
Stereo Biopsy

3
Digital Mammography Unit with I MIs.Medequips S.M.C HelianthusDBT Meta1tronica Italy Euro 293,SOO.00 293,SOO.00 39,913,06S.OO 39,913,06S.OO 3rd Lowest
Stereo Biopsy

Recommended to purchase being
4 Digital Fluoroscopy System I MIs. BIOS Evidence Stephanix France Euro ISO,SOO.OO 150,500 00 20,466,495.00 20,466,49S.OO 1st Lowest the lowest eva1uated responsive

bid.

4 Digital Fluoroscopy System I MIs. Medequips S.M.C ApelemOptima 90/30 Apelem France Euro 167,SOO.00 167,500.00 22,778,32S.OO 22,778,325.00 - 2nd Lowest

4 Digital Fluoroscopy System I MIs. Shirazi Trading RF-420 GEHealthcare Japan USD 349,000.00 349,000.00 38,S64,SOO00 38,564,500.00 54,000,000.00 54,000,000.00 3rd Lowest
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)

IC1j~[;,of CUrrency C&F
Medelink France USD 44,700.00

Hologic USA USD 110,000.00

GE Healthcare USA USD 64,000.00

Siemens Korea USD 64,500.00Healthcare

GE Healthcare Norway USD 103,500.00

Item
No.

Qty.

DexaScan MedixDRI Mfs.Medequips S.M.C

Dexa Scan Mfs. Shah Co Horizon A

Vivid T8 R2.5DigitalHigh End Color Doppler with
Echocardiography

MIs. Ferozsons Laboratories
Limited

DigitalHigh End Color Doppler with
Echocardiography Mis. Siemens Healthcare Acuson NX3

EliteUltrasound Sys

DigitalHigh End Color Doppler with
Echocardiography Mis. ShiraziTrading Vivid S60

~~~~~~:~~.,~~~~)~----~~~~
1stLowest the lowest evaluatedresponsive

bid.

)

C&f PRS.(<;&Fj ~ Ptls.1I10J>1

44,700.00 4,939,350.00 4,939,350.00.

110,000.00 12,155,000.00 12,155,000.00

128,000.00 7,072,000.00 14,144,000.00

129,000.00 7,127,250.00 14,254,500.00

207,000.00 11,436,750.00 22,873,500.00 12,752,500.00 25,505,000.00 3rd Lowest

APPENDIX 5

176,398.00 19,491,979.00

2nd Lowest

Recommended to purchase being
1st Lowest ~~: lowest evaluated responsive

2nd Lowest

DigitalHigh End Color Doppler with
Echocardiography Mis. ShiraziTrading Optional: 6Tc·RS TEE Probe (USD 18,000)

DigitalHighEnd ColorDoppler with
Echocardiography Mis. ShiraziTrading Optional: 9Tc·RS TEE Probe (USD 18,000)

DigitalHighEnd Color Doppler with
Echocardiography

Mis. ShiraziTrading Optional: 9L·D Linear ArrayProbe (USD 5,000)

4th Lowest
DigitalHigh End Color Doppler with
Echocardiography

Mis. Medequips S.M.C
(Alternate) Aplio-300 Platinum Toshiba (Canon) USDJapan 88,199.00 9,745,989.50

DigitalHigh End Color Doppler with
Echocardiography

Digital HighEnd ColorDoppler with
Echocardiography

Mis. Medequips S.M.C
(Altemate)

Optional: FrequemcyRange llL4 MHz Multifrequency
Linear Probe. Model PLT-704S8T for Vascular Studies
(USD 1,861)

DigitalHighEnd ColorDoppler with
Echocardiography

Mis. Medequips S.M.C
(Alternate)

Optional: FrequemcyRange 8S2MHz Multifrequency
TEE Probe, Model PET·512MA for Adult
(USD 18,338)

DigitalHighEnd Color Doppler with
Echocardiography

Mis. Medequips S.M.C
(Alternate)

Optional: FrequemcyRange 7S3 :MHzMultifrequency
TEE Probe, Model PET-508MA for Paeds
(USD 27,965)

253,248.00 13,991,952.00 27,983,904.00 5th Lowest

DigitalHigh End Color Doppler with
Echocardiography

Mis. Medequips S.M.C Aplio i700 Toshiba (Canon) USDJapan 126,624.00

DigitalHighEnd Color Doppler with
Echocardiography

Mis. Medequips S.M.C
Optional: FrequemcyRange 1.8-' 5.2 "MHzMultifrequency
Sector Probe, Model PST-30BT for Adult
(USD 1,861)

DigitalHighEnd Color Doppler with
Echocardiography

Prof. ~ Mas,•• ,
M8SS. IiiCPS, FCPS, FRCP 1C.ld~9U'·'i

Pro-viceChancellor
DowUntvers~yof ~ealtn Sc~nc0~
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Mis. Medequips S.M.C
Optional: FrequemcyRange 3.0--8.0 MHzMultifrequency
Sector Probe, Model PST·50BT for Paeds (USD 18,338)

Optional: FrequemcyRange 2.5--'7.0 MHz Multifrequency
TEE Probe, Model PET·508MA for Paeds (USD 27,965)Mis. Medequips S.M.C
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) ) APPENDIX 5

Item Name of Item Qty. Name of Bidder Modell Cat No. Make Country of Currency Unit Price Total Price Unit Price Total Price Unit Price Total Price Grading Recommendations I RemarksNo. Origin C&F C&F PRS.(C&F) PRS.(C&F) PRs. (DI)P) PRs.(DDP)

7 Digital High End Color Doppler II Mis. ShiraziTrading Logiq S8 with GE Healthcare South Korea USD 64,500.00 709,500.00 7,127,250.00 78,399,750.00 10,193,390.00 112,127,290.00 2nd LowestXDClear

7 Digital High End Color Doppler Mis. Shirazi Trading Optional: Shear Wave E1astography(USD 1,000)

7 Digital High End Color Doppler Mis. Shirazi Trading Optional: Strain Elastrography (USD 1,000)

7 Digital High End Color Doppler Mis. Shirazi Trading
Optional: Volume Navigation., Fusion Imaging, Auto-
Registrationwith CT&MR. Needle Tracking (USD 7,000)

7 Digital High End Color Doppler Mis. ShiraziTrading Optional: MSK Software (USD 3,000)

7 Digital High End Color Doppler Mis. Shirazi Trading Optional: CI-6-D Xdclear Convex Probe (USD 2,500)

7 Digital High End Color Doppler Mis. Shirazi Trading Optional: IC5-9-D Micro Convex Probe (USD 1,500)

7 Digital High End Color Doppler Mis. Shirazi Trading Optional: 9L-D Linear Probe (USD 2,500)

7 Digital High End Color Doppler Mis. Shirazi Trading Optional: ML 6-15 Matrix Array Linear Probe (USD
3,000)

Recommendedto purchase being
7 Digital High End Color Doppler II Mis.Medequips S.M.C Aplio-300Platinum Toshiba (Canon) Japan USD 63,512.00 698,632.00 7,018,076.00 77,198,836.00 1st Lowest the lowest evaluated responsive

bid.

7 Digital High End Color Doppler Mis.Medequips S.M.C
Optional: Model PVT-375SC for BIMICDIIPW(USD
2,550)

7 Digital High End Color Doppler Mis. Medequips S.M.C
Optional: Model PLT-704SBT for BIMICDIIPW(USD
1,861)

7 Digital High End Color Doppler Mis.Medequips S.M.C
Optional: Model PVT-781VTE for BIMICDIIPW(USD
2,423)

7 Digital High End Color Doppler Mis. Medequips S.M.C
Optional: Model PLT-1204BT forBIMICDIIPW (USD
2,231)

7 DigitalHigh End Color Doppler Mis.Medequips S.M.C
Optional: Model PVT-375SC for BIMICDIIPW
Strain and Sharewave Elastography (USD 2.550)

7 Digital High End Color Doppler Mis.Medequips S.M.C
Optional: Model PLT-l005SBT for BIMICDIIPW
Strain and Sharewave Elastography (USD 2,103)

7 Digital High End Color Doppler Mis.Medequips S.M.C Optional: Shear Wave Elastography Kit (USD 5,738)

7 Digital High End Color Doppler Mis.Medequips S.M.C Optional: Elastography FLR-Kit for Live (USD 1,594)

7 Digital High End Color Doppler Mis.Medequips S.M.C Optional: SMI (USD 1,500)

7 Digital High End Color Doppler Mis.Medequips S.M.C
Optional: Smart Fusion Kit Model USFN-ASOOA(USD
8,925)

7 Digital High End Color Doppler Mis.Medequips S.M.C Optional: MSK Software (USD 1,000)

\ Digital High End Color Doppler II MIs. Siemens Healthcare Acuson S2000 Touch Siemens USA USD 128,000.00 1.408.000.00 14,144,000.00 155,584,000.00 3rd LowestScreenUltrasound Sys Healthcare - -

r-
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APPENDIX 5..
Item Name of Item QIy. Name of Bidder Modell Cat No. Make <;:oUDley of Currency Unit Price TotalPric. Unit Price Total Price Unit Price Total Price Grading ~ommendatio ... J RemarksNo. Origin C&F C&F PRS.(C&F) PRS.(C&F) PRs.(DDP) PRs.(DDP)

Recommended to purchase being
8 DigitalMediumRange Color Doppler 3 Mis. BIOS S22 Sonoscape China USD 22,000.00 66,000.00 2,431,000.00 7,293,000.00 1st Lowest the lowest evaluated responsive

bid.

8 DigitalMediumRange Color Doppler 3 Mis. Ferozsons Laboratories Logiq F8 Expert GE Healthcare USA USD 26,000.00 78,000.00 2,873,000.00 8,619,000.00 2nd Lowest
Limited -

8 DigitalMediumRange Color Doppler 3 MIs. Shirazi Trading Logiq P7 GE Healthcare South Korea USD 37,333.00 111,999.00 4,125,296.50 12,375,889.50 4,200,000.00 12,600,000.00 3rd Lowest

8 DigitalMediumRange Color Doppler 3 Mis. Medequips S.M.C Apli<r300 Toshiba (Canon) Japan USD 37,400.00 112,200.00 4,132,700.00 12,398,100.00 4th Lowest

8 DigitalMediumRange Color Doppler 3 Mis. BIOS (Alternate) S50 Sonoscape China USD 40,200.00 120,600.00 4,442,100.00 13,326,300.00 - 5th Lowest

8 DigitalMediumRange Color Doppler 3 MIs. Siemens Healthcare Acuson NX3 Ultrasound Siemens Korea USD 41,500.00 124,500.00 4,585,750.00 13,757,250.00 6th LowestSystem Healthcare

Static X -Ray MachineWith DR Recommendedto purchase being
9 System

4 Mis.BIOS N80HF Stephanix France EUTO 112,000.00 448,000.00 15,130,880,00 60,923,520.00 - - 1st Lowest the lowest evaluated responsive
bid.

Static X -Ray MachineWith DR Mis. BIOS
DETECTOR: DIGITAL RADIOGRAPHYSYSTEM

9 System (Euro 24,000)

9 Static X -RayMachineWithDR 4 Mis.Medequips S.M.C Radrex Mard A80slG6 Toshiba (Canon) + Japan + USD 208,150.00 832,600.00 23,000,575.00 92,002,300.00 2nd LowestSystem with Aero DR HD KonicaMinolta Japan -

9 Static X -RayMachineWith DR Mis. Medequips S.M.C
Digital Flat Panel Detector Panel Aero DR HD (Konia)

System (USD 44,250)

Static X -Ray MachineWith CR Recommendedto purchase being
10 System I Mis. BIOS N80HF Stephanix France Euro 63,700.00 63,700.00 8,662,563,00 8,662,563.00 1st Lowest the lowest evaluated responsive

bid.

10
Static X -Ray MachineWith CR

I MIs. SiemensHealthcare Multix Fusion - Analog Siemens Germany USD 139,000.00 139,000.00 15,359,500.00 15,359,500.00 2nd LowestSystem Healthcare

10 Static X -RayMachineWith CR
I Mis. Medequips S.M.C Radrex Mrad A50slG5 + Toshiba (Canon) + Japan + USD 139,000.00 139,000.00 15,359,500.00 15,359,500.00 2nd Lowest

\. System Regius SigmaII Konica Minolta Japan
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.) APPENDIX 5

Item Name or Item Qty. Name of Bidder Modell Cat No. Make Country of
Currency Unit Price Total Price Unit Price Total Price Unit Price Total Price Grading .Recomm....!Illtion. I RemarksNo. Origin C&F C&F PRS.(C&F) PRS.(C&F) PRs.(DDP) PRI..(DDP)

Recommended to purchase being
II Mobile X-RayUnit 2 Mis. BIOS Movix30 Stephanix France EUTO 33,500.00 67,000.00 4,555,665.00 9,111.330.00 - - lst Lowest the lowest evaluated responsive

bid.

Mobile X-RayUnit 2 Mis. Medequips S.M.C CcybennobileTS-30M Primax France Euro 40.000.00 80.000.00 5,439,600.00 10.879.200.00 2nd LowestII International - -

Mobile X-RayUnit 2 MIs. Siemens Healthcare Mobillet XP Hybird Siemens Spain USD 53,000.00 106,000.00 5,856,500.00 11,713,000.00 3rd LowestII Healthcare - -

II Mobile X-Ray Unit 2 Mis. Shirazi Trading XR200amx GE Healthcare USA USD 79,500.00 159,000.00 8,784,750.00 17,569,500.00 11,750,000.00 23,500,000.00 4th Lowest

Mis. FujiFilmPakistan (Pvt) Dry Pix Pluswith 3 Recommended to purchase being
12 Printer 6 Ltd online trays FujiFilm Japan USD 7,710.00 46,260.00 851,955.00 5,111,730.00 1,462,000.00 8,772,000.00 1st Lowest the lowest evaluated responsive

bid.

12 Printer 6 Mis. Medequips S.M.C Drypro Signa 873 Konica Minolta Japan USD 11,400.00 68,400.00 1,259,700.00 7,558,200.00 - 2nd Lowest

Mis. FujiFilmPakistan (Pvt) Prima T2 Reader Unit Recommended to purchase being
13 CR System 6 Ltd. PrimaConsole FujiFilm Japan USD 6,275.00 37,650.00 693,387.50 4,160,325.00 1,100,000.00 6,600,000.00 lst Lowest the lowest evaluated responsive

bid.

13 CR System 6 Mis. Medequips S.M.C Regius Sigma II Konica Minolta Japan USD 20,000.00 120,000.00 2,210,000.00 13,260,000.00 - - 2nd Lowest

14 DOSIMETER 8 N.Q

15 TLDBADGES 80 N.Q

Mis. FujiFilmPakistan (Pvt) Japan + Recommended to purchase being
16 Cassettes with IPS Size 14x 17 30 Ltd. IP-6 +ST FujiFilrn

China USD 398.00 11,940.00 43,979.00 1,319,370.00 66,195.00 1,985,850.00 1st Lowest the lowest evaluated responsive
bid.

Mis. FujiFilmPakistan (Pvt) Japan + Recommendedto purchase being
17 Cassettes with IPS Size lOx 12 20 Ltd. IP-6+ST FujiFilm China USD 148.00 2,960.00 16,354.00 327,080.00 36,925.00 738,500.00 1st Lowest the lowest evaluated responsive

bid.
Mis. FujiFilmPakistan (Pvt) Japan + Recommendedto purchase being

18 Cassettes with IPS Size 8 x 10 10 Ltd. IP-6HR + Size 18x24cm FujiFilrn China USD 252.00 2,520.00 27,846.00 278,460.00 41,915.00 419,150.00 1st Lowest the lowest evaluated responsive
bid.

Mis. FujiFilmPakistan (Pvt) Japan + Recommended to purchase being
19 Cassettes with IPS Size 10x 12 10 Ltd. IP-6+ST FujiFilm China USD 222.00 2,220.00 24,531.00 245,310.00 36,925.00 369,250.00 lst Lowest the lowest evaluated responsive

bid.
Large (38"-42")20% Shielding Recommended to purchase being

20 Lead Apronwith Thyroid Shielding 4 Mis. Oymedix Systems Lighter than regular Lead International USA USA 65,000.00 260,000.00 1st Lowest the lowest evaluated responsive
bid.

Medium(36") 20"/0 Shielding Recommendedto purchase being
20 Lead Apronwith Thyroid Shielding 8 MIs. Dymedix Systems Lighter than regular Lead International USA USA 60,000.00 480,000.00 lst Lowest the lowest evaluated responsive

bid.
Small (28"-32")20"/. Shielding Recommendedto purchase being

20 Lead Apronwith Thyroid Shielding 7 Mis. Dymedix Systems Lighter than regular Lead International USA USA 60,000.00 420,000.00 lst Lowest the lowest evaluated responsive
bid.

SDA (RegularWeight Shielding Recommended to purchase being
2~ Lead Apronwith Thyroid Shielding 19 Mis. Dymedix Systems Lead) International USA USA 45,000.00 855,000.00 1st Lowest the lowest evaluated responsive

bid.
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