
BIDDER'S QUALIFICATION REPORT
(MANDATORY REQUIREMENTS) --- ITB CLAUSE 13.3(d)
PROCUREMENT OF TEACHING & LAB. EQUIPMENT I INSTRUMENTS
IFB/NIT No. DUHS/DP/2021/154dated 28 August 2021
BIDS OPENEDON 16 SEPTEMBER2021

ANNEXURE-4

Qualification Criteria AGBl
Analytical

ChemicalS#
(MANDATORY REQUIREMENTS) Pakistan

Measuring Systems
House

Digitronics
(Pvt.) ltd.

1 Compliance to the Technical Specifications. Refer NC - Refer Refer Refer
Annex - 5 Annex - 5 Annex· 5 Annex· 5

2 Technical Proposal on Bidder's Letterhead C C C C

3
Catalogue / Brochures / technical data sheet (having complete technical

C C C Cspecifications of the offered good)

4
Item-wise / Feature-wise product compliance / deviation sheet / statement

NC NC NC NCon Bidder's Letterhead duly siQned and stamped.
Valid Manufacturer Authorization in accordance with ITB Clause 13.3(a).

NC5 Only manufacturer and its sole agent can quote the goods, no sub NC C C Expireddistributors/spot authorized aqent is allowed to bid.

6 Copy of CNIC of signatory of the Bid Forms C NC NC C

7
Complete Bidding Document, duly signed and stamped on its each/ every

NC C C Cpage as acceptance of all terms & conditions

8 Compliance to bid validity period C C C C

9 Compliance to payment terms and conditions C C
NC

C&F Basis

10 Compliance to the delivery schedule C NC C C

11 Valid General Sales Tax (GST-FBR) Registration with Active Tax Payer
NC C C NCStatus on FBR website.

12
Valid Income Tax (FBR) Registration with Active Tax Payer Status on FBR

C C C Cwebsite

13 Professional Tax Certificate NC NC NC NC

14 Original Tender Purchase Receipt / Pay Order of Tender Fee C NC C C

15 Prescribed Affidavit on stamp paper of Rs. 100/- duly notarized C C NC NC

The Bid Form on Bidder's Letterhead duly signed and stamped shall be
16 inserted in the Financial Proposal. However, a copy of the same shall be NC NC C NC

attached in the Technical Proposal after hiding the amount.

The Price Schedule(s) on Bidder's Letterhead duly signed and stamped
17 shall be inserted in the Financial Proposal. However, a copy of the same NC NC C NC

shall be attached in the Technical Proposal after hiding the amount.

Bid Security shall be inserted in the Financial Proposal. However, a copy
18 of the same shall be inserted in the Technical Proposal after hiding the C C C NC

amount.

19 Company Profile C C C C

REMARKS I FINDINGS ~/NQ NR/NQ NR/NQ N~Q-/ /

C = Complied L_:-
roL~~~'

NC = Not Complied

~~R/Q = Responsive / Qualified .~I-S AFQAT HUSSAIN
NQ = Not Qualified Director Procurement
NR = Not Responsive Procurement Directorate . U" rADowUniversity of HealthSCiences p

MBBS (Dow), PhD (UK),MA (IR)
Postdec (Germany) CHPE
Professor 01Pathology

Dow International Mechcal College
Dow University 01Heaitil )ClenCI:$,Karac"

PROF. ~ DC,VANI
PiO Vlct; Chai,ce~lor

DowUm,·crsityof Hea!;I,Sciences
K3rac!;i

p" M z iff) Ii st«o· ector
Planning& Oevelopmen1

Dow University of Health Scien
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BIDDER'S QUALIFICATION REPORT
(MANDATORY REQUIREMENTS) ••• ITB CLAUSE 13.3(d)
PROCUREMENTOF TEACHING & LAB. EQUIPMENT /INSTRUMENTS
IFB/NIT No. DUHS/DP/2021/154dated 28 August 2021
BIDS OPENEDON 16 SEPTEMBER2021

ANNEXURE. 4 -.'

Qualification Criteria
Global

H.A Shah
Hoora

S# (MANDATORY REQUIREMENTS)
Marketing & Sons

Pharma (Pvt.) Hospicare Systems
Services Ltd.

Compliance to the Technical SpeCifications.
Refer Refer Refer Refer

1 Annex - 5 Annex - 5 Annex - 5 Annex - 5

2 Technical Proposal on Bidder's Letterhead C C C C

3
Catalogue / Brochures / technical data sheet (having complete technical

C C C C
specifications of the offered good)

4
Item-wise / Feature-wise product compliance / deviation sheet / statement

C C C C
on Bidder's Letterhead duly sioned and stamped.
Valid Manufacturer Authorization in accordance with ITB Clause 13.3(a).

Item # 3&9=C
5 Only manufacturer and its sole agent can quote the goods, np sub C C C

~ef\lainiiig=~cdistributors/spot authorized aqent is allowed to bid.~
6 Copy of CNIC of signatory of the Bid Forms C C C C

7
Complete Bidding Document, duly signed and stamped on its each/ every

C C C Cpage as acceptance of all terms & conditions

8 Compliance to bid validity period C C C C

9 Compliance to payment terms and conditions C C C C

10 Compliance to the delivery schedule C C C C

11
Valid General Sales Tax (GST-FBR) Registration with Active Tax Payer

C C C CStatus on FBR website.

12
Valid Income Tax (FBR) Registration with Active Tax Payer Status on FBR

C C C Cwebsite

13 Professional Tax Certificate C C C C

14 Original Tender Purchase Receipt / Pay Order of Tender Fee C C C C

15 Prescribed Affidavit on stamp paper of Rs. 100/- duly notarized C C C C

The Bid Form on Bidder's Letterhead duly signed and stamped shall be
16 inserted in the Financial Proposal. However, a copy of the same shall be C C C C

attached in the Technical Proposal after hiding the amount.

The Price Schedule(s) on Bidder's Letterhead duly signed and stamped
17 shall be inserted in the Financial Proposal. However, a copy of the same C C C C

shall be attached in the Technical Proposal after hiding the amount.

Bid Security shall be inserted in the Financial Proposal. However, a copy
18 of the same shall be inserted in the Technical Proposal after hiding the C C C C

amount.

19 Company Profile C C C C

REMARKS I FINDINGS R/Q R/Q R/Q Item No. 3&9=R/Q
Remaining=NR/DQ

C = Complied £ .:
~~:_NC = Not Complied :;.:;--

R/Q = Responsive / Qualified ~AFQAT HUSSAIN
NQ = Not Qualified Director Procurement
NR = Not Responsive Procurement Directorate PirMuza arAI;Dow University of HealthSciences

Prof. Dr. Muha irectormmad Aslf Qureshi
MaSS (DDw), PhD(UK), MA (IR)

Posldec(Germanv) CHPE
Professor of Palhology

" Dowfnl~rnalional Medical College
, ow Unlversltv ot Heallh SCiences,Karachi

PROF'. tflJ::: DlY.:ANI
Pro ViceChanr:f;;,?r

Dow Un:t'er5itji of HC'lslti:sc ;~rjct's
Karachi

Sha
Planning& Development

Dow University of Health Scienc



ANNEXURE-4

BIDDER'S QUALIFICATION REPORT
(MANDATORY REQUIREMENTS) --- ITB CLAUSE 13.3(d)
PROCUREMENT OF TEACHING & LAB. EQUIPMENT I INSTRUMENTS
IFB/NIT No. DUHS/DP/2021/154dated 28 August 2021
BIDS OPENEDON 16 SEPTEMBER2021

Laboratory Muslim Pakistan
S#

Qualification Criteria
Scientific Medical Scientific Scien Tec

(MANDATORY REQUIREMENTS)
Supplies Services Traders
Refer Refer Refer Refer

1 Compliance to the Technical Specifications. Annex - 5 Annex - 5 Annex - 5 Annex - 5

2 Technical Proposal on Bidder's Letterhead C C C C

3
Catalogue / Brochures / technical data sheet (having complete technical

C C C C
specifications of the offered coco)

4
Item-wise / Feature-wise product compliance / deviation sheet / statement

C C NC Con Bidder's Letterhead duly signed and stamped.
Valid Manufacturer Authorization in accordance with ITB Clause 13.3(a).

5 Only manufacturer and its sole agent can quote the goods, no sub NC C C C
distributors/spot authorized anent is allowed to bid.

6 Copy of CNIC of signatory of the Bid Forms C C C C

7 Complete Bidding Document, duly signed and stamped on its each/ every
C C C Cpage as acceptance of all terms & conditions

8 Compliance to bid validity period C C C C

9 Compliance to payment terms and conditions C C C C

10 Compliance to the delivery schedule C C C C

11 Valid General Sales Tax (GST-FBR) Registration with Active Tax Payer
NC C C CStatus on FBR website.

12
Valid Income Tax (FBR) Registration with Active Tax Payer Status on FBR

C C C Cwebsite

13 Professional Tax Certificate NC C C C

14 Original Tender Purchase Receipt! Pay Order of Tender Fee C C C C

15 Prescribed Affidavit on stamp paper of Rs. 100/- duly notarized NC C C C

The Bid Form on Bidder's Letterhead duly signed and stamped shall be
16 inserted in the Financial Proposal. However, a copy of the same shall be C C NC C

attached in the Technical Proposal after hiding the amount.

The Price Schedule(s) on Bidder's Letterhead duly signed and stamped
17 shall be inserted in the Financial Proposal. However, a copy of the same C C NC C

shall be attached in the Technical Proposal after hiding the amount.

Bid Security shall be inserted in the Financial Proposal. However, a copy
18 of the same shall be inserted in the Technical Proposal after hiding the C C C NC

amount.

19 Company Profile C C NC NC

REMARKS I FINDINGS N~Q R/Q N~Q ~/NQ

C = Complied r .
NC = Not Complied -k :;:.,:...-- \
R/Q = Res onsive / Qualified FOAT HUSSAIN ~./' ,;;;J!rrar Ali Shl

Prof.. ammadAsif Qureshi Director
MBBS OW), PhD (UK). MA (lR) Planning& Developmenl

Postdec (Germany) CHPE '.. . . .
Professor of Pathology ()('W UniverSity of Health SCle"

Dow International Medical College
Dow University of Heallh SCiences, Karachi

P
NQ = Not Qualified
NR = Not Responsive

S. .:>HA
Director Procurement

Procurement Directorate
Dow University of HealthSCiences



ANNEXURE-4

BIDDER'S QUALIFICATION REPORT
(MANDATORY REQUIREMENTS) --- ITB CLAUSE 13.3(d)
PROCUREMENT OF TEACHING & LAB. EQUIPMENT I INSTRUMENTS
IFB/NIT No. DUHS/DP/2021/154 dated 28 August 2021
BIDS OPENEDON 16 SEPTEMBER2021

Qualification Criteria
Scientific Sure Sio

U.M
S#

(MANDATORY REQUIREMENTS)
Supplies Diagnostics &

Enterprises(Pvt.) Ltd Phannaceuticals

1 Compliance to the Technical Specifications. Refer Refer Refer
Annex - 5 Annex - 5 Annex - 5

2 Technical Proposal on Bidder's Letterhead C C C

3
Catalogue / Brochures / technical data sheet (having complete technical

C C Cspecifications of the offered good)

4 Item-wise / Feature-wise product compliance / deviation sheet / statement
C C Con Bidder's Letterhead duly skmed and stamped.

Valid Manufacturer Authorization in accordance with ITB Clause 13.3(a).
5 Only manufacturer and its sole agent can quote the goods, no sub C C C

distributors/spot authorized agent is allowed to bid.

6 Copy of CNIC of signatory of the Bid Forms C C C

7 Complete Bidding Document, duly signed and stamped on its eachl every
C C Cpage as acceptance of all terms & conditions

8 Compliance to bid validity period C C C

9 Compliance to payment terms and conditions C C C,

10 Compliance to the delivery schedule C C C

11
Valid General Sales Tax (GST-FBR) Registration with Active Tax Payer

C C CStatus on FBR website.

12 Valid Income Tax (FBR) Registration with Active Tax Payer Status on FBR
C C Cwebsite

13 Professional Tax Certificate C C C

14 Original Tender Purchase Receipt! Pay Order of Tender Fee C C C

15 Prescribed Affidavit on stamp paper of Rs. 100/- duly notarized C C C

The Bid Form on Bidder's Letterhead duly signed and stamped shall be
16 inserted in the Financial Proposal. However, a copy of the same shall be C C C

attached in the Technical Proposal after hiding the amount.

The Price Schedule(s) on Bidder's Letterhead duly signed and stamped
17 shall be inserted in the Financial Proposal. However, a copy of the same C C C

shall be attached in the Technical Proposal after hiding the amount.

Bid Security shall be inserted in the Financial Proposal. However, a copy
18 of the same shall be inserted in the Technical Proposal after hiding the C C C

amount.

19 Company Profile C C C

REMARKS I FINDI~ R/Q R/Q R/Q

){ .
C = Complied ~
NC = Not Complied ~-=RIQ Responsive I Qualified
NQ = Not Qualified
NR = Not Responsive

..", SHAFQAT HUSSAIN
Director Procurement

Procurement D!rect0ro',
Dow University of Heali' ~'t,iftnr.o'



Annexure -05

RESPONSIVNESSTO MAJOR TECHNICAL SPECIFICATION BIDS (SECTION - V)
PROCUREMENT OF TEACHING & LAB. EQUIPMENT I INSTRUMENTS
NIT No. DUHS/DP/2021/154 Dated 28 August 2021
Technical Bids I Proposals opened on 16 September 2021

Item Country of Remarks' Comments'
Score for Total Marks.'

No. Name of Equipment Qty. Name of Bidder
"

'Model Make Origin Recommendations Technical Points Score Findings
Specs agisnt Criteria

MiSeqTM Equipment quoted by the bidder meets the technical

1 Next Generation Sequencer 1 Unit
Mis. Hoora Pharma (Pvt.) (Cat No. SY-410- Illumina USA

specifications of the tender documents. Hence, Recommended for 71 Qualified
Ltd. 1003)

recommended by the technical committee for further 30 Marks I Points c-:
evaluation of Marks I Points Score.
Equipment quoted by the bidder meets the technical

1 Next Generation Sequencer 1 Unit Mis. Global Marketing MiSeq
Iliumina Inc USA

specifications of the tender documents. Hence, Recommended for 47 Dis-Qualified
Services Cat# SY-10-1003 recommended by the technical committee for further 30 Marks I Points ../evaluation of Marks I Points Score.

2 QNA Sonicator (for DNA shearing) 1 Unit Not Quoted

Country of origin is Turkey.
Offered equipment does not meet the required
country of origin or two Certificates criterla besides

3 - 80 'C Freezer 2 Units Mis. AGBL Pakistan OF 490 NUVE Turkey
required technical specifications of the bidding Not Recommended 0 Dis-Qualified..--- documents viz. Tray & Boxes not mentioned in their (0 Marks I Points)
offer. Hence, not recommended by the technical -/
committee for further evaluation of Marks I Points
Score.
Country of origin is China.
Offered equipment does not meet the required
country of origin or two Certificates criteria besides

3 - 80 'C Freezer 2 Units
Mis. Muslim Medical DW-86L628 Haier China

required technical specifications of the bidding Not Recommended 0 Dis-Qualified
Services documents as not complying to the requisite (0 Marks I Points)

~Refrigent R290/R170. Hence, not recommended by
the technical committee for further evaluation of
Marks I Points Score.
Equipment quoted by the bidder meets the technical

3 - 80 'C Freezer 2 Units Mis. HOSPiCa;;y.stems UFV500 Binder Germany
speCifications of the tender documents. Hence, Recommended for 71 Qualified
recommended by the technical committee for further 30 Marks I Points V
evaluation of Marks I Points Score.

Equipment quoted by the bidder meets the technical

3 - 80 'C Freezer 2 Units Mis. H.A Shah & Sons
U9430-0001 Eppendorf New UK

speclficatlons of the tender documents with minor Recommended for 66 Dis-Qualified
Innova@U535 Burnswick Germany deviations as refrigerant not mentioned. Hence, 25 Marks I Points

recommended by the technical committee. V
Equipment quoted by the bidder meets the technical

3 - 80 'C Freezer 2 Units
Mis. Sure Bio Diagnostics

FDE50086FV Thermo Scientific USA
specifications of the tender documents. Hence, Recommended for 71 Qualified

/l
& Pharmaceu~ recommended by the technical committee for further 30 Marks I Points ~

evaluation of Marks I Points Score.

K -
~

r:'.__ .
S. SH~~~ H[JSSII~ -, ~, ~ Page 1 0

Direc r Proc~remeni . . ~ , I:Pi,.M Ilzaffa,.Ali Shah
Director

Planning & Development
Dow University of HealthSciences

I'IDMlr1~" a-MaBS (Dow), PhD (UK), MA (tR)
Posldec (Germany) CHPE
Professor 01Pathology

Dow International Medical College
Dow University 01Heallh Screuces. Kar3ch

f8



RESPONSIVNESS TO MAJOR TECHNICAL SPECIFICATION BIDS (SECTION - V)
PROCUREMENT OF TEACHING & LAB. EQUIPMENT IINSTRUMENTS
NITNo. DUHS/DP/2021/154 Dated 28 August 2021

d 16 S b 021

Annexure -05

Technical Bids I Pro_Qosals onene on eptem er 2

Item Country of Remarks I Comments I Score for Total Marks I
Name of Equipment Qty. Name of Bidder Model Make Technical Points Score Findings

No. Origin Recommendations Specs agisnt Criteria
Equipment quoted by the bidder meets the technical

4 Gel Doc Complete System 1 Unit Mis. AGBL Pakistan Azure 400 Azure Biosystems USA specifications of the tender documents. Hence, Recommended for 30 Dis-Qualified
recommended by the technical committee for further 30 Marks I Points
evaluation of Marks I Points Score. <-:"
Offer is on C&F Basis Vis DDP Basis.
Country of origin is Korea.
Offered equipment does not meet the required Not Recommended

4 Gel Doc Complete System 1 Unit Mis. Digitronics LGDS-A10 Labtron U.K Korea country of origin or two Certificates criteria besides (0 Marks I Points) 0 Dis-Qualified
required technical specifications of the bidding ../documents. Hence, not recommended by the
technical committee.

12003154,12003026,
Equipment quoted by the bidder meets the technical12003027 &

4 Gel Doc Complete System 1 Unit Mis. Chemical House 12003028
Bio-Rad Laboratories ,

France
specifications of the tender documents. Hence, Recommended for 41 Dis-Qualified

USA recommended by the technical committee for further 30 Marks I Points(Chemi Doc MP
evaluation of Marks I Points Score. \_../'

Imaging System)
Equipment quoted by the bidder meets the technical 0

4 Gel Doc Complete System 1 Unit Mis. Hospicare Systems GBOX Chemi XRQ Syngene England
specifications of the tender documents. Hence, Recommended for Validmanufacturers Dis-Qualified
recommended by the technical committee for further 30 Marks I Points authorizationnot attached 0/evaluation of Marks I Points Score. by the bidder
Equipment quoted by the bidder meets the technical

A44241 specifications of the tender documents. Although

iBirghtTM Thermofisher Scientific equipment is only CE Marked, however, accepted Recommended for
4 Gel Doc Complete System 1 Unit Mis. H.A Shah & Sons Singapore wrth minor deviation considering the quality & past 72 Qualified

/ FL1500 USA performance of the equipment. Hence, recommended
25 Marks / Points

Imaging System
by the technical committee for further evaluation of V
Marks / Points Score.
Equipment quoted by the bidder does not meet the

Nippon Genetics tender requirements as Camera is 2MP, which is not Not Recommended
4 Gel Doc Complete System 1 Unit Mis. U.M Enterprises GP-07LED

Europe
Germany as per the given specifications. Hence, not (0 Marks / Points)

0 Dis-Qualified

/7 recommended by the technical committee for further c-:
evaluation of Marks / Points Score.

11 - , G:~Q-'~I- ~S. SHAF· , r~l." ;,!M

PirMuzaDire or Procurement r Ii Shah '---..
Proc rement Directorate -

Dow University of Health Sciences ~
Planning & Development

Dow University of Health Sciences
Prof. Dr. Muhammad Asil Quresh

MBBS (Dow), PhD (UK). MA (lR)
Postd81: (Germany) CHPE
!'rolessor 01Palhology

Dow International Medical College
DowUniversity 01Health SCiences,KH;·

Page 2of8



RESPONSIVNESS TO MAJOR TECHNICAL SPECIFICATION BIDS (SECTION - V)
PROCUREMENT OF TEACHING & LAB. EQUIPMENT IINSTRUMENTS
NIT No. DUHS/DP/2021/154 Dated 28 August 2021

I I d 16 S b 2021Technical Bids Proposa s opene on eptem er

Item Country of Remarks I Comments I Score for Total Marks I
Name of Equipment Qty. Name of Bidder Model Make Technical Points Score Findings

No. Origin Recommendations Specs ag isnt Criteria -
Equipment quoted by the bidder does not meet the

Conventional PCR
tender requirements as Ramp Speed (in excess of 5 Not Recommended

5 (96 well plate based) 2 Units Mis. AGBL Pakistan Super Cycle Trinity Kyratec Australia sec.) is not as per the given specifications. Hence, (0 Marks I Points) 0 Dls·Qualified
not recommended by the technical committee for ,/
further evaluation of Marks I Points Score.

Offer is on C&F Basis Vis DDP Basis.
Country of origin is Korea.

Conventional PCR
Offered equipment does not meet the required Not Recommended

5 (96 well plate based)
2 Units Mis. Digitronics Latg-A-11 Labtron U.K Korea country of origin or two Certificates criteria besides (0 Marks I Points) 0 Dis-Qualified

Ramp Speed is not as per the required technical
specifications of the bidding documents. Hence, not c-:
recommended by the technical committee.
Equipment quoted by the bidder meets the technical
specifications of the tender documents with minor

5
Conventional PCR 2 Units Mis. Chemical House 1861096 Bio-Rad Laboratories,

France deviations of 1 degree from the reguired raml1 Recommended for 36 Dis·Qualified
(96 well plate based) (T100) SG rate. Hence, recommended by the technical 25 Marks I Points

committee for further evaluation of Marks I Points ~
Score.
Equipment quoted by the bidder meets the technical

THERM-1000, specifications of the tender documents with minor 0

5
Conventional PCR 2 Units Mis. Hospicare Systems MaxyGene II Corning USA deviations having raml1 rates differllns;es of 1.5 Recommended for Valid rnanutacturers Dis-Qualified
(96 well plate based) degree heating and 0.5 degree cooling. Hence, 25 Marks I Points authorizationnot attached

Thermal Cycler
recommended by the technical committee for further by the bidder \.0""""
evaluation of Marks I Points Score.
Equipment quoted by the bidder meets the technical
specifications of the tender documents. Although

Conventional PCR Thermofisher Scientific equipment is only CE Marked, however. accepted Recommended for
5 2 Units Mis. H.A Shah & Sons 4375786 Veriti® Singapore with minor deviation considering the quality & past 72 Qualified

(96 well plate based) USA 25 Marks I Points

/' performance of the equipment. Hence, recommended
I./"by the technical committee for further evaluation of

Marks I Points Score.

Equipment quoted by the bidder does not meet the

Conventional PCR Nippon Genetics tender requirements as Ramp Speed and Not Recommended
5 2 Units Mis. U.M Enterprises FG-TC01 Australia temperature are not as per the given specifications. 0 Dis·Qualified

(96 well plate based) Europe (0 Marks I Points)
Hence. not recommended by the technical committee ",.-

......... for further evaluation of Marks I Points Score .

f( - - ,*~\i G2CbLI~

~,~ --S. SH HUSSAIN
Pir MuzW!!! Ali Shllh ~,

Page30
Dire urement

C'\Procu ent Directorate -Dow University of Health Sciences 0, etor
Planning Development

DowUniversity of Health Sciences

Prof. Dr. Muhammad Aslf Qureshi
MIlS (Dow). PhD (UK). MA (IA)

Puddlc (German,) CHPE
Professor of PalhologV

Dow Internalional Medical College
r.ow University of Heallh SCiences. Karachi

Annexure -05
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RESPONSIVNESSTO MAJOR TECHNICAL SPECIFICATION BIDS (SECTION - V)
PROCUREMENT OF TEACHING & LAB. EQUIPMENT I INSTRUMENTS
NIT No. DUHS/DP/2021/154 Dated 28 August 2021
T hni I B'd I P I d 16 S t b 2021ee mea I s roposa s opene on eptern er

Item Country of Remarks I Comments I Score for Total Marks I
Name of Equipment Qty. Name of Bidder Model Make Technical Points Score FindingsNo. Origin Recommendations Specs agisnt Criteria

A94469, 363013,
Equipment quoted by the bidder meets the technical

Large High Speed Centrifuge Mis. Scientific Supplies • 363963, 358313, specifications of the tender documents. Hence, Recommended for6 Machine with Refrigeration
1 Unit

(Pvt.) Ltd /
348122,331302, Beckman Coulter USA

recommended by the technical committee for further 30 Marks I Points 71 Qualified
365898 & 360979 ~(Optima XPN-100) evaluation of Marks I Points Score.

CS120FNX,
Equipment quoted by the bidder meets the technical

6 Large High Speed Centrifuge 1 Unit
Mis. Pakistan Scientific

S100AT4, S52ST & Eppendorf Himec Japan specifications of the tender documents. Hence, Recommended for 56 Dis-Qualified
Machine with Refrigeration Traders S120VT Technologies Co. Ltd. recommended by the technical committee for further 30 Marks I Points

Vevaluation of Marks I Points Score,
(SorvaliMx Plus)

50135648,
45583,45246,45306, Equipment quoted by the bidder meets the technical

6 Large High Speed Centrifuge 1 Unit
Mis. Sure Bio Diagnostics 45309,45539,45248,

Thermo Scientific
USA I Germany I specifications of the tender documents. Hence, Recommended for 71 Qualified

Machine with Refrigeration & Pharmace7/ 45321,45309,45886, Japan recommended by the technical committee for further 30 Marks I Points
45809,45810,45309, evaluation of Marks I Points Score. ..,.....
45594,45315,45593,
45246 45306& 45309

Equipment quoted by the bidder meets the technical
specifications of the tender documents. Although

Mis. Muslim Medical equipment is only CE Marked, however, accepted Recommended for
7 2 - 8 ·C Refrigerator 3 Units

Services
HYCD-282 Haier China with minor deviation considering the quality & past 25 Marks I Points 76 Qualified

/ performance of the equipment. Hence, recommended \..,./"by the technical committee for further evaluation of
1A",k. 'Pnint. "rm.,
Documents not attached with bid for the analysis I 0

7 2 - 8 ·C Refrigerator 3 Units Mis. Hospicare Systems MDF-MU339-PE Panasonic/PHCBI Japan evaluation of the offer. Hence, not recommended by Not Recommended Validmanufacturer's Dis-Qualified
the technical committee for further evaluation of (0 Marks I Points) authorizationnot attached
Marks I Points Score. by the bidder ...........
Country of origin is Turkey.
Offered equipment does not meet the required

8 - 20 ·C Freezer 3 Units Mis. AGBL Pakistan FR490 NUVE Turkey
country of origin or two Certificates criteria of the Not Recommended 0 Dis-Qualified
bidding documents. Hence, not recommended by the (0 Marks I Points)

~ technical committee for further evaluation of Marks I V
Points Score.

Country of origin is Korea.
Offered equipment does not meet the required

AAHE3212K I FMG-
country of origin or two Certificates criteria of the Not Recommended

8 - 20 ·C Freezer 3 Units Mis. U.M Enterprises
300

Jeio Tech Korea Korea bidding documents besides no satisfactory (0 Marks I Points) 0 Dis-Qualified
performance certificate attached with the offer.
Hence, not recommended by the technical committee \,./'

/7 for further evaluation of Marks I Points Score.

L~. .. G0a~ Page40

~ ~-\)
S. SHA~ HUSS~ .Dire." p"""m.m 1..(,' OR KARTAP.DAWAJIJ, M~Ii Shah
Procurement Directorate f'ro ·.Iir.e":hdnc~!l0r (UZ'!p/;/A

Dow University of Health sc,en~ilw University 91 'lr.aJtil Sciences • Director
Karachi Pfannlng& Development

Dow University of Health Sciences

Prof. Dr.MuhammadAslf Qureshi
MBBS (Dow). PhD (UK). MA (1ft)

Postdec {Germany) CHPE
Professor 01Pathology

Dow International MedicalCollege
Dow University 01Health Sciences.Karachi

Annexure -05

f8



RESPONSIVNESS TO MAJOR TECHNICAL SPECIFICATION BIDS (SECTION - V)
PROCUREMENT OF TEACHING & LAB. EQUIPMENT I INSTRUMENTS
NIT No. DUHS/DP/2021/154 Dated 28 August 2021

1 S b 1Technical Bids I Proposals opened on 6 eptem er202

Item Country of Remarks I Comments I Score for Total Marks I

No. Name of Equipment Qty. Name of Bidder Model Make Origin Recommendations Technical Points Score Findings
Specs agisnt Criteria

Country of origin is Turkey.
Offered equipment does not meet the required

Safety Cabinet (Class II) 2 Units Mis. AGBL Pakistan MN-120 NUVE Turkey
country of origin or two Certificates criteria of the Not Recommended 0 Dis-Qualified9 bidding documents. Hence, not recommended by the (0 Marks I Points)
technical committee for further evaluation of Marks I V
Points Score.
Country of origin is Singapore.
Offered equipment does not meet the required
country of origin or two Certificates criteria of

9 Safety Cabinet (Class II) 2 Units Mis. Scien Tec LA2-4A1-E Esco Singapore
the bidding documents. Past performance of the Not Recommended 0 Dis-Qualifiedbidder is not satisfactory for supplying the (0 Marks I POints)
ordered goods to DUHS. Hence, not \./"recommended by the technical committee for
further evaluation of Marks I Points Score.

BMB-II, Laminar 1.5
Offer is on C&F Basis Vis DDP Basis. Not Recommended

9 Safety Cabinet (Class II) 2 Units Mis. Digitronics Savy
Lamsysyem Germany Hence, not recommended by the technical committee (0 Marks I Points) 0 Dis-Qualified

for further evaluation of Marks I Points Score. <-:
Equipment quoted by the bidder meets the technical
specifications of the tender documents. Although
equipment is not FDJ,I.approved/JIS, however, Recommended for

9 Safety Cabinet (Class II) 2 Units Mis. HosPi7ems HR4011-A2 Haier China accepted with minor deviation considering the quality 25 Marks I Points 72 Qualified
& past performance of the equipment. Hence,
recommended by the technical committee for further ~
evaluation of Marks I Points Score.

MSC-Advantage Equipment quoted by the bidder meets the technical

9 Safety Cabinet (Class II) 2 Units
Mis. Sure Bio Diagnostics 51025411 + Thermo Scientific Germany

specifications of the tender documents. Hence, Recommended for 81 Qualified
& Pharmaceutical~ 51900912 + recommended by the technical committee for further 30 Marks I Points .....--

50109312 evaluation of Marks I Points Score.
Equipment quoted by the bidder meets the technical

1 Unit
Mis. Laboratory Scientific Direct Q 8 Merck Millipore France

specifications of the tender documents. Hence, Recommended for 30 Dis-Qualified10 De-ionizer Supplies recommended by the technical committee for further 30 Marks I Points
evaluation of Marks I Points Score. \/"
Equipment quoted by the bidder meets the technical 0

10 De-ionizer 1 Unit Mis. Hospicare Systems 08450 Stakpure Germany
specifications of the tender documents. Hence, Recommended for Validmanufacturer's

Dis-Qualifiedrecommended by the technical committee for further 30 Marks I Points authorizationnot attached
evaluation of Marks I Points Score. by the bidder ......-

Genepure
Equipment quoted by the bidder meets the technical

Mis. Sure Bio Diagnostics specifications of the tender documents. Hence, Recommended for
10 De-ionizer

/)
1 Unit

& Pharmace~15'
50131217 Thermo Scientific Sweden recommended by the technical committee for further 30 Marks I Points 71 Qualified
06.5068 evaluation of Marks I Points Score. ~
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Item Country of Remarks I Comments I Score for Total Marks I

No. Name of Equipment Qty. Name of Bidder Model Make Origin Recommendations Technical Points Score Findings
Specs agisnt Criteria

Equipment quoted by the bidder meets the technical
specifications of the tender documents. Although

Mis. Global Marketing
equipment is not FDA approved/J IS, however, Recommended for

11 Stereo Microscope 1 Unit Services
Leica S9i Leica Microsystems Singapore accepted with minor deviation considering the quality 25 Marks I Points 70 Qualified

-: & past performance of the equipment. Hence, c-:recommended by the technical committee for further
evaluation of Marks I Points Score.

Equipment quoted by the bidder meets the technical 0

11 Stereo Microscope 1 Unit Mis. Hospicare Systems SZX-16 Olympus Japan
specifications of the tender documents. Hence, Recommended for Validmanufacturers

Dis-Qualifiedrecommended by the technical committee for further 30 Marks I Points authorizationnot attached
evaluation of Marks I Points Score. bv the bidder c-:
Country of origin is Turkey.
Offered equipment does not meet the required

12 Shaking Water Bath 3 Units Mis. AGBL Pakistan ST-30 NUVE Turkey
country of origin or two Certificates criteria of the Not Recommended

0 Dis-Qualified
(Temperature Controlled) bidding documents. Hence, not recommended by the (0 Marks I Points)

technical committee for further evaluation of Marks I ../
Points Score.
Offer is on C&F Bas is Vis DDP Bas is.
Country of origin is Korea.

Shaking Water Bath
Offered equipment does not meet the required Not Recommended

12 (Temperature Controlled) 3 Units Mis. Digitronics LWBS-A11 Labtron U.K Korea country of origin or two Certificates criteria bes ides (0 Marks I Points) 0 Dis-Qualified
required technical specifications of the bidding ~documents. Hence, not recommended by the
technical committee.
Equipment quoted by the bidder meets the technical 0

12 Shaking Water Bath 3 Units Mis. Hospicare Systems WNB22 Memmert Germany
specifications of the tender documents. Hence, Recommended for Validmanufacturers Dis-Qualified

(Temperature Controlled) recommended by the technical committee for further 30 Marks I Points authorizationnot attached
evaluation of Marks I Points Score. ov the bidder I--""'"

TSSWB27 Equipment quoted by the bidder meets the technical
3161597,3166184,

12 Shaking Water Bath 3 Units
Mis. Sure Bio Diagnostics 3166185,3166216, Thermo Scientific USA

specifications of the tender documents. Hence, Recommended for
71 Qualified

(Temperature Controlled) & Pharmaceutic/ 3166221, 3166566,
recommended by the technical committee for further 30 Marks I Points

3166189 & 098246
evaluation of Marks IPoints Score. .._...-
Country of origin is Korea.
Offered equipment does not meet the required

Shaking Water Bath
country of origin or two Certificates criteria of the Not Recommended

12 3 Units Mis. U.M Enterprises AAH44112K1BS-11 Jeio Tech Korea Korea bidding documents besides no satisfactory 0 Dis-Qualified
(Temperature Controlled) performance certificate attached with the offer.

(0 Marks IPoints)

r7 Hence, not recommended by the technical committee <>for further evaluation of Marks IPoints Score.
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RESPONSIVNESS TO MAJOR TECHNICAL SPECIFICATION BIDS (SECTION· V)
PROCUREMENT OF TEACHING & LAB. EQUIPMENT /INSTRUMENTS
NIT No. DUHS/DP/2021/154 Dated 28 August 2021

hni I B'd I P I d 16 S t b 2021

Annexure -05

Tec mea I s roposa s opene on eptern er

Item Country of Remarks I Comments I Score for Total Marks I

No. Name of Equipment Qty. Name of Bidder Model Make Origin Recommendations Technical Points Score Findings, Specs agisnt Criteria
Offer is on C&F Basis Vis DDP Basis.
Country of origin is Korea.
Offered equipment does not meet the required Not Recommended

13 Large Tissue Homogenizer 1 Unit Mis. Digitronics LHHH-A11 Labtron U.K Korea country of origin or two Certificates criteria besides (0 Marks I Points) 0 Dis-Qualified
required technical specifications of the bidding
documents. Hence, not recommended by the ..._....
technical committee.
Brochure of quoted model not attached with bid to 0

13 Large Tissue Homogenizer 1 Unit Mis. Hospicare Systems PT 1200 E Kinametica Switzerland
analyse I evaluate the offer. Hence, not Not Recommended Validmanufacturers

Dis·Qualifiedrecommended by the technical committee for further (0 Marks I Points) authorizationnot attached
evaluation of Marks I Points Score. bv the bidder ~
Country of origin is Turkey.
Offered equipment does not meet the required

14 Water Distillation Chamber 2 Units Mis. AGBL Pakistan ND-12 NUVE Turkey
country of origin or two Certificates criteria of the Not Recommended 0 Dis-Qualified
bidding documents. Hence, not recommended by the (0 Marks I Points)
technical committee for further evaluation of Marks I -./
Points Score.
Equipment quoted by the bidder meets the technical

14 Water Distillation Chamber 2 Units
Mis. Laboratory Scientific Milli 0 107000 Merck Millipore France

specifications of the tender documents. Hence, Recommended for
30 Dis-Qualified

Supplies recommended by the technical committee for further 30 Marks I Points -...---
evaluation of Marks I Points Score.
Equipment quoted by the bidder meets the technical 0

14 Water Distillation Chamber 2 Units Mis. Hospicare Systems Puridest PD 8 R Lauda Germany
specifications of the tender documents. Hence, Recommended for Validmanufacturers Dis-Qualified
recommended by the technical committee for further 30 Marks I Points authorizationnot attached
evaluation of Marks I Points Score. bv the bidder ~
Offer is on C&F Basis Vis DDP Basis.
Country of origin is Korea.
Offered equipment does not meet the required Not Recommended

15 Ice Maker 1 Unit Mis. Digitronics LFIM-B21 Labtron U.K Korea country of origin or two Certificates criteria besides (0 Marks I Points) 0 Dis-Qualified
required technical specifications of the bidding ../
documents. Hence, not recommended by the
technical committee.
Equipment quoted by the bidder meets the technical 0

15 Ice Maker 1 Unit Mis. Hospicare Systems FIM140 Evermed Italy
specifications of the tender documents. Hence, Recommended for Validmanufacturers Dis-Qualified
recommended by the technical committee for further 30 Marks I Points authorizationnot attached

/7 evaluation of Marks I Points Score. bv the bidder c-:
K_

~
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RESPONSIVNESS TO MAJOR TECHNICAL SPECIFICATION BIDS (SECTION - V)
PROCUREMENT OF TEACHING & LAB. EQUIPMENT I INSTRUMENTS
NIT No. DUHS/DP/2021/154 Dated 28 August 2021
T hni I B'd I P I d 16 S t b 2021

Annexure -05"

ee mea I s roposa s opene on eptern er

Item Country of Remarks I Comments I Score for Total Marks I
Name of Equipment Qty. Name of Bidder Model Make Technical Points Score FindingsNo. Origin Recommendations Specs agisnt Criteria

Country of origin is Singapore.
Offered equipment does not meet the required

DNA/RNAIProtein Quantification 033239 Thermofisher Scientific
country of origin or two Certificates criteria besides

Not Recommended
16 System

2 Units Mis. H.A Shah & Sons Oubit'" USA
Singapore technical specificatons of Ihe bidding documents as

(0 Marks I Points) 0 Dis-Qualified
offered equipment based on fturoescent technology
instead of Spectophotometry. Hence, not '-""'"
recommended ov the lechnical committee.
Equipment quoted by the bidder meets the technical
specifications of the tender documents. Although

DNAIRNAIProtein Quantification Mis. Sure Bio Diagnostics Multiskan Sky High equipment is only CE Marked, however, accepted Recommended for
16 System

2 Units & Pharmaceuticals A51119600DPC Thermo Scientific Singapore with minor deviation considering the quality & past 25 Marks I Points 70 Qualified

~ performance of the equipment. Hence. recommended ..--by the technical committee for further evaluation of
M",ko I Prunts SICn,p

Proper details of quoted model and origin not

16
DNA/RNAIProtein Quantification 2 Units Mis. U.M Enterprises FG-NP01 Nippon Genetics Asia

attached with the bid to analyse I evaluate the offer. Not Recommended 0 Dis-Qualified
System Europe Hence, not recommended by the technical committee (0 Marks I Points)

for further evaluation of Marks I Points Score. <»:
Not recommended (no mention of being able to fit in 0

17 Tissue Homogenizer (Mini) 2 Units Mis. Hospicare Systems
Polytron®

Kinametica Switzerland
1.5mV2ml eppendrof tubes). Hence, not Not Recommended Validmanufacturers

Dis-QualifiedPT 1200 E recommended by the technical committee for further (0 Marks I Points) authorizationnot attached ~evaluation of Marks I Points Score. by Ihe bidder
Not recommended (no mention of being able to fit in

17 Tissue Homogenizer (Mini) 2 Units Mis. U.M Enterprises NG010
Nippon Genetics

China
1.5mV2ml eppendrof tubes). Hence, not Not Recommended

0 Dis-QualifiedEurope recommended by the technical committee for further (0 Marks I Points)
evaluation of Marks I Points Score. .._..",..

AM10027 Thermofisher Scientific Latvia
Equipment quoted by the bidder meets the technical

Recommended for
18 Magnetic Rack System 2 Units Mis. H.A Shah ~ /' specifications of the tender documents. Hence, 71 Qualified123210 USA UK recommended by the technical committee. 30 Marks I Points c-:

Equipment quoted by the bidder does not meet the
tender requirements as RFID feature is not available

19 Genetic Analyzer System 1 Unit
Mis. Analytical Measuring Genomel.ab= Sciex USA and Dyes are not as per required technical Not Recommended

0 Dis-Qualified
Systems (Pvt.) Ltd. specitications of the bidding documents. Hence, not (0 Marks I Points)

recommended by the technical committee for further V
evaluation of Marks I Points Score.

AB 3500 (4405673)
Equipment quoted by the bidder meets the technical

Thermofisher Scientific specifications of the tender documents. Hence, Recommended for
19 Genetic Analyzer System 1 Unit Mis. H.A S7ns 443764 ,4405778 &

USA
Japan recommended by the technical committee. 30 Marks I Points 73 Qualified

./]_ 4410228 UPS 2KVA to be supplied Locallv
v-
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ANNEXURE-6
TECHNICAL EVALUATIONREPORT

PROCUREMENT OF TEACIDNG & LAB. EQUIPMENT I INSTRUMENTS
IFBINIT No. DUHSIDP/20211154 dated 28 August 2021

BIDS OPENED ON 16 SEPTEMBER 2021 (Single Stage - Two Envelope Procedure)
NAME OF BIDDER: Mis. AGBL Pakistan

Remarksl
Findings

Average Annual
Turnover (Last 3 FYs)
6.1 6.2 6.3 6.4

Bonus Total
Points Marks
7.1

workshop Past Experience
Facility (last 5 Yrs.)
4.1 5.1

Product Int'l.
Certification
2.1 2.2 2.3

Conformity to
Purchaser's
1.1 1.2

Technical Staff
3.1 3.2 3.3
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ANNEXURE-6
TECHNICAL EVALUATIONREPORT

PROCUREMENT OF TEACHING & LAB. EQUIPMENT I INSTRUMENTS
IFBINIT No. DUHSIDP/20211~54 dated 28 August 2021

BIDS OPENED ON 16 SEPTEMBER 2021 (Single Stage - Two Envelope Procedure)
NAME OF BIDDER: MIs. Analytical Measurin2 Systems (pvt.) Ltd.

Remarks!
Findings

Average Annual
Turnover (Last 3 FYs)
6.1 6.2 6.3 6.4

Bonus Total
Points Marks
7.1

workshop Past Experience
Facility (last 5 Yrs.)
4.1 5.1

Product Int'!.
Certification
2.1 2.2 2.3

Conformity to
Purchaser's
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Technical Staff
3.1 3.2 3.3
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ANNEXURE-6
TECHNICAL EVALUATIONREPORT

PROCUREMENT OF TEACIllNG & LAB. EQUIPMENT / INSTRUMENTS
IFBINIT No. DUHSIDP/20211154 dated 28 August 2021

BIDS OPENED ON 16 SEPTEMBER 2021 (Single Stage - Two Envelope Procedure)
NAME OF BIDDER: MIs. Chemical House

Remarks/
Findings

Average Annual
Turnover (Last 3 FYs)
6.1 6.2 6.3 6.4

Bonus Total
Points Marks
7.1

workshop Past Experience
Facility (last 5 Yrs.)
4.1 5.1

Product Int'l.
Certification
2.1 2.2 2.3
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Purchaser's
1.1 1.2

Technical Staff
3.1 3.2 3.3
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ANNEXURE-6
TECHNICAL EVALUATION REPORT

PROCUREMENT OF TEACIllNG & LAB. EQUIPMENT / INSTRUMENTS
IFBINIT No. DUHSIDP/20211154 dated 28 August 2021

BIDS OPENED ON 16 SEPTEMBER 2021 (Single Stage - Two Envelope Procedure)
NAME OF BIDDER: Mis. Di2itronics

Remarks/
Findings

Bonus Total
Points Marks
7.1

Average Annual
Turnover (Last 3 FYs)
6.1 6.2 6.3 6.4

workshop Past Experience
Facility (last 5 Yrs.)
4.1 5.1

Conform ity to
Purchaser's
1.1 1.2

Product Int'l.
Certification
2.1 2.2 2.3

Technical Staff
3.1 3.2 3.3

»
0'o
r%
";;<:
;lJ

No
3

»
0'o
r%
";;<:
;lJ,_.
o
3

OJ
roo
:E
";;<:
;lJ,_.
o
3

OJGl_. -.
o 0.>3 0..
ro c
0..0.>_ ......
n ro
~m
~:::J
~ OQN _.

:::J3 ro
0.> ro

~ 3'

3 S
~.3
:::J-o...., -
c cu'
:::J :::J!4 .....
o :E
:J ;:;:_. ::r
~ 3
~ 5
ro -.
::::::0..ro ro
~ s.ro 0.>
0. !:!".~o

::::>

Model/
Cat. No.

..."
C

s:
no
3
"Q..
0:;'
;:;

c
VI»
..."
oo
0..
~
o-.c
OQ

»
0..
3

MakeName of
Item

Country
of

Origin

Item
No.

iiln.....
~.
<.0
W........
.1>0
N
<;
rn
rn
.Qsoo........nm....,
o-.
'""0ron:::;;;::;.

S
3
"0
iil::rro
:::J

'"~.
mx.....ro
:::J
0..ro
0..

~
0.>-.
OJ
:::J.....
-<

:E
;:j:
zr.....
::rro
iil
..0
s.
iil
0..

'""0ro
n
~
n
0.>
::!".
o
:::J

'"

_.- o·
:::J

o
:::J...., -.

o ro-. ro
ro <
0.> 0.>
n :::J::r .....-~~

0..C
"0 c

VI
1>
"T1
o»
U"1,_.
o~

.....o
U"1

'*'"c
S!.
ro
!4.....o

10o6 320 10530 25 4 2 4 47 4
o Dis-QualifiedRejected OFFER IS ON C&F BASIS vis. DDP BASISLGDS-A10 Labtron U.K Korea4 Gel Doc Complete

System
o Dis-QualifiedRejected OFFER IS ON C&F BASIS vis. DDP BASISLatg-A-ll Labtron U.K5 Conventional peR

(96 well plate based)
Korea

o Dis-QualifiedRejected OFFER IS ON C&F BASIS vis. DDP BASISBMB-II, Lamsysyem Germany
Laminar1.5

9 Safety Cabinet
(Class II)

o Dis-QualifiedRejected OFFER IS ON C&F BASIS vis. DDP BASISLWBS-All Labtron U.K Korea12 Shaking Water
Bath (Temp.

o Dis-QualifiedRejected OFFER IS ON C&F BASIS vis. DDP BASISLHHH-A11 Labtron U.K Korea13 Large Tissue
Homogenizer

o Dis-Qualified(/ Labtron U.K Korea Rejected OFFER IS ON C&F BASIS vis. DDP BASISLFIM-B2115 Ice Maker

~/7,,~hl nr~~Ali Shah
~,PhD (UKI,MA(IR)- Di ctor

Ptlsldec (Germany) CHPE Plannin Development
Professor 01Palhology Dow University of Health Sciences

Dow International Medical College .
_ ....... _••:0" ., u•• 1I11 sc,poces. Karachi

A ~.
--~-k..-'-;' ~ .....-~

Olr or un,
-r,,..r n"'"nt Dlrflc'" (1."

D~v "-



-, :~..

TECHNICAL EVALUATION REPORT
PROCUREMENT OF TEAClllNG & LAB. EQUIPMENT / INSTRUMENTS

IFBINIT No. DUHSIDP/20211154dated 28 August 2021
BIDS OPENED ON 16 SEPTEMBER 2021 (Single Stage - Two Envelope Procedure)

NAME OF BIDDER: Mis. Global Marketin:: Services
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TECHNICAL EVALUATIONREPORT
PROCUREMENT OF TEACHING & LAB. EQUIPMENT / INSTRUMENTS

IFBINIT No. DUHSIDP/20211154 dated 28 August 2021
BIDS OPENED ON 16 SEPTEMBER 2021 (Single Stage - Two Envelope Procedure)

NAME OF BIDDER: MIs. H.A Shah & Sons
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TECHNICAL EVALUATION REPORT
PROCUREMENT OF TEACHING & LAB. EQUIPMENT I INSTRUMENTS

IFBINIT No. DUBSIDP/20211154 dated 28 August 2021
BIDS OPENED ON 16 SEPTEMBER 2021 (Single Stage - Two Envelope Procedure)

NAME OF BIDDER: MIs. B.A Shah & Sons
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TECHNICAL EVALUATION REPORT
PROCUREMENT OF TEACIllNG & LAB. EQUIPMENT I INSTRUMENTS

IFBINIT No. DURSIDP/20211154 dated 28 August 2021
BIDS OPENED ON 16 SEPTEMBER 2021 (Single Stage - Two Envelope Procedure)

NAME OF BIDDER: Mis. Roora Pharma (pvt.) Ltd.
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TECHNICAL EVALVAnON REPORT
PROCUREMENT OF TEACHING & LAB. EQUIPMENT / INSTRUMENTS

IFBINIT No. DUHS/DP/20211154 dated 28 August 2021
BIDS OPENED ON 16 SEPTEMBER 2021 (Single Stage - Two Envelope Procedure)

NAME OF BIDDER: MIs. Hospicare Systems
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ANNEXURE-6
TECHNICAL EVALUATION REPORT

PROCUREMENT OF TEAClllNG & LAB. EQUIPMENT I INSTRUMENTS
IFBINIT No. DUHSIDP/20211154 dated 28 August 2021

BIDS OPENED ON 16 SEPTEMBER 2021 (Single Stage - Two Envelope Procedure)
NAME OF BIDDER: Mis. Hospicare Systems
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TECHNICAL EVALUATION REPORT
PROCUREMENT OF TEACHING & LAB. EQUIPMENT / INSTRUMENTS

IFBINIT No. DUHSfDP/20211154 dated 28 August 2021
BIDS OPENED ON 16 SEPTEMBER 2021 (Single Stage - Two Envelope Procedure)

NAME OF BIDDER: MIs. Laboratory Scientific Supplies
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TECHNICAL EVALUATION REPORT
PROCUREMENT OF TEAClllNG & LAB. EQUIPMENT I INSTRUMENTS

IFBINIT No. DUHS/DP/20211154 dated 28 August 2021
BIDS OPENED ON 16 SEPTEMBER 2021 (Single Stage - Two Envelope Procedure)
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ANNEXURE-6
TECHNICAL EVALUATION REPORT

PROCUREMENT OF TEACIDNG & LAB. EQUIPMENT I INSTRUMENTS
IFBINIT No. DUHSIDP/20211154 dated 28 August 2021

BIDS OPENED ON 16 SEPTEMBER 2021 (Single Stage - Two Envelope Procedure)
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TECHNICAL EVALUATIONREPORT
PROCUREMENT OF TEACIllNG & LAB. EQUIPMENT I INSTRUMENTS

IFBINIT No. DUHSIDP/20211154 dated 28 August 2021
BIDS OPENED ON 16 SEPTEMBER 2021 (Single Stage - Two Envelope Procedure)

NAME OF BIDDER: Mis. Scien Tec

ANNEXURE-6

Conformity to
Purchaser's
1.1 1.2

Product Int'l.
Certification
2.1 2.2 2.3

Technical Staff
3.1 3.2 3.3

""0
3

workshop Past Experience
Facility (last 5 Yrs.)
4.1 5.1

Average Annual
Turnover (Last 3 FYs)
6.1 6.2 6.3 6.4

o

Bonus Total
Points Marks
7.1

Remarksl
Findings

Item
No.

Name of
Item

Model I
Cat. No.

Singapore

Make Country
of

Origin

::E
;:;:
:T....
:T
ro
(il
.0s.
(il
0.
VI
""0ron::;;
r;'
OJ....o·~
VI

3 g
OJ 3
~ ""0- -c _.
~ OJ
~ ~o· ::E
:J ;=,:
Vi' zr
~ 3
~ 5ro ..,
=+:0.ro ro
~ s.
ro OJ
o, ~.~o ~

25

C
""0s
V1

*'VI
Cs:
ron........o

c
Vl»
"T1oo
0.

!20
~c
OQ

»
0.
3

2 4 4 5 20 10

»
0-

~
-c
A
::0
IVo
3_.=o~

Rejected Past Performance of the bidder is not satisfactory for supplying the ordered goods to PA.
6

_.=o~

3

_.--
o~

"T1..,
rore
Q.,
S
VI....
S
3
""0..,
ro
:T
ro~
VI
~.
m
~ro~
0.ro
0.

:z:
OJ..,
OJ
;:l.
-c

10

9 Safety Cabinet/? LA2-4Al-E
(Class II) ( /

/S.. .::....----
S(SHAFQAT HUSSAIN

Director Procurement
Procurement Directorate

Dow University of Health Sciences

Esco

"T1s,
.;:-
no
3
~,
OJ~....

30

~~
Prof. Dr. Muhammad Asif QureSI);

MBBS (Dpw), PhD (UK),MA(IRI
Posldec (Germanv) CHP£
Prolessor 01Palhology

Dow Inl~rnational Mcrlical College
DowUniverSity 01Heallr, SCiences,Karach.

o~

7 4 4

OJGlo ..,
3 ~
ro c
0. OJ_ .....
n ro
~m~ ~
~ OQ
IV ~
3 ro
OJ ro.., ..,
~ 3'

P~AliShah
trector

Planning& Development
Dow University of Health Sciences

""0 0..,mg_~
?\ n.... ro
(3 a.
N~

~~
~ ::0
~~
_0o c.., ..,
~ hl
9-Q'
::0.0
ro c
:8 ~c roM 0.
ro rom ~.o

ro ~.
!4a
~.
n
VI--

- ..,o ro.., ro
ro <
OJ OJ
n ~
:T ....-~

ro
0.

-

o Dis-Qualified

DI/IV !J1Il'2r~,ly uf t:..'J:·. ,_ ._ )...
Kilracr.i



ANNEXURE-6
TECHNICAL EVALUATION REPORT

PROCUREMENT OF TEACIllNG & LAB. EQUIPMENT I INSTRUMENTS
IFBINIT No. DUHSIDP/20211154 dated 28 August 2021

BIDS OPENED ON 16 SEPTEMBER 2021 (Single Stage - Two Envelope Procedure)
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TECHNICAL EVALUATIONREPORT
PROCUREMENT OF TEACIllNG & LAB. EQUIPMENT / INSTRUMENTS

IFBINIT No. DUHS/DP/20211154dated 28 August 2021
BIDS OPENED ON 16 SEPTEMBER 2021 (Single Stage - Two Envelope Procedure)
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TECHNICAL EVALUATION REPORT

PROCUREMENT OF TEACHING & LAB. EQUIPMENT / INSTRUMENTS
IFBIN IT No. DUHSIDP/20211154 dated 28 August 2021

BIDS OPENED ON 16 SEPTEMBER 2021 (Single Stage - Two Envelope Procedure)
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TECHNICAL EVALUATION REPORT
PROCUREMENT OF TEACBlNG & LAB. EQUIPMENT I INSTRUMENTS

IFBINIT No. DUHSIDP/20211154 dated 28 August 2021
BIDS OPENED ON 16 SEPTEMBER 2021 (Single Stage - Two Envelope Procedure)
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o Ois-Oualified

o Dls-Oualified

~~
PROF.DR. KARTAR0,1"" ~,

Pro Vice Chan"·'
Dow University o~ He,l: , . :~

Karachi
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TECHNICAL EVALUATION REPORT
PROCUREMENT OF TEACIDNG & LAB. EQUIPMENT / INSTRUMENTS

IFBINIT No. DUHS/DP/20211154 dated 28 August 2021
BIDS OPENED ON 16 SEPTEMBER 2021 (Single Stage - Two Envelope Procedure)

NAME OF BIDDER: Mis. U.M Enterprises
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12 Shaking Water AAH44112K/ Jeio Tech
Bath (Temperature BS-11 Korea
Controlled)

Quantification
System

16 DNA/RNA/Protein FG-NP01 Nippon
Genetics
Europe

17 Tissue
Homogeni~
(Mini) fI

L~ ~

;~" ~F~AT HUSSAIN
Director Procurernent

Prn~urement Directorate
Dow llruver Ity of Health S,;:er)l;C

NG010 Nippon
Genetics
Europe

Asia

China

Rejected

Rejected

p~~~~
MBBS (DDW), PhD (UK), MA (18)

Postdec iGarmany) CHPE
Profassor 01Pathology

Dow International Medical College
row University 01Health SCiences, Karachi

Pir ~i Shah CI\,
Dire or ~

Planning & Development
DowUniliersity of Health Science<

7 4 4

o Dis-Qualified

o Dis-Qualified

.*
PROF,D~DAWANI

Pro Vice Chancellor
DowUniversity of HealthScienc3~

Karachi


