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1 High Definition Video Gastroscope 

Adult

3 Endocare Olympus GIF-HQ190 Japan SGD 0.00 45,996.00 137,988.00 10,930,029.48 3 Technically Accpetable Resolution not 

mentioned in technical data
1 High Definition Video Gastroscope 

Adult

3 Endocare Olympus GIF-Q150 Japan SGD 0.00 20,400.00 61,200.00 4,847,652.00 1 Rejected, Not HD

1 High Definition Video Gastroscope 

Adult

3 Mediland 

Pakistan

Pentax EG-2990i Japan USD 0.00 20,000.00 60,000.00 5,898,000.00 2 Technically Acceptable

2 High Definition Video Gastroscope 

Peads

1 Endocare Olympus GIF-XP190N Japan SGD 0.00 46,500.00 46,500.00 3,683,265.00 3 Technically Accpetable Resolution not 

mentioned in technical data
2 High Definition Video Gastroscope 

Peads

1 Endocare Olympus GIF-XP150N Japan SGD 0.00 22,605.00 22,605.00 1,790,542.05 1 Rejected, Not HD

2 High Definition Video Gastroscope 

Peads

1 Mediland 

Pakistan

Pentax EG-1690K Japan USD 0.00 22,000.00 22,000.00 2,162,600.00 2 Technically Acceptable

3 High Definition Dual Channel 

Video Gastroscope

1 Endocare Olympus GIF-2TH180 Japan SGD 0.00 37,106.00 37,106.00 2,939,166.26 2 Technicaly Accpetable but it is HD 

Compatible, NBI Compatible
3 High Definition Dual Channel 

Video Gastroscope

1 Mediland 

Pakistan

Pentax EG-3890TK Japan USD 0.00 24,000.00 24,000.00 2,359,200.00 1 Technically Acceptable

4 High Definition Colono Video 

Scope Adult 

2 Endocare Olympus CF-HQ190L Japan SGD 0.00 53,137.00 106,274.00 8,417,963.54 3 Technically Accpetable Resolution not 

mentioned in technical data
4 High Definition Colono Video 

Scope Adult 

2 Endocare Olympus CF-Q150L Japan SGD 0.00 21,936.00 43,872.00 3,475,101.12 1 Rejected, Not HD

4 High Definition Colono Video 

Scope Adult 

2 Mediland 

Pakistan

Pentax EC-3890Li Japan USD 0.00 24,000.00 48,000.00 4,718,400.00 2 Technically Acceptable

5 High Definition Colono Video 

Scope Peads

1 Endocare Olympus PCF-PH190L Japan SGD 0.00 50,500.00 50,500.00 4,000,105.00 3 Technically Accpetable Resolution not 

mentioned in technical data
5 High Definition Colono Video 

Scope Peads

1 Endocare Olympus PCF-H180AL Japan SGD 0.00 45,278.00 45,278.00 3,586,470.38 2 Technically Acceptable

5 High Definition Colono Video 

Scope Peads

1 Mediland 

Pakistan

Pentax EC-3490Li Japan USD 0.00 26,000.00 26,000.00 2,555,800.00 1 Technically Acceptable

6 Flushing Pump for Colonoscopy 2 Endocare Olympus OFP-2 Japan SGD 0.00 4,500.00 9,000.00 712,890.00 2 Technically Acceptable

6 Flushing Pump for Colonoscopy 2 Mediland 

Pakistan

Pentax SA-P2 Japan USD 0.00 2,500.00 5,000.00 491,500.00 1 Technically Acceptable

7 High Definition (HD) Video 

Processor with Light Source

2 Endocare Olympus CV190 + CLV 190 Japan SGD 0.00 56,774.00 113,548.00 8,994,137.08 3 Technically Acceptable with clarification 

required. What is Analogue HDTV and 

Analogue SDTV outputs, resolution not 

mentioned in technical data, No 

progressive scanning, No Multimodal 

Image Enhancement technology, ZLAM 

mode, Auxilary Lamp Hallogen, not LED
7 High Definition (HD) Video 

Processor with Light Source

2 Endocare Olympus CV180 + CLV 180 Japan SGD 0.00 34,139.00 68,278.00 5,408,300.38 1 Rejected, No image enhancement 

technology
7 High Definition (HD) Video 

Processor with Light Source

2 Mediland 

Pakistan

Pentax EPK-i5000 Japan USD 0.00 31,000.00 62,000.00 6,094,600.00 2 Technically Acceptable

8 Mobile Workstation with Arm 2 Endocare Olympus WM-NP2 Japan SGD 0.00 9,100.00 18,200.00 1,441,622.00 3 Technically Acceptable

8 Mobile Workstation with Arm 2 Endocare Local Local Japan PRS 40,000 80,000.00 0.00 80,000.00 1 Technically Acceptable but local

8 Mobile Workstation with Arm 2 Mediland 

Pakistan

Pentax Classic Cart Japan USD 0.00 7,000.00 14,000.00 1,376,200.00 2 Technically Acceptable

9 High Definition Medical Grade 

LCD

2 Endocare Olympus 26" - SGD 0.00 19,300.00 38,600.00 3,057,506.00 4 Technically Acceptable

9 High Definition Medical Grade 

LCD

2 Endocare Sony 21"LMD-2110W Japan SGD 160,000 320,000.00 0.00 320,000.00 1 Rejected, Not Medical Grade LCD

9 High Definition Medical Grade 

LCD

2 Mediland 

Pakistan

NDS 26" Radiance G2 USA USD 0.00 9,000.00 18,000.00 1,769,400.00 3 Technically Acceptable

9 High Definition Medical Grade 

LCD

2 Mediland 

Pakistan

Sony 19" LMD-1951MD Japan USD 0.00 6,000.00 12,000.00 1,179,600.00 2 Technically Acceptable
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10 Maintenance unit for endoscope 2 Endocare Olympus MU-1 Japan SGD 0.00 2,200.00 4,400.00 348,524.00 2 Technically Acceptable

10 Maintenance unit for endoscope 2 Mediland 

Pakistan

Pentax Japan USD 0.00 1,000.00 2,000.00 196,600.00 1 Technically Acceptable

11 Suction Pump for endoscope 2 Endocare Olympus SSU-2 Japan SGD 0.00 2,400.00 4,800.00 380,208.00 2 Technically Acceptable

11 Suction Pump for endoscope 2 Mediland 

Pakistan

Ardo Senitor Lo Vacuum Switzerland USD 0.00 1,800.00 3,600.00 353,880.00 1 Technically Acceptable

12 Latest Digital Color Ultrasound 

Doppler System

1 Endocare Olympus EU-ME1 Japan SGD 0.00 77,701.00 77,701.00 6,154,696.21 3 Rejected, no Doppler Unit, Alpha 5, Alpha 

10 units are supplied by Olympus for their 

US Scopes, should have quoted those
12 Latest Digital Color Ultrasound 

Doppler System

1 Mediland 

Pakistan

Hitachi Avius Japan USD 0.00 82,000.00 82,000.00 8,060,600.00 4 Technically Acceptable

12 Latest Digital Color Ultrasound 

Doppler System

1 Mediquips Toshiba Aplio 400 Germany USD 0.00 55,700.00 55,700.00 5,475,310.00 2 Rejected, not compatibility with Ultrasound 

Flexible Scopes.
12 Latest Digital Color Ultrasound 

Doppler System

1 Shirazi Tading GE LogicP6 USA USD 0.00 46,350.00 46,350.00 4,556,205.00 1 Rejected, not compatibility with Ultrasound 

Flexible Scopes.
12 Latest Digital Color Ultrasound 

Doppler System

1 Siemens Siemens Acuson S2000 Germany USD 16,008,000 16,008,000.00 115,000.00 115,000.00 11,304,500.00 5 Rejected, not compatibility with Ultrasound 

Flexible Scopes.
13 Ultrasound Gastro Video Scope 

Radial

1 Endocare Olympus GF-UE160 Japan SGD 0.00 134,268.00 134,268.00 10,635,368.28 2 Technically Acceptable Screening 

Endoscopy not possible due to oblique 

view. There is no forward view. CCD Chip 

not on Tip
13 Ultrasound Gastro Video Scope 

Radial

1 Mediland 

Pakistan

Pentax EG-3670URK Japan USD 0.00 80,000.00 80,000.00 7,864,000.00 1 Technically Acceptable

14 Ultrasound Gastro Video Scope 

Linear

1 Endocare Olympus GF-UCT-180 Japan SGD 0.00 130,126.00 130,126.00 10,307,280.46 2 Technically Acceptable Screening 

Endoscopy not possible due to oblique 

view and no forward view. CCD Chip not on 

Tip (Gastro video scope) Elevator not 

avaiable
14 Ultrasound Gastro Video Scope 

Linear

1 Mediland 

Pakistan

Pentax EG-3870UTK Japan USD 0.00 80,000.00 80,000.00 7,864,000.00 1 Technically Acceptable

15 Endoscope Reprocessor 1 Endocare Olympus OER-AW Japan SGD 0.00 43,456.00 43,456.00 3,442,149.76 2 Technically Acceptable

15 Endoscope Reprocessor 1 Mediland 

Pakistan

Endo Technik Wash..Masterduo Germany USD 0.00 20,000.00 20,000.00 1,966,000.00 1 Technically Acceptable

16a REUSABLE Biopsy Forceps For 

Gastroscope x 5

5 Endocare Olympus FB-25K-1 Japan SGD 0.00 290.00 1,450.00 114,854.50 1 Technically Acceptable

16a REUSABLE Biopsy Forceps For 

Gastroscope x 5

5 Mediland 

Pakistan

Pentax KW2215S Japan USD 0.00 300.00 1,500.00 147,450.00 2 Technically Acceptable

16a REUSABLE Biopsy Forceps For 

Gastroscope x 5

5 Raditech Cook Medical GBF-1.8-160 USA PRS 35,600 178,000.00 0.00 178,000.00 3 Technically Acceptable

16b REUSABLE Biopsy Forceps For 

Colonoscope x 5

5 Endocare Olympus FB-24U-1 Japan SGD 0.00 395.00 1,975.00 156,439.75 2 Technically Acceptable

16b REUSABLE Biopsy Forceps For 

Colonoscope x 5

5 Mediland 

Pakistan

Pentax KW3122S Japan USD 0.00 280.00 1,400.00 137,620.00 1 Technically Acceptable

16b REUSABLE Biopsy Forceps For 

Colonoscope x 5

5 Raditech Cook Medical CBF-2.5-230 USA PRS 35,600 178,000.00 0.00 178,000.00 3 Technically Acceptable

16c REUSABLE Hot Biopsy Forceps  x 

5

5 Endocare Olympus FD-1U-1 Japan SGD 0.00 694.00 3,470.00 274,858.70 3 Technically Acceptable

16c REUSABLE Hot Biopsy Forceps  x 

5

5 Mediland 

Pakistan

Pentax DK2522 Japan USD 0.00 460.00 2,300.00 226,090.00 2 Technically Acceptable

16c REUSABLE Hot Biopsy Forceps  x 

5

5 Raditech Cook Medical HMF-2.5-230 USA PRS 37,300 186,500.00 0.00 186,500.00 1 Technically Acceptable

16d REUSABLE Grasping Forceps For 

Tripod for Colonoscope  x 5

5 Endocare Olympus FG-45U-1 Japan SGD 0.00 641.00 3,205.00 253,868.05 3 Technically Acceptable

16d REUSABLE Grasping Forceps For 

Tripod for Colonoscope  x 5

5 Mediland 

Pakistan

Pentax GB2222L1 Japan USD 0.00 280.00 1,400.00 137,620.00 2 Technically Acceptable

16d REUSABLE Grasping Forceps For 

Tripod for Colonoscope  x 5

5 Raditech Cook Medical CGF-1-240 USA PRS 13,500 67,500.00 0.00 67,500.00 1 Technically Acceptable
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16e REUSABLE Rotatable Grasping 

Forceps Rat Tooth with Alligatow 

Jaw for Gastroscope x 5

5 Endocare Olympus FG-47-L1 Japan SGD 0.00 891.00 4,455.00 352,880.55 3 Technically Acceptable

16e REUSABLE Rotatable Grasping 

Forceps Rat Tooth with Alligatow 

Jaw for Gastroscope x 5

5 Mediland 

Pakistan

Pentax KA2215S Japan USD 0.00 300.00 1,500.00 147,450.00 1 Technically Acceptable

16e REUSABLE Rotatable Grasping 

Forceps Rat Tooth with Alligatow 

Jaw for Gastroscope x 5

5 Raditech Cook Medical RTF-1.8-160 USA PRS 35,600 178,000.00 0.00 178,000.00 2 Technically Acceptable

16f REUSABLE Snare For Gastroscope 

x 5

5 Endocare Olympus SD-9L-1 Japan SGD 0.00 570.00 2,850.00 225,748.50 2 Technically Acceptable

16f REUSABLE Snare For Gastroscope 

x 5

5 Mediland 

Pakistan

Pentax DT2116S Japan USD 0.00 560.00 2,800.00 275,240.00 3 Technically Acceptable

16f REUSABLE Snare For Gastroscope 

x 5

5 Raditech Cook Medical AS-1-S USA PRS 2,500.00 12,500.00 0.00 12,500.00 1 Technically Acceptable

16g REUSABLE Snare For Colonoscope    

x 5

5 Endocare Olympus SD-9U-1 Japan SGD 0.00 570.00 2,850.00 225,748.50 2 Technically Acceptable

16g REUSABLE Snare For Colonoscope    

x 5

5 Mediland 

Pakistan

Pentax DT2721S Japan USD 0.00 560.00 2,800.00 275,240.00 3 Technically Acceptable

16g REUSABLE Snare For Colonoscope    

x 5

5 Raditech Cook Medical SAS-1-S USA PRS 2,500.00 12,500.00 0.00 12,500.00 1 Technically Acceptable

16h REUSABLE Heat Probe for 

Colonoscope x 2

2 Endocare Olympus CD-110U Japan SGD 0.00 1,244.00 2,488.00 197,074.48 3 Technically Acceptable

16h REUSABLE Heat Probe for 

Colonoscope x 2

2 Mediland 

Pakistan

ERBE 83394 AC-VCA Germany USD 0.00 250.00 500.00 49,150.00 2 Technically Acceptable

16h REUSABLE Heat Probe for 

Colonoscope x 2

2 Raditech Cook Medical BCP-7A USA PRS 23,000.00 46,000.00 0.00 46,000.00 1 Technically Acceptable

16i REUSABLE Sclerothrapy Needle x 2 1 Endocare Olympus NM-200L-0421 Japan SGD 0.00 50.00 50.00 3,960.50 3 Technically Acceptable

16i REUSABLE Sclerothrapy Needle x 2 2 Mediland 

Pakistan

Pentax NS2215-2304 Japan USD 0.00 200.00 400.00 39,320.00 2 Technically Acceptable

16i REUSABLE Sclerothrapy Needle x 2 2 Raditech Cook Medical LDVI-23-MH USA PRS 3,600.00 7,200.00 0.00 7,200.00 1 Technically Acceptable

16j REUSABLE Mucostom x 2 2 Mediland 

Pakistan

Pentax DP-D2622 Japan USD 0.00 350.00 700.00 68,810.00 1 Technically Acceptable

16k REUSABLE Swan Blade x 1 1 Mediland 

Pakistan

Pentax DC-D2618 Japan USD 0.00 350.00 350.00 34,405.00 1 Technically Acceptable

16l REUSABLE K-Snare x 2 2 Mediland 

Pakistan

Pentax DO-D2622 Japan USD 0.00 350.00 700.00 68,810.00 1 Technically Acceptable

16m REUSABLE Hemostasis Clip / 

Needle x 1

1 Endocare Olympus HX-110QR Japan SGD 0.00 1,989.00 1,989.00 157,548.69 2 Technically Acceptable

16m REUSABLE Hemostasis Clip / 

Needle x 1

1 Mediland 

Pakistan

Pentax H-S 2522 Japan USD 0.00 350.00 350.00 34,405.00 1 Technically Acceptable

16n REUSABLE Polyp Retrieval Basket 

x 2

2 Endocare Olympus FG-16U-1 Japan SGD 0.00 341.00 682.00 54,021.22 1 Technically Acceptable

16n REUSABLE Polyp Retrieval Basket 

x 2

2 Mediland 

Pakistan

Pentax GB2222L1 Japan USD 0.00 300.00 600.00 58,980.00 2 Technically Acceptable

16n REUSABLE Polyp Retrieval Basket 

x 2

2 Raditech Cook Medical MPB-2X4-8 USA PRS 32,000.00 64,000.00 0.00 64,000.00 3 Technically Acceptable

16o REUSABLE Polytome Forceps with 

3 round end x 1

1 Mediland 

Pakistan

Pentax GV2222S Japan USD 0.00 300.00 300.00 29,490.00 1 Technically Acceptable

16p Baloon for US scopes x 15 15 Endocare Olympus MH-303 / MAJ-213 (Box of 

20)

Japan SGD 0.00 1,248.00 18,720.00 1,482,811.20 2 Technically Acceptable

16p Baloon for US scopes x 15 15 Mediland 

Pakistan

Pentax OE-A52 (Box of 20) Japan USD 0.00 31.00 465.00 45,709.50 1 Technically Acceptable

16q REUSABLE FNA Needle x 1 1 Endocare Olympus NA200H-8022 USA SGD 0.00 251.00 251.00 19,881.71 2 Technically Acceptable

16q REUSABLE FNA Needle x 1 1 Mediland 

Pakistan

Cook Medical Echo-1-22 USA USD 0.00 500.00 500.00 49,150.00 3 Technically Acceptable

16q REUSABLE FNA Needle x 1 1 Raditech Cook Medical EUSN-1 USA PRS 17,000.00 17,000.00 0.00 17,000.00 1 Technically Acceptable
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17 DIGITAL RADIOGRAPHY 

FLOUROSCOPY SYSTEM WITH 

FLAT PANNEL DETECTOR

1 Bios Stephanix Evidence Dream France Euro 29,450,000 29,450,000.00 223,000.00 223,000.00 28,209,500.00 Item Dropped

17 DIGITAL RADIOGRAPHY 

FLOUROSCOPY SYSTEM WITH 

FLAT PANNEL DETECTOR

1 Endocare BMI BRG-100RF Italy Euro 0.00 129,500.00 129,500.00 16,381,750.00 Item Dropped

17 DIGITAL RADIOGRAPHY 

FLOUROSCOPY SYSTEM WITH 

FLAT PANNEL DETECTOR

1 Mediquips Toshiba ZEXIRA DREX-ZX80/E5FPD Japan USD 0.00 366,568.00 366,568.00 36,033,634.40 Item Dropped

17 DIGITAL RADIOGRAPHY 

FLOUROSCOPY SYSTEM WITH 

FLAT PANNEL DETECTOR

1 Raditech Hitachi Exavista Japan USD 0.00 372,200.00 372,200.00 36,587,260.00 Item Dropped

17 DIGITAL RADIOGRAPHY 

FLOUROSCOPY SYSTEM WITH 

FLAT PANNEL DETECTOR

1 Shirazi Tading Stephanix D2RS France USD 0.00 387,000.00 387,000.00 38,042,100.00 Item Dropped

17 DIGITAL RADIOGRAPHY 

FLOUROSCOPY SYSTEM WITH 

FLAT PANNEL DETECTOR

1 Siemens Siemens Luminos dRF Excel Germany USD 45,356,000 45,356,000.00 295,000.00 295,000.00 28,998,500.00 Item Dropped

17 DIGITAL RADIOGRAPHY 

FLOUROSCOPY SYSTEM WITH 

FLAT PANNEL DETECTOR

1 Technology 

Links

Shimadzu Flexavision F3 DB Japan USD 0.00 260,000.00 260,000.00 25,558,000.00 Item Dropped


