
S# Parameters / Sub-Parameters Marks

Colour Doppler 

Ultrasound - 

Philips ClearVue 

650 - Holland

Angiography 

Machine - Philips 

Allura Centron - 

Holland

Portable Echo 

with TEE - 

Philips  CX50 

Compact 

Extream - 

Holland

A. PRODUCT EVALUATION 50

1 Conformity to the Purchaser's Specifications 25

Fully compliant with the required specifications 25 25 25 25

Compliant with minor deviation (up to 10% subject to main function is not 

effected)

20

2 Product Certification 15

Food and Drug Administration (FDA) 510K and European Community (CE) 

MDD or Japan Industrial Standard (JIS)

15 15 15 15

 European Community (CE) MDD and Japan Industrial Standard (JIS) 14

Food and Drug Administration (FDA) 510K 8

European Community (CE) MDD 7

Japan Industrial Standard (JIS) 7

3 Product global acceptability / performance 10

World wide satisfactory performance certificates from the medical 

institutions (other than Pakistan) (1.5 marks for each certificate upto 

maximum 8) verified by the relevant countries

10 10 10 10

B. FIRM EVALUATION 50

4 Legal Requirement 6

Authorization Certificate 2 2 2 2

Partnership Deed with manufacturer 2

Taxation Certificate (NTN and GST) 2 2 2 2

5 Technical Staff 14

Simple Technician  (minimum two) 3

Diploma Engineers (minimum two) 3 2 2 2

Graduate Engineers (For High Tech / Critical equipment Graduate 

Engineer of relevant field is mandatory for each product)

5 5 5 5

MSc / PhD qualification/Foreign training 3 1 1 1

6 Networking and Training 8

Networking setup across Pakistan (1 mark for each setup upto maximum 

6)

6 2 2 2

Certificate to the affect that the firm will provide training in the use of 

equipment to the relevant technical staff. Training plan must be attached 

with certificate

2

7 Testing & Calibration Equipment 4

List of tools , testing equipment and calibration equipment relevant to the 

product

2 2 2 2

Spare Parts readily availability (Inventory list) 2 1 1 1

8 Past Experience / Performance 4

Satisfactory performance certificate  for the quoted equipment  from the 

medical institutions within Pakistan (1 mark for each certificate upto 

maximum 4)

4

9 Financial Status 6

Bank Certificate 2 2 2 2

Last year verified Balance Sheet 2 2 2 2

Yearly turn-over of over 100 Million 2 2 2 2

10 Bonus points 8

Special features 2

Warranty period extension free of cost (the firm offered greater period will 

get the marks) warranty must be from original manufacturer

2

Comparative Running Cost (consumeables / reagents / replacement parts 2

Post warranty maintenance contract, including service and parts, rates 

(companies to offer precentage (%) of the contract value in the technical 

bid. The lowest will get the full marks. The rates must come from the 

original manufacturer 

2 2 2 2

100 75 75 75

QUALIFIED QUALIFIED QUALIFIED

TOTAL POINT SCORE (A+B)

MARKS (Minimum 70 marks are required to Technically qualify

TECHNICAL EVALUATION REPORT

PROCUREMENT OF MEDICAL / HOSPITAL EQUIPMENT

IFB NO. DUHS/P&D/2013/5480 --- TECHNICAL BIDS OPENED ON 15 JANUARY 2014

M/S. ALLMED SOLUTIONS
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S# Parameters / Sub-Parameters Marks

Colour Doppler 

Ultrasound - GE 

Logic P6 - Korea

Colour Doppler 

Ultrasound - GE 

Logic F8 - China

Colour 

Doppler 

Ultrasound - 

GE Voluson 

S6 - Korea

A. PRODUCT EVALUATION 50

1 Conformity to the Purchaser's Specifications 25

Fully compliant with the required specifications 25 25

Compliant with minor deviation (up to 10% subject to main function is not 

effected)

20 16 16

2 Product Certification 15

Food and Drug Administration (FDA) 510K and European Community (CE) 

MDD or Japan Industrial Standard (JIS)

15 15 15

 European Community (CE) MDD and Japan Industrial Standard (JIS) 14

Food and Drug Administration (FDA) 510K 8

European Community (CE) MDD 7 7

Japan Industrial Standard (JIS) 7

3 Product global acceptability / performance 10

World wide satisfactory performance certificates from the medical 

institutions (other than Pakistan) (1.5 marks for each certificate upto 

maximum 8) verified by the relevant countries

10 10 10 10

B. FIRM EVALUATION 50

4 Legal Requirement 6

Authorization Certificate 2 2 2 2

Partnership Deed with manufacturer 2

Taxation Certificate (NTN and GST) 2 2 2 2

5 Technical Staff 14

Simple Technician  (minimum two) 3

Diploma Engineers (minimum two) 3 2 2 2

Graduate Engineers (For High Tech / Critical equipment Graduate 

Engineer of relevant field is mandatory for each product)

5 5 5 5

MSc / PhD qualification/Foreign training 3 1 1 1

6 Networking and Training 8

Networking setup across Pakistan (1 mark for each setup upto maximum 

6)

6 4 4 4

Certificate to the affect that the firm will provide training in the use of 

equipment to the relevant technical staff. Training plan must be attached 

with certificate

2

7 Testing & Calibration Equipment 4

List of tools , testing equipment and calibration equipment relevant to the 

product

2 2 2 2

Spare Parts readily availability (Inventory list) 2 1 1 1

8 Past Experience / Performance 4

Satisfactory performance certificate  for the quoted equipment  from the 

medical institutions within Pakistan (1 mark for each certificate upto 

maximum 4)

4

9 Financial Status 6

Bank Certificate 2 2 2 2

Last year verified Balance Sheet 2 2 2 2

Yearly turn-over of over 100 Million 2 2 2 2

10 Bonus points 8

Special features 2

Warranty period extension free of cost (the firm offered greater period will 

get the marks) warranty must be from original manufacturer

2

Comparative Running Cost (consumeables / reagents / replacement parts 2

Post warranty maintenance contract, including service and parts, rates 

(companies to offer precentage (%) of the contract value in the technical 

bid. The lowest will get the full marks. The rates must come from the 

original manufacturer 

2 2 2 2

100 68 60 77

DIS-QUALIFIED QUALIFIED QUALIFIED

TOTAL POINT SCORE (A+B)

MARKS (Minimum 70 marks are required to Technically qualify

TECHNICAL EVALUATION REPORT

PROCUREMENT OF MEDICAL / HOSPITAL EQUIPMENT

IFB NO. DUHS/P&D/2013/5480 --- TECHNICAL BIDS OPENED ON 15 JANUARY 2014

M/S. SHIRAZI TRADING CO. (PVT.) LTD.

Monitor Size 17" 
against 19" 
internal hard 
drive 160GB 
against 500 GB, 
no endoviginal 

No endoviginal 
4D 
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S# Parameters / Sub-Parameters Marks

Angiography - 

GE Innova 

2100IQ - USA

Angiography - 

GE Optima CL 

323i - USA

Angiography - 

GE Innova IGS 

530 - USA

A. PRODUCT EVALUATION 50

1 Conformity to the Purchaser's Specifications 25

Fully compliant with the required specifications 25 25 25 25

Compliant with minor deviation (up to 10% subject to main function is not 

effected)

20

2 Product Certification 15

Food and Drug Administration (FDA) 510K and European Community (CE) 

MDD or Japan Industrial Standard (JIS)

15 15 15 15

 European Community (CE) MDD and Japan Industrial Standard (JIS) 14

Food and Drug Administration (FDA) 510K 8

European Community (CE) MDD 7

Japan Industrial Standard (JIS) 7

3 Product global acceptability / performance 10

World wide satisfactory performance certificates from the medical 

institutions (other than Pakistan) (1.5 marks for each certificate upto 

maximum 8) verified by the relevant countries

10 10 10 10

B. FIRM EVALUATION 50

4 Legal Requirement 6

Authorization Certificate 2 2 2 2

Partnership Deed with manufacturer 2

Taxation Certificate (NTN and GST) 2 2 2 2

5 Technical Staff 14

Simple Technician  (minimum two) 3

Diploma Engineers (minimum two) 3 2 2 2

Graduate Engineers (For High Tech / Critical equipment Graduate 

Engineer of relevant field is mandatory for each product)

5 5 5 5

MSc / PhD qualification/Foreign training 3 1 1 1

6 Networking and Training 8

Networking setup across Pakistan (1 mark for each setup upto maximum 

6)

6 4 4 4

Certificate to the affect that the firm will provide training in the use of 

equipment to the relevant technical staff. Training plan must be attached 

with certificate

2

7 Testing & Calibration Equipment 4

List of tools , testing equipment and calibration equipment relevant to the 

product

2 2 2 2

Spare Parts readily availability (Inventory list) 2 1 1 1

8 Past Experience / Performance 4

Satisfactory performance certificate  for the quoted equipment  from the 

medical institutions within Pakistan (1 mark for each certificate upto 

maximum 4)

4

9 Financial Status 6

Bank Certificate 2 2 2 2

Last year verified Balance Sheet 2 2 2 2

Yearly turn-over of over 100 Million 2 2 2 2

10 Bonus points 8

Special features 2

Warranty period extension free of cost (the firm offered greater period will 

get the marks) warranty must be from original manufacturer

2

Comparative Running Cost (consumeables / reagents / replacement parts 2

Post warranty maintenance contract, including service and parts, rates 

(companies to offer precentage (%) of the contract value in the technical 

bid. The lowest will get the full marks. The rates must come from the 

original manufacturer 

2 2 2 2

100 77 77 77

QUALIFIED QUALIFIED QUALIFIEDMARKS (Minimum 70 marks are required to Technically qualify

TECHNICAL EVALUATION REPORT

PROCUREMENT OF MEDICAL / HOSPITAL EQUIPMENT

IFB NO. DUHS/P&D/2013/5480 --- TECHNICAL BIDS OPENED ON 15 JANUARY 2014

M/S. SHIRAZI TRADING CO. (PVT.) LTD.

TOTAL POINT SCORE (A+B)
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S# Parameters / Sub-Parameters Marks

Portable Echo 

with TEE - GE 

Vivid e B12  - 

Norway

Hemodynamic 

Monitoring 

System - GE 

Maclab - USA

Portable Echo 

with TEE - GE 

Vivid q  - Norway

A. PRODUCT EVALUATION 50

1 Conformity to the Purchaser's Specifications 25

Fully compliant with the required specifications 25 25 25 25

Compliant with minor deviation (up to 10% subject to main function is not 

effected)

20

2 Product Certification 15

Food and Drug Administration (FDA) 510K and European Community (CE) 

MDD or Japan Industrial Standard (JIS)

15 15 15 15

 European Community (CE) MDD and Japan Industrial Standard (JIS) 14

Food and Drug Administration (FDA) 510K 8

European Community (CE) MDD 7

Japan Industrial Standard (JIS) 7

3 Product global acceptability / performance 10

World wide satisfactory performance certificates from the medical 

institutions (other than Pakistan) (1.5 marks for each certificate upto 

maximum 8) verified by the relevant countries

10 10 10 10

B. FIRM EVALUATION 50

4 Legal Requirement 6

Authorization Certificate 2 2 2 2

Partnership Deed with manufacturer 2

Taxation Certificate (NTN and GST) 2 2 2 2

5 Technical Staff 14

Simple Technician  (minimum two) 3

Diploma Engineers (minimum two) 3 2 2 2

Graduate Engineers (For High Tech / Critical equipment Graduate 

Engineer of relevant field is mandatory for each product)

5 5 5 5

MSc / PhD qualification/Foreign training 3 1 1 1

6 Networking and Training 8

Networking setup across Pakistan (1 mark for each setup upto maximum 

6)

6 2 2 2

Certificate to the affect that the firm will provide training in the use of 

equipment to the relevant technical staff. Training plan must be attached 

with certificate

2

7 Testing & Calibration Equipment 4

List of tools , testing equipment and calibration equipment relevant to the 

product

2 2 2 2

Spare Parts readily availability (Inventory list) 2 1 1 1

8 Past Experience / Performance 4

Satisfactory performance certificate  for the quoted equipment  from the 

medical institutions within Pakistan (1 mark for each certificate upto 

maximum 4)

4

9 Financial Status 6

Bank Certificate 2 2 2 2

Last year verified Balance Sheet 2 2 2 2

Yearly turn-over of over 100 Million 2 2 2 2

10 Bonus points 8

Special features 2

Warranty period extension free of cost (the firm offered greater period will 

get the marks) warranty must be from original manufacturer

2

Comparative Running Cost (consumeables / reagents / replacement parts 2

Post warranty maintenance contract, including service and parts, rates 

(companies to offer precentage (%) of the contract value in the technical 

bid. The lowest will get the full marks. The rates must come from the 

original manufacturer 

2 2 2 2

100 75 75 75

QUALIFIED QUALIFIED QUALIFIEDMARKS (Minimum 70 marks are required to Technically qualify

TECHNICAL EVALUATION REPORT

PROCUREMENT OF MEDICAL / HOSPITAL EQUIPMENT

IFB NO. DUHS/P&D/2013/5480 --- TECHNICAL BIDS OPENED ON 15 JANUARY 2014

M/S. SHIRAZI TRADING CO. (PVT.) LTD.

TOTAL POINT SCORE (A+B)
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S# Parameters / Sub-Parameters Marks

EEG Machine - 

Nihan Kohden 32 

Channel 

Neurofax 1200K 

Japan

Special Bed With 

Pressure Mattress - 

Paramount Beds 

Qualitas B - Japan

Colour Doppler 

Ultrasound - 

Toshiba Xario 

100 - Japan

A. PRODUCT EVALUATION 50

1 Conformity to the Purchaser's Specifications 25

Fully compliant with the required specifications 25 25 25

Compliant with minor deviation (up to 10% subject to main function is not 

effected)

20 15

2 Product Certification 15

Food and Drug Administration (FDA) 510K and European Community (CE) 

MDD or Japan Industrial Standard (JIS)

15 15 15 15

 European Community (CE) MDD and Japan Industrial Standard (JIS) 14

Food and Drug Administration (FDA) 510K 8

European Community (CE) MDD 7

Japan Industrial Standard (JIS) 7

3 Product global acceptability / performance 10

World wide satisfactory performance certificates from the medical 

institutions (other than Pakistan) (1.5 marks for each certificate upto 

maximum 8) verified by the relevant countries

10 10 10 10

B. FIRM EVALUATION 50

4 Legal Requirement 6

Authorization Certificate 2 2 2 2

Partnership Deed with manufacturer 2

Taxation Certificate (NTN and GST) 2 2 2 2

5 Technical Staff 14

Simple Technician  (minimum two) 3

Diploma Engineers (minimum two) 3 2 2 2

Graduate Engineers (For High Tech / Critical equipment Graduate 

Engineer of relevant field is mandatory for each product)

5 5 5 5

MSc / PhD qualification/Foreign training 3 1 1 1

6 Networking and Training 8

Networking setup across Pakistan (1 mark for each setup upto maximum 

6)

6 6 6 6

Certificate to the affect that the firm will provide training in the use of 

equipment to the relevant technical staff. Training plan must be attached 

with certificate

2

7 Testing & Calibration Equipment 4

List of tools , testing equipment and calibration equipment relevant to the 

product

2 2 2 2

Spare Parts readily availability (Inventory list) 2 1 1 1

8 Past Experience / Performance 4

Satisfactory performance certificate  for the quoted equipment  from the medical 

institutions within Pakistan (1 mark for each certificate upto maximum 4)
4

9 Financial Status 6

Bank Certificate 2 2 2 2

Last year verified Balance Sheet 2 2 2 2

Yearly turn-over of over 100 Million 2 2 2 2

10 Bonus points 8

Special features 2

Warranty period extension free of cost (the firm offered greater period will 

get the marks) warranty must be from original manufacturer

2

Comparative Running Cost (consumeables / reagents / replacement parts 2
Post warranty maintenance contract, including service and parts, rates (companies 

to offer precentage (%) of the contract value in the technical bid. The lowest will 

get the full marks. The rates must come from the original manufacturer 

2 2 2 2

100 79 79 69

QUALIFIED QUALIFIED DIS-QUALIFIED

TOTAL POINT SCORE (A+B)

MARKS (Minimum 70 marks are required to Technically qualify

TECHNICAL EVALUATION REPORT

PROCUREMENT OF MEDICAL / HOSPITAL EQUIPMENT

IFB NO. DUHS/P&D/2013/5480 --- TECHNICAL BIDS OPENED ON 15 JANUARY 2014

M/S. MEDEQUIPS S.M.C

Less processing 
channel data sheet 
silent of number of 
channels, Dynamic 
range, No 
Endovegical 4D, 
Max Depth Limited 
to one transducer 
only,  
 

Acceptable with 
64 channel 
module 
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S# Parameters / Sub-Parameters Marks

Colour Doppler 

Ultrasound - 

Toshiba Aplio 

300 - Japan

Angiography - 

Toshiba Infx-

8000F - Japan

Angiography - 

Toshiba Infx-

8000V - Japan

A. PRODUCT EVALUATION 50

1 Conformity to the Purchaser's Specifications 25

Fully compliant with the required specifications 25 25 25

Compliant with minor deviation (up to 10% subject to main function is not 

effected)

20 15

2 Product Certification 15

Food and Drug Administration (FDA) 510K and European Community (CE) 

MDD or Japan Industrial Standard (JIS)

15 15 15 15

 European Community (CE) MDD and Japan Industrial Standard (JIS) 14

Food and Drug Administration (FDA) 510K 8

European Community (CE) MDD 7

Japan Industrial Standard (JIS) 7

3 Product global acceptability / performance 10

World wide satisfactory performance certificates from the medical 

institutions (other than Pakistan) (1.5 marks for each certificate upto 

maximum 8) verified by the relevant countries

10 10 10 10

B. FIRM EVALUATION 50

4 Legal Requirement 6

Authorization Certificate 2 2 2 2

Partnership Deed with manufacturer 2

Taxation Certificate (NTN and GST) 2 2 2 2

5 Technical Staff 14

Simple Technician  (minimum two) 3

Diploma Engineers (minimum two) 3 2 2 2

Graduate Engineers (For High Tech / Critical equipment Graduate 

Engineer of relevant field is mandatory for each product)

5 5 5 5

MSc / PhD qualification/Foreign training 3 1 1 1

6 Networking and Training 8

Networking setup across Pakistan (1 mark for each setup upto maximum 

6)

6 2 2 2

Certificate to the affect that the firm will provide training in the use of 

equipment to the relevant technical staff. Training plan must be attached 

with certificate

2

7 Testing & Calibration Equipment 4

List of tools , testing equipment and calibration equipment relevant to the 

product

2 2 2 2

Spare Parts readily availability (Inventory list) 2 1 1 1

8 Past Experience / Performance 4

Satisfactory performance certificate  for the quoted equipment  from the 

medical institutions within Pakistan (1 mark for each certificate upto 

maximum 4)

4

9 Financial Status 6

Bank Certificate 2 2 2 2

Last year verified Balance Sheet 2 2 2 2

Yearly turn-over of over 100 Million 2 2 2 2

10 Bonus points 8

Special features 2

Warranty period extension free of cost (the firm offered greater period will 

get the marks) warranty must be from original manufacturer

2

Comparative Running Cost (consumeables / reagents / replacement parts 2

Post warranty maintenance contract, including service and parts, rates 

(companies to offer precentage (%) of the contract value in the technical 

bid. The lowest will get the full marks. The rates must come from the 

original manufacturer 

2 2 2 2

100 75 65 75

QUALIFIED DIS-QUALIFIED QUALIFIEDMARKS (Minimum 70 marks are required to Technically qualify

TECHNICAL EVALUATION REPORT

PROCUREMENT OF MEDICAL / HOSPITAL EQUIPMENT

IFB NO. DUHS/P&D/2013/5480 --- TECHNICAL BIDS OPENED ON 15 JANUARY 2014

M/S. MEDEQUIPS S.M.C

TOTAL POINT SCORE (A+B)

Tube heat 
dissipation Low 
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S# Parameters / Sub-Parameters Marks

Portable Echo 

with TEE - 

Toshiba Aplio 

300 - Japan

Hemodynamic 

Monitoring 

System - Fysicon 

Qyniti Q - 

Netherlands 

A. PRODUCT EVALUATION 50

1 Conformity to the Purchaser's Specifications 25

Fully compliant with the required specifications 25 25 25

Compliant with minor deviation (up to 10% subject to main function is not 

effected)

20

2 Product Certification 15

Food and Drug Administration (FDA) 510K and European Community (CE) 

MDD or Japan Industrial Standard (JIS)

15 15 15

 European Community (CE) MDD and Japan Industrial Standard (JIS) 14

Food and Drug Administration (FDA) 510K 8

European Community (CE) MDD 7

Japan Industrial Standard (JIS) 7

3 Product global acceptability / performance 10

World wide satisfactory performance certificates from the medical 

institutions (other than Pakistan) (1.5 marks for each certificate upto 

maximum 8) verified by the relevant countries

10 10 10

B. FIRM EVALUATION 50

4 Legal Requirement 6

Authorization Certificate 2 2 2

Partnership Deed with manufacturer 2

Taxation Certificate (NTN and GST) 2 2 2

5 Technical Staff 14

Simple Technician  (minimum two) 3

Diploma Engineers (minimum two) 3 2 2

Graduate Engineers (For High Tech / Critical equipment Graduate 

Engineer of relevant field is mandatory for each product)

5 5 5

MSc / PhD qualification/Foreign training 3 1 1

6 Networking and Training 8

Networking setup across Pakistan (1 mark for each setup upto maximum 

6)

6 2 2

Certificate to the affect that the firm will provide training in the use of 

equipment to the relevant technical staff. Training plan must be attached 

with certificate

2

7 Testing & Calibration Equipment 4

List of tools , testing equipment and calibration equipment relevant to the 

product

2 2 2

Spare Parts readily availability (Inventory list) 2 1 1

8 Past Experience / Performance 4

Satisfactory performance certificate  for the quoted equipment  from the 

medical institutions within Pakistan (1 mark for each certificate upto 

maximum 4)

4

9 Financial Status 6

Bank Certificate 2 2 2

Last year verified Balance Sheet 2 2 2

Yearly turn-over of over 100 Million 2 2 2

10 Bonus points 8

Special features 2

Warranty period extension free of cost (the firm offered greater period will 

get the marks) warranty must be from original manufacturer

2

Comparative Running Cost (consumeables / reagents / replacement parts 2

Post warranty maintenance contract, including service and parts, rates 

(companies to offer precentage (%) of the contract value in the technical 

bid. The lowest will get the full marks. The rates must come from the 

original manufacturer 

2 2 2

100 75 75

QUALIFIED QUALIFIEDMARKS (Minimum 70 marks are required to Technically qualify

TECHNICAL EVALUATION REPORT

PROCUREMENT OF MEDICAL / HOSPITAL EQUIPMENT

IFB NO. DUHS/P&D/2013/5480 --- TECHNICAL BIDS OPENED ON 15 JANUARY 2014

M/S. MEDEQUIPS S.M.C

TOTAL POINT SCORE (A+B)
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S# Parameters / Sub-Parameters Marks

Angiography - 

Shimadzu Bransist 

Alexa F12 - Japan

A. PRODUCT EVALUATION 50

1 Conformity to the Purchaser's Specifications 25

Fully compliant with the required specifications 25 25

Compliant with minor deviation (up to 10% subject to main function is not 

effected)

20

2 Product Certification 15

Food and Drug Administration (FDA) 510K and European Community (CE) 

MDD or Japan Industrial Standard (JIS)

15 15

 European Community (CE) MDD and Japan Industrial Standard (JIS) 14

Food and Drug Administration (FDA) 510K 8

European Community (CE) MDD 7

Japan Industrial Standard (JIS) 7

3 Product global acceptability / performance 10

World wide satisfactory performance certificates from the medical institutions 

(other than Pakistan) (1.5 marks for each certificate upto maximum 8) verified 

by the relevant countries

10 10

B. FIRM EVALUATION 50

4 Legal Requirement 6

Authorization Certificate 2 2

Partnership Deed with manufacturer 2

Taxation Certificate (NTN and GST) 2 2

5 Technical Staff 14

Simple Technician  (minimum two) 3

Diploma Engineers (minimum two) 3 2

Graduate Engineers (For High Tech / Critical equipment Graduate Engineer of 

relevant field is mandatory for each product)

5 5

MSc / PhD qualification/Foreign training 3 1

6 Networking and Training 8

Networking setup across Pakistan (1 mark for each setup upto maximum 6) 6 6

Certificate to the affect that the firm will provide training in the use of 

equipment to the relevant technical staff. Training plan must be attached with 

certificate

2 2

7 Testing & Calibration Equipment 4

List of tools , testing equipment and calibration equipment relevant to the 

product

2 2

Spare Parts readily availability (Inventory list) 2 1

8 Past Experience / Performance 4

Satisfactory performance certificate  for the quoted equipment  from the 

medical institutions within Pakistan (1 mark for each certificate upto maximum 

4)

4 4

9 Financial Status 6

Bank Certificate 2 2

Last year verified Balance Sheet 2 2

Yearly turn-over of over 100 Million 2 2

10 Bonus points 8

Special features 2

Warranty period extension free of cost (the firm offered greater period will get 

the marks) warranty must be from original manufacturer

2

Comparative Running Cost (consumeables / reagents / replacement parts 2

Post warranty maintenance contract, including service and parts, rates 

(companies to offer precentage (%) of the contract value in the technical bid. 

The lowest will get the full marks. The rates must come from the original 

manufacturer 

2 2

100 85

QUALIFIED

TOTAL POINT SCORE (A+B)

MARKS (Minimum 70 marks are required to Technically qualify

TECHNICAL EVALUATION REPORT

PROCUREMENT OF MEDICAL / HOSPITAL EQUIPMENT

NO. DUHS/P&D/2013/5480 - TECHNICAL BIDS OPENED ON 15 JANUARY 2014

M/S. TECHNOLOGY LINKS
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S# Parameters / Sub-Parameters Marks

Venous Blood 

Pump - Mequest 

Gettinge 

Rotassist VAD - 

Germany

Hyper Hypo 

Thermia unit - 

CSZ Blanketrol II - 

USA

A. PRODUCT EVALUATION 50

1 Conformity to the Purchaser's Specifications 25

Fully compliant with the required specifications 25 25 25

Compliant with minor deviation (up to 10% subject to main function is not 

effected)

20

2 Product Certification 15

Food and Drug Administration (FDA) 510K and European Community (CE) 

MDD or Japan Industrial Standard (JIS)

15 15 15

 European Community (CE) MDD and Japan Industrial Standard (JIS) 14

Food and Drug Administration (FDA) 510K 8

European Community (CE) MDD 7

Japan Industrial Standard (JIS) 7

3 Product global acceptability / performance 10

World wide satisfactory performance certificates from the medical 

institutions (other than Pakistan) (1.5 marks for each certificate upto 

maximum 8) verified by the relevant countries

10 10 10

B. FIRM EVALUATION 50

4 Legal Requirement 6

Authorization Certificate 2 2 2

Partnership Deed with manufacturer 2

Taxation Certificate (NTN and GST) 2 2 2

5 Technical Staff 14

Simple Technician  (minimum two) 3 2 2

Diploma Engineers (minimum two) 3 2 2

Graduate Engineers (For High Tech / Critical equipment Graduate 

Engineer of relevant field is mandatory for each product)

5 2 2

MSc / PhD qualification/Foreign training 3

6 Networking and Training 8

Networking setup across Pakistan (1 mark for each setup upto maximum 

6)

6 3 3

Certificate to the affect that the firm will provide training in the use of 

equipment to the relevant technical staff. Training plan must be attached 

with certificate

2

7 Testing & Calibration Equipment 4

List of tools , testing equipment and calibration equipment relevant to the 

product

2 2 2

Spare Parts readily availability (Inventory list) 2

8 Past Experience / Performance 4

Satisfactory performance certificate  for the quoted equipment  from the 

medical institutions within Pakistan (1 mark for each certificate upto 

maximum 4)

4 4 4

9 Financial Status 6

Bank Certificate 2 2 2

Last year verified Balance Sheet 2 2 2

Yearly turn-over of over 100 Million 2

10 Bonus points 8

Special features 2

Warranty period extension free of cost (the firm offered greater period will 

get the marks) warranty must be from original manufacturer

2

Comparative Running Cost (consumeables / reagents / replacement parts 2

Post warranty maintenance contract, including service and parts, rates 

(companies to offer precentage (%) of the contract value in the technical 

bid. The lowest will get the full marks. The rates must come from the 

original manufacturer 

2

73 73

QUALIFIED QUALIFIED

TOTAL POINT SCORE (A+B)

MARKS (Minimum 70 marks are required to Technically qualify

TECHNICAL EVALUATION REPORT

PROCUREMENT OF MEDICAL / HOSPITAL EQUIPMENT

IFB NO. DUHS/P&D/2013/5480 --- TECHNICAL BIDS OPENED ON 15 JANUARY 2014

M/S. MEDILAND PAKISTAN (PVT.) LTD.
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S# Parameters / Sub-Parameters Marks

LiMON - Pulsion 

Medical 

Pulsioflex 

PC4000 with 

LiMon Module - 

Germany

EEG Machine - 

Cadwell - Easy III 

EEG - USA

A. PRODUCT EVALUATION 50

1 Conformity to the Purchaser's Specifications 25

Fully compliant with the required specifications 25 25 25

Compliant with minor deviation (up to 10% subject to main function is not 

effected)

20

2 Product Certification 15

Food and Drug Administration (FDA) 510K and European Community (CE) 

MDD or Japan Industrial Standard (JIS)

15 15 15

 European Community (CE) MDD and Japan Industrial Standard (JIS) 14

Food and Drug Administration (FDA) 510K 8

European Community (CE) MDD 7

Japan Industrial Standard (JIS) 7

3 Product global acceptability / performance 10

World wide satisfactory performance certificates from the medical 

institutions (other than Pakistan) (1.5 marks for each certificate upto 

maximum 8) verified by the relevant countries

10 10 10

B. FIRM EVALUATION 50

4 Legal Requirement 6

Authorization Certificate 2 2 2

Partnership Deed with manufacturer 2

Taxation Certificate (NTN and GST) 2 2 2

5 Technical Staff 14

Simple Technician  (minimum two) 3 2 2

Diploma Engineers (minimum two) 3 2 2

Graduate Engineers (For High Tech / Critical equipment Graduate 

Engineer of relevant field is mandatory for each product)

5 2 2

MSc / PhD qualification/Foreign training 3

6 Networking and Training 8

Networking setup across Pakistan (1 mark for each setup upto maximum 

6)

6 3 3

Certificate to the affect that the firm will provide training in the use of 

equipment to the relevant technical staff. Training plan must be attached 

with certificate

2

7 Testing & Calibration Equipment 4

List of tools , testing equipment and calibration equipment relevant to the 

product

2 2 2

Spare Parts readily availability (Inventory list) 2

8 Past Experience / Performance 4

Satisfactory performance certificate  for the quoted equipment  from the 

medical institutions within Pakistan (1 mark for each certificate upto 

maximum 4)

4 4 4

9 Financial Status 6

Bank Certificate 2 2 2

Last year verified Balance Sheet 2 2 2

Yearly turn-over of over 100 Million 2

10 Bonus points 8

Special features 2

Warranty period extension free of cost (the firm offered greater period will 

get the marks) warranty must be from original manufacturer

2

Comparative Running Cost (consumeables / reagents / replacement parts 2

Post warranty maintenance contract, including service and parts, rates 

(companies to offer precentage (%) of the contract value in the technical 

bid. The lowest will get the full marks. The rates must come from the 

original manufacturer 

2

73 73

QUALIFIED QUALIFIEDMARKS (Minimum 70 marks are required to Technically qualify

TECHNICAL EVALUATION REPORT

PROCUREMENT OF MEDICAL / HOSPITAL EQUIPMENT

IFB NO. DUHS/P&D/2013/5480 --- TECHNICAL BIDS OPENED ON 15 JANUARY 2014

M/S. MEDILAND PAKISTAN (PVT.) LTD.

TOTAL POINT SCORE (A+B)

Page 10 of 34



S# Parameters / Sub-Parameters Marks

Heart Lung Machine - 

Maquet HL20 Vario 

Single -  Germany

Hyperhypothermia 

Unit - Maquet HCU 40 

- Germany

Hyperhypothermia 

Unit - CSZ 

Hemotherm - USA

A. PRODUCT EVALUATION 50

1 Conformity to the Purchaser's Specifications 25

Fully compliant with the required specifications 25 25 25 25

Compliant with minor deviation (up to 10% subject to main function is not 

effected)

20

2 Product Certification 15

Food and Drug Administration (FDA) 510K and European Community (CE) 

MDD or Japan Industrial Standard (JIS)

15 15 15 15

 European Community (CE) MDD and Japan Industrial Standard (JIS) 14

Food and Drug Administration (FDA) 510K 8

European Community (CE) MDD 7

Japan Industrial Standard (JIS) 7

3 Product global acceptability / performance 10

World wide satisfactory performance certificates from the medical 

institutions (other than Pakistan) (1.5 marks for each certificate upto 

maximum 8) verified by the relevant countries

10 10 10 10

B. FIRM EVALUATION 50

4 Legal Requirement 6

Authorization Certificate 2 2 2 2

Partnership Deed with manufacturer 2

Taxation Certificate (NTN and GST) 2 2 2 2

5 Technical Staff 14

Simple Technician  (minimum two) 3 2 2 2

Diploma Engineers (minimum two) 3 2 2 2

Graduate Engineers (For High Tech / Critical equipment Graduate 

Engineer of relevant field is mandatory for each product)

5 2 2 2

MSc / PhD qualification/Foreign training 3

6 Networking and Training 8

Networking setup across Pakistan (1 mark for each setup upto maximum 

6)

6 3 3 3

Certificate to the affect that the firm will provide training in the use of 

equipment to the relevant technical staff. Training plan must be attached 

with certificate

2

7 Testing & Calibration Equipment 4

List of tools , testing equipment and calibration equipment relevant to the 

product

2 2 2 2

Spare Parts readily availability (Inventory list) 2

8 Past Experience / Performance 4

Satisfactory performance certificate  for the quoted equipment  from the 

medical institutions within Pakistan (1 mark for each certificate upto 

maximum 4)

4 4 4 4

9 Financial Status 6

Bank Certificate 2 2 2 2

Last year verified Balance Sheet 2 2 2 2

Yearly turn-over of over 100 Million 2

10 Bonus points 8

Special features 2

Warranty period extension free of cost (the firm offered greater period will 

get the marks) warranty must be from original manufacturer

2

Comparative Running Cost (consumeables / reagents / replacement parts 2

Post warranty maintenance contract, including service and parts, rates 

(companies to offer precentage (%) of the contract value in the technical 

bid. The lowest will get the full marks. The rates must come from the 

original manufacturer 

2

73 73 73

QUALIFIED QUALIFIED QUALIFIEDMARKS (Minimum 70 marks are required to Technically qualify

TECHNICAL EVALUATION REPORT

PROCUREMENT OF MEDICAL / HOSPITAL EQUIPMENT

IFB NO. DUHS/P&D/2013/5480 --- TECHNICAL BIDS OPENED ON 15 JANUARY 2014

M/S. MEDILAND PAKISTAN (PVT.) LTD.

TOTAL POINT SCORE (A+B)

Page 11 of 34



S# Parameters / Sub-Parameters Marks

Rad Room Retro 

fit -  Fuji D EVO 

x6 + IP x 24 - 

Japan

Colour Doppler 

Ultrasound - 

Sonosite M Turbo 

- USA

Portable Echo 

with TEE - 

Sonosite M 

Turbo Cardiac - 

USA

A. PRODUCT EVALUATION 50

1 Conformity to the Purchaser's Specifications 25

Fully compliant with the required specifications 25 25

Compliant with minor deviation (up to 10% subject to main 

function is not effected)

20 10 20

2 Product Certification 15

Food and Drug Administration (FDA) 510K and European 

Community (CE) MDD or Japan Industrial Standard (JIS)

15 15 15 15

 European Community (CE) MDD and Japan Industrial Standard 

(JIS)

14

Food and Drug Administration (FDA) 510K 8

European Community (CE) MDD 7

Japan Industrial Standard (JIS) 7

3 Product global acceptability / performance 10

World wide satisfactory performance certificates from the medical 

institutions (other than Pakistan) (1.5 marks for each certificate 

upto maximum 8) verified by the relevant countries

10 10 10 10

B. FIRM EVALUATION 50

4 Legal Requirement 6

Authorization Certificate 2 2 2 2

Partnership Deed with manufacturer 2

Taxation Certificate (NTN and GST) 2 2 2 2

5 Technical Staff 14

Simple Technician  (minimum two) 3

Diploma Engineers (minimum two) 3

Graduate Engineers (For High Tech / Critical equipment 

Graduate Engineer of relevant field is mandatory for each 

product)

5

MSc / PhD qualification/Foreign training 3

6 Networking and Training 8

Networking setup across Pakistan (1 mark for each setup upto 

maximum 6)

6 4 4 4

Certificate to the affect that the firm will provide training in the 

use of equipment to the relevant technical staff. Training plan 

must be attached with certificate

2

7 Testing & Calibration Equipment 4

List of tools , testing equipment and calibration equipment 

relevant to the product

2 2 2 2

Spare Parts readily availability (Inventory list) 2

8 Past Experience / Performance 4

Satisfactory performance certificate  for the quoted equipment  

from the medical institutions within Pakistan (1 mark for each 

certificate upto maximum 4)

4 4 4 4

9 Financial Status 6

Bank Certificate 2

Last year verified Balance Sheet 2

Yearly turn-over of over 100 Million 2

10 Bonus points 8

Special features 2

Warranty period extension free of cost (the firm offered greater 

period will get the marks) warranty must be from original 

manufacturer

2 2 2 2

Comparative Running Cost (consumeables / reagents / 

replacement parts

2 2

Post warranty maintenance contract, including service and parts, 

rates (companies to offer precentage (%) of the contract value in 

the technical bid. The lowest will get the full marks. The rates 

must come from the original manufacturer 

2 2

100 70 51 61

QUALIFIED DIS-QUALIFIED DIS-QUALIFIED

TOTAL POINT SCORE (A+B)

MARKS (Minimum 70 marks are required to Technically qualify

TECHNICAL EVALUATION REPORT

PROCUREMENT OF MEDICAL / HOSPITAL EQUIPMENT

IFB NO. DUHS/P&D/2013/5480 --- TECHNICAL BIDS OPENED ON 15 JANUARY 2014

M/S. FUJI FILM PAKISTAN (PVT.) LTD.

Low End Small 
Portable System 

No Stress Echo 
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S# Parameters / Sub-Parameters Marks

Hyper 

Hypothermia Unit 

- Hirtz & Co 555 

Hico Variotherm - 

Germany

Heart Lung 

Machine - Terumo 

Cardiovascular 

System Advanced 

Perfusion System 1 

- Germany

A. PRODUCT EVALUATION 50

1 Conformity to the Purchaser's Specifications 25

Fully compliant with the required specifications 25 25 25

Compliant with minor deviation (up to 10% subject to main function is not 

effected)

20

2 Product Certification 15

Food and Drug Administration (FDA) 510K and European Community (CE) 

MDD or Japan Industrial Standard (JIS)

15 15 15

 European Community (CE) MDD and Japan Industrial Standard (JIS) 14

Food and Drug Administration (FDA) 510K 8

European Community (CE) MDD 7

Japan Industrial Standard (JIS) 7

3 Product global acceptability / performance 10

World wide satisfactory performance certificates from the medical 

institutions (other than Pakistan) (1.5 marks for each certificate upto 

maximum 8) verified by the relevant countries

10 10 10

B. FIRM EVALUATION 50

4 Legal Requirement 6

Authorization Certificate 2 2 2

Partnership Deed with manufacturer 2

Taxation Certificate (NTN and GST) 2 2 2

5 Technical Staff 14

Simple Technician  (minimum two) 3 3 3

Diploma Engineers (minimum two) 3 3 3

Graduate Engineers (For High Tech / Critical equipment Graduate 

Engineer of relevant field is mandatory for each product)

5 3 3

MSc / PhD qualification/Foreign training 3

6 Networking and Training 8

Networking setup across Pakistan (1 mark for each setup upto maximum 

6)

6 2 2

Certificate to the affect that the firm will provide training in the use of 

equipment to the relevant technical staff. Training plan must be attached 

with certificate

2

7 Testing & Calibration Equipment 4

List of tools , testing equipment and calibration equipment relevant to the 

product

2

Spare Parts readily availability (Inventory list) 2

8 Past Experience / Performance 4

Satisfactory performance certificate  for the quoted equipment  from the 

medical institutions within Pakistan (1 mark for each certificate upto 

maximum 4)

4 4 4

9 Financial Status 6

Bank Certificate 2 2 2

Last year verified Balance Sheet 2 2 2

Yearly turn-over of over 100 Million 2 2 2

10 Bonus points 8

Special features 2

Warranty period extension free of cost (the firm offered greater period will 

get the marks) warranty must be from original manufacturer

2

Comparative Running Cost (consumeables / reagents / replacement parts 2

Post warranty maintenance contract, including service and parts, rates 

(companies to offer precentage (%) of the contract value in the technical 

bid. The lowest will get the full marks. The rates must come from the 

original manufacturer 

2

100 75 75

Qualified Qualified

TOTAL POINT SCORE (A+B)

MARKS (Minimum 70 marks are required to Technically qualify

TECHNICAL EVALUATION REPORT

PROCUREMENT OF MEDICAL / HOSPITAL EQUIPMENT

IFB NO. DUHS/P&D/2013/5480 --- TECHNICAL BIDS OPENED ON 15 JANUARY 2014

M/S. INTEREX COMPANY

Page 13 of 34



S# Parameters / Sub-Parameters Marks

Hyper 

Hypothermia Unit 

- Terumo 

Cardiovascular 

System 400CE 

Hemotherm - 

Germany

Intraaortic 

Baloon Pump - 

Datascope Corp 

CS300 IAB - USA

A. PRODUCT EVALUATION 50

1 Conformity to the Purchaser's Specifications 25

Fully compliant with the required specifications 25 25 25

Compliant with minor deviation (up to 10% subject to main function is not 

effected)

20

2 Product Certification 15

Food and Drug Administration (FDA) 510K and European Community (CE) 

MDD or Japan Industrial Standard (JIS)

15 15 15

 European Community (CE) MDD and Japan Industrial Standard (JIS) 14

Food and Drug Administration (FDA) 510K 8

European Community (CE) MDD 7

Japan Industrial Standard (JIS) 7

3 Product global acceptability / performance 10

World wide satisfactory performance certificates from the medical 

institutions (other than Pakistan) (1.5 marks for each certificate upto 

maximum 8) verified by the relevant countries

10 10 10

B. FIRM EVALUATION 50

4 Legal Requirement 6

Authorization Certificate 2 2 2

Partnership Deed with manufacturer 2

Taxation Certificate (NTN and GST) 2 2 2

5 Technical Staff 14

Simple Technician  (minimum two) 3 3 3

Diploma Engineers (minimum two) 3 3 3

Graduate Engineers (For High Tech / Critical equipment Graduate 

Engineer of relevant field is mandatory for each product)

5 3 3

MSc / PhD qualification/Foreign training 3

6 Networking and Training 8

Networking setup across Pakistan (1 mark for each setup upto maximum 

6)

6 2 2

Certificate to the affect that the firm will provide training in the use of 

equipment to the relevant technical staff. Training plan must be attached 

with certificate

2

7 Testing & Calibration Equipment 4

List of tools , testing equipment and calibration equipment relevant to the 

product

2

Spare Parts readily availability (Inventory list) 2

8 Past Experience / Performance 4

Satisfactory performance certificate  for the quoted equipment  from the 

medical institutions within Pakistan (1 mark for each certificate upto 

maximum 4)

4 4 4

9 Financial Status 6

Bank Certificate 2 2 2

Last year verified Balance Sheet 2 2 2

Yearly turn-over of over 100 Million 2 2 2

10 Bonus points 8

Special features 2

Warranty period extension free of cost (the firm offered greater period will 

get the marks) warranty must be from original manufacturer

2

Comparative Running Cost (consumeables / reagents / replacement parts 2

Post warranty maintenance contract, including service and parts, rates 

(companies to offer precentage (%) of the contract value in the technical 

bid. The lowest will get the full marks. The rates must come from the 

original manufacturer 

2

100 75 75

QUALIFIED QUALIFIEDMARKS (Minimum 70 marks are required to Technically qualify

TECHNICAL EVALUATION REPORT

PROCUREMENT OF MEDICAL / HOSPITAL EQUIPMENT

IFB NO. DUHS/P&D/2013/5480 --- TECHNICAL BIDS OPENED ON 15 JANUARY 2014

M/S. INTEREX COMPANY

TOTAL POINT SCORE (A+B)
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S# Parameters / Sub-Parameters Marks

EEG Machine - 

Sigma 

Neurowerk - 

Germany

Holter Monitor 

with 4 Recorders - 

BTL BTL-08 H300 

- UK

A. PRODUCT EVALUATION 50

1 Conformity to the Purchaser's Specifications 25

Fully compliant with the required specifications 25 25 25

Compliant with minor deviation (up to 10% subject to main function is not 

effected)

20

2 Product Certification 15

Food and Drug Administration (FDA) 510K and European Community (CE) 

MDD or Japan Industrial Standard (JIS)

15 15 15

 European Community (CE) MDD and Japan Industrial Standard (JIS) 14

Food and Drug Administration (FDA) 510K 8

7 European Community (CE) MDD 7

Japan Industrial Standard (JIS) 7

3 Product global acceptability / performance 10

World wide satisfactory performance certificates from the medical 

institutions (other than Pakistan) (1.5 marks for each certificate upto 

maximum 8) verified by the relevant countries

10 10 10

B. FIRM EVALUATION 50

4 Legal Requirement 6

Authorization Certificate 2 2 2

Partnership Deed with manufacturer 2

Taxation Certificate (NTN and GST) 2 2 2

5 Technical Staff 14

Simple Technician  (minimum two) 3 3 3

Diploma Engineers (minimum two) 3 3 3

Graduate Engineers (For High Tech / Critical equipment Graduate 

Engineer of relevant field is mandatory for each product)

5 3 3

MSc / PhD qualification/Foreign training 3

6 Networking and Training 8

Networking setup across Pakistan (1 mark for each setup upto maximum 

6)

6 2 2

Certificate to the affect that the firm will provide training in the use of 

equipment to the relevant technical staff. Training plan must be attached 

with certificate

2 2 2

7 Testing & Calibration Equipment 4

List of tools , testing equipment and calibration equipment relevant to the 

product

2 2 2

Spare Parts readily availability (Inventory list) 2 1 1

8 Past Experience / Performance 4

Satisfactory performance certificate  for the quoted equipment  from the 

medical institutions within Pakistan (1 mark for each certificate upto 

maximum 4)

4 4 4

9 Financial Status 6

Bank Certificate 2 2 2

Last year verified Balance Sheet 2 2 2

Yearly turn-over of over 100 Million 2 2 2

10 Bonus points 8

Special features 2

Warranty period extension free of cost (the firm offered greater period will 

get the marks) warranty must be from original manufacturer

2

Comparative Running Cost (consumeables / reagents / replacement parts 2

Post warranty maintenance contract, including service and parts, rates 

(companies to offer precentage (%) of the contract value in the technical 

bid. The lowest will get the full marks. The rates must come from the 

original manufacturer 

2

100 80 80

QUALIFIED QUALIFIED

TOTAL POINT SCORE (A+B)

MARKS (Minimum 70 marks are required to Technically qualify

TECHNICAL EVALUATION REPORT

PROCUREMENT OF MEDICAL / HOSPITAL EQUIPMENT

IFB NO. DUHS/P&D/2013/5480 -- TECHNICAL BIDS OPENED ON 15 JANUARY 2014

M/S. B I O S
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S# Parameters / Sub-Parameters Marks

Rapid Infuser - 

The Surgical 

Company Fluido 

Blood and Fluid 

Warming System 

- Netherlands

Intracranial 

Pressure Monitor 

- Spiegeberg ICP 

Monitor - 

Germany

A. PRODUCT EVALUATION 50

1 Conformity to the Purchaser's Specifications 25

Fully compliant with the required specifications 25 25 25

Compliant with minor deviation (up to 10% subject to main function is not 

effected)

20

2 Product Certification 15

Food and Drug Administration (FDA) 510K and European Community (CE) 

MDD or Japan Industrial Standard (JIS)

15 15 15

 European Community (CE) MDD and Japan Industrial Standard (JIS) 14

Food and Drug Administration (FDA) 510K 8

European Community (CE) MDD 7

Japan Industrial Standard (JIS) 7

3 Product global acceptability / performance 10

World wide satisfactory performance certificates from the medical 

institutions (other than Pakistan) (1.5 marks for each certificate upto 

maximum 8) verified by the relevant countries

10 10 10

B. FIRM EVALUATION 50

4 Legal Requirement 6

Authorization Certificate 2 2 2

Partnership Deed with manufacturer 2

Taxation Certificate (NTN and GST) 2 2 2

5 Technical Staff 14

Simple Technician  (minimum two) 3 3 3

Diploma Engineers (minimum two) 3 3 3

Graduate Engineers (For High Tech / Critical equipment Graduate 

Engineer of relevant field is mandatory for each product)

5 3 3

MSc / PhD qualification/Foreign training 3

6 Networking and Training 8

Networking setup across Pakistan (1 mark for each setup upto maximum 

6)

6 4 4

Certificate to the affect that the firm will provide training in the use of 

equipment to the relevant technical staff. Training plan must be attached 

with certificate

2

7 Testing & Calibration Equipment 4

List of tools , testing equipment and calibration equipment relevant to the 

product

2 2 2

Spare Parts readily availability (Inventory list) 2 1 1

8 Past Experience / Performance 4

Satisfactory performance certificate  for the quoted equipment  from the 

medical institutions within Pakistan (1 mark for each certificate upto 

maximum 4)

4

9 Financial Status 6

Bank Certificate 2 2 2

Last year verified Balance Sheet 2 2 2

Yearly turn-over of over 100 Million 2

10 Bonus points 8

Special features 2 2

Warranty period extension free of cost (the firm offered greater period will 

get the marks) warranty must be from original manufacturer

2

Comparative Running Cost (consumeables / reagents / replacement parts 2

Post warranty maintenance contract, including service and parts, rates 

(companies to offer precentage (%) of the contract value in the technical 

bid. The lowest will get the full marks. The rates must come from the 

original manufacturer 

2

100 76 74

QUALIFIED QUALIFIED

TOTAL POINT SCORE (A+B)

MARKS (Minimum 70 marks are required to Technically qualify

TECHNICAL EVALUATION REPORT

PROCUREMENT OF MEDICAL / HOSPITAL EQUIPMENT

IFB NO. DUHS/P&D/2013/5480 -- TECHNICAL BIDS OPENED ON 15 JANUARY 2014

M/S. NOOR INTERNATIONAL

with Fluid Warmer 
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S# Parameters / Sub-Parameters Marks

CO2 Monitor - 

Mindray iMEC12 - 

China

Fibrilator - 

Fannin Fibrilator 

GU 3821 UK

A. PRODUCT EVALUATION 50

1 Conformity to the Purchaser's Specifications 25

Fully compliant with the required specifications 25 25 25

Compliant with minor deviation (up to 10% subject to main function is not 

effected)

20

2 Product Certification 15

Food and Drug Administration (FDA) 510K and European Community (CE) 

MDD or Japan Industrial Standard (JIS)

15 15 15

 European Community (CE) MDD and Japan Industrial Standard (JIS) 14

Food and Drug Administration (FDA) 510K 8

European Community (CE) MDD 7

Japan Industrial Standard (JIS) 7

3 Product global acceptability / performance 10

World wide satisfactory performance certificates from the medical 

institutions (other than Pakistan) (1.5 marks for each certificate upto 

maximum 8) verified by the relevant countries

10 10 10

B. FIRM EVALUATION 50

4 Legal Requirement 6

Authorization Certificate 2 2 2

Partnership Deed with manufacturer 2

Taxation Certificate (NTN and GST) 2 2 2

5 Technical Staff 14

Simple Technician  (minimum two) 3 2 3

Diploma Engineers (minimum two) 3 2 3

Graduate Engineers (For High Tech / Critical equipment Graduate 

Engineer of relevant field is mandatory for each product)

5 3 3

MSc / PhD qualification/Foreign training 3

6 Networking and Training 8

Networking setup across Pakistan (1 mark for each setup upto maximum 

6)

6 4 4

Certificate to the affect that the firm will provide training in the use of 

equipment to the relevant technical staff. Training plan must be attached 

with certificate

2

7 Testing & Calibration Equipment 4

List of tools , testing equipment and calibration equipment relevant to the 

product

2 2 2

Spare Parts readily availability (Inventory list) 2 1 1

8 Past Experience / Performance 4

Satisfactory performance certificate  for the quoted equipment  from the 

medical institutions within Pakistan (1 mark for each certificate upto 

maximum 4)

4 2

9 Financial Status 6

Bank Certificate 2 2 2

Last year verified Balance Sheet 2 2 2

Yearly turn-over of over 100 Million 2

10 Bonus points 8

Special features 2

Warranty period extension free of cost (the firm offered greater period will 

get the marks) warranty must be from original manufacturer

2

Comparative Running Cost (consumeables / reagents / replacement parts 2

Post warranty maintenance contract, including service and parts, rates 

(companies to offer precentage (%) of the contract value in the technical 

bid. The lowest will get the full marks. The rates must come from the 

original manufacturer 

2

100 74 74

QUALIFIED QUALIFIED

TOTAL POINT SCORE (A+B)

MARKS (Minimum 70 marks are required to Technically qualify

TECHNICAL EVALUATION REPORT

PROCUREMENT OF MEDICAL / HOSPITAL EQUIPMENT

IFB NO. DUHS/P&D/2013/5480 - TECHNICAL BIDS OPENED ON 15 JANUARY 2014

M/S. BIOTECH PAKISTAN
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S# Parameters / Sub-Parameters Marks

Per Operative 

Ultrasound - B&K 

Medical Profocus 

2202 - Denmark

A. PRODUCT EVALUATION 50

1 Conformity to the Purchaser's Specifications 25

Fully compliant with the required specifications 25 25

Compliant with minor deviation (up to 10% subject to main function is not 

effected)

20

2 Product Certification 15

Food and Drug Administration (FDA) 510K and European Community (CE) 

MDD or Japan Industrial Standard (JIS)

15 15

 European Community (CE) MDD and Japan Industrial Standard (JIS) 14

Food and Drug Administration (FDA) 510K 8

European Community (CE) MDD 7

Japan Industrial Standard (JIS) 7

3 Product global acceptability / performance 10

World wide satisfactory performance certificates from the medical 

institutions (other than Pakistan) (1.5 marks for each certificate upto 

maximum 8) verified by the relevant countries

10 10

B. FIRM EVALUATION 50

4 Legal Requirement 6

Authorization Certificate 2 2

Partnership Deed with manufacturer 2

Taxation Certificate (NTN and GST) 2 2

5 Technical Staff 14

Simple Technician  (minimum two) 3 2

Diploma Engineers (minimum two) 3 2

Graduate Engineers (For High Tech / Critical equipment Graduate Engineer 

of relevant field is mandatory for each product)

5 3

MSc / PhD qualification/Foreign training 3

6 Networking and Training 8

Networking setup across Pakistan (1 mark for each setup upto maximum 6) 6 5

Certificate to the affect that the firm will provide training in the use of 

equipment to the relevant technical staff. Training plan must be attached 

with certificate

2

7 Testing & Calibration Equipment 4

List of tools , testing equipment and calibration equipment relevant to the 

product

2 2

Spare Parts readily availability (Inventory list) 2 1

8 Past Experience / Performance 4

Satisfactory performance certificate  for the quoted equipment  from the 

medical institutions within Pakistan (1 mark for each certificate upto 

maximum 4)

4 2

9 Financial Status 6

Bank Certificate 2 2

Last year verified Balance Sheet 2 2

Yearly turn-over of over 100 Million 2

10 Bonus points 8

Special features 2

Warranty period extension free of cost (the firm offered greater period will 

get the marks) warranty must be from original manufacturer

2

Comparative Running Cost (consumeables / reagents / replacement parts 2

Post warranty maintenance contract, including service and parts, rates 

(companies to offer precentage (%) of the contract value in the technical bid. 

The lowest will get the full marks. The rates must come from the original 

manufacturer 

2

100 75

QUALIFIED

TOTAL POINT SCORE (A+B)

MARKS (Minimum 70 marks are required to Technically qualify

TECHNICAL EVALUATION REPORT

PROCUREMENT OF MEDICAL / HOSPITAL EQUIPMENT

NO. DUHS/P&D/2013/5480 - TECHNICAL BIDS OPENED ON 15-01-2014

M/S. RADIANT MEDICAL (PVT) LTD.
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S# Parameters / Sub-Parameters Marks

Hyper 

Hypothermia Unit 

- CSZ Blanketrol 

II - USA

LiMON - Pulsion 

Medical LiMON - 

Germany

A. PRODUCT EVALUATION 50

1 Conformity to the Purchaser's Specifications 25

Fully compliant with the required specifications 25 25 25

Compliant with minor deviation (up to 10% subject to main function is not 

effected)

20

2 Product Certification 15

Food and Drug Administration (FDA) 510K and European Community (CE) 

MDD or Japan Industrial Standard (JIS)

15 15 15

 European Community (CE) MDD and Japan Industrial Standard (JIS) 14

Food and Drug Administration (FDA) 510K 8

European Community (CE) MDD 7

Japan Industrial Standard (JIS) 7

3 Product global acceptability / performance 10

World wide satisfactory performance certificates from the medical 

institutions (other than Pakistan) (1.5 marks for each certificate upto 

maximum 8) verified by the relevant countries

10 10 10

B. FIRM EVALUATION 50

4 Legal Requirement 6

Authorization Certificate 2 2 2

Partnership Deed with manufacturer 2

Taxation Certificate (NTN and GST) 2 2 2

5 Technical Staff 14

Simple Technician  (minimum two) 3 3 3

Diploma Engineers (minimum two) 3 2 2

Graduate Engineers (For High Tech / Critical equipment Graduate 

Engineer of relevant field is mandatory for each product)

5 2 2

MSc / PhD qualification/Foreign training 3

6 Networking and Training 8

Networking setup across Pakistan (1 mark for each setup upto maximum 

6)

6 3 3

Certificate to the affect that the firm will provide training in the use of 

equipment to the relevant technical staff. Training plan must be attached 

with certificate

2

7 Testing & Calibration Equipment 4

List of tools , testing equipment and calibration equipment relevant to the 

product

2 2 2

Spare Parts readily availability (Inventory list) 2 1 1

8 Past Experience / Performance 4

Satisfactory performance certificate  for the quoted equipment  from the 

medical institutions within Pakistan (1 mark for each certificate upto 

maximum 4)

4 2 2

9 Financial Status 6

Bank Certificate 2 2 2

Last year verified Balance Sheet 2 2 2

Yearly turn-over of over 100 Million 2

10 Bonus points 8

Special features 2

Warranty period extension free of cost (the firm offered greater period will 

get the marks) warranty must be from original manufacturer

2

Comparative Running Cost (consumeables / reagents / replacement parts 2

Post warranty maintenance contract, including service and parts, rates 

(companies to offer precentage (%) of the contract value in the technical 

bid. The lowest will get the full marks. The rates must come from the 

original manufacturer 

2

100 73 73

QUALIFIED QUALIFIED

TOTAL POINT SCORE (A+B)

MARKS (Minimum 70 marks are required to Technically qualify

TECHNICAL EVALUATION REPORT

PROCUREMENT OF MEDICAL / HOSPITAL EQUIPMENT

NO. DUHS/P&D/2013/5480 --- TECHNICAL BIDS OPENED ON 15 JANUARY 2014

M/S. HOSPICARE SYSTEMS
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S# Parameters / Sub-Parameters Marks

Hypo 

Hyperthermia 

Unit - CSZ  

Hemotherm CE - 

USA

SCD for DVT 

Prophylexis - 

Covedien Kendall 

SCD - USA

A. PRODUCT EVALUATION 50

1 Conformity to the Purchaser's Specifications 25

Fully compliant with the required specifications 25 25 25

Compliant with minor deviation (up to 10% subject to main function is not 

effected)

20

2 Product Certification 15

Food and Drug Administration (FDA) 510K and European Community (CE) 

MDD or Japan Industrial Standard (JIS)

15 15 15

 European Community (CE) MDD and Japan Industrial Standard (JIS) 14

Food and Drug Administration (FDA) 510K 8

European Community (CE) MDD 7

Japan Industrial Standard (JIS) 7

3 Product global acceptability / performance 10

World wide satisfactory performance certificates from the medical 

institutions (other than Pakistan) (1.5 marks for each certificate upto 

maximum 8) verified by the relevant countries

10 10 10

B. FIRM EVALUATION 50

4 Legal Requirement 6

Authorization Certificate 2 2 2

Partnership Deed with manufacturer 2

Taxation Certificate (NTN and GST) 2 2 2

5 Technical Staff 14

Simple Technician  (minimum two) 3 3 3

Diploma Engineers (minimum two) 3 2 2

Graduate Engineers (For High Tech / Critical equipment Graduate 

Engineer of relevant field is mandatory for each product)

5 2 2

MSc / PhD qualification/Foreign training 3

6 Networking and Training 8

Networking setup across Pakistan (1 mark for each setup upto maximum 

6)

6 3 3

Certificate to the affect that the firm will provide training in the use of 

equipment to the relevant technical staff. Training plan must be attached 

with certificate

2

7 Testing & Calibration Equipment 4

List of tools , testing equipment and calibration equipment relevant to the 

product

2 2 2

Spare Parts readily availability (Inventory list) 2 1 1

8 Past Experience / Performance 4

Satisfactory performance certificate  for the quoted equipment  from the 

medical institutions within Pakistan (1 mark for each certificate upto 

maximum 4)

4 2 2

9 Financial Status 6

Bank Certificate 2 2 2

Last year verified Balance Sheet 2 2 2

Yearly turn-over of over 100 Million 2

10 Bonus points 8

Special features 2

Warranty period extension free of cost (the firm offered greater period will 

get the marks) warranty must be from original manufacturer

2

Comparative Running Cost (consumeables / reagents / replacement parts 2

Post warranty maintenance contract, including service and parts, rates 

(companies to offer precentage (%) of the contract value in the technical 

bid. The lowest will get the full marks. The rates must come from the 

original manufacturer 

2

100 73 73

QUALIFIED QUALIFIEDMARKS (Minimum 70 marks are required to Technically qualify

TECHNICAL EVALUATION REPORT

PROCUREMENT OF MEDICAL / HOSPITAL EQUIPMENT

NO. DUHS/P&D/2013/5480 --- TECHNICAL BIDS OPENED ON 15 JANUARY 2014

M/S. HOSPICARE SYSTEMS

TOTAL POINT SCORE (A+B)
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S# Parameters / Sub-Parameters Marks

Cell Saver - 

Haemonetics 

Elite - USA

Hemostasis 

Analyser - 

Haemonetics TEG 

5000 - USA

A. PRODUCT EVALUATION 50

1 Conformity to the Purchaser's Specifications 25

Fully compliant with the required specifications 25 25

Compliant with minor deviation (up to 10% subject to main function is not 

effected)

20 20

2 Product Certification 15

Food and Drug Administration (FDA) 510K and European Community (CE) 

MDD or Japan Industrial Standard (JIS)

15 15

 European Community (CE) MDD and Japan Industrial Standard (JIS) 14 14

Food and Drug Administration (FDA) 510K 8

European Community (CE) MDD 7

Japan Industrial Standard (JIS) 7

3 Product global acceptability / performance 10

World wide satisfactory performance certificates from the medical 

institutions (other than Pakistan) (1.5 marks for each certificate upto 

maximum 8) verified by the relevant countries

10 10 10

B. FIRM EVALUATION 50

4 Legal Requirement 6

Authorization Certificate 2 2 2

Partnership Deed with manufacturer 2

Taxation Certificate (NTN and GST) 2 2 2

5 Technical Staff 14

Simple Technician  (minimum two) 3 2 2

Diploma Engineers (minimum two) 3 2 2

Graduate Engineers (For High Tech / Critical equipment Graduate 

Engineer of relevant field is mandatory for each product)

5 2 2

MSc / PhD qualification/Foreign training 3

6 Networking and Training 8

Networking setup across Pakistan (1 mark for each setup upto maximum 

6)

6 4 4

Certificate to the affect that the firm will provide training in the use of 

equipment to the relevant technical staff. Training plan must be attached 

with certificate

2 2 2

7 Testing & Calibration Equipment 4

List of tools , testing equipment and calibration equipment relevant to the 

product

2 2 2

Spare Parts readily availability (Inventory list) 2 1 1

8 Past Experience / Performance 4

Satisfactory performance certificate  for the quoted equipment  from the 

medical institutions within Pakistan (1 mark for each certificate upto 

maximum 4)

4 2 2

9 Financial Status 6

Bank Certificate 2 2 2

Last year verified Balance Sheet 2 2 2

Yearly turn-over of over 100 Million 2

10 Bonus points 8

Special features 2

Warranty period extension free of cost (the firm offered greater period will 

get the marks) warranty must be from original manufacturer

2

Comparative Running Cost (consumeables / reagents / replacement parts 2

Post warranty maintenance contract, including service and parts, rates 

(companies to offer precentage (%) of the contract value in the technical 

bid. The lowest will get the full marks. The rates must come from the 

original manufacturer 

2

100 74 70

QUALIFIED QUALIFIED

TOTAL POINT SCORE (A+B)

MARKS (Minimum 70 marks are required to Technically qualify

TECHNICAL EVALUATION REPORT

PROCUREMENT OF MEDICAL / HOSPITAL EQUIPMENT

NO. DUHS/P&D/2013/5480 --- TECHNICAL BIDS OPENED ON 15 JANUARY 2014

M/S. HOSPITAL SUPPLY CORPORATION

2 Channel System x 
4 offered 

offer would be 
considered subject 
to acceptable Per 
Test Cost 
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S# Parameters / Sub-Parameters Marks

Special Bed With 

Pressure 

Mattress - 

Nanning Passion 

PY-CD-630 - 

China

SCD for DVT 

Prophylexis - 

Covedien Kendall 

SCD - USA

A. PRODUCT EVALUATION 50

1 Conformity to the Purchaser's Specifications 25

Fully compliant with the required specifications 25 25 25

Compliant with minor deviation (up to 10% subject to main function is not 

effected)

20

2 Product Certification 15

Food and Drug Administration (FDA) 510K and European Community (CE) 

MDD or Japan Industrial Standard (JIS)

15 0 15

 European Community (CE) MDD and Japan Industrial Standard (JIS) 14

Food and Drug Administration (FDA) 510K 8

European Community (CE) MDD 7

Japan Industrial Standard (JIS) 7

3 Product global acceptability / performance 10

World wide satisfactory performance certificates from the medical 

institutions (other than Pakistan) (1.5 marks for each certificate upto 

maximum 8) verified by the relevant countries

10 10 10

B. FIRM EVALUATION 50

4 Legal Requirement 6

Authorization Certificate 2 2 2

Partnership Deed with manufacturer 2

Taxation Certificate (NTN and GST) 2 2 2

5 Technical Staff 14

Simple Technician  (minimum two) 3 2 2

Diploma Engineers (minimum two) 3 2 2

Graduate Engineers (For High Tech / Critical equipment Graduate 

Engineer of relevant field is mandatory for each product)

5 2 2

MSc / PhD qualification/Foreign training 3

6 Networking and Training 8

Networking setup across Pakistan (1 mark for each setup upto maximum 

6)

6 4 4

Certificate to the affect that the firm will provide training in the use of 

equipment to the relevant technical staff. Training plan must be attached 

with certificate

2 2 2

7 Testing & Calibration Equipment 4

List of tools , testing equipment and calibration equipment relevant to the 

product

2 2 2

Spare Parts readily availability (Inventory list) 2 1 1

8 Past Experience / Performance 4

Satisfactory performance certificate  for the quoted equipment  from the 

medical institutions within Pakistan (1 mark for each certificate upto 

maximum 4)

4 2 2

9 Financial Status 6

Bank Certificate 2 2 2

Last year verified Balance Sheet 2 2 2

Yearly turn-over of over 100 Million 2

10 Bonus points 8

Special features 2

Warranty period extension free of cost (the firm offered greater period will 

get the marks) warranty must be from original manufacturer

2

Comparative Running Cost (consumeables / reagents / replacement parts 2

Post warranty maintenance contract, including service and parts, rates 

(companies to offer precentage (%) of the contract value in the technical 

bid. The lowest will get the full marks. The rates must come from the 

original manufacturer 

2

100 60 75

QUALIFIED QUALIFIEDMARKS (Minimum 70 marks are required to Technically qualify

TECHNICAL EVALUATION REPORT

PROCUREMENT OF MEDICAL / HOSPITAL EQUIPMENT

NO. DUHS/P&D/2013/5480 --- TECHNICAL BIDS OPENED ON 15 JANUARY 2014

M/S. HOSPITAL SUPPLY CORPORATION

TOTAL POINT SCORE (A+B)
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S# Parameters / Sub-Parameters Marks

Hemostasis 

Analyser - Tem 

Innovation 

Rotem Delta 3000 

- Germany

MARS Machine - 

Gambro MARS + 

Dialysis AK-96 - 

Germany

MARS Machine - 

Gambro MARS + 

CRRT Prisma 

Flex - Germany

A. PRODUCT EVALUATION 50

1 Conformity to the Purchaser's Specifications 25

Fully compliant with the required specifications 25 25 25

Compliant with minor deviation (up to 10% subject to main function is not 

effected)

20 20

2 Product Certification 15

Food and Drug Administration (FDA) 510K and European Community (CE) 

MDD or Japan Industrial Standard (JIS)

15 15 15 15

 European Community (CE) MDD and Japan Industrial Standard (JIS) 14

Food and Drug Administration (FDA) 510K 8

European Community (CE) MDD 7

Japan Industrial Standard (JIS) 7

3 Product global acceptability / performance 10

World wide satisfactory performance certificates from the medical 

institutions (other than Pakistan) (1.5 marks for each certificate upto 

maximum 8) verified by the relevant countries

10 10 10 10

B. FIRM EVALUATION 50

4 Legal Requirement 6

Authorization Certificate 2 2 2 2

Partnership Deed with manufacturer 2

Taxation Certificate (NTN and GST) 2 2 2 2

5 Technical Staff 14

Simple Technician  (minimum two) 3 3 2 2

Diploma Engineers (minimum two) 3 3 2 2

Graduate Engineers (For High Tech / Critical equipment Graduate 

Engineer of relevant field is mandatory for each product)

5 3 2 2

MSc / PhD qualification/Foreign training 3

6 Networking and Training 8

Networking setup across Pakistan (1 mark for each setup upto maximum 

6)

6 4 3 3

Certificate to the affect that the firm will provide training in the use of 

equipment to the relevant technical staff. Training plan must be attached 

with certificate

2

7 Testing & Calibration Equipment 4

List of tools , testing equipment and calibration equipment relevant to the 

product

2 2 2 2

Spare Parts readily availability (Inventory list) 2 1 1 1

8 Past Experience / Performance 4

Satisfactory performance certificate  for the quoted equipment  from the 

medical institutions within Pakistan (1 mark for each certificate upto 

maximum 4)

4 2 2 2

9 Financial Status 6

Bank Certificate 2 2 2 2

Last year verified Balance Sheet 2 2 2 2

Yearly turn-over of over 100 Million 2

10 Bonus points 8

Special features 2

Warranty period extension free of cost (the firm offered greater period will 

get the marks) warranty must be from original manufacturer

2

Comparative Running Cost (consumeables / reagents / replacement parts 2 After running cost 

analysis

After running cost 

analysis

Post warranty maintenance contract, including service and parts, rates 

(companies to offer precentage (%) of the contract value in the technical 

bid. The lowest will get the full marks. The rates must come from the 

original manufacturer 

2

100 71 72 72

QUALIFIED QUALIFIED QUALIFIED

TOTAL POINT SCORE (A+B)

MARKS (Minimum 70 marks are required to Technically qualify

TECHNICAL EVALUATION REPORT

PROCUREMENT OF MEDICAL / HOSPITAL EQUIPMENT

IFB NO. DUHS/P&D/2013/5480 --- TECHNICAL BIDS OPENED ON 15 JANUARY 2014

M/S. IQBAL & COMPANY

4 Channel 
System x 2 
quoted 

offer would be 
considered subject 
to acceptable Per 
Test Cost 
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S# Parameters / Sub-Parameters Marks

ACT Machine - 

ITC 

Hemochron 

Response - 

USA

Holter 

Monitor with 

4 Recorders - 

Braemer Inc. 

DL800 - USA

Baloon Pump - 

Aero 

International 

AutoCat2 - 

USA

Baloon Pump - 

Aero 

International 

ACAT 1 + 

AutoCat2 - 

USA on 

Placement

A. PRODUCT EVALUATION 50

1 Conformity to the Purchaser's Specifications 25

Fully compliant with the required specifications 25 25 25 25 25

Compliant with minor deviation (up to 10% subject to main function is not 

effected)

20

2 Product Certification 15

Food and Drug Administration (FDA) 510K and European Community (CE) 

MDD or Japan Industrial Standard (JIS)

15 15 15 15 15

 European Community (CE) MDD and Japan Industrial Standard (JIS) 14

Food and Drug Administration (FDA) 510K 8

European Community (CE) MDD 7

Japan Industrial Standard (JIS) 7

3 Product global acceptability / performance 10

World wide satisfactory performance certificates from the medical 

institutions (other than Pakistan) (1.5 marks for each certificate upto 

maximum 8) verified by the relevant countries

10 10 10 10 10

B. FIRM EVALUATION 50

4 Legal Requirement 6

Authorization Certificate 2 2 2 2 2

Partnership Deed with manufacturer 2

Taxation Certificate (NTN and GST) 2 2 2 2 2

5 Technical Staff 14

Simple Technician  (minimum two) 3 2 2 2 2

Diploma Engineers (minimum two) 3 2 2 2 2

Graduate Engineers (For High Tech / Critical equipment Graduate 

Engineer of relevant field is mandatory for each product)

5 2 2 2 2

MSc / PhD qualification/Foreign training 3

6 Networking and Training 8

Networking setup across Pakistan (1 mark for each setup upto maximum 

6)

6 3 3 3 3

Certificate to the affect that the firm will provide training in the use of 

equipment to the relevant technical staff. Training plan must be attached 

with certificate

2

7 Testing & Calibration Equipment 4

List of tools , testing equipment and calibration equipment relevant to the 

product

2 2 2 2 2

Spare Parts readily availability (Inventory list) 2 1 1 1 1

8 Past Experience / Performance 4

Satisfactory performance certificate  for the quoted equipment  from the 

medical institutions within Pakistan (1 mark for each certificate upto 

maximum 4)

4 2 2 2 2

9 Financial Status 6

Bank Certificate 2 2 2 2 2

Last year verified Balance Sheet 2 2 2 2 2

Yearly turn-over of over 100 Million 2

10 Bonus points 8

Special features 2

Warranty period extension free of cost (the firm offered greater period will 

get the marks) warranty must be from original manufacturer

2

Comparative Running Cost (consumeables / reagents / replacement parts 2 After running cost 

analysis

After running cost 

analysis

Post warranty maintenance contract, including service and parts, rates 

(companies to offer precentage (%) of the contract value in the technical 

bid. The lowest will get the full marks. The rates must come from the 

original manufacturer 

2

100 72 72 72 72

QUALIFIED QUALIFIED QUALIFIED QUALIFIEDMARKS (Minimum 70 marks are required to Technically qualify

TECHNICAL EVALUATION REPORT

PROCUREMENT OF MEDICAL / HOSPITAL EQUIPMENT

IFB NO. DUHS/P&D/2013/5480 --- TECHNICAL BIDS OPENED ON 15 JANUARY 2014

M/S. IQBAL & COMPANY

TOTAL POINT SCORE (A+B)
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S# Parameters / Sub-Parameters Marks

Opthalmic 

Microsurgical 

System - Carl 

Zeiss Visalis 500 - 

Germany

A. PRODUCT EVALUATION 50

1 Conformity to the Purchaser's Specifications 25

Fully compliant with the required specifications 25 25

Compliant with minor deviation (up to 10% subject to main function is not 

effected)

20

2 Product Certification 15

Food and Drug Administration (FDA) 510K and European Community (CE) 

MDD or Japan Industrial Standard (JIS)

15 15

 European Community (CE) MDD and Japan Industrial Standard (JIS) 14

Food and Drug Administration (FDA) 510K 8

European Community (CE) MDD 7

Japan Industrial Standard (JIS) 7

3 Product global acceptability / performance 10

World wide satisfactory performance certificates from the medical 

institutions (other than Pakistan) (1.5 marks for each certificate upto 

maximum 8) verified by the relevant countries

10 10

B. FIRM EVALUATION 50

4 Legal Requirement 6

Authorization Certificate 2 2

Partnership Deed with manufacturer 2

Taxation Certificate (NTN and GST) 2 2

5 Technical Staff 14

Simple Technician  (minimum two) 3 2

Diploma Engineers (minimum two) 3 2

Graduate Engineers (For High Tech / Critical equipment Graduate 

Engineer of relevant field is mandatory for each product)

5 4

MSc / PhD qualification/Foreign training 3

6 Networking and Training 8

Networking setup across Pakistan (1 mark for each setup upto maximum 

6)

6 4

Certificate to the affect that the firm will provide training in the use of 

equipment to the relevant technical staff. Training plan must be attached 

with certificate

2

7 Testing & Calibration Equipment 4

List of tools , testing equipment and calibration equipment relevant to the 

product

2 2

Spare Parts readily availability (Inventory list) 2 1

8 Past Experience / Performance 4

Satisfactory performance certificate  for the quoted equipment  from the 

medical institutions within Pakistan (1 mark for each certificate upto 

maximum 4)

4 2

9 Financial Status 6

Bank Certificate 2 2

Last year verified Balance Sheet 2 2

Yearly turn-over of over 100 Million 2

10 Bonus points 8

Special features 2

Warranty period extension free of cost (the firm offered greater period will 

get the marks) warranty must be from original manufacturer

2

Comparative Running Cost (consumeables / reagents / replacement parts 2

Post warranty maintenance contract, including service and parts, rates 

(companies to offer precentage (%) of the contract value in the technical 

bid. The lowest will get the full marks. The rates must come from the 

original manufacturer 

2

100 75

QUALIFIED

TOTAL POINT SCORE (A+B)

MARKS (Minimum 70 marks are required to Technically qualify

TECHNICAL EVALUATION REPORT

PROCUREMENT OF MEDICAL / HOSPITAL EQUIPMENT

NO. DUHS/P&D/2013/5480 - TECHNICAL BIDS OPENED ON 15-01-2014

M/S. LATIF BROTHERS
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S# Parameters / Sub-Parameters Marks

Color Doppler 

Ultrasound - 

Mindray DC-8 - 

China

A. PRODUCT EVALUATION 50

1 Conformity to the Purchaser's Specifications 25

Fully compliant with the required specifications 25 25

Compliant with minor deviation (up to 10% subject to main function is not 

effected)

20

2 Product Certification 15

Food and Drug Administration (FDA) 510K and European Community (CE) 

MDD or Japan Industrial Standard (JIS)

15 15

 European Community (CE) MDD and Japan Industrial Standard (JIS) 14

Food and Drug Administration (FDA) 510K 8

European Community (CE) MDD 7

Japan Industrial Standard (JIS) 7

3 Product global acceptability / performance 10

World wide satisfactory performance certificates from the medical 

institutions (other than Pakistan) (1.5 marks for each certificate upto 

maximum 8) verified by the relevant countries

10 10

B. FIRM EVALUATION 50

4 Legal Requirement 6

Authorization Certificate 2 2

Partnership Deed with manufacturer 2

Taxation Certificate (NTN and GST) 2 2

5 Technical Staff 14

Simple Technician  (minimum two) 3 1

Diploma Engineers (minimum two) 3 2

Graduate Engineers (For High Tech / Critical equipment Graduate 

Engineer of relevant field is mandatory for each product)

5 3

MSc / PhD qualification/Foreign training 3 1

6 Networking and Training 8

Networking setup across Pakistan (1 mark for each setup upto maximum 

6)

6 4

Certificate to the affect that the firm will provide training in the use of 

equipment to the relevant technical staff. Training plan must be attached 

with certificate

2

7 Testing & Calibration Equipment 4

List of tools , testing equipment and calibration equipment relevant to the 

product

2 2

Spare Parts readily availability (Inventory list) 2 1

8 Past Experience / Performance 4

Satisfactory performance certificate  for the quoted equipment  from the 

medical institutions within Pakistan (1 mark for each certificate upto 

maximum 4)

4 2

9 Financial Status 6

Bank Certificate 2 2

Last year verified Balance Sheet 2 2

Yearly turn-over of over 100 Million 2

10 Bonus points 8

Special features 2

Warranty period extension free of cost (the firm offered greater period will 

get the marks) warranty must be from original manufacturer

2

Comparative Running Cost (consumeables / reagents / replacement parts 2

Post warranty maintenance contract, including service and parts, rates 

(companies to offer precentage (%) of the contract value in the technical 

bid. The lowest will get the full marks. The rates must come from the 

original manufacturer 

2

100 74

QUALIFIED

TOTAL POINT SCORE (A+B)

MARKS (Minimum 70 marks are required to Technically qualify

TECHNICAL EVALUATION REPORT

PROCUREMENT OF MEDICAL / HOSPITAL EQUIPMENT

NO. DUHS/P&D/2013/5480 - TECHNICAL BIDS OPENED ON 15-01-2014

M/S. DWP TECHNOLOGIES (PVT) LTD.
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S# Parameters / Sub-Parameters Marks

Hypo 

Hyperthermia 

Unit - Sorin 

Deutschland 

Model 3T - 

Germany

Heart Lung 

Machine - 

Stockert Model 

S5 - Germany

A. PRODUCT EVALUATION 50

1 Conformity to the Purchaser's Specifications 25

Fully compliant with the required specifications 25 25 25

Compliant with minor deviation (up to 10% subject to main function is not 

effected)

20

2 Product Certification 15

Food and Drug Administration (FDA) 510K and European Community (CE) 

MDD or Japan Industrial Standard (JIS)

15 15 15

 European Community (CE) MDD and Japan Industrial Standard (JIS) 14

Food and Drug Administration (FDA) 510K 8

European Community (CE) MDD 7

Japan Industrial Standard (JIS) 7

3 Product global acceptability / performance 10

World wide satisfactory performance certificates from the medical 

institutions (other than Pakistan) (1.5 marks for each certificate upto 

maximum 8) verified by the relevant countries

10 10 10

B. FIRM EVALUATION 50

4 Legal Requirement 6

Authorization Certificate 2 2 2

Partnership Deed with manufacturer 2

Taxation Certificate (NTN and GST) 2 2 2

5 Technical Staff 14

Simple Technician  (minimum two) 3 1 1

Diploma Engineers (minimum two) 3 3 3

Graduate Engineers (For High Tech / Critical equipment Graduate 

Engineer of relevant field is mandatory for each product)

5 3 3

MSc / PhD qualification/Foreign training 3

6 Networking and Training 8

Networking setup across Pakistan (1 mark for each setup upto maximum 

6)

6 3 3

Certificate to the affect that the firm will provide training in the use of 

equipment to the relevant technical staff. Training plan must be attached 

with certificate

2

7 Testing & Calibration Equipment 4

List of tools , testing equipment and calibration equipment relevant to the 

product

2 2 2

Spare Parts readily availability (Inventory list) 2 1 1

8 Past Experience / Performance 4

Satisfactory performance certificate  for the quoted equipment  from the 

medical institutions within Pakistan (1 mark for each certificate upto 

maximum 4)

4 2 2

9 Financial Status 6

Bank Certificate 2 2 2

Last year verified Balance Sheet 2 2 2

Yearly turn-over of over 100 Million 2

10 Bonus points 8

Special features 2

Warranty period extension free of cost (the firm offered greater period will 

get the marks) warranty must be from original manufacturer

2

Comparative Running Cost (consumeables / reagents / replacement parts 2

Post warranty maintenance contract, including service and parts, rates 

(companies to offer precentage (%) of the contract value in the technical 

bid. The lowest will get the full marks. The rates must come from the 

original manufacturer 

2

100 73 73

QUALIFIED QUALIFIED

TOTAL POINT SCORE (A+B)

MARKS (Minimum 70 marks are required to Technically qualify

TECHNICAL EVALUATION REPORT

PROCUREMENT OF MEDICAL / HOSPITAL EQUIPMENT

IFB NO. DUHS/P&D/2013/5480 --- TECHNICAL BIDS OPENED ON 15 JANUARY 2014

M/S. MEDICA
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S# Parameters / Sub-Parameters Marks

Heart Lung 

Machine - 

Stockert Model 

C5 - Germany

Hypo 

Hyperthermia 

Unit - Sorin 

Deutschland 

Model 3T - 

Germany

Fibrilator - 

Sorin Group Fi 

20M - Germany

A. PRODUCT EVALUATION 50

1 Conformity to the Purchaser's Specifications 25

Fully compliant with the required specifications 25 20 25 25

Compliant with minor deviation (up to 10% subject to main function is not 

effected)

20 Minor Deviation 

of 5th pump not 

in machine 

console but on 

the mast. 

2 Product Certification 15

Food and Drug Administration (FDA) 510K and European Community (CE) 

MDD or Japan Industrial Standard (JIS)

15 15 15 15

 European Community (CE) MDD and Japan Industrial Standard (JIS) 14

Food and Drug Administration (FDA) 510K 8

European Community (CE) MDD 7

Japan Industrial Standard (JIS) 7

3 Product global acceptability / performance 10

World wide satisfactory performance certificates from the medical 

institutions (other than Pakistan) (1.5 marks for each certificate upto 

maximum 8) verified by the relevant countries

10 10 10 10

B. FIRM EVALUATION 50

4 Legal Requirement 6

Authorization Certificate 2 2 2 2

Partnership Deed with manufacturer 2

Taxation Certificate (NTN and GST) 2 2 2 2

5 Technical Staff 14

Simple Technician  (minimum two) 3 1 1 1

Diploma Engineers (minimum two) 3 3 3 3

Graduate Engineers (For High Tech / Critical equipment Graduate 

Engineer of relevant field is mandatory for each product)

5 3 3 3

MSc / PhD qualification/Foreign training 3

6 Networking and Training 8

Networking setup across Pakistan (1 mark for each setup upto maximum 

6)

6 3 3 3

Certificate to the affect that the firm will provide training in the use of 

equipment to the relevant technical staff. Training plan must be attached 

with certificate

2

7 Testing & Calibration Equipment 4

List of tools , testing equipment and calibration equipment relevant to the 

product

2 2 2 2

Spare Parts readily availability (Inventory list) 2 1 1 1

8 Past Experience / Performance 4

Satisfactory performance certificate  for the quoted equipment  from the 

medical institutions within Pakistan (1 mark for each certificate upto 

maximum 4)

4 2 2 2

9 Financial Status 6

Bank Certificate 2 2 2 2

Last year verified Balance Sheet 2 2 2 2

Yearly turn-over of over 100 Million 2

10 Bonus points 8

Special features 2

Warranty period extension free of cost (the firm offered greater period will 

get the marks) warranty must be from original manufacturer

2

Comparative Running Cost (consumeables / reagents / replacement parts 2

Post warranty maintenance contract, including service and parts, rates 

(companies to offer precentage (%) of the contract value in the technical 

bid. The lowest will get the full marks. The rates must come from the 

original manufacturer 

2

100 68 73 73

DIS-QUALIFIED QUALIFIED QUALIFIEDMARKS (Minimum 70 marks are required to Technically qualify

TECHNICAL EVALUATION REPORT

PROCUREMENT OF MEDICAL / HOSPITAL EQUIPMENT

IFB NO. DUHS/P&D/2013/5480 --- TECHNICAL BIDS OPENED ON 15 JANUARY 2014

M/S. MEDICA

TOTAL POINT SCORE (A+B)
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S# Parameters / Sub-Parameters Marks

Cell Saver 

Fresenious CATS 

Plus

A. PRODUCT EVALUATION 50

1 Conformity to the Purchaser's Specifications 25

Fully compliant with the required specifications 25 25

Compliant with minor deviation (up to 10% subject to main function is not 

effected)

20

2 Product Certification 15

Food and Drug Administration (FDA) 510K and European Community (CE) 

MDD or Japan Industrial Standard (JIS)

15 15

 European Community (CE) MDD and Japan Industrial Standard (JIS) 14

Food and Drug Administration (FDA) 510K 8

European Community (CE) MDD 7

Japan Industrial Standard (JIS) 7

3 Product global acceptability / performance 10

World wide satisfactory performance certificates from the medical 

institutions (other than Pakistan) (1.5 marks for each certificate upto 

maximum 8) verified by the relevant countries

10 10

B. FIRM EVALUATION 50

4 Legal Requirement 6

Authorization Certificate 2 2

Partnership Deed with manufacturer 2

Taxation Certificate (NTN and GST) 2 2

5 Technical Staff 14

Simple Technician  (minimum two) 3 1

Diploma Engineers (minimum two) 3 3

Graduate Engineers (For High Tech / Critical equipment Graduate 

Engineer of relevant field is mandatory for each product)

5 4

MSc / PhD qualification/Foreign training 3

6 Networking and Training 8

Networking setup across Pakistan (1 mark for each setup upto maximum 

6)

6 3

Certificate to the affect that the firm will provide training in the use of 

equipment to the relevant technical staff. Training plan must be attached 

with certificate

2

7 Testing & Calibration Equipment 4

List of tools , testing equipment and calibration equipment relevant to the 

product

2 2

Spare Parts readily availability (Inventory list) 2 1

8 Past Experience / Performance 4

Satisfactory performance certificate  for the quoted equipment  from the 

medical institutions within Pakistan (1 mark for each certificate upto 

maximum 4)

4 2

9 Financial Status 6

Bank Certificate 2 2

Last year verified Balance Sheet 2 2

Yearly turn-over of over 100 Million 2

10 Bonus points 8

Special features 2

Warranty period extension free of cost (the firm offered greater period will 

get the marks) warranty must be from original manufacturer

2

Comparative Running Cost (consumeables / reagents / replacement parts 2

Post warranty maintenance contract, including service and parts, rates 

(companies to offer precentage (%) of the contract value in the technical 

bid. The lowest will get the full marks. The rates must come from the 

original manufacturer 

2

100 74

QUALIFIED

TOTAL POINT SCORE (A+B)

MARKS (Minimum 70 marks are required to Technically qualify

TECHNICAL EVALUATION REPORT

PROCUREMENT OF MEDICAL / HOSPITAL EQUIPMENT

NO. DUHS/P&D/2013/5480 --TECHNICAL BIDS OPENED ON 15-01-2014

M/S. BASIC PHARMACEUTICALS (PVT) LTD.

offer would be 
considered subject 
to acceptable Per 
Test Cost 
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S# Parameters / Sub-Parameters Marks

Per Operative 

Ultrasound - 

Hitachi  Aloka 

Alpha 7 Premier - 

Japan

A. PRODUCT EVALUATION 50

1 Conformity to the Purchaser's Specifications 25

Fully compliant with the required specifications 25 25

Compliant with minor deviation (up to 10% subject to main function is not 

effected)

20

2 Product Certification 15

Food and Drug Administration (FDA) 510K and European Community (CE) 

MDD or Japan Industrial Standard (JIS)

15 15

 European Community (CE) MDD and Japan Industrial Standard (JIS) 14

Food and Drug Administration (FDA) 510K 8

European Community (CE) MDD 7

Japan Industrial Standard (JIS) 7

3 Product global acceptability / performance 10

World wide satisfactory performance certificates from the medical 

institutions (other than Pakistan) (1.5 marks for each certificate upto 

maximum 8) verified by the relevant countries

10 10

B. FIRM EVALUATION 50

4 Legal Requirement 6

Authorization Certificate 2 2

Partnership Deed with manufacturer 2

Taxation Certificate (NTN and GST) 2 2

5 Technical Staff 14

Simple Technician  (minimum two) 3 1

Diploma Engineers (minimum two) 3 3

Graduate Engineers (For High Tech / Critical equipment Graduate Engineer 

of relevant field is mandatory for each product)

5 2

MSc / PhD qualification/Foreign training 3

6 Networking and Training 8

Networking setup across Pakistan (1 mark for each setup upto maximum 6) 6 3

Certificate to the affect that the firm will provide training in the use of 

equipment to the relevant technical staff. Training plan must be attached 

with certificate

2

7 Testing & Calibration Equipment 4

List of tools , testing equipment and calibration equipment relevant to the 

product

2 2

Spare Parts readily availability (Inventory list) 2 1

8 Past Experience / Performance 4

Satisfactory performance certificate  for the quoted equipment  from the 

medical institutions within Pakistan (1 mark for each certificate upto 

maximum 4)

4 2

9 Financial Status 6

Bank Certificate 2 2

Last year verified Balance Sheet 2 2

Yearly turn-over of over 100 Million 2

10 Bonus points 8

Special features 2

Warranty period extension free of cost (the firm offered greater period will 

get the marks) warranty must be from original manufacturer

2

Comparative Running Cost (consumeables / reagents / replacement parts 2

Post warranty maintenance contract, including service and parts, rates 

(companies to offer precentage (%) of the contract value in the technical bid. 

The lowest will get the full marks. The rates must come from the original 

manufacturer 

2

100 72

QUALIFIED

TOTAL POINT SCORE (A+B)

MARKS (Minimum 70 marks are required to Technically qualify

TECHNICAL EVALUATION REPORT

PROCUREMENT OF MEDICAL / HOSPITAL EQUIPMENT

NO. DUHS/P&D/2013/5480 --TECHNICAL BIDS OPENED ON 15-01-2014

M/S. QUALITRON CORPORATION
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S# Parameters / Sub-Parameters Marks

CO2 Monitor - 

Lutech Industries 

Detalys 760/780 - 

USA

LiMON - Pulsion 

Medical System 

Pulsion Flex - 

Germany

A. PRODUCT EVALUATION 50

1 Conformity to the Purchaser's Specifications 25

Fully compliant with the required specifications 25 25 25

Compliant with minor deviation (up to 10% subject to main function is not 

effected)

20

2 Product Certification 15

Food and Drug Administration (FDA) 510K and European Community (CE) 

MDD or Japan Industrial Standard (JIS)

15 15 15

 European Community (CE) MDD and Japan Industrial Standard (JIS) 14

Food and Drug Administration (FDA) 510K 8

European Community (CE) MDD 7

Japan Industrial Standard (JIS) 7

3 Product global acceptability / performance 10

World wide satisfactory performance certificates from the medical 

institutions (other than Pakistan) (1.5 marks for each certificate upto 

maximum 8) verified by the relevant countries

10 10 10

B. FIRM EVALUATION 50

4 Legal Requirement 6

Authorization Certificate 2 2 2

Partnership Deed with manufacturer 2

Taxation Certificate (NTN and GST) 2 2 2

5 Technical Staff 14

Simple Technician  (minimum two) 3 1 1

Diploma Engineers (minimum two) 3 3 3

Graduate Engineers (For High Tech / Critical equipment Graduate 

Engineer of relevant field is mandatory for each product)

5 2 2

MSc / PhD qualification/Foreign training 3

6 Networking and Training 8

Networking setup across Pakistan (1 mark for each setup upto maximum 

6)

6 3 3

Certificate to the affect that the firm will provide training in the use of 

equipment to the relevant technical staff. Training plan must be attached 

with certificate

2 2 2

7 Testing & Calibration Equipment 4

List of tools , testing equipment and calibration equipment relevant to the 

product

2 2 2

Spare Parts readily availability (Inventory list) 2 1 1

8 Past Experience / Performance 4

Satisfactory performance certificate  for the quoted equipment  from the 

medical institutions within Pakistan (1 mark for each certificate upto 

maximum 4)

4 2 2

9 Financial Status 6

Bank Certificate 2 2 2

Last year verified Balance Sheet 2 2 2

Yearly turn-over of over 100 Million 2

10 Bonus points 8

Special features 2

Warranty period extension free of cost (the firm offered greater period will 

get the marks) warranty must be from original manufacturer

2 2 2

Comparative Running Cost (consumeables / reagents / replacement parts 2

Post warranty maintenance contract, including service and parts, rates 

(companies to offer precentage (%) of the contract value in the technical 

bid. The lowest will get the full marks. The rates must come from the 

original manufacturer 

2 2 2

100 78 78

QUALIFIED QUALIFIED

TOTAL POINT SCORE (A+B)

MARKS (Minimum 70 marks are required to Technically qualify

TECHNICAL EVALUATION REPORT

PROCUREMENT OF MEDICAL / HOSPITAL EQUIPMENT

NO. DUHS/P&D/2013/5480 --- TECHNICAL BIDS OPENED ON 15 JANUARY 2014

M/S. BIOLOGIC MEDICAL SYSTEMS
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S# Parameters / Sub-Parameters Marks

Ultrasonic 

Scalpel and 

Aspirator - 

Soring GmbH 

Sonoca 300 - 

Germany

EEG - EMS 

Biomed 

Sienna Digital 

EEG 40 Ch - 

Austria

Holter Monitor 

with 4 

Recorder - 

Labtech EC-2H 

- Hungary

A. PRODUCT EVALUATION 50

1 Conformity to the Purchaser's Specifications 25

Fully compliant with the required specifications 25 25 25 25

Compliant with minor deviation (up to 10% subject to main function is not 

effected)

20

2 Product Certification 15

Food and Drug Administration (FDA) 510K and European Community (CE) 

MDD or Japan Industrial Standard (JIS)

15 15

 European Community (CE) MDD and Japan Industrial Standard (JIS) 14

Food and Drug Administration (FDA) 510K 8

European Community (CE) MDD 7 7 7

Japan Industrial Standard (JIS) 7

3 Product global acceptability / performance 10

World wide satisfactory performance certificates from the medical 

institutions (other than Pakistan) (1.5 marks for each certificate upto 

maximum 8) verified by the relevant countries

10 10 10 10

B. FIRM EVALUATION 50

4 Legal Requirement 6

Authorization Certificate 2 2 2 2

Partnership Deed with manufacturer 2

Taxation Certificate (NTN and GST) 2 2 2 2

5 Technical Staff 14

Simple Technician  (minimum two) 3 1 1 1

Diploma Engineers (minimum two) 3 3 3 3

Graduate Engineers (For High Tech / Critical equipment Graduate 

Engineer of relevant field is mandatory for each product)

5 2 2 2

MSc / PhD qualification/Foreign training 3

6 Networking and Training 8

Networking setup across Pakistan (1 mark for each setup upto maximum 

6)

6 3 3 3

Certificate to the affect that the firm will provide training in the use of 

equipment to the relevant technical staff. Training plan must be attached 

with certificate

2 2 2 2

7 Testing & Calibration Equipment 4

List of tools , testing equipment and calibration equipment relevant to the 

product

2 2 2 2

Spare Parts readily availability (Inventory list) 2 1 1 1

8 Past Experience / Performance 4

Satisfactory performance certificate  for the quoted equipment  from the 

medical institutions within Pakistan (1 mark for each certificate upto 

maximum 4)

4 2 2 2

9 Financial Status 6

Bank Certificate 2 2 2 2

Last year verified Balance Sheet 2 2 2 2

Yearly turn-over of over 100 Million 2

10 Bonus points 8

Special features 2

Warranty period extension free of cost (the firm offered greater period will 

get the marks) warranty must be from original manufacturer

2 2 2 2

Comparative Running Cost (consumeables / reagents / replacement parts 2

Post warranty maintenance contract, including service and parts, rates 

(companies to offer precentage (%) of the contract value in the technical 

bid. The lowest will get the full marks. The rates must come from the 

original manufacturer 

2 2 2 2

100 78 70 70

QUALIFIED QUALIFIED QUALIFIEDMARKS (Minimum 70 marks are required to Technically qualify

TECHNICAL EVALUATION REPORT

PROCUREMENT OF MEDICAL / HOSPITAL EQUIPMENT

IFB NO. DUHS/P&D/2013/5480 --- TECHNICAL BIDS OPENED ON 15 JANUARY 2014

M/S. BIOLOGIC MEDICAL SYSTEMS

TOTAL POINT SCORE (A+B)
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S# Parameters / Sub-Parameters Marks

Per operative 

Ultrasound - 

Siemens Acuson 

P300 - USA

Ultrasound 

Colour Doppler - 

Siemens Acuson 

S 1000 - USA

A. PRODUCT EVALUATION 50

1 Conformity to the Purchaser's Specifications 25

Fully compliant with the required specifications 25 25

Compliant with minor deviation (up to 10% subject to main function is not 

effected)

20 15

2 Product Certification 15

Food and Drug Administration (FDA) 510K and European Community (CE) 

MDD or Japan Industrial Standard (JIS)

15 15 15

 European Community (CE) MDD and Japan Industrial Standard (JIS) 14

Food and Drug Administration (FDA) 510K 8

European Community (CE) MDD 7

Japan Industrial Standard (JIS) 7

3 Product global acceptability / performance 10

World wide satisfactory performance certificates from the medical 

institutions (other than Pakistan) (1.5 marks for each certificate upto 

maximum 8) verified by the relevant countries

10 10 10

B. FIRM EVALUATION 50

4 Legal Requirement 6

Authorization Certificate 2 2 2

Partnership Deed with manufacturer 2

Taxation Certificate (NTN and GST) 2 2 2

5 Technical Staff 14

Simple Technician  (minimum two) 3 1 1

Diploma Engineers (minimum two) 3 3 3

Graduate Engineers (For High Tech / Critical equipment Graduate 

Engineer of relevant field is mandatory for each product)

5 2 2

MSc / PhD qualification/Foreign training 3

6 Networking and Training 8

Networking setup across Pakistan (1 mark for each setup upto maximum 

6)

6 3 3

Certificate to the affect that the firm will provide training in the use of 

equipment to the relevant technical staff. Training plan must be attached 

with certificate

2

7 Testing & Calibration Equipment 4

List of tools , testing equipment and calibration equipment relevant to the 

product

2 2 2

Spare Parts readily availability (Inventory list) 2 1 1

8 Past Experience / Performance 4

Satisfactory performance certificate  for the quoted equipment  from the 

medical institutions within Pakistan (1 mark for each certificate upto 

maximum 4)

4 2 2

9 Financial Status 6

Bank Certificate 2 2 2

Last year verified Balance Sheet 2 2 2

Yearly turn-over of over 100 Million 2

10 Bonus points 8

Special features 2

Warranty period extension free of cost (the firm offered greater period will 

get the marks) warranty must be from original manufacturer

2

Comparative Running Cost (consumeables / reagents / replacement parts 2

Post warranty maintenance contract, including service and parts, rates 

(companies to offer precentage (%) of the contract value in the technical 

bid. The lowest will get the full marks. The rates must come from the 

original manufacturer 

2

100 62 72

DIS-QUALIFIED QUALIFIED

TOTAL POINT SCORE (A+B)

MARKS (Minimum 70 marks are required to Technically qualify

TECHNICAL EVALUATION REPORT

PROCUREMENT OF MEDICAL / HOSPITAL EQUIPMENT

NO. DUHS/P&D/2013/5480 --- TECHNICAL BIDS OPENED ON 15 JANUARY 2014

M/S. SIEMENS (PAKISTAN) ENGINEERING CO. LTD.

Transducer 
Limitation in 
Laproscopic  & 
Intraoperative 
modes 
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S# Parameters / Sub-Parameters Marks

Angiography 

Machine - 

Siemens Axiom 

Artis Zee with 

Sensis XP- 

Germany

Portable Echo 

with TEE - 

Siemens Acuson 

P300 - USA

Holter Monitor 

with 4 Recorder - 

Labtech EC-2H - 

Hungary

A. PRODUCT EVALUATION 50

1 Conformity to the Purchaser's Specifications 25

Fully compliant with the required specifications 25 25 25 25

Compliant with minor deviation (up to 10% subject to main function is not 

effected)

20

2 Product Certification 15

Food and Drug Administration (FDA) 510K and European Community (CE) 

MDD or Japan Industrial Standard (JIS)

15 15

 European Community (CE) MDD and Japan Industrial Standard (JIS) 14

Food and Drug Administration (FDA) 510K 8

European Community (CE) MDD 7 7 7

Japan Industrial Standard (JIS) 7

3 Product global acceptability / performance 10

World wide satisfactory performance certificates from the medical 

institutions (other than Pakistan) (1.5 marks for each certificate upto 

maximum 8) verified by the relevant countries

10 10 10 10

B. FIRM EVALUATION 50

4 Legal Requirement 6

Authorization Certificate 2 2 2 2

Partnership Deed with manufacturer 2

Taxation Certificate (NTN and GST) 2 2 2 2

5 Technical Staff 14

Simple Technician  (minimum two) 3 1 1 1

Diploma Engineers (minimum two) 3 3 3 3

Graduate Engineers (For High Tech / Critical equipment Graduate 

Engineer of relevant field is mandatory for each product)

5 2 2 2

MSc / PhD qualification/Foreign training 3

6 Networking and Training 8

Networking setup across Pakistan (1 mark for each setup upto maximum 

6)

6 3 3 3

Certificate to the affect that the firm will provide training in the use of 

equipment to the relevant technical staff. Training plan must be attached 

with certificate

2

7 Testing & Calibration Equipment 4

List of tools , testing equipment and calibration equipment relevant to the 

product

2 2 2 2

Spare Parts readily availability (Inventory list) 2 1 1 1

8 Past Experience / Performance 4

Satisfactory performance certificate  for the quoted equipment  from the 

medical institutions within Pakistan (1 mark for each certificate upto 

maximum 4)

4 2 2 2

9 Financial Status 6

Bank Certificate 2 2 2 2

Last year verified Balance Sheet 2 2 2 2

Yearly turn-over of over 100 Million 2

10 Bonus points 8

Special features 2

Warranty period extension free of cost (the firm offered greater period will 

get the marks) warranty must be from original manufacturer

2

Comparative Running Cost (consumeables / reagents / replacement parts 2

Post warranty maintenance contract, including service and parts, rates 

(companies to offer precentage (%) of the contract value in the technical 

bid. The lowest will get the full marks. The rates must come from the 

original manufacturer 

2

100 72 64 64

QUALIFIED DIS-QUALIFIED DIS-QUALIFIEDMARKS (Minimum 70 marks are required to Technically qualify

TECHNICAL EVALUATION REPORT

PROCUREMENT OF MEDICAL / HOSPITAL EQUIPMENT

IFB NO. DUHS/P&D/2013/5480 --- TECHNICAL BIDS OPENED ON 15 JANUARY 2014

M/S. SIEMENS (PAKISTAN) ENGINEERING CO. LTD.

TOTAL POINT SCORE (A+B)
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