
() Dow University Of Health Sciences
~ Directorate of Procurement

No. DUHS/DPI2018/-33 Dated 01 February 2018

The Director
Sindh Public Procurement Regulatory Authority
Government of Sindh
BlockNo.8, Sindh Secretariat No. 4-A
Court Road, Karachi.

Subject: Bid Evaluation Report.
NIT No. DUHSIDP/2017/- 26 Dated 21 September 2017
SPPRA websites Sr. No. 34514 / SPPRA ID No. 2147483647
Procurement of Hospital Equipment / Instruments

Dear Sir,

I am attaching herewith the Bid Evaluation Report (BER) duly signed & stamped by all the
members of Procurement Committee, comprising on following documents, for hoisting on
the authority's website in respect of subjected NIT in accordance with Rule 45 of SPP Rules
2010:

1. Original Bid Evaluation Report on Standard Format.
2. Attendance sheets (Technical and Financial Opening of the bids).
3. Bidder's Eligibility / Qualification Report.
4. Original Comparative Statement.
5. Minutes of Bid Opening meeting.
6. Original Certificate of Single Bid.
7. Bid validity extension letters.

With best regards.

Sincerely :~

. ~/I~
S. SHAFQAT I,I'VSSAIN

~irector Procurement

c.c. The Pro-Vice Chancellor / Chairman Procurement Committee, DUHS, Karachi.

Procurement Directorate at Library Block, SUPARCORoad, off Main University Road,
Gulzar-e-Hijri, Scheme No. 33, Karachi

Tele:PABX 021-99261472-9 Email:director.procurement@duhs.edu.pk.



Dow University Of Health Sciences
Directorate of Procurement

No. DUHS/DP/2018/- 33 Dated 01 February 2018

The Director
Sindh Public Procurement Regulatory Authority
Government of Sindh
BlockNo.8, Sindh Secretariat No. 4-A
Court Road, Karachi.

Subject: Bid Evaluation Report.
NIT No. DUHSIDP/2017/- 26 Dated 21 September 2017
SPPRA websites Sr. No. 34514 I SPPRA ID No. 2147483647
Procurement of Hospital Equipment I Instruments

Dear Sir,

I am attaching herewith the Bid Evaluation Report (BER) duly signed & stamped by all the
members of Procurement Committee, comprising on following documents, for hoisting on
the authority's website in respect of subjected NIT in accordance with Rule 4S of SPP Rules
2010:

1. Original Bid Evaluation Report on Standard Format.
2. Attendance sheets (Technical and Financial Opening of the bids).
3. Bidder's Eligibility I Qualification Report.
4. Original Comparative Statement.
S. Minutes of Bid Opening meeting.
6. Original Certificate of Single Bid.
7. Bid validity extension letters.

With best regards.

Director Procurement

c.c. The Pro-Vice Chancellor I Chairman Procurement Committee, DUHS, Karachi.

Procurement Directorate at Library Block, SUPARCO Road, off Main University Road,
Gulzar·e·Hijri, Scheme No. 33, Karachi

Tele:PABX 021·99261472·9 Email:director.procurement@duhs.edu.pk.



BID EVALUATION REPORT

1. Name of Procuring Agency: Dow University of Health Sciences, Karachi.

2. Tender Reference No: No. DUHS/DP/2017/-26 Dated 21 September 2017

3. Tender Description: Procurement of Hospital Equipment I Instruments

4. Method of Procurement: Single Stage - Two Envelope

5. Tender Published: a. SPPRAwebsites at Sr. No. 34514 I SPPRA ID No. 2147483647;
b. Daily Dawn (English Newspaper) on 22-09-2017 & 11-10-17;
c. Daily Jang (UrduNewspaper) on 22-09-2017 & 11-10-17;
d. Daily Ibrat (Sindhi Newspaper) on 22-09-2017 & 11-10-17.
(PID(K)964/18) and PID K No. 1218 (Appendix 1)

6. Total Bid documents Sold: Thirty nine (39) Nos.

7. Total Bids Received: Thirty three (33) Nos.

8. Technical Bid Opening date: 215t October 2017 at 11:30 a.m. (Appendix 2)

9. No. of Bid technically qualified: Twenty three (23) Nos. (Appendix 3)

10. Bid(s) Disqualified I Rejected: Ten (10) Nos. (Appendix 3)

11. Financial Bid Opening date: 16 January 2018 at 12:00Noon (Appendix 4)

12. Bid Evaluation Report: Attached as Appendix 5

1. Prof. Dr. Muhammad Masroor
Pro-Vice Chancellor (Chairman)
Dow University of Health Sciences, Karachi

2. Professor Amanullah
Registrar (Member I Coordinator)
Dow University of Health Sciences, Karachi

3. Mr. Munaf Advani
Director Finance (Member)
Benazir Bhutto Shaheed University, Lyari, Karachi.

4. Mr. Nadeem Shakoor Javeri
Director Finance (Co-opted Member)
Dow University of Health Sciences, Karachi

5. Professor M. Shuja Farrukh
Medical Superintendent (Co-opted Member)
Dow University Hospital, Ojha Campus, Karachi
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APPENDIX - 2 -.

DOW UNIVERSITY OF HEALTH SCIENCES, KARACHI.
ATTENDANCE SHEET

PROCUREMENT OF HOSPITAL EQIUPMENT / INSTRUMENT
Invitation for Bid (NIT) No: Ref. # DP/2017126 DATED 21 SEPTEMBER 2017

OPENING OF TECHNICAL BIDS I PROPOSALS ON 21 OCTOBER 2017 AT 11:30 A.M.

S# BIDDER REPRESENTATIVE DESIGNATION CONTACT SIGNATURE
(Company / Firm / Contractor) (Name) NUMBER
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DOW UNIVERSITY OF HEALTH SCIENCES, KARACHI.
ATTENDANCE SHEET

PROCUREMENT OF HOSPITAL EQIUPMENT / INSTRUMENT
Invitation for Bid (NIT) No: Ref. # DP/2017/26 DATED 21 SEPTEMBER 2017",

I

APPENDIX- 2

OPENING OF TECHNICAL BIDS I PROPOSALS ON 21 OCTOBER 2017 AT 11:30 A.M.

DESIGNATION SIGNATURES# BIDDER
(Company / Firm / Contractor)

REPRESENTATIVE
(Name)
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APPENDIX- 2

DOW UNIVERSITY OF HEALTH SCIENCES, KARACHI.
ATTENDANCE SHEET

PROCUREMENT OF HOSPITAL EQIUPMENT / INSTRUMENT
Invitation for Bid (NIT) No: Ref. # DP/2017/26 DATED 21 SEPTEMBER 2017

OPENING OF TECHNICAL BIDS I PROPOSALS ON 21 OCTOBER 2017 AT 11:30 A.M.

S# BIDDER
(Company I Firm I Contractor)

REPRESENTATIVE
(Name)

DESIGNATION CONTACT
NUMBER

SIGNATURE
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D' t . Professor of Medicine
tree or In n Regislrar

DJW University of Health Sciences Dow University of Health SCiences
KiHachi Karachi

Ih~.r. M. Shuja Farrukh
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MedicalSuperintendent
Dow University Hospital, Ojha Campus
Dow University Of HealthSCiences
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APPENDIX - 3

TECHNICAL EVALUATION I BIDDER'S QUALIFICATION REPORT
PROCUREMENT OF HOSPITAL EQUIPMENTIINSTRUMENTS
No. DUHS/DP/2017/-26 Dated 21-09-2017
TECHNICAL BIDS OPENED ON 21-10-2017
MIs. Allmed Solutions

ITEM NO. 10

NAME OF ITEM Autoclavable Enodscopic Saphenous Vein
Harvesting System

4920SFDZ+ 4920SFA+ 49201VD+ 49201VE+ 30444GA+
MODEL 30460AP+ 37370SC+ 220211+ 34451MA+ 34451EH+

33451ML+26172AE+ 26002M+ 26176LV
MAKE Carl Storz GmbH & Co. KG

COUNTRY OF ORIGIN Germany I Mexico
S# PARAMETERS I SUB·PARAMETERS
1 Conformity to the Purchaser's Specifications (25 Marks)

Fully compliant with the required specifications 25 25
Compliant with minor deviation 20

2 Product Certification (15 Marks)
Food and Drug Administration (FDA) 510K & European Community (CE) MOD
or Japan Industrial Standard (JIS) / Japan Quality Assurance Organization 15 15
JOAO)
European Community (CE) MOD and Japan Industrial Standard (JIS) I Japan 12 0
Quality Assurance Organization (JQAO)
Food and Drug Administration (FDA) 510K 10 0
European Community (CE) MOD 8 0
Japan Industrial Standard (JIS)/Japan Quality Assurance Organization (JOAO) 8 0

3 Legal Requirement (17 Marks)
Manufacturer Authorization 5 5
Price Schedule (without prices) 4 0
Bid Form (without prices) 4 0
Tender Purchase Receipt 2 2
Taxation CertificatelNTN and GST) 2 2

4 Technical Staff (13 Marks)
Simple Technician (minimum two) 2 2
Diploma Engineers (minimum two) 3 3

Graduate Engineers (For High Tech / Critical equipment Graduate Engineer of 5 5
relevant field is mandatory for each product) (minimum two)
MSc / PhD qualification/Foreign training 3 3

?f..115 Networking and Training (8 Marks)
Networking setup across Pakistan (1 mark for each setup, maximum 6) 6 4
Certificate to the affect that firm will provide training in use of equipment to 2 0 QJ'relevant technical staff. Training plan must be attached with certificate

6 Delivery (06 Marks)
4 to 6 Weeks or earlier 6 0
7 to 12 Weeks or earlier 2 2

7 Past Experience I Performance (04 Marks)
Satisfactory performance certificate for quoted equipment from medical 4 4
institutions within Pakistan (1 mark for each certificate, maximum 4)

8 Financial Status (06 Marks)
Bank Certificate 2 2
Last year verified Balance Sheet / Income Tax Return Form 2 2
Yearly turn-over of over 50 Million 2 2

9 Bonus points (06 Marks)
Warranty period extension free of cost (the firm offered greater period will get 2 0
the marks) warranty must be from original manufacturer
Comparative Running Cost (consumables I reagents / replacement parts 2 0

Post warranty maintenance contract, including service and parts 2 0
TOTAL MARKS I POINT SCORE 100 78

Minimum 70 marks are requlred to Technicalll4.Qualify Qualified
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APPENDIX - 3

TECHNICAL EVALUATION I BIDDER'S QUALIFICATION REPORT
PROCUREMENT OF HOSPITAL EQUIPMENTIINSTRUMENTS
No. DUHS/DP/2017/-26 Dated 21-09-2017
TECHNICAL BIDS OPENED ON 21-10-2017
MIs. Amtronech





APPENDIX - 3

TECHNICAL EVALUATION I BIDDER'S QUALIFICATION REPORT
PROCUREMENT OF HOSPITALEQUIPMENT/INSTRUMENTS
No. DUHS/DP/2017/-26Dated 21-09-2017
TECHNICALBIDS OPENEDON 21-10-2017
Mis. Biomatrix Pakistan

ITEM NO. 3 3

NAME OF ITEM Patient Monitor Patient Monitor

MODEL DIONA H9
MAKE 3F Medical System Shenzhen Hwatime

COUNTRY OF ORIGIN China China
S# PARAMETERS I SUB-PARAMETERS

1 Conformity to the Purchaser's Specifications (25 Marks) Rejected. Not 510K FDA Rejected. Not 51 OK FDA
approved approved

Fully compliant with the required specifications 25 0 0
Compliant with minor deviation 20 0 0

2 Product Certification (15 MarkS)
Food and Drug Administration (FDA) 510K & European Community (CE) MDD
or Japan Industrial Standard (JIS) / Japan Quality Assurance Organization 15 0 0
IIJQAO)
European Community (CE) MDD and Japan Industrial Standard (JIS) / Japan 12 0 0
Quality Assurance Orqaniaation (JQAO)
Food and DruQAdministration (FDA) 510K 10 0 0
European Community (CE) MDD 8 0 8

Japan Industrial Standard (JIS)/Japan Quality Assurance Organization (JQAO) 8 0 0

3 Legal Requirement (17 Marks)

Manufacturer Authorization 5 5 5

Price Schedule (without prices) 4 4 4

Bid Form (without prices) 4 4 4

Tender Purchase Receipt 2 2 2

Taxation Certificate (NTN and GST) 2 2 2

4 Technical Staff (13 Marks)
Simple Technician (minimum two) 2 2 2

Diploma EnQineers (minimum two)- 3 3 3

Graduate Engineers (For High Tech / Critical equipment Graduate Engineer of 5 5 5 ,
relevant field is mandatory for each product) (minimum two)
MSc / PhD qualification/ForeiQn traininQ 3 0 0

5 Networking and Training (8 Marks)
Networking setup across Pakistan (1 mark for each setup. maximum 6) 6 0 0

Certificate to the affect that firm will provide training in use of equipment to 2 0 0
relevant technical staff. Training plan must be attached with certificate

6 Delivery (06 Marks)
4 to 6 Weeks or earlier 6 0 0
7 to 12 Weeks or earlier 2 0 0

7 Past Experil!nce I Performance (04 Marks)
Satisfactory performance certificate for quoted equipment from medical 4 0 0 ~!---
institutions within Pakistan (1 mark for each certificate, maximum 4)

8 Financial Status (06 Marks)
Bank Certificate 2 2 2

Last year verified Balance Sheet / Income Tax Return Form 2 2 2

Yearly fum-over of over 50 Million 2 0 0
9 Bonus points (06 Marks)

Warranty period extension free of cost (the firm offered greater period will get 2 0 0
the marks) warranty must be from original manufacturer
Comparative Running Cost (consumables / reagents / replacement parts 2 0 0

Post warranty maintenance contract. indudinq service and parts 2 0 nul. 1ft.M. ~nuJiiI
TOTAL MARKS I POINT SCORE ~ 100 31 39 ~S

\ Minimum 70 marks are reauired to Technicallv qualify \\ Dis-Qualified Dis- \Wtlf II I'J'1N ,.'. i .. \ \
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TECHNICAL EVALUATION I BIDDER'S QUALIFICATION REPORT
PROCUREMENT OF HOSPITALEQUIPMENTIINSTRUMENTS
No. DUHS/DP/20171-26 Dated 21-09-2017
TECHNICAL BIDS OPENED ON 21-10-2017
Mis. Biomatrix Pakistan

APPENDIX - 3

China

4

NAME OF ITEM Vital Sign Monitor Portable Vital Sign Monitor Portable

ITEM NO. 4

H-5

COUNTRY OF ORIGIN China
PARAMETERSI SUB-PARAMETERS5#

MODEL IRIS-200
Shenzhen Hwatime

Rejected. Masimo SP02
not available

o
o

0

0

0
8

0

5

4
4
2
2

2
3

5 }

0

0

0

0
0

0 ~ o·

2
2
0

0

0
0
39

Dis-Qualified,

Manufacturer Authorization

1 Conformity to the Purchaser's Specifications (25 Marks)

Fully compliant with the recuired specifications 25 25
Compliant with minor deviation 20 0

2 Product Certification (15Marks)
Food and Drug Administration (FDA) 510K & European Community (CE) MOD
or Japan Industrial Standard (JIS) I Japan Quality Assurance Organization 15 0
'JQAO)
European Community (CE) MOD and Japan Industrial Standard (JIS) I Japan 12 0
Qualitv Assurance Oraanization (JQAO)
Food and Drug Administration (FDA) 510K 10 0
European Community (CE) MOD 8 8

Japan Industrial Standard (JIS)/Japan Quality Assurance Organization (JQAO) 8 0

3 Leaal Requirement (17 Marks)

Price Schedule (without priceSl
Bid Form (without orices)

MAKE 3F Medical System

Tender Purchase Receipt

5 Not exclusively authorized
by manufacturer

Taxation Certificate(NTN and GST)

4 4

Simple Technician (minimum two)
4 Technical Staff (13 Marks)

Diploma Engineers (minimum two)
Graduate Engineers (For High Tech I Critical equipment Graduate Engineer of
relevant field is mandatory for each product) (minimum two)

4 4

MSc I PhD Qualification/ForeiQn traininQ
5 Networkina and Trainina(8 Marks)

Networkina setuo across Pakistan (1 mark for each setup, maximum 6)

2 2

Certificate to the affect that firm will provide training in use of equipment to
relevant technical staff. Training plan must be attached with certificate

2 2

6 Delivery (06 MarkS)

2 2

7 to 12 Weeks or earlier
4 to 6 Weeks or earlier

7 Past Experience IPerformance (04 Marks)

3 3

Satisfactory performance certificate for quoted equipment from medical
institutions within Pakistan (1 mark for each certificate, maximum 4)

5 5

Bank Certificate
8 Financial Status (06 Marks)

Last year verified Balance Sheet I Income Tax Return Form
Yearly turn-over of over 50 Million

3 o

9 Bemuspoints (06 Marks)

6 o

Warranty period extension free of cost (the firm offered greater period will get
the marks) warranty must be from original manufacturer

2 o

6 o
2 o

4 o

2 2
2 2
2 o

Comparative Running Cost (consumables I reagents I replacement parts 2 0

2 o

Post warranty maintenance contract, including service and parts 2 0
TOTAL MARKS I POINT SCORE 100 59

Minimum 7(l..rfiarks aTe required to Technically Qual~" Dis-Qualified



TECHNICAL EVALUATION I BIDDER'S QUALIFICATION REPORT
PROCUREMENT OF HOSPITALEQUIPMENTIINSTRUMENTS
No. DUHSIDP/2017/-26 Dated 21-09-2017
TECHNICAL BIDS OPENEDON 21-10-2017
Mis. Biomatrix Pakistan

APPENDIX - 3

J

ITEM NO. 7 7

NAME OF ITEM Syringe Pump Syringe Pump

MODEL EN-S7 Smart EN-S7
MAKE Enmind Enmind

COUNTRYOF ORIGIN China China
S# PARAMETERS I SUB·PARAMETERS

1 Conformity to the Purchaser's Specifications (25 Marks) Rejected. Chinese origin

Rejected. Chinese origin
Only 2 infusion modes VIS
7 modes, Occlusion 4 level

available
FullycorTlQliant with the required specifications 25 o
Compliant with minor deviation 20 o

2 Product Certification (15 Marks)
Food and Drug Administration (FDA) 510K & European Community (CE) MOD
or Japan Industrial Standard (JIS) / Japan Quality Assurance Organization
JQAO)
European Community (CE) MOD and Japan Industrial Standard (JIS) / Japan
Quality Assurance Omanizaton (JQAO)
Food and Drug Administration (FDA) 510K
European Community (CE) MOD

Japan Industrial Standard (JIS)/Japan Quality Assurance Organization (JQAO)

3 Legal Requirement (17 Marks)

Manufacturer Authorization

Price Schedule (without prices)
Bid Form (without prices)
Tender Purchase Receipt
Taxation Certificate (NTN and GST)

4 Technical Staff (13 Marks)
Simple Technician (minimum two)
Diploma EnQineers (minimum two)
Graduate Engineers (For High Tech / Critical equipment Graduate Engineer of
relevant field is mandatory for each product) (minimum two)
MSc I PhD qualification/Foreign training

5 Networking and Training (8 Marks)
Networkin~ setup across Pakistan (1 mark for each setup, maximum 6)
Certificate to the affect that finmwill provide training in use of equipment to
relevant technical staff. Training plan must be attached with certificate

6 Delivery (06 Marks)
4 to 6 Weeks or earlier
7 to 12 Weeks or earlier

7 Past Experience I Performance (04 Marks)
Satisfactory performance certificate for quoted equipment from medical
institutions within Pakistan (1 mark for each certificate, maximum 4)

8 Financial Status (06 Marks)
Bank Certificate
Last year verified Balance Sheet I Income Tax Return Form
Yearly turn-over of over 50 Million

9 Bonus points_(06 Marks)
Warranty period extension free of cost (the firm offered greater period will get
the marks) warranty must be from original manufacturer

15 0 0

12 0 0

10 0 0
8 8 0

8 0 0

5 5 5

4 4 4
4 4 4
2 2 2
2 2 2

2 2 2
3 3 3

5 5 5

3 0 0

6 0 0

2 0 0

6 0 0
2 0 0

4 0 0

2 2 2
2 2 2
2 0 0

2 2 2

Comparative Running Cost (consumables / reagents / replacement parts 200

Post warranty maintenance contract, including service and parts 200
TOTAL MARKS I.POINTSCORE

Minimum 70 mark'S are required to Technically Qualify \\ Dis-Qualified Dis·Qualified



APPENDIX - 3

TECHNICAL EVALUATION I BIDDER'S QUALIFICATION REPORT
PROCUREMENT OF HOSPITALEQUIPMENTIINSTRUMENTS
No. DUHS/DP/2017/-26Dated 21-09-2017
TECHNICAL BIDS OPENEDON 21-10-2017
Mis. Biomatrix Pakistan

ITEM NO. 8 8

NAME OF ITEM Infusion Pumps Infusion Pumps

MODEL EN-V7 Smart EN-V7
MAKE Enmind Enmind

COUNTRYOF ORIGIN China China

S# PARAMETERS I SUB·PARAMETERS
Rejected. Chinese origin

1 Conformity to the Purchaser's Specifications (25 Marks) Rejected. Chinese origin Only 3 infusion modes VIS
5 modes. Occlusion level 4

available
Fully compliant with the required specifications 25
Compliant with minor deviation 20

2 ProductCertification (15 Marks)
Food and Drug Administration (FDA) 510K & European Community (CE) MDD
or Japan Industrial Standard (JIS) / Japan Quality Assurance Organization 15 0 0
I/JQAO)
European Community (CE) MDD and Japan Industrial Standard (JIS) / Japan 12 0 0
Quality Assurance Organization (JOAO)
Food and Druq Administration (FDA) 510K 10 0 0

European Community (CE) MDD 8 8 0

Japan Industrial Standard (JIS)/Japan Quality Assurance Organization (JQAO) 8 0 0

3 Legal Requirement (17 Marks)

Manufacturer Authorization 5 5 5

Price Schedule (without prices) 4 4 4

Bid Form(without prices) 4 4 4

Tender Purchase Receipt 2 2 2

Taxation Certificate (NTN and GST) 2 2 2

4 Technical Staff (13 Marks)
Simple Technician (minimum two) 2 2 2

Diploma Enaineers (minimum two) 3 3 3

Graduate Engineers (For High Tech / Critical equipment Graduate Engineer of 5 5 5 )
relevant field is mandatory for each product) (minimum two)
MSc / PhD QualificationiForeiqn traininq 3 0 0

5 Networkina and Training (8 Marks)
Networking setup across Pakistan (1 mark for each setup, maximum 6) 6 0 0

Certificate to the affect that firm will provide training in use of equipment to 2 0 0
relevant technical staff. Training plan must be attached with certificate

6 Deliverv (06 Marks)
4 to 6 Weeks or earlier 6 0 0

7 to 12 Weeks or earlier 2 0 0

7 Past Experience I Performance (04 Marks)
Satisfactory performance certificate for quoted equipment from medical 4 0 0 2--
institutions within Pakistan (1 mark for each certificate, maximum 4)

8 Financial Status (06 Marks)
Bank Certificate 2 2 2

Last year verified Balance Sheet / Income Tax Return Form 2 2 2

Yearly turn-over of over 50 Million 2 0 0

9 Bonus points (06 Marks)
Warranty period extension free of cost (the firm offered greater period will get 2 2 2
the marks) warranty must be from original manufacturer
Comparative Running Cost (consumables I reagents / replacement parts 2 0 0

Post warranty maintenance contract, includlnq service and parts 2 0 0

TOTAL MARKS I POINT SCORE 100 41 33

Minimum 70 marks are required to Technically Qualify
, Dis-Qualified Dis-Qualified
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TECHNICAL EVALUATION / BIDDER'S QUALIFICATION REPORT
PROCUREMENT OF HOSPITAL EQUIPMENT/INSTRUMENTS
No. DUHS/DP/2017/-26 Dated 21-09-2017
TECHNICAL BIDS OPENEDON 21-10-2017
MIs. BIOS

Infinium

ITEMNO. 3

NAME OF ITEM Patient Monitor

MODEL OMNIIII

COUNTRY OF ORIGIN USA
S# PARAMETERS I SUB·PARAMETERS

1 Conformity to the Purchaser's Specifications (25 Marks)

MAKE

APPENDIX - 3

3

Patient Monitor

G3L
General Meditech

China

Touch screen
feature not
available

0
20

15

0

0
0
0

5
4
4
2
2

2
3

5

0

4

2

6
0

3 )

2
2
2

0

0

0
83

Fully compliant with the required specifications
Compliant with minor deviation

2 Product Certification (15 Marks)
Food and Drug Administration (FDA) 510K & European Community (CE) MOD
or Japan Industrial Standard (JIS) / Japan Quality Assurance Organization
I(JOAO)
European Community (CE) MOD and Japan Industrial Standard (JIS) / Japan
Quality Assurance Orqaolzatlon (JQAO)
Food and DruQAdministration (FDA) 510K
European Community (CE) MOD
Japan Industrial Standard (JIS)/Japan Quality Assurance Organization (JQAO)

3 Legal Requirement (17 Marks)
Manufacturer Authorization
Price Schedule (without prices)
Bid Form (without prices)
Tender Purchase Receipt
Taxation Certificate (NTN and GST)

4 Technical Staff (13 Marks)
Simple Technician (minimum two)
Diploma EnQineers (minimum two)
Graduate Engineers (For High Tech / Critical equipment Graduate Engineer of
relevant field is mandatory for each product) (minimum two)
MSc / PhD qualification/Foreign training

5 Networking and Training (8 Marks)
Networking setup across Pakistan (1 mark for each setup, maximum 6)
Certificate to the affect that firm will provide training in use of equipment to
relevant technical staff. Training plan must be attached with certificate

6 Delivery (06 Marks)
4 to 6 Weeks or earlier
7 to 12 Weeks or earlier

7 Past Experience I Performance (04 MarkS)
Satisfactory performance certificate for quoted equipment from medical
institutions within Pakistan (1 mark for each certificate, maximum 4)

8 Financial Status (06 Marksf
Bank Certificate
Last year verified Balance Sheet /Income Tax Return Form
Yearly turn-over of over 50 Million

9 Bonus points (06 Marks)
Warranty period extension free of cost (the firm offered greater period will get
the marks) warranty must be from original manufacturer
Comparative Running Cost (consumables / reagents / replacement parts
Post warranty maintenance contract, includina service and parts

TOTAL MARKS I POINTSCORE

25 25
20 0

15 15

12 0

10 0
8 0
8 0

5 5
4 4
4 4
2 2
2 2

2 2
3 3

5 5

3 0

6 4

2 2

6 6
2 0

4 2

2 2
2 2
2 2

2 2

2 0

2 0
100 89



TECHNICAL EVALUATION I BIDDER'S QUALIFICATION REPORT
PROCUREMENT OF HOSPITAL EQUIPMENTIINSTRUMENTS
No. DUHS/DP/2017/-26 Dated 21-09-2017
TECHNICAL BIDS OPENEDON 21-10-2017
MIs. BIOS

APPENDIX - 3

25
0

15

0

0
0
0

5
4
4
2
2

2
3

5

0

4

2

6
0

0

2
2
2

0

0
0
85

Qualified

('"'

16ITEMNO. 4

NAME OF ITEM Vital Sign Monitor Portable Defibrillator

MODEL CLEO Reanibex 800
MAKE Infinium Osatu

COUNTRYOF ORIGIN USA Spain
S# PARAMETERS I SUB-PARAMETERS

1 Conformity to the Purchaser's Specifications (25Marks)
Rejected, Full charging

time N/A.
Battery backup N/A

Fully compliant with the required specifications 25 o
Compliant with minor deviation 20 o

2 Product Certification (15 Marks)
Food and Drug Administration (FDA) 510K & European Community (CE) MDD
or Japan Industrial Standard (JIS) / Japan Quality Assurance Organization
IIJQAO)

15 0

0

0
8
0

5
4
4
2
2

2
3

5 I
0

4

2

6
0

0 )-

2
2
2

0

0
0
53

Dis-Qualified

European Community (CE) MDD and Japan Industrial Standard (JIS) / Japan
Quality Assurance Organization (JQAO)

12

Food and Drug Administration (FDA) 510K 10
European Community (CE) MDD 8
Japan Industrial Standard (JIS)/Japan Quality Assurance Organization (JQAO) 8

3 Legal Requirement (17 Marks)
Manufacturer Authorization 5
Price Schedule (without prices) 4
Bid Form (without prices) 4
Tender Purchase Receipt 2
Taxation Certificate (NTN and GST) 2

4 Technical Staff (13 Marks)
Simple Technician (minimum two)
Diploma Engineers (minimum two)

2
3

Graduate Engineers (For High Tech / Critical equipment Graduate Engineer of
relevant field is mandatory for each product) (minimum two)

5

MSc / PhD qualification/Foreign traininq
5 Networking and Training (8 Marks)

Networking setup across Pakistan (1 mark for each setup, maximum 6)

3

6
Certificate to the affect that firm will provide training in use of equipment to
relevant technical staff, Training plan must be attached with certificate 2

6 Delivery (06 Marks)
4 to 6 Weeks or earlier 6
7 to 12 Weeks or earlier 2

7 Past Experience I Performance (04 Marks)
Satisfactory performance certificate for quoted equipment from medical
institutions within Pakistan (1 mark for each certificate, maximum 4)

4

8 Financial Status (06 Marks)
Bank Certificate 2
Last year verified Balance Sheet !Income Tax Return Form 2
Yearly turn-over of over 50 Million 2

9 Bonus points (06 Marks)
Warranty period extension free of cost (the firm offered greater period will get
the marks) warranty must be from original manufacturer

2

Comparative Running Cost (consumables! reagents! replacement parts 2
Post warranty maintenance contract, including service and parts 2

TOTAL MARKS I POINTSCORE 100
Minimum 70 marks are reauired to Technicallv Qualify \



APPENDIX - 3

TECHNICAL EVALUATION / BIDDER'S QUALIFICATION REPORT
PROCUREMENT OF HOSPITAL EQUIPMENT/INSTRUMENTS
No. DUHS/DP/2017/-26 Dated 21-09-2017
TECHNICAL BIDS OPENED ON 21-10-2017
MIs. BIOS

ITEM NO. 17

NAME OF ITEM ECG Machine 12 Channels

MODEL MT Plus
MAKE BTL Industires

COUNTRY OF ORIGIN Bulgaria
5# PARAMETERS I SUB·PARAMETERS

Rejected. Image format not
1 Conformity to the Purchaser's Specifications (25 Marks) mention and server software N/A,

Storage memory not mention
Fully compliant with the required specifications 25 0
Compliant with minor deviation 20 0

2 Product Certification (15 Marks)
Food and Drug Administration (FDA) 510K & European Community (CE) MOD
or Japan Industrial Standard (JIS) / Japan Quality Assurance Organization 15 0
IJQAO)
European Community (CE) MOD and Japan Industrial Standard (JIS) I Japan 12 0
Quality Assurance Organization (JQAO)
Food and Drug Administration (FDA) 510K 10 0
European Community (CE) MOD 8 8
Japan Industrial Standard (JIS)/Japan Quality Assurance Organization (JQAO) 8 0

3 Legal Requirement (17 Marks)
Manufacturer Authorization 5 5
Price Schedule (without prices) 4 4
Bid Form (without prices) 4 4
Tender Purchase Receipt 2 2
Taxation Certificate (NTN and GST) 2 2

4 Technical Staff (13 Marks)
Simple Technician (minimum two) 2 2
Diploma Engineers (minimum two) 3 3

Graduate Engineers (For High Tech / Critical equipment Graduate Engineer of
5 5 /relevant field is mandatory for each product) (minimum two)

MSc I PhD qualification/Foreign training 3 0
5 Networking and Training (8 Marks)

Networking setup across Pakistan (1 mark for each setup, maximum 6) 6 4

Certificate to the affect that firm will provide training in use of equipment to 2 2
relevant technical staff. Training plan must be attached with certificate

6 Delivery (06 Marks)
4 to 6 Weeks or earlier 6 6
7 to 12 Weeks or earlier 2 0

7 Past Experience I Performance (04 Marks)
Satisfactory performance certificate for quoted equipment from medical 4 0 ).institutions within Pakistan (1 mark for each certificate, maximum 4)

8 Financial Status (06 Marks)
Bank Certificate 2 2
Last year verified Balance Sheet I Income Tax Return Form 2 2
Yearly turn-over of over 50 Million 2 2

9 Bonus points (06 Marks)
Warranty period extension free of cost (the firm offered greater period will get 2 0
the marks) warranty must be from original manufacturer
Comparative Running Cost (consumables / reagents / replacement parts 2 0

Post warranty maintenance contract, including service and parts 2 0
TOTAL MARKS I POINT SCORE 100 53

Minimum 70 marks are required to Technically qualify ~ Dis-Qualified
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TECHNICAL EVALUATION / BIDDER'S QUALIFICATION REPORT
PROCUREMENT OF HOSPITAL EQUIPMENT/INSTRUMENTS
No. DUHS/DP/20171-26 Dated 21-09-2017
TECHNICAL BIDS OPENEDON 21-10-2017
MIs. Biotech Pakistan

APPENDIX - 3

China

NAME OF ITEM

ITEM NO. 3 4

Patient Monitor Vital Sign Monitor
Portable

MODEL IMEC 15 VS-900

COUNTRY OF ORIGIN
MAKE Mindray Mindray

PARAMETERS I SUB·PARAMETERS
China

S#

1 Conformity to the Purchaser's Specifications (25 Marks)

Fully compliantwith the requiredspecifications
Compliantwithminordeviation

2 Product Certification (15 Marks)
Foodand DrugAdministration(FDA) 510K & EuropeanCommunity(CE)MOD
or Japan IndustrialStandard(JIS) / Japan QualityAssuranceOrganization
IIJQAO)
EuropeanCommunity(CE)MODand Japan IndustrialStandard(JIS) / Japan
QualityAssuranceOmanlzation(JQAO)
Foodand DrugAdministration(FDA)510K
EuropeanCommunity(CE)MOD
Japan IndustrialStandard(JIS)/JapanQualityAssuranceOrganization(JQAO)

3 Legal ReQuirernent (17 Marks)
ManufacturerAuthorization
PriceSchedule(withoutprices)
Bid Form (withoutprices)
TenderPurchaseReceipt
TaxationCertificate(NTNandGST)

4 Technical Staff (13Marks)
SimpleTechnician (minimumtwo)
DiplomaEngineers(minimumtwo)
GraduateEngineers(ForHighTech / Critical equipmentGraduateEngineerof
relevantfield is mandatoryfor each product) (minimumtwo)
MSc/ PhDQualificationiForeic:mtraining

5 Networking and Training (8Marks)
NetworkingsetupacrossPakistan(1 mark for each setup, maximum6)
Certificateto the affect that firmwill provide training in useof equipmentto
relevanttechnicalstaff. Trainingplan must be attachedwith certificate

6 Delivery (06 Marks)
4 to 6 Weeksor earlier
7 to 12 Weeksor earlier

7 Past Experience I Performance (04 Marks)
Satisfactoryperformancecertificate for quotedequipment from medical
institutionswithin Pakistan(1 mark for each certificate,maximum4)

8 Financial Status (06 Marks)
BankCertificate
Lastyear verifiedBalanceSheetI IncomeTax Return Form
Yearlyturn-overof over 50 Million

9 Bonus points (06 Marks)
Warrantyperiodextensionfree oi cost (the firm offeredgreater periodwill get
the marks)warrantymust be from originalmanufacturer
ComparativeRunningCost (consumables/ reagents/ replacementparts 2 0 0

Rejected. Not 510K Rejected. Masimo
FDA approved SP02 not available

25 0 0
20 0 0

15 0 0

12 0 0

10 0 0
8 8 8
8 0 0

5 5 5
4 4 4
4 0 0
2 2 2
2 2 2

2 2 2
3 3 3

5 5 5

3 0 0

6 3 3

2 2 2

6 6 6
2 0 0

4 0 0

2 2 2
2 2 2
2 2 2

2 2 2

.,,/.~-

Postwarrantymaintenancecontract, includingservice and parts 2 0 0



APPENDIX - 3

TECHNICAL EVALUATION / BIDDER'S QUALIFICATION REPORT
PROCUREMENT OF HOSPITAL EQUIPMENT/INSTRUMENTS
No. DUHS/DP/20171-26 Dated 21-09-2017
TECHNICAL BIDS OPENEDON 21-10-2017
MIs. Biotech Pakistan

ITEM NO. 16 16

NAME OF ITEM Defibrillator Defibrillator

MODEL Lifepak 15 Lifepak 20e
MAKE Physio Control Physio Control

COUNTRYOF ORIGIN USA USA
S# PARAMETERS I SUB-PARAMETERS

Rejected. Charging time Charging time 360J at 7

1 Conformity to the Purchaser's Specifications (25 Marks) 360J at 10 Sec. VIS 4.5 SecondsVIS 4.5 Sec. &
Sec. & full battery charging battery Backup time 4 Hours

time 3 Hours & display Size 5.7"

Fully compliant with the required specifications 25 0 0
Compliant with minor deviation 20 0 20

2 product Certification (15 Marks)
Food and Drug Administration (FDA) 510K & European Community (CE) MOD
or Japan Industrial Standard (JIS) / Japan Quality Assurance Organization 15 0 15
JOAO)
European Community (CE) MOD and Japan Industrial Standard (JIS) / Japan 12 0 0
Quality Assurance Organization (JQAO)
Food and Drug Administration (FDA) 510K 10 0 0
European Community (CE) MDD 8 8 0
Japan Industrial Standard (JIS)/Japan Quality Assurance Organization (JQAO) 8 0 0

3 Legal Requirement (17 Marks)
Manufacturer Authorization 5 5 5
Price Schedule (without prices)- 4 4 4
Bid Form (without prices) 4 0 0
Tender Purchase Receipt 2 2 2
Taxation Certificate (NTN and GST) 2 2 2

4 Technical Staff (13 Marks)
Simple Technician (minimum two) 2 2 2
Diploma Enolnsers (minimum two) 3 3 3
Graduate Engineers (For High Tech / Critical equipment Graduate Engineer of 5 5 5 /
relevant field is mandatory for each product) (minimum two)
MSc / PhD qualification/Foreign training 3 0 0

5 Networking and Training (8 Marks)
Networking setup across Pakistan (1 mark for each setup, maximum 6) 6 3 3
Certificate to the affect that firm will provide training in use of equipment to 2 2 2
relevant technical staff. Training plan must be attached with certificate

6 Delivery (06 Marks)
4 to 6 Weeks or earlier 6 6 6
7 to 12 Weeks or earlier 2 0 0

7 Past Experience I Performance (04 Marks)
Satisfactory performance certificate for quoted equipment from medical 4 0 0

-c,
r

institutions within Pakistan (1 mark for each certificate, maximum 4)
8 Financial Status (06 Marks)

Bank Certificate 2 2 2
Last year verified Balance Sheet / Income Tax Return Form 2 2 2
Yearly turn-over of over 50 Million 2 2 2

9 Bonus points (06 Marks)
Warranty period extension free of cost (the firm offered greater period will get 2 2 2
the marks) warranty must be from original manufacturer
Comparative Running Cost (consumables / reagents / replacement parts 2 0 0
Post warranty maintenance contract, including service and Darts 2 0 0 (\ .

TOTAL MARKS I POINT SCORE 100 50 77 \')~C"\·

Minimum 70 marks are reauired to Technicallv qualify , Dis-Qualified , Qualified A e~H ., ,
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APPENDIX - 3

TECHNICAL EVALUATION I BIDDER'S QUALIFICATION REPORT
PROCUREMENT OF HOSPITAL EQUIPMENT/INSTRUMENTS
No. DUHS/DP/2017/-26 Dated 21-09-2017
TECHNICAL BIDS OPENEDON 21-10-2017
MIs. Biotech Pakistan

ITEM NO. 17 22

NAME OF ITEM ECG Machine 12 Electric Motorized
Channels Hospital Bed

MODEL CP150 Actilit Bed
MAKE Welchallyn AHF Mobilier Hospitalier

COUNTRYOF ORIGIN USA France
S# PARAMETERS I SUB·PARAMETERS

Rejected. Sample not
1 Conformity to the Purchaser's Specifications (25 Marks) provided to examine the

product

Fully compliant with the required specifications 25 25 0
Compliant with minor deviation 20 0 0

2 ProductCertification (15 Marks)
Food and Drug Administration (FDA) 510K & European Community (CE) MDD
or Japan Industrial Standard (JIS) I Japan Quality Assurance Organization 15 15 0
IIJQAO)
European Community (CE) MDD and Japan Industrial Standard (JIS) I Japan 12 0 0
Quality Assurance Organization (JQAO)
Food and Drug Administration (FDA) 510K 10 0 0
European Community (CE) MDD 8 0 8
Japan Industrial Standard (JIS)/Japan Quality Assurance Organization (JQAO) 8 0 0

3 Legal Requirement (17 Marks)
Manufacturer Authorization 5 5 5
Price Schedule (without prices) 4 4 4
Bid Form (without prices) 4 0 0
Tender Purchase Receipt 2 2 2
Taxation Certificate (NTN and GST) 2 2 2

4 Technical Staff (13 Marks)
Simple Technician (minimum two) 2 2 2
Diploma Engineers (minimum two) 3 3 3
Graduate Engineers (For High Tech / Critical equipment Graduate Engineer of 5 5 5 I
relevant field is mandatory for each product) (minimum two)

r

MSc / PhD Qualification/Foreign training 3 0 0
5 Networking and Training (8 Marks)

Networking setup across Pakistan (1 mark for each setup, maximum 6) 6 3 3
Certificate to the affect that firm will provide training in use of equipment to 2 2 2
relevant technical staff. Training plan must be attached with certificate

6 Delivery (06 Marks)
4 to 6 Weeks or earlier 6 6 0
7 to 12 Weeks or earlier 2 0 2

7 Past Experience I Performance (04 Marks)
Satisfactory performance certificate for quoted equipment from medical 4 0 0 :;:,
institutions within Pakistan (1 mark for each certificate, maximum 4)

8 Financial Status (06 Marks)
Bank Certificate 2 2 2
Last year verified Balance Sheet !Income Tax Return Form 2 2 2
Yearly turn-over of over 50 Million 2 2 2

9 Bonus points (06 Marks)
Warranty period extension free of cost (the firm offered greater period will get 2 2 0
the marks) warranty must be from original manufacturer
Comparative Running Cost (consumables / reagents I replacement parts 2 0 0
Post warranty maintenance contract, including service and parts 2 0 0

TOTAL MARKS I POINT SCORE 100 82 44
Minimum 70 marks are required to Technically qualify Qualified Dis-Qualified

• \



APPENDIX - 3

TECHNICAL EVALUATION / BIDDER'S QUALIFICATION REPORT
PROCUREMENT OF HOSPITAL EQUIPMENT/INSTRUMENTS
No. DUHS/DP/2017/-26 Dated 21-09-2017
TECHNICALBIDS OPENEDON 21-10-2017
Mis. Biotech Pakistan

ITEM NO. 25 26

NAME OF ITEM Bed Side Cabinet Over Bed I Food Table

MODEL Cpervent1 GHTML6DF
MAKE AHF Mobilier Hospitalier AHF Mobilier Hospitalier

COUNTRYOF ORIGIN France France
S# PARAMETERS I SUB·PARAMETERS

Rejected. Sample not Rejected. Sample not
1 Conformity to the Purchaser's Specifications (25 Marks) provided to examine the provided to examine the

product product

Fully compliant with the required specifications 25 0 0
Compliant with minor deviation 20 0 0

2 Product Certification (15 Marks)
Food and Drug Administration (FDA) 510K & European Community (CE) MOD
or Japan Industrial Standard (JIS) I Japan Quality Assurance Organization 15 0 0
(JQAO)
European Community (CE) MOD and Japan Industrial Standard (JIS) ! Japan

12 0 0Quality Assurance Organization (JQAO)
Food and Drug Administration (FDA) 510K 10 0 0
European Community (CE) MOD 8 8 8
Japan Industrial Standard (JIS)/Japan Quality Assurance Organization (JQAO) 8 0 0

3 legal Requirement (17 Marks)
Manufacturer Authorization 5 5 5
Price Schedule (without prices) 4 4 4
Bid Form (without prices) 4 0 0
Tender Purchase Receipt 2 2 2
Taxation Certificate (NTN and GST) 2 2 2

4 Technical Staff (13 Marks)
Simple Technician (minimum two) 2 2 2
Diploma Engineers (minimum two) 3 3 3
Graduate Engineers (For High Tech / Critical equipment Graduate Engineer of 5 5 5 !relevant field is mandatory for each product) (minimum two)
MSc / PhD qualification/Foreign training 3 0 0

5 Networking and Trainh'1g (8 Marks)
Networking setup across Pakistan (1 mark for each setup, maximum 6) 6 3 3

Certificate to the affect that firm will provide training in use of equipment to 2 2 2
relevant technical staff. Training plan must be attached with certificate

6 Delivery (06 Marks)
4 to 6 Weeks or earlier 6 0 0
7 to 12 Weeks or earlier 2 2 2

7 Past Experience I Performance (04 Marks)
Satisfactory performance certificate for quoted equipment from medical 4 0 0 )~~
institutions within Pakistan (1 mark for each certificate, maximum 4)

8 Financial Status (06 Marks)
Bank Certificate 2 2 2
Last year verified Balance Sheet !Income Tax Return Form 2 2 2
Yearly turn-over of over 50 Million 2 2 2

9 Bonus points (06 Marks)
Warranty period extension free of cost (the firm offered greater period will get 2 0 0
the marks) warranty must be from original manufacturer
Comparative Running Cost (consumables / reagents / replacement parts 2 0 0
Post warranty maintenance contract, including service and parts 2 0 0

TOTAL MARKS I POINT SCORE 100 44 44

Minimum 70 marks are required to Technically Qualify I" Dis-Qualified Dis-Qualified
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TECHNICAL EVALUATION I BIDDER'S QUALIFICATION REPORT
PROCUREMENT OF HOSPITAL EQUIPMENT/INSTRUMENTS
No. DUHS/DP/2017/-26 Dated 21-09-2017
TECHNICAL BIDS OPENED ON 21-10-2017
MIs. Bio-Tech Services

APPENDIX - 3

ITEM NO. 16 17

NAME OF ITEM Defibrillator ECG Machine 12 Channels

MODEL Cardio-Aid 360-B Cardio 1215
MAKE Innomed Medical Suzuken Co., Ltd.

COUNTRY OF ORIGIN Hungary Japan
PARAMETERS I SUB·PARAMETERSS#

1 Conformity to the Purchaser's Specifications (25 Marks)
Battery backup 2 Hours VIS

3 Hours
Fully compliant with the required specifications 25 25 o
Compliant with minor deviation 20 o 20

2 Product Certification (15 Marks)
Food and Drug Administration (FDA) 510K & European Community (CE) MOD
or Japan Industrial Standard (JIS) I Japan Quality Assurance Organization
(JQAO)

15 o o

European Community (CE) MOD and Japan Industrial Standard (JIS) I Japan
Quality Assurance OrQanization (JOAO)

12 o o
Food and DruQAdministration (FDA) 510K 10 o o
European Community (CE) MOD 8 8 8

Japan Industrial Standard (JIS)/Japan Quality Assurance Organization (JQAO) 8 o Quoted model is not
certified

3 LegalRequirement (17 Marks)
Manufacturer Authorization 5 5 5
Price Schedule (without prices) 4 4 4
Bid Form (without prices) 4 4 4
Tender Purchase Receipt 2 2 2
Taxation Certificate (NTN and GST) 2 2 2

4 Technical Staff (13 Marks)
Simple Technician (minimum two) 2 2 2
Diploma EnQineers (minimum two) 3 3 3

Graduate Engineers (For High Tech I Critical equipment Graduate Engineer of
relevant field is mandatory for each product) (minimum two)

5 5 5

MSc I PhD qualification/Foreign training
5 Networking and Training (8 Marks)

NetworkinQ setup across Pakistan (1 mark for each setup, maximum 6)

3

6

3

6

3

6

Certificate to the affect that firm will provide training in use of equipment to
relevant technical staff. Training plan must be attached with certificate

2 2 2

6 Delivery (06 Marks)
4 to 6 Weeks or earlier 6 6 6
7 to 12 Weeks or earlier 2 o o

7 Past Experience I Performance (04 MarkS!
Satisfactory performance certificate for quoted equipment from medical
institutions within Pakistan (1 mark for each certificate, maximum 4)

4 4
No certificate of quoted

model is attached

8 Financial Status (06 Marks)
Bank Certificate 2 2 2
Last year verified Balance Sheet /Income Tax Return Form 2 2 2
Yearly turn-over of over 50 Million 2 2 2

9 Bonus points (06 Marks)
Warranty period extension free of cost (the firm offered greater period will get
the marks) warranty must be from original manufacturer
Comparative Running Cost (consumables I reagents / replacement parts 2 0 0

2 o o

Post warranty maintenance contract, includinQ service and parts 2 0 0
TOTAL MARKS I POINT SCORE 1QD 87 78

Minimum 70 marks are required to Technicallv Qualify \\ Qualified Qualified



APPENDIX - 3

TECHNICAL EVALUATION / BIDDER'S QUALIFICATION REPORT
PROCUREMENT OF HOSPITAL EQUIPMENTIINSTRUMENTS
No. DUHS/DP/2017/-26 Dated 21-09-2017
TECHNICAL BIDS OPENED ON 21-10-2017
Mis. Biologic Medical Systems

ITEM NO. 3 4

NAME OF ITEM Patient Monitor Vital Sign Monitor Portable

MODEL Datalys 780 SC300
MAKE Lutech Industries Inc Huntleigh Healthcare Ltd

COUNTRYOF ORIGIN USA UK
S# PARAMETERS I SUB·PARAMETERS

1 Conformity to the Purchaser's Specifications (25 Marks)

Fully compliant with the required specifications 25 25 25
Compliant with minor deviation 20 0 0

2 Product Certification (15 Marks)
Food and Drug Administration (FDA) 510K & European Community (CE) MOD
or Japan Industrial Standard (JIS) / Japan Quality Assurance Organization 15 15 0
I(JQAO)
European Community (CE) MOD and Japan Industrial Standard (JIS) / Japan 12 0 0
Quality Assurance Organization (JQAO)
Food and Drug Administration (FDA) 510K 10 0 0
European Community (CE) MOD 8 0 8

Japan Industrial Standard (JIS)/Japan Quality Assurance Organization (JQAO) 8 0 0

3 Legal Requirement (17 Marks)
Manufacturer Authorization 5 5 5
Price Schedule (without prices) 4 4 4
Bid Form (without prices) 4 4 4
Tender Purchase Receipt 2 2 2
Taxation Certificate (NTN and GST) 2 2 2

4 Technical Staff (13 Marks)
Simple Technician (minimum two) , 2 2 2
Diploma Engineers (minimum two) 3 3 3

Graduate Engineers (For High Tech / Critical equipment Graduate Engineer of
5 5 5 J

relevant field is mandatory for each product) (minimum two)
MSc / PhD qualification/Foreign training 3 3 3

5 Networking and Training (8 Marks)
Networking setup across Pakistan (1 mark for each setup, maximum 6) 6 3 3
Certificate to the affect that firm will provide training in use of equipment to 2 2 2
relevant technical staff. Training plan must be attached with certificate

6 Delivery (06 Marks)
4 to 6 Weeks or earlier 6 6 6
7 to 12 Weeks or earlier 2 0 0

7 Past Experience I Performance (04 Marks)
Satisfactory performance certificate for quoted equipment from medical

4 )---
institutions within Pakistan (1 mark for each certificate, maximum 4)

8 Financial Status (06 Marks)
Bank Certificate 2 2 2
Last year verified Balance Sheet /Income Tax Return Form 2 2 2
Yearly tum-over of over 50 Million 2 0 0

9 Bonus pOints (06 Marks)
Warranty period extension free of cost (the firm offered greater period will get 2 0 0
the marks) warranty must be from original manufacturer
Comparative Running Cost (consumables / reagents / replacement parts 2 0 0

Post warranty maintenance contract, including service and parts 2 2 2
TOTAL MARKS I POINT SCORE \.. 100 87 80

Minimum 70 marks are required to Technically qualify " Qualified Qualified
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TECHNICAL EVALUATION / BIDDER'S QUALIFICATION REPORT
PROCUREMENT OF HOSPITAL EQUIPMENT/INSTRUMENTS
No. DUHS/DP/20171-26Dated 21-09-2017
TECHNICAL BIDS OPENEDON 21-10-2017
Mis. Biologic Medical Systems

APPENDIX - 3

ITEM NO.

25

o

17

NAME OF ITEM

16

Defibrillator ECG Machine 12 Channels

MODEL Cardio-Aid 360-B Heart Screen 210
MAKE Innomed Medical Innomed Medical

COUNTRY OF ORIGIN Hungary Hungary
PARAMETERS I SUB·PARAMETERSS#

1 Conformity to the Purchaser's Specifications (25 Marks)
Manufacturer had
withdrawn their

authorization letter

Manufacturer had
withdrawn their

authorization letter
Fully compliant with the required specifications o o
Compliant with minor deviation 20 o o

2 Product Certification (15 Marks)
Food and Drug Administration (FDA) 510K & European Community (CE) MOD
or Japan Industrial Standard (JIS) / Japan Quality Assurance Organization
I(JQAO)

15 o 0

0

0
8

0

0
4
4
2
2

2
3

5
,
/

3

3

2

6
0

:.-.

2
2
0

0

0

European Community (CE) MOD and Japan Industrial Standard (JIS) / Japan
Quality Assurance Orcanizaton (JQAO)

12 o

Food and DruQAdministration (FDA) 510K 10 o
European Community (CE) MOD 8 8

Japan Industrial Standard (JIS)/Japan Quality Assurance Organization (JQAO) 8 o
3 Legal Requirement (17 Marks)

Manufacturer Authorization 5 o
Price Schedule (without prices) 4 4
Bid Form (without prices) 4 4
Tender Purchase Receipt 2 2
Taxation Certificate (NTN and GST) 2 2

4 Technical Staff (13 Marks)
Simple Technician (minimum two) 2 2
Diploma Engineers (minimum two) 3 3
Graduate Engineers (For High Tech / Critical equipment Graduate Engineer of
relevant field is mandatory for each product) (minimum two)

5 5

MSc / PhD qualification/ForeiQn traininQ 3 3
5 Networking_and Training (8 Marks)

Networking setup across Pakistan (1 mark for each setup, maximum 6) 6 3

Certificate to the affect that firm will provide training in use of equipment to
relevant technical staff. Training plan must be attached with certificate

2 2

6 Delivery (06 Marks)
4 to 6 Weeks or earlier 6 6
7 to 12 Weeks or earlier 2 o

7 Past Experience I Performance (04 Marks)
Satisfactory performance certificate for quoted equipment from medical
institutions within Pakistan (1 mark for each certificate, maximum 4)

4

8 Financial Status (06 Marks)
Bank Certificate 2 2

Last year verified Balance Sheet I Income Tax Return Form 2 2

Yearly turn-over of over 50 Million 2 o
S Bonus points (06 Marks)

Warranty period extension free of cost (the firm offered greater period will get
the marks) warranty must be from original manufacturer

2 o

Comparative Running Cost (consumables / reagents I replacement parts
Post warranty maintenance contract, including service and parts 2 2 2

2

TOTAL MARKS I POINT SCORE 100 50 50
Minimum 70 marks are required to Technically Qualify 1\\ Dis-Qualified Dis-Qualified



APPENDIX - 3

TECHNICAL EVALUATION / BIDDER'S QUALIFICATION REPORT
PROCUREMENT OF HOSPITAL EQUIPMENT/INSTRUMENTS
No. DUHS/DP/2017/-26 Dated 21-09-2017
TECHNICAL BIDS OPENED ON 21-10-2017
Mis. Biologic Medical Systems

ITEMNO. 17

NAME OF ITEM ECG Machine 12 Channels

MODEL MeCA812i
MAKE Medigate

COUNTRYOF ORIGIN Korea
S# PARAMETERS I SUB·PARAMETERS

Manufacturer had
1 Conformity to the Purchaser's Specifications (25 Marks) withdrawn their

authorization letter
Fully compliant with the required specifications 25 0
Compliant with minor deviation 20 0

2 Pr()duct Certification (15 Marks)
Food and Drug Administration (FDA) 510K & European Community (CE) MOD
or Japan Industrial Standard (JIS) I Japan Quality Assurance Organization 15 0
JQAO)
European Community (CE) MOD and Japan Industrial Standard (JIS) I Japan 12 0
Quality Assurance OrQanization (JQAO)
Food and DruQAdministration (FDA) 510K 10 0
European Community (CE) MOD 8 8

Japan Industrial Standard (JIS)/Japan Quality Assurance Organization (JQAO) 8 0

3 Legal Requirement (17 Marks)
Manufacturer Authorization 5 5
Price Schedule (without prices) 4 4
Bid Form (without prices) 4 4
Tender Purchase Receipt 2 2
Taxation Certificate (NTN and GST) 2 2

4 Technical Staff (13 Marks)
Simple Technician (minimum two) 2 2
Diploma Engineers (minimum two) 3 3

Graduate Engineers (For High Tech I Critical equipment Graduate Engineer of 5 5
relevant field is mandatory for each product) (minimum two)
MSc I PhD qualification/Foreiqn trainina 3 3

5 Networking and Training (8 Marks)
NetworkinQ setup across Pakistan (1 mark for each setup, maximum 6) 6 3

Certificate to the affect that firm will provide training in use of equipment to 2 2
relevant technical staff. Training plan must be attached with certificate

6 Delivery (06 Marks)
4 to 6 Weeks or earlier 6 6
7 to 12 Weeks or earlier 2 0

7 Past Experience I Performance (04 Marks)
Satisfactory performance certificate for quoted equipment from medical 4
institutions within Pakistan (1 mark for each certificate, maximum 4)

8 Financial Status (06 Marks)
Bank Certificate 2 2
Last year verified Balance Sheet I Income Tax Return Form 2 2
Yearly tum-over of over 50 Million 2 0

9 Bonus pOints (06 Marks)
Warranty period extension free of cost (the firm offered greater period will get 2 0
the marks) warranty must be from original manufacturer
Comparative Running Cost (consumables I reagents I replacement parts 2 0

Post warranty maintenance contract, includina service and parts 2 0
TOTAL MARKS I POINT SCORE \. 100 53

Minimum 70 marks are required to Technically qualify '~ Dis-Qualified
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TECHNICAL EVALUATION / BIDDER'S QUALIFICATION REPORT
PROCUREMENT OF HOSPITAL EQUIPMENT/INSTRUMENTS
No. DUHS/DP/2017/-26 Dated 21-09-2017
TECHNICAL BIDS OPENED ON 21-10-2017
Mis. Briogene

ITEM NO. 17
NAME OF ITEM ECG Machine 12

Channels
MODEL MV-SYS-l-EA-IEC
MAKE Heart Sciences

COUNTRYOFORIGIN USA
S# PARAMETERS I SUB-PARAMETERS
1 Conformity to the Purchaser's Specifications (25 Marks)

Fully compliant with the required specifications 25 25
Compliant with minor deviation 20 0

2 Product Certification (15 Marks)
Food and Drug Administration (FDA) 510K & European Community (CE) MOD
or Japan Industrial Standard (JIS) / Japan Quality Assurance Organization 15 0
JQAO)
European Community (CE) MOD and Japan Industrial Standard (JIS) / Japan 12 0Quality Assurance Organization (JQAO)
Food and Drug Administration (FDA) 510K 10 0
European Community (CE) MOD 8 8
Japan Industrial Standard (JIS)/Japan Quality Assurance Organization (JQAO) 8 0

3 Legal Requirement (17 Marks)
Manufacturer Authorization 5 5
Price Schedule (without prices) 4 4
Bid Form (without prices) 4 4
Tender Purchase Receipt 2 2
Taxation Certificate (NTN and GST) 2 2

4 Technical Staff (13 Marks)
Simple Technician (minimum two) 2 0
Diploma Engineers (minimum two) 3 0
Graduate Engineers (For High Tech / Critical equipment Graduate Engineer of 5 5
relevant field is mandatory for each product) (minimum two)
MSc / PhD qualification/Foreign training 3 3

5 Networking and Training (8 Marks)
Networking setup across Pakistan (1 mark for each setup, maximum 6) 6 3
Certificate to the affect that firm will provide training in use of equipment to 2 2
relevant technical staff. Training plan must be attached with certificate

6 Delivery (06 Marks)
4 to 6 Weeks or earlier 6 6
7 to 12 Weeks or earlier 2 0

7 Past Experience I Performance (04 Marks)
Satisfactory performance certificate for quoted equipment from medical 4 0
institutions within Pakistan (1 mark for each certificate, maximum 4)

8 Financial Status (06 Marks)
Bank Certificate 2 2
Last year verified Balance Sheet /Income Tax Return Form 2 2
Yearly turn-over of over 50 Million 2 2

9 Bonus points (06 Marks)
Warranty period extension free of cost (the firm offered greater period will get the 2 0
marks) warranty must be from original manufacturer
Comparative Running Cost (consumables / reagents / replacement parts 2 0
Post warranty maintenance contract, includinq service and parts \ 2 0

TOTAL MARKS I POINT SCORE " 100 75
Minimum 70 marks are required to Technically qualify \\ Qualified
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TECHNICAL EVALUATION / BIDDER'S QUALIFICATION REPORT
PROCUREMENT OF HOSPITAL EQUIPMENT/INSTRUMENTS
No. DUHS/DP/2017/-26 Dated 21-09-2017
TECHNICAL BIDS OPENEDON 21-10-2017
MIs. Chemical Centre

ITEMNO. 21
NAME OF ITEM Deionized Water Plants

ASF120E
MODEL Cat# ZAFS52120
MAKE Millipore

COUNTRY OF ORIGIN France
S# PARAMETERS I SUB·PARAMETERS

Rejected, filter size O.22um and

1 Conformity to the Purchaser's Specifications (25 Marks) TOC <500ppb
Orignal Pay Order attached with

Technical Offer.
Fully compliant with the required specifications 25 0
Compliant with minor deviation 20 0

2 Product Certification (15 Marks)
Food and Drug Administration (FDA) 510K & European Community (CE) MOD
or Japan Industrial Standard (JIS) / Japan Quality Assurance Organization 15 0
JQAOJ
European Community (CE) MOD and Japan Industrial Standard (JIS) / Japan 12 0
Quality Assurance Organization (JQAO)
Food and Drug Administration (FDA) 510K 10 0
European Community (CE) MOD 8 8
Japan Industrial Standard (JIS)/Japan Quality Assurance Organization (JQAO) 8 0

3 Legal Requirement (17 Marks)
Manufacturer Authorization 5 5
Price Schedule (without prices) 4 4
Bid Form (without prices) 4 4
Tender Purchase Receipt 2 2
Taxation Certificate (NTN and GST) 2 2

4 Technical Staff (13 Marks)
Simple Technician (minimum two) 2 2
Diploma Engineers (minimum two) 3 3

Graduate Engineers (For High Tech / Critical equipment Graduate Engineer of
5 5

relevant field is mandatory for each product) (minimum two)
MSc / PhD qualification/Foreign training 3 0

5 Networking and Training (8 Marks)
Networking setup across Pakistan (1 mark for each setup, maximum 6) 6 0
Certificate to the affect that firm will provide training in use of equipment to 2 2
relevant technical staff. Training plan must be attached with certificate

6 Delivery (06 Marks)
4 to 6 Weeks or earlier 6 0
7 to 12 Weeks or earlier 2 2

7 past Experience I Performance (04 Marks)
Satisfactory performance certificate for quoted equipment from medical 4 0
institutions within Pakistan (1 mark for each certificate, maximum 4)

8 Financial Status (06 Marks)
Bank Certificate 2 2
Last year verified Balance Sheet /Income Tax Return Form 2 0
Yearly turn-over of over 50 Million 2 0

9 Bonus points (06 Marks)
Warranty period extension free of cost (the firm offered greater period will get 2 0
the marks) warranty must be from original manufacturer
Comparative Running Cost (consumables / reagents / replacement parts 2 0
Post warranty maintenance contract, including service and parts 2 0

TOTAL MARKS I POINT SCORE \. 100 41
Minimum 70 marks are required to Technically qualify ~ Dis-Qualified

\\

APPENDIX - 3

/

~

~ r ~:~)'ri
pr,of, Dr,' ~,l,u~a~l?~~~l~a.sro_~r ro~~t/~~~,'_:~"~~:,':.';;'~'
II:B8:3, f,iCPS f • , •• ,~ , 'U '( "~':--'I"S"')' ~-l'c.~ enceS

[ t ', Prof. Dr:~t .n a F rukh '(V" P'0~~~e;>.'\h SCI
""' .,' 4 , ..•• ;', IJ""" . "'-:.'.\'J v'
" '",', ' , Mts S. LO,FCP.S. ,\JI-,"',j ';"."c\"'\

, ' 'Medical Superintendent P /. "',

Dow University Hospital, Ojha Campus
Dow University Of Health Sciences



ITEM NO, 11 12

NAME OF ITEM OPG Machine Dental X-Ray Unit

MODEL Cranex D-Ceph SestX-DC
MAKE Sordex New Life Radiology

COUNTRYOF ORIGIN Finland Italy
S# PARAMETERS I SUB-PARAMETERS

Rejected, Tube current is
10mA VIs 6-12mA, High

1 Conformity to the Purchaser's Specifications (25 Marks) Frequency Generator 40KHz
VIs 200KHz, CEPH 8-20Sec

V/s14.5-15 secl
Fully compliant with the required specifications 25 0 25
Compliant with minor deviation 20 0

2 Product Certification (15 Marks)
Food and Drug Administration (FDA) 510K & European Community (CE) MOD
or Japan Industrial Standard (JIS) I Japan Quality Assurance Organization 15 0 0
JQAO)
European Community (CE) MOD and Japan Industrial Standard (JIS) I Japan

12 0 0Quality Assurance Organization (JQAO)
Food and Drug Administration (FDA) 510K 10 0 0
European Community (CE) MOD 8 8 8

Japan Industrial Standard (JIS)/Japan Quality Assurance Organization (JQAO) 8 0 0

3 Legal Requirement (17 Marks)
Manufacturer Authorization 5 5 5
Price Schedule (without prices) 4 4 4
Bid Form (without prices) 4 4 4
Tender Purchase Receipt 2 2 2
Taxation Certificate (NTN and GST) 2 2 2

4 Technical Staff (13 Marks)
Simple Technician (minimum two) 2 2 2
Diploma En~ineers (minimum two) 3 3 3
Graduate Engineers (For High Tech I Critical equipment Graduate Engineer of

5 0 0relevant field is mandatory for each product) (minimum two)
MSc I PhD qualificationlForeign traininq 3 0 0

5 Networking and Training (8 Marks)
Networking setup across Pakistan (1 mark for each setup, maximum 6) 6 4 4
Certificate to the affect that firm will provide training in use of equipment to

2 2 2relevant technical staff. Training plan must be attached with certificate
6 Delivery (06 Marks)

4 to 6 Weeks or earlier 6 6 6
7 to 12 Weeks or earlier 2 0 0

7 Past Experience I Performance (04 Marks)
Satisfactory performance certificate for quoted equipment from medical

4 0 0institutions within Pakistan (1 mark for each certificate, maximum 4)
8 Financial Status (06 Marks)

Bank Certificate 2 2 2
Last year verified Balance Sheet I Income Tax Return Form 2 2 2
Yearly turn-over of over 50 Million 2 2 2

9 Bonus points (06 Marks)
Warranty period extension free of cost (the firm offered greater period will get

2 2 2
the marks) warranty must be from Original manufacturer
Comparative Running Cost (consumables I reagents I replacement parts 2 0 0
Post warranty maintenance contract, including service and parts 2 0 0

TOTAL MARKS I POINT SCORE \\ 100 50 75
N inimum 70 marks are required to Technically Qualili'_ \ Dis-Qualified Qualified
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TECHNICAL BIDS OPENEDON 21-10-2017
Mis. Combined Engineers
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APPENDIX - 3

TECHNICAL EVALUATION / BIDDER'S QUALIFICATION REPORT
PROCUREMENT OF HOSPITAL EQUIPMENT/INSTRUMENTS
No. DUHS/DP/2017/-26 Dated 21-09-2017
TECHNICALBIDS OPENEDON 21-10-2017
MIs. Combined Engineers

ITEM NO. 14 15

NAME OF ITEM Portable X-Ray Source (For Phosphorus Plate Digital
Dental) Radioqroah System

MODEL Prox Portable DC X-Ray Digiora Optime DXR 60
MAKE DigiMed Sordex

COUNTRY OF ORIGIN Korea Finland
S# PARAMETERS I SUB-PARAMETERS

1 Conformity to the Purchaser's Specifications (25Marks)

Fully compliant with the required specifications 25 25 25
Compliant with minor deviation 20

2 Product Certification (15Marks)
Food and Drug Administration (FDA) 510K & European Community (CE) MDD
or Japan Industrial Standard (JIS) I Japan Quality Assurance Organization 15 15 0
I(JQAO)
European Community (CE) MOD and Japan Industrial Standard (JIS) I Japan 12 0 0
Quality Assurance Oroaoizatlon (JQAO)
Food and Drug Administration (FDA) 510K 10 0 0
European Community (CE) MOD 8 0 8

Japan Industrial Standard (JIS)/Japan Quality Assurance Organization (JQAO) 8 0 0

3 Legal Requirement (17Marks)
Manufacturer Authorization 5 5 5
Price Schedule (without prices) 4 4 4
Bid Form (without prices) 4 4 4
Tender Purchase Receipt 2 2 2
Taxation Certificate (NTN and GST) 2 2 2

4 Technical Staff (13Marks)
Simple Technician (minimum two) 2 2 2
Diploma Engineers (minimum two) 3 3 3
Graduate Engineers (For High Tech I Critical equipment Graduate Engineer of 5 0 0
relevant field is mandatory for each product) (minimum two)
MSc I PhD qualification/Foreiqn traininq 3 0 0

5 Networking and Training (8 Marks)
Networking setup across Pakistan (1 mark for each setup, maximum 6) 6 4 4

Certificate to the affect that firm will provide training in use of equipment to 2 2 2
relevant technical staff. Training plan must be attached with certificate

6 Delivery (06Marks)
4 to 6 Weeks or earlier 6 6 6
7 to 12 Weeks or earlier 2 0 0

7 Past Experience I Performance (04Marks)
Satisfactory performance certificate for quoted equipment from medical 4 0 0
institutions within Pakistan (1 mark for each certificate, maximum 4)

8 Financial Status (06Marks)
Bank Certificate 2 2 2
Last year verified Balance Sheet I Income Tax Return Form 2 2 2
Yearly turn-over of over 50 Million 2 2 2

9 Bonus points (06Marks)
Warranty period extension free of cost (the firm offered greater period will get 2 2 2
the marks) warranty must be from original manufacturer
Comparative Running Cost (consumables I reagents I replacement parts 2 0 0

Post warranty maintenance contract, including service and parts 2 0 0
TOTAL MARKS I POINT SCORE It100 82 75

Minimum 70 mark~fe requlred to Technically Qualify \\ Qualified Qualified
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APPENDIX - 3

TECHNICAL EVALUATION I BIDDER'S QUALIFICATION REPORT
PROCUREMENT OF HOSPITAL EQUIPMENT/INSTRUMENTS
No. DUHs/DP/2017/-26Dated 21-09-2017
TECHNICAL BIDS OPENEDON 21-10-2017
MIs. The Creek Company

ITEM NO. 7 8
NAME OF ITEM Syringe Pump Infusion Pumps

MODEL CA-700 CA-2000
MAKE Canafusion Canafusion

COUNTRY OF ORIGIN Canada Canada
S# PARAMETERS ISUB·PARAMETERS

1 Conformity to the Purchaser's Specifications (25 Marks) Rejected. Max. Flow 1000ml VIS
1200ml.

Fully compliant with the required specifications 25 0 25
Compliant with minor deviation 20 0 0

2 Product Certification (15 Marks)
Food and Drug Administration (FDA) 510K & European Community (CE) MOD
or Japan Industrial Standard (JIS) I Japan Quality Assurance Organization 15 0 0
I(JQAO)
European Community (CE) MOD and Japan Industrial Standard (JIS) I Japan

12 0 0Quality Assurance Organization (JQAO)
Food and Drug Administration (FDA) 510K 10 0 0
European Community (CE) MOD 8 8 8
Japan Industrial Standard (JIS)/Japan Quality Assurance Organization (JQAO) 8 0 0

3 Legal Requirement (17 Marks)
Manufacturer Authorization 5 5 5
Price Schedule (without prices) 4 0 0
Bid Form (without prices) 4 0 0
Tender Purchase Receipt 2 2 2
Taxation Certificate (NTN and GST) 2 2 2

4 TfJchnical Staff (13 Marks)
Simple Technician (minimum two) 2 2 2
Diploma Engineers (minimum two) 3 3 3
Graduate Engineers (For High Tech I Critical equipment Graduate Engineer of

5 5 5relevant field is mandatory for each product) (minimum two)
MSc / PhD qualification/Foreign training 3 0 0

5 Networking and Training (8 Marks)
Networking setup across Pakistan (1 mark for each setup, maximum 6) 6 2 2
Certificate to the affect that firm will provide training in use of equipment to

2 2 2
relevant technical staff. Training plan must be attached with certificate

6 Delivery (06 Marks)
4 to 6 Weeks or earlier 6 6 6
7 to 12 Weeks or earlier 2 0 0

7 Past Experience I Performance (04 Marks)
Satisfactory performance certificate for quoted equipment from medical

4 0 0
institutions within Pakistan (1 mark for each certificate, maximum 4)

8 Financial Status (06 Marks)
Bank Certificate 2 2 2
Last year verified Balance Sheet I Income Tax Return Form 2 2 2
Yearly turn-over of over 50 Million 2 0 0

9 Bonus points (06 Marks)
Warranty period extension free of cost (the firm offered greater period will get 2 0 2
the marks) warranty must be from original manufacturer

Comparative Running Cost (consumables I reagents I replacement parts 2 0 0

Post warranty maintenance contract, including service and parts 2 0 0
TOTAL MARKS / POINT SCORE 100 41 68

Minimum 70 marks are required to Technically qualify '\. Dis-Qualified Dis-Qualified
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TECHNICAL EVALUATION / BIDDER'S QUALIFICATION REPORT
PROCUREMENT OF HOSPITAL EQUIPMENT/INSTRUMENTS
No. DUHS/DP/2017/-26 Dated 21-09-2017
TECHNICAL BIDS OPENED ON 21-10-2017
MIs. Diagnostic Systems

ITEM NO. 21
NAMEOF ITEM Deionized Water Plants

Medica Pro
MODEL MP120RB M1-230
MAKE Eiga Veolia

COUNTRYOF ORIGIN UK
S# PARAMETERS I SUB·PARAMETERS
1 Conformity to the Purchaser's Specifications (25 Marks).

Fully compliant with the reguired specifications 25 25
Compliant with minor deviation 20 0

2 Product Certification (15 Marks)
Food and Drug Administration (FDA) 510K & European Community (CE) MOD
or Japan Industrial Standard (JIS) / Japan Quality Assurance Organization 15 0
JQAO}
European Community (CE) MOD and Japan Industrial Standard (JIS) / Japan 12 0Quality Assurance Organization (JQAO)
Food and Drug Administration (FDA) 510K 10 0
European Community (CE) MOD 8 8
Japan Industrial Standard (JIS)/Japan Quality Assurance Organization (JQAO) 8 0

3 Legal Requirement (17 Marks)
Manufacturer Authorization 5 5
Price Schedule (without prices) 4 4
Bid Form (without prices) 4 4
Tender Purchase Receipt 2 2
Taxation Certificate (NTN and GST) 2 2

4 Technical Staff (13 Marks)
Simple Technician (minimum two) 2 2
Diploma Engineers (minimum two) 3 3
Graduate Engineers (For High Tech / Critical equipment Graduate Engineer of 5 5
relevant field is mandatory for each product) (minimum two)
MSc / PhD qualification/Foreign training 3 3

5 Networkil!9 and Training (8 Marks)
Networkil}gsetup across Pakistan (1 mark for each setup, maximum 6) 6 4
Certificate to the affect that firm will provide training in use of equipment to 2 2
relevant technical staff. Training plan must be attached with certificate

6 Delivery (06 Marks)
4 to 6 Weeks or earlier 6 6
7 to 12 Weeks or earlier 2 0

7 Past Experience I Performance (04 Marks)
Satisfactory performance certificate for quoted equipment from medical 4institutions within Pakistan (1 mark for each certificate, maximum 4)

8 Financial Status (06 Marks)
Bank Certificate 2 2
Last year verified Balance Sheet /Income Tax Return Form 2 2
Yearly turn-over of over 50 Million 2 2

9 Bonus points (06 Marks)
Warranty period extension free of cost (the firm offered greater period will get the 2 2
marks) warranty must be from original manufacturer
Comparative Running Cost (consumables / reagents / replacement parts 2 0
Post warranty maintenance contract, including service and parts 2 2

TOTAL MARKS I POINT SCORE " 100 85
Minimum 70 ma[~ are required to Technically Qualify \\ Qualified
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APPENDIX - 3

TECHNICAL EVALUATION / BIDDER'S QUALIFICATION REPORT
PROCUREMENT OF HOSPITAL EQUIPMENT/INSTRUMENTS
No. DUHS/DP/2017/-26 Dated 21-09-2017
TECHNICAL BIDS OPENED ON 21-10-2017
MIs. Duaa Enterprises

ITEM NO. 22 23

NAMEOF ITEM Electric Motorized Crash Cart TrolleyHospital Bed
MODEL MEB-904ICU MCC-8200
MAKE Medical Master Medical Master

COUNTRYOFORIGIN Taiwan Taiwan
S# PARAMETERS I SUB·PARAMETERS

1 Conformity to the Purchaser's Specifications (25 Marks) Sample rejected. Rejected. Sample not
orovided

Fully compliant with the reauired soecifications 25 0 0
Compliant with minor deviation 20 0 0

2 Product Certification (15 Marks)
Food and DrugAdministration (FDA) 510K & European Community (CE) MOD
or Japan Industrial Standard (JIS) / Japan Quality Assurance Organization 15 15 0
I(JQAO)
European Community (CE) MOD and Japan Industrial Standard (JIS) / Japan 12 0 0
Quality Assurance Organization (JQAO)
Food and DrugAdministration (FDAl510K 10 0 0
European Community (CE) MOD 8 0 0
Japan Industrial Standard (JIS)/Japan Quality Assurance Organization (JQAO) 8 0 0

3 Legal Requirement (17 Marks)
Manufacturer Authorization 5 5 0
Price Schedule (without prices) 4 4 0
Bid Form (without prices) 4 4 0
Tender Purchase Receipt 2 2 0
Taxation Certificate (NTN and GST) 2 2 0

4 Technical Staff (13 Marks)
Simple Technician (minimum two) 2 0 0
Diploma Engineers (minimum two) 3 3 0
Graduate Engineers (For High Tech / Critical equipment Graduate Engineer of 5 5 0
relevant field is mandatory for each product) (minimum two)
MSc / PhD qualification/Foreign trainina 3 0 0

5 Networking and Trainina (8 Marks)
Networking setup across Pakistan (1 mark for each setup, maximum 6) 6 0 0
Certificate to the affect that firm will provide training in use of equipment to 2 0 0
relevant technical staff. Training plan must be attached with certificate

6 Delivery (06 Marks)
4 to 6 Weeks or earlier 6 0 0
7 to 12 Weeks or earlier 2 2 0

7 Past Experience [Performance (04 Marks)
Satisfactory performance certificate for quoted equipment from medical 4 0 0
institutions within Pakistan (1 mark for each certificate, maximum 4)

8 Financial Status (06 Marks)
Bank Certificate 2 2 0
Last year verified Balance Sheet /Income Tax Return Form 2 2 0
Yearly turn-over of over 50 Million 2 0 0

9 Bonus points (06 Marks)
Warranty period extension free of cost (the firm offered greater period will get the 2 0 0
marks) warranty must be from original manufacturer
Comparative Running Cost (consumables I reagents I replacement parts 2 0 0

Post warranty maintenance contract, including service and parts ..1<. 2 0 0
TOT~ MARKS I POINT SCORE \\ 100 46 0

Minimum 7.0,ni~rkS.a~ required to Technically qualify \' Dis·Qualified Dis-Qualified
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TECHNICAL EVALUATION / BIDDER'S QUALIFICATION REPORT
PROCUREMENT OF HOSPITAL EQUIPMENT/INSTRUMENTS
No. DUHS/DP/2017/-26 Dated 21-09-2017
TECHNICAL BIDS OPENED ON 21-10-2017
M/s. Duaa Enterprises

ITEM NO. 24

NAMEOF ITEM Medicine Trolley

MODEL MWC-3100
MAKE Medical Master

COUNTRYOF ORIGIN Taiwan
S# PARAMETERS I SUB·PARAMETERS

1 Conformity to the Purchaser's Specifications (25 Marks) Rejected. Sample not
provided

Fully compliant with the required specifications 25 0
Compliant with minor deviation 20 0

2 Product Certification (15 Marks)
Food and Drug Administration (FDA) 510K & European Community (CE) MOD
or Japan Industrial Standard (JIS) / Japan Quality Assurance Organization 15 0
I(JQAO)
European Community (CE) MOD and Japan Industrial Standard (JIS) / Japan

12 0Quality Assurance Orqanlzatlon (JQAO)
Food and Druq Administration (FDA) 51OK 10 0
European Community (CE) MOD 8 0
Japan Industrial Standard (JIS)/Japan Quality Assurance Organization (JQAO) 8 0

3 Legal Requirement (17 Marks)
Manufacturer Authorization 5 0
Price Schedule (without prices) 4 0
Bid Form (without prices) 4 0
Tender Purchase Receipt 2 0
Taxation Certificate (NTN and GST) 2 0

4 Technical Staff (13 Marks)
Simple Technician (minimum two) 2 0
Diploma EnQineers (minimum two) 3 0
Graduate Engineers (For High Tech / Critical equipment Graduate Engineer of

5 0relevant field is mandatory for each product) (minimum two)
MSc / PhD qualification/Foreign training 3 0

5 Networking and Training (8 Marks)_
NetworkinQ setup across Pakistan (1 mark for each setujl, maximum Q)_ 6 0

Certificate to the affect that firm will provide training in use of equipment to 2 0relevant technical staff. Training plan must be attached with certificate
6 Delivery (06 Marks)

4 to 6 Weeks or earlier 6 0
7 to 12 Weeks or earlier 2 0

7 Past Experience! Performance (04 Marks)
Satisfactory performance certificate for quoted equipment from medical 4 0
institutions within Pakistan (1 mark for each certificate, maximum 4)

8 Financial Status (06 Marks)
Bank Certificate 2 0
Last year verified Balance Sheet / Income Tax Return Form 2 0
Yearly turn-over of over 50 Million 2 0

9 Bonus points (06 Marks)
Warranty period extension free of cost (the firm offered greater period will get the 2 0marks) warranty must be from original manufacturer
Comparative Running Cost (consumables / reagents / replacement parts 2 0

Post warranty maintenance contract, including service andjJ_arts 2 0
TOT..AL MARKS I POINT SCORE " 100 0

Minimum rG.:ma'rks~re required to Technically Qualify \\ Dis-Qualified
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APPENDIX - 3

TECHNICAL EVALUATION / BIDDER'S QUALIFICATION REPORT
PROCUREMENT OF HOSPITAL EQUIPMENT/INSTRUMENTS
No. DUHS/DP/2017/-26 Dated 21-09-2017
TECHNICAL BIDS OPENEDON 21-10-2017
MIs. Elate C.C (Pvt) Ltd.

ITEM NO. 7 8 16
NAME OF ITEM Syringe Pump Infusion Pumps Defibrillator

MODEL SP 12S PRO OF 12M Evo-1
MAKE Moog Moog Primedic Metrax

COUNTRY OF ORIGIN Lithuania, EU Lithuania, EU Germany
S# PARAMETERS I SUB-PARAMETERS

Charging time 360J
1 Conformity to the Purchaser's Specifications (25 Marks) at 8 second VIS 4.5

Sec
Fully compliant with the required specifications 25 25 25 0
Compliant with minor deviation 20 0 0 20

2 Product Certification (15 Marks)
Food and Drug Administration (FDA) 510K & European Community (CE) MOD
or Japan Industrial Standard (JIS) I Japan Quality Assurance Organization 15
JQAO)
European Community (CE) MDD and Japan Industrial Standard (JIS) / Japan

12Quality Assurance Orqarization (JQAO)
Food and Druq Administration_(FDA) 510K 10
European Community (CE) MDD 8 8 8 8
Japan Industrial Standard (JIS)/Japan Quality Assurance Organization (JQAO) 8

3 Legal Requirement (17 Marks)
Manufacturer Authorization 5 5
Price Schedule (without prices) 4 4 4 4
Bid Form (without prices) 4 4 4 4
Tender Purchase Receipt 2 2 2 2
Taxation Certificate (NTN and GST) 2 2 2 2

4 Technical Staff (13 Marks)
Simple Technician (minimum twO) 2 2 2 2
Dioloma Engineers (minimum two) 3 3 3 3
Graduate Engineers (For High Tech / Critical equipment Graduate Engineer of

5 5 5 5relevant field is mandatory for each product) (minimum two)
MSc / PhD qualification/Foreign traininq 3

5 Networking and Training (8 Marks)
NetworkinQ setup across Pakistan (1 mark for each setup, maximum 6) 6 6 6 6
Certificate to the affect that firm will provide training in use of equipment to

2 2 2 2relevant technical staff. Training plan must be attached with certificate
6 Delivery (06 Marks)

4 to 6 Weeks or earlier 6 6 6 6
7 to 12 Weeks or earlier 2 0 0 0

7 Past Experience I Performance (04 Marks)
Satisfactory performance certificate for quoted equipment from medical

4institutions within Pakistan (1 mark for each certificate, maximum 4)
8 Financial Status (06 Marks)

Bank Certificate 2 2 2 2
Last year verified Balance Sheet / Income Tax Retum Form 2 2 2 2
Yearly turn-over of over 50 Million 2 2 2 2

9 Bonus points (06 Marks)
Warranty period extension free of cost (the firm offered greater period will get

2the marks) warranty must be from original manufacturer

Comparative Running Cost (consumables / reagents / replacement parts 2
Post warranty maintenance contract, includinQ service and parts 2

TOTAL MARKS I POINT SCORE .... 100 75 75 75
Minimum 70marks are reauired to Technically aualify Qualified Qualified Qualified
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APPENDIX - 3

TECHNICAL EVALUATION / BIDDER'S QUALIFICATION REPORT
PROCUREMENT OF HOSPITAL EQUIPMENT/INSTRUMENTS
No. DUHS/DP/2017/-26 Dated 21-09-2017
TECHNICAL BIDS OPENEDON 21-10-2017
Mis. Elate C.C (Pvt) Ltd.

ITEMNO. 17

NAME OF ITEM ECG Machine 12
Channels

MODEL KES 12 IT
MAKE Kalamed

COUNTRY OF ORIGIN Germany
S# PARAMETERS I SUB·PARAMETERS

1 Conformity.to the Purchaser's Specifications (25 Marks)

Fully compliant with the required specifications 25 25
Compliant with minor deviation 20 0

2 Product Certification (15 Marks)
Food and Drug Administration (FDA) 510K & European Community (CE) MOD
or Japan Industrial Standard (JIS) / Japan Quality Assurance Organization 15
IrJQAO) ,
European Community (CE) MOD and Japan Industrial Standard (JIS) / Japan 12
Quality Assurance Organization (JQAO)
Food and Drug Administration (FDA) 510K 10
European Community (CEl MOD 8 8
Japan Industrial Standard (JIS)/Japan Quality Assurance Organization (JQAO) 8

3 Legal Requirement (17 Marks)
Manufacturer Authorization 5 5
Price Schedule (without prices) 4 4
Bid Form (without prices) 4 4 :lTender Purchase Receipt 2 2
Taxation Certificate (NTN and GST) 2 2

4 Technical Staff (13 Marks)
Simple Technician (minimum two) 2 2
Diploma Engineers (minimum two) 3 3

Graduate Engineers (For High Tech / Critical equipment Graduate Engineer of 5 5
relevant field is mandatory for each product) (minimum two)
MSc / PhD qualification/Foreign training 3

5 Networking and Training (8 Marks)
Networking setup across Pakistan (1 mark for each setup, maximum 6) 6 6
Certificate to the affect that firm will provide training in use of equipment to 2 2
relevant technical staff. Training plan must be attached with certificate

6 Delivery (06 Marks)
4 to 6 Weeks or earlier 6 6
7 to 12 Weeks or earlier 2 0

7 Past Experience IPerformance (04 Marks) 6Satisfactory performance certificate for quoted equipment from medical
institutions within Pakistan (1 mark for each certificate, maximum 4)

4

8 Financial Status (06 Marks)
Bank Certificate 2 2
Last year verified Balance Sheet/Income Tax Return Form 2 2
Yearly turn-over of over 50 Million 2 2

9 Bonus points (06 Marks)
Warranty period extension free of cost (the firm offered greater period will get 2
the marks) warranty must be from original manufacturer
Comparative Running Cost (consumables / reagents / replacement parts 2 ~
Post warranty maintenance contract, including service and parts 2 \\

TOTAL MARKS I POINT SCORE 100 80 ~
Minimum 70 marks are required to Technically qualify Qualified

-<



TECHNICAL EVALUATION / BIDDER'S QUALIFICATION REPORT
PROCUREMENT OF HOSPITAL EQUIPMENT/INSTRUMENTS
No. DUHS/DP/20171-26Dated 21-09-2017
TECHNICAL BIDS OPENEDON 21-10-2017
MIs. Fabnos International

APPENDIX-3

13

NAME OF ITEM Induction Casting Machine Induction Casting Machine

ITEM NO. 13

MODEL Millennium RI M56A4 Ducatron Quattron I
FON01DUC0006

MAKE RS Group (Ex Manfredi)
COUNTRYOF ORIGIN Italy

Ugin
France

PARAMETERS I SUB·PARAMETERS5#

1 Conformity to the Purchaser's Specifications (25 Marks)
Rejected. Temperature

range from 800 to 2000° C
is not available

2

Fully compliant with the required specifications 25 25
Compliant with minor deviation 20 0
Product Certification (15 Marks)
Food and Drug Administration (FDA) 510K & European Community (CE) MOD
or Japan Industrial Standard (JIS) / Japan Quality Assurance Organization 15 0
IIJQAO)
European Community (CE) MOD and Japan Industrial Standard (JIS) / Japan 12 0
Quality Assurance OrQanization (JQAO)
Food and DruQAdministration (FDA) 510K 10 0
European Community (CE) MOD 8 0
Japan Industrial Standard (JIS)/Japan Quality Assurance Organization (JQAO) 8 0
Legal Requirement (17 Marks)
Manufacturer Authorization 5 5
Price Schedule (without prices) 4 4
Bid Form (without prices) 4 4
Tender Purchase Receipt 2 2
Taxation Certificate (NTN and GST) 2 2
Technical Staff (13 Marks)
Simple Technician (minimum two) 2 2
Diploma Engineers (minimum two) 3 3

Graduate Engineers (For High Tech / Critical equipment Graduate Engineer of
5 5

relevant field is mandatory for each product) (minimum two)
MSc / PhD qualification/Foreign training 3 0
Networking and Training (8 Marks)
Networking setup across Pakistan (1 mark for each setup, maximum 6) 6 4

Certificate to the affect that firm will provide training in use of equipment to 2 2
relevant technical staff. Training plan must be attached with certificate
Delivery (06 Marks)
4 to 6 Weeks or earlier 6 6
7 to 12 Weeks or earlier 2 0
Past Experience I Performance (04 Marks)
Satisfactory performance certificate for quoted equipment from medical 4 0
institutions within Pakistan (1 mark for each certificate, maximum 4)
Financial Status (06 Marks)
Bank Certificate 2 2
Last year verified Balance Sheet /Income Tax Return Form 2 2
Yearly turn-over of over 50 Million 2 0
Bonus points (06 Marks)
Warranty period extension free of cost (the firm offered greater period will get 2 2
the marks) warranty must be from original manufacturer
Comparative Running Cost (consumables / reagents / replacement parts 2 0

Post warranty maintenance contract, including service and parts 2 2
TOTAL MARKS I POINT SCORE 100 72
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0
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0
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Dis·Qualified
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7
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Minimum 70 marks are required to Technicallv Qualify ~ Qualified



APPENDIX - 3

TECHNICAL EVALUATION I BIDDER'S QUALIFICATION REPORT
PROCUREMENT OF HOSPITAL EQUIPMENTIINSTRUMENTS
No. DUHS/DP/2017/-26 Dated 21-09-2017
TECHNICAL BIDS OPENED ON 21-10-2017
MIs. Forcare

ITEM NO. 11 12

NAME OF ITEM OPG Machine Dental X-Ray Unit

MODEL FONA Art Plus Ceph FONAXDC
MAKE Fona Dental s.r.o Fona Dental s.r.o

COUNTRYOFORIGIN Italy Italy
S# PARAMETERS I SUB-PARAMETERS

Rejected.CCD Pixels 100um& tube Freq Not
1 Conformity to the Purchaser's Specifications (25 Marks) current is 4-10mA Vis 48um and 6-12mA, mentioned in theHigh FrequencyGeneratordetails Not

mentioned literature

Fully compliant with the required specifications 25 0 0
Compliant with minor deviation 20 0 20

2 Product Certification (15 Marks)
Food and Drug Administration (FDA) 510K & European Community (CE) MOD
or Japan Industrial Standard (JIS) / Japan Quality Assurance Organization 15 0 0
IIJQAO)
European Community (CE) MOD and Japan Industrial Standard (JIS) / Japan 12 0 0
Quality Assurance OrganizaUon (JQAO)
Food and Drug Administration (FDA) 510K 10 0 0
European Community (CE) MDD 8 8 8
Japan Industrial Standard (JIS)/Japan Quality Assurance Organization (JQAO) 8 0 0

3 Legal Requirement (17 Marks)
Manufacturer Authorization 5 5 5
Price Schedule (without prices) 4 0 0
Bid Form (without prices) 4 0 0
Tender Purchase Receipt 2 2 2
Taxation Certificate (NTN and GST) 2 2 2

4 Technical Staff (13 Marks)
Simple Technician (minimum two) 2 0 0
Diploma Engineers (minimum two) 3 3 3

Graduate Engineers (For High Tech I Critical equipment Graduate Engineer of 5 0 0
relevant field is mandatory for each product) (minimum two)
MSc / PhD qualification/Foreign training 3 0 0

5 Networking and Training (8 Marks)
Networking setup across Pakistan (1 mark for each setup, maximum 6) 6 5 5

Certificate to the affect that firm will provide training in use of equipment to 2 0 0
relevant technical staff. Training plan must be attached with certificate

6 Delivery (06 Marks)
4 to 6 Weeks or earlier 6 0 0
7 to 12 Weeks or earlier 2 2 2

7 Past Experience I Performance (04 Marks)
Satisfactory performance certificate for quoted equipment from medical 4 1 2
institutions within Pakistan (1 mark for each certificate, maximum 4)

8 Financial Status (06 Marks)
Bank Certificate 2 2 2
Last year verified Balance Sheet /Income Tax Return Form 2 2 2
Yearly turn-over of over 50 Million 2 0 0

9 Bonus points (06 Marks)
Warranty period extension free of cost (the firm offered greater period will get 2 0 0
the marks) warranty must be from original manufacturer
Comparative Running Cost (consumables / reagents / replacement parts 2 0 0

Post warranty maintenance contract, including service and parts 2 2 2
TOTAL MARKS I POINT SCORE 100 34 55

Minimum 70 marks are required to Technically qualify Dis-Qualified Dis-Qualified
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APPENDIX - 3

TECHNICAL EVALUATION / BIDDER'S QUALIFICATION REPORT
PROCUREMENT OF HOSPITAL EQUIPMENT/INSTRUMENTS
No. DUHS/DP/2017/-26Dated 21-09-2017
TECHNICALBIDS OPENEDON 21-10-2017
MIs. Forcare

ITEM NO. 14 15

NAMEOFITEM Portable X-Ray Source Phosphorus Plate Digital
(For Dental) Radiogrpah System

MODEL Port-XII FONAScaneo
MAKE Genoray Co., Ltd. Fona Dental s.r.o

COUNTRYOFORIGIN Korea Italy
S# PARAMETERSI SUB·PARAMETERS

1 Conformity to the Purchaser's Specifications (25Marks) Rejected. Size 4- 57mm x
76mm N/A

Fullycompliantwith the requiredspecifications 25 25 0
Compliantwithminordeviation 20 0 0

2 Product Certification (15Marks)
Foodand DrugAdministration(FDA)510K& EuropeanCommunity(CE)MOD
or Japan IndustrialStandard(JIS) I JapanQualityAssuranceOrganization 15 0 0
I/JQAO)
EuropeanCommunity(CE)MODand Japan IndustrialStandard(JIS)I Japan 12 0 0QualityAssuranceOrQanization(JQAO)
FoodandDrugAdministration(FDA)510K 10 0 0
EuropeanCommunity(CE)MOD 8 0 0
JapanIndustrialStandard(JIS)/JapanQualityAssuranceOrganization(JQAO) 8 0 0

3 Legal Requirement (17Marks)
ManufacturerAuthorization 5 5 5
PriceSchedule(withoutprices) 4 0 0
BidForm(withoutprices) 4 0 0
TenderPurchaseReceipt 2 2 2
TaxationCertificate(NTNandGST) 2 2 2

4 Technical Staff (13 Marks)
SimpleTechnician (minimumtwo) 2 0 0
DiplomaEngineers(minimumtwo) 3 3 3
GraduateEngineers(ForHighTech I CriticalequipmentGraduateEngineerof 5 0 0relevantfield is mandatoryfor each product)(minimumtwo)
MSc/ PhDQualificationiForeigntraining 3 0 0

5 NetworkinQandTraining (8 Marks)
NetworkingsetupacrossPakistan(1 mark for each setup,maximum6) 6 5 5
Certificateto theaffect that firmwill providetraining in useof equipmentto 2 0 0relevanttechnicalstaff, Trainingplanmust be attachedwith certificate

6 Delivery (06Marks)
4 to 6 Weeksor earlier 6 0 0
7 to 12Weeksor earlier 2 2 2

7 Past Experience I Performance (04Marks)
Satisfactoryperformancecertificate for quotedequipment frommedical 4 0 3institutionswithinPakistan(1mark for eachcertificate,maximum4)

8 Financial Status (06Marks)
BankCertificate 2 2 2
Lastyear verifiedBalanceSheetII ncomeTax ReturnForm 2 2 2
Yearlyturn-overof over 50 Million 2 0 0

9 Bonus points (06Marks)
Warrantyperiodextensionfreeof cost (the firm offeredgreaterperiodwill get 2 0 0themarks)warrantymustbe fromoriginalmanufacturer
ComparativeRunningCost (consumablesI reagents/ replacementparts 2 0 0
Postwarrantymaintenancecontract, includingserviceand parts 2 2 2

TOTAL MARKS I POINT SCORE 10G,\ 50 28
Minimum 70 marks are required to Technically_g_ualify I.'i Dis-Qualified Dis·Qualified
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APPENDIX - 3

TECHNICALEVALUATION/ BIDDER'S QUALIFICATIONREPORT
PROCUREMENTOF HOSPITAL EQUIPMENT/INSTRUMENTS
No. DUHS/DP/2017/-26 Dated 21-09-2017
TECHNICAL BIDS OPENED ON 21-10-2017
MIs. Hosl2icare Sllstems

ITEM NO. 7 8

NAME OF ITEM Syringe Pump Infusion Pumps

MODEL Perfusor Compact S Infusomat P
MAKE B-Braun B-Braun

COUNTRYOF ORIGIN Germany Germany
S# PARAMETERS I SUB·PARAMETERS

1 Conformity to the Purchaser's Specifications (25 Marks)

Fully compliant with the reauired specifications 25 25 25
Compliant with minor deviation 20 0 0

2 Product Certification (15 Marks)
Food and Drug Administration (FDA) 510K & European Community (CE) MOD
or Japan Industrial Standard (JIS) { Japan Quality Assurance Organization 15 15 15
I(JQAO)
European Community (CE) MOD and Japan Industrial Standard (JIS) { Japan 12 0 0
Quality Assurance Orqerizallon (JQAO)
Food and Druq Administration (FDA) 510K 10 0 0
European Community (CE) MOD 8 0 0

Japan Industrial Standard (JIS){Japan Quality Assurance Organization (JQAO) 8 0 0

3 Legal Requirement (17 Marks)
Manufacturer Authorization 5 5 5
Price Schedule (without prices) 4 4 4
Bid Form (without prices) 4 4 4
Tender Purchase Receipt 2 2 2
Taxation Certificate (NTN and GST) 2

4 Technical Staff (13 Marks)
Simple Technician (minimum two) 2 2 2
Diploma EnQineers (minimum two) 3 3 3

Graduate Engineers (For High Tech {Critical equipment Graduate Engineer of 5 5 5 I
relevant field is mandatory for each product) (minimum two)
MSc { PhD qualificationlForeign training 3 3 3

5 Networking and Training (8 Marks)·
NetworkinQ setup across Pakistan (1 mark for each setup, maximum 6) 6 3 3

Certificate to the affect that firm will provide training in use of equipment to 2 2 2
relevant technical staff. Training plan must be attached with certificate

6 Delivery (06 Marks)
4 to 6 Weeks or earlier 6 6 6
7 to 12 Weeks or earlier 2 0 0

7 Past Experience I Performance (04 Marks) )...--
Satisfactory performance certificate for quoted equipment from medical 4
institutions within Pakistan (1 mark for each certificate, maximum 4)

8 Financia!Stiitlis (06 Marks)
Bank Certificate 2 2 2
Last year verified Balance Sheet {Income Tax Return Form 2 2 2
Yearly turn-over of over 50 Million 2 2 2

9 Bonus points (06 Marks)
Warranty period extension free of cost (the firm offered greater period will get 2 2 2
the marks) warranty must be from original manufacturer
Comparative Running Cost (consumables {reagents {replacement parts 2 0 0

Post warranty maintenance contract, includina service and parts 2 2 2
TOTAL MARKS I POINT SCORE 100 89 89

Minimum 70 marks are required to Technicallv Qualify .. Qualified Qualified



APPENDIX - 3

TECHNICAL EVALUATION / BIDDER'S QUALIFICATION REPORT
PROCUREMENT OF HOSPITAL EQUIPMENT/INSTRUMENTS
No. DUHS/DP/2017/-26 Dated 21-09-2017
TECHNICAL BIDS OPENED ON 21-10-2017
Mis. Hospicare Systems

ITEMNO. 9 17

NAME OF ITEM Convective Warming ECG Machine 12 ChannelsSvstem
MODEL WarmTouch 6000 200+
MAKE Medronic Covidien AG Cardioline

COUNTRYOF ORIGIN USA Italy
S# PARAMETERS I SUB·PARAMETERS

Set temp not as per
1 Conformity to the Purchaser's Specifications (25 Marks) requirement besides Boost

Mode 47°C.
Fully compliant with the required specifications 25 0 25
Compliant with minor deviation 20 20 0

2 Product Certification (15 Marks)
Food and Drug Administration (FDA) 510K & European Community (CE) MOD
or Japan Industrial Standard (JIS) / Japan Quality Assurance Organization 15 0 15
I(JQAO)
European Community (CE) MOD and Japan Industrial Standard (JIS) / Japan 12 0 0
Quality Assurance Orqanizalion (JQAO)
Food and Druo Administration (FDA) 510K 10 10 0
EurQl)_eanCommunity (CE) MOD 8 0 0
Japan Industrial Standard (JIS)/Japan Quality Assurance Organization (JQAO) 8 0 0

3 Legal Requirement (17 Marks)
Manufacturer Authorization 5 5 5
Price Schedule (without prices) 4 4 4
Bid Form (without prices) 4 4 4
Tender Purchase Receipt 2 2 2
Taxation Certificate (NTN and GST) 2

4 Technical Staff (13 Marks)
Simple Technician (minimum two) 2 2 2
Diploma Engineers (minimum two) 3 3 3

Graduate Engineers (For High Tech / Critical equipment Graduate Engineer of
5 5 5

relevant field is mandatory for each product) (minimum two)
MSc / PhD qualification/Foreiqn traininq 3 3 3

5 Networking and Training (8 Marks)
Networking setup across Pakistan (1 mark for each setup, maximum 6) 6 3 3

Certificate to the affect that firm will provide training in use of equipment to 2 2 2
relevant technical staff. Training plan must be attached with certificate

6 Delivery (06 Marks)
4 to 6 Weeks or earlier 6 6 6
7 to 12 Weeks or earlier 2 0 0

7 Past Experience I Performance (04 Marks)
Satisfactory performance certificate for quoted equipment from medical 4institutions within Pakistan (1 mark for each certificate, maximum 4)

8 Financial Status (06 Marks) "

Bank Certificate 2 2 2
Last year verified Balance Sheet /Income Tax Return Form 2 2 2
Yearly turn-over of over 50 Million 2 2 2

9 Bonus points (06 Marks)
Warranty period extension free of cost (the firm offered greater period will get 2 2 0
the marks) warranty must be from original manufacturer
Comparative Running Cost (consumables / reagents / replacement parts 2 0 0

Post warranty maintenance contract, including service and parts 2 2 2
TOTAL MARKS I POINT SCORE 100 79 87

Minimum 70 marks are required to Technically qualify \\ Qualified Qualified
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TECHNICAL EVALUATION / BIDDER'S QUALIFICATION REPORT
PROCUREMENT OF HOSPITAL EQUIPMENT/INSTRUMENTS
No. DUHS/DP/2017/-26Dated 21-09-2017
TECHNICAL BIDS OPENEDON 21-10-2017
M/s. Hospicare Systems

ITEM NO.

25

82

20

NAME OF ITEM Horizontal Laminar Flow
Cabinet

MODEL SHC-4AX & SHC-6AX

COUNTRY OF ORIGIN
MAKE ESCO

Singapore
PARAMETERS I SUB·PARAMETERSS#

1 Conformity to the Purchaser's Specifications (25 Marks)

Fully compliant with the required specifications
Compliant with minor deviation

2 Product Certification (15 Marks)

25
20 o

Food and Drug Administration (FDA) 510K & European Community (CE) MOD
or Japan Industrial Standard (JIS) / Japan Quality Assurance Organization
(JQAO)

15 o

European Community (CE) MOD and Japan Industrial Standard (JIS) / Japan
Quality Assurance Organization (JQAO)

12 o
Food and Drug Administration (FDA 510K 10 o
European Community (CE) MOD
Japan Industrial Standard (JIS)/Japan Quality Assurance Organization (JQAO)

8 8
8 o

3 Legal Requirement (17 Marks)
Manufacturer Authorization 5 5
Price Schedule (without prices) 4 4
Bid Form (without prices) 4 4
Tender Purchase Receipt
Taxation Certificate (NTN and GST)

2 2
2

4 Technical Staff (13 Marks)
Simple Technician (minimum two) 2 2
Diploma Engineers (minimum two) 3 3
Graduate Engineers (For High Tech / Critical equipment Graduate Engineer of
relevant field is mandatory for each product) (minimum two)

55

MSc / PhD Qualification/Foreign training 3 3
5 Networking and Training (8 Marks) ..

Networking setup across Pakistan (1 mark for each setup, maximum 6)
Certificate to the affect that firm will provide training in use of equipment to
relevant technical staff. Training plan must be attached with certificate

6 3

2 2

6 Delivery (06 Marks)
4 to 6 Weeks or earlier
7 to 12 Weeks or earlier

6 6
2 o

7 Past Experience I Performance (04 Marks)
Satisfactory performance certificate for quoted equipment from medical
institutions within Pakistan (1 mark for each certificate, maximum 4) 4

8 Financial Status (06 Marks)
Bank Certificate 2 2
Last year verified Balance Sheet / Income Tax Return Form
Yearly turn-over of over 50 Million

2 2
2 2

9 Bonus points (06 Marks)
Warranty period extension free of cost (the firm offered greater period will get
the marks) warranty must be from original manufacturer

2 2

Comparative Running Cost (consumables / reagents / replacement parts
Post warranty maintenance contract, including service and parts

TOTAL MARKS I POINTSCORE
Minimum 70 marks are required to Technically qualif1t,. Qualified

2 o
2 2

100
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APPENDIX - 3

TECHNICAL EVALUATION I BIDDER'S QUALIFICATION REPORT
PROCUREMENT OF HOSPITAL EQUIPMENTIINSTRUMENTS
No. DUHS/DP/2017/-26 Dated 21-09-2017
TECHNICAL BIDS OPENED ON 21-10-2017
MIs. Hospital Solutions

ITEM NO. 2 3

NAME OF ITEM Dialysis Beds Patient Monitor

MODEL THR-EB5301 THR-PM900E
MAKE Suzhon Thriving Suzhon Thriving

COUNTRY OF ORIGIN China China
S# PARAMETERS I SUB·PARAMETERS

1 Conformity to the Purchaser's Specifications (25 Marks) Sample approved Rejected. Not 510K FDA
approved.

Fully compliant with the required specifications 25 25 0
Compliant with minor deviation 20 0 0

2 Product Certification (15 Marks)
Food and Drug Administration (FDA) 510K & European Community (CE) MOD
or Japan Industrial Standard (JIS) / Japan Quality Assurance Organization 15
I(JQAO)
European Community (CE) MOD and Japan Industrial Standard (JIS) / Japan 12
Quality Assurance Orqanizaflon (JQAO)
Food and Drug Administration (FDA) 510K 10
European Community (CE) MOD 8 8 8
Japan Industrial Standard (JIS)/Japan Quality Assurance Organization (JQAO) 8

3 Legal Requirement (17 Marks)
Manufacturer Authorization 5 5 5
Price Schedule (without prices) 4 4 4
Bid Form (without prices) 4 4 4
Tender Purchase Receipt 2 2 2 "-
Taxation Certificate (NTN and GST) 2 2 2 \\

4 Technical Staff (13 Marks) N:Simple Technician (minimum two) 2 2 2

~!UDiploma Engineers (minimum two) 3 3 3 ~.. t n_
o 0 ~ ••

Graduate Engineers (For High Tech / Critical equipment Graduate Engineer of
5 5 5 MBBS f,1C Ps. F

relevant field is mandatory for each product) (minimum two) P O·VI

MSc / PhD qualification/ForeiQn traininQ 3 UOw Uil 8,-~ '.

5 Networking and Training (8 Marks)
Networking setup across Pakistan (1 mark for each setup, maximum 6) 6 4 4
Certificate to the affect that firm will provide training in use of equipment to 2 2 2
relevant technical staff. Training plan must be attached with certificate

6 Delivery (06 Marks)
4 to 6 Weeks or earlier 6 0 0
7 to 12 Weeks or earlier 2 2 2

7 Past Experience I Performance (04 Marks)
Satisfactory performance certificate for quoted equipment from medical ~,

4 ".institutions within Pakistan (1 mark for each certificate, maximum 4)
8 Financial Status (06 Marks)

Bank Certificate 2 2 2
Last year verified Balance Sheet I Income Tax Return Form 2 2 2
Yearly turn-over of over 50 Million 2 2 2

9 Bonus points (06 Marks)
Warranty period extension free of cost (the firm offered greater period will get 2
the marks) warranty must be from original manufacturer
Comparative Running Cost (consumables / reagents I replacement parts 2
Post warranty maintenance contract, includinQ service and parts 2

TOTAL MARKS I POINT SCORE 100 74 49
Minimum 70 marks are required to Technically qualify Qualified Dis-Qualified ,
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TECHNICAL EVALUATION I BIDDER'S QUALIFICATION REPORT
PROCUREMENT OF HOSPITAL EQUIPMENT/INSTRUMENTS
No. DUHS/DP/2017/-26Dated 21-09-2017
TECHNICAL BIDS OPENEDON 21-10-2017
Mis. Hospital Solutions

APPENDIX - 3

ITEM NO. 4 22
Electric MotorizedHospitalNAMEOFITEM Vital Sign Monitor Portable Bed

MAKE
MODEL THR-T600G THR-EB5301

China
Suzhon Thriving SuzhonThriving

COUNTRYOFORIGIN China
S# PARAMETERSI SUB·PARAMETERS

8

ManufacturerAuthorization 5 5 5

1 Conformityto thePurchaser'sSpecifications(25Marks) Sample approved

Fullycompliantwiththe requiredspecifications 25 25 25
Compliantwithminordeviation 20 o o

2 ProductCertification(15Marks)
FoodandDrugAdministration(FDA)510K& EuropeanCommunity(CE)MOD
orJapanIndustrialStandard(JIS)I JapanQualityAssuranceOrganization
JQAO)

15

EuropeanCommunity(CE)MODandJapanIndustrialStandard(JIS)/ Japan
QualityAssuranceOrganization(JQAO) 12

FoodandDrugAdministration(FDA)510K 10
EuropeanCommunity(CE)MOD 8 8 8
JapanIndustrialStandard(JIS)/JapanQualityAssuranceOrganization(JQAO)

3 LegalRequirement(17Marks)

PriceSchedule(withoutprices) 4 4 4
BidForm(withoutprices) 4 4 4
TenderPurchaseReceipt 2 2 2 ~

I-7tT~ax~a~tio~n~C7ert~ifi~lca~te~!(~INT~N~a~n~d~GS~T~) _+~2_+------~2~----~------~2~----~~~~ J ~
1-4~+T~ec~h~ni~ca~I~Sm~ff~f(~'1~3M~a~r~ks~)~----------------------_+~_+--------------~--------~----_~~~, /_~~~\
I--+S~im~l~plle~T~e~c~hn~ic~ia~n~(~lm~in~im~u~m~M~o~) ~~2_+--------~2--------+_------~2------__1~~~~~~~v~,
I--+D~li~pllo~m~a~E~n~gii~ne~e~ffi~,(~rm~in~im~u~m~M~o~) ~~3-+--------~3--------+_------~3--------il,1~~~~?~v~~~~

I~,.· ,_CJ C}~."e~.
GraduateEngineers(ForHighTech/ CriticalequipmentGraduateEngineerof 5 5 5 ~ ....I.~~.~\<..c 0'\:~

I-_+r~el~ev~a~nt~fi~el_d_is~m~a~nd~a~to~~~f~or_e_ac_h~p~ro_d_uc~Q~(m_i_ni_m_um__M_o~) ~~-+ -+ ~-~~~~.~.0\~ ~~~~
.,~, ,~ ~~.~~?' ~~,~ ~MSc/ PhDqualification/Foreiyntraininy 3 -. :ar ","~~~~~~~~~~~~--------------------~~-+----------------+-----------~~~~~~5 NetworkingandTraining(8Marks) . ,...

Certificateto theaffectthatfirmwill providetrainingin useof equipmentto 2
relevanttechnicalstaff,Trainingplanmustbeattachedwithcertificate

NeMOrkingsetupacrossPakistan(1markforeachsetup,maximum6) 6 4 4 v

2 2

6 Delivery(06Marks)~447t~0~6~W~e~e~ks~0~re~a~rl~ie-r----------~----~----------~~~6-4--------~O--------+-------~O------~~

7 to 12Weeksor earlier 2 2 2
7 PastExperienceI Performance(04Marks)

Satisfactory performancecertificateforquotedequipmentfrommedical
institutionswithinPakistan(1markforeachcertificate,maximum4) 4

8 FinancialStatus(06Marks)
BankCertificate 2 2 2

LastyearverifiedBalanceSheet/IncomeTaxReturnForm 2 2 2
Yearlyturn-over of over50Million 2 2 2

9 Bonuspoints(06Marks)
Warrantyperiodextensionfreeof cost(thefirmofferedgreaterperiodwillget
themarks)warrantymustbefromoriginalmanufacturer 2

ComparativeRunningCost(consumables/ reagents/ replacementparts 2
Postwarrantymaintenancecontract,includingserviceandparts 2

TOTAL MARKS I POINTSCORE 100 74 74

Minimum 70 marks are required to Technicallv aualifv Qualified Qualified

r
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\'ro~·~\:~f:o~~r;,: ,,8
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APPENDIX - 3

TECHNICAL EVALUATION / BIDDER'S QUALIFICATION REPORT
PROCUREMENT OF HOSPITAL EQUIPMENT/INSTRUMENTS
No. DUHS/DP/2017/-26 Dated 21-09-2017
TECHNICAL BIDS OPENEDON 21-10-2017
MIs. Hospital Solutions

ITEM NO. 23 24

NAME OF ITEM Crash Cart Trolley Medicine Trolley

MODEL THR-ET-85001A THR-MT75001A2
MAKE Suzhon Thriving Suzhon Thriving

COUNTRY OF ORIGIN China China
S# PARAMETERS I SUB·PARAMETERS

1 Conformity to the Purchaser's Specifications (25 Marks) Sample rejected Sample rejected

Fully compliant with the required specifications 25 0 0
Compliant with minor deviation 20 0 0

2 Product Certification (15 Marks)
Food and Drug Administration (FDA) 510K & European Community (CE) MOD
or Japan Industrial Standard (JIS) / Japan Quality Assurance Organization 15
JQAO)
European Community (CE) MOD and Japan Industrial Standard (JIS) / Japan 12Quality Assurance Organization (JQAO)
Food and Drug Administration (FDA) 510K 10
European Community (CE) MOD 8 8 8
Japan Industrial Standard (JIS)/Japan Quality Assurance Organization (JQAO) 8

3 Legal Requirement (17 Marks)
Manufacturer Authorization 5 5 5
Price Schedule (without prices) 4 4 4
Bid Form (without prices) 4 4 4
Tender Purchase Receipt 2 2 2
Taxation Certificate (NTN and GST) 2 2 2 \\ )

4 Technical Staff (13 Marks) \\
Simple Technician (minimum two) 2 2 2 _1VDiploma Engineers (minimum two) 3 3 3
Graduate Engineers (For High Tech / Critical equipment Graduate Engineer of
relevant field is mandatory for each product) (minimum two) 5 5 Prof. Dr. M'Uhamm
MSc / PhD qualification/Foreign training 3 hIOO;:). U~'-". CPS F

o cnan
5 Networking and Training (8 Marks) fln .....llni·/{'rs· y at He

Networking setup across Pakistan (1 mark for each setup, maximum 6) 6 4 4 ~aracni

Certificate to the affect that firm will provide training in use of equipment to
2 2 2

relevant technical staff. Training plan must be attached with certificate
6 Delivery (06 Marks)

4 to 6 Weeks or earlier 6 0 0
7 to 12 Weeks or earlier 2 2 2

7 Past Experience I Performance (04 Marks) J-
Satisfactory performance certificate for quoted equipment from medical 4institutions within Pakistan (1 mark for each certificate. maximum 4)

8 Financial Status (06 Marks)
Bank Certificate 2 2 2
Last year verified Balance Sheet /Income Tax Return Form 2 2 2
Yearly turn-over of over 50 Million 2 2 2

9 Bonus points (06 Marks)
Warranty period extension free of cost (the firm offered greater period will get 2
the marks) warranty must be from original manufacturer
Comparative Running Cost (consumables / reagents / replacement parts 2
Post warranty maintenance contract, including service and parts 2

TOTAL MARKS I POINT SCORE 100 49 49
Minimum 70 marks are reauired to Technically aualify Dis-Qualified Dis-Qualified
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TECHNICAL EVALUATION / BIDDER'S QUALIFICATION REPORT
PROCUREMENT OF HOSPITAL EQUIPMENT/INSTRUMENTS
No. DUHS/DP/2017/-26Dated 21-09-2017
TECHNICAL BIDS OPENEDON 21-10-2017
Mis. Hospital Solutions

APPENDIX - 3

ITEM NO.

25
o

NAME OF ITEM

25 26

Bed Side Cabinet Over Bed I Food Table

MODEL THR-CB404 THR-OBT003

COUNTRYOF ORIGIN
MAKE Suzhon Thriving Suzhon Thriving

PARAMETERS I SUB·PARAMETERS
China China

S#
1 Conformity to the Purchaser's Specifications (25 Marks)

Sample approved with
minor modification

Sample approved

Fully compliant with the required specifications 25 25
Compliant with minor deviation 20 o

2 Product Certification (15 Marks)
Food and Drug Administration (FDA) 510K & European Community (CE) MOD
or Japan Industrial Standard (JIS) I Japan Quality Assurance Organization
IJQAO)

15

European Community (CE) MOD and Japan Industrial Standard (JIS) I Japan
Quality Assurance Oraanization (JQAO)

12

Food and Drua Administration (FDA) 510K 10
European Community (CE) MOD 8 8

5 5
4 4
4 4
2 2
2 2

~ /2 2 JI
3 3

~5 5

n•. t n. Iuha mmadl
,,:":>c' • ,rn . FCPS.FRCP,

4 4 Pr Vice Cnancello
GUll UOIVE r~:y 01 ricaltn ~

2 2 xara chi

0 0 )....
2 2

8
Japan Industrial Standard (JIS)/Japan Quality Assurance Organization (JQAO) 8

3 Legal Requirement (17 MarkS)
Manufacturer Authorization 5
Price Schedule (without priceS) 4
Bid Form (without prices) 4
Tender Purchase Receipt
Taxation Certificate (NTN and GST)

2
2

4 Technical Staff (13 Marks)
Simple Technician (minimum two)
Diploma Engineers (minimum two)

2
3

Graduate Engineers (For High Tech I Critical equipment Graduate Engineer of
relevant field is mandatory for each product) (minimum two)

5

MSc I PhD Qualification/ForeiQn training
5 Networking and Training (8Marks)

Networkina setup across Pakistan (1 mark for each setup, maximum 6)

3

6
Certificate to the affect that firm will provide training in use of equipment to
relevant technical staff. Training plan must be attached with certificate

2

6 Delivery (06 Marks)
4 to 6 Weeks or earlier
7 to 12 Weeks or earlier

6
2

7 Past EXDerience I Performance (04 Marks)
Satisfactory performance certificate for quoted equipment from medical
institutions within Pakistan (1 mark for each certificate, maximum 4)

4

8 Financial Status (06 Marks)
Bank Certificate 2 2 2

Last year verified Balance Sheet I Income Tax Return Form 2 2 2

Yearly turn-over of over 50 Million 2 2 2

9 Bonus points (06 Marks)
Warranty period extension free of cost (the firm offered greater period will get
the marks) warranty must be from original manufacturer

2

Comparative Running Cost (consumables I reagents I replacement parts 2
Post warranty maintenance contract, includinq service and parts 2

TOTAL MARKS I POINTSCORE 100 74 74
Minimum 70 marks are required to Technicallv aualify Qualified Qualified



APPENDIX - 3

TECHNICAL EVALUATION I BIDDER'S QUALIFICATION REPORT
PROCUREMENT OF HOSPITAL EQUIPMENT/INSTRUMENTS
No. DUHS/DP/2017/-26 Dated 21-09-2017
TECHNICAL BIDS OPENED ON 21-10-2017
Mis. Hospital Supply Corporation

ITEM NO. 1 2

NAME OF ITEM Dialyzer Preprocessors Dialysis Beds

MODEL Compact PY-CD-390S
MAKE Meditop Nanning Passion Co.

COUNTRY OF ORIGIN Thailand China
S# PARAMETERS / SUB·PARAMETERS
1 Conformity to the Purchaser's Specifications 125 Marks)

Fully compliant with the required specifications 25 25 25
Compliant with minor deviation 20 0 0

2 Product Certification (15 Marks)
Food and Drug Administration (FDA) 510K & European Community (CE) MDD
or Japan Industrial Standard (JIS) I Japan Quality Assurance Organization 15 0 0
IIJQAO)
European Community (CE) MDD and Japan Industrial Standard (JIS) I Japan 12 0 0
Quality Assurance Orqanization (JQAO)
Food and Drug Administration (FDA) 510K 10 Thiland FDA approved 10
European Community (CE) MDD 8 0 0
Japan Industrial Standard (JIS)/Japan Quality Assurance Organization (JQAO) 8 0 0

3 Legal Requirement (17 Marks)
Manufacturer Authorization 5 5 5
Price Schedule (without prices) 4 4 4
Bid Form (without prices) 4 4 4 \l\

Tender Purchase Receipt 2 2 2 '"
~

Taxation Certificate (NTN and GST) 2 2 2 \
4 Technical Staff (13 Marks)

Simple Technician (minimum two) 2 2 2 ~"'~.Diploma Enqineers (minimum two) 3 3 3

Graduate Engineers (For High Tech I Critical equipment Graduate Engineer of 5 5 5 ~ • ~.~ c
relevant field is mandatory for each product) (minimum two) ""'.()\.. ~(.'< ;-i'(',

MSc / PhD qualification/Foreign trainina 3 3 0 .. •,,~'OJ
~(o,,,,.

~-l.c

5 Networking and Training (8 Marks) ~'\)~

Networkinq setup across Pakistan (1 mark for each setup, maximum 6) 6 6 6 v

Certificate to the affect that firm will provide training in use of equipment to 2 0 0
relevant technical staff. Training plan must be attached with certificate

6 Delivery (06 Marks)
4 to 6 Weeks or earlier 6 0 0 "'\r>
7 to 12 Weeks or earlier 2 2 2

7 Past Experience' Performance (04 MarkS)
Satisfactory performance certificate for quoted equipment from medical 4 2 1
institutions within Pakistan (1 mark for each certificate, maximum 4)

8 Financial Status (06 Marks)
Bank Certificate 2 2 2
Last year verified Balance Sheet /1ncome Tax Return Form 2 2 2
Yearly turn-over of over 50 Million 2 2 2

9 Bonus points (06 Marks)
Warranty period extension free of cost (the firm offered greater period will get 2 2 2
the marks) warranty must be from original manufacturer
Comparative Running Cost (consumables / reagents I replacement parts 2 0 0

Post warranty maintenance contract, includinq service and parts 2 0 2
TOTAL MARKS I POINT SCORE 100 73 81

Minimum 70 marks are required to Technically qualify Qualified Qualified



TECHNICAL EVALUATION I BIDDER'S QUALIFICATION REPORT
PROCUREMENTOF HOSPITAL EQUIPMENTIINSTRUMENTS
No. DUHSIDP/20171-26 Dated 21-09-2017
TECHNICAL BIDS OPENED ON 21-10-2017
Mis. Hospital Supply Corporation

ITEM NO. 18

NAME OF ITEM Chemotherapy Motorized
Chair

MODEL PY-YD-310
MAKE Nanning Passion Co.

COUNTRYOF ORIGIN China
S# PARAMETERS I SUB·PARAMETERS
1 Conformity to the Purchaser's Specifications (25 Marks)

Fully compliant with the reauired specifications 25 25
Compliant with minor deviation 20 0

2 Product Certification (15 Marks)
Food and Drug Administration (FDA) 510K & European Community (CE) MOD
or Japan Industrial Standard (JIS) / Japan Quality Assurance Organization 15 0
I/JQAO)
European Community (CE) MOD and Japan Industrial Standard (JIS) / Japan 12 0
Quality Assurance Orcanizafon (JQAO)
Food and DruqAdministration (FDA) 510K 10 10
European Community (CE) MOD 8 0
Japan Industrial Standard (JIS)/Japan Quality Assurance Organization (JQAO) 8 0

3 Legal Requirement (17 Marks)
Manufacturer Authorization 5 5

Price Schedule (without prices) 4 4
Bid Form (without prices) 4 4
Tender Purchase Receipt 2 2

Taxation Certificate (NTN and GST) 2 2

4 Technical Staff (13 Marks)
Simple Technician (minimum two) 2 2

Diploma Engineers (minimum two) 3 3

Graduate Engineers (For High Tech I Critical equipment Graduate Engineer of 5 5
relevant field is mandatory for each product) (minimum two)
MSc I PhD qualification/Foreiqn traininq 3 0

5 Networking and Tralnlna (S Marks)
Networking setup across Pakistan (1 mark for each setup, maximum 6) 6 6

Certificate to the affect that firm will provide training in use of equipment to 2 0
relevant technical staff. Training plan must be attached with certificate

6 Delivery (06 Marks)
4 to 6 Weeks or earlier 6 0
7 to 12 Weeks or earlier 2 2

7 Past Experience I Performance (04 Marks)
Satisfactory performance certificate for quoted equipment from medical 4 0
institutions within Pakistan (1 mark for each certificate, maximum 4)

8 Financial Status (06 Marks)
Bank Certificate 2 2

Last year verified Balance Sheet /Income Tax Return Form 2 2
Yearly turn-over of over 50 Million 2 2

9 Bonus points (06 Marks)
Warranty period extension free of cost (the firm offered greater period will get 2 0
the marks) warranty must be from original manufacturer
Comparative Running Cost (consumables / reagents I replacement parts 2 0

Post warranty maintenance contract, lncludinq service and parts 2 2

TOTAL MARKS I POINT SCORE 100 78
Minimum 70marks are reauired to Technically qualify Qualified

APPENDIX - 3
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APPENDIX - 3

TECHNICAL EVALUATION I BIDDER'S QUALIFICATION REPORT
PROCUREMENT OF HOSPITAL EQUIPMENTIINSTRUMENTS
No. DUHS/DP/20171-26 Dated 21-09-2017
TECHNICAL BIDS OPENED ON 21-10-2017
Mis. Hyderabad Dental Supply Co.

ITEM NO. 11 12

NAME OF ITEM OPG Machine Dental X-Ray Unit

MODEL I Max Tuch with Ceph Owandy RX
MAKE Owandy Radiology Owandy Radiology

COUNTRY OF ORIGIN France France
S# PARAMETERS I SUB·PARAMETERS

1 Conformity to the Purchaser's Specifications (25 Marks)

Fully compliant with the required specifications 25 0 25
Compliant with minor deviation 20 20 0

2 Product Certification (15 Marks)
Food and Drug Administration (FDA) 510K & European Community (CE) MOD
or Japan Industrial Standard (JIS)! Japan Quality Assurance Organization 15 15 0
IIJQAO)
European Community (CE) MOD and Japan Industrial Standard (JIS)! Japan 12 0 0Quality Assurance Organization (JQAO)
Food and Drug Administration (FDA) 510K 10 0 0
European Community (CE) MOD 8 0 8

Japan Industrial Standard (JIS)!Japan Quality Assurance Organization (JQAO) 8 0 0 \ )
3 Legal Requirement (17 Marks)

~
Manufacturer Authorization 5 5 5
Price Schedule (without prices) 4 4 4 Prof. D
Bid Form (without prices) 4 4 4 MilOS i,l PS
Tender Purchase Receipt 2 2 2 roo
Taxation Certificate (NTN and GST) 2 2 2 .....n ..." vcr

4 Technical Staff (13 Marks)
Simple Technician (minimum two) 2 2 2
Diploma EnQineers (minimum two) 3 3 3
Graduate Engineers (For High Tech! Critical equipment Graduate Engineer of 5 0 0
relevant field is mandatory for each product) (minimum two)
MSc! PhD Qualification/Foreign training 3 0 0

5 Networking and Training (8 Marks)
Networking setup across Pakistan (1 mark for each setup, maximum 6) 6 3 3 -.
Certificate to the affect that firm will provide training in use of equipment to 2 2 2
relevant technical staff. Training plan must be attached with certificate

6 Delivery (06 Marks)
4 to 6 Weeks or earlier 6 6 6
7 to 12Weeks or earlier 2 0 0

7 Past Experience I Performance (04 Marks)
Satisfactory performance certificate for quoted equipment from medical 4institutions within Pakistan (1 mark for each certificate, maximum 4)

8 Financial Status (06 Marks)
Bank Certificate 2 2 2
Last year verified Balance Sheet !Income Tax Retum Form 2 2 2
Yearly turn-over of over 50 Million 2 2 2

9 Bonus points (06 Marks)
Warranty period extension free of cost (the firm offered greater period will get 2 2 2
the marks) warranty must be from original manufacturer
Comparative Running Cost (consumables! reagents! replacement parts 2 0 0

Post warranty maintenance contract, including service and parts 2 0 0
TOTAL MARKS I POINT SCORE 100 76 74

Minimum 70 marks are required to Technically qualify Qualified Qualified
'"I
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APPENDIX - 3

TECHNICAL EVALUATION I BIDDER'S QUALIFICATION REPORT
PROCUREMENT OF HOSPITAL EQUIPMENT/INSTRUMENTS
No. DUHS/DP/2017/-26 Dated 21-09-2017
TECHNICAL BIDS OPENEDON 21-10-2017
Mis. Hyderabad Dental Supply Co.

ITEMNO. 15 15

NAMEOFITEM Phosphorus Plate Digital Phosphorus Plate Digital
Radloarpah System Radioqrpah System

MODEL Vista Scan Mini Plus Vista Scan Mini Easy
MAKE Durr Dental Durr Dental

COUNTRYOFORIGIN Germany Germany
S# PARAMETERSI SUB·PARAMETERS

1 Conformity to the Purchaser's Specifications (25 Marks)
Rejected. Size 4- 57mm x

76mm N/A
Fullycompliantwith the requiredspecifications 25 25 0
Compliantwithminordeviation 20 0 0

2 Product Certification(15 Marks)
Foodand DrugAdministration(FDA)510K& EuropeanCommunity(CE)MOD
or Japan IndustrialStandard(JIS) / JapanQualityAssuranceOrganization 15 0 0
(JQAO)
EuropeanCommunity(CE)MODand Japan IndustrialStandard(JIS)/ Japan 12 0 0
QualityAssuranceOroanization(JQAO)
Foodand DruqAdministration(FDA) 510K 10 0 0
EuropeanCommunitv(CEI MOD 8 8 8

Japan IndustrialStandard(JIS)/JapanQualityAssuranceOrganization(JQAO) 8 0 0

3 Legal Requirement(17 Marks)
ManufacturerAuthorization 5 5 5
PriceSchedule(withoutpriceS) 4 4 4
Bid Form(withoutprices) 4 4 4 "-
TenderPurchaseReceipt 2 2 2 \\
TaxationCertificate(NTN andGST) 2 2 2 \ I

4 Technical StaffC13Marks)
~SimpleTechnician (minimumtwo) 2 2 2

DiplomaEnqineers(minimumtwo) 3 3 3 ~~
GraduateEngineers(ForHighTech / CriticalequipmentGraduateEngineerof 5 0

~~t. \\\\1 c,ll':'>

relevantfield is mandatoryfor each product)(minimumtwo)
,10' c?S·'ccC,'0'0.1'''0...0:

MSc/ PhDqualification/Foreigntraining 3 0 o ,(\,-11:
S '.~

'f.;

5 Networking and Training (8 Marks) Co'"
NetworkinQsetupacross Pakistan(1 markfor each setup, maximum6) 6 3 3

Certificateto the affect that firmwill providetraining in use of equipmentto 2 2 2
relevanttechnicalstaff. Trainingplanmust be attachedwith certificate

6 Deliverv (06Marksl ....
""4 to 6Weeksor earlier 6 6 6

7 to 12Weeksor earlier 2 0 0

7 Past Experience I Performance (04Marks)
Satisfactoryperformancecertificate for quotedequipment from medical 4
institutionswithin Pakistan(1 mark for eachcertificate,maximum4)

8 Financial Status (06 Marks)
BankCertificate 2 2 2
Last year verifiedBalanceSheet /Income Tax RetumForm 2 2 2
Yearly turn-overof over 50 Million 2 2 2

9 Bonus points (06 Marks!
Warrantyperiodextensionfree of cost (the firm offeredgreater periodwill get 2 2 2
the marks)warrantymustbe from originalmanufacturer
ComparativeRunningCost (consumables/ reagents/ replacementparts 2 0 0

Postwarrantymaintenancecontract, includinqservice and parts 2 0 0
TOTAL MARKS I POINT SCORE 100 74 49

Minimum 70 marks are requlred to Technically Qualify Qualified Dis-Qualified

\.:



TECHNICAL EVALUATION / BIDDER'S QUALIFICATION REPORT
PROCUREMENT OF HOSPITAL EQUIPMENT/INSTRUMENTS
No. DUHS/DP/2017/-26Dated 21-09-2017
TECHNICAL BIDS OPENEDON 21-10-2017
MIs. Iqbal & Company

ITEM NO. 5
NAME OF ITEM Spirometer

MODEL Spirolab

MAKE Medical Int'l Research

COUNTRY OF ORIGIN Italy
S# PARAMETERS I SUB-PARAMETERS

Autoucalvable flow head and

1 Conformity to the Purchaser's Specifications (25 Marks) Back Pressure 0.1KPa not
available

Demo not provided
Fully compliant with the required specifications 25 0
Compliant with minor deviation 20 0

2 Product Certification (15 Marks)

Food and Drug Administration (FDA) 510K & European Community (CE) MOD or
15 15Japan Industrial Standard (JIS) / Japan Quality Assurance Organization (JQAO)

European Community (CE) MOD and Japan Industrial Standard (JIS) / Japan
12 0Quality Assurance Organization (JQAO)

Food and Drug Administration (FDA) 510K 10 0
European Community (CE) MOD 8 0
Japan Industrial Standard (JIS)/Japan Quality Assurance Organization (JQAO) 8 0

3 Legal Requirement (17 Marks)
Manufacturer Authorization 5 5
Price Schedule (without prices) 4 0
Bid Form (without Jlrices) 4 4
Tender Purchase Receipt 2 2
Taxation Certificate (NTN and GST) 2 2

4 Technical Staff (13 Marks)
Simple Technician (minimum two) 2 2
Diploma Engineers (minimum two) 3 3
Graduate Engineers (For High Tech / Critical equipment Graduate Engineer of

5 5relevant field is mandatory for each product) (minimum two)
MSc / PhD Qualification/Foreign training 3 3

5 Networkina and Training (8 Marks)
Networking setup across Pakistan (1 mark for each setup, maximum 6) 6 4
Certificate to the affect that firm will provide training in use of equipment to

2 2
relevant technical staff. Training plan must be attached with certificate

6 Delivery (06 Marks)
4 to 6 Weeks or earlier 6 0
7 to 12 Weeks or earlier 2 2

7 Past Experience I Performance (04 Marks)
Satisfactory performance certificate for quoted eqUipment from medical

4 1
institutions within Pakistan (1 mark for each certificate, maximum 4)

8 Financial Status (06 Marks)
Bank Certificate 2 2
Last year verified Balance Sheet /Income Tax Return Form 2 2
Yearly turn-over of over 50 Million 2 2

9 Bonus points (06 Marks)
Warranty period extension free of cost (the firm offered greater period will get 2 0
the marks) warranty must be from original manufacturer

Comparative Running Cost (consumables / reagents / replacement parts 2 0
Post warranty maintenance contract, including service and parts 2 0

TOTAL MARKS I POINT SCORE 100 56
Minimum 70 marks are required to Technically qualify Dis-Qualified

\Y"'\~\' .
\ Pr . Or. M. Shuja Farrukh

/ MSSS. DLO. FCPS
Medical Superintendent

Dow University Hospital, Ojha Campus
Dow University Of Health Sciences
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APPENDIX - 3

TECHNICAL EVALUATION / BIDDER'S QUALIFICATION REPORT
PROCUREMENT OF HOSPITAL EQUIPMENT/INSTRUMENTS
No. DUHS/DP/2017/-26 Dated 21-09-2017
TECHNICAL BIDS OPENEDON 21-10-2017
Mis. Iqbal & Company

ITEM NO. 7 8
NAMEOF ITEM Syringe Pump Infusion Pumps

MODEL Alaris GH Alaris-GW
BO, CareFusionl Cardinal BO, CareFusionl Cardinal

MAKE Health - Alaris Health - Alaris
COUNTRYOF ORIGIN UK I Switzerland UK I Switzerland

S# PARAMETERS I SUB·PARAMETERS

Rate range of 1-999ml VIS
1 Conformity to the Purchaser's Specifications (25 Marks) 0.1-999ml &

KVO 5ml Req. 1 ml/h

Fully compliant with the reauired specifications 25 25 0
Compliant with minor deviation 20 0 20

2 Product Certification (15 Marks)

Food and Drug Administration (FDA) 510K & European Community (CE) MOD or 15 15 15
Japan Industrial Standard (JIS) / Japan Quality Assurance Organization (JQAO)

European Community (CE) MOD and Japan Industrial Standard (JIS) / Japan 12 0 0
Quality Assurance Oraanization (JQAO)
Food and Drug Administration (FDA) 510K 10 0 0
European Community (CE) MOD 8 0 0
Japan Industrial Standard (JIS)/Japan Quality Assurance Organization (JQAO) 8 0 0

3 Legal Requirement (17 Marks)
Manufacturer Authorization 5 5 5
Price Schedule (without prices) 4 0 0 .'t--_
Bid Form (without prices) 4 4 4 ,
Tender Purchase Receipt 2 2 2
Taxation Certificate (NTN and GST) 2 2 2

4 Technical Staff (13 Marks)
Simple Technician (minimum two) 2 2 ~nf n,
Diploma Enqineers (minimum two) 3

.
3 3 MRRc:. '"

Graduate Engineers (For High Tech / Critical equipment Graduate Engineer of r

relevant field is mandatory for each product) (minimum two)
5 5 5 Dow Un v

MSc / PhD Qualification/Foreiqn traininq 3 3 3
5 Networking and Training (8 Marks)

Networking setup across Pakistan (1 mark for each setup, maximum 6) 6 4 4

Certificate to the affect that firm will provide training in use of equipment to 2 2 2
relevant technical staff. Training plan must be attached with certificate

6 Delivery (06 Marks)
4 to 6 Weeks or earlier 6 0 0
7 to 12 Weeks or earlier 2 2 2

7 Past Experience I Performance (04 Marks)
Satisfactory performance certificate for quoted equipment from medical 4 4 4
institutions within Pakistan (1 mark for each certificate, maximum 4)

B Financial Status (06 Marks)
Bank Certificate 2 2 2
Last year verified Balance Sheet I Income Tax Return Form 2 2 2
Yearly turn-over of over 50 Million 2 2 2

9 Bonus points (06 Marks)
Warranty period extension free of cost (the firm offered greater period will get 2 0 0
the marks) warranty must be from original manufacturer
Comparative Running Cost (consumables / reagents / replacement parts 2 0 0

Post warranty maintenance contract, includinq service and parts 2 2 2
TOTAL MARKS I POINT SCORE 100 86 79

Minimum 70 marks are reauired to Technically qualify Qualified Qualified
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APPENDIX - 3

TECHNICAL EVALUATION / BIDDER'S QUALIFICATION REPORT
PROCUREMENT OF HOSPITAL EQUIPMENT/INSTRUMENTS
No. DUHS/DP/2017/-26 Dated 21-09-2017
TECHNICAL BIDS OPENEDON 21-10-2017
Mis. Medeo

ITEM NO. 3

NAME OF ITEM Patient Monitor

MODEL MM17
MAKE Mediblu Medical

COUNTRYOF ORIGIN USA
S# PARAMETERS I SUB·PARAMETERS

Rejected. Not 510K FDA approved
Rechargeable battery for over 4

1 Conformity to the Purchaser's Specifications (25 Marks) hours of continuous working back-
up was required which was not

specified in the offer.
Fully_compliant with the required specifications 25 0
Compliant with minor deviation 20 0

2 Product Certification (15 Marks)
Food and Drug Administration (FDA) 510K & European Community (CE) MOD
or Japan Industrial Standard (JIS) / Japan Quality Assurance Organization 15 0
IIJQAO)
European Community (CE) MOD and Japan Industrial Standard (JIS)'/ Japan 12 0
Quality Assurance Organization (JQAO)
Food and Drug Administration (FDA) 510K 10 10
EuroQ_eanCommunity (CE) MOD 8 0
Japan Industrial Standard (JIS)/Japan Quality Assurance Organization (JQAO) 8

3 Legal Requirement (17 Marks)
Manufacturer Authorization 5 5 P
Price Schedule (without prices) 4 4 I

Bid Form (without prices) 4 4
Tender Purchase Receipt 2 2
Taxation Certificate (NTN and GST) 2 2

4 Technical Staff (13 Marks)
Simple Technician (minimum two) 2 2
Diploma EnQineers (minimum two) 3 3
Graduate Engineers (For High Tech / Critical equipment Graduate Engineer of 5 0
relevant field is mandatory for each product) (minimum two)
MSc I PhD qualification/ForeiQn traininQ 3 0

5 Networking and Training (8Marks)
Networking setup across Pakistan (1 mark for each setup, maximum 6) 6 4
Certificate to the affect that firm will provide training in use of equipment to 2 2
relevant technical staff. Training plan must be attached with certificate

6 Delivery (06 Marks)
4 to 6 Weeks or earlier 6 6
7 to 12 Weeks or earlier 2 0

7 Past Experience / Performance (04 Marks)
Satisfactory performance certificate for quoted equipment from medical 4 0
institutions within Pakistan (1 mark for each certificate, maximum 4)

8 Financial Status (06 Marks)
Bank Certificate 2 2
Last year verified Balance Sheet /Income Tax Return Form 2 2
Yearly turn-over of over 50 Million 2 0

9 Bonus points (06 Marks)
Warranty period extension free of cost (the firm offered greater period will get 2 0
the marks) warranty must be from original manufacturer
Comparative Running Cost (consumables I reagents I replacement parts 2 0

Post warranty maintenance contract, including service and parts 2 0
TOTAL MARKS I POINT SCORE 100 48

Minimul1).7j) marks are required to Technically Qualify Dis-Qualified
,._,._'\'.iV ~

I~
rof. Dr. Muhammad Masroo:
88S. j"cps. FCPS. FRCP (GIJsgc,w

Pro·Vic.,Chancellor
Dow Univ~rsity 01Health Sciences

Karachi

,

:rol\~~I) )a Farrukh
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Dow Umverslty Hospital, Ojha Campus
~I;"""University Of Health Sciences



APPENDIX - 3

TECHNICAL EVALUATION I BIDDER'S QUALIFICATION REPORT
PROCUREMENT OF HOSPITAL EQUIPMENT/INSTRUMENTS
No. DUHS/DP/2017/-26 Dated 21-09-2017
TECHNICAL BIDS OPENEDON 21-10-2017
MIs. Medeo

ITEM NO. 4 6

NAME OF ITEM Vital Sign Monitor Portable Pharmaceutical
RefriQerator

MODEL MM3 BXC-V100M
MAKE Mediblu Medical Biobase

COUNTRY OF ORIGIN USA China
S# PARAMETERS I SUB·PARAMETERS

1 Conformity to the Purchaser's Specifications (25 Marks) Rejected. Masimo SP02
not available

Fully compliant with the required specifications 25 0 25
Compliant with minor deviation 20 0 0

2 Product Certification (15 Marks)
Food and Drug Administration (FDA) 510K & European Community (CE) MOD
or Japan Industrial Standard (JIS) / Japan Quality Assurance Organization 15 0 0
JQAO)
European Community (CE) MOD and Japan Industrial Standard (JIS) / Japan 12 0 0
Quality Assurance Orqanizenon (JQAO)
Food and Drug Administration (FDA) 510K 10 10 0
European Community (CE) MOD 8 0 8
Japan Industrial Standard (JIS)/Japan Quality Assurance Organization (JQAO) 8

3 Legal Requirement (17 Marks)
Manufacturer Authorization 5 5 5
Price Schedule (without prices) 4 4 4
Bid Form (without prices) 4 4 4
Tender Purchase Receipt 2 2 2
Taxation Certificate (NTN and GST) 2 2 2 PMf.

4 Technical Staff (13Marks) MBSS
Simple Technician (minimum two) 2 2 2
Diploma Engineers (minimum two) 3 3 3 uow

Graduate Engineers (For High Tech / Critical equipment Graduate Engineer of 5 0 0
relevant field is mandatory for each product) (minimum two)
MSc / PhD qualification/Foreign training 3 0 0

5 Networking and Training (8 Marks)
Networking setup across Pakistan (1 mark for each setup, maximum 6) 6 4 4

Certificate to the affect that firm will provide training in use of equipment to 2 2 2
relevant technical staff. Training plan must be attached with certificate

6 DeliverY (06 Marks)
4 to 6 Weeks or earlier 6 6 0
7 to 12 Weeks or earlier 2 0 2

7 Past Experience I Performance (04 Marks)
Satisfactory performance certificate for quoted equipment from medical 4 0 1
institutions within Pakistan (1 mark for each certificate, maximum 4)

8 Financial Status (06 Marks)
Bank Certificate 2 2 2
Last year verified Balance Sheet /Income Tax Return Form 2 2 2
Yearly turn-over of over 50 Million 2 0 0

9 Bonus points (06 Marks)
Warranty period extension free of cost (the firm offered greater period will get 2 0 2
the marks) warranty must be from original manufacturer
Comparative Running Cost (consumables / reagents I replacement parts 2 0 0

Post warranty maintenance contract, includinq service and parts 2 0 2
TOTAL MARKS I POINT SCORE 100 48 72

Minimum 70 marks are requlred to Technically Qualify Dis-Qualified Qualified

Dr. Muhammad Masr
MCPS. FCPS. FRCP ,GlaS!
Pro.Vict Cn;lnccllor

Uniyersity Of Health Sc~nl
Kirichl

I Ii
4~. /

.gf.J-ml J/a-
Director' Sciences

"V 01 Heal
O ...w llfHversh h'~ KaraclII

S

Prof.Dr.M\\\~'\VrUkh
~BBS. LO. FCPS

Medical Superinten ent
Dow University Hospital, Ojha Campus

[low University Of Health Sciences
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APPENDIX -3

TECHNICAL EVALUATION I BIDDER'S QUALIFICATION REPORT
PROCUREMENT OF HOSPITAL EQUIPMENT/INSTRUMENTS
No. DUHS/DP/2017/-26Dated 21-09-2017
TECHNICAL BIDS OPENEDON 21-10-2017
MIs. Medeo

ITEM NO. 7 8

NAME OF ITEM Syringe Pump Infusion Pumps

MODEL BYZ-810 BYS-820
MAKE Changsha Beyond Changsha Beyond

COUNTRYOF ORIGIN China China

S# PARAMETERS I SUB-PARAMETERS
Rejected. Chinese origin.

1 Conformity to the Purchaser's Specifications (25 Marks)
Air line detector and Rejected.
Computer Integrated Chinese origin
system not avilable

Fully compliant with the required specltcations 25 0 0

Compliant with minor deviation 20 0 0

2 Product Certification (15 Marks)
Food and Drug Administration (FDA) 510K & European Community (CE) MOD
or Japan Industrial Standard (JIS) / Japan Quality Assurance Organization 15 0 0

JQAO)
European Community (CE) MOD and Japan Industrial Standard (JIS) / Japan 12 0 0
Quality Assurance Organization (JQAO)
Food and Drug Administration (FDA) 510K 10 0 0

Eurooean Community (CE) MOD 8 8 8

Japan Industrial Standard (JIS)/Japan Quality Assurance Organization (JQAO) 8
3 Legal Requirement (17 Marks)

Manufacturer Authorization 5 5 5

Price Schedule (without prices) 4 4 4 ""prOf.
Bid Form (without prices) 4 4 4 MtlBS r
Tender Purchase Receipt 2 2 2 ... il
Taxation Certificate (NTN and GST) 2 2 2

4 Technical Staff (13Marks)
Simple Technician (minimum two) 2 2 2

Diploma EnQineers (minimum two) 3 3 3

Graduate Engineers (For High Tech / Critical equipment Graduate Engineer of 5 0 0
relevant field is mandatory for each product) (minimum two)
MSc / PhD QualificationiForeiQn tralninq 3 0 0

5 Networking and Training (8 Marks)
Networkina setup across Pakistan (1 mark for each setup, maximum 6) 6 4 4

Certificate to the affect that firm will provide training in use of equipment to 2 2 2
relevant technical staff. Training plan must be attached with certificate

6 Delivery (06 Marks)
4 to 6 Weeks or earlier 6 6 6

7 to 12 Weeks or earlier 2 0 0

7 Past Experience I Performance (04 Marks)
Satisfactory performance certificate for quoted equipment from medical 4 0 0
institutions within Pakistan (1 mark for each certificate, maximum 4)

8 Financial Status (06 Marks)
Bank Certificate 2 2 2

Last year verified Balance Sheet/Income Tax Return Form 2 2 2

Yearly turn-over of over 50 Million 2 0 0

9 Bonus points (06 Marks)
Warranty period extension free of cost (the firm offered greater period will get 2 0 0
the marks) warranty must be from original manufacturer
Comparative Running Cost (consumables/ reagents/ replacement parts 2 0 0

Post warranty maintenance contract, includina service and parts 2 0 0

TOTAL MARKS I POINT SCORE 100 46 46

Minimum 70 marks are reauired to Technically aualify Dis-Qualified Dis-Qualified

Dr. Muhammad M
,ICPS, FCPS. FRCP(G
Pro.Vlce CrWlCe!!or
n:J,jrs :Y Clf Health SI:
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TECHNICAL EVALUATION / BIDDER'S QUALIFICATION REPORT
PROCUREMENT OF HOSPITAL EQUIPMENT/INSTRUMENTS
No. DUHS/DP/2017/-26Dated 21-09-2017
TECHNICAL BIDS OPENED ON 21-10-2017
MIs. Medeo

APPENDIX - 3

ITEM NO. 17 22
NAMEOF ITEM ECG Machine 12 Channels Electric Motorized Hospital

Bed
MODEL ME12P

Zhangiang Braun Industry
BIH005EF

COUNTRYOF ORIGIN China China
MAKE Changsha Beyond

S# PARAMETERS I SUB·PARAMETERS

1 Conformity to the Purchaser's Specifications (25 Marks)

Rejected. Chinese origin.
Battery backup and image
format not mention and
server software N/A

Sample not provided.

Fullv compliant with the required specifications 25 o
oo

o

Compliant with minor deviation 20
2 Product Certification (15 Marks)

Food and Drug Administration (FDA) 510K & European Community (CE) MOD
or Japan Industrial Standard (JIS) / Japan Quality Assurance Organization
,(JQAO)
European Community (CE) MOD and Japan Industrial Standard (JIS) / Japan 0
Qualitv Assurance Orqanization (JQAO)
Food and Drua Administration (FDA) 510K 0

o

Price Schedule (without prices)

Graduate Engineers (For High Tech / Critical equipment Graduate Engineer of
relevant field is mandatory for each product) (minimum two)
MSc / PhD Qualification/Foreign training

5 Networking and Training(8 Marks)
Networkina setup across Pakistan (1 mark for each setup, maximum 6)
Certificate to the affect that firm will provide training in use of equipment to
relevant technical staff. Training plan must be attached with certificate

6 Delivery (06 Marks)
4 to 6 Weeks or earlier
7 to 12 Weeks or earlier

7 Past Experience I Performance (04 Marks)
Satisfactory performance certificate for quoted equipment from medical
institutions within Pakistan (1 mark for each certificate, maximum 4)

8 Financial Status (06 Marks)
Bank Certificate
Last year verified Balance Sheet /Income Tax Return Form
Yearly turn-over of over 50 Million

9 Bonus points (06 Marks)
Warranty period extension free of cost (the firm offered greater period will get
the marks) warranty must be from original manufacturer

o

o

4

2

o
2

o

2
2
o

o



APPENDIX - 3

TECHNICAL EVALUATION I BIDDER'S QUALIFICATION REPORT
PROCUREMENT OF HOSPITAL EQUIPMENTIINSTRUMENTS
No. DUHSIDP/2017/-26Dated 21-09-2017
TECHNICALBIDS OPENEDON 21-10-2017
MIs.Medi Urge (Pvt.) Ltd.

ITEM NO. 7 8
NAME OF ITEM Syringe Pump Infusion Pumps

Agilia Connect SP Agilia Connect VP
MODEL (NonWi-Fi) (Non Wi-Fi)
MAKE Fresenius Vial Fresenius Vial

COUNTRY OF ORIGIN France France
S# PARAMETERS / SUB·PARAMETERS

Rejected. Past Rejected. Past
1 Conformity to the Purchaser's Specifications (25 Marks) performance of the bidder performance of the bidder

is not satisfactory is not satisfactory
Fully compliant with the required specifications 25 0 0
Compliant with minor deviation 20 0 0

2 Product Certification (15 Marks)
Food and Drug Administration (FDA) 510K & European Community (CE) MOD
or Japan Industrial Standard (JIS) , Japan Quality Assurance Organization 15 0 0
(JQAO)
European Community (CE) MOD and Japan Industrial Standard (JIS)' Japan 12 0 0
Quality Assurance Organization (JQAO)
Food and Drug Administration (FDA) 510K 10 0 0
European Community (CE) MOD 8 8 8

Japan Industrial Standard (JIS)/Japan Quality Assurance Organization (JQAO) 8 0 0

3 Legal Requirement (17 Marks) "Manufacturer Authorization 5 5 5 ~\

Price Schedule (without prices) 4 0 D ~ I
Bid Form (without prices) 4 0 0

~Tender Purchase Receipt 2 0 0
Taxation Certificate (NTN and GST) 2 2 2 _

4 Technical Staff (13 Marks) rror. ut.• luham
Simple Technician (minimum two) 2 2 2 'ICb:>.I.iJ..;l-': . FCP5.

Diploma Engineers (minimum two) 3 3 3 ,""
rU" VICI.! ell

stv 011'1

Graduate Engineers (For High Tech' Critical equipment Graduate Engineer of 5 5 5
Karac

relevant field is mandatory for each product) (minimum two)
MSc' PhD Qualification/Foreign training 3 3 3

5 Networking and Training (8 Marks) ..

Networking setup across Pakistan (1 mark for each setup, maximum 6) 6 4 4

Certificate to the affect that firm will provide training in use of equipment to 2 0 0
relevant technical staff. Training plan must be attached with certificate

~
6 Delivery (06 Marks)

4 to 6 Weeks or earlier 6 0 0

7 to 12 Weeks or earlier 2 2 2

7 Past Experience / Performance (04 Marks)
Satisfactory performance certificate for quoted equipment from medical 4 1 2
institutions within Pakistan (1 mark for each certificate, maximum 4)

8 Financial Status (06 Marks)
Bank Certificate 2 2 2

Last year verified Balance Sheet 'Income Tax Return Form 2 2 2

Yearly turn-over of over 50 Million 2 2 2

9 Bonus points (06 Marks)
Warranty period extension free of cost (the firm offered greater period will get 2 0 0
the marks) warranty must be from original manufacturer
Comparative Running Cost (consumables ' reagents' replacement parts 2 0 0

Post warranty maintenance contract, including service and parts 2 0 0
TOTAL MARKS I POINT SCORE 100 41 42 ..

Minimum 70 marks are reauired to Technicallv qualify Dis-Qualified Dis-Qualified

mad It
FRCPi'
Jncellor
eaun S·
hi

D:lW University of Health Sciences Medical superintendent
Karachi Dow University Hospital. Ojha Campus

Dow University Of Health Sciences



TECHNICAL EVALUATION / BIDDER'S QUALIFICATION REPORT
PROCUREMENT OF HOSPITAL EQUIPMENT/INSTRUMENTS
No. DUHS/DP/2017/-26 Dated 21-09-2017
TECHNICAL BIDS OPENED ON 21-10-2017
Mis. Medinostic Health Care (Pvt.) Ltd.

ITEM NO. 30

NAMEOF ITEM
Anatomical Models &

Histology Slides
MODEL VariousCat Nos.
MAKE 3B Scientific

COUNTRYOF ORIGIN USA I UK I EU I Brazil

S# PARAMETERS I SUB·PARAMETERS
1 Conformity to the Purchaser'S Specifications(25 Marks)

Fully compliant with the required specifications 25 0

Compliant with minor deviation 20 20

2 Product Certification-(15 Marks)
Food and Drug Administration (FDA) 510K & European Community (CE) MOD
or Japan Industrial Standard (JIS) / Japan Quality Assurance Organization 15 0

'JQAO)
European Community (CE) MOD and Japan Industrial Standard (JIS) I Japan 12 0
Quality Assurance Organization (JQAO)
Food and Drug Administration (FDA) 510K 10 0

European Community (CE) MOD 8 0

Japan Industrial Standard (JIS)/Japan Quality Assurance Organization (JQAO) 8 0

3 Legal Requirement (17 Marks)
Manufacturer Authorization 5 5

Price Schedule (without prices) 4 4

Bid Form (without prices) 4 4

Tender Purchase Receipt 2 2

Taxation Certificate (NTN and GST) 2 2

4 Technical Staff (13 Marks)
Simple Technician (minimum two) 2 0

Diploma Engineers (minimum two) 3 0

Graduate Engineers (For High Tech / Critical equipment Graduate Engineer of 5 0
relevant field is mandatory for each product) (minimum two)
MSc / PhD qualification/Foreian trainina 3 3

5 Networking and Trail1ing (8 Marks)
Networkina setup across Pakistan (1 mark for each setup, maximum 6) 6 4

Certificate to the affect that firm will provide training in use of equipment to 2 2
relevant technical staff. Training plan must be attached with certificate

6 Delivery (06 Marks)
4 to 6 Weeks or earlier 6 0

7 to 12 Weeks or earlier 2 2

7 Past Experience I Performance (04 Marks)
Satisfactory performance certificate for quoted equipment from medical 4 1
institutions within Pakistan (1 mark for each certificate, maximum 4)

8 Financial status (06 MarkS)
Bank Certificate 2 2

Last year verified Balance Sheet /Income Tax Return Form 2 2

Yearly turn-over of over 50 Million 2 2

9 Bonus points (06 Marks)
Warranty period extension free of cost (the firm offered greater period will get the 2 0
marks) warranty must be from original manufacturer
Comparative Running Cost (consumables / reagents / replacement parts 2 0

Post warranty maintenance contract, including service and parts 2 0
TOTAL MARKS I POINT SCORE 100 55

Minimum 70 marks are required to Technically qualifv Dis·Qualified

~ ",_
tin l~ ~"' .:~.-,"~>~ ,'}) , /

~ ~'\""("'.. : .:..',;\ -: Prof. Dr. M. Shuja Farrukh
:~ ,.:._.~,:-.~.~::.~~_.:~~.:-,t.

) Medical S
M~B . ~LO. CPS

."' "
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Director Finance DowUniyersit~~!alth Sciences
O:Jw University of Health Sciences
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APPENDIX - 3

TECHNICAL EVALUATION / BIDDER'S QUALIFICATION REPORT
PROCUREMENT OF HOSPITAL EQUIPMENT/INSTRUMENTS
No. DUHS/DP/2017/-26 Dated 21-09-2017
TECHNICAL BIDS OPENED ON 21-10-2017
Mis. Medline Technologies (Pvt.) Ltd.

43ITEM NO.

Vital Sign Monitor PortablePatient MonitorNAME OF ITEM

NC3C86MODEL
Com enComenMAKE
ChinaChinaCOUNTRY OF ORIGIN

S# PARAMETERS I SUB·PARAMETERS
1 Conformity to the Purchaser's Specifications (25 Marks)

Conditional Bid. Contrary to Conditional Bid. Contrary to
25 ITB 9.6 as quotation of ITB 9.6 as quotation of

adjustable price submitted adjustable price submitted
Fully compliant with the required specifications

20Compliant with minor deviation
2 Product Certification (15 Marks)

Food and Drug Administration (FDA) 510K & European Community (CE) MOD
or Japan Industrial Standard (JIS) I Japan Quality Assurance Organization
IfJQAO)

15

12

10
8
8

5
4
4
2
2

2
3

5

3

6

2

6
2

4

2
2
2

2

2
2
100 0

Dis·Qualified

r:..»

European Community (CE) MOD and Japan Industrial Standard (JIS) I Japan
Quality Assurance Orqanzation (JQAO)
Food and DruQAdministration (FDA) 510K
European Community (CE) MOD
Japan Industrial Standard (JIS)/Japan Quality Assurance Organization (JQAO)

3 Leaal Requirement (17 Marks)
Manufacturer Authorization
Price Schedule (without prices)
Bid Form (without prices)

6 Delivery (06 Marks)
4 to 6 Weeks or earlier
7 to 12 Weeks or earlier

7 Past Experience I Performance (04 Marks)
Satisfactory performance certificate for quoted equipment from medical
institutions within Pakistan (1 mark for each certificate, maximum 4)

8 Financial Status (06 Marks)
Bank Certificate
Last year verified Balance Sheet I Income Tax Return Form
Yearly turn-over of over 50 Million

9 Bonus points (06 Marks)
Warranty period extension free of cost (the firm offered greater period will get
the marks) warranty must be from original manufacturer
Comparative Running Cost (consumables I reagents I replacement parts
Post warranty maintenance contract, including service and parts

TOTAL MARKS I POINT SCORE
Minimum 70 marks are requlred to Technicallv Qualify

&Y.uke», Ji""", ffa..,llrof. Dr M\ ~a
Director Finance • ~BBS. 0 .FCPS ~ :",'

DJW University of Health Sciences Medi:al Supe~nten~ent
Karachi Dow UniverSity Hospital, Ojha Campus

,)I'W University Of Health Sciences



APPENDIX - 3

TECHNICAL EVALUATION / BIDDER'S QUALIFICATION REPORT
PROCUREMENT OF HOSPITAL EQUIPMENT/INSTRUMENTS
No. DUHS/DP/2017/-26 Dated 21-09-2017
TECHNICAL BIDS OPENEDON 21-10-2017
Mis. Medline Technologies (Pvt.) Ltd.

ITEMNO. 8 17

NAMEOF ITEM Infusion Pumps ECG Machine 12 Channels

MODEL KH191 CM1200B
MAKE KMED Comen

COUNTRYOFORIGIN UK China
S# PARAMETERS I SUB·PARAMETERS
1 Conformity to the Purchaser's Specifications (25 Marks)

Conditional Bid. Contrary to Conditional Bid. Contrary to
Fully compliant with the required specifications 25 ITB 9.6 as quotation of ITB 9.6 as quotation of

adjustable price submitted adjustable price submitted
Compliant with minor deviation 20

2 Product Certification (15Marks)
Food and Drug Administration (FDA) 510K & European Community (CE) MOD
or Japan Industrial Standard (JIS) / Japan Quality Assurance Organization 15
IIJQAO)
European Community (CE) MOD and Japan Industrial Standard (JIS) / Japan 12
Quality Assurance Oroanization (JQAO)
Food and Drug Administration (FDA) 510K 10
European Community (CE) MOD 8
Japan Industrial Standard (JIS)/Japan Quality Assurance Organization (JQAO) 8

3 Legal Requirement (17Marks)
Manufacturer Authorization 5
Price Schedule (without prices) 4
Bid Form (without prices) 4
Tender Purchase Receipt 2
Taxation Certificate (NTN and GST) 2

4 Technical Staff (13Marks) "Simple Technician (minimum two) 2 \\
Diploma Engineers (minimum two) 3 \\

~
Graduate Engineers (For High Tech I Critical equipment Graduate Engineer of 5 Prir. Dr. Murelevant field is mandatory for each product) (minimum two) ham
MSc / PhD qualification/Foreion trainino 3 r/lflBS. rotlCPs. f PS

5 Networking and Trainina (8 Marksl Pro·VI (: ell,1

Networking setup across Pakistan (1 mark for each setup, maximum 6) 6 DOW umvors.: 0'1"1

Certificate to the affect that firm will provide training in use of equipment to
aracn

relevant technical staff. Training plan must be attached with certificate
2

6 Delivery (06 Marks)
4 to 6 Weeks or earlier 6
7 to 12 Weeks or earlier 2

7 Past Experience I Performance (04 Marks)
Satisfactory performance certificate for quoted equipment from medical 4 )--institutions within Pakistan (1 mark for each certificate, maximum 4)

8 Financial Status (06 Marks)
Bank Certificate 2
Last year verified Balance Sheet /Income Tax Return Form 2
Yearly tum-over of over 50 Million 2

9 Bonus points (06 Marks)
Warranty period extension free of cost (the firm offered greater period will get 2
the marks) warranty must be from original manufacturer
Comparative Running Cost (consumables / reagents I replacement parts 2
Post warranty maintenance contract, includinq service and parts 2

TOTAL MARKS I POINT SCORE 100 0 0 rMinimum 70 marks are requlred to Technicallv Qualify Dis-Qualified Dis-Qualified

mad Ma.
FRCP(Gla
nccuor
calth Scil



APPENDIX -3

TECHNICAL EVALUATION / BIDDER'S QUALIFICATION REPORT
PROCUREMENT OF HOSPITAL EQUIPMENT/INSTRUMENTS
No. DUHS/DP/2017/-26 Dated 21-09-2017
TECHNICAL BIDS OPENED ON 21-10-2017
MIs. Medline Technologies (Pvt.) Ltd.

ITEM NO. 18 22

NAMEOF ITEM Chemotherapy Motorized Electric Motorized Hospital
Chair Bed

MODEL 217-KE-OO 238-EX-OO
MAKE Strongman Strongman

COUNTRYOF ORIGIN Pakistan Pakistan
S# PARAMETERS I SUB·PARAMETERS
1 Conformity to the Purchaser's Specifications (25 Marks)

Conditional Bid. Contrary to Conditional Bid. Contrary to
Fully compliant with the required specifications 25 ITB 9.6 as quotation of ITB 9.6 as quotation of

adjustable price submitted adjustable price submitted
Compliant with minor deviation 20

2 Product Certification (15 Marks)
Food and Drug Administration (FDA) 510K & European Community (CE) MDD
or Japan Industrial Standard (JIS) I Japan Quality Assurance Organization 15
JQAO)
European Community (CE) MDD and Japan Industrial Standard (JIS) / Japan 12Quality Assurance Organization (JQAO)
Food and Drug Administration (FDA) 510K 10
European Community (CE) MOD 8
Japan Industrial Standard (JIS)/Japan Quality Assurance Organization (JQAO) 8

3 Legal Requirement (17 Marks)
Manufacturer Authorization 5
Price Schedule (without prices) 4
Bid Form (without prices) 4
Tender Purchase Receipt 2
Taxation Certificate (NTN and GST) 2

4 Technical Staff (13 Marks) -~

Simple Technician (minimum two) 2 ".\
Diploma Engineers (minimum two) 3 \\

~
Graduate Engineers (For High Tech / Critical equipment Graduate Engineer of \
relevant field is mandatory for each product) (minimum two) 5 I
MSc / PhD qualification/Foreign training 3 o."r n-. ~~'lhmmad

5 Networking and Training (8 Marks) '''I'<';: '~P:L ~c S ,oRe:>

Networking setup across Pakistan (1 mark for each setup, maximum 6) 6 Pro·VICc' fl(\ncf;ltl

Certificate to the affect that firm will provide training in use of equipment to Oow Ulli v crs ~.; j H..Jlm

2 Ka achl
relevant technical staff. Training plan must be attached with certificate

6 Delivery (06 Marks)
4 to 6 Weeks or earlier 6
7 to 12 Weeks or earlier 2

7 Past Experience I Performance (04 Marks)
Satisfactory performance certificate for quoted equipment from medical 4 ').-.
institutions within Pakistan (1 mark for each certificate, maximum 4)

8 Financial Status (06 Marks)
Bank Certificate 2
Last year verified Balance Sheet /Income Tax Return Form 2
Yearly turn-over of over 50 Million 2

9 Bonus points (06 Marks)
Warranty period extension free of cost (the firm offered greater period will get 2
the marks) warranty must be from original manufacturer
Comparative Running Cost (consumables I reagents / replacement parts 2
Post warranty maintenance contract, including service and parts 2

TOTAL MARKS I POINT SCORE 100 0 0 •
Minimum 70 marks are reauired to Technicallv quallfv Dis-Qualified Dis·Qualified '"'().

Maw
IUI_iS(j
0'
Scl('nc

tl,c9fakm Ef'I,uk' aoes«
Director Finance

O:lW University of Health Sciences
Karachi



ITEM NO. 23 25

NAME OF ITEM Crash Cart Trolley Bed Side Cabinet

MODEL 604-CT-OO 106-DP-OO
MAKE Strongman Strongman

COUNTRY OF ORIGIN Pakistan Pakistan
S# PARAMETERS I SUB·PARAMETERS
1 Conformity to the Purchaser's Specifications (25 Marks)

Conditional Bid. Contrary to Conditional Bid. Contrary to
Fully compliant with the required specifications 25 ITB 9.6 as quotation of ITB 9.6 as quotation of

adjustable price submitted adjustable price submitted

Compliant with minor deviation 20
2 Product Certification (15 Marks)

Food and Drug Administration (FDA) 510K & European Community (CE) MOO
or Japan Industrial Standard (JIS) / Japan Quality Assurance Organization 15
I(JQAO)
European Community (CE) MOD and Japan Industrial Standard (JIS) / Japan 12
Quality Assurance Orqanization (JQAO)
Food and DruQAdministration (FDA) 510K 10
European Community (CE) MOD 8
Japan Industrial Standard (JIS)/Japan Quality Assurance Organization (JOAO) 8

3 Legal Requirement (17 Marks)
Manufacturer Authorization 5
Price Schedule (without prices) 4
Bid Form (without prices) 4
Tender Purchase Receipt 2
Taxation Certificate (NTN and GST) 2

4 Technical Staff (13 Marks) "Simple Technician (minimum two) 2 \.
Diploma Engineers (minimum two) 3 \\ /Graduate Engineers (For High Tech / Critical equipment Graduate Engineer of 5 I "relevant field is mandatory for each product) (minimum two)
MSc / PhO Qualification/ForeiQn traininq 3 l'f{\f. LJf. lYlul!_a nmad

5 Networkingand Trainina (8Marks) I..::HTMCPS.FC~ .FRCP

Networking setup across Pakistan (1 mark for each setup, maximum 6) 6 - I"ro,vlI;., ..rancell
:-:: w Health

Certificate to the affect that firm will provide training in use of equipment to 2
K.u ehl

relevant technical staff. Training plan must be attached with certificate
6 Delivery (06 Marks)

4 to 6 Weeks or earlier 6
7 to 12 Weeks or earlier 2

7 Past Experience / Performance (04 MarkS)
Satisfactory performance certificate for quoted equipment from medical 4 1-.institutions within Pakistan (1 mark for each certificate, maximum 4)

8 Financial Status (06 Marks)
Bank Certificate 2
Last year verified Balance Sheet /Income Tax Return Form 2
Yearly turn-over of over 50 Million 2

9 Bonus points (06 Marks)
Warranty period extension free of cost (the firm offered greater period will get 2
the marks) warranty must be from original manufacturer
Comparative Running Cost (consumables / reagents / replacement parts 2

Post warranty maintenance contract, includinQ service and p_arts 2
TOTAL MARKS I POINT SCORE 100 0 0

Minimum 70 marks are reauired to Technically quali4' Dis-Qualified Dis·Qualified r
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TECHNICAL EVALUATION / BIDDER'S QUALIFICATION REPORT
PROCUREMENT OF HOSPITAL EQUIPMENT/INSTRUMENTS
No. DUHSIDP/2017/-26 Dated 21-09-2017
TECHNICALBIDS OPENEDON 21-10-2017
MIs. Medline Technologies (Pvt.) Ltd.
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APPENDIX - 3

TECHNICAL EVALUATION I BIDDER'S QUALIFICATION REPORT
PROCUREMENT OF HOSPITAL EQUIPMENTIINSTRUMENTS
No. DUHS/DP/2017/-26Dated 21-09-2017
TECHNICAL BIDS OPENEDON 21-10-2017
Mis. Medline Technologies (Pvt.) Ltd.

ITEM NO. 26 27

NAME OF ITEM Over Bed I Food Table Attendant Bench

MODEL 108-HP-OO 115-K-OO
MAKE Strongman Strongman

COUNTRY OF ORIGIN Pakistan Pakistan
S# PARAMETERS I SUB·PARAMETERS
1 Conformity to the Purchaser's Specifications (25 Marks)

Conditional Bid. Contrary to Conditional Bid. Contrary to
Fully compliant with the required specitications 25 ITB 9.6 as quotation of ITB 9.6 as quotation of

adjustable price submitted adjustable price submitted
Compliant with minor deviation 20

2 Product Certification (15 Marks)
Food and Drug Administration (FDA) 510K & European Community (CE) MOD
or Japan Industrial Standard (JIS) / Japan Quality Assurance Organization 15
IIJQAO)
European Community (CE) MOD and Japan Industrial Standard (JIS) / Japan 12Quality Assurance Organization (JQAO)
Food and Drug Administration (FDA) 510K 10
European Community (CE) MOD 8
Japan Industrial Standard (JIS)/Japan Quality Assurance Organization (JQAO) 8

3 Legal Requirement (17 Marks)
Manufacturer Authorization 5
Price Schedule (without prices) 4
Bid Form (without prices) 4
Tender Purchase Receipt 2
Taxation Certificate (NTN and GST) 2

4 Technical Staff (13 Marks) "Simple Technician (minimum two) 2 "Diploma Engineers (minimum two) 3 \\ /Graduate Engineers (For High Tech / Critical equipment Graduate Engineer of
5 I ,relevant field is mandatory for each product) (minimum two)

MSc / PhD qualification/Foreign training 3 ~,mad5 Networking and Training (8 Marks) ProI. Dr. Mum!.1
Networking setup across Pakistan (1 mark for each setup, maximum 6) 6 MB6S. MCP5. rl-~ . FRC

nanCe\
Certificate to the affect that firm will provide training in use of equipment to

\"ro' ,,,,
Hcall

2 OOWunl~cr5:V 0
relevant technical staff. Training plan must be attached with certificate Kal cl1i

6 Delivery (06 Marks) '.
4 to 6 Weeks or earlier 6
7 to 12Weeks or earlier 2

7 Past Experience I Performance (04 Marks)
Satisfactory performance certificate for quoted equipment from medical 4 )-institutions within Pakistan (1 mark for each certificate, maximum 4)

8 Financial Status (06 Marks)
Bank Certificate 2
Last year verified Balance Sheet /Income Tax Return Form 2
Yearly turn-over of over 50 Million 2

9 Bonus points (06 Marks)
Warranty period extension free of cost (the firm offered greater period will get 2the marks) warranty must be from original manufacturer

Comparative Running Cost (consumables / reagents I replacement parts 2
Post warranty maintenance contract, inciudinQ service and parts 2

TOTAL MARKS I POINT SCORE 100 0 0
Minimum 70 marks are required to Technically qualify Dis-Qualified Dis·Qualified ,

~\as1'OC
F IG~as90'
lor
hSc~nce

It. /

OfaJe&mm::1 /Jl J/alJMl(,
Director Finance
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TECHNICAL EVALUATION I BIDDER'S QUALIFICATION REPORT
PROCUREMENT OF HOSPITAL EQUIPMENT/INSTRUMENTS
No. DUHS/DP/2017/-26 Dated 21-09-2017
TECHNICAL BIDS OPENEDON 21-10-2017
MIs. Medline Technologies (Pvt.) Ltd.

ITEM NO. 28

NAME OF ITEM LV. Stand

MODEL 327-SS-00
MAKE Strongman

COUNTRYOF ORIGIN Pakistan
S# PARAMETERS I SUB·PARAMETERS
1 Conformity to the Purchaser's SDecifications (25Marks)

Conditional Bid. Contrary to
Fully compliant with the required specifications 25 ITB 9.6 as quotation of

adjustable price submitted

Compliant with minor deviation 20
2 Product Certification (15 MarkS)

Food and Drug Administration (FDA) 510K & European Community (CE) MOD
or Japan Industrial Standard (JIS) / Japan Quality Assurance Organization 15
JQAO)
European Community (CE) MOD and Japan Industrial Standard (JIS) / Japan 12
Quality Assurance Oruanizafion (JQAO)
Food and Druc Administration (FDA) 510K 10
European Community (CE) MOD 8
Japan Industrial Standard (JIS)/Japan Quality Assurance Organization (JQAO) 8

3 Legal Requirement (17 Marks)
Manufacturer Authorization 5
Price Schedule (without prices) 4
Bid Form (without priceS) 4
Tender Purchase Receipt 2
Taxation Certificate(NTN and GST) 2

4 Technical Staff (13Marks)
Simple Technician (minimum two) 2
Diploma Enoineers (minimum two) 3
Graduate Engineers (For High Tech / Critical equipment Graduate Engineer of 5
relevant field is mandatory for each product) (minimum two) Po
MSc / PhD Qualification/Foreiqn training 3 M36

5 Networkin!! and Tralnlnq (8Marks) '\.-.

Networkinq setuo across Pakistan (1 mark for each setup, maximum 6) 6
Certificate to the affect that firm will provide training in use of equipment to 2
relevant technical staff. Training plan must be attached with certificate

6 Delivery (06 MarkS)
4 to 6 Weeks or earlier 6
7 to 12 Weeks or earlier 2

7 Past Experience IPerformance-i04 Marks)
Satisfactory performance certificate for quoted equipment from medical 4
institutions within Pakistan (1 mark for each certificate, maximum 4)

8 Financial Status (06 Marks)
Bank Certificate 2
Last year verified Balance Sheet/Income Tax Return Form 2
Yearly turn-over of over 50 Million 2

9 Bonus points (06 Marks)
Warranty period extension free of cost (the firm offered greater period will get 2
the marks) warranty must be from original manufacturer
Comparative Running Cost (consumables / reagents / replacement parts 2
Post warranty maintenance contract, including service and parts 2

TOTAL MARKS I POINT SCORE 100 0
Minimum 70 marks are required to Technicallv aualifv Dis-Qualified

r. Dr. Muhammad Masroor'
s. MCPS, FCPS, FRC? IGlasgow)

Pro.Vice Chancellor .
w Uni~ers::v 01 i1£:alth SctCnCC!I

KarJchl
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Dire tor Finance
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TECHNICAL EVALUATION / BIDDER'S QUALIFICATION REPORT
PROCUREMENT OF HOSPITAL EQUIPMENT/INSTRUMENTS
No. DUHS/DP/2017/-26Dated 21-09-2017
TECHNICAL BIDS OPENEDON 21-10-2017
Mis. Muslim Medical Services

APPENDIX - 3

ITEM NO. 3 4 6

NAME OF ITEM Patient Monitor Vital Sign Monitor Pharmaceutical
Portable Refrioerator

MODEL Q7 V6 HYC940
MAKE Biolight Biolight Haier Medical

COUNTRY OF ORIGIN China China China
S# PARAMETERS I SUB·PARAMETERS

1 Conformity to the Purchaser's Specifications (25 Marks)

Fully compliant with the required specifications 25 25 25 25
Compliant with minor deviation 20 0 0 0

2 Product Certification (15 Marks)
Food and Drug Administration (FDA) 510K & European Community (CE) MOD
or Japan Industrial Standard (JIS) / Japan Quality Assurance Organization 15 15 15 0
I/JQAO)
European Community (CE) MOD and Japan Industrial Standard (JIS) / Japan

12 0 0 0Quality Assurance Organization (JQAO)
Food and Drug Administration (FDA) 510K 10 0 0 0
European Community (CE) MOD 8 0 0 8
Japan Industrial Standard (JIS)/Japan Quality Assurance Organization (JQAO) 8 0 0 0

3 Legal Requirement (17 Marks)
Manufacturer Authorization 5 5 5 5
Price Schedule (without prices) 4 4 4 4 " IBid Form (without prices) 4 4 4 4 ~
Tender Purchase Receipt 2 2 2 2 "

~
Taxation Certificate (NTN and GST) 2 2 2 2

4 Technical Staff (13 Marks) Dpl"I.f~hr. Mu
Simple Technician (minimum two) 2 2 2 2 ~.. ,.' ':,cps,
Diploma Engineers (minimum two) 3 3 3 3 Pro-vi .

Graduate Engineers (For High Tech / Critical equipment Graduate Engineer of Do., 111\.'l,r = .
relevant field is mandatory for each product) (minimum two) 5 5 5 5

MSc / PhD qualification/Foreign training 3 3 3 3
5 Networking and Training (8 Marks)

Networking setup across Pakistan (1 mark for each setup. maximum 6) 6 3 3 3

Certificate to the affect that firm will provide training in use of equipment to 2 2 2 2
relevant technical staff. Training plan must be attached with certificate

6 Delivery (06 Marks)
4 to 6 Weeks or earlier 6 6 6 6 ~~
7 to 12 Weeks or earlier 2 0 0 0

7 Past Experience I Performance (04 Marks)
Satisfactory performance certificate for quoted equipment from medical 4 0 1 0
institutions within Pakistan (1 mark for each certificate. maximum 4)

8 Financial Status (06 Marks)
Bank Certificate 2 2 2 2
Last year verified Balance Sheet /Income Tax Return Form 2 2 2 2
Yearly turn-over of over 50 Million 2 2 2 2

9 Bonus points (06 Marks)
Warranty period extension free of cost (the firm offered greater period will get 2 0 0 0
the marks) warranty must be from original manufacturer
Comparative Running Cost (consumables / reagents I replacement parts 2 0 0 0

Post warranty maintenance contract, including service and parts 2 2 2 0
TOTAL MARKS I POINT SCORE 100 89 90 80

Minimum 70 marks are required to Technically qualify Qualified Qualified Qualified

8faJeem E:fXalc<>
Director Finance

n University 01 Health SciencesL)W ,
Karachi
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APPENDIX - 3

TECHNICAL EVALUATION I BIDDER'S QUALIFICATION REPORT
PROCUREMENT OF HOSPITAL EQUIPMENT/INSTRUMENTS
No. DUHS/DP/20171-26 Dated 21-09-2017
TECHNICAL BIDS OPENED ON 21-10-2017
Mis. Muslim Medical Services

ITEM NO. 9 17

NAME OF ITEM Convective Warming ECG Machine 12 ChannelsSvstem
MODEL WarmAir E7a
MAKE CSZ Biolight

COUNTRY OF ORIGIN USA China
S# PARAMETERS I SUB·PARAMETERS

Set temp not as per Rejected. Past
1 Conformity to the Purchaser's Specifications (25 Marks) requirement besides Boost performance of the E7a is

Mode 47°C. not satisfactory.
Fully compliant with the reauired specifications 25 a a
Compliant with minor deviation 20 2a a

2 Product Certification (15 Marks)
Food and Drug Administration (FDA) 510K & European Community (CE) MOD
or Japan Industrial Standard (JIS) / Japan Quality Assurance Organization 15 15 a
(JQAO)
European Community (CE) MOD and Japan Industrial Standard (JIS) / Japan 12 a a
Quality Assurance Oraanization (JQAO)
Food and Dru!) Administration (FDA) 510K 10 a a
European CommunitVTCEl MOD 8 a 8
Japan Industrial Standard (JIS)/Japan Quality Assurance Organization (JQAO) 8 a a

3 Legal Requirement (17 Marks)
Manufacturer Authorization 5 5 5
Price Schedule (without prices) 4 4 4

Bid Form (without prices) 4 4 4

Tender Purchase Receipt 2 2 2 "'-
Taxation Certificate (NTN and GST) 2 2 2 ~

4 Technical Staff (13 Marks) \\
Simple Technician -(minimum two) 2 2 2 ~ "-
Diploma Enaineers (minimum two) 3 3 3

Graduate Engineers (For High Tech / Critical equipment Graduate Engineer of 5 5 P5nf. Dr ,ft,lu amma
relevant field is mandatory for each product) (minimum two) .... ,;::> r,iCPS F PC; FR

MSc / PhD qualification/Foreian training 3 3 3 Pro";';' inC

5 Networking and Trainina (8 Marks)
00" unIVCI' '..J~ ·tI;~1

Ollaclli
Networkin!) setup across Pakistan (1 mark for each setup, maximum 6) 6 3 3

Certificate to the affect that firm will provide training in use of equipment to 2 2 2
relevant technical staff. Training plan must be attached with certificate

6 Deliverv (06Marksl
4 to 6 Weeks or earlier 6 6 6
7 to 12 Weeks or earlier 2 a a

7 Past Experience I Performance (04 Marks)
Satisfactory performance certificate for quoted equipment from medical 4 a a )--~
institutions within Pakistan (1 mark for each certificate, maximum 4)

8 Financial Status (06 Marks)
Bank Certificate 2 2 2

Last year verified Balance Sheet /Income Tax Return Form 2 2 2

Yearly turn-over of over 50 Million 2 2 2

9 Bonus points (06 Marks)
Warranty period extension free of cost (the firm offered greater period will get 2 a a
the marks) warranty must be from original manufacturer
Comparative Running Cost (consumables I reagents / replacement parts 2 a a

Post warranty maintenance contract, including service and parts 2 2 2

TOTAL MARKS I POINT SCORE 100 84 57

Minimum 70 marks are required to Technlcallv uualifv Qualified Dis-Qualified ':O~~
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TECHNICAL EVALUATION I BIDDER'S QUALIFICATION REPORT
PROCUREMENT OF HOSPITAL EQUIPMENT/INSTRUMENTS
No. DUHSIDP/2017/-26 Dated 21-09-2017
TECHNICAL BIDS OPENED ON 21-10-2017
Mis. Muslim Medical Services

NAME OF ITEM

19

MODEL

5

ITEM NO.
Vertical Laminar Flow

Cabinet
HR3DIIA2

MAKE Haier Medical
COUNTRYOF ORIGIN

S# PARAMETERS I SUB·PARAMETERS

1 Conformity to the Purchaser's Specifications (25 Marks)

China

Fully compliantwith the required specifications
oCompliantwith minor deviation

2 Product Certification (15 Marks)

25 25
20

o
Foodand DrugAdministration (FDA) 510K & EuropeanCommunity (CE) MDD
or Japan IndustrialStandard (JIS) / Japan Quality Assurance Organization
JQAO)

15

EuropeanCommunity(CE) MDDand Japan Industrial Standard (JIS) / Japan
QualityAssuranceOrqanlzation (JQAO) o12

Food and DrugAdministration (FDA) 510K 10 o

o
EuropeanCommunity(CE) MDD
Japan IndustrialStandard (JIS)/JapanQuality Assurance Organization (JQAO)

8 8
8

5
3 Legal Requirement (17 Marks)

ManufacturerAuthorization
4

5
Price Schedule(without prices) 4
Bid Form (withoutprices) 4 4

2
Tender PurchaseReceipt 2 2
TaxationCertificate(NTN and GST) 2

2
4 Technical Staff (13 Marks)

DiplomaEnQineers(minimum two) 3 3
SimpleTechnician (minimum two) 2

Graduate Engineers(For HighTech / Critical equipment Graduate Engineerof 5
relevantfield is mandatory for each product) (minimum two)
MSc / PhDqualification/Foreigntraining 3 3 " mmad ~tastOOr

~5+N~e~~~o~rk~~~~~a=nd~·1~r=~~~~ng=fl~8~M~a~rk~ij~~~~~~~~~~~~~~~~~~~~~~P~lotDt.~U ~s ;RCp\G~sgoWI
t-=--+=-====.::.iI...="':":':=~==(=-~-:-~""-----:---:-:-:\---+---:--+-----=-3---~'f"BSMel'S.Fe . c\lO'
I---fN~e::::tw::.:o::.:rk.:::in.:l:l..:::gs:::.:et::.tup:..:a:::::c:.::ro::::ss:..:P-=a::.:ki::::st=an~1.:..:m.:::a::.:;rk:.:;fo::.r..::ea:::c~h..::s.:::et::.tup:!."::.:;m=ax::::im.:.:;u:::;m~6:.t.JJ__ +-=-6 -+----..:_---=rM . "'ro,\"CC CIl)nc sciences

r " 1tlcal\nCertificateto the affect that firm will provide training in use of equipment to 2 2 h unlvcrs .j 0 .
I-'0~J i\.aracnl

relevant technical staff. Training plan must be attached with certificate

4 to 6 Weeks or earlier 6
6 Delivery (06 Marks)

7 to 12Weeksor earlier o
6
2

7 Past Experience I Performance (04 Marks)
Satisfactoryperformancecertificate for quoted equipment from medical
institutionswithin Pakistan (1 mark for each certificate, maximum4) 4 o

BankCertificate 2
8 Financial Status (06 Marks)

2
Last year verified Balance Sheet /Income Tax Return Form
Yearly turn-overof over 50 Million

2 2
2 2

o
9 Bonus points (06 Marks)

Warranty periodextension free of cost (the firm offered greater periodwill get
the marks)warranty must be from original manufacturer 2

ComparativeRunningCost (consumables / reagents I replacementparts
2 2
2 o

TOTAL MARKS I POINTSCORE 100 82
Post warranty maintenancecontract, including service and parts

Minimum 70 marks are required to Technically qualify
)
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Director Finance

OJWUniversity of H~a\th Sciences
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APPENDIX - 3

TECHNICAL EVALUATION I BIDDER'S QUALIFICATION REPORT
PROCUREMENT OF HOSPITAL EQUIPMENT/INSTRUMENTS
No. DUHS/DP/20171-26 Dated 21-09-2017
TECHNICAL BIDS OPENED ON 21-10-2017
Mis. Noor International

ITEM NO. 3 6

NAME OF ITEM Patient Monitor
Pharmaceutical
Refriqerator

MODEL SVM-7523 MPR 925

MAKE Nihon Kohden Evermed

COUNTRY OF ORIGIN China Italy

S# PARAMETERS I SUB-PARAMETERS
Rejected. Not 510K FDA

1 Conformity to the Purchaser's Specifications (25 Marks) approved. Display Size 12
Inches VIS 15 Inches

Fully compliant with the required specifications 25 0 25

Compliant with minor deviation 20 0 0

2 Product Certification (15 Marks)
Food and Drug Administration (FDA) 510K & European Community (CE) MOD
or Japan Industrial Standard (JIS) / Japan Quality Assurance Organization 15 0 0

IIJQAO)
European Community (CE) MOD and Japan Industrial Standard (JIS) / Japan 12 0 0
Quality Assurance Organization (JQAO)
Food and Drull Administration (FDA) 510K 10 0 0

European Community (CEl MOD 8 8 8

Japan Industrial Standard (JIS)/Japan Quality Assurance Organization (JQAO) 8 0 0

3 Legal Requirement (17 Marks)
Manufacturer Authorization 5 5 5

Price Schedule (without prices) 4 4 4

Bid Form (without prices) 4 4 4

Tender Purchase Receipt 2 2 2

Taxation Certificate (NTN and GST) 2 2 2 ~
4 Technical Staff (13 Marks) ~

Simple Technician (minimum two) 2 2 2 \\
Diploma Engineers (minimum two) 3 3 3 \\
Graduate Engineers (For High Tech / Critical equipment Graduate Engineer of 5 5 rtn{. Dr. i~ :.'.ml
relevant field is mandatory for each product) (minimum two) " ... ,~ ~- -. c: ".,l::>, r
MSc / PhD qualification/Foreian training 3 0 \0 "U)·v,·"CI':,

5 Networking and Training (8 Marks) l);)'.1 unlvers . f ')':'it

Networkinll setup across Pakistan (1 mark for each setup, maximum 6) 6 0 0 .rJC

Certificate to the affect that firm will provide training in use of equipment to 2 2 2
relevant technical staff. Training plan must be attached with certificate

6 Delivery (06 Marks)
4 to 6 Weeks or earlier 6 0 0

7 to 12 Weeks or earlier 2 2 2

7 Past Experience I Performance (04 Marks)
Satisfactory performance certificate for quoted equipment from medical 4 0 0 ?
institutions within Pakistan (1 mark for each certificate, maximum 4)

8 Financial Status (06 Marks)
Bank Certificate 2 2 2

Last year verified Balance Sheet /Income Tax Retum Form 2 2 2

Yearly turn-over of over 50 Million 2 2 2

9 Bonus points (06 Marks)
Warranty period extension free of cost (the firm offered greater period will get 2 0 0
the marks) warranty must be from original manufacturer
Comparative Running Cost (consumables / reagents / replacement parts 2 0 0

Post warranty maintenance contract, ncludlnq service and parts 2 0 0

TOTAL MARKS I POINT SCORE 100 45 70 ':¢~

Minimum 70 marks are required to Technically Qualify Dis-Qualified Q",II~~0G:
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TECHNICAL EVALUATION / BIDDER'S QUALIFICATION REPORT
PROCUREMENT OF HOSPITAL EQUIPMENT/INSTRUMENTS
No. DUHS/DP/2017/-26Dated 21-09-2017
TECHNICAL BIDS OPENEDON 21-10-2017
Mis. Noor International

APPENDIX - 3

ITEM NO. 7 8

NAME OF ITEM Syringe Pump Infusion Pumps

MODEL SYS-3011 SYS-6010

MAKE Medcaptain, Shenzhen Medcaptain, Shenzhen

COUNTRYOF ORIGIN China China

0

0

0
8

0

5
4
4
2
2

\\
2 \\
3 ~ V5 ~
o Prof,. Dr r uhammad

15 0

12 0

10 0
8 8

8 0

5 5
4 4
4 4
2 2
2 2

2 2
3 3

5 5

3 0

6 0

2 2

6 0
2 2

4 3

2 2
2 2
2 2

2 0

2 0
2 0

100 48

o

S# PARAMETERS I SUB-PARAMETERS

1 Conformity to the Purchaser's Specifications (25 Marks)

Rejected. Chinese origin.
Air line detector and Rejected. Chinese origin.
Computer Integrated KVO not avilable
svstem not avilable

Fully compliant with the required specifications 25 0 0
Compliant with minor deviation 20 0 0

2 Product Certification (15 Marks)
Food and Drug Administration (FDA) 510K & European Community (CE) MOD
or Japan Industrial Standard (JIS) ! Japan Quality Assurance Organization
JQAOl
European Community (CE) MOD and Japan Industrial Standard (JIS) ! Japan
Quality Assurance Orqanizafion (JQAO)
Food and Druq Administration (FDA) 510K
European Community (CE) MOD

Japan Industrial Standard (JIS)/Japan Quality Assurance Organization (JQAO)

3 Legal Requirement (17 Marks)
Manufacturer Authorization
Price Schedule (without prices)
Bid Form (without prices)
Tender Purchase Receipt
Taxation Certificate (NTN and GST)

4 Technical Staff (13 Marks)
Simple Technician (minimum two)
Diploma Engineers (minimum two)
Graduate Engineers (For High Tech / Critical equipment Graduate Engineer of
relevant field is mandatory for each product) (minimum two)
MSc / PhD Qualification/Foreign trainina

6 Deliverv (06 Marks)
o4 to 6 Weeks or earlier

7 to 12 Weeks or earlier 2

7 Past Experience I Performance (04 Marks)
Satisfactory performance certificate for quoted equipment from medical
institutions within Pakistan (1 mark for each certificate, maximum 4)

3

8 Financial Status (06 Marks)
2Bank Certificate
2Last year verified Balance Sheet !Income Tax Retum Form
2Yearly turn-over of over 50 Million

9 Bonus points (06 Marks)
Warranty period extension free of cost (the firm offered greater period will get
the marks) warranty must be from original manufacturer

Minimum 70 marks are required to Technically q48flfy Dis-Qualified

1 \ If-



TECHNICAL EVALUATION / BIDDER'S QUALIFICATION REPORT
PROCUREMENT OF HOSPITAL EQUIPMENTIINSTRUMENTS
No. DUHS/DP/2017/-26Dated 21-09-2017
TECHNICAL BIDS OPENEDON 21-10-2017
Mis. Noor International

APPENDIX -3

ITEM NO. 9 17

NAMEOF ITEM Convective Warming ECG Machine 12 ChannelsSvstem
MODEL Mistral-Air Warming Unit Cardiofax M ECG-2350

The Surgical Company Nihon KohdenMAKE International
COUNTRYOFORIGIN Netherlands China

S# PARAMETERS I SUB·PARAMETERS

1 Conformity to the Purchaser's Specifications (25 Marks)

Fully compliant with the required specifications
Compliant with minor deviation

2 Product Certification (15 Marks)
Food and Drug Administration (FDA) 510K & European Community (CE) MDD
or Japan Industrial Standard (JIS) ! Japan Quality Assurance Organization
JQAO)
European Community (CE) MDD and Japan Industrial Standard (JIS)! Japan
Quality Assurance Organization (JQAO)
Food and Drug Administration (FDA) 510K
European Community (CE) MDD

Japan Industrial Standard (JIS)!Japan Quality Assurance Organization (JQAO)

3 Legal Requirement (17Marks)
Manufacturer Authorization
Price Schedule (without prices)
Bid Form (without prices)
Tender Purchase Receipt
Taxation Certificate (NTN and GST)

Set temp not as per Rejected. Battery backup
30 Minutes and fullrequirement besides Boost charging time 10 Hours &Mode 4rC. imaae format N/A

25 0 0
20 20 0

15 0 0

12 0 0

10 0 0
8 8 8

8 0 0

5 5 5
4 4 4
4 4 4
2 2 2
2 2 2

~
2 2 2 ~
3 3 3 ~ V
5 5 5

,"I,
\

D. ,/:" ~
ilIuhamm3 3 0 •••• VI. ad. "

-~V, ,.~ S. rc=s, FRep
'"

6 0 0 Dow Un,v<
,VfCL ":'I,lrlcell(
rs.rv ot Hca Itl1 ,

2 2 2 KaraCl11

6 0 0
2 2 2

4 3 )..-

2 2 2
2 2 2
2 2 2

2 0 0

4 Technical Staff (13Marks)
Simple Technician (minimum two)
Diploma Engineers (minimum two)
Graduate Engineers (For High Tech! Critical equipment Graduate Engineer of
relevant field is mandatory for each product) (minimum two)
MSc! PhD qualification/Foreign training

5 Networking and Training (8Marks)
Networking setup across Pakistan (1 mark for each setup, maximum 6)

Certificate to the affect that firm will provide training in use of equipment to
relevant technical staff. Training plan must be attached with certificate

6 Delivery (06 Marks)
4 to 6 Weeks or earlier
7 to 12 Weeks or earlier

7 Past Experience I Performance (04 Marks)
Satisfactory performance certificate for quoted equipment from medical
institutions within Pakistan (1 mark for each certificate, maximum 4)

8 Financial Status (06 Marks)
Bank Certificate
Last year verified Balance Sheet !Income Tax Return Form
Yearly turn-over of over 50 Million

9 Bonus points (06 Marks)
Warranty period extension free of cost (the firm offered greater period will get
the marks) warranty must be from original manufacturer
Comparative Running Cost (consumables ! reagents! replacement parts 2 0 0

O do'Post warranty maintenance contract, including service and parts 2 0 ~
TOTAL MARKS I POINT SCORE 100 71 45

Minimum70marksare requiredto Technicallvoualifv Qualified Dis-Qualified ~ ,
\" "',{"

-: .1"(.. ! I:~I ~ '""~~~~ rf

_' '" . ':"\;'~:\-;;},\ GY";-o',/r ct i;::CeS!as~',erflOcei1'Dr,' M. SMh\.~;'~ F r~ 1'<O~~~:;~:~~~':~~~
~. " . ,', f" .' ' r ~~\

,', " '. \' , ·t 01Health C edlcal Superin nt x - ~:'','
l))w UfI,vers' ~arachi Dow Unlversily Hospital, ha Ca us

Dow University Of Heallh Sciences



APPENDIX - 3

TECHNICAL EVALUATION I BIDDER'S QUALIFICATION REPORT
PROCUREMENT OF HOSPITAL EQUIPMENT/INSTRUMENTS
No. DUHS/DP/20171-26 Dated 21-09-2017
TECHNICAL BIDS OPENEDON 21-10-2017
Mis. Oasis Medical Systems

ITEM NO. 4 4
NAME OF ITEM Vital Sign Monitor Portable Vital Sign Monitor Portable

MODEL Aquarius IRIS 200
MAKE Northern Meditec Ltd 3F Medical system

COUNTRYOF ORIGIN China China
S# PARAMETERS I SUB·PARAMETERS
1 Conformity to the Purchaser's Specifications (25 Marks)

Fully compliant with the required specifications 25 25 25
Compliant with minor deviation 20 0 0

2 Product Certification (15 Marks)
Food and Drug Administration (FDA) 510K & European Community (CE) MOD
or Japan Industrial Standard (JIS) / Japan Quality Assurance Organization 15 0 0
JQAO)
European Community (CE) MOD and Japan Industrial Standard (JIS) / Japan

12 0 0Quality Assurance Organization (JQAO)
Food and Druc Administration (FDA) 510K 10 0 0
European Community (CE) MOD 8 8 8
Japan Industrial Standard (JIS)/Japan Quality Assurance Organization (JQAO) 8 0 0

3 Legal Requirement (17 Marks)

Manufacturer Authorization 5 5 Not exclusively authorized
by manufacturer

Price Schedule (without prices) 4 0 0
Bid Form (without prices) 4 0 0
Tender Purchase Receipt 2 2 2
Taxation Certificate (NTN and GST) 2 0 0

4 Technical Staff (13 Marks)
Simple Technician (minimum two) 2 0 0
Diploma Engineers (minimum two) 3 0 0 \
Graduate Engineers (For High Tech / Critical equipment Graduate Engineer of

5 0 0 '\relevant field is mandatory for each product) (minimum two)
~<'I;MSc / PhD qualification/ForeiQn training 3 0 0 \'1~:~5 Networking and Training (8 Marks)

(,? "Networking setup across Pakistan (1 mark for each setup, maximum 6) 6 0 0 ~. ~ (.j

~"""vq_ •. c..,'V 0

Certificate to the affect that firm will provide training in use of equipment to o>""~·-~
2 0 o ~. ,~<; ~..."relevant technical staff. Training plan must be attached with certificate 'Q."O,~,?' 0,."

"
6 Delivery (06 Marks) V ~

4 to 6 Weeks or earlier 6 6 6 \)'

7 to 12 Weeks or earlier 2 0 0
7 Past Experience I Performance (04 Marks)

Satisfactory performance certificate for quoted equipment from medical 4 0 0 ~institutions within Pakistan (1 mark for each certificate, maximum 4)
8 Financial Status(06 Marks)

Bank Certificate 2 2 2
Last year verified Balance Sheet /Income Tax Retum Form 2 2 2
Yearly turn-over of over 50 Million 2 0 0

9 Bonus points (06 Marks)
Warranty period extension free of cost (the firm offered greater period will get 2 0 0
the marks) warranty must be from original manufacturer
Comparative Running Cost (consumables / reagents I replacement parts 2 0 0

Post warranty maintenance contract, including service and parts 2 0 0
TOTAL MARKS I POINT SCORE 100 50 45

Minimum 70 marks are required to Technically qualify Dis-Qualified Dis-Qualified ~



APPENDIX - 3

TECHNICAL EVALUATION / BIDDER'S QUALIFICATION REPORT
PROCUREMENT OF HOSPITAL EQUIPMENT/INSTRUMENTS
No. DUHS/DP/2017/-26 Dated 21-09-2017
TECHNICAL BIDS OPENED ON 21-10-2017
M/s. Paktech Instruments Company

ITEM NO. 5 30

NAME OF ITEM
Anatomical Models &

Spirometer Histology Slides
MODEL Compact 6600 Various Cat Nos.
MAKE Vitalograph Denoyer Geppert

COUNTRY OF ORIGIN UK/Ireland USA
S# PARAMETERS I SUB·PARAMETERS
1 Conformity to the Purchaser's Specifications (25 Marks)

Fully compliant with the required specifications 25 25 25
Compliant with minor deviation 20 0 0

2 Product Certification (15 Marks)
Food and Drug Administration (FDA) 510K & European Community (CE) MOD
or Japan Industrial Standard (JIS) / Japan Quality Assurance Organization 15 15 0
(JQAO)
European Community (CE) MOD and Japan Industrial Standard (JIS) / Japan

12 0 0Quality Assurance Orqanization (JQAO)
Food and Drug Administration (FDA) 510K 10 0 0
European Community (CE) MOD 8 0 0
Japan Industrial Standard (JIS)/Japan Quality Assurance Organization (JQAO) 8 0 0

3 Legal Requirement (17 Marks)
Manufacturer Authorization 5 5 5
Price Schedule (without prices) 4 4 4
Bid Form (without prices) 4 4 4
Tender Purchase Receipt 2 2 2
Taxation Certificate (NTN and GST) 2 2 2

4 Technical Staff (13 Marks)
Simple Technician (minimum two) 2 2 2
Diploma Engineers (minimum two) 3 3 3

Graduate Engineers (For High Tech / Critical equipment Graduate Engineer of
5 5 5

relevant field is mandatory for each product) (minimum two)
MSc / PhD qualification/Foreign traininq 3 3 3

5 Networking and Training (8 Marks)
Networking setup across Pakistan (1 mark for each setup, maximum 6) 6 4 4 'Ot'
Certificate to the affect that firm will provide training in use of equipment to 2 2 2

\1\~
relevant technical staff. Training plan must be attached with certificate

6 Delivery (06 Marks)
4 to 6 Weeks or earlier 6 6 6
7 to 12 Weeks or earlier 2 0 0

7 Past Experience I Performance (04 Marks)
Satisfactory performance certificate for quoted equipment from medical 4 0 0
institutions within Pakistan (1 mark for each certificate, maximum 4)

8 Financial Status (06 Marks)
Bank Certificate 2 2 2
Last year verified Balance Sheet /Income Tax Return Form 2 2 2
Yearly turn-over of over 50 Million 2 0 0

9 Bonus points (06 Marks)
Warranty period extension free of cost (the firm offered greater period will get 2 2 2
the marks) warranty must be from original manufacturer
Comparative Running Cost (consumables / reagents / replacement parts 2 0 0

Post warranty maintenance contract, including service and parts 2 0 0
TOTAL MARKS I POINT SCORE 100 88 73

Minimum 70 marks are reauired to Technically aualify Qualified Qualified

"

.....i:_, ..



APPENDIX - 3

TECHNICAL EVALUATION I BIDDER'S QUALIFICATION REPORT
PROCUREMENT OF HOSPITAL EQUIPMENTIINSTRUMENTS
No. DUHS/DP/2017/-26 Dated 21-09-2017
TECHNICAL BIDS OPENEDON 21-10-2017
MIs. Standard Suppliers

ITEM NO. 4 7
NAME OF ITEM Vital Sign Monitor Portable Syringe Pump

MODEL VS-110 DS-3000 Standard
MAKE Care Vision Health Care Daiwaha

COUNTRY OF ORIGIN Korea Korea
S# PARAMETERS I SUB·PARAMETERS
1 Conformity to the Purchaser's Specifications_(25 Marks) Rejected, Korean origin

Fully compliant with the required specifications 25 25 0
Compliant with minor deviation 20 0 0

2 Product Certification (15 Marks)
Food and Drug Administration (FDA) 510K & European Community (CE) MOD
or Japan Industrial Standard (JIS) / Japan Quality Assurance Organization 15
IIJQAO)
European Community (CE) MOD and Japan Industrial Standard (JIS) / Japan

12Quality Assurance Organization (JQAO)
Food and Drug Administration (FDA) 510K 10
European Community (CE) MOD 8
Japan Industrial Standard (JIS)/Japan Quality Assurance Organization (JQAO) 8

3 Legal Requirement (17 Marks)
Manufacturer Authorization 5 ambiguous authorization ambiguous authorization
Price Schedule (without prices) 4
Bid Form (without prices) 4 \
Tender Purchase Receipt 2 2 2 "Taxation Certificate (NTN and GST) 2 2 2 '"4 Technical Staff (13 Marks) \\
Simple Technician (minimum two) 2 '\

~~Diploma Enqlneers (minimum two) 3
~~

c:,~
Graduate Engineers (For High Tech / Critical equipment Graduate Engineer of

5 J
,} ,

relevant field is mandatory for each product) (minimum two) " <:)\>~":J'
","~,(; c...

MSc / PhD qualification/ForeiQn training 3 <C(_,C" •. :';) " ~\ '?,\'" ~

5 Networking and Training (8 Marks) \~\v .~~

Networking setup across Pakistan (1 mark for each setup, maximum 6) 6 0°
Certificate to the affect that firm will provide training in use of equipment to

2relevant technical staff, Training plan must be attached with certificate
6 Delivery (06 Marks)

4 to 6 Weeks or earlier 6
7 to 12 Weeks or earlier 2

7 Past Experience I Performance (04 Marks)
Satisfactory performance certificate for quoted equipment from medical

4 :,linstitutions within Pakistan (1 mark for each certificate, maximum 4)
8 Financial Status (06 Marks)

Bank Certificate 2
Last year verified Balance Sheet /Income Tax Return Form 2
Yearly turn-over of over 50 Million 2

9 Bonus points (06 Marks)
Warranty period extension free of cost (the firm offered greater period will get

2the marks) warranty must be from original manufacturer
Comparative Running Cost (consumables / reagents / replacement parts 2
Post warranty maintenance contract, including service and parts 2

TOTAL MARKS I POINT SCORE 100 29 4
Minimum 70 marks are reauired to Technically Qualify Dis-Qualified Dis·Qualified
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APPENDIX - 3

TECHNICAL EVALUATION / BIDDER'S QUALIFICATION REPORT
PROCUREMENT OF HOSPITAL EQUIPMENT/INSTRUMENTS
No. DUHS/DP/2017/-26 Dated 21-09-2017
TECHNICAL BIDS OPENED ON 21-10-2017
Mis. Standard Suppliers

ITEM NO. 8 17

NAME OF ITEM Infusion Pumps ECG Machine 12 Channels

MODEL Medifusion DI-2000 Mr.Gold
MAKE Daiwaha Aspel

COUNTRYOF ORIGIN Korea Poland
S# PARAMETERS I SUB-PARAMETERS
1 Conformity to the Purchaser's Specifications (25 Marks) Rejected. Korean origin

Fully compliant with the reoulred specifications 25 0 0
Compliant with minor deviation 20 0 20

2 Product Certification (15 Marks)
Food and Drug Administration (FDA) 510K & European Community (CE) MDD
or Japan Industrial Standard (JIS) I Japan Quality Assurance Organization 15

I (JQAO)
European Community (CE) MDD and Japan Industrial Standard (JIS) I Japan 12
Quality Assurance Orqanizaton (JQAO)
Food and DruQAdministration (FDA) 510K 10
European Community (CE) MDD 8
Japan Industrial Standard (JIS)/Japan Quality Assurance Organization (JQAO) 8

3 Legal Requirement (17 Marks)
Manufacturer Authorization 5 ambiguous authorization ambiguous authorization
Price Schedule (without priceS) 4
Bid Form (without prices) 4
Tender Purchase Receipt 2 2 2

Taxation Certificate (NTN and GST) 2 2 2

4 Technical Staff 113 Marks) _\_
Simple Technician (minimum two) 2 ~
Diploma EnQineers(minimum two) 3 ~
Graduate Engineers (For High Tech I Critical equipment Graduate Engineer of I

5
relevant field is mandatory for each product) (minimum two) .. .
MSc I PhD Qualification/ForeiQn training 3 '" VJ. ut. OOuhar.JI

5 Networkina and Trainina (8 Marks)
."" ',"" ilt..PS. FCPS

Networking setuo across Pakistan (1 mark for each setup, maximum 6) 6 am· ,n"u·..,a,cI.l

Certificate to the affect that firm will provide training in use of equipment to
• V

2 Karac"
relevant technical staff. Training plan must be attached with certificate

6 Delivery (06 Marks)
4 to 6Weeks or earlier 6
7 to 12 Weeks or earlier 2

7 Past Experience rPerformance (04 Marks)
Satisfactory performance certificate for quoted equipment from medical 4 l,-institutions within Pakistan (1 mark for each certificate, maximum 4)

8 Financial Status (06 Marks)
Bank Certificate 2
Last year verified Balance Sheet I Income Tax Return Form 2
Yearly turn-over of over 50 Million 2

9 Bonus points (06 Marks)
Warranty period extension free of cost (the firm offered greater period will get 2
the marks) warranty must be from original manufacturer
Comparative Running Cost (consumables I reagents I replacement parts 2

Post warranty maintenance contract, including service and parts 2
TOTAL MARKS I POINT SCORE 100 4 24

Minimum 70 marks are required to Technicallv Qualify Dis-Qualified Dis-Qualified
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TECHNICAL EVALUATION / BIDDER'S QUALIFICATION REPORT
PROCUREMENT OF HOSPITAL EQUIPMENT/INSTRUMENTS
No. DUHS/DP/2017/-26 Dated 21-09-2017
TECHNICAL BIDS OPENED ON 21-10-2017
Mis. Total Technologies

ITEM NO. 11
NAME OF ITEM OPG Machine

OrthophosXG 3D Ready
MODEL eeoh

Sirona Dental System
MAKE (Dentsplv Sirona)

PARAMETERS I SUB·PARAMETERS
COUNTRY OF ORIGIN Germany

S#

1 Conformity to the Purchaser's Specifications (25 Marks)
USB interfance and High

freq Generator 120KHzVIS
200KHz

Fully compliant with the required specifications
20 20Compliant with minor deviation

2 Product Certification (15 Marks)

25 0

Food and Drug Administration (FDA) 510K& European Community (CE) MOD
or Japan Industrial Standard (JIS) / Japan Quality Assurance Organization
JQAO)
European Community (CE) MOD and Japan Industrial Standard (JIS) / Japan
Quality Assurance Oroanlzalion (JQAO)
Food and Druq Administration (FDA) 510K
European Community (CE) MOD
Japan Industrial Standard (JIS)/Japan Quality Assurance Organization (JQAO)

3 Legal Requirement (17 Marks)
Manufacturer Authorization
Price Schedule (without prices)
Bid Form (without prices)
Tender Purchase Receipt
Taxation Certificate (NTN and GST)

4 Technical Staff (13 Marks)
Simple Technician (minimum two)
Diploma Engineers (minimum two)
Graduate Engineers (For High Tech / Critical equipment Graduate Engineer of
relevant field is mandatory for each product) (minimum two)

6 Delivery (06 Marks)
4 to 6Weeks or earlier
7 to 12Weeks or earlier

7 Past Experience I Performance (04 Marks)
Satisfactory performance certificate for quoted equipment from medical
institutions within Pakistan (1 mark for each certificate, maximum 4)

8 Financial Status (06 Marks)
Bank Certificate
Last year verified Balance Sheet /Income Tax Return Form
Yearly turn-over of over 50Million

9 Bonus points (06 Marks)
Warranty period extension free of cost (the firm offered greater period will get the
marks) warranty must be from original manufacturer
Comparative Running Cost (consumables / reagents / replacement parts

15 15

12 0

10 0
8 0
8 0

5 5
4 4
4 4
2 2
2 2

2 2
3 3

5 5

3 0

6 6

2 2

6 0
2 2

4 0

2 2
2 2
2 2

2 0

2 0
2
100 78

Qualified
TOT~L MARKS I POINT SCORE

Post warranty maintenance contract, including service and parts

APPENDIX - 3
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APPENDIX-3

TECHNICAL EVALUATION I BIDDER'S QUALIFICATION REPORT
PROCUREMENTOF HOSPITAL EQUIPMENTIINSTRUMENTS
No. DUHS/DP/20171-26 Dated 21-09-2017
TECHNICAL BIDS OPENED ON 21-10-2017
MIs. Universal Enterprises

ITEM NO. 1 2
NAMEOF ITEM Dialyzer Preprocessors Dialysis Beds

MODEL Renatron PA 100 PY-CD-630
MAKE Medivators Renal Systems NIPRO Corporation

COUNTRYOFORIGIN USA Japan
S# PARAMETERS / SUB-PARAMETERS

Rejected.Samplenot provided.
WrongQuotation,ICUBedModel:PY-CD-630quoted

1 Conformityto the Purchaser's Specifications (25Marks) insteadof ElectricDialysisChairModel:PY-YD-21OS,
Safemaximumload,CPR function,Electronically

controlledfunctions, adjustableFootand FoodTrolley
featuresnot available.

Fullv compliant with the required specifications 25 25 0
Compliant with minor deviation 20 0 0

2 Product Certification (15Marks)
Food and DrugAdministration (FDA) 510K & European Community (CE) MOD
or Japan Industrial Standard (JIS) / Japan Quality Assurance Organization 15 15 0
JQAO)
European Community (CE) MOD and Japan Industrial Standard (JIS) / Japan

12 0 0Quality Assurance Organization. (JQAO)
Food and Drug Administration (FDA) 510K 10 0 0
European Community (CE) MOD 8 0 8
Japan Industrial Standard (JIS)/Japan Quality Assurance Organization (JQAO) 8 0 0

3 Legal Requirement (17Marks)
Manufacturer Authorization 5 5 5
Price Schedule (without prices) 4 4 4
Bid Form (without prices) 4 4 4
Tender Purchase Receipt 2 2 2
Taxation Certificate (NTN and GST) 2 2 2

4 Technical Staff (13Marks)
Simple Technician (minimum two) 2 2 2
Diploma Engineers (minimum two) 3 3 3 "- ~
Graduate Engineers (For High Tech / Critical equipment Graduate Engineer of

5 5 5 '\ I ~~~'C)relevant field is mandatory for each product) (minimum two) ~~ q
MSc / PhD qualification/Foreign training 3 0 0 \'V i$"«~ ~

5 Networking and Training (8 Marks) ~'('Jc,'('.~
. -'Networking setup across Pakistan (1 mark for each setup, maximum 6) 6 5 5 ~«."-'"v"

Certificate to the affect that firm will provide training in use of equipment to ~. 'I'" ..,.~.-' ')'
2 2 2 <:) .~ ,0' ~'" *'relevant technical staff. Training plan must be attached with certificate ~. _,-" Q .;_..C

6 Delivery (06 Marks) ,,- :.:, -s"-'
4 to 6 Weeks or earlier 6 0 0 ,-.,0
7 to 12 Weeks or earlier 2 2 2

7 Past Experience / Performance (04 Marks)
Satisfactory performance certificate for quoted equipment from medical 4 ).-~institutions within Pakistan (1 mark for each certificate, maximum 4)

8 Financial Status (06 Marks)
Bank Certificate 2 2 2
Last year verified Balance Sheet /Income Tax Return Form 2 2 2
Yearly turn-over of over 50 Million 2 2 2

9 Bonus points (06 Marks)
Warranty period extension free of cost (the firm offered greater period will get

2 0 0the marks) warranty must be from original manufacturer
Comparative Running Cost (consumables / reagents / replacement parts 2 0 0
Post warranty maintenance contract, including service and parts 2 2 0

TOTAL MARKS I POINT SCORE 100 84 50
Minimum 70 marks are required to Technically uuallfv Qualified Dis-Qualified p:
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TECHNICAL EVALUATION I BIDDER'S QUALIFICATION REPORT
PROCUREMENTOF HOSPITAL EQUIPMENTflNSTRUMENTS
No. DUHSIDP/2017/-26 Dated 21-09-2017
TECHNICAL BIDS OPENED ON 21-10-2017
MIs. Universal Enterprises

APPENDIX - 3

ITEM NO. 7 8
NAMEOF ITEM 8yringe Pump Infusion Pumps

MODEL 88-800 TE LF600
MAKE Terumo Corporation Terumo Corporation

COUNTRYOFORIGIN Japan Japan
S# PARAMETERS I SUB·PARAMETERS

1 Conformity 10 the Purchaser's Specifications (25 Marks) Flow rate 3-300ml V/8 1-
1200ml

Fully compliant with the required specifications 25 25 a
Compliant with minor deviation 20 a 20

2 Product Certification (15Marks)
Food and DrugAdministration (FDA) 510K & European Community (CE) MOD
or Japan Industrial Standard (JIS) I Japan Quality Assurance Organization 15 0 a
!IJQAO)
European Community (CE) MOD and Japan Industrial Standard (JIS) I Japan 12 12 12Quality Assurance Organization (JQAO)
Food and Drug Administration (FDA) 51OK 10 a a
European Community (CE) MOD 8 0 a
Japan Industrial Standard (JIS)/Japan Quality Assurance Organization (JQAO) 8 a a

3 Legal Requirement (17Marks)
Manufacturer Authorization 5 5 5
Price Schedule (without prices) 4 4 4
Bid Form (without prices) 4 4 4
Tender Purchase Receipt 2 2 2
Taxation Certificate (NTN and GST) 2 2 2

4 Technical Staff (13Marks)
Simple Technician (minimum two) 2 2 2

I~Diploma EnQineers{minimum two) 3 3 3
Graduate Engineers (For High Tech / Critical equipment Graduate Engineer of 5 5 5
relevant field is mandatory for each product) (minimum two)
MSc / PhD qualification/Foreign training 3 a a ~n

5 Networking and Training (8 Marks) rlUl. v,
PS, FCPS, FR

Networking setup across Pakistan (1 mark for each setup, maximum 6) 6 5 5 r,itlt:l:::l. I'
ro-Vic.~ Cl1anc

Certificate to the affect that firm will provide training in use of equipment to 2 2 2 Dow Un \fcrs.:y 01 Heal
relevant technical staff. Training plan must be attached with certificate KarachI

6 Delivery (06 Marks)
4 to 6 Weeks or earlier 6 0 a
7 to 12 Weeks or earlier 2 2 2

7 Past Experience I Performance (04 Marks)
Satisfactory performance certificate for quoted equipment from medical 4 "") ,-
institutions within Pakistan (1 mark for each certificate, maximum 4)

....
8 Financial Status (06 Marks)

Bank Certificate 2 2 2
Last year verified Balance Sheet /Income Tax Return Form 2 2 2
Yearly turn-over of over 50 Million 2 2 2

9 Bonus points (06 Marks)
Warranty period extension free of cost (the firm offered greater period will get 2 0 a
the marks) warranty must be from original manufacturer
Comparative Running Cost (consumables I reagents / replacement parts 2 a a
Post warranty maintenance contract, including service and parts 2 2 2

TOTAL MARKS I POINT SCORE 100 81 76
Minimum 70 marks are required to Technically qualify Qualified Qualified
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TECHNICAL EVALUATION / BIDDER'S QUALIFICATION REPORT
PROCUREMENT OF HOSPITAL EQUIPMENT/INSTRUMENTS
No. DUHSIDP/2017/-26 Dated 21-09-2017
TECHNICAL BIDS OPENED ON 21-10-2017
MIs. Universal Enterprises

ITEM NO. 18
NAMEOF ITEM Chemotherapy Motorized

Chair
MODEL --
MAKE LKL Advance Metaltech

COUNTRYOFORIGIN Malaysia
S# PARAMETERS! SUB-PARAMETERS

Rejected. Sample not
1 Conformity to the Purchaser's Specifications (25 Marks) provided. Model number

not mentioned to examine
the product.

Fully compliant with the required specifications 25 0
Compliant with minor deviation 20 0

2 Product Certification (15 Marks)
Food and Drug Administration (FDA) 510K & European Community (CE) MOD
or Japan Industrial Standard (JIS) / Japan Quality Assurance Organization 15 0
JQAO)
European Community (CE) MOD and Japan Industrial Standard (JIS) / Japan 12 0Quality Assurance Organization (JQAO)
Food and Drug Administration (FDA) 51OK 10 0
European Community (CE) MOD 8 8
Japan Industrial Standard (JIS)/Japan Quality Assurance Organization (JQAO) 8 0

3 Legal Requirement (17 Marks)
Manufacturer Authorization 5 5
Price Schedule (without prices) 4 4
Bid Form (without prices) 4 4
Tender Purchase Receipt 2 2
Taxation Certificate (NTN and GST) 2 2

4 Technical Staff (13 Marks)
Simple Technician (minimum two) 2 2
Diploma Engineers (minimum two) 3 3

Graduate Engineers (For High Tech / Critical equipment Graduate Engineer of 5 5
relevant field is mandatory for each product) (minimum two)
MSc / PhD qualification/Foreign training 3 0

5 Networking and Training (8 Marks)
Networking setup across Pakistan (1 mark for each setup, maximum 6) 6 5
Certificate to the affect that firm will provide training in use of equipment to 2 2
relevant technical staff. Training plan must be attached with certificate

6 Delivery (06 Marks)
4 to 6 Weeks or earlier 6 0
7 to 12 Weeks or earlier 2 2

7 Past Experience! Performance (04 Marks)
Satisfactory performance certificate for quoted equipment from medical 4institutions within Pakistan (1 mark for each certificate, maximum 4)

8 Financial Status (06 Marks)
Bank Certificate 2 2
Last year verified Balance Sheet !Income Tax Return Form 2 2
Yearly turn-over of over 50 Million 2 2

9 Bonus points (06 Marks)
Warranty period extension free of cost (the firm offered greater period will get 2 0
the marks) warranty must be from original manufacturer
Comparative Running Cost (consumables / reagents! replacement parts 2 0

Post warranty maintenance contract, including service and parts 2 0
TOTAL MARKS I POINT SCORE 100 50

Minimum 70 marks are required to Technicallv Qualify Dis-Qualified

APPENDIX - 3
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APPENDIX - 3

TECHNICAL EVALUATION / BIDDER'S QUALIFICATION REPORT
PROCUREMENT OF HOSPITAL EQUIPMENT/INSTRUMENTS
No. DUHS/DP/2017/-26 Dated 21-09-2017
TECHNICAL BIDS OPENEDON 21-10-2017
MIs.Win Industries

ITEM NO. 22 23

NAME OF ITEM Electric Motorized Crash Cart TrolleyHospital Bed
MODEL WM5001 Economy
MAKE Win Industries Win Industries

COUNTRY OF ORIGIN Pakistan Pakistan
S# PARAMETERS I SUB·PARAMETERS
1 Conformity to the Purchaser's Specifications (25 Marks) Sample approved Sample approved

Fully compliant with the required specifications 25 25 25
Compliant with minor deviation 20 0 0

2 Product Certification (15 Marks)
Food and Drug Administration (FDA) 510K & European Community (CE) MOD
or Japan Industrial Standard (JIS) I Japan Quality Assurance Organization 15 0 0
JQAO)
European Community (CE) MOD and Japan Industrial Standard (JIS) I Japan

12 0 0Quality Assurance Organization (JQAO)
Food and Drug Administration (FDA) 510K 10 0 0
European Community (CE) MOD 8 0 0
Japan Industrial Standard (JIS)/Japan Quality Assurance Organization (JQAO) 8 0 0

3 Legal Requirement (17 Marks)
Manufacturer Authorization 5 5 5
Price Schedule (without prices) 4 4 4
Bid Form (without prices) 4 4 4
Tender Purchase Receipt 2 2 2
Taxation Certificate (NTN and GST) 2 2 2

4 Technical Staff (13 Marks)
Simple Technician (minimum two) 2 2 2 \.
OiQIoma Engineers (minimum twol 3 3 3 \\
Graduate Engineers (For High Tech I Critical equipment Graduate Engineer of

5 5 5 I '
~relevant field is mandatory for each product) (minimum two)

MSc I PhD qualification/Foreign training 3 3 3.... f I\r M~\\atn
5 Networking and Training (8 Marks) p~:,r,r:PS repS

Networking setup across Pakistan (1 mark for each setup, maximum 6) 6 6 6 ,..' pro ~ic.ecn3
OowUnil/e ".'/ 01 H

Certificate to the affect that firm will provide training in use of equipment to 2 2 2
"'~af~C

relevant technical staff. Training plan must be attached with certificate
6 Delivery (06 Marks)

4 to 6 Weeks or earlier 6 6 6
7 to 12 Weeks or earlier 2 0 0

7 Past Experience I Performance (04 Marks)
Satisfactory performance certificate for quoted equipment from medical 4 3 3 ).~institutions within Pakistan (1 mark for each certificate, maximum 4)

8 Financial Status (06 Marks)
Bank Certificate 2 2 2
Last year verified Balance Sheet I Income Tax Return Form 2 2 2
Yearly turn-over of over 50 Million 2 2 2

9 Bonus points (06 Marks)
Warranty period extension free of cost (the firm offered greater period will get 2 0 0

.~
the marks) warranty must be from original manufacturer
Comparative Running Cost (consumables I reagents I replacement parts 2 0 0 '~~1Post warranty maintenance contract, including service and parts 2 2 2 c.....,-.,'f-

C:J' "
TOTAL MARKS I POINT SCORE 100 80 80 r',·v.Q 0'.'

to_~ _J 0' ',"
Minimum 70 marks are required to Technically qualify Qualified Qualified _~.' co'· 0<:>:'«-C'00
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• r»'" \;v-:-"\" ~.~i~~.\..':.:·,:,~ 1}i!'1t hProf. Dr. M. ~~
MBBS. OLO. FCPS

Medical superintendent
Dow University Hospital, Ojha Campus

Dow University Of Health Sciences
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APPENDIX·3

TECHNICAL EVALUATION I BIDDER'S QUALIFICATION REPORT
PROCUREMENT OF HOSPITAL EQUIPMENT/INSTRUMENTS
No. DUHS/DP/2017/·26Dated 21·09·2017
TECHNICAL BIDS OPENEDON 21·10·2017
MIs.Win Industries

ITEM NO. 24 25

NAMEOFITEM Medicine Trolley Bed Side Cabinet
MODEL MED100 WM100
MAKE Win Industries Win Industries

COUNTRYOFORIGIN Pakistan Pakistan
S# PARAMETERSI SUB·PARAMETERS
1 Conformity to the Purchaser's Specifications (25 Marks) Sample approved Sample approved

Fully compliantwith the requiredspecifications 25 25 25
Compliantwith minor deviation 20 0 0

2 Product Certification (15 Marks)
Foodand DrugAdministration(FDA)510K & EuropeanCommunity (CE)MOD
or Japan IndustrialStandard (JIS) / JapanQuality AssuranceOrganization 15 0 0
JQAO)
EuropeanCommunity(CE) MODand Japan Industrial Standard (JIS) / Japan 12 0 0QualityAssuranceOrganization(JQAO)
Foodand DrugAdministration(FDA)510K 10 0 0
EuropeanCommunity(CE) MOD 8 0 0
Japan IndustrialStandard (JIS)/JapanQuality AssuranceOrganization(JQAO) 8 0 0

3 Legal Requirement (17 Marks)
ManufacturerAuthorization 5 5 5
PriceSchedule(without prices) 4 4 4
Bid Form (without prices) 4 4 4
Tender PurchaseReceipt 2 2 2

TaxationCertificate(NTNand GST) 2 2 2

4 Technical Staff (13 Marks)
SimpleTechnician (minimumtwo) 2 2 2 \\
DiplomaEngineers(minimumtwo) 3 3 3 \\
GraduateEngineers(For HighTech / Critical equipmentGraduate Engineerof 5 5 5 /~ /relevantfield is mandatoryfor each product) (minimumtwo)
MSc/ PhDqualification/Foreigntraining 3 3 3 prOT. ur. ~uh

5 Networking and Training (8 Marks) ;,,'.05. f,i\';t': ,FC

NetworkinQsetup across Pakistan(1 mark for each setup, maximum6) 6 6 6 r:ru vice
'"'u S,!y

Certificateto the affect that firmwill provide training in use of equipment to f(
2 2 2

relevanttechnical staff. Training plan must be attachedwith certificate
6 Delivery (06 Marks)

4 to 6 Weeksor earlier 6 6 6
7 to 12Weeks or earlier 2 0 0

7 Past Experience I Performance (04 Marks)
Satisfactoryperformancecertificate for quoted equipment from medical 4 3 3 ).._institutionswithin Pakistan (1 mark for each certificate, maximum4)

8 Financial Status (06 Marks)
BankCertificate 2 2 2
Last year verified BalanceSheet /Income Tax Return Form 2 2 2

Yearly turn-overof over 50 Million 2 2 2

9 Bonus points (06 Marks)
Warrantyperiodextension free of cost (the firm offered greater periodwill get 2 0 0
the marks)warrantymust be from original manufacturer
ComparativeRunningCost (consumables/ reagents/ replacementparts 2 0 0 :-."'~
Postwarrantymaintenancecontract, inciudinQservice and parts 2 2 2 ,::;.."9;-0~

_'l>~; ~.TOTAL MARKS I POINT SCORE 100 80 80 c, \"\
Minimum 70 marks are reauired to Technically Qualify Qualified Qualified-_"<·(' .c,\ ~,,{

< I) I S;
~'~;',:;_;:""«-v 0

_3 ~{o "~'<.<C' .,':::-\1>
./ / • v-; '- <.

....0

'";0 \
,--,:'

_".

,.,...,~.<c ,:-S"':>

(' ~'.j~\\~::":>;--:::"~~~) Prof. Dr. u rrukh

ammad ~
ps, FRCP (I
cnanceuoi
of HQaith S
irachl

0tViJ'J«, t·wk(l(YY 0It Mess, 0, FCPS
,00~(/ecmr: ~( finance . ces.. Medical S rintendent

IJI{ee , r\ea\\'n seleO Dow University Hospital, Ojha Campus
"ve(SI\)' 0 chi Dow University Of Health Sciences. I<,a(a \I



TECHNICAL EVALUATION I BIDDER'S QUALIFICATION REPORT
PROCUREMENT OF HOSPITAL EQUIPMENT/INSTRUMENTS
No. DUHS/DP/2017/-26 Dated 21-09-2017
TECHNICAL BIDS OPENEDON 21-10-2017
MIs.Win Industries

ITEMNO. 26 27

NAME OF ITEM Over Bed I Food Table Attendant Bench

MODEL WM200 AB5aa
MAKE Win Industries Win Industries

COUNTRY OF ORIGIN Pakistan Pakistan
S# PARAMETERS I SUB·PARAMETERS
1 Conformity to the Purchaser's Specifications (25 Marks) Sample rejected Sample approved

Fully compliant with the required specifications 25 0 25
Compliant with minor deviation 20 0 0

2 Product Certification (15 Marks)
Food and Drug Administration (FDA) 510K & European Community (CE) MOD
or Japan Industrial Standard (JIS) / Japan Quality Assurance Organization 15 a a
IIJQAO)
European Community (CE) MOD and Japan Industrial Standard (JIS) / Japan 12 0 0
Quality Assurance Organization (JQAO)
Food and Drug Administration (FDA) 510K 10 a 0
European Community (CE) MOD 8 0 a
Japan Industrial Standard (JIS)!Japan Quality Assurance Organization (JQAO) 8 0 a

3 Legal Requirement (17 Marks)
Manufacturer Authorization 5 5 5
Price Schedule (without prices) 4 4 4
Bid Form (without prices) 4 4 4
Tender Purchase Receipt 2 2 2
Taxation Certificate (NTN and GST) 2 2 2

4 Technical Staff (13 Marks) \...
Simple Technician (minimum two) 2 2 2 \\
Diploma Engineers (minimum two) 3 3 3 \\VGraduate Engineers (For High Tech / Critical equipment Graduate Engineer of

5 5 5 !\
relevant field is mandatory for each product) (minimum two)
MSc / PhD qualification/Foreign training 3 3 'rof. Dr. Muham

5 Networking and Training (8 Marks) r~BBS. rllCPS. CPS. F

Networking setup across Pakistan (1 mark for each setup, maximum 6) 6 6 6 Pro·VI " CI1<ln
UOWUII"'''''' "of HC

Certificate to the affect that firm will provide training in use of equipment to 2 2 2 ardc.li
relevant technical staff. Training plan must be attached with certificate

6 Delivery (06 Marks)
4 to 6 Weeks or earlier 6 6 6
7 to 12 Weeks or earlier 2 0 0

7 Past Experience I Performance (04 Marks)
Satisfactory performance certificate for quoted equipment from medical 4 3 3 ).,-
institutions within Pakistan (1 mark for each certificate, maximum 4)

8 Financial Status (06 Marks)
Bank Certificate 2 2 2
Last year verified Balance Sheet !Income Tax Return Form 2 2 2
Yearly turn-over of over 50 Million 2 2 2

9 Bonus points (06 Marks)
Warranty period extension free of cost (the firm offered greater period will get 2 0

~,
the marks) warranty must be from original manufacturer

a '<;I'b-
~«-0

Comparative Running Cost (consumables / reagents / replacement parts 2 0 0 ~'" '<
Post warranty maintenance contract, lncludinq service and parts 2 0 2 $!>~¢'~6'

TOTAL MARKS I POINT SCORE 100 53 80 .s: :...'.~<.. ~
Minimum 70 marks are required to Technicallv Qualify

<.. '1>
Dis-Qualified QualifLecJ\c;'_,.,<.. v', 0 -<"-eo'v-

)~~ c" ~.Y 0' <[",'<>«-0o'o~(J"

t,* Q 9J'O ~ .~ '1>'._...... r~. «' ~,c,*'. .- "-<. .,-''(./

/ /'
.~'

. g"~ \~'}1
<y

-i'

~~\rit.
~O-,

~·!'\.'.f\\·~".. :~.!) khn " .,- ,"-.~~ . \' ;'\ , .... :.~

..~"Y'f~;;~~i2i:.~\,>C"I

.,..~_\,.~\~:.:.'o'
• ' •• 4
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APPENDIX -3

TECHNICAL EVALUATION I BIDDER'S QUALIFICATION REPORT
PROCUREMENT OF HOSPITAL EQUIPMENTIINSTRUMENTS
No. DUHS/DP/2017/-26Dated 21-09-2017
TECHNICAL BIDS OPENEDON 21-10-2017
Mis.Win Industries

ITEM NO. 28 22
NAME OF ITEM I.V. Stand Electric Motorized Hospital

Bed
MODEL IV10 LS-EA5003B
MAKE Win Industries Hecai Medical Equipment

COUNTRY OF ORIGIN Pakistan China
S# PARAMETERS / SUB·PARAMETERS
1 Conformity to the Purchaser's Specifications (25 Marks) Sample approved Sample Rejected

Fully compliant with the required specifications 25 25 0
Compliant with minor deviation 20 0 0

2 Product Certification (15 Marks)
Food and Drug Administration (FDA) 510K & European Community (CE) MOD
or Japan Industrial Standard (JIS) / Japan Quality Assurance Organization 15 0 0
'IJQAO)
European Community (CE) MOD and Japan Industrial Standard (JIS) / Japan

12 0 0Quality Assurance Organization (JQAO)
Food and Drug Administration (FDA) 510K 10 0 0
European Community (CE) MOD 8 0 0
Japan Industrial Standard (JIS)/Japan Quality Assurance Organization (JQAO) 8 0 0

3 Legal Requirement (17 Marks)
Manufacturer Authorization 5 5 5
Price Schedule (without prices) 4 4 4
Bid Form (without prices) 4 4 4
Tender Purchase Receipt 2 2 2
Taxation Certificate (NTN and GST) 2 2 2

4 Technical Staff (13 Marks)
Simple Technician (minimum two) 2 2 2 ~
Diploma Engineers (minimum two) 3 3 3 '\\\
Graduate Engineers (For High Tech I Critical equipment Graduate Engineer of

5 5 5 )~Vrelevant field is mandatory for each product) (minimum two)
MSc I PhD qualification/Foreign training 3 3 3

5 Networking and Training (8 Marks) fI...t,.. ~ uhaNetworking setup across Pakistan (1 mark for each setlljl, maximum 6) 6 6 6' ',":,'; ..,'~~~
. FC;:'S

Certificate to the affect that firm will provide training in use of equipment to
2 2 2 ~ra· 'te( "

relevant technical staff. Training plan must be attached with certificate Dov. 1.l'"Y.{'r .v or,

6 Delivery (06 Marks) Kalac

4 to 6 Weeks or earlier 6 6 6
7 to 12 Weeks or earlier 2 0 0

7 Past Experience / Performance (04 Marks)
Satisfactory performance certificate for quoted equipment from medical 4 3 0 )-
institutions within Pakistan (1 mark for each certificate, maximum 4)

8 Financial Status (06 Marks)
Bank Certificate 2 2 2
Last year verified Balance Sheet I Income Tax Return Form 2 2 2
Yearly turn-over of over 50 Million 2 2 2

9 Bonus points (06 Marks)
Warranty period extension free of cost (the firm offered greater period will get

2 0 0the marks) warranty must be from original manufacturer

Comparative Running Cost (consumables I reagents I replacement parts 2 0 0
Post warranty maintenance contract, including service and parts 2 2 0

TOTAL MARKS I POINT SCORE 100 80 50 .~"'d
Minimum 70 marks are required to Technicallv auaiif;(- Qualified Dis·Qualified <' v'<"--'0'

!'\ Q':)' "

t"'1.?" I ~a.k(..(YJlJ/a~
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APPENDIX - 3

0

0

0
0
0

5
4
4
2
2

2 \
3 \.
5 )\V
3

~~~~~~~~~L_~ __ ~ __ ~ __ ~ __ -+~~ ~ ~ ~~~~~~~U hammadMa
1-...j.!.!~~C!l!....::::::!!:!I~~:!..!...!:!!!!:::!!::!.!.l.!...!.~~"':::::::::':"'::::::!::!It:!...!:.=~~~_-+~-+ -=6 +- ..;ff[l:mI~uJl,~.i":'"ufr,.!¬ ·,p'''',.s.,j·FCPS.FRCP (Ul.

;' Pro.' ice Cnancellor
Dow llni~er ty of Health Sc'

~~~~~~~--~~--~---------~--+---------+----~---~K3r~hl

TECHNICAL EVALUATION I BIDDER'S QUALIFICATION REPORT
PROCUREMENT OF HOSPITAL EQUIPMENTIINSTRUMENTS
No. DUHS/DP/20171-26 Dated 21-09-2017
TECHNICAL BIDS OPENEDON 21-10-2017
MIs.Win Industries

ITEM NO. 23 24

NAMEOF ITEM Crash Cart Trolley Medicine Trolley

MODEL LS-850EB LS-700C
MAKE Hecai Medical Equipment Hecai Medical Equipment

COUNTRYOFORIGIN China China

Sample Rejected Sample not submitted
o o
o o

o

o
o
o
o

5
4
4
2
2

2
3

5

3

2

6 6
o o

o o

2 2
2 2
2 2

o o

o o
o o
50 50

Minimum 70 marks are required to Technically qualify Dis-Qualified Dis-Qualified

lID,
~ /

Prof. Dr. M. Shuja Farrukh
MBBS. OLD. FGPS

Medical Superintendent
DowUniversity Hospital, Ojha Campus
Dow University Of Health Sciences



APPENDIX - 3

TECHNICAL EVALUATION I BIDDER'S QUALIFICATION REPORT
PROCUREMENT OF HOSPITAL EQUIPMENT/INSTRUMENTS
No. DUHS/DP/20171-26 Dated 21-09-2017
TECHNICALBIDS OPENEDON 21-10-2017
MIs. Win Industries

ITEM NO. 25 26
NAME OF ITEM Bed Side Cabinet Over Bed I Food Table

MODEL LS470 LS-MT02
MAKE Hecai Medical Equipment Hecai Medical Equipment

COUNTRY OF ORIGIN China China
S# PARAMETERS I SUB·PARAMETERS
1 Conformity to the Purchaser's Specifications (25 Marks) Sample not submitted Sample approved

Fully compliant with the required specifications 25 0 25
Compliant with minor deviation 20 0 0

2 Product Certification (15 Marks)
Food and Drug Administration (FDA) 510K & European Community (CE) MOD
or Japan Industrial Standard (JIS) / Japan Quality Assurance Organization 15 0 0
JQAO)
European Community (CE) MOD and Japan Industrial Standard (JIS) I Japan

12 0 0Quality Assurance Oruaoization (JQAO)
Food and Drug Administration (FDA) 510K 10 0 0
European Community (CE) MOD 8 0 0
Japan Industrial Standard (JIS)/Japan Quality Assurance Organization (JQAO) 8 0 0

3 Legal Requirement (17 Marks)
Manufacturer Authorization 5 5 5
Price Schedule (without prices) 4 4 4
Bid Form (without prices) 4 4 4
Tender Purchase Receipt 2 2 2
Taxation Certificate (NTN and GST) 2 2 2

4 Technical Staff (13 Marks)
Simple Technician (minimum two) 2 2 2 \.
Diploma Engineers (minimum two) 3 3 3 .\..:
Graduate Engineers (For High Tech / Critical equipment Graduate Engineer of

5 5 5
~ Vrelevant field is mandatory for each product) (minimum two)

MSc I PhD qualification/Foreign traininQ 3 3 3
5 Networking and Training (8 Marks) .. .1' .... 1uhaNetworkinQ setup across Pakistan (1 mark for each setup, maximum 6) 6 6 6 • lV. •

. Fep..~.~....
Certificate to the affect that firm will provide training in use of equipment to Pr ·'IIC' .
relevant technical staff. Training plan must be attached with certificate 2 2 2 Oo ......Ul1lV rs.iv 0

Kill6 Delivery (06 Marks)
4 to 6 Weeks or earlier 6 6 6
7 to 12 Weeks or earlier 2 0 0

7 Past Experience I Performance (04 Marks)
Satisfactory performance certificate for quoted equipment from medical

4 0 0 )institutions within Pakistan (1 mark for each certificate, maximum 4)
8 Financial Status (06 Marks)

Bank Certificate 2 2 2
Last year verified Balance Sheet / Income Tax Retum Form 2 2 2
Yearly tum-over of over 50 Million 2 2 2

9 Bonus points (06 Marks)
Warranty period extension free of cost (the firm offered greater period will get

2 0 0the marks) warranty must be from original manufacturer

~6'Comparative Running Cost (consumables / reagents / replacement parts 2 0 0
Post warranty maintenance contract, inciudinQ service and parts 2 0 2 P fr: Qi

II-kSTOTAL MARKS I POINT SCORE 100 50 77 "",_u

Minimum 70 marks are reauired to Technicallv aualify Dis-Qualified Qualified "0 :s
_ft!;~.

mmad 1\1
S. FRCP (
;",lOc~lIo'
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COMPARATIVE STATEMENT AND PURCHASE RECOMMENDATION I PROPOSAL
PROCUREMENTOF HOSPITAL AND LAB, EQUIPMENT I INSTRUMENTS

NIT No, DUHS/DP/2017/-26 Dated 21 SEPTEMBER 2017
TECHNICAL BIDS I PROPOSALSOPENEDON 21 OCTOBER 2017

qty,

Universal Enterprises Renatron PA 100 Medivators Renal USASystems

Universal Enterprises Renatron PA 100 Medivators Renal USASystems

Hospital Supply Corporation Compact Meditop Thailand

Hospital Supply Corporation Compact Meditop Thailand

Dialyzer Preprocessors USD 11,150

APPENDIX - 5

USD 8,200

11,150 1,176,883 1,176,883 3 Higher Bid

1,232,000 1,232,000 4 Highest Bid

8,200 865,510 865,510 Recommended to purchase being the
lowest evaluated responsive bid.

895,000 895,000 2 Higher Bid

3 PatientMonitor 50 BIOS OMNIIiI Infinium USA USD 8,215 410,750 867,093 43,354,663 4 Highest Bid

50 Biologic Medical Systems Datalys 780 Lutech Industries Inc USA USD 5,680 284,000 599,524 29,976,200 3 Higher Bid

50 Muslim Medical Services 07 Biolight China USD 3,385 169,250 357,287 17,864,338 Recommended to purchase being the
lowest evaluated responsive bid.

50 BIOS G3L General Meditech China USD 3,785 189,250 399,507 19,975,338 2 Higher Bid

lWacleem %a. JTalJMte
Director. i nee

DJW University of Health SCiences
Karachi

prOf.A~bb .
MSSS, FCPS, MRCP,FRCpaSI

Professor of Medicine
. Registrar

Dow University of Health S .
K clences
arachi.

PrOt Dr. MuhammadMasroor
_BBS, MCPS,FCPS,FRCP(GlasgpW)

Pro-VJceChancellor ~
DowUrnvelSltyP' Hea,.. fictMeo.

Ka,..ehJ •
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COMPARATIVE STATEMENT AND PURCHASE RECOMMENDATION I PROPOSAL
PROCUREMENTOF HOSPITAL AND LAB. EQUIPMENTI INSTRUMENTS

NIT No. DUHS/DP/2017/-26 Dated 21 SEPTEMBER2017
TECHNICAL BIDS I PROPOSALSOPENEDON 21 OCTOBER 2017

MPR925 Evermed 3.221 45.094

MPR925 Evermed Italy 530.000 7.420.000 4

7 Pump Perfusor Compact B-Braun Germany USO 850 15,300 89,718 1,614,915 Recommended to purchase being the
S lowest evaluated responsive bid.

18 Elate C.C (Pvt) Ltd. SP 12S PRO Moog Lithuania, EU Euro 800 14,400 99,704 1,794,672 2 Higher Bid

18 Iqbal & Company Alaris GH BO, CareFusionl UKI USO 1,050 18,900 110,828 1,994,895 3 Higher BidCarinal Health - Alaris Switze~and

18 Iqbal & Company Alaris GH BO, CareFusionl UKI
197,000 3,546,000 6Carinal Health - Alaris Switze~and

18 Universal Enterprises SS-800 Terumo Corporation Japan USO 1,240 22,320 130,882 2,355,876 4

APPENDIX -5

<9(""".. cp~,0Ta-
Dir~nce

Dow University of Health Sciences
Karachi

PrOf Am(\/
MBSS,F~'P'~I;'_h..Abbasi

PrOfeSSor ~f M CP, FRCp
R . edlclneDow u· . eglslrar

nlverslty of H
eallh S .

Karach' c1encesI.

'!'rof. ; nmmad M'aSl:o..1l'
r.,;,sJijS, MCflS, FCPS, ;:RGP (CI -SC"M)
to', Pro-V}Ct; Ghilrlc<;tlnr
Dow Untv.JSttyOfH<!alth Sdl~ncel

Kafiehl DIRECTOR F ANCE
-",CNAZIR BHUTTO SHAHEED
uNIVERSITY LYARI KARACHI
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COMPARATIVE STATEMENT AND PURCHASE RECOMMENDATION I PROPOSAL
PROCUREMENTOF HOSPITAL AND LAB. EQUIPMENT I INSTRUMENTS

NIT No. DUHS/DP/2017/-26Dated 21 SEPTEMBER 2017
TECHNICAL BIDS I PROPOSALSOPENEDON 21 OCTOBER 2017

TE LF600 Terumo Corporation Japan

Mistral-Air The Surgical Company Netherlands Euro 1,225 2,450 152,672 305,344
Warming Unit International

The Surgical Company Netherlands 180,000 360,000 2International

Hospicare Systems WarmTouch 6000 Medronic Covidien AG USA USD 2,000 4,000 211,100 422,200 4

Muslim Medical Services WarmAir CSZ USA USD 1,800 3,600 189,990 379,980 3

APPENDIX -5

Carl Storz GmbH
& ce;KG

r- /'

Prof A~~u,,~
MB'BS F I/ah AbbaSit9Yadeem MJ~}c J:la-l)(!U PrOfesCPS, MRCP, FRCP

, Sor of Med .Dire nee D. Registra IClne
ow Unlver '1 rDJW University of Health Sciences 51Y of Heallh SCiences

Karachi KarachI.

n

Germany I
Mexico 20,03P 2,496,339 2,704,050Euro

~IOr.Dr, Muhammad :Tlasroor
_as,IIICPs, FCPS. FRCPIGlasgow)
F. Pro-Vice Chancellor
Cow UnIversity pf Health Sct@nces

Karachi
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COMPARATIVE STATEMENT AND PURCHASE RECOMMENDATION I PROPOSAL
PROCUREMENTOF HOSPITAL AND LAB. EQUIPMENT I INSTRUMENTS

NIT No. DUHS/DP/2017/-26 Dated 21 SEPTEMBER 2017
TECHNICAL BIDS I PROPOSALSOPENEDON 21 OCTOBER 2017

APPENDIX -5

Name of Equipment Recommendatlonsl Remarks

17 ECGMachine 12Channels

Item #

14 Portable X·RaySource (For
Dental)

Qty. Name of Bidder Model Make

3 Combined Engineers Prox Portable DC DigiMedX-Ray

3 Combined Engineers
ProxPortable DC DigiMed

X-Ray

3 Combined Engineers
Digiora Optime Sordex

DXR60

3 Combined Engineers Digiora Optime SordexDXR60

3 Hyderabad Dental Supply Co.
Vista Scan Mini Durr Dental

Plus

Bio-Tech Services Cardio-Aid 360-B Innomed Medical

7 Bio-Tech Services Cardio-Aid 360-B Innomed Medical

7 Elate C.C (Pvt) Ltd. Evc-1 Priinedic Metrax

7 Biotech Pakistan Lifepak20e Physio Control

12 Briogene MV-SYS-I-EA-IEC Heart Sciences

12 Biotech Pakistan CP150 Welchallyn

12 Elate C.C (Pvt) Ltd. KES 121T Kalamed

12 Hospicare Systems 200+ Cardioline

12 Amtronech ELI 250c Mortara Instrument Inc.

12 Bio-Tech Services Cardia 1215 Suzuken Co., Ltd.

12 Bic-Tech Services Cardia 1215 Suzuken Co., Ltd.

15
Phosphorus Plate Digital
Radiogrpah System

16 Defibrillator

Country of
Origin

Germany

Gennany

Korea

Korea

Finland

Finland

Hungary

Hungary

USA

USA

USA

Currency Unit Price
C&F

Total Price
C&F

4,500 560.1135

217,000 651.000 2

9,900 411,279 1,233,837 39,000 117,000

518,000 1,554,000 2

28,245 1,173,391 3,520,174 3

50,624 901,324 6,309.269 3

940.000 6,580,000 4

40,250 716,623 5,016,358 2

45,835 691,120 4,837,842

22,620

Recommended to purchase being the
lowest eVl'llul'ltedresponsive bid.

Higher Bid

Recommended to purchase being the
lowest evaluated responsive bid.

Euro

Euro

Euro

Euro

Euro

USD

USD

1,500

3,300

9,415

7,232

5,750

6,548

1,885

Unit Price Total ~rice' • Unit Price Total Price ,..__~,_~
PRS. (C&F) PRS. (C&F) PRs. COOP) PRs. COOP) U'Qumy

186,945

1,500,000 18,000,000

198,962 2,387,541

Higher Bid

Highest Bid

Higher Bid

Highest Bid

Higher Bid

Rel;Ommendedto purchase being the
IOWflstevaluated responsive bid..

9 Highest Bid

2 Higher Bid

Germany

Italy

USA

Japan

Japan I\,

USD

Euro

USD

JPY

1,690

2,000

3,125

245,000

20,280

24,000

37,500

2,940,000

178,380 2,140,554

249,260 2,991,120

329,844 3,958,125

229,786 2,757.426

240,000 2,860,000

Recommended to purchase being the
lowest evaluated responsive bid.

5 Higher Bid

6 Higher Bid

3 Higher Bid

4 Higher Bid

,gr""""" m?/ J1a-
Directr~e

DJW University of Health Sciences
Karachi

,~ ../
Prof'~:~mIi13(: 1'1.', •PS, FCPS F .. , ~~I(Jor

ro-VJca CIl' Rep IGI;lSgOW)
. '" ancilltor

"~;:;illth Sccnces
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COMPARATIVE STATEMENT AND PURCHASE RECOMMENDATION I PROPOSAL
PROCUREMENTOF HOSPITAL AND LAB. EQUIPMENT{INSTRUMENTS

NIT No. DUHS{DP{2017{-26Dated 21 SEPTEMBER2017
TECHNICAL BIDS ( PROPOSALSOPENEDON 21 OCTOBER 2017

APPENDIX - 5

Item #

18 IChemolthelrapy Motorized Chair

Nanning Passion Co. China

HR301lA2 Haier Medical China

Hospicare Systems SHC-4AX&
ESCO SingaporeSHC6AX

Diagnostic Systems Medica Pro
Eiga Veolia UKMP120RB Ml-230

48 Win Industries WM5001 Win Industries Pakistan

THR-EB5301

THR-EBS301 Suzhon

.:I,)
&'X;(kem l~~)t' ,fer .J:lzlHJn

Director . nce
DJW University of He Ith Sciences

Karachi

Prof. Ama~AbbaSi
MBBS, FCP RCP, FRCP

Professo of Medicine
Registrar

Dow University of Health SCiences
Karachi.

USD 2,000

Euro 11,000

1'101. Dr. Muhammad Mllsroor.1tS. MCPS. FCPS. FRCP (Glasgow)
Pro-VlceChancellor

Dow University of He3lth Scj(>nr(l~
Karachi

Page5 of 7

2,000 211,100 211,100

22,000 1,370,930 2,741.860

325,000

138,000 6,624,000

325,000

6t"'NCEO\RECl rto SHAHEEO
3E.NAZIR sHU AR\ KARACHI
!JNIVERSIT'{ L"



l'j ( COMPARATIVE STATEMENT AND PURCHASE RECOMMENDATION I PROPOSAL
PROCUREMENTOF HOSPITAL AND LAB. EQUIPMENTI INSTRUMENTS

NIT No. DUHS/DP/2017/-26 Dated 21 SEPTEMBER2017
TECHNICAL BIDS I PROPOSALSOPENEDON 21 OCTOBER 2017

APPENDIX -5

Item # Name of Equipment Qty. Name of Bidder Model Make CountrY of
Curre"cy UilitPrice Total Price OriltPriCe toraiPrice UilifPnce "l'oralpr;ce

Grading ,>", < "S'C: RemarksOrigin C&F C&F PRS. (C&F) PRS.(C&F) PRs.(OOP) PRs. (OOP)

27 AttendantBench 30 Win Industries AB500 Win Industries Pakistan 9.800 294.000 1 Recommended to purchase being the
lowest evaluated responsive bid.

28 LV. Stand 48 Win Industries IV10 Win Industries Pakistan - - - 8.500 408,000 1 Recommended to purchase being the
lowest evaluated responsive bid.

29 BoneMarrowCollection
Not Quoted(Harvesting)Stand

30 AnatomicalModels& Histology 1 Paktech Instruments Company Complete Set Denoyer Geppert USA USD 16,039 16,039 1,692.916 1,692,916 1 Recommended to purchase being theSlides
lowest evaluated responsive bid.

A. Giant Functional Center
A72 Denoyer Geppert USABrain (A72)

B. Five-Part Bisected Head
A76 Denoyer Geppert USA(A76)

C. Giant Eye In Bony Orbit
A28 Denoyer Geppert USAI(A28)

O. Giant Five-Part Eyeball
A22 Denoyer Geppert USA(A22)

E. Nose And Offactory Organ
A95 Denoyer Geppert USASet (A95)

F. Deluxe Spinal Cord (A6S) A65 Denoyer Geppert USA

G. Right Half Of Head And
A74 Denoyer Geppert USANeck Musculature..iA71l..

H. Deluxe Eight-Part Ear (A34) A34 Denoyer Geppert USA

I. Giant Functional Larynx
AP48 Denoyer Geppert USAAp48)

Embryonic Development
J. Model In 12 Stages VG391 Denoyer Geppert USA

(VG391)

K. Multi-Torso: Male & Female
T15 Denoyer Geppert USAConfiguration (TIS)

L. Bone Structure Model (A92) A92 Denoyer Geppert USA

M. Human Skin Series (A942)
A942 Denoyer Geppert USA \With Bum Pathol~es

n
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COMPARATIVE STATEMENT AND PURCHASE RECOMMENDATION I PROPOSAL
PROCUREMENTOF HOSPITAL AND LAB. EQUIPMENTI INSTRUMENTS

NIT No. DUHS/DP/20171-26 Dated 21SEPTEMBER 2017
TECHNICAL BIDS I PROPOSALSOPENEDON 21 OCTOBER 2017

APPENDIX -5

Item# Nallle ofEqilipr'nent Qty.

N. Skeleton Model (AID)

O. 9-Stage Human Pregnancy
Series (0304-11)

P. Sagittal Brain Section (A79)

Q. Classic Three-Part Skull
With Numbering (0257-21)

R. Mandible Of Young Adult
(A83)

S. Fetal Half Skull With Dura
Mater (Sk39)

T. Head Model 6 Parts (C09!1)

U. Deluxe Bisected Skull (0281
00)

V. Classic Heart Set On Single
Wood Basej_A388)_
Flexible Spine With Thorax

W. And Movable Femur Heads
(Sp64)

X. Basic Medical Histology
Slides Se1l31199l!l._

Name of Bidder '

0304-11

0527-21

311998

Model

Al0

A79

A83

SK39

C09!1

028-00

A388

SP64

!
Denoyer Geppert

Denoyer Geppert

Denoyer Geppert

Denoyer Geppert

Denoyer Geppert

Denoyer Geppert

Denoyer Geppert

Denoyer Geppert

Denoyer Geppert

Denoyer Geppert

Denoyer Geppert

Couritryof
O';g'"

USA

USA

USA

USA

USA

USA

USA

USA

USA

USA

USA

'Unit Price
C&F

Total Price
C&F

Unit Price Total Price fUnitPrice 'Total Price Grading
PRS.IC&F) PRS. (C&F) PRs. (DOP) PRs. (OOP)
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MINUTES OF THE TECHNICAL BID OPENING MEETING
HELD AT PROCUREMENT DIRECTORATE

DOW UNIVERSITY OF HEALTH SCIENCES (OJHA CAMPUS), KARACHI
ON 21 OCTOBER 2017 AT 11:30 A.M.

A meeting was held under the chairmanship of Prof. Dr. Muhammad Masroor, Pro-Vice

Chancellor, DUHS I Chairman Procurement Committee on 21 October 2017 at 11:30 a.m. to

open and evaluate the bids for the "Procurement of Hospital Equipment I Instruments".

The participants include:

PROCUREMENT COMMITTEE

1. Professor Dr. Muhammad Masroor
Pro- Vice Chancellor,
Dow University of Health Sciences, Karachi.

(Chairman)

2. Professor Amanullah
Registrar
Dow University of Health Sciences, Karachi

(Member I Coordinator)

3. Mr. Munaf Advani
Director Finance
Benazir Bhutto Shaheed University, Lyari, Karachi.

(Member)

4. Mr. Nadeem Shakoor Javeri
Director Finance
Dow University of Health Sciences, Karachi

(Co-opted Member)

5. Professor M. Shuja Farrukh
Medical Superintendent
Dow University Hospital
Ojha Campus, Karachi

(Co-opted Member)

BIDDERS WITH NAME OF REPRESENTATIVE

1. Mr. Asif Raza Mis. Allmed Solutions

2. Mr. Hafiz Adeel Mis. Amtronech

3. Mr. Asher Wasi Mis. Biologic Medical Systems

4. Mr. Tauqeer Ahmed Mis. Biomatrix Pakistan

5. Mr. Abdul Waheed Mis. BIOS

6. Mr. Roshan Ahmed Mis. Biotech Pakistan

7. Mr. Raheel Siddiqui Mis. Bio-Tech Services

8. Mr. Rana M. Harris Mis. Briogene

9. Mr. M. Humayun Mis. Chemical Centre



10. Mr. M. Azfar Mis. Combined Engineers

11. Mr. Saad Agha Mis. Diagnostic Systems

12. Mr. Syed Jawaid Mis. Duaa Enterprises

l3. Mr. Turk Ali Mis. Elate C.C (Pvt) Ltd.

14. Mr. Muhammad Afzal Mis. Fabnos International

15. Mr. Sabahat Ali Mis. Forcare

16. Mr. Muhammad Imtiaz Mis. Hospicare Systems

17. Mr. M. Naveed Mian Mis. Hospital Solutions

18. Mr. Sarfaraz Ahmed Mis. Hospital Supply Corporation

19. Mr. M. Masroor Mis. Hyderabad Dental Supply Co.

20. Mr. Ali Haider Mis. Iqbal & Company

21. Mr. Muhammad Abdul Sami Mis. Medco

22. Mr. S. Zia Akhter Mis. Medi Urge (Pvt.) Ltd.

23. Mr. Syed Sarim Ali Mis. Medinostic Health Care (Pvt.) Ltd.

24. Mr. M. Adil~an Mis. Medline Technologies (Pvt.) Ltd.

25. Mr. Shahnawaz Channa Mis. Muslim Medical Services

26. Mr. Safdar Hussain Mis. Noor International

27. Mr. Rashid Ali Mis. Oasis Medical Systems

28. Mr. M. Sheraz Maqbool Mis. Paktech Instruments Company

29. Mr. Haroon Mis. Standard Suppliers

30. Dr. Daniya Mis. The Creek Company

31. Mr. Obair Ansar Mis. Total Technologies

32. Mr. M. Shahbaz Hussain Mis. Universal Enterprises

33. Mr. Yousuf Khan Mis. Win Industries

Meeting started with recitation from the Holy QURAN. Chair welcomed the participants and

then commenced the proceedings. Forum was apprise that the Notice Inviting Tender (NIT)

No. DUHS/DP/2017/-26 Dated 21 September 2017 was hoisted on the DUHS and SPPRA

websites at Sr. No. 34514 I SPPRA ID No. 2147483647 and the same was published in 3

widely circulated leading dailies of English, Urdu and Sindhi languages viz. Daily Dawn,

Daily Jang and Daily Ibrat on September 22,2017.
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The participants were informed that:

Following 39 bidders purchased the bidding documents:

1. Mis. AHmedSolutions
2. Mis. Amtronech
3. Mis. Analytical Measuring Systems (Pvt.) Ltd.
4. Mis. Biologic Medical Systems
5. Mis. Biomatrix Pakistan
6. Mis. BIOS
7. Mis. Biotech Pakistan
8. Mis. Bio-Tech Services
9. Mis. Briogene
10. Mis. Chemical Centre
11. Mis. Combined Engineers
12. Mis. Diagnostic Systems
13. Mis. Duaa Enterprises
14. Mis. DWP Technologies (Pvt) Ltd.
15. Mis. Elate C.C (Pvt) Ltd.
16. Mis. Fabnos International
17. Mis. Forcare
18. Mis. Hospicare Systems
19. Mis. Hospital Solutions
20. Mis. Hospital Supply Corporation
21. Mis. Hyderabad Dental Supply Co.
22. Mis. Iqbal & Company
23. Mis. J&I Company
24. Mis. Medco
25. Mis. Medi Urge (Pvt.) Ltd.
26. Mis. Medinostic Health Care (Pvt.) Ltd.
27. Mis. Medline Technologies (Pvt.) Ltd.
28. Mis. Muslim Medical Services
29. Mis. Noor International
30. Mis. Oasis Medical Systems
31. Mis. Paktech Instruments Company
32. Mis. Popular International (Pvt.) Ltd.
33. Mis. Radiant Medical (Pvt) Ltd.
34. Mis. Scientific Technical corporation (Pvt) Ltd.
35. Mis. Standard Suppliers
36. Mis. The Creek Company
37. Mis. Total Technologies
38. Mis. Universal Enterprises
39. Mis. Win Industries
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The receipt of bids was closed at 11:00 a.m. local time on 21 October 2017 as scheduled. Out

of thirty nine (39) firms which purchased the bidding documents, thirty three (33) bidders

submitted their bids.

It was briefed to the participants that initially, only the Technical Bids / Proposals will be

opened and evaluated in a manner prescribed in advance, without reference to the price and

reject any proposal which does not conform to the specified requirements. Financial Bids /

Proposals of technically qualified bids shall be opened publicly at a time, date and venue

announced and communicated to the bidders in advance. Financial Bids / Proposals found

technically disqualified / non-responsive shall be returned un-opened to the respective

bidder(s). Accordingly, prior to evaluate bid in depth, preliminary examination of the bids

was made by the procurement committee.

Bidders were informed that the detailed technical evaluation will be carried-out and

communicate to all the bidders, and thereafter Financial Bids will be opened in presence of

the bidder's representatives.

Meeting ended with the vote of thanks to and from the chair.

1. Prof. Dr. Muhammad Masroor
Pro-Vice Chancellor (Chairman)
DowUniversity of Health Sciences, Karachi

2. Professor Amanullah
Registrar (Member / Coordinator)
DowUniversity of Health Sciences, Karachi

pro.f. Amanullah Abbasi
MBBS. FCPS. MRCP, FRCP

Professor of Medicine
Registrar

3. Mr. Munaf Advani
Director Finance (Member)
Benazir Bhutto Shaheed University, Lyari, Karachi.

Dow University 0 ea

DIRECTOR ~UfA~CE
8ENAZIR BHUTTOSHAHEED
UNiVERSITY LYARI KARACHI

4. Mr. Nadeem Shakoor Javeri
Director Finance (Member)
DowUniversity of Health Sciences, Karachi

~eem EliUZ,4;(}()/)< ~t#!)tf
Director Finance

J University of Health SCiences
5. ProfessorM. Shuja Farrukh

Medical Superintendent
DowUniversity Hospital, Ojha Campus, Karachi

I\¥: tit Shula Farrukh
~ . r. . MBBS. OLO. FCPS

ical superinten~ent

Dowuni~~rSity'tHO~f~:~\thSciences
DowUnivefSIY



MINUTES OF THE FINANCIAL BID OPENING MEETING
HELD AT PROCUREMENT DIRECTORATE

DOW UNIVERSITY OF HEALTH SCIENCES (OJHA CAMPUS), KARACHI
ON 16 JANUARY 2018 AT 12:00 NOON

A meeting was held under the chairmanship of Prof. Dr. Muhammad Masroor, Pro-Vice
Chancellor, DUHS I Chairman Procurement Committee, on 16 January 2018 at 12:00 Noon
to open and evaluate the financial bids for the "Procurement of Hospital Equipment I
Instruments" .

The participants include:

PROCUREMENT COMMITTEE

1. Professor Dr. Muhammad Masroor
Pro- Vice Chancellor,
Dow University of Health Sciences, Karachi.

(Chairman)

2. Professor Amanullah
Registrar
Dow University of Health Sciences, Karachi

(Member I Coordinator)

3. Mr. Munaf Advani
Director Finance
Benazir Bhutto Shaheed University, Lyari, Karachi.

(Member)

4. Mr. Nadeem Shakoor Javeri
Director Finance
Dow University of Health Sciences, Karachi

(Co-opted Member)

5. Professor M. Shuja Farrukh
Medical Superintendent
Dow University Hospital
Ojha Campus, Karachi

(Co-opted Member)

BIDDERS WITH NAME OF REPRESENTATIVE

1. Mr. M. Sheraz Maqbool Mis. Paktech Instruments Company
2. Mr. Jalil-ur-Rehman Mis. Iqbal & Company

3. Mr. Mustafa Muhammad Mis. Biotech Pakistan
4. Mr. Qazi Salahuddin Mis. Diagnostic Systems
5. Mr. Asher Wasi Mis. Biologic Medical Systems

6. Mr. Tauqeer Ahmed Mis. Biomatrix Pakistan
7. Mr. Sufwan Ahmed Mis. Bio-Tech Services
8. Mr. Sabahat Ali Mis. Total Technologies
9. Mr. M. Imtiaz Mis. Muslim Medical Services
10. Mr. Imtiaz Parker Mis. Hospicare Systems
11. Mr. Khurram Shehzad Mis. BIOS
12. Mr. Muhammad Abdul Sami Mis. Medco
13. Mr. Muhammad Mustafa Mis. Elate C.C (Pvt) Ltd.



•
14. Mr. Mukesh Kumar I Hamza Mis. MB Communication
15. Mr. Yousuf Khan Mis. Win Industries
16. Mr. Rana M. Harris Mis. Briogene
17. Mr. M. i\dilKhan Mis. Medline Technologies (Pvt.) Ltd.
18. Mr. Naveed Qadri Mis. Noor International
19. Mr. Hasnain Jilani Mis. Hospital Supply Corporation
20. Mr. M. Azfar Mis. Combined Engineers
21. Mr. M. Arif Khan Mis. Hyderabad Dental Supply Co.
22. Mr. Muhammad Afzal Mis. Fabnos International
23. Mr. Hafiz Adeel Mis. Amtronech
24. Mr. M. Rashid Mis. Universal Enterprises
25. Mr. Asif Raza Mis. Allmed Solutions
26. Mr. M. Naveed Raza Mis. Hospital Solutions

Meeting started with recitation from the Holy QUMN. Chair welcomed the participants and
then commenced the proceedings. It was informed to the forum that Technical Bids were
opened on 21st October 2017 for the above said tender, where out of thirty nine (39) firms
which purchased the bidding documents, thirty three (33) bidders submitted their bids.

As per the agenda, twenty three (23) Technically Qualified offers were taken into
consideration by the committee exclusively. The rates quoted by the bidders were read aloud
along with amount of 2% bid security attached by the bidder. Each rate in the comparative
statement was confirmed from the original bid by the committee and recommendations were
made, which were documented in the Bid Evaluation Report (BER).

The meeting ended with the vote of thanks to the chair.

1. Prof. Dr. MuhammadMasroor
Pro-Vice Chancellor (Chairman)
Dow University of Health Sciences, Karachi

2. Professor Amanullah
Registrar (Member I Coordinator)
Dow University of Health Sciences, Karachi

3. Mr. Munaf Advani
Director Finance (Member)
Benazir Bhutto Shaheed University, Lyari, Karachi.

4. Mr. Nadeem Shakoor Javeri
Director Finance (Member)
Dow University of Health Sciences, Karachi

5. Professor M. Shuja Farrukh
Medical Superintendent
Dow University Hospital, Ojha Campus, Karachi

/l _Prof. Amanullah AbbasiI ~- M8BS, FCPS, MRCP,FRCP
Professor of Medicine

Registrar

RFINA'Nef'
BHUTTO SHAHEEO
ITY LYARI KARACHI

t9Varkem Efftalcrm1!J;1a/}{j'llt
Director Finance

OjW University of Health Sciences



CERTIFICATE

This is to certify that the prices are comparable to the market rates in respect

of single bid received for the Procurement of Hospital Equipment / Instruments, in response to

NIT No. DUHSIDP/2017/- 26 Dated 21 September 2017, for which Technical Bids were opened

on 21 October 2017 and Financial Bids were opened on 16 January 2018.

2. Professor Amanullah
Registrar (Member / Coordinator)
Dow University of Health Sciences, Karachi

. Muhammad N asroor
Ii ss r.1CPS.FCPS. FRCP I 1;159(1\'1)

Pre-VIerC"JnCeilor
Dow LJnivel::.ty I.lf "ealth SlaneI."

1. Prof. Dr. Muhammad Masroor
Pro-Vice Chancellor (Chairman)
Dow University of Health Sciences, Karachi

3. Mr. Munaf Advani
Director Finance (Member)
Benazir Bhutto Shaheed University, Lyari, Karachi.

4. Mr. Nadeem Shakoor Javeri
Director Finance (Co-opted Member)
Dow University of Health Sciences, Karachi

5. Professor M. Shuja Farrukh
Medical Superintendent (Co-opted Member)
Dow University Hospital, Ojha Campus, Karachi



Dow University OfHealth Sciences
Directorate of Procurement

No. DURSNC/2017/-/4 Dated 15 January 2018

The Pro-Vice Chancellor I
Chairman Procurement Committee
Dow University of Health Sciences
Karachi.

Subject: Extension in bid validity period.

Permission is hereby accorded for extension in bid validity period up to 15 March 2018 in

respect of N.I.T No. DUHSIDP/2017/-26 Dated 21-09-2017 for the Procurement of

Hospital Equipment I Instruments (SPPRA Sr. No. 34514).

With best regards.

Yours sincerely,

cc.
cc.
cc.

The Registrar, DURS.
The Director Finance, DURS.
The Director Procurement, DURS.

Procurement Directorate at Library Block, SUPARCO Road, off Main University Road,
Gulzar-e-Hijri, Scheme No. 33, Karachi

Tele:PABX 021-99261472-9 Email:director.procurement@duhs.edu.pk.



lAS-ANZ:&--~--.;
I I
• _'-J,.....
I • •

I '
t .. --r--;·..'

18thJanuary,2018

DOWUniversity Of Health Sciences,
Karachi.

BID VALIDITY EXTENSION CERTIFICATE

Refer To Tender: FORTHE PROCUREMENTOF HOSPITALEQUIPMENT / INSTRUMENTS ON
DDP / C&F BASISTENDERNO. DUHS/DP/2017/26 DATED 21-SEPTEMBER-2017
TENDERSUBMISSION DATE&TIME: 21-0CTOBER-2017 AT 11 : 00 A.M.
TENDEROPENING DATE & TIME: 21-0CTOBER-2017 AT 11 : 30 A.M.

We MIs Alimed Solutions hereby extend the bid validity till1Sth March 2018.

, ! ,I, ""



January 17, 2018

To'
Director Procurement
Dow University of Health Sciences
Karachi

Reference: Extension in Bid Validity for Bid No. DUHS/DP /2017/26

Dear Sir,

With reference to your email regarding extend the validity of our bid for Bid No.
DUHS/DP/2017/26 Dated 21st September 2017 for the "PROCUREMENT OF HOSPITAL
EQUIPMENT / INSTRUMENTS". We hereby confirmed that we have extended our bid validity
till March 15, 2018.

~
M~m.r
Chief Operating Office

Head Office: BRIOGENE (PVT,) LTD, 196-A, Sindhi Musl,m Cooper atve Housln() '>o'Ciety. Sh,)hrdh c' F,,, .el: Karachi 74400, Pak "tor.
Tel +92 2114172378, .92 2134322380

_ Lahore Branch: 234 Ahmad Block, Garcj(·n TO'.'II1, L~hore, Pakl>lan Tei +92 4.' lSq·:~O'1, JS94003,1
-- Rawalpindi Branch: Office 1104. 3rd Fl:)(lr', Aries Tovv(,r ~,1IJrr('(' Ro.:)(J. 5hafnsacad. Ra'l1alpln(li ;:'rlk,(,tan T('\ +9) 51 45753"/1

Email: info@briogene.comWeb:www.brioqene com



($E LA T Ec.c (Pvt) Ltd.
DEALS IN MEDICAL EQUIPMENTS & SURGICAL DISPOSABLES

Dated: 17.01.2018

To,
Dow University of Health Sciences
Procurement Dirctorate, OJHA Campus
Karachi.

Subject: Extension of BidValidity against tender for the purchase ofMedical Eguipments.

Ref: 8id No. DUHS!DP!2017!26 Dated 21st September 2017
DearSir,

Reference to above tender for the purchase of Medical equipments for the year 2017-18 opened oi,

21st October, 2017. We do hereby confirm that our bid is valid till 15th March, 2018.

~.,.,

. . -3 Gulshan-e-I bal, Karachi, Pakistan. Tel:+92-21-34817330
HeadOffiC~~;~~~~;!j!:1~ital~:~!i~:~~ela'tegroup.cori Web:wwwelategroup.com



'$'omtronech Amtronech
560 A-Block, Faisal Town. Lahore 54700. Pakistan
~ +924235161810-11, Jil. +924235161912
info©a rrer one en.com WW'N.il rntronech.com

Director Procurement
Procurement Directorate,
Dow University of Health Sciences (Ojha Campus),
Karachi.

Ref: L20180119-105341
Date: Jan 19, 2018.

Sub: Extension for Validity of Bid Against IT No. DUHS/DP/2017/26

Dear Sir,

Refer to your email for subject matter; we hereby extended validity of our bids for Sr no. 04,
Vital Sign Monitor and Sr no. 17 ECG Machine, till 15th March, 2018.Please do let us know if
you need further clarification on this matter from us.

Yours sincerely.

Umair Yaseen.
Business Coordinator.



- Win Industries
Manufacturer of Hospital Furniture's

& Medical Equipments

~
UKAS

MANAGEMENT
SYSTEMS

WS-40,Block-2, F.B.Area,
Karachi-75950, Pakistan.
Tel: (92-21) 36317604

(92-21) 36332454
Email: winind-pak@cyber.net.pk
Web: www.winindustries.com

January 18, 2018

To,
Procurement Director
Dow University of Health Sciences
Karachi

Subject: Bid Extension Letter

Dear Sir,
With Reference to Tender Number DUHS/DP/2017/26 Dated 21st September
2017 for the "PROCUREMENTOF HOSPITALEQUIPMENT /INSTRUMENTS"

We hereby extend the bid validity to 15 March 2018. We would expect this
extension to be available to all submitters.

If you wish to further discuss the contents of this letter, please contact us

Thank you

• Hospital Beds • CSSD Sterilizer • Infant Warmer • Auto Scrub Pandents • Instrument Trolley & Hospital Furniture



HOSPITAL SUPPLY CORPORATION
46-E/2, Block 6, P.E.C.H.S., Behind Fortune Centre, Shahrah-e-Faisal, Karachi-75350, Pakistan.

Tel' : (021) 3430 3170 -72
Fax: (92-21) 34303173
E-mail: hsc@hsc.com.pk
URL : hUp:/Iwww.hsccom pk

Date: January 18, 2018Director Procurement,
Dow University of Health Sciences,
Ojha Campus, SUPARCORoad,
Karachi.

SUB: EXTENTION OF BID VALIDITY

REF: PROCUREMENT OF HOSPITAL EQUIPMENT I INSTRUMENTS
NO. DUHS/DP/2017/26 DATED 21 SEPTEMBER 2017•
DUE DATE: OCTOBER 21.2017 AT 11:00AM

Dear Sir,

We are pleased to inform you that the company has agreed to extend the bid validity period till

March 15th, 2018.

This is for your kind information & record.



Medical & Dental Supplies

January 17, 2018
To,

Director Planning & Development,
DOW UNIVERSITYOF HEALTHSCIENCES,

Baba-e-Urdu Road,

KARACHI

N1N# 0899311 - 4
S1# 17-12-3006-001-37

Subject: Letter for BID EXTENSION
Tender Ref: No. DUHS DP 2017 26 PROCUREMENTOFHOSPITALAND LABE

Dear Sir,

Thanking you .

. RXII/X Muhammad Afzal
Sales Manager

26 _C, 1st Floor, Tauheed Commercial Area Street # 26, Phase - V, D.H.A. KARACHI - 75500 PAKISTAN.
Tel: (92-21) - 35823812,35821401 Fax: (92·21)- 35821402

E-mail: sales@fabnos.com : import@fabnos.com Website: www.fabnos.com



PAKTECH INSTRUMENTS COMPANY
Medical- Technical-Research Equipment & Training Aids.

The Director Procurement,

Dow University of Heath Sciences.

Subject: Extensi,!n of Bid.:Y;!liditf.

From the reference of Tender No: DUHSfDP/2017-26 Dated: 21st September, 2017 for the"

Procurement of Hospital Equipment / Instruments "We arc hereby to extend Bid validity till

March 15th, 201.8.

Thanking Y(lU

With Regards,

Pak Tech Instrument

__185, Street-IS, Block-3, Sharfabad, Karachi-74800 Pakistan.
Tele :34949215,36220359, Fax: 92-21-34930971, E-mail: paktech1@cyber.net.pk Website: www.paktechl.com



Deals in:High Frequency X-RayUnits, Surgical (-Arm, RJ system, Digital Radiography, ('T Scan,
M.R.1,Flat Panel Detector, Automatic X-Ray Film Processor, Dental Units, E(G,
Lab Equipment, Monitoring system, Ultrasound, Accessories &General Order Suppliers

Dated: 17.01.2018

Ref No.MMEC/GEN-1316-001/PSH

Director Procurement
Dow University of Health Sciences

Karachi

Subject:
EXTENSION Of BID VALIDITY
Bid No. DUHS/DP/2017/26 Dated 21st September 2017

Dear Sir,
We thankfully acknowledge the receipt of your email dated 17.01.2018 regarding extension of Bid
validity against your Invitation for Bid No.DUHslOP12017/26 Dated 21st Septem ber 2017 for

the "PROCUREMENTOFHOSPITALEQUIPMENT/ INSTRUMENTS".

We are pleased to confirm our bid validity till March 15, 2018.

Thanking you and assuring you the best of services and cooperation at all the times.

Best regards,

~
Muhammad Anwar
Chief Executive
MEDCO

MEDeo
19-KHYBER BAZAR PESHAWAR

TEL:0t1-2212102·.2211185
FAX~ot1.22.19314

E.MAlL.: medC;O@ brain. Net. pi(

I... +92-91-ZZ12702
+92_91_ZZ11185

\ IS +92-91-2219384

Rawalpinidi Office
Office No. 21. Ground Floor, Safari Mall. Safari
Villas 1. Bahria Town, Rawalpindi Pakistan

I... +92-51-8737285

tEl +92-51-8737286

Lahore Office
Karachi office

Head office
19-Khyber Bazar, peshawar-Pakistan.

222. A-Block GOR-S, opp.]innah Hospital
Faisal Town, Lahore Pakistan.

I... +92-42-35201908

18 +92-42-35201909

suite No. 103.AI-Amna Pia
M.AJinnah Road. Karachi

I... +92_21_32784211

Ii?I +92_21-32784212

\



HYDERABAD
DENTAL SUPPLY CO. 0' - 201 811-

IMPORTER & EXPORTER

To,

Director Procurement
Dow University of Health Sciences.
Karachi

Subject: Bid Extension letter

Referring to Invitation for Bid No.DUHS/DPIZ017/26 Dated
. 21st September 2017 for the "PROCUREMENT OF HOSPITAL
EQUIPMENT I INSTRUMENTS"

Dear Sir

We agree to the Extension validity of this bid for id No.DUHS/DP/20 17/26 Dated 21st September
2017 for the "PROCUREMENT OF HOSPITAL EQUIPMENT 1 INSTRUMENTS
Till March 15th 20 Is

58 Uberty Market Hyderabad - 71000 Pakistan, . - - .
E-mail: hdsc001@yahoo.com

. Ph· 92 22 2610110 Fax: 92-21-34976701



~ _I c» ~........................................................................................................................................................................... ,...
SERVING HUMANITY WITH TECHNOLOGY

January 18, 2018
Ref: BIOS(A)0111112018

To: Director Procurement,

Dow yniversity of Health Sciences,
Karachi.

Subject: Extension of Quotation Validity.

Dear Sir,

With reference to your email dated January 17, 2018 regarding validity extension of bid
against tender no. DUHS/DP/2017/26 Dated 21st September 2017 for the
"PROCUREMENTOF HOSPITAL EQUIPMENT 1 INSTRUMENTS".

We hereby extend the rate validity period of our submitted quotation no. BIOS/K/10109/17
till 15th March, 2018 against above tender.

coo

Head Office:
2nd, Floor Building No. 2C
12 Commercial, Phase" Ext.
D.H.A. Karachi-Pakistan
Ph: 021-35891031 /021-35891032

021-35891033
E-mail: bios@cyber.net.pk
Web.: www.bios.com.pk

Lahore Office:
1st Floor, Munawar Apartment,
Behind Queens Centre,
33/1 Queens Road, Lahore.
Ph: 042-36310519
Fax: 042-36311697
E-mail: bios@cyber.net.pk

Islamabad Office:
Office No. 404, Royal Center,
Fazal-e-HaqRoad,
Blue Area, Islamabad
Phone: 051-2806182
E-mail: bios@cyber.net.pk



RIftS
BIOLOGIC Medical
Deals in : Electro Medical Equipment and Hospital Consumable Items

Ref No DUHS 116-18

Director Planning & Development
Dow University of Health Sciences
Admn. Block
Karachi

RE: VALIDITY EXTENTION AGAINST TENDER ENQUIRY # DUHSIDP/2017/26

Dear Sir,

Referring to Invitation for Bid No.DUHSIDP/2017/26 Dated 21st September 2017 for
the "PROCUREMENT OF HOSPITAL EQUIPMENT I INSTRUMENTS", for
which Technical Proposals were opened on 21st October, 2017 and Financial Bid were opened on
16th January, 2018.

We have extended our Bid validity till 15thMarch 2018 for the above said tender.

Please feel free to contact us for any clarification or assistance required.

Head Office: 166-E, Block-3, Annexe "B" Off Khalid Bin Waleed Road, Behind Danish Motors, P.E.C.H.S., Karachi-75400
V : (92-21) 34392788, 34392799 F : (92-21) 34550999 E-mail: info@biologicmedical.com Web: www.biologicmedical.com

Islamabad Office: Ababeel Heights Suite No. 302, 3rd Floor, Building No. 153-0, Main Boulevard Civic Centre, Phase IV,Bahria Town, Islamabad.



Head,Office:
746, Shadman-1, Lahore - Pakistan
Ph,042-37592075,37429012
Fax: 042-37572486
E-mail: info@biotech.com.pk
www.biotech.com.pk

The Director Procurement,
Procurement Directorate,
Prof. Masood Hameed Khan Library Building
Dow University of Health Sciences(Ojha Campus)
SUPARC0Road, Off Main University Road,
Gulzar-e-Hijri, Scheme No. 33, Karachi.

Ref: BTS/DU.:K/30SE-2
Date: 17-01-2018

Subject: Tender for Procurement of Lab & Hospital Eguipmentllnstruments
Tender No. DUHS/DP/2017/26 Dt. 21 September 2017 (Opened on 11-10-17)
Extension of Bid Validity

Dear Sir,

Kindly refer to the subject and your today's email, we are pleased to extend the validity period of our bid till
15March, 2018.

Assuringyou of our best cooperation & services, we remain.

Peshawar Office: Islamabad Office: Sargodha Office: Karachi Office: Quetta Office: Multan Office:

Suite # 05-B, G. Floor, Peshawar
Medical Center, Khyber Bazaar,
Peshawar· Ph. 091·2567689

House # 24, Sohni Road,
Sector 1·10/4, Islamabad
Ph: 0514442437

Jammu Center, 153 ·A,
Satellite Town - Sargodha
Ph: 048-3221955

116/E, Block-2, PECHS,
Karachi-754000
Ph. 021-34526316

AI - Haj Diagnostic Clinic
Toghi Road, Quetta
Ph: 081-2830825

Office # 2, 2nd Floor,
Dost Plaza, Nishlar Roac
Mullan



The Director Planning & Development
DOW University of Health Sciences
Karachi.

Ref: CE/9475/2018
Date: 18-01-2018

Your Reference No#DUHS/P&D/20 17/26 DATED 21 September 2017

Subject: - Extension of Price Validity

. Dear Sir,

We hereby pleased to extend the price validity till 15th March 2018 for our financial bid. Ref
CE-FP-9333/2017Dated: 19-10-2017 submitted in above mentioned tender.

Thanking you we remain & assuring our best corporation in this regards.

Cordially your's.

FOR, COMBINED ENGINEERS:-

,'., .

" ",'

'. -, ",

Lahore Office: House# 170.BlockB-1.JoharTown.Lahore.Ph:042-35164911.042-35177744Cell: 0301-8239723
Islamabad Office: House # 1565, Sector 1110/1, Main Double Road, Islamabad. Ph: 051-4441870 Cell: 0302-5449826, 0333-4348823
Peshawar.Office:



!]] DIAGNOSTIC SYSTEMS
Quality, Efficiency & Customer Satisfaction

Sales Tax # 12-00-9018-045-28
National Tax # 09-04-0691115-3

Ref#OOI
Date: January 18,2018

To,
Director Procurement
Dow University of Health Sciences, Karachi

Subject: Approval of Extension in Bid Validity tilllSth March 2018

Dear Mr. /Ms,

With referenb'e to your Tender No. DUHS/DP/2017/-26 DATED: 21 Sept 2017 and our Tender
Ref No. DUHS/DP/2017/-26, we approved your request to extend the bid validity till 15th March 2018

;
··;:.i.'

'._,JJ
Diagnosti - Systems

~ Electrothermal ELGA

"IIMERCKII
~

helena
r~,~:~, - JENWAY clifton

Karachi: House No. A-21, Block 13·D/1, Rufi Cottages, Gulshan-e·lqbal, Karachi.
Tel # 021-34972337, 34961359 Fax # (92-211 34972349
E.mail: info@diagnosticsystems.com.pk
Web: www.diagnosticsystems.com.pk

Lahore: Apt # 1 , House No : 1, Block B ,
RevenueSociety Lahore. Ph No : 042- 35227116
Web: www.diagnosticsystems.com.pk



Our Ref: TTPL/6816/18
Dated: rs" Jan., 2018

Director Procurement,
DOW University of Health Sciences (Ojha Campus),
SUPARCO Ro~d, off Main University Road,
Gulzar-e-Hijri, Scheme No. 33,
Karachi.

Subject:
Ref:

EXTENTION OF BID VILDITY
Against Tender Inquiry No. DUHS/DPl20 17/- 26 Dated 21-09-2017Procurement
Of Hospital & Lab Equipment / Instruments due on 21-10-2017

Respected Sir,

This is reference to the subject matter we hereby confirm the extension in bid validity period
tiII 15-03-2018 for above subject quoted tender

Please ask if you need any further information in this regards.

Sincerely

Corporate office: 696-J2, M.A.Johar Town, lahore, Pakistan. Tel:+92 42-35957281-3 Fax:+92-4235957284
E-mail: info@totalgroup.com.pk Url:www.totalgroup.com.pk

Islamabad: 1167,SI.#:111, Karachi: 116/E, Block-2, Multan: +92-321-7373814
G-9/4,lslamabad-Pakisian. P.E.C.H.S.Karachi-Pakistan. Peshawar: +92-91-5712003
Tel:+92-051-2284540, Tel:+92-321-7373804-5 +92-321-7373802
Cell:+92-321-7373209
Fax: +92-51-2856222

~.._ .
: Total
• Technologies
1I:O"4.·,IID .•

ISO 9001: 2008



HOSPITAL SOLUTIONS~-. ~
IMPORTERS, EXPORTERS & REPRESENTATIVE

Email: info@hospitalsolutionspk.com
Website: www.hospitalsolutionspk.com

Date: 19-01-2018

To,

Director Procurement
Dow University of Health Science,
Karachi.

SUBJECT:

Dear Sir,

With reference to the notification regarding Bid Extension,we are pleasedto confirm bid extension

validity till is" March' 2018 against this Tender No. DUHS/DP/2017/26.

Thanks& Regards,

H. No. 174-E, P.E.C.H.S., Block-2, Karachi. Tel: 92-21-34526671-2



,.
MUSLIMMEDICAL

SERVICES
ST.Regn. No. : 03-97-9999-582-28

NTN. No. : 06-02-1193783-1

LATEST MEDICAL TECHNOLOGIES WITH QUALITY & ECONOMY

rr January 2018

To
Director Procurement
Digital Library Block, Ojha Campus
Dow University of Health Sciences
Karachi.

Sub: Extension validity date of Tender #Bid No. DUHSIDP /2017126 Dated
21st September 201 7Jor the "PROCUREMENT OF HOSPITAL EQUIPMENT
/ INSTRUMENTS"

Dear Sir,

We confirmyou that the validity ofouro.fferJor Tender #Bid No. DUHSIDPI2017126 Dated
21st September2017Jor the "PROCUREMENT OFHOSPITAL EQUIPMENT /
INSTRUMENTS"
We can extend till IsnMarch 2018, ifyou needanyjurther information in this matter so, kindly do not

hesitate to contactus.

Thanks eRegards,

For
Muslim Medical Services

www.muslim-medical.co

Ground floor. Rabbiya Garden. Plot No.3. Block 3 M.c.H.5.Shaheed.e.Miliat Road. Karachi - 74800 Pakistan. Tel: 92-21·34921913 Fax:92-21- 34855225 e. mail: info~mtakhi.

Head Office: 3 5yed Moj Oarya Road. (Near A.G.Office) Lahore - 54000 Pakistan. Tel: 92-42-37325573 & 37362585 Fax:92-42-37237410 e. mail: info@muslim-medical.c



ST. Regn. No.: 12-00-3004-118-64

NTN. No. : 0368358-3

17thJanuary 2018

To
Director Procurement
Digital Library Block, Ojha Campus
Dow University of Health Sciences
Karachi.

Sub: Extension validity date of Tender # Bid No. DUHSIDP/2017/26 Dated 21st September
2017 for the "PROCUREMENT OF HOSPITAL EQUIPMENT I INSTRUMENTS"

Dear Sir,

We confirm you that the validity of our offer for Tender # Bid No. DUHSIDP/2017/26 Dated
21st September 2017 for the "PROCUREMENT OF HOSPITAL EQUIPMENT I
INSTRUMENTS"

We can extend till 15thMarch 2018, if you need any further information in this matter so, kindly

do not hesitate to contact us.

Thanks& Regards,

Sr. Sales Manager

Mezzanine Floor, Rabbiya Garden, Piot No.3, Block 3 M.C.H.S, Shaheed.e.Millat Road, Karachi - 74800 Pakistan.
Tel. (»)_..., 1-'<4921913 34916844 Fax: 92-21- 34855225 e. mail: hospicares.system.(i;gmaii.com



17th January 2018. Ref# BIOTIDUHS-2017-17/2.

Director Procurement
Dow University of Health Sciences (Ojha Campus)
Procurement Directorate at Library Block,
SUPARCO Road, off Main University Road,
Gulzar-e-Hijri, Scheme No. 33, Karachi.
Phone No. + 92-21-99261497
Email: director.procurement@duhs.edu.pk

Sub: Bidding Document Ref DUHS/DP/2017/- 26 Dated 21 September 2017 for
item No. 16 - Defibrillators

Ref: Biotech quotation No. 115 - BIOTIRT - DUHS -10 -17 dt: OCTOBER 21, 2017.

Dear Sir,

We acknowledge receipt of your Email dt: 17th Jan 2018 and in response we hereby extend the
Validity of our offer upto 15th March 2018 as desired, with the request to please finalize the case
within extended validity period please.

Thanking you in anticipation.

Head Office:
Suite# 302, 3rd Floor,TahirPlaza,
K.C.H.S,Karachi,Pakistan- 75350
Tel: +92-21-34311652,34312153
Fax: +92-21-34311448

Islamabad Office:
Plot# 479, StreetNo.3,
F-11/1, Islamabad.
Tel: +92-51-2104005-7
Fax: +92-51-2104008

Lahore Office:
Flat# 6, B-Block,L.D.AFlats,
LawrenceRoad,Lahore.
Tel:+92-42-36282932-5
Fax: +92-42-36282931

Email: info@biotechpakistan.com
Website: www.biotechpakistan.com



NOOR INTERNATIONAL
Head Office: Noor House, 29"0, Block-e, P.E.C.H. Society, Karachi·75400, Pakistan.

Tel # 92-21-34527001-3, 34322311-3, Fax# 92-21-3452-7000, E-mail: niho@noor-international.com
Website: www.noor-international.com.

January 22, 2018

The Director Procurement,
Dow University of Heath Sciences (Ojha Campus),
Karachi, Pakistan.

Subject: Letter for bid validity extension

We Mis Noor International, with reference to tcnder# DlJHS/DP/2017/26 dated 21st September
2017 for the "Procurement of hospital equipment / instrument", hereby inform you that we
will extend the validity of our offered items till 15th of March 2018.

Please feel free to contact us for any information & assistance.

Thanks & regards,

Manager

Rawalpindi Branch Office: Plot No. 62/A-l,
House No. CB-552, lalazar Housing Scheme,
Tulsa Chock, Rawalpindi.
Ph: 051-5178182·3, Fax: 051-5178181
E-mail: rwpbr@noor-intemational.com

Lahore Branch Office: Noor House 107,
Tariq Block New Garden Town, lahore.
Ph: 042-35914751-53, Fax: 042-35914752
E-mail: Ihrbr@noor-intemational.com

Peshawar Branch Office:
Flat No.10, 2nd Floor. Spinzar Plaza,
Jahangirabad,University Road, Peshawar.
Ph: 5842990.
E-mail: pwrbr@noor-international.com


